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PEEFACE  TO  THE  FIFTH  EDITIOK" 


The  demand  for  a  fifth  edition  of  this  work  within  a  year  of  the 
appearance  of  the  fourth  edition  must  be  accepted  as  evidence  of  an 
increasing  prevalence  of  conservatism  in  gynecology;  and  for  this 
broadening  of  therapeutic  effort  the  medical  profession  itself,  no  less 
than  womankind,  should  be  thankful.  If  the  work  serves  as  a  per- 
manent inspiration  to  greater  breadth  of  view  in  a  specialty  still  in  its 
formative  stages  the  author  will  be  amply  satisfied. 

In  reviewing  the  text  for  this  edition  the  opportunity  was 
availed  of  to  bring  the  technical  consideration  of  the  constant  current 
derived  from  the  street  mains  still  further  up  to  date,  and  to  further 
elaborate  the  chapters  on  the  cataphoric  treatment  of  cancer. 

G.  Betton  Massey. 

1831  Chestnut  St.,  Philadelphia. 
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PEEFAOE  TO  FOUETH  EDITION 


Called  upon  for  a  fourth  time  to  revise  this  work,  the  author 
has  necessarily  permitted  the  former  edition  to  remain  long  out  of 
print  while  endeavoring  to  bring  up  to  date  the  practical  subjects 
embraced  within  it.  The  progress  of  electro-therapeutics  in  general 
since  the  appearance  of  the  last  edition  has  been  very  great,  and  this 
has  necessitated  a  complete  re-writing  of  the  more  technical  portions 
of  the  book,  particularly  that  referring  to  the  constant  current  and 
the  theories  and  practical  application  of  electrolysis  and  phoresis. 
Four  entirely  new  chapters  on  the  treatment  of  cancer  by  electro- 
chemical destruction  and  sterilization  have  been  added,  and  it  is 
hoped  that  these  will  be  specially  interesting  to  the  large  number  of 
physicians  now  engaged  in  the  treatment  of  this  affection  by  Roent- 
gen rays;  while  the  important  position  attained  by  the  latter  is 
recognized  by  a  complete  though  brief  dissertation  on  Roentgen  rays 
in  diagnosis  and  treatment,  prepared  by  Dr.  Herman  Grad,  of  New 
York,  a  well-known  and  able  writer  in  this  field. 

The  portions  of  the  work  relating  to  the  Apostoli  treatment,  and 
to  the  author's  methods  for  averting  unnecessary  sacrifice  of  the 
pelvic  organs  of  woman  by  the  use  of  electric  modalities,  have  re- 
quired but  little  change,  save  the  further  elaboration  and  corrections 
derived  from  additional  experience.  These  questions  have  passed 
largely  from  the  controversial  stage  into  that  of  acceptance  and 
action.  The  former  opponents  of  this  form  of  conservative  gyne- 
cology have  illustrated  their  purely  surgical  leanings,  it  is  true,  by 
transferring  their  attention  to  the  surgery  of  the  kidney  and  upper 
abdomen  in  the  medical  arena;  but,  meantime,  a  numerous  class  of 
physicians  throughout  the  world  have  essayed  to  meet  the  problems 
of  true  gynecology  presented  to  them  in  their  offices  and  daily  visits 
with  added  power  because  of  a  knowledge  of  electro-therapeutics.    To 
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this  growing  body  of  physicians  the  author  primarily  submits  this 
work^  and  to  them  is  entrusted  the  truths^  so  important  to  humanity^ 
that  have  been  bequeathed  to  us  by  Apostoli  and  Keith. 

The  author  begs  to  acknowledge,  with  thanks,  much  practical  as- 
sistance from  his  colleagues  on  the  staff  of  the  American  Oncologic 
Hospital;  and  also  tenders  his  thanks  to  Dr.  Orad  for  his  valuable 
contribution.  His  thanks  are  also  tendered  to  Mr.  H.  L.  March  for 
the  preparation  of  a  number  of  additional  drawings  and  diagrams 
appearing  in  this  edition. 

1831  Cheetnut  St.,  Philadelphia. 
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PART  I. 


CHAPTEB   L 

The  Xattee  axd  the  Fzedisfo^iso  Cattsts  of  the  Moee 

Common   Amcnoxs   of   Womak. 

Berelopniental  FmsHs  of  Earij  WamMahood. — The  girl  is  the 
antet3rpe  of  the  woman  in  phjEicai  as  well  as  mental  endowment; 
hence  the  prophecy  of  a  wholesome  matnritj,  or  the  seeds  of  many  of 
the  physical  and  neural  ills  of  womanhr»d,  may  be  traced  in  the 
heredity  received,  plus  the  eDrironment  of  her  derelopmental  stage. 
Under  the  unrestrained  operation  of  the  laws  that  govern  evolution 
the  all-pervasive  influences  of  an  awakening  womanhood  tend  toward 
the  more  perfect  establishment  of  its  character  in  the  individual,  and 
would  doubtless,  in  later  generations,  produce  women  of  increasing 
womanliness,  physically  and  mentally  for  natural  gelection  between 
the  sexes  is  apt  to  be  governed  by  inherently  correct  mutual  attrac- 
tions. The  conditions  of  civilization  and  the  demands  of  society, 
however,  do  much  to  nullify  rather  than  increase  such  wholesome 
tendencies,  and  the  result  of  marriages  as  usually  contracted  is  often 
the  production  of  stationary'  or  atavistic  progeny. 

Under  the  operation  of  unwise  or  accidental  sexual  selection  we 
may  have,  therefore,  the  descent  of  an  acquired  heredity  of  physical 
weakness  or  emotional  impressionability, — conditions  which,  if  asso- 
ciated with  noncorrective  environment,  are  sure  to  result  in  disaster 
to  the  life-history  of  the  individual.  In  heredity  we  have,  conse- 
quently, a  most  potent  cause  for  the  developmental  faults  of  early 
womanhood. 

The  influence  of  environment  either  in  perfection  or  correction 
of  girlish  character  is  peculiarly  powerful  in  her  stage  of  development, 
for,  contrasted  with  that  of  man,  this  stage  of  development  involves 
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phenomena  of  a  far  greater  relative  importance,  the  physical  and 
mental  phenomena  that  bear  a  direct  relation  to  sexual  characteristics 
impressing  every  fiber  of  her  being,  her  emotions,  and  her  judgment. 
Nature  has,  herself,  therefore,  made  the  hygienic  path  of  girls  nar- 
rower than  that  of  boys,  for,  in  endowing  them  with  the  susceptibili- 
ties of  higlily  specialized  functions,  it  has  furnished  another  predis- 
posing cause  for  disease,  in  the  shape  of  a  special  vulnerability  to 
unfavorable  environment. 

Since  heredity  is  beyond  the  control  of  living  beings  (and  society 
even  yet  refuses  to  apply  well-known  rules  of  scientific  breeding  to 
its  unborn  children),  it  is  to  the  correction  of  environment  that  both 
parents  and  physicians  must  look  for  reparative  effects,  and  it  is  for- 
tunate that  environment  may  be,  at  times,  as  effective  in  producing 
results  as  heredity  itself. 

In  the  scientifically  bad  environment  we  have  the  second,  but 
most  practically  important,  cause  of  developmental  faults  in  young 
girls.  Striking  portions  of  this  are :  influences  which  cultivate  selfish- 
ness and  neglect  inculcation  of  that  wholesome  instinct  of  self-sacri- 
fice in  little  matters  which  does  so  much  to  ennoble  womanly  char- 
acter; influences  which  favor  introspection  as  to  bodily  ills  and  cause 
undue  attention  to  be  paid  to  little  aches  and  pains  that  would  be 
forgotten  were  more  attention  paid  to  active  duties  and  pleasures; 
lack  of  earnest  occupation  for  body  and  mind;  lack  of  outdoor  life; 
mental  cramming,  with  neglect  of  physical  education  in  schools; 
neglected  excretions;    unhygienic  dress. 

It  is  well  known  that  hysteria  is  rarely  or  never  foimd  except  in 
girls  who  have,  at  some  time,  suffered  from  that  unfortunate  mental 
failing  known  as  "spoiling";  but  it  is  not  so  well  appreciated  that 
its  earliest  evidences  may  be  traced  to  the  habit  of  selfishness  and 
self-indulgence  in  little  things,  and  that  this  habit  long  fostered  re- 
quires but  little  else  to  produce  the  disease.  Of  lack  of  mental  occu- 
pation it  may  be  remarked,  in  passing,  that  there  are  but  two  attitudes 
toward  the  problems  of  her  immediate  future  that  are  mentally 
healthy  for  young  girls:  they  must  either  cultivate  society  and  a 
natural  interest  in  the  young  members  of  the  opposite  sex  among 
their  acquaintances,  or  they  must  devote  imflagging  energies  to  some 
real  pursuit  or  occupation.  It  is  the  more  retiring  and  prudish  girls 
who,  while  neglecting  the  career  of  a  social  favorite,  and  failing  to 
replace  its  mind-absorbing  duties  and  pleasures  by  an  equally  absorb- 
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ing  career  or  occupation,  fall  early  victims  to  neurasthenia  and  other 
nervous  troubles. 

Some  of  the  instances  of  bad  environment  enumerated  are  for- 
tunately fast  disappearing,  but  many  of  them  are  still  most  conspicu- 
ous and  active  enemies  of  womanly  health  and  perfection.  The 
hygienist  of  to-day  has  much  to  be  thankful  for  in  the  changing  con- 
ditions governing  the  lives  of  intelligent  girls  and  women,  thanks  to 
the  somewhat  recent  elevation  of  health  and  vigor  into  an  idol  of 
fashion.  Protests  are  still  made  against  waist-bome  clothing,  it  is 
true ;  but  much  of  this  is  hypercritical,  for  it  cannot  be  easily  demon- 
strated that  the  shoulders,  suspended  from  the  chest  as  they  are  by 
mere  muscular  and  ligamentous  attachments,  are  better  adapted  to 
support  clothing  than  a  bony  prominence,  such  as  the  hip,  which  is 
superposed  directly  on  the  bony  structures  of  the  thigh  and  leg.  The 
question  is  entirely  apart  from  that  of  tight  lacing,  than  which  noth- 
ing could  be  more  injurious  to  the  organs  of  the  abdomen  and  pelvis. 
That  our  grandmothers  could  have  existed  within  their  *'stays"  is  but 
an  evidence  of  physiologic  endurance.  Their  granddaughters  are 
more  sensible;  yet  the  physician,  and  the  artist  also,  must  still  bewail 
a  fashion  that  not  only  constricts  the  waist  to  an  improper  degree, 
with  consequent  displacement  of  internal  organs,  but  destroys  the 
vigor,  pliancy,  and  independent  activities  of  the  abdominal  and  dorsal 
muscles,  resulting  in  weak  backs,  weak  abdomens,  and  notorious  dis- 
tortion of  the  abdominal  contours.  The  most  conservative  advice  a 
physician  can  give  is  that  the  wearing  of  even  a  tight  waist  should 
be  postponed  as  late  as  possible  in  a  young  girl,  reserving  loosely  fitting 
straight  front  corsets  for  mature  women  whose  figures  require  them. 

Besides  inculcating  the  preventive  measures  naturally  indicated 
by  the  mere  suggestion  of  such  and  kindred  faults  of  environment, 
the  physician  should  not  hesitate  to  welcome  and  advise  the  sensible 
use  of  the  bicycle  by  young  girls,  under  the  important  conditions  of 
an  anatomically  correct  saddle,  an  upright  position  on  the  wheel,  and 
proper  moderation  in  its  use.  With  these  conditions  secured,  one  can 
be  certain  that  a  valuable  hygienic  measure  has  been  attained  which 
will  not  only  prevent,  but  even  cure,  maldevelopment  of  the  secondary 
puberty,  when  so  many  of  the  disorders  of  young  womanhood  arise. 
As  for  golf,  tennis,  skating,  and  other  outdoor  sports,  too  much  can- 
not be  said  in  praise  of  these  agencies,  which  are  doing  so  much  to 
improve  American  womanhood. 
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Among  the  most  serious  maldevelopments  of  young  girls  is  an 
imperfect  evolution  of  the  menstrual  function,  in  which  this  evidence 
of  maturity  is  attended  with  undue  pain.    This  subject  is  fully  con- 
sidered in  the  appropriate  chapter ;  but  in  this  summary  of  the  under- 
lying causes  of  the  affections  peculiar  to  women  it  is  proper  to  note 
that  the  author  regards  these  conditions  as  strictly  neural  or  inflam- 
matory, or  a  combination  of  both,  and  that  his  experience  has  enforced 
the  conclusion  that  the  mechanical  obstruction  theory  of  menstrual 
pain  is  a  widespread  delusion  and  totally  unsupported  by  the  facts. 
No  damming  up  has  ever  been  observed  in  these  cases,  nor  has  it 
been  proven  that  the  narrow  or  tortuous  uterine  canal  is  not  still 
capable  of  giving  exit  to  the  menstrual  fluid  supposed  to  be  held  back 
by  it.    Until  actual  obstruction  can  be  proven  it  is  evident  that  the 
elaborate  operations  of  slitting  up  or  dilating  the  cervix  are  illogical 
and  harmful,  the  few  instances  in  which  it  has  apparently  been  of 
service  in  allaying  pain  being  equally  explainable  on  the  theory  of 
this  effect  being  actually  due  to  the  cure  of  the  hyperesthesia.     It  is 
evident,  on  the  contrary,  that  the  pain,  as  a  rule,  precedes  the  flow, 
and,  in  the  absence  of  an  expansion  of  the  uterine  cavity  above  the 
internal  os,  it  is  clear  that  it  precedes  the  actual  secretion  of  the  fluid 
itself.    Common  sense  alone  would  indicate,  therefore,  that  undue  men- 
strual pain  is  a  reaction  between  vasomotor  conditions  within  the 
affected  organs  and  their  nerve-centers,  the  remote  causes  being  either 
a  bad  local  or  general  nutrition  and  development,  or  consequences  of 
catarrhal  invasion.    This  view  is,  of.  course,  not  entirely  new,  and  is 
even  found  in  text-books  that  dictate  methods  of  treatment  entirely 
founded  on  discredited  mechanical  theories,  but  it  needs  the  impetus 
of  a  vigorous  propaganda  to  be  brought  home  to  the  consciousness 
of  gynecologists  at  large,  and  to  dictate  a  less  mechanical  and  more 
effective  treatment  and  one  more  in  accordance  with  the  true  nature  of 
the  condition. 

But  our  concern  here  is  more  with  the  original  causation  of  this 
affection,  and  this  aspect  of  the  question  is  the  more  important  since 
it  bears  a  direct  relation  to  the  possibility  of  preventing  one  of  the 
most  common  complaints  of  young  womanhood.  Why  should  so  many 
girls  complain  of  these  intense  pains  and  cramps  at  the  occurrence 
of  a  purely  physiologic  and  normal  cyclic  point  in  their  routine  phys- 
ical life?  Varying  amounts  of  discomfort  and  nervous  erethism  are 
probably  natural,  but  this  invalidism  in  health  surely  is  not. 
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We  have  here  heredity  and  environment  again, — an  heredity  of 
neuropathic  tendencies, — if  combined  with  a  neurotic  environment 
being  fully  capable  of  furnishing  a  ready  subject  for  the  affection, 
which  in  its  earlier  stages  can  be  none  other  than  an  intensification 
of  the  normal  congestion  of  an  imperfectly  developed  and  imperfectly 
nourished  apparatus.  And  we  might  also  consider  the  environment 
of  the  pelvic  organs  themselves,  when  a  habit  of  constipation  causes 
them  to  be  crowded  and  their  blood-supply  diminished  and  vitiated. 

But  two  additional  influences  are  now  required  to  develop  a 
merely  neurotic  functionation  into  one  attended  with  pronounced 
menorrhspasm  and  menorrhalgia,  the  first  step  establishing  the 
uterine  form  and  the  second  the  ovarian  form  of  the  disease:  1.  If, 
coincident  with  this  undue  physiologic  congestion  the  patient  catches 
cold,  with  its  microbic  and  neural  causation,  we  have  an  endometritis, 
constituting  the  uterine  form  of  menorrhalgia.  2.  The  second  step 
is  the  upward  extension  of  the  catarrhal  aggravation  of  normal  con- 
gestion until  the  ovaries  are  affected,  which  is  favored  by  additional 
exposure  to  cold,  artificial  stimulation  of  the  sexual  organs,  the  con- 
traction of  a  marriage  while  still  uncured,  and,  finally,  it  is  to  be  said, 
with  regret,  that  the  operation  of  divulsion  for  the  cure  of  uterine 
menorrhalgia  is  too  frequently  followed  by  an  extension  to  the  ovaries. 

A  few  words  may  be  said  at  this  point  of  the  intimate  relation  of 
clothing  and  "catching  colds."  The  author  is  convinced  that  the 
wearing  of  heavy  underclothing  is  always  a  serious  mistake,  and  par- 
ticularly that  the  wearing  of  wool  next  the  skin  is  the  most  prolific 
cause  of  catarrhal  diseases.  Wool  is  not  absorbent, — no  one  would 
dry  a  wet  face  with  this  material, — and  one  who  wears  it  next  to  the 
skin  is  kept  in  a  continuous  moist  bath,  resulting  in  colds  at  the 
slightest  exposure.  It  is  also  practically  a  second  skin,  and  so  pro- 
tects the  natural  skin  that  the  latter  fails  to  perform  its  duties  as  a 
protective,  such  as  are  normally  brought  about  by  vasomotor  changes 
in  response  to  heat  and  cold,  leaving  the  system  a  prey  to  the  slightest 
weather  changes.  Its  qualities  are  only  of  proper  value  as  an  outer 
covering. 

Disorders  of  Maturer  Womanhood. — With  the  regular  establish- 
ment of  the  monthly  cycle  in  her  nature,  woman  has  an  ever-recurring 
test  of  her  well-being,  which  is  also,  in  a  manner,  a  tax  upon  the  asso- 
ciated functions  of  catabolism  and  anabolism,  nutrition  and  waste, 
to  which  it  is  correlated  through  the  sympathetic  nervous  system. 
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To  this,  in  the  connubial  state,  is  added  the  full  performance  of  a 
function  which,  normally  conducted,  adds  distinctly  to  her  well-being, 
but  which  is  too  often  attended  with  a  lack  of  common  sense,  pru- 
dence, and  temperance  that  would  put  the  so-called  lower  animals  to 
the  blush.  Throwing  aside  instinct,  which  regulates  so  beautifully 
the  connubial  relations  of  these  same  lower  animals,  man  has  failed 
too  often  to  replace  it  with  proper  intelligence  and  control,  and  the 
result  is,  at  times,  harmful  to  the  general  well-being  of  the  individual. 
The  effect  of  excess  in  frequency  alone  is  often  sufficient  to  deceive 
both  patient  and  physician  into  the  belief  that  a  diseased  condition 
exists.  If  to  this  be  added  an  abnormal  performance  of  the  function 
with  the  intent  to  prevent  conception  we  may  have  the  pains  and 
aches  and  weight  sensations  of  actual  disease,  which,  of  course,  baffle 
the  physician  and  his  remedies  so  long  as  the  cause  continues  to  be 
repeatedly  invoked. 

Little  need  be  said,  in  this  place,  of  the  causative  influences  de- 
rived from  the  necessities  and  accidents  of  pregnancy  and  childbirth, 
as  these  are  fully  evident  to  any  practitioner  and  are  usually  rather 
overstated  than  understated  from  the  mechanical  point  of  view.  It  is, 
indeed,  a  marvel  how  great  are  the  changes  involved  in  the  evolution 
and  involution  of  the  maternal  organs  in  this  physiologic  process, 
without  residual  change,  and  especially  so  when  it  is  remembered  that 
the  evolution  is  so  often  interfered  with  by  tight  lacing  in  younger 
women.  Involution  is,  nevertheless,  so  well  conducted  by  nature 
under  ordinary  conditions  that,  unless  interfered  with,  the  parts  are 
restored  very  nearly  to  their  ante-impregnated  condition  in  a  surpris- 
ingly short  time.  Many  cases  of  gynecic  complaints  arise,  neverthe- 
less, in  interferences  with  this  normal  involution,  the  chief  varieties  of 
interference  being  either  traumatism  or  infection. 

Of  traumatisms  the  most  important  is  laceration  of  the  cervix 
uteri,  for  the  reason  that  the  lace/ation  permits  an  easy  entrance  to 
the  germs  of  catarrhal  inflammation,  which  is  a  most  important  con- 
comitant of  subinvolution  of  the  uterus.  It  is  nevertheless  a  mistake 
to  confound  the  morbific  effect  of  the  laceration  in  this  early  stage 
with  its  relative  importance  in  the  later  stages.  The  theory  of  Emmett 
as  to  the  pathologic  importance  of  healed  tears  of  the  cervix  has  been 
enormously  overdone,  particularly  in  this  country,  where  the  opera- 
tion of  trachelorrhaphy  has  been  so  frequently  performed  for  either 
general  nervous  symptoms  or  actual  disease  of  the  uterus  supposed 
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to  be  due  to  it.  The  connection  is  clearly  fanciful  and  has  no  analogy 
in  similar  causes  of  disease  in  any  other  part  of  the  body.  To  get 
at  its  true  value  one  should  look  carefully  for  cases  of  old  lacerations 
and  compare  the  symptoms  of  those  in  which  the  laceration  alone 
exists,  without  concurrent  chronic  inflammation  of  the  uterus,  with 
those  in  which  this  condition  is  also  associated.  It  will  be  found  that 
the  simple  laceration  is  without  symptoms,  except  the  occurrence  of 
early  miscarriages  when  the  tear  has  been  deep.  This  clearly  indi- 
cates that  the  chronic  metritis  is  the  true  cause  of  the  symptoms. 

In  catarrhal  invasion  of  the  uterine  and  tubal  mucous  tracts  we 
have,  indeed,  the  true  cause  of  the  great  majority  of  the  pelvic  dis- 
eases of  women  as  they  present  themselves  to  the  active  practitioner. 
Some  of  these  are,  of  course,  gonorrheal  in  origin, — ^the  worst  cases, 
in  fact ;  but  that  very  many  are  entirely  free  from  any  etiologic  con- 
nection with  the  gonococcus  has  been  most  abundantly  demonstrated. 
The  germs  of  ordinary  purulent  inflammation  are  practically  ubiqui- 
tous, and  are  ever  ready  to  attack  a  mucous  membrane  in  which  the 
physiologic  resistance  has  been  reduced  either  by  traumatism,  func- 
tional abuse,  or  the  peculiar  and  as  yet  poorly  understood  neural 
influences  of  "catching  cold.'' 

That  nonspecific  raicrobic  invasion,  with  its  sequential  war  of 
cells  between  the  microbes  and  the  phagocytes,  is  at  the  bottom  of  the 
great  bulk  of  common  pelvic  diseases  is  as  evident  as  that  a  similar 
catarrhal  process  is  the  principal  pathologic  condition  in  chronic  nasal 
affections.  There  is  also  a  further  analogy  between  the  most  common 
conditions  of  the  two  mucous  tracts  in  the  readiness  with  which  the 
catarrhal  affection  spreads  upward  by  continuity  of  tissue,  in  the 
one  case  affecting  the  Fallopian  tubes  and  ovaries  and,  in  the  other, 
the  Eustachian  and  nasal  tubes,  the  ear,  and  the  eye.  An  important 
conclusion  to  be  drawn  is  that  the  initial  lesion  in  the  uterus  or  nose 
should  receive  primary  attention  in  any  therapeutic  effort.  This  is 
fully  acted  upon,  I  believe,  by  the  ophthalmologists  and  otologists, 
and  was  formerly  well  understood  in  relation  to  the  uterus,  but  the 
nature  of  the  uterine  therapeutics  then  in  vogue — the  application  of 
caustics,  etc.,  to  the  cervix  or  within  the  cavity — was  of  a  character 
to  frequently  aggravate  the  upper  extensions  of  the  affection.  It 
might  justly  be  said,  of  these  methods,  that  they  were  directed  to 
the  uterus  rather  than  to  the  affection  as  a  whole,  with  a  proper 
inclusion  of  its  original  and  still  persistent  seat  in  the  uterus. 
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The  recent  surgical  school,  whose  opportunities  for  actually  see- 
ing and  handling  diseased  tubes  and  ovaries  has  justly  brought  this 
portion  of  the  genital  mucous  tract  into  prominence,  has  somewhat 
naturally  fallen  into  the  opposite  extreme  of  neglecting  the  residual 
affection  of  the  uterus  while  paying  all  attention  to  the  tubes  and 
ovaries;  and,  when  the  mode  of  relief  selected  consists  in  simple  re- 
moval of  the  latter  organs,  has  been  confronted  with  a  continuance 
of  the  symptoms  from  the  portion  of  the  affected  structures  left 
behind. 

Catarrhal  disease  of  the  utero-tubal  tract  is  itself  an  entity  and 
should  be  dealt  with  as  a  whole  rather  than  in  some  of  its  parts.  That 
it  is  totally  lacking  in  malignancy,  and  ordinarily  susceptible  of  a 
more  curative  treatment  than  that  by  a  removal  of  some  of  the  organs 
affected  by  it,  is  too  evident  to  be  insisted  upon  were  not  an  opposite 
practice  so  common. 

And  it  should  be  distinctly  understood  that  if  we  eliminate 
uterine  or  more  general  pelvic  inflammation  with  its  results  in  inter- 
stitial hyperplasias  with  or  without  morbid  adhesions,  or,  to  state  it 
more  practically,  if  these  conditions  be  cured,  we  need  take  no  acco\int 
of  the  exact  position  of  the  uterus  except  it  be  retroflexed  to  the 
second  degree  or  prolapsed  at  least  to  the  same  degree.  This  organ 
is  normally  movable  and  capable  of  considerable  deviation  from  its 
position  at  rest;  hence  fixation  in  the  normal  position  is  even  worse 
than  a  movable  displacement.  While  the  badly  displaced,  yet  mov- 
able, uterus  will  give  symptoms  due  to  the  displacement  itself,  much 
of  the  discomfort  is  really  due  to  the  concurrent  endometritis  or  hyper- 
plasia, and  though  it  is  impracticable  at  times  so  to  tone  up  the  weak- 
ened supports  as  to  enable  them  to  regain  their  functions,  we  may  at 
least  relieve  them  of  added  labor  by  reducing  the  bulk  of  the  uterus 
to  normal.  With  this  help  a  complete  restoration  may  be  ultimately 
gained  without  resorting  to  the  temporary  expedient  of  pessary  wear- 
ing, which  only  adds  to  the  atrophy  of  the  natural  supports. 


CHAPTER   11. 

On  the  Examination  op  Patients  with  Repbrenoe  to  the 

Propriety  op  Employing  Conservative 

Methods  op  Treatment. 

It  cannot  be  said  that  the  physician  who  is  skilled  in  the  appli- 
cation of  electricity  and  other  conservative  methods  in  gynecology 
has  as  great  a  moral  responsibility  for  accurate  diagnoses  as  the  sur- 
geon, for  the  cost  in  lost  functions  or  lost  lives  of  the  surgeons*  mis- 
takes are  out  of  all  proportion  to  any  consequences  of  the  mistaken 
diagnosis  of  the  former.  Yet  a  responsibility  for  accuracy  in  diag- 
nosis and  treatment  is  inherently  associated  with  all  medical  work, 
and  in  no  department  of  therapeutic  management  is  the  importance 
of  an  accurate  conception  of  the  true  nature  of  the  disease  of  more 
value  than  in  electro-gynecology,  for  in  this  work  both  the  indications 
of  treatment  and  the  special  technique  of  applications  to  different 
affections  are  unusually  clear.  There  is,  moreover  a  two-sided  respon- 
sibility involved  in  the  examination  of  cases  with  a  view  to  the  pro- 
priety of  electric  treatment,  for,  while  desirous  of  making  all  possible 
applications  of  an  art  that  is  capable  of  restoring  health  in  so  many 
cases  without  injury  or  loss  of  organs  or  risk  to  life,  the  physician 
should  not  make  the  mistake  of  counseling  the  employment,  or  at- 
tempt to  employ,  this  method  in  cases  where  the  blessings  of  modem 
aseptic  surgery  are  both  proper  and  expedient.  It  is  the  abuse  and  not 
the  proper  use  of  surgical  methods  that  should  be  avoided. 

The  electro-gynecologist  should  therefore  be  a  trained  specialist 
in  the  diseases  of  women,  in  its  fullest  sense,  though  his  highest  use- 
fulness will  be  lessened  by  a  simultaneous  ambition  to  be  a  great  ab- 
dominal surgeon,  for  the  temptation  to  use  his  surgical  skill  in  that 
most  attractive  field  may  curtail  his  employment  of  electricity,  which, 
though  at  times  slow  in  producing  cures,  may,  even  in  these  tardy 
cases,  yield  the  most  brilliant  results  as  a  reward  of  patient  persistence. 

In  certain  classes  of  cases  a  training  in  neurology  is  equally  im- 
portant, for  it  is  a  heresy  of  the  age,  leading,  at  times,  to  dire  results, 
that  regards  the  diseases  of  women  as  merely  mechanical  and  surgical. 
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And  that  the  electro-gynecologist  should,  first  of  all,  be  a  physi- 
cian, in  the  broad  sense  of  the  designation,  fully  alive  to  the  consti- 
tutional, diathetic,  assimilative,  and  eliminative  conditions  of  his 
patient  goes  without  saying,  for  it  is  self-evident  that  the  true  special- 
ist is  only  he  that  adds  something  to  the  broadest  training  of  the  well- 
educated  physician. 

Last,  but  by  no  means  least,  he  should  be  thoroughly  familiar 
with  the  physics  of  electricity, — an  elementary  subject  that  should 
be  mastered  by  the  student,  together  with  other  natural  sciences,  be- 
fore he  is  permitted  to  enter  a  medical  college.  In  default  of  this 
previous  training,  or  in  case  of  decided  rustiness,  the  reader  is  advised 
to  turn  at  once  to  the  second  portion  of  this  work,  where  will  be  found 
a  complete  elementary  introduction  to  general  electro-therapeutics. 

General  Examination  and  Classification  of  Patients. — ^When  a  pa- 
tient presents  herself  with  a  self-evident  affection,  such  as  a  large  neo- 
plasm, either  benign  or  malignant,  or  other  patent  condition  well 
understood  by  herself  and  her  previous  medical  attendants,  there  is  no 
diflSculty  in  at  once  placing  the  case  in  a  general  class  for  further  spe- 
cial study.  If,  on  the  contrary,  the  pain,  tenderness,  weakness,  or  other 
subjective  complaints  point  to  merely  an  abnormal  condition  of  func- 
tionation  of  some  organ  or  group  of  organs,  greater  care  must  be  exer- 
cised in  this  preliminary  placement  of  the  case,  for  it  is  particularly 
in  this  stage  of  examination  that  many  women  have  been  assumed 
to  have  pelvic  disease  who  really  suffered  from  some  form  of  nervous, 
constitutional,  or  abdominal  disease,  the  artificial  ideas  of  the  proper 
position  and  shape  of  the  pelvic  organs  yet  partially  prevalent  among 
gynecologists  inducing  the  adoption  of  measures  that  had  no  bearing 
whatever  on  the  real  affection.  Chronic  constipation  or  other  func- 
tional derangement  of  the  digestive  tract,  and  particularly  displace- 
ments and  dilatations  of  the  stomach  and  large  intestine  and  relaxa- 
tion of  the  abdominal  walls,  have  done  duty  for  all  manner  of  organic 
diseases  of  the  pelvic  organs.  But  it  is  in  the  mistaking  of  nervous 
affections  for  pelvic  diseases  that  the  errors  of  apparently  good  diag- 
nosticians have  been  most  numerous  and  harmful  during  the  past 
twenty  years,  due  to  a  conjunction  of  circumstances  such  as  ignorance 
of  neurologic  science;  ultramechanical  ideas  of  the  position  and  shape 
of  the  uterus;  an  exaggerated  belief  in  the  frequency,  effect,  and  in- 
curability of  ovarian  diseases;  and  an  assumption  that  gynecology 
had  no  relationship  to  any  other  branch  of  medicine  than  surgery. 


GENERAL  EXAMINATION.  H 

It  is  to  these  facts  that  we  owed  the  long-drawn-out  epidemic  of  pes- 
sary wearing  by  women  who  had  not  the  slightest  need  for  such  an 
unnatural  and  often  harmful  skeleton  within  the  vagina,  and  that 
to-day  we  are  far  from  blessed  with  the  knowledge  that,  in  the  opinion 
of  our  misguided  friends,  about  every  third  woman  in  the  community 
must  have  her  pelvic  organs  torn  open,  sewed  up,  scraped  with  vigor, 
torn  loose  from  their  adhesions,  sewed  up  to  the  abdominal  wall  to 
form  adhesions,  cut  out  and  put  into  alcohol,  or  otherwise  disposed 
of.  Aside  from  such  bizarre  experiences  as  the  removal  of  an  ovary 
for  pain  due,  in  reality,  to  lateral  sclerosis  of  the  spinal  cord,  and  the 
removal  of  both  ovaries  for  similar  symptoms  due  to  scoliosis  of  the 
spinal  column,  both  of  which  instances  occurred  in  cases  known  to 
the  author  at  the  hands  of  distinguished  surgeons,  my  readers  can 
doubtless  recall  scores  out  of  the  thousands  of  cases  where  equally 
vigorous  pelvic  treatment  has  followed  attempts  to  diagnose  nervous 
troubles  obscurely  pointing  to  the  pelvis,  and  where  the  chief  error  of 
treatment  was  not  due  to  a  lack  of  the  broad  training  that  a  specialist 
should  possess,  but  rather  to  a  failure  to  make  a  careful  preliminary 
study  of  a  case  that  was  in  itself  inherently  diflRcult  of  exact  deter- 
mination, yet  which,  if  studied  thoroughly,  would  have  yielded  nega- 
tive indications  at  least  for  the  radical  measures  employed. 

It  is  therefore  our  chief  duty,  in  these  obscure  cases,  to  deter- 
mine the  relation  of  the  symptoms  (1)  to  constipation,  which  is  un- 
usual in  cases  that  are  sent  to  the  specialist  in  private  practice,  but 
frequent  in  general  practice  and  dispensary  work;  (2)  to  other  digest- 
ive, assimilative,  or  eliminative  disturbances,  such  as  hypochlorhydria 
or  hyperchlorhydria,  gout,  rheumatism,  etc.;  (3)  to  abdominal  relaxa- 
tion, gastroptosis,  or  enteroptosis ;  (4)  to  neurasthenia  or  hysteria; 
(5)  to  probable  neuralgia  of  the  pelvic  nerves,  as  evidenced  by  sciatic 
or  other  neuralgias;  (6)  to  organic  affections  of  the  spinal  nervous 
system;  or  (7)  to  true  pelvic  disease. 

The  physician  who  is  familiar  with  electric  methods  is  placed 
at  a  distinct  advantage  in  summing  up  the  probability  of  which  ele- 
ment in  the  case  is  the  prime  factor  of  the  disease  when  confronted 
with  an  instance  in  which  decision  is  difficult,  for  he  may  embrace 
both  horns  of  the  dilemma  with  the  greatest  propriety  and  with  the 
best  results  to  the  patient.  And  as  the  truth  in  the  cases  of  moderate 
pelvic  disease  associated  with  a  functional  nervous  affection  often  lies 
between  the  two  as  chief  etiologic  factors,  no  other  course  than  the 
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simultaneous  treatment  of  both  affections  is  equally  effective  without 
loss  of  time,  money,  and  energy. 

The  ordinary  questions  of  a  careful  note-taker  as  to  family  and 
personal  history  having  formed  the  initial  portion  of  the  examination, 
it  is  immaterial  whether  this  general  examination  and  autoconsulta- 
tion  precedes  or  follows  the  local  examination,  provided  it  is  given  its 
proper  place  in  the  investigation  and  precedes  the  formation  of  an 
opinion. 

Having  determined  that  the  case  most  probably  warrants  an 
investigation  of  the  pelvic  functions,  and  noted  the  full  name  and 
address  of  the  patient,  her  age,  whether  married  or  single,  and,  if 
married,  the  niunber  of  pregnancies  or  miscarriages,  if  any,  and  the 
date  of  the  most  recent  event  of  this  kind,  we  should  invariably  make 
note  of  the  regularity,  fullness,  and  freedom  from  pain  of  her  men- 
strual periods;  whether  she  has  any  leucorrhea,  and,  if  so,  its  char- 
acteristics as  to  color  and  consistence ;  and,  finally,  the  regularity  and 
characteristics  of  the  alvine  discharges.  With  these  points  fully  noted 
we  turn  to  the  medical  history  of  the  case,  so  far  as  the  patient  can 
relate  it,  noting  the  years  or  months  of  its  duration,  with  salient  points 
of  its  course.  Finally,  we  must  not  fail  to  make  a  note  of  the  patient^s 
statement  of  her  present  sufferings,  their  character,  and  the  site  and 
periods  of  incidence  of  pain,  etc.  More  special  questions,  such  as  the 
presence  of  dyspareunia,  painful  coition,  etc.,  may  be  reserved  until 
the  conditions  found  in  the  physical  examination  seem  to  warrant 
them. 

Some  gynecologists  recommend  a  case-book  for  gynecologic  cases 
in  which  each  page  contains  a  printed  formula  of  the  questions  to  be 
asked  of  each  patient,  with  spaces  for  the  answers.  AVhile  such  forms 
are  useful  in  the  subsequent  compilation  of  statistics,  the  writer  re- 
gards the  formulae  as  harmful  at  times,  in  that  they  tend  to  make 
the  user  a  routinist.  The  most  important  questions  in  a  given  case 
are  often  the  unusual  ones,  particularly  in  a  specialty  that  deals  with 
pelvic  disease,  neuroses,  and  abdominal  affections,  often  combined  in 
the  same  case.  An  excellent  plan  for  note-keeping  is  the  loose-sheet 
filing  system,  in  which  a  folder  marked  with  the  name  of  the  patient 
will  hold  all  the  written  memoranda,  including  the  attending  physi- 
cian's letters,  microscopic  examination,  etc.,  and  can  be  kept  in  a 
filing  cabinet  in  alphabetical  order,  for  immediate  reference  at  sub- 
sequent visits. 


EXAMINATION  OF  THE  ABDOMEN.  13 

EzaminatioiL  of  the  Abdomen. — The  local  examination  of  the 
patient,  which  should  invariably  be  conducted  with  the  assistance  of 
a  nurse  or  other  third  person,  requires  that  the  corsets  be  removed  and 
all  bandages  about  the  waist  loosened,  permitting  the  whole  abdomen 
to  be  readily  examined.  The  patient  having  been  placed  in  the  dorsal 
position  (Fig.  1)  with  bladder  and  rectum  empty,  the  abdominal  re- 
gions should  receive  the  first  attention,  as  inspection  and  palpation  of 
this  most  important  section  of  the  body  will  not  only  detect  or  exclude 
disease  of  its  various  organs,  but  will  also  give  important  information 
of  the  general  nutritive  condition  of  the  patient.    To  proceed  at  once 


Fig.  1. — Dorsal  Position.     (Drawn  from  Photograph  of  Model.) 

to  the  pelvic  examination,  as  generally  advised  in  the  text-books,  is 
to  overlook  very  valuable  sources  of  information. 

Inspection  will,  in  addition  to  the  information  afforded  as  to  gen- 
eral nutrition,  give  evidence  of  any  existing  or  antecedent  stretchings 
of  the  skin  due  to  pregnancy,  ascites,  or  tumors. 

Palpation  is  most  important  in  the  general  information  which 
it  gives  and  as  a  means  for  the  discovery  and  the  estimation  of  the 
nature,  situation,  and  size  of  tumors.  This  should  be  conducted  with 
the  full  palmar  surface  of  the  fingers,  and  not  with  the  tips  alone, 
and  on  the  full  education  of  the  fingers  in  this  art  will  depend  much 
of  the  diagnostic  skill  of  the  examiner,  the  bimanual  examination  of 
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the  pelvis  alone  exceeding  it  in  value.  A  form  of  bimanual  examina- 
tion of  the  abdomen  may  be  of  value  in  thin  subjects  in  which  the 
other  hand  is  passed  under  the  patient's  back  (Fig.  3),  This  will  give 
important  information  concerning  the  true  situation  of  the  anterior 
hand  in  relation  to  the  spinal  column,  the  rim  of  the  pelvis,  the  kid- 
neys, and  other  normal  structures,  and  permit  of  a  more  perfect  appre- 
ciation of  small  abdominal  tumors  and  displaced  organs. 


—Diagram  of  Abdominal  npgions,  showing  Positio 
Viscera.     (A/ter  Gray.) 


Mensuration. — In  the  larger  tumors  and  abdominal  enlarge- 
ments exact  measurements  should  be  taken  and  recorded  of  the  shape 
and  size  of  the  growth  for  subsequent  reference  in  ascertaining  the 
extent  of  shrinkage.  The  measurements  are  to  be  taken  from  certain 
fised  points  appropriate  to  each  case,  such  as:  the  height  above  the 
level  of  the  anterior  superior  spines  of  the  ilium,  the  distance  above  or 
below  the  navel,  or  the  extreme  height  of  the  tumor  from  a  less  easily 
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fixed  point  on  the  pubic  symphysis.  Measurements  of  the  breadth  of 
abdominal  tumors  may  be  made  directly,  or,  in  very  large  tumors,  by 
taking  the  distance  from  each  anterior  superior  spine  of  the  ilium  to 
the  navel  (in  symmetrical  tumors,  directly  from  spine  to  spine). 

Since  increased  health  coincident  with  the  retrogression  of  fibroids 
will,  at  times,  be  accompanied  by  an  increased  thickness  or  firm- 
ness of  flesh  in  the  abdominal  wall,  Apostoli  advises  that  the  thick- 
ness of  a  double  layer  of  these  tissues  be  taken  by  pinching  them  up 


Fig,  3. — Bimanual  Abdominal  Palpation.     (Drawn  from  Model.) 


in  the  hand  and  measuring  with  calipers.  This  is  only  of  importance 
in  accurate  measurements  of  slight  changes,  for  it  is  never  great.  The 
additional  tone  of  the  abdominal  muscles  under  treatment  is  apt  to 
convey  to  the  patient  the  sensation  that  any  increase  of  bulk  in  the 
latter  is  really  a  decrease. 

When  the  abdominal  walls  are  relaxed,  either  with  or  without  the 
association  of  tumors  or  other  affections,  the  extent  and  importance 
of  the  relaxation  is  best  determined  by  having  the  patient  stand  with 
abdomen  uncovered  or  even  by  lying  on  one  side.     I  have  known 
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patientB  who  firmly  believed  that  they  possessed  tumors,  owing  to  the 
enormous  relaxation  revealed  in  the  standing  position,  the  true  extent 
of  whieh  tax  upon  her  strength  was  far  from  evident  in  the  dorsal 
position  (Fig.  4), 

Examination  of  the  Pelvis. — Dorsal  Posilion. — The  patient  re- 
maining in  the  dorsal  position,  an  inspection  of  the  vulva  is  noir 
made  in  a  new  case  for  the  discovery  of  possible  evidences  of  a  spfr 
cific  condition,  anomalies,  or  of  relaxation  of  the  vulvar  outlet    The 


Fig.  4. — .Abdominal  Keli 


the  Erpct  Position. 


next  step  is  the  insertion  of  (he  forefinger  to  find  the  position  of  the 
OS  preparatory  to  the  insertinn  of  a  bivalve  speculum  (Fig.  6)  for 
ocular  inspection  of  the  condition  of  the  vaginal  walls  and  muscular 
structures,  the  condition  of  the  os  as  to  the  effect  of  previous  accouche- 
monta,  and  the  existence  of  laceration  or  of  erosion.  This  portion  of 
the  examination  has  an  important  bearing  on  the  accuracy  of  the 
diagnosis,  since  it  not  only  informs  us  accurately  of  the  existence  of 
relaxation  of  the  vaginal  outlet  and  its  nature  and  extent  (see  Plate 
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XIX)  and  of  the  condition  of  the  vaginal  surfaces,  but  by  permitting 
us  to  see  the  nature,  color,  and  consistence  of  the  uterine  discharges, 
if  any  exist,  also  enables  us  to  locate  the  origin  of  the  discharge — a 
most  important  step  in  the  accurate  treatment  of  these  affections.  (See 
Plates  X  to  XVIII.) 

The  Vaginal  SpeciUum  and  its  Insertion. — ^Three  kinds  of 
specula  are  apt  to  be  required  in  the  differing  cases  encoimtered  in 
practice:  the  bivalve  speculum;  the  tubular,  or  Fergusson,  speculum; 
and  the  Sims  speculum.  The  conditions  determining  the  choice  are 
quite  definite.  The  bivalve  instrument  may  be  said  to  be  the  one 
best  adapted  to  the  routine  examination  in  the  dorsal  position,  except 
where  cancer  of  the  cervix  is  suspected,  when,  in  the  opinion  of  the 
author,  the  tubular  instrument  gives  by  far  the  best  view  with  least 


Fig.  5. — Goodell  Bivalve  Speculum,  Latest  Pattern. 

pain.  The  Sims  instrument  is  employed  in  the  lateral  position  de- 
vised by  the  eminent  pathfinder  in  gynecology  whose  name  it  bears, 
and  is  most  useful  in  demonstrating  posterior  fixation  of  the  uterine 
fundus  and  in  certain  surgical  procedures. 

Of  the  bivalve  specula  the  author  prefers  that  of  Goodell  (Fig. 
5),  as  the  blades  may  be  opened  by  the  operator's  fingers  instead  of  the 
screw  action,  thus  permitting  that  gentleness  that  is  always  appre- 
ciated by  the  patient,  the  position  thus  gained  being  maintained,  if 
necessary,  by  setting  the  screws.  The  opening  may  also  be  then 
widened  in  very  patulous  vaginas  by  tightening  the  thumb-screw  at 
the  bottom.  A  small  instrument  of  this  make  is  probably  best  for 
use  in  virgins,  though  the  author  avoids  specula  as  unnecessary  in 
practically  every  instance  in  examining  virgins. 
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patients  who  firmly  believed  that  they  possessed  tumors,  owing  to  the 
enormous  rela^tation  revealed  in  the  standing  position,  the  true  extent 
of  which  tax  upon  her  strength  was  far  from  evident  in  the  dorsal 
position  (Fig.  4). 

EzaminatiDn  of  the  Felvii. — Dorsal  Position. — The  patient  re- 
maining in  the  dorsal  position,  an  inspection  of  the  vulva  is  now 
made  in  a  new  case  for  the  diBcovery  of  possible  evidences  of  a  sp^ 
cific  condition,  anomalies,  or  of  relaxation  of  the  vulvar  outlet.    The 


Fig.  4. — AbdominiU  Kelaxation,  as  shown  in  the  Erect  Position. 


next  step  is  the  insertion  of  Ihe  forefinger  to  find  the  position  of  the 
03  preparatory  to  the  insertion  of  a  bivalve  speculum  (Fig.  6)  for 
ocular  inspection  of  the  condition  of  the  vaginal  walla  and  muscular 
structures,  the  condition  of  t!ie  os  as  to  the  effect  of  previous  accouche- 
ments,  and  the  existence  of  laceration  or  of  erosion.  This  portion  of 
the  examination  hns  an  important  bearing  on  the  accuracy  of  the 
diagnosis,  since  it  not  only  informs  us  accurately  of  the  existence  of 
relaxation  of  the  vaginal  outlet  and  its  nature  and  extent  (see  Plate 
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XIX)  and  of  the  condition  of  the  vaginal  surfaces,  but  by  permitting 
us  to  see  the  nature,  color,  and  consistence  of  the  uterine  discharges, 
if  any  exist,  also  enables  us  to  locate  the  origin  of  the  discharge — a 
most  important  step  in  the  accurate  treatment  of  these  affections.  (See 
Plates  X  to  XVIII.) 

The  Vaginal  Speculum  and  its  Insertion, — ^Three  kinds  of 
specula  are  apt  to  be  required  in  the  differing  cases  encountered  in 
practice:  the  bivalve  speculum;  the  tubular,  or  Fergusson,  speculum; 
and  the  Sims  speculum.  The  conditions  determining  the  choice  are 
quite  definite.  The  bivalve  instrument  may  be  said  to  be  the  one 
best  adapted  to  the  routine  examination  in  the  dorsal  position,  except 
where  cancer  of  the  cervix  is  suspected,  when,  in  the  opinion  of  the 
author,  the  tubular  instrument  gives  by  far  the  best  view  with  least 


Fig.  6. — Goodell  Bivalve  Speculum,  Latest  Pattern. 

pain.  The  Sims  instrument  is  employed  in  the  lateral  position  de- 
vised by  the  eminent  pathfinder  in  gynecology  whose  name  it  bears, 
and  is  most  useful  in  demonstrating  posterior  fixation  of  the  uterine 
fundus  and  in  certain  surgical  procedures. 

Of  the  bivalve  specula  the  author  prefers  that  of  Goodell  (Fig. 
5),  as  the  blades  may  be  opened  by  the  operator's  fingers  instead  of  the 
porew  action,  thus  permitting  that  gentleness  that  is  always  appre- 
ciated by  the  patient,  the  position  thus  gained  being  maintained,  if 
necessary,  by  setting  the  screws.  The  opening  may  also  be  then 
widened  in  very  patulous  vaginas  by  tightening  the  thumb-screw  at 
the  bottom.  A  small  instrument  of  this  make  is  probably  best  for 
use  in  virgins,  though  the  author  avoids  specula  as  unnecessary  in 
practically  every  instance  in  examining  virgins. 
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patients  who  firmly  believed  that  they  poeseesed  tumors,  owing  to  the 
enormous  relaxation  revealed  in  the  standing  position,  the  true  extent 
of  which  tax  upon  her  strength  was  far  from  evident  in  the  dorsal 
position  (Fig.  4). 

Examination  of  the  Pelvis. — Dorsal  Position. — The  patient  re- 
maining in  the  dorsal  position,  an  inspection  of  the  vulva  is  now 
made  in  a  new  case  for  the  discovery  of  possible  evidences  of  a  ape- 
cific  condition,  anomalies,  or  of  relaxation  of  the  vulvar  outlet    The 


shown  in  the  Erect  Positioi 


next  step  is  the  insertion  of  the  forefinger  to  find  the  position  of  the 
08  preparatory  to  the  insertion  of  a  bivalve  speculum  (Fig.  5)  for 
ocular  inspection  of  tlie  condition  of  the  vaf^inal  walls  and  muscular 
structures,  the  condition  of  the  os  as  to  the  effect  of  previous  accouche- 
nients,  and  the  existence  of  laceration  or  of  erosion.  This  portion  of 
the  examination  has  an  important  bearing  on  the  accuracy  of  the 
diagnosis,  since  it  not  only  informs  us  accurately  of  the  existence  of 
relaxation  of  the  vaginal  outlet  and  its  nature  and  extent  (see  Plate 
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XIX)  and  of  the  condition  of  the  vaginal  surfaces,  but  by  permitting 
us  to  see  the  nature,  color,  and  consistence  of  the  uterine  discharges, 
if  any  exist,  also  enables  us  to  locate  the  origin  of  the  discharge— a 
most  important  step  in  the  accurate  treatment  of  these  affections.  (See 
Plates  X  to  XVIII.) 

The  Vaginal  Speculum  and  its  Insertion, — Three  kinds  of 
specula  are  apt  to  be  required  in  the  differing  cases  encountered  in 
practice:  the  bivalve  speculum;  the  tubular,  or  Fergusson,  speculum; 
and  the  Sims  speculum.  The  conditions  determining  the  choice  are 
quite  definite.  The  bivalve  instrument  may  be  said  to  be  the  one 
best  adapted  to  the  routine  examination  in  the  dorsal  position,  except 
where  cancer  of  the  cervix  is  suspected,  when,  in  the  opinion  of  the 
author,  the  tubular  instrument  gives  by  far  the  best  view  with  least 


Fig.  5. — Goodell  Bivalve  Speculum,  Latest  Pattern. 

pain.  The  Sims  instrument  is  employed  in  the  lateral  position  de- 
vised by  the  eminent  pathfinder  in  gynecology  whose  name  it  bears, 
and  is  most  useful  in  demonstrating  posterior  fixation  of  the  uterine 
fundus  and  in  certain  surgical  procedures. 

Of  the  bivalve  specula  the  author  prefers  that  of  Goodell  (Fig. 
5),  as  the  blades  may  be  opened  by  the  operator's  fingers  instead  of  the 
screw  action,  thus  permitting  that  gentleness  that  is  always  appre- 
ciated by  the  patient,  the  position  thus  gained  being  maintained,  if 
necessary,  by  setting  the  screws.  The  opening  may  also  be  then 
widened  in  very  patulous  vaginas  by  tightening  the  thumb-screw  at 
tlie  bottom.  A  small  instrument  of  this  make  is  probably  best  for 
use  in  virgins,  though  the  author  avoids  specula  as  unnecessary  in 
practically  every  instance  in  examining  virgins. 
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patients  who  firmly  believed  that  they  possessed  tiimorB,  owing  to  the 
enoriDOUB  relaxation  revealed  in  the  standing  position,  the  true  extent 
of  which  tax  upon  her  strength  was  far  from  evident  in  the  dorsal 
position  (Fig.  4). 

Ezamioation  of  the  Felrit. — Dorsal  Posiiion. — The  patient  re- 
maining in  the  dorsal  position,  an  inspection  of  the  vulva  is  now 
made  in  a  new  case  for  the  discovery  of  possible  evidences  of  a  spe- 
cific condition,  anomalies,  or  of  relaxation  of  the  vulvar  outlet.    The 


Fig.  4. — AbdominaJ  Relaxatior.  as  nhoivn  in  the  Erpct  Position. 


next  step  is  the  insertion  of  the  forefinger  to  find  the  position  of  the 
08  preparatory  to  the  insertion  of  a  bivalve  speculum  (Fig.  5)  for 
ocular  inspection  of  the  condition  of  tlie  vaginal  walls  and  muscular 
structures,  the  condition  of  the  os  as  to  the  effect  of  previous  accouche- 
ments,  and  the  existence  of  laceration  or  of  erosion.  This  portion  of 
the  examination  has  an  important  bearing  on  the  accuracy  of  the 
diagnosis,  since  it  not  only  informs  us  accurately  of  the  existence  of 
relaxation  of  the  vaginal  outlet  and  its  nature  and  extent  (see  Plate 


EXAMINATION  OF  PELVIS.  17 

XIX)  and  of  the  condition  of  the  vaginal  surfaces,  but  by  permitting 
us  to  see  the  nature,  color,  and  consistence  of  the  uterine  discharges, 
if  any  exist,  also  enables  us  to  locate  the  origin  of  the  discharge— a 
most  important  step  in  the  accurate  treatment  of  these  affections.  (See 
Plates  X  to  XVIII.) 

The  Vaginal  Speculum  and  its  Insertion. — Three  kinds  of 
specula  are  apt  to  be  required  in  the  differing  cases  encountered  in 
practice:  the  bivalve  speculum;  the  tubular,  or  Fergusson,  speculum; 
and  the  Sims  speculum.  The  conditions  determining  the  choice  are 
quite  definite.  The  bivalve  instrument  may  be  said  to  be  the  one 
best  adapted  to  the  routine  examination  in  the  dorsal  position,  except 
where  cancer  of  the  cervix  is  suspected,  when,  in  the  opinion  of  the 
author,  the  tubular  instrument  gives  by  far  the  best  view  with  least 


Fig.  5. — Goodell  Bivalve  Speculum,  Latest  Pattern. 

pain.  The  Sims  instrument  is  employed  in  the  lateral  position  de- 
vised by  the  eminent  pathfinder  in  gynecology  whose  name  it  bears, 
and  is  most  useful  in  demonstrating  posterior  fixation  of  the  uterine 
fundus  and  in  certain  surgical  procedures. 

Of  the  bivalve  specula  the  author  prefers  that  of  Goodell  (Fig. 
5),  as  the  blades  may  be  opened  by  the  operator's  fingers  instead  of  the 
screw  action,  thus  permitting  that  gentleness  that  is  always  appre- 
ciated by  the  patient,  the  position  thus  gained  being  maintained,  if 
necessary,  by  setting  the  screws.  The  opening  may  also  be  then 
widened  in  very  patulous  vaginas  by  tightening  the  thumb-screw  at 
the  bottom.  A  small  instrument  of  this  make  is  probably  best  for 
use  in  virgins,  though  the  author  avoids  specula  as  unnecessary  in 
practically  every  instance  in  examining  virgins. 
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patieDts  who  firmly  believed  that  they  possessed  tumors,  oving  to  the 
enormous  relaxation  revealed  in  the  standing  position,  the  true  extent 
of  which  tax  upon  her  strength  was  far  from  evident  in  the  dorsal 
position  (Fig.  4). 

Ezamination  of  the  PcItib. — Dorsal  Position, — The  patient  re- 
maining in  the  dorsal  position,  an  inspection  of  the  vulva  is  now 
made  ia  a  new  case  for  the  discovery  of  possible  evidences  of  a  spe- 
cific condition,  anomalies,  or  of  relaxation  of  the  vulvar  outlet.    The 


Fig.  4. — AbdomiraJ  Heli 


the  Erept  Position. 


next  step  is  the  insertion  of  the  forefinger  to  find  the  position  of  the 
08  preparatory  to  the  insertion  of  a  bivalve  speculum  (Fig.  5)  for 
ocular  iDBpection  of  the  condition  of  the  vaginal  walU  and  muscular 
Btructures,  the  condition  of  the  os  as  to  the  effect  of  previous  accouche- 
ments,  and  the  existence  of  laceration  or  of  erosion.  This  portion  of 
the  examination  has  an  important  bearing  on  the  accuracy  of  the 
diagnosis,  since  it  not  only  informs  us  accurately  of  the  existence  of 
relaxation  of  the  vaginal  outlet  and  its  nature  and  extent  (see  Plate 
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XIX)  and  of  the  condition  of  the  vaginal  surfaces,  but  by  permitting 
us  to  see  the  nature,  color,  and  consistence  of  the  uterine  discharges, 
if  any  exist,  also  enables  us  to  locate  the  origin  of  the  discharge — a 
most  important  step  in  the  accurate  treatment  of  these  affections.  (See 
Plates  X  to  XVIII.) 

The  Vaginal  Speculum  and  its  Insertion, — Three  kinds  of 
specula  are  apt  to  be  required  in  the  differing  cases  encountered  in 
practice:  the  bivalve  speculum;  the  tubular,  or  Fergusson,  speculum; 
and  the  Sims  speculum.  The  conditions  determining  the  choice  are 
quite  definite.  The  bivalve  instrument  may  be  said  to  lie  the  one 
best  adapted  to  the  routine  examination  in  the  dorsal  position,  except 
where  cancer  of  the  cervix  is  suspected,  when,  in  the  opinion  of  the 
author,  the  tubular  instrument  gives  by  far  the  best  view  with  least 


Fig.  6. — Goodell  Bivalve  Speculum,  Latest  Pattern. 

pain.  The  Sims  instrument  is  employed  in  the  lateral  position  de- 
vised by  the  eminent  pathfinder  in  gynecology  whose  name  it  bears, 
and  is  most  useful  in  demonstrating  posterior  fixation  of  the  uterine 
fundus  and  in  certain  surgical  procedures. 

Of  the  bivalve  specula  the  author  prefers  that  of  Goodell  (Fig. 
5),  as  the  blades  may  be  opened  by  the  operator's  fingers  instead  of  the 
screw  action,  thus  permitting  that  gentleness  that  is  always  appre- 
ciated by  the  patient,  the  position  thus  gained  being  maintained,  if 
necessary,  by  setting  the  screws.  The  opening  may  also  be  then 
widened  in  very  patulous  vaginas  by  tightening  the  thumb-screw  at 
the  bottom.  A  small  instrument  of  this  make  is  probably  best  for 
use  in  virgins,  though  the  author  avoids  specula  as  unnecessary  in 
practically  every  instance  in  examining  virgins. 
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patients  who  firmly  believed  that  they  poBseEsed  tumors,  owiog  to  the 
enormouB  relaxation  revealed  in  the  standing  position,  the  true  extent 
of  which  tax  upon  her  strength  vas  far  from  evident  in  the  dorsal 
position  (Fig.  4). 

Examination  of  the  Pelvis. — Dorsal  Position. — The  patient  re- 
maining in  the  dorsal  position,  an  inspection  of  the  vulva  is  now 
made  in  a  new  case  for  the  discovery  of  possible  evidences  of  a  spe- 
cific condition,  anomalies,  or  of  relaxation  of  the  vulvar  outlet    The 


in  the  Erect  Position, 


next  step  is  the  inportion  of  the  forefinger  to  find  the  position  of  the 
08  preparatory  to  the  insertion  of  a  bivalve  speculum  (Fig,  5)  for 
ocular  inspection  of  the  condition  of  the  vaginal  walls  and  muscular 
structures,  the  condition  of  the  os  as  to  the  effect  of  previous  accouche- 
ments,  and  the  existence  of  laceration  or  of  erosion.  This  portion  of 
the  examination  has  an  important  bearing  on  the  accuracy  of  the 
diagnosis,  since  it  not  only  informs  us  accurately  of  the  existence  of 
relaxation  of  the  vaginal  outlet  and  its  nature  and  extent  (see  Plate 
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XIX)  and  of  the  condition  of  the  vaginal  surfaces,  but  by  permitting 
us  to  see  the  nature,  color,  and  consistence  of  the  uterine  discharges, 
if  any  exist,  also  enables  us  to  locate  the  origin  of  the  discharge— a 
most  important  step  in  the  accurate  treatment  of  these  affections.  (See 
Plates  X  to  XVIII.) 

The  Vaginal  Speculum  and  its  Insertion. — Three  kinds  of 
specula  are  apt  to  be  required  in  the  differing  cases  encountered  in 
practice :  the  bivalve  speculum ;  the  tubular,  or  Fergusson,  speculum ; 
and  the  Sims  speculum.  The  conditions  determining  the  choice  are 
quite  definite.  The  bivalve  instrument  may  be  said  to  be  the  one 
best  adapted  to  the  routine  examination  in  the  dorsal  position,  except 
where  cancer  of  the  cervix  is  suspected,  when,  in  the  opinion  of  the 
author,  the  tubular  instrument  gives  by  far  the  best  view  with  least 


Fig.  6. — Goodell  Bivalve  Speculum,  Latest  Pattern. 

pain.  The  Sims  instrument  is  employed  in  the  lateral  position  de- 
vised by  the  eminent  pathfinder  in  gynecology  whose  name  it  bears, 
and  is  most  useful  in  demonstrating  posterior  fixation  of  the  uterine 
fundus  and  in  certain  surgical  procedures. 

Of  the  bivalve  specula  the  author  prefers  that  of  Goodell  (Fig. 
5),  as  the  blades  may  be  opened  by  the  operator's  fingers  instead  of  the 
screw  action,  thus  permitting  that  gentleness  that  is  always  appre- 
ciated by  the  patient,  the  position  thus  gained  being  maintained,  if 
necessary,  by  setting  the  screws.  The  opening  may  also  be  then 
widened  in  very  patulous  vaginas  by  tightening  the  thumb-screw  at 
the  bottom.  A  small  instrument  of  this  make  is  probably  best  for 
use  in  virgins,  though  the  author  avoids  specula  as  unnecessary  in 
practically  every  instance  in  examining  virgins. 
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The  bivalve  epeculiun  is  inserted  as  followB:  The  examining 
finger,  having  been  lubricated  with  sterile  vaaelin,  is  iaeerted  into  the 
vagina  and  the  ob  uteri  located,  as  otherwise  quite  a  painful  manipn- 
lation  of  the  instrument  is  necessary  in  order  to  bring  this  point 
between  the  lipe  of  the  instrument.  Having  located  the  ob,  the  finger 
is  withdrawn  and  the  previously  warmed  and  lubricated  Bpeculum  is 
gently  inserted  between  the  labise,  which  are  held  apart  by  the  index 
and  middle  fingers  of  the  free  hand,  the  Hades  parallel  with  tht 
labia.  After  it  has  been  inserted  about  half-way  toward  the  oh  the 
inBtrument  is  gently  rotated  until  the  blades  are  parallel  with  the 
ptiinc  bone,  the  handle  pointing  to  the  operator's  right.  Pushing  it 
gently  on,  backward,  and  with  the  tip  toward  the  point  at  which  the 


cervix  is  known  to  be,  it  is  gently  opened  and  the  blades  are  made 
to  admit  the  cervix,  permitting  a  view  of  the  os  and  surrounding  por- 
tions of  the  vagina. 

To  insert  the  tubular  speculum  (Fig,  6)  the  preliminary  search 
for  the  cervix  with  the  index  finger  may  be  omitted,  which  is  often 
an  advantage  in  cancerous  cases,  at  least  after  a  diagnosis  has  been 
made.  As  has  been  remarked,  this  instrument  also  gives  least  pain 
in  advanced  cancer  cases,  as  it  produces  less  pressure  on  surrounding 
parts.  After  warming  and  lubricating  the  instrument  its  tip  is  made 
to  engage  between  the  labia  and  sink  deeper  by  a  circular  movement 
on  its  long  axis.  This  turning  of  the  instrument  on  its  long  axis  is 
continued,  a  half-turn  to  the  right,  then  a  half-turn  to  the  left,  until. 
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b;  gentle  pressure,  it  Ib  completely  ineerted,  witii  its  point  behind 
the  eerriz  and  the  latter  showing  freely  through  the  open  end,  the 
spiral  movements  freeing  the  manceuver  of  all  discomfort.^ 

The  insertion  of  the  Sims  speculum  is  described  in  connection 
with  the  description  of  the  lateral  position. 

Bimanval  Touch. — Most  valuable  information  of  the  condition 
of  the  uterine  body  as  a  whole,  of  the  tubes,  ovaries,  and  periuterine 
space,  is  derivable  from  the  next  step  of  the  examination, — the  biman- 
ual touch  (Fig.  7),  the  cultivation  of  which  creates  the  true  tactva 
erudittts  of  the  gynecologist     By  the  educated  finger  within  the 


ESg.  T. — BimanuiJ  Pelvic  Ei&mlnatioii. 


vagina,  assisted  by  the  educated  fingers  of  the  opposite  band  palpat- 
ing above,  a  tactile  intelligence  may  be  evolved  only  comparable  to 
the  education  of  the  tactile  sense  in  the  blind,  capable  of  mapping  out 

'  One  roMi)  for  the  current  disuM  ot  the  tubular  glau  ipMulum  it  tha 
difficulty  of  asepticizing  it  without  injuiy  to  the  external  coating  and 
■ilvering.  The  bett  way  to  obviate  thin  difficulty  is  to  use  the  ipeculum  witli- 
out  either  kind  of  coating,  depending  on  n  mtniaturt  electric  lamp  placed  within 
It  tor  lighting.  The  iilumlnation  in  this  manner  is  excellent,  and  does  not  re- 
quire side  reflection.    Such  simple  glass  tut>es  are  easily  kept  surgically  clean. 
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with  precision  any  morbid  condition  within  the  pelvis,  unless  the 
subject  is  inordinately  obese.  It  is  not  claimed,  of  course,  that  the 
exact  nature  of  the  morbid  condition  may  be  thus  determined,  though 
the  association  of  subjective  and  other  objective  symptoms  may  en- 
able us  to  come  very  close  to  it ;  but  it  is  claimed  that  the  educated 
touch  is  capable  of  making  a  diagnosis  that  will  fully  warrant  the 
institution  or  rejection  of  electric  or  other  conservative  treatment,  if 
it  could  not  so  easily  warrant  a  major  operation.  An  intra-uterine 
treatment  constitutes  also  an  additional  means  of  diagnosis  (page 
138),  as  pointed  out  by  Apostoli,  thus  rendering  absolutely  unneces- 
sary that  terrible  alternative  advocated  by  some — an  abdominal  sec- 
tion for  diagnosis. 

The  Sound, — Nothing  has  been  said  of  the  passage  of  the  uter- 
ine sound  (Fig.  8),  for  the  simple  reason  that  the  author  condemns 
it  as  /\  means  of  diagnosis  in  any  form  of  uterine  trouble  except 
tumors,  for  the  reason  that  all  of  its  indications,  except  the  depth 
of  the  cavity,  can  be  determined  with  equal  facility  by  the  skilled 


Fig.  8. — Simpson's  Sound. 

bimanual  touch.  The  depth  of  the  cavity  is  of  value  as  a  means  of 
comparison  from  time  to  time  and  may  be  taken  during  any  intra- 
uterine applications  that  are  made.  An  exception  to  this  condemna- 
tion of  the  sound  is  imperative  in  the  first  examination  of  fibroids, 
and  in  the  discrimination  between  these  neoplasms  and  ovarian 
tumors  or  other  periuterine  tumors  closely  approximated  to  the 
uterus.  When  so  used  it  should  be  inserted  without  a  speculum  by 
passing  the  tip  along  the  index  finger  previously  placed  in  the  vagina, 
the  instrument  being  held  very  lightly  between  the  index  finger  and 
thumb  of  the  opposite  hand,  thus  enabling  it  to  be  inserted  with  the 
utmost  gentleness.  After  engaging  the  cervix  the  handle  is  brought 
down  between  the  thighs  to  enable  the  curved  portion  at  the  tip  to  co- 
incide in  direction  with  the  cervix,  as  it  is  known  to  be  at  the  mo- 
ment by  the  touch,  and  when  thus  inserted  it  may  be  made  to  follow 
the  actual  direction  of  the  cavity  with  least  disturbance,  the  sound 
becoming  a  prolongation  of  the  delicate  tactile  organs  of  the  finger. 
This  method  of  inserting  the  sound  has  been  popularized  by  Apostoli, 
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and,  when  one  is  familiar  with  it,  its  immense  advantage  over  any 
other  method  in  which  the  touch  does  not  take  part  is  most  evident. 
The  cut  (Fig.  9)  has  been  carefully  drawn  to  illustrate  the  method  as 
practiced  by  the  author,  showing  the  finger  behind  the  cervix,  which 
it  draws  slightly  forward  when  this  portion  of  the  uterus  points  too 
far  back. 

A  method  of  insertion  of  the  sound  practiced  by  some,  in  which 
the  cervix  is  caught  with  vulsella  forceps  and  dragged  downward. 


Fig.  9. — ^Method  of  Inserting  Sound  by  Touch.    The  Finger  is  shown 

Behind  the  Cervix. 


should  be  condemned  as  unnecessarily  barbarous,  liable  to  produce 
injury  if  the  adnexa  are  adherent,  and  unable  to  convey  to  the  oper- 
ator any  intelligent  information  as  to  the  direction  in  which  the 
instrument  should  be  passed. 

Abdominal  palpation  may  be  conjoined  with  the  sound  in  the 
differential  diagnosis  of  tumors  projecting  above  the  pelvic  brim,  a 
slight  movement  being  given  to  the  uterus  to  determine  whether  it  ia 
intimately  connected  with  the  tumor,    • 
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Reclal  Tov<:k. — This  is  an  important  proceeding  when  the  vaginal 
touch  has  disclosed  obscure  conditions  in  the  posterior  pelvic  regions, 
and  should  be  practiced  just  before  the  termination  of  the  examina- 
tion on  account  of  the  fingers  becoming  soiled.     It  is  also  of  great 


Kg.  10.— Sima's  Position.    (From  Photograph  of  Model.) 


value  as  a  sole  means  of  examination  in  virgins.     The  bimanual  rectal 
toDch  is  practiced  in  the  same  manner  as  the  vaginal  procedure. 

Sims's  Position. — The  use  of  Sims'a  position  (Fig.  10)  and  specu- 
lum (Fig,  11)  are  far  less  frequently  necessary  in  the  conservative 
treatment  of  the  diseases  of  women  than  in  operative  procedures. 


Fig.  n.— Sims's  Speeului 


though,  at  times,  valuable  in  applications  to  the  cervix  and  vault  of 
the  vagina  and  in  electropnnctare,  though  even  in  the  latter  operation 
the  dorsal  position  is  preferable  for  any  but  the  most  superficial 
punctures,  on  account  of  the  use  of  the  finger  in  directing  the  instm- 
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ment.  The  proper  attitude  for  this  exaiainatioTi  ie  shown  in  the  cut, 
the  side  of  the  table  on  which  the  hips  rest  being  slightly  elevated 
to  raise  the  vulvar  outlet  above  the  level  of  the  vault  in  order  that 
pneumatic  pressure  may  dilate  the  vagina  when  air  is  admitted.  The 
speculum  (Fig.  11)  should  be  inserted  bj  separating  the  labia  with 
the  fingers  of  the  left  hand,  holding  the  instrument  in  the  right  b; 
its  opposite  extremity;  the  point  of  the  blade  is  placed  on  the  pos- 
terior commissure  and  slipped  into  the  vagina  in  a  backward  and  up- 


Fig.  12. — Attitudtt  of  Nnrsa  in  Suhb'b  Foiition.     (Brawn  from 
Pbotognpti  of  Model.) 

ward  direction.  After  adjusting  the  tip  in  a  manner  to  bring  the  de- 
sired portion  under  view  the  inetnunent  is  intrusted  to  the  nurse, 
who  stands  with  her  left  side  toward  the  patient  (Fig.  12). 

Posture. — When  the  dorsal  examination  reveals  much  relaxation 
of  the  vulvar  outlet,  or  prolapse  of  the  uterus,  the  true  extent  of  mis- 
placement of  the  latter  organ  cannot  be  determined  until  a  digital 
examination  is  made  with  the  patient  in  the  erect  position. 

The  knee-chest  position  (Fig.  36,  page  79)  is  also  quite  essential 
in  cases  of  retroflexion  or  retroversion  to  determine  if  the  uterus  is 
adherent  posteriorly.     If  this  be  the  case  the  condition  is  revealed  in 
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the  most  effective  manner  when  the  vagina  is  inflated  by  the  pneu- 
matic pressure. 

ninmination  of  the  Vagina. — A  light  from  a  northern  exposure 
is  generally  sufficient  for  an  ordinary  specular  examination,  but  in  its 
absence,  or  when  minute  inspection  is  necessary,  no  method  of  il- 
lumination is  equal  to  the  miniature  electric  lamp  of  4  or  6  volts'  re- 
quired pressure.  All  headlights  have  been  practically  abandoned  since 
the  appearance  of  the  previous  edition  of  this  work  as  far  less  conven- 
ient than  direct  illumination,  the  employment  of  the  latter  having  been 
greatly  stimulated  of  late  by  the  invention  of  the  dry  cell  and  the  volt 
selection  controller,  which  have  rendered  the  troublesome  acid  pri- 
mary cells  and  storage  batteries  entirely  unnecessary.  While  these 
little  lamps  are  credited  with  giving  but  from  1  to  4  candle  power. 


Fig.  13. — Miniature  Diagnostic  Lamp  Mounted  on  Aseptic 

Glass  Tube  Holder. 


it  should  be  remembered  that  this  amount  of  light  is  concentrated  in 
the  immediate  vicinity  of  the  illuminated  ohjecty  and  is  therefore  equal 
to  a  much  greater  light  unconcentrated.  The  miniature  lamp,  more- 
over, does  not  require  a  fixed  position  of  the  observer's  head,  and  per- 
mits the  eye  to  come  in  closer  range  with  the  part  inspected. 

The  placing  of  the  lamp  within  the  vagina,  rectum,  or  throat 
necessitates  one  disadvantage  nevertheless,  viz:  the  added  necessity 
for  maintaining  absolute  cleanliness  of  the  lamp  and  lamp-holder. 
Some  of  those  on  the  market  could  be  improved  in  this  respect, 
though  many  have  the  requisite  slendemess  required  to  avoid  ob- 
structing the  view  within  a  small  specidum.  Whatever  the  material 
of  the  lamp-holder,  no  instrument  with  the  lamp  attached  by  a 
screw  thread  can  be  cleansed  in  disinfecting  solutions  without  rusting 
at  the  joints. 


ILLUMINATION  OP  THE  VAGINA.  25 

These  eonsiderationB  influencod  the  author  in  devising  the  simple 
improvement  in  the  mounting  of  a  miniature  lamp  shown  in  Fig.  13, 
in  which  an  ordinary  bent  medicine  tube  of  glass  is  made  to  do  duty 
as  a  holder,  the  end  of  the  glass  tube  and  the  bulb  of  the  lamp 
being  made  continuous  by  fused  shellac  or  sealing  wax,  permitting 
the  whole  length  of  the  instrument  to  he  repeatedly  subjected  to  dis- 
infecting solutions,  hot  water  and  soap,  and  even  gentle  heating 
without  injury.  The  lamp  is  attached  to  the  double-cord  conductor 
directly,  the  wire  terminals  being  twisted  about  the  bared  end  of  each 
conductor  of  the  cord,  each  conductor  being  then  coated   with   a 


Fig.  H. — The  Mejrowiti  Volt-rontroller  for  Diagnostic  Lampn.  If  the 
lamp  in  current  tap  be  »  4  c.  p.  in  seriea  thJR  rontrolter  xaaj  be  dispensed, 
with  and  the  miniature  lamp  connected  tlirectlj'  with  the  tap. 

thin  covering  of  fused  wax.  The  cord  is  then  drawn  through  the 
tube,  the  wax  gently  melted,  and,  the  end  of  the  tube  being  hot,  the 
whole  can  he  pulled  into  place  by  slight  traction  and  the  joint  sealed 
by  reheating  the  wax.  A  fi-volt  dental  lamp  with  unmounted  ter- 
minals may  bo  procured  for  the  purpose  from  a  dealer  in  electric  sup- 
plies, and  when  burned  out  a  now  one  may  he  attached  to  the  cord  and 
tube  in  the  same  manner. 

When  the  source  of  the  current  to  bo  used  is  the  110-volt  direct 
current  a  volt-selecting  controller  mu?t  bo  employed.  This  may  bo 
the  author's  new  volt-sclecting  graphite  controller  (Fig.  Ill,  page  333) 
which  is  otjually  good  as  a  miniature  lamp  and  general  therapeutic 
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controller,  or  the  special  wire  controller  for  miniature  lamps,  such  as 
is  shown  in  Fig.  14. 

If  the  supply  current  in  the  physician's  office  is  of  the  alter- 
nating variety,  a  "step-down"  transformer  should  be  employed  (Fig. 
15),  in  which  the  higher  voltage  is  passed  through  a  long  primary  wire 
and  the  low-voltage  lamp  current  obtained  by  induction  from  a  short 
secondary  wire,  the  apparatus  being  similar  to  a  medical  indaction 
coil  reversed,  the  current  being  turned  on  the  lamp  by  passing  the 
secondary  over  the  primary  exactly  as  in  the  therapeutic  apparatus. 

For  a  portable  apparatus  the  same  6-voIt  lamp  may  be  attached 
to  the  terminals  of  a  portable  box  containing  four  Columbia  dry  cells 


Fig.  1-5. — Alternating  Current  ''Step-down"  Tmnafoimer. 


of  ordinary  size,  the  slight  excess  of  voltage  being  controlled  by  a  lit- 
tle resistance  coil  between  the  last  cell  and  one  of  the  binding  posts. 
When  exhausted  these  cells  are  easily  replaced  by  the  physician,  the 
connections  being  in  series. 

But  by  far  the  most  conveniently  portable  outfit  is  that  in  which 
three  miniature  cells  inclosed  in  a  pasteboard  case  are  just  the  right 
size  for  the  coat  pocket.  New  sets  of  these  cells  are  sold  cheaply  in 
many  electric  supply  establishments,  and  they  light  up  a  4-volt  lamp 
{which  may  be  mounted  on  a  short  length  of  glass  tubing  for  con- 
:e)  without  the  necessity  of  any  controlling  device. 
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TranaiUamination  of  the  Felvis. — The  fact  that  limited  thick- 
nesses of  the  body,  such  as  the  finger  and  part  of  the  palm,  may 
readily  become  translucent  to  the  rays  of  even  a  moderately  strong 
light  eeems  to  have  been  lost  sight  of  as  a  means  of  diagnosis  nntil  the 
laryngologists  took  it  up  in  1888,  when  Gozzolino,  of  Naples,  fol- 
lowed by  Voltolini,  of  Breslan,  illuminated  the  walls  of  the  nose  and 
accessory  cavities  and  the  larynx;  the  former  by  miniature  lamps 
within  the  closed  nostril  or  mouth,  and  the  latter  by  a  lamp  on  the 
outside  of  the  neck,  covered  by  an  obturator,  the  light  being  per- 
ceived by  the  use  of  a  laryngoscopic  mirror  within  the  dark  pharynx. 


Fig.  IB.— Portable  Dry  Cell  Uattery  for  Six  Volt  Miniature  DiagnosUo 
Lunp,  containing  Four  Diy  Cellt,  with  Controller. 

The  application  of  the  principles  thus  disclosed  to  gynecology 
has  been  retarded  by  the  greater  thickness  of  the  body  in  this  situa- 
tion, rendering  the  miniature  lamps  that  are  capable  of  being  intro- 
duced ineffective  as  a  source  of  light.  I  have,  however,  myself  snc- 
ceeded  in  illuminating  the  abdomens  of  moderately  thin  women  by 
the  lamp  devised  by  me  (Fig.  18),  which  consists  of  a  6-  or  8-Tolt 
lamp  mounted  on  a  holder  in  front  of  a  plane  reflector,  and  the  whole 
inclosed  within  two  test-tubes  separated  by  rubber  bands.  The  special 
advantage  of  this  arrangement  is  the  two  air-epaces  separated  by  the 
test-tubes,  reducing  the  radiation  of  beat  and  permitting  ready  cleans- 


28 


EXAMINATION  OF  PATIENTS. 


ing.  The  abdomen  is  illuminoted  by  a  reddish  glow  half-way  to  the 
Davel.  This  light  is,  however,  insufRcient  to  illumiuate  the  tissun 
Id  case  of  fat,  or  corpulent,  patients,  and,  aa  the  value  of  the  pro- 
cedure hinges  on  the  absence  of  transmission  as  an  evidence  of  pus 


Fip.  17,— Pockpt  Tlatteiy  of  Dry  Cells  for  Miniature  Diagnostic  L^mp. 

accumulations  and  possibly  tumors  of  dense  cousisteiiee,  it  ia  evident 
fliat  a  more  powerful  light  is  necessary. 

Another  mode  of  obtaining  transillumination  of  the  pelvis  is  to 
place  a  33-  or  SO-candlc-power  lamp  over  the  abdomen  in  a  conical 
receiver  made  to  exclude  all  light  except  that  which  traverses  the 
skin  and  abdominal  ivalla;  if  a  glass  speculum  be  then  placed  in  the 
vagina  the  tissues  will  be  seen  to  transmit  a  red  glow. 

All  work  in  truiisillumiiiiition  should  be  done  in  a  thoroughly 
darkened  room. 


Fig.  18. — Author's  Pelvic  TraDsilluminator. 


The  value  of  transillumination  is  limited  by  the  fact  that  all 
living  tissues  appear  nearly  the  same  in  color  and  shade.  It  is  im- 
possible to  make  out  the  anatomical  parts  except  the  large  veins  and 
the  bones,  and  these  only  by  a  darker  shading.    Accumulations  of 
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puB  will  appear  as  a  dark  shadow,  while  cyetic  tumors  are  lighter  than 
their  surroundings.  No  light  is  transmitted  if  there  be  extensive 
exudations,  and  dense  fibroids  and  possibly  cancerous  tumors  cast  a 
shadow  or  interfere  with  transmission.  Hematomas  should  also  be 
opaque,  if  the  general  rule  holds  good  that  dead  tissue  is  opaque  to 
the  rays. 

With  a  satisfactory  source  of  light,  the  value  of  this  procedure 
in  diagnosis  is  evident. 

Aspiration.  —  A  most  important  occasional  means  of  positire 
diagnosis  in  some  pelvic  and  abdominal  tnmors  where  a  cystic  con- 
dition is  BURpected  is  the  puncture  of  the  tumor  by  a  long  slender 
needle  with  capillary  tube,  attached  to  an  aspirator,  by  which  we  may 


Fig.  19. — Aspirator. 

determine  the  presence  of  a  liquid  and  extract  a  portion  of  it  for  diag- 
nosis, and  also  in  certain  cases  as  a  remedial  measure  (Fig.  19).  The 
delicate  nature  of  these  needles  makes  it  possible  to  traverse  many 
organs  and  tissues  with  iinpunity,  though  the  careful  operator  will 
usually  be  able  to  insert  it  quite  directly  into  the  presenting  portion 
of  the  tumor  without  taking  unnecessary  risks.  The  imprisoned  sac 
in  intestinal  hernia,  the  bladder  threatened  with  rupture,  and  the 
large  intestine  distended  with  gases  have  all  been  safely  punctured 
with  this  instrument,  and  the  needle  may  be  upod  as  a  negative  elec- 
trode when  inserted  into  a  tumor,  if  thought  wise,  after  the  liquid 
has  been  withdrawn,  by  previously  coating  it  with  a  thin  layer  of 
fused  hard  rubber  to  a  short  distance  from  the  point,  and  connecting  it 
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with  the  negative  pole  of  the  battery  by  twisting  a  fine  copper  wiie 
about  its  base.  When  so  used  the  hydrogen-gas  and  liquids  of  elec- 
trolysis are  drawn  into  the  aspirator  reservoir  in  great  quantity. 

The  aspirator  acts,  of  course,  on  the  principle  of  producing  a 
vacuum  in  the  reservoir-bottle  by  means  of  a  suction  air-pump  con- 
nected with  it  by  a  stout  rubber  tube,  the  needle  being  attached  to 
another  tube  connected  with  the  top  of  the  reservoir. 

Great  care  should  be  observed  in  asepticizing  the  needles  and 
tubes  before  and  after  use,  the  needle  being  either  boiled  or  passed 
over  the  flame  of  an  alcohol-lamp  immediately  before  use,  no  matter 
what  the  previous  cleaning  may  have  been,  and  the  spot  where  it  is  to 
be  inserted  should  be  cleaned  with  sublimate  solution  if  within  the 
vagina  or  sublimate  solution  followed  by  alcohol  if  on  the  abdominal 
surface.  Chloride-of -ethyl  spray  will  make  the  external  puncture 
painless. 

Aseptic  Precautions  in  Routine  Oynecic  Practice  and  Electro- 
g^necology. — The  hands,  and  particularly  the  fingers  and  finger-nails, 
should  be  scrupulously  clean  wlion  making  any  examinations  or  appli* 
cations,  the  use  of  the  nail-cloanor,  scrubbing-brush,  and   soap  and 
water  being  amply  sutlicicnt  when  the  mucous  membrane  is  unbroken. 
To  ensure  absolute  cleanliness  of  the  nails,  nevertheless,  the  physician 
sliould  have  them  manicured  by  an  expert,  or  else  learn  the  use  of  the 
nail-file  himself.    No  instrument  of  any  character  should  be  employed 
unless  absolutely  aseptic,  the  author  making  the  following  arrange- 
ments for  this  purpose:    All  sounds  and  intra-utertne  electrodes  are 
first  thoroughly  trashed  in  soap  and  water  and  then  passed  throiigh 
the  flame  of  an  alcohol-lamp  or  Bun^en  hurner,  and  no  instrument  of 
this  nature  is  inserted  into  the  uterus  that  cannot  be  so  asepticized. 
All  metal  instruments  lively  to  he  injured  by  this  heat, — such  as 
specula,  forceps,  etc., — are  boiled  before  use.     Electrodes  with  rubber 
insulation  not  fused  on  the  shank,  which  I  reject,  when  possible,  in 
favor  of  those  that  have  a  fusible  insulation,  are  dipped  in  boiling 
water  and  thoroughly  scrubbed  with  soap  and  water,  or  are  kept  in  a 
»3-per-cent.  solution  of  carbolic  acid  or  creolin.     The  electrodes  with 
fusible  insulation  are  heated  in  the  flame  and  asepticized  by  re^-f using 
the  covering.     All  cotton  pads  or  other  external  electrodes  that  are 
used  for  more  than  one  patient  are  boiled  before  use,  a  small  gas-stove 
being  very  convenient  for  this  purpose. 


CHAPTER  III. 

Introductory  Remarks  on  Electricity  as  a  Remedy  in 

Gynecology. 

The  systematic  use  of  electricity  in  certain  affections  peculiar  to 
women  had  its  inception  in  the  labors  of  Tripier,  who,  as  far  back  as 
1859,  began  a  series  of  publications  that  show  a  profound  stndy  of  the 
valne  of  electricity  in  the  trophic  and  mechanical  lesions  of  the  uterus 
and  other  pelvic  organs.  Numerous  and  fruitful  essays  have  appeared 
from  the  same  pen  at  frequent  intervals  since,  the  whole  amply  suffi- 
cient in  themselves  alone  to  stem  the  tide  of  excessive  surgical  inter- 
ference in  gynecology  that  began  simultaneously  with  his  work,  but 
outstripped  it  so  widely.  But  Tripier  has  not  been  understood  by  his 
contemporaries.  Electro-therapeutics  itself  andvall  writers  on  it  were 
assumed  to  be  concerned  with  nervous  diseases  alone,  and  what  litera- 
ture existed  was  inaccessible  to  gynecologists.  It  remained  for  Apos- 
toli  to  successfully  attract  the  attention  of  specialists  in  the  diseases 
of  woman  by  the  persistent  advocacy  of  his  discovery  of  the  value  of 
scientifically  applied  currents  in  the  treatment  of  fibroid  tumors,  by 
methods  that  resulted  in  a  distinct  advance  in  the  general  application 
of  electricity  in  medicine.  This  invasion  of  what  had  been  regarded 
08  an  exclusively  surgical  field  received  conspicuous  and  bitter  criti- 
cism from  the  many  stalwart  defenders  of  a  faith  that  laid  aside  all 
else  in  g3mecology  but  the  knife.  In  America  and  England  particu- 
larly the  discussions  have  been  numerous  and  acrimonious,  and  doubt- 
less many  extravagant  claims  appeared  on  both  sides;  but  as  a  result 
it  may  be  said  that  electricity  has  been  rescued  from  its  exclusive 
position  as  a  toy  in  the  hands  of  the  neurologists,  too  many  of  whom 
intrusted  its  crude  applications  to  unintelligent  nurses,  and  has  won 
for  itself  an  important  place  in  the  curative  therapeutics  of  gynecol- 
ogy. As  a  natural  consequence,  an  improvement  has  also  appeared 
in  the  application  of  electricity  to  nervous  diseases — a  result  that 
could  not  have  been  hoped  for  under  previously  existing  conditions. 

Apostoli's  work  was,  of  course,  but  the  medical  application  of 
that  swelling  tide  of  electric  knowledge  that  has  so  suddenly  altered 
the  mechanical  surroundings  of  mankind.    It  was,  indeed,  high  time 
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that  the  recent  advancements  in  electric  science  should  be  applied  to 
medicine,  its  oldest  service  to  man,  when  Apostoli  described,  in  1^ 
his  device  of  the  clay-pad  diffusion-electrode  for  the  painless  dk- 
)>orsion,  on  the  outside  of  the  body,  of  the  powerful,  measured  cm- 
rents  concentrated  at  will  witliin.  Conceived  on  lines  previously 
f'luinciated  by  Erb,  the  method  was  the  first  demonstration  since  the 
em  of  electric  measurement  of  the  possibility  of  using  really  effectiTe 
currents  within  the  bod  v. 

How  Electricity  Becomes  a  Eemedy. — The  intimate  connecti(A 
between  electricity  and  physiologic  and  pathologic  processes  haa  le- 
contly  been  considered  by  Prof.  A.  E.  Dolbear,  the  eminent  phys- 
icist of  Tuft's  College,  Cambridge,  Mass.,  in  a  paper  read  before  tte 
American  Electro-therapeutic  Association  at  its  Boston  meeting  in 
1896.  He  deprecated  all  allusion  to  electricity  as  a  force  external  to 
matter  and  independent  of  it.  Electricity,  light,  heat,  and  chemic 
action  are  inherent  properties  of  matter,  electricity  being  the  rotatory 
property  of  atoms,  light  the  vibratory  property,  etc.  They  are  but 
manifestations  of  atomic  energy  which  are  continuously  present  in 
the  interchanges  of  atoms  in  the  molecular  activities  incident  to  life. 
The  higlier  the  form  of  tissue,  the  greater  the  amount  of  energy 
absorbed  in  cellular  activities. 

"The  factors  of  physiologic  phenomena  are  the  kinds  of  matter 
found  in  organic  things  and  the  kinds  of  motion  and  energy  which 
give  the  kinds  of  matter  their  characteristic  properties.     The  phe- 
nomena exhibited  with  these  factors  depend  upon  the  inherent  quali- 
ties of  the  atoms  themselves,  and  it  is  certain  that  the  old  notions 
concerning  their  nature  and  possibilities  must  be  profoundly  changed, 
for  the  old  is  altogether  inadequate  and  no  one  to-day  knows  enough 
to  say  what  matter  cannot  do,  for  such  a  one  makes  ignorance  do 
duty  for  knowledge.    What  can  be  strongly  stated  is  that  the  variable 
factors  are  heat  and  electricity,  for  these  determine  chemic  reactionB, 
in  the  body  as  well  as  out  of  it.     For  a  long  time  heat  was  the  only 
physical  factor  employed  for  chemic  purposes  in  inorganic  processes. 
Lately   electricity  has  been   utilized   and   has   made  possible   many 
reactions  which  were  either  impossible  or  required  a  long  time  to 
effect,  such  as  the  reduction  of  alumina,  the  tanning  of  leather,  and 
the  making  of  potassium  chlorate  and  sodium  carbonate.    Is  it  not 
altogether  probable  that  the  selective  chemistry  of  tissues  of  all  klnd.s 
is  to  be  helped  in  like  manner  by  employing  the  same  agent,  and  that 
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only  present  lack  of  knowledge  prevents  its  successful  use  in  promot- 
ing normal  physiologic  processes  and  destroying  abnonnal  ones? 
Anthropologists  are  telling  us  there  are  few,  if  any,  individuals  of  any 
race  that  are  thoroughly  sound,  that  all  are  in  a  more  or  less  diseased 
condition.  Tliat  means  that  cellular  structure  does  not  distribute  to 
physiologic  structure  the  proper  kind  and  amount  of  physical  energy 
needed.  The*  trouble  is  with  the  cells,  not  the  organs.  And  the 
trouble  with  the  cells  is  instability  due  to  lack  of  available  energy, 
ultimately  electric,  if  there  be  any  truth  in  what  seems  to  be  implied 
in  all  molecular  structure,  for  every  atom  has  its  electro-chemic  equiv- 
alent or  electric  energy,  which  is  disposed  in  this  way  or  that  as  it  is 
held  more  or  less  stable  in  its  molecule."  i 

This  suggestive  extract  from  Professor  Dolbear's  paper  gives  un- 
questionably the  true  basis  of  the  medical  value  of  electricity.  In 
brief,  it  may  be  said  that  by  its  use  we  have  a  means  of  altering  at 
will  the  molecular  activities,  the  selective  chemistry,  of  both  super- 
ficial and  deep-seated  parts  of  the  body,  and  this  is  done,  not  by  the 
addition  of  foreign  substances  or  even  a  foreign  force  to  the  body, 
but  by  a  simple  alteration  of  its  cellular  activity,  on  which  all  organic 
functions  depend. 

To  affect  molecular  activities  in  a  special  organ,  which  may  be 
deep-seated,  it  is  therefore  apparent  that  we  must  so  concentrate  our 
"current"  of  rotatorv  molecular  excitation  from  some  artificial  source 
external  to  the  body  that  it  may  traverse  that  organ  and  be  dense 
enough  in  transit  to  accomplish  its  purpose.  This  current,  which,  if 
constant,  is  always  issuing  from  its  source  in  a  definite  direction,  only 
circulates  when  the  path  back  to  its  source  or  to  earth  is  complete. 
To  place  the  body  in  this  path  or  circuit  we  must  apply  two  con- 
ducting contacts  (electrodes)  to  its  surface  or  within  its  substance,  be- 
tween which  the  current  will  spread  out  as  it  traverses  the  intervening 
tissues.  I'he  electrode  at  which  the  current  enters  the  body  is  called 
the  positive  pole,  or  anode,  and  is  generally  indicated  by  the  +  sign ; 
that  at  which  it  leaves  is  called  the  negative  pole,  or  cathode,  denoted 
by  the  —  sign.  In  addition  to  the  molecular  excitation  referred  to, 
which  is  present  in  all  portions  of  the  circuit  through  the  body  in 
proportion  to  the  local  density  of  the  lines  of  flow,  special  chemic 
and  molecular  effects  on  living  tissue  attend  the  current  at  entrance 
and  on  leaving  the  body;  hence  the  two  poles  have  distinct  and 
separate  physical  and  therapeutic  effects  (page  48). 
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It  is  only  necessary  to  add  to  these  hints  at  the  mode  of  actiia 
of  olectrieity  as  an  internal  remedy  that  an  intensification  of  the 
same  molecular  activities  by  concentration  of  the  current  is  the  ex- 
planation of  the  destruction  of  tumors  of  the  bodv-surface  and  i^ 
cessiblo  cavities  by  ordinary  elect ropuncture,  wliere  molecular  acnriiy 
is  condurtcd  to  the  final  step  of  a  resolution  of  tissue  into  its  ultinatt 
inorganic  olcnionts,  and  that  in  the  phoretic  powers  of  constant  cur- 
rents we  have  an  invaluable  assistant  in  the  introduction  intoasj 
givon  part  of  the  body,  of  medicaments  in  nascent  form  and  capable 
of  definite  concentration  in  an  organ  without  flooding  the  whole  body 
with  the  reined V. 

Special  Value  of  Electricity  in  Oynecologry. — 7*),^  fore^^oin^y  re- 
marks  indieate  the  basis  of  a  wide  applicability  of  electricity  to  the 
cure  of  diseased  organs  in  general.  That  its  value  in  chronic  affec- 
tions of  niany  kinds  is  but  imperfectly  appreciated  by  the  profession 
is  only  too  true  (and  this  may  be  largely  imputed  to  its  but  recent 
availahilitv  in  iiiensiirahle  ([iiautity),  yet  there  are  two  special  reason 
for  its  recMMit  agitation  as  a  remedy  in  the  diseases  of  women.  One  of 
these  is  the  |)reval(  nee  of  nutritional  and  functional  affections  of  the 
uterus  and  adnexa  readily  eurc^l  in  tliis  way,  and  by  currents  easilv 
made  elTeetive  owing  to  an  insensitive  nerve-supply.  The  other 
reason  is  tliat  it  oll'ers  a  choice  of  treatment  in  a  class  of  affections 
notoriously  maltr(>ated  at  j)res(Mit  by  methods  almost  invariably  in- 
volvinir  tlie  sacrifice  of  orirans. 

It  is,  of  course,  by  no  means  witliin  the  power  of  electro-ffynecol- 
ogy  to  displace  the  really  necessary  work  accomplished  b\'  the  modern 
methods  of  aseptic  surgery,  but  it  is  within  its  province  to  demon- 
strate that  mutilating  and  sacrificial  operation?  can  be 'restricted  to 
cases  legitimately  requiring  such  measures  of  last  resort  by  revealing 
I  he  curableness  of  many  all'ections  apparently  regarded  as  hopeless. 
The  extensive  prevah'nce  of  an  attitude  that  regards  the  removal  of 
an  organ  as  both  the  pro])er  and  the  only  way  to  cure  it  can  only  be 
regarded  as  the  sign  of  a  mental  epidemic  of  no  mean  proportions, 
particularly  when  such  attitude  is  maintained  only  toward  one  set  of 
organs. 

To  check  microbic  invasion  and  its  conseipiences,  remove  pain, 
restore  function,  correct  nutritional  faults,  check  hemorrhage,  cause 
retrogression  of  benign  growths,  cure  malignant  growths,  and  restore 
local  and  general  health  is  a  sulTiciently  broad  platform  for  a  single 
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agency,  and,  if  these  or  many  of  these  results  can  be  accomplished  by 
electricity  without  danger,  risk,  or  mutilation,  its  claims  for  consid- 
eration as  a  method  of  choice  over  less  advantageous  procedures  are 
imperative. 

With  powers  so  conservative,  yet  vigorous,  at  command,  it  is 
clearly  the  duty  of  the  electro-gjmecologist  to  protest  against  the  too 
common  practice  that  classes  gynecology  with  major  surgery  alone, 
and  results  in  sufferers  from  the  diseases  of  women  being  referred  at 
once  to  specialists  in  abdominal  surgery.  No  organ  should  be  sub- 
jected to  a  mutilating  operation,  certainly  none  removed  from  the 
body,  until  the  powers  of  conservative  medication  have  been  intelli- 
gently tested ;  yet  such  is  the  haste  in  the  performance  of  this  work 
of  last  resort  that  our  hospitals  particularly  have  become  the  sacri- 
ficial temples  of  this  new  faith,  in  which  women  by  the  score,  without 
previous  attempt  to  cure,  are  persuaded  to  undergo  operations  dan- 
gerous to  life  and  unwarranted  by  sound  judgment,  and  which  are 
followed  by  lifelong  consequences  in  those  that  recover  that  are 
either  carefully  concealed  or  else  carelessly  withheld  from  their 
knowledge  before  their  consent  is  given. 

Special  Value  of  Electro-gynecic  Applications  to  the  General 
Practitioner. — Besides  the  opportunity  that  is  afforded  to  the  family 
physician  in  the  reference  of  his  more  difficult  cases  to  the  electro- 
gynecic  specialist  for  an  application  of  the  highest  skill  in  the  art  to 
a  truly  conservative  restoration  of  health,  a  mere  superficial  employ- 
ment of  this  agent  by  himself  is  calculated  to  be  of  immense  service 
to  his  patients  in  the  cure  of  many  deviations  of  function  which  may 
have  seemed  great  enough  to  demand  a  reference  to  others.  And  this 
large  field  of  usefulness  is  entirely  wanting  in  risk,  even  in  imaccus- 
tomed  hands,  if  the  vaginal  methods  of  application  are  adhered  to  and 
the  intra-uterine  applications  withheld  until  greater  expertness  is 
gained. 

That  a  large  proportion  of  the  ordinary  cases  of  pelvic  pain 
and  discomfort  are  mainly  due  to  deficient  muscular  and  nervous  tone, 
to  relaxation,  to  the  consequences  of  sexual  excess,  and  to  congestions 
and  inflammatory  sequels  easily  removable  by  the  stimulant  and  tonic 
effects  of  vaginal  applications  of  the  induced  current  is  well  known  to 
every  gynecologist  who  sees  a  large  number  of  semi-acute  cases,  and 
there  is  no  reason  why  tlieso  oases  should  not  be  treated  by  the  intelli- 
gent general  practitioner  with  an  office  practice,  particularly  when 
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continued  delay  or  the  application  of  harsh  remedial  measares  will 
lead  to  an  intensification  of  the  trouble.    This  was  well  illustrated  b; 
a  story  told  by  Dr.  Lapthom  Smith,  of  Montreal,  who  had  recom- 
mended a  physician  to  purchase  an  induction  apparatus,  and  on  call- 
ing at  his  oflBce  some  time  subsequently  was  surprised  at  its  worn  con- 
dition.    The  physician  explained  matters  by  asserting  that  he  had 
cured  a  considerable  number  of  patients  by  its  use.     When  asked  what 
had  been  the  matter  with  the  patients,  he  could  only  reply  that  he  did 
not  know,  but  that  they  had  been  cured,  nevertheless.     The  interests  of 
exact  science  condemn  such  blind  empiricism  and   routinism,  but, 
when  it  is  remembered  that  the  remedy  employed  by  him  is  incapa- 
ble of  harm,  no  one  can  say  that  this  physician  was  wanting  in  either 
common  sense  or  humanitarian  principles. 

Limitations. — An  attempt  to  assign  exact  limits  to  the  medical 
usefulness  of  an  agency  such  as  electricity  will  remain  impossible  for 
some  time,  owing  to  the  varied  nature  of  the  conditions  attending  its 
employment.     One  may  believe,  for  instance,  that  ergot,  iodine,  or 
other  material  agent  may  be  thus  easily  understood,  but  the  agent,  in 
this  case,  being  the  intensification  or  alteration  of  the  molecular  activi- 
ties in  a  controllable  manner,  with  immediate  results  varying  through 
an  enormous  range  of  current-strengths  and  qualities,  the  field  of  use- 
fulness is  more  widely  varied,  and  it  is  probable  that  conditions  vet 
regarded  as  incurable  in  this  way  may  merely  require  a  heavier  or 
more  skillfully  applied  current.     It  is  true,,  nevertheless,  that  manv 
limitations  to  its  usefulness  are  at  present  apparent,  in  the  discovery 
of  which  a  large  and  constantly  increasing  list  of  valuable  uses  has 
been  established. 

No  claims  that  electricity,  or,  in  fact,  anything  else,  is  a  cure-all 
are  possible  to  the  scientific  mind,  and,  although  these  pages  are  largely 
devoted  to  a  demonstration  of  its  value  in  the  definite  conditions 
enumerated,  it  is  not  supposed  that  the  reader  is  to  neglect  any  simpler 
means  that  would  be  effective  in  the  treatment  of  his  cases;  for  approved 
medical  treatment,  including  the  use  of  internal  remedies  or  of  ap- 
plications capable  of  being  administered  by  the  patient,  are  always 
preferable  to  remedial  means  that  require  the  physician's  personal  at- 
tention, provided  the  same  ends  can  be  accomplished. 

A  similar  discretion  is  also  urged  upon  the  part  of  the  reader 
in  the  choice  between  electricity  and  the  knife,  electricity  being  ad- 
vised only  when  it  is  equally  certain  in  effect,  free  from  danger,  and  more 
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conservative  of  organs  and  their  functions;  and,  unless  experience 
shows  ns  that  all  or  most  of  these  advantages  are  assured  as  a  result 
of  the  electric  treatment  of  a  particular  case,  we  should  not  lose  time 
by  its  employment.  It  should  not  be  forgotten,  nevertheless,  that  in 
case  of  uncertainty  on  these  points  a  course  of  electric  treatment  is 
incapable  of  doing  harm,  and,  in  the  event  of  failure,  leaves  the  pa- 
tient in  a  position  to  derive  full  benefits  from  surgical  treatment, 
which  cannot  be  said  conversely  of  patients  who  have  failed  of  relief 
under  a  surgical  operation. 


CHAPTER  IV. 

Phenomena  Attending  the  Transmission  of  Coxstant 
Currents  Through  Living  Organs. 

Physical  Eeasons  for  Electrode  Coveringps. — With  low-pressure 

currents,  such  as  the  constant  and  induced,  it  is  essential  that  a  good 
contact  be  made  between  any  two  parts  of  the  circuit,  since  these  cur- 
rents have  very  slight  power  to  jump  through  the  air.     In  the  human 
body  the  moist  tissues  are  the  conductors,  which,  in  percutaneous 
applications,  we  find  surrounded  by  an  insulating  envelope  of  dry  cuti- 
cle, presenting,  together  with  the  slight  layer  of  air  between  it  and 
the  dry  metallic-electrode  surface,  a  very  large  amount  of  resistance. 
One  important  purpose  of  an  electrode  covering  is  the  maintenance  of 
a  moist  conducting-joint  between  this  metallic  surface  and  the  moist, 
subdermic  tissue,  the  water  contained  in  the  covering  not  only  blot- 
ting out  the  air-cushion  beneath  the  electrode,  but  rendering  the 
cuticle  itself  a  better  conductor  by  soaking  it.     It  is  true  that  a  lit- 
tle current  will  be  apt  to  pass  from  a  dry  metallic  surface  to  the  body 
with  currents  of  a  pressure  of  50  or  100  volts  (such  as  with  the  con- 
stant current  brush),  but  the  lines  of  potential  will  be  almost  ex- 
clusively within  the  skin  rather  than  beneath  it.     In  other  words, 
the  energy  of  the  current  will  be  chiefly  expended  here,  making  the 
application  practically  one  to  the  skin  only  (see  Experiment  5,  page 
352).     Deep  penetration  of  the  current  is  then  a  prime  reason  for  a 
well-moistened  electrode  covering,  with  the  associated  fact  of  a  mini- 
mum of  dermic  action  and  pain.    Another  important  use  is  the  pro- 
tection of  the  surface  from  certain  chemic  and  electrolytic  polar 
effects  when  they  are  not  desired.     When  we  wish  to  make  use  of 
these  effects  to  their  fullest  extent  provision  is  made  for  an  imme- 
diate contact  between  the  metal  and  moist  tissue,  as  by  puncture 
through  the  skin  or  by  simple  contact  if  it  be  a  mucous  surface. 

Fresh  absorbent  cotton,  which  was  first  recommended  by  the 
author  as  an  electrode  covering  in  1885,  remains,  in  his  opinion,  the 
most  cleanly,  easily  applied  and  renewed,  and  generally  useful  mate- 
(38) 
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rial  for  this  purpose,  the  accuracy  of  its  contact  with  the  skin  being, 
however,  greatly  increased  by  thoroughly  soaping  its  surface.  In 
1882  Apostoli  introduced  well-moislened  sculptors'  clay  as  the  mate- 


Fig.  20.— Applying  Abxorbent  Cotton  to  EIrclrode  Disk  (KirBt  S(age), 

rial  for  the  large  abdominal  pad  when  it  is  desired  to  render  one  pole 
nonactive,  or  capable  of  transmitting  a  large  current  with  a  mini- 
mum of  sensation  and  local  resistance  at  this  i<pot.     If  thoroughly 


Fig.  21.— Applying  Absorbent  Coflon  to  EWtrode  Disk  (Second  Slago). 

Hie  UiHk  !■  rotated  between  the  Rngers  until  the 

cotton  iB  firmly  attathed. 

adhesive  it  has  an  advantage  possessed  by  no  other  material  in  ac- 
curacy of  contact,  which  practically  broadens  the  path  through  the 
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CiUTent-diffasion  Within  the  Body. — The  subdermic  body  con- 
ducts currents  with  a  reasonable  ease  because  of  its  saline  constit- 
uents in  watery  solution.  Grossly  speaking,  those  parts  that  are 
most  watery  are,  therefore,  the  chosen  paths  of  transit  through  the 
body,  a  greater  proportion  of  current  going  through  the  soft  tissues 
around  bones  and  nerves  than  will  take  the  apparently  shorter  cut 
through  them.  Such  considerations  are  important  when  we  are  com- 
pelled to  depend  upon  interpolar  action  for  therapeutic  efTect,  and 
desire  to  send  a  dense  current  through  a  region  beyond  immediate 
contact  with  the  electrode.  Of  still  greater  importance  is  a  clear 
idea  of  current-diffusion  in  the  body  as  a  whole.  To  suppose  that 
we  can  send  a  current  through  the  body  like  a  straight  beam  of  light, 
or  even  in  the  bellied  cylinders  depicted  by  Erb,  is  to  ignore  well- 
known  laws  of  resistance  and  current-diffusion.  The  author  pointed 
out  some  years  ago^  that  a  demonstration  of  the  real  facts  of  much 
importance  to  physicians  is  contained  in  Prof.  W.  G.  Adams's  ex- 
perimental measurements  of  current-diffusion  within  masses  of  salt 
water.^  Buckets  and  tubs  of  salt  water  and  various  acid  solutions 
were  used  for  experiments,  the  character  of  the  solutions  and  the 
shapes  of  the  utensils  presenting  conditions  closely  analogous  to  the 
human  body.  To  illustrate  the  facts  thus  verified,  I  have  drawn 
three  diagrams  (Figs.  22,  23,  and  24)  in  which  the  behavior  of  a 
current  traversing  narrow  and  wide  conductors  is  shown.  The  lines 
of  flow  are  seen  in  each  instance  to  cross  the  dotted  lines  at  right 
angles.  These  dotted  lines  are  lines  of  equal  potential.  Exactly 
what  equipotential  lines  in  electricity  are  can  be  best  understood 
when  it  is  known  that  they  are  analogous  to  the  edges  of  the  steps 
of  a  staircase  down  which  a  water-current  is  flowing.  In  this  case 
it  is  assumed  that  the  middle  step  is  zero,  or  at  the  level  of  the  earth 
(making  it  analogous  to  a  staircase  with  the  middle  step  at  street- 
level,  and  each  half  of  the  remainder  going  upstairs  and  down  cellar). 

In  the  narrow  conductor  (Fig.  22)  the  equipotential  lines,  or,  in 
illustrative  language,  the  edges  of  these  steps  of  electric  level,  extend 
straight  across  the  conductor,  the  lines  of  flow  being  straight  lines 
from  pole  to  pole.     In  the  wider  conductor  (Fig.  23)  the  lines  of 


^Journal  of  Nervous  and  Mental  Disease,  No.  7,  ISSG. 
*  Proc.  Royal  Society,  vol.  xxiv,  page  1.    See,  also,  a  theoretical  discuaaion 
by  Foster  and  Lodge,  Proc  Lond.  Phys.  Soc,  vol.  i,  page  113. 
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potential  tend  to  curve  somewhat  about  the  poles;  hence  the  lines 
of  ilow  on  either  side  of  the  central  one,  which  remains  straight,  curve 
a  little  also,  as  the  potential  lines  must  be  crossed  at  right  angles. 

When  the  current  is  passed  through  so  large  a  conductor  as  the 
human  body  (Fig.  24),  the  potential  lines  become  arcs  of  smell  circles 


Fig.  22. — Diagram  showing  the  Distribution  ot  a  Current  of  20  Volts 
within  »  Narrow  Conductor.  The  milliamperes  are  equally  distributed  in 
Die  linee  of  flow  (represented  in  the  cut  by  horizontal  lines).  The  line* 
of  equal  potential  (repmeiited  by  dotted  lines)  are  drawn  1  volt  apart, 
and  have  a  value  indicated  by  the  figures. 

about  each  pole,  the  size  of  the  circles  rapidly  increasing  as  the  lines 
of  flow  proceed  away  from  the  pole.  The  lines  of  flow  traverse  every 
portion  of  the  conductor  as  before,  crossing  the  equipotential  lines  at 
right  angles,  and  differ  in  amount  of  current  carried  only  in  inverse 
ratio  to  their  length. 

It  is  necessary  to  add  that  these  diagrams  represent  the  distri- 
bution in  a  homogeneous  conductor,  such  as  a  single  organ,  and  that 


Tig.  23.— Distribution  of  a  Current  of  20  Volts  within  a  Wider  Conductor. 

The  line!  of  Sow  on  either  side  of  the  central  one  curve  somewhat, 

ai  do  also  the  most  positive  and  most  negative  potentials. 


ilight  alterations  would  be  required  to  make  them  represent  accu- 
rately any  composite  conductor  like  the  body.  An  accurate  chart  of 
the  soft  parts,  nevertheless,  would  only  add  wavincss  to  the  lines  as 
drawn,  though  bones  and  bony  cavities  would  deflect  them  greatly. 
It  should  also  be  remembered  that  the  diagrams  represent  a  aectioa 
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only,  and  that  tlie  equipotontial  lioea  are,  in    reality,    cup-BhappJ 
planes  through  which  the  Hn(«  of  flow  spread  in  all  directions. 

Cnrrent-coiLceiitratioii. — It  is  the  converse  of  these  facta  of  cur- 
rent-diffusion within  the  body  that  it  is  difficult  or  impossible  to 
bring  a  concentrated  current  to  bear  on  organs  or  growths  that  are 
far  beneath  the  surface,  the  nearest  approach  to  concentration  at  a 
distance  requiring  a  very  heavy  current  at  the  polar  contacts.    Xow, 


Fig.  24.— DistriLiutiuii  i>l  a  (.'iiiiciit  ui  -M  Suits  within  th«  Human 
Body.  Tlic  e<|ui])otoiitial  lines  gr  planes  become  segments  of  perfect  circles, 
and  the  linen  of  flow,  ncrcssniily  tro^siiig  tlie  Intter  at  right  angles,  become 
groatly  curved  and  extend  to  all  parts  of  the  boily  in  passing  from  pole  to 
pole.  The  nuniljer  of  inilliainp^res  triiversing  the  lines  of  flow  diflters  eoaie- 
what,  boiiig  inveraely  proportional  lo  llie  length  of  Uio  lines. 


the  effects  are  proportional  to  tlie  coucon trillion  as  well  as  to  the 
strength  of  the  current;  that  is,  10  initliaiup^rcs  wilt  act  with  twice 
the  strength  on  a  surface  of  one  centimeter  that  they  will  on  two  centi- 
meters; hence  the  field  of  application  of  concentrated  currents  is  far 
greater  in  what  is  called  the  polar  regions,  or  in  the  immediate  neigh- 
borhood of  the  poles,  than  in  any  other  portion  of  the  circuit. 

It  will  be  noted  also,  by  a  reference  to  the  cuts,  that  in  a  laree 
conductor  such  as  the  body  the  current  will  so  i^pread  out  after  enter- 
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ing  it  that  it  cannot  be  said  to  traverse  a  nerve  or  other  structure 
beneath  the  pole  in  any  special  direction,  since  it  traverses  it,  in  fact, 
in  every  direction.  These  considerations,  together  with  important 
electrolytic  and  phoretic  actions  at  each  pole,  result  in  making  a 
constant  current  application  practically  an  application  to  an  organ  of 
a  certain  polarity  to  a  variable  surface  and  depth. 

At  the  surface  itself  the  effects  can  be  accurately  gauged  by  a 
combination  of  the  three  elements  of  strength,  duration,  and  concen- 
tration, the  cauterant  effects  to  be  described  later  being  particularly 
dependent  on  the  polar  concentration,  which  is  determined,  in  ap- 
plications to  mucous  surfaces,  by  the  extent  of  the  electrode  left  un- 
covered by  insulation.  With  an  intra-uterine  electrode,  for  instance, 
having  a  bare  surface  extending  two  inches  back  from  the  point,  20 
milliamperes  may  not  cauterize  in  three  minutes,  but  may  cauterize 
slightly  in  five.  Fifty  milliamperes  can  be  used  with  a  bare  electrode 
of  greater  size  in  the  vagina  under  the  same  conditions,  with  about 
the  same  result.  On  the  other  hand,  V2  ^^  1  milliamp6re,  applied  on 
the  point  of  a  fine  needle,  as  in  the  epilation  of  hairs,  will  cauterize 
in  a  few  seconds. 

Polar  Begioni. — The  area  beneath  each  electrode,  or  around  it 
if  placed  within  the  body,  where  the  current-lines  are  densest  and 
the  polarity  most  positive  or  negative,  is  called  the  polar  region,  the 
intervening  space  being  interpolar.  Besides  the  results  due  to  the 
usual  concentration  at  the  polar  regions,  certain  chemic  and  vital 
effects  noted  below  appear  in  these  regions  only,  rendering  them  the 
most  effective  situations  for  electric  application.  Yet  a  diminishing 
polarization  extends  deeply  into  the  body  from  a  strong  current,  be- 
ing nil  only  in  the  center,  and  the  lines  of  flow,  though  greatly  dis- 
persed at  this  depth,  extend  completely  through  the  body.  This  in- 
termediate region  is  called  the  interpolar  regipn  (Fig.  25). 

Within  the  interpolar  region  the  interstitial  and  cellular  irrita- 
tion incidental  to  the  transmission  of  the  current  and  of  the  elec- 
trons that  appear  naked  at  the  poles  is  the  chief  basis  for  therapeutic 
results,  while  in  the  polar  regions  the  chemic  action  of  these  par- 
ticles, as  described  below,  is  supplemented  by  another  set  of  phe- 
nomena due  to  the  behavior  of  nerves  when  under  the  influence  of 
concentrated  current  at  either  pole.  It  is  in  the  immediate  vicinity 
of  the  poles,  therefore,  that  the  most  direct  therapeutic  results  are 
obtained,  and  the  readiness  with  which  electrodes  may  be  brought  in 
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contact  with  diseased  conditions  within  the  pelvis  is  a  most  promo- 
ing  fact  for  the  electro-therapeutics  of  gynecology,  although,  efen 
in  this  class  of  diseases,  the  interpolar  action  of  the  current  must 
frequently  be  depended  upon. 

It  is  hardly  necessary  to  mention  here  that  no  attention  is  paid 
to  the  direction  of  the  current,  as  such,  by  modem  therapeutists,  who 
look  only  to  the  polarity  of  the  active  electrode.  The  older  terms 
''ascending^'  and  "descending^'  were  incorrect  in  view  of  the  fact  that 


Fig.  25. — Diagram  of  Polar  and  Interpolar  Regions.  The  current  lines 
ai*e  drawn  full  in  the  polar  regions  and  dotted  in  the  interpolar  region. 
The  active  polar  region,  which  is  negative  in  the  cut,  extends  in  all  direc- 
tions around  the  electrode,  but  is  widest  on  the  aspect  nearest  to  the  in- 
different pole. 

a  current  spreads  in  all  directions  beneath  each  pole;  and  the  reac- 
tions formerly  attributed  to  one  or  the  other  direction  are  now 
known  to  be  due  to  the  polarity.  Even  within  the  interpolar  region 
the  direction  of  the  current  has  no  known  significance  at  present. 

It  should  also  be  understood  that  the  region  of  nerve-polariza- 
tion about  an  active  pole  is  somewhat  larger  than  the  region  of 
chemic  decomposition,  and  that  we  can  readily  include  within  it  any 
nerve  or  nerves  within,  say,  three-fourths  of  an  inch  of  the  electrode, 
when  using  currents  of  20  or  30  milliamperes. 


ELECTROLYSia  45 

The  Interpolar  Begion. — Since  it  follows^  from  the  facts  touched 
upon  in  the  foregoing  paragraphs^  that  the  chemically  destructive 
action  of  a  continuous  current  is  limited  to  the  close  neighborhood 
of  the  electrodes,  and  the  direct  nerve-modifying  action  is  also  lim- 
ited to  a  somewhat  larger  region  in  the  same  situation,  the  natural 
question  arises :  What  can  be  therapeutically  accomplished  when  the 
seat  of  disease  is  necessarily  situated  beyond  the  direct  reach  of  the 
electrode?  An  answer  drawn  from  both  neurologic  and  gynecic  ex- 
perience is  that  much  can  be  accomplished;  and  this  is  doubtless 
due,  in  the  first  place,  to  the  influence  upon  nutrition  of  the  chemic 
interchanges  that  occur  throughout  the  circuit,  in  the  onward  prog- 
ress of  the  electrons  that  appear  free  finally  at  the  poles  (cata- 
phoresis  and  anaphoresis),  to  the  influence  upon  nutrition  of  the  cir- 
culatory changes  that  result  from  vasomotor  stimulation,  and  to  the 
contractions  produced  in  unstriated  muscular  tissue  by  heavy  cur- 
rents, even  at  a  distance. 

These  results  of  quiet  current  transmission  are  governed  in 
magnitude  at  a  given  spot  by  the  density  of  the  current  at  that  sit- 
uation and  by  the  duration  of  the  application.  The  difficulty  of  car- 
rying an  effective  density  to  a  tumor,  extravasation,  or  other  mor- 
bid spot,  situated  at  some  distance  from  the  active  electrode,  is  in- 
dicated by  a  glance  at  Fig.  25,  in  which  the  spread  of  current  is  well 
represented  by  the  direction  and  shading  of  the  lines  shown  in  the 
interpolar  region. 

To  accomplish  much  in  the  more  distant  parts  of  this  region 
considerable  milliampfere-strength  must  be  employed;  hence  a  deli- 
cate judgment  is  demanded  in  the  selection  of  the  size  of  the  active 
pole  to  avoid  cauterization,  on  the  one  hand,  and  too  great  a  dif- 
fusion, on  the  other. 

ELECTBOLYSIS. 

A  current  from  a  battery  of  cells  is  an  instance  of  chemic  energy 
converted  into  electric  energy.*  The  correlation  of  forces  in  nature 
is  evidenced  by  the  fact  that  this  electric  energy  may  be  reconverted 
into  chemic  energy  when  a  current  is  made  to  traverse  a  watery  so- 
lution of  salts  and  other  binary  compounds,  the  compounds  being 


'Which  is  ultimately  true  also  in  dynamo-produced  currents,  in  which 
the  energy  may  be  traced  back  to  the  chemic  energy  of  the  coal  consumed. 
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decomposed  into  their  ultimate  elements  by  a  process  called  "e!«- 
trolvsis." 

All  liquids  that  conduct  electricity,  except  mercury  and  melted 
metals,  are  thus  decomposed  by  its  passage  through  them.  Toge:» 
clearer  idea  of  what  this  means,  however,  we  should  confine  attentKa 
to  liquids  that  consist  of  water,  or  watery  solutions,  and  the  state- 
mcnt  remains  the  same:  that,  if  they  conduct  electricity ,  they  are  at- 
ways  decomposed  by  its  j)assage  in  exact  proportion  to  the  amount 
jind  duration  of  the  direct  current  traversing  them.  Strange  tostj. 
pure  water  will  conduct  only  an  infinitesimal  quantity  of  electricitr; 
to  render  it  a  conductor,  it  is  necessary  to  dissolve  at  least  a  minute 
quantity  of  some  electrolyzable  compound  in  it.  That  the  compound 
dissolved  in  it  must  be  an  electrolyte  to  render  the  solution  a  conductor 
i>5  made  clearly  evident  when  we  attempt  to  pass  a  current  throat^h  & 
>olution  of  cane-sugar,  for  instance.  No  current  will  flow.  Su<^ 
i<  a  nonelectn^lvte. 

It  is  evident  from  these  facts  that  the  real  conductor  in  these 
M»lu lions  is  the  dissolved  salts  or  other  electrol^^tes  it  contains.  The 
iheoreiical  study  of  this  question  has  been  greatly  advanced  during 
the  past  iifteen  years,  partieuhirly  by  Van't  Hoff,  of  the  Universitx 
of  Berlin,  and  by  ArrlnMiius,  a  Swedish  physicist,  resulting  in  entirdj 

new  conceptions  of  electrolysis  and  its  correlative  sequences cata- 

])lioresis  and  ana})hore^is — since  1S87.  The  practical  aspects  of  the 
subject  have  been  even  more  comprehensively  developed  in  the  im- 
mense progress  made  in  the  manufacture  of  synthetic  compounds  and 
eiectrolytically  separated  chemicals  in  Germany  and  at  Niagara  Falls. 
at  the  latter  place  tlie  (uirrent  from  the  great  power  plant  bcino"  utilized 
for  this  purpose. 

Xow,  these  newer  facts  of  electro-chemistry  teach  us  that  when 
a  salt  is  in  solution  in  water  it  is,  in  a  sense,  no  longer  a  salt  as  we 
know  a  salt  in  the  dry  state,  but  an  ionized  solution  of  the  atoms  of 
which  it  is  composed.  That  is:  the  molectiles  of  chloride  of  sodium 
for  instance,  are  practically  dissociated  when  in  solution  in  water 
the  atoms  of  chlorine  and  sodium,  as  well  as  most  of  the  component 
atoms  of  the  water  molecules  themselves,  being  no  longer  simple 
atoms,  but,  by  reason  of  possessing  an  electric  charge,  freely  moving 
electrons.  The  hydrogen  ions  of  the  water  and  the  sodium  ions  of 
the  chloride  of  sodium  each  possess  positive  charges  by  the  action 
of  the  water,  while  the  oxygen  ions  of  the  water  and  the  chlorine 
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ions  of  the  chloride  of  sodium  possess  negative  charges.  A  pan  of 
water  with  a  little  salt  dissolved  in  it  is  therefore  charged  with 
electric  potentiality  in  the  sense  that  each  ion  has  its  peculiar 
charge,  ready  to  do  work.  Such  is  clearly  the  case  also  in  that  com- 
pound of  salts  in  solution,  the  human  body,  with  the  added  fact  that 
in  the  living  condition  the  ions  are  already  at  work  in  the  chemical 
interchanges  that  accompany  life. 

When  the  terminal  electrodes  of  a  battery,  or  other  source  of 
unidirectional  electric  energy,  are  inserted  within  the  pan  of  water, 
or  placed  in  good  contact  with  the  body,  the  transmission  of  the  cur- 
rent immediately  sets  the  ions  in  motion,  the  positively  charged  ions 
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Fig.  26.  —  Diagram  of  Electrolysis.  The  electro-positive  radicle,  or 
cation,  of  each  molecule  is  represented  black,  and  but  loosely  attached,  or 
probably  unattached,  to  the  electro-negative  radicle,  or  anion.  Under  the 
influence  of  the  current  the  cations  are  propelled  to  the  cathode,  where  they 
finally  give  up  their  electric  charges,  becoming  ordinary,  nascent  atoms, 
with  full  powers  to  attack  surrounding  substances.  Under  similar  current 
propulsion  the  anions,  shown  as  light  circles,  are  simultaneously  propelled 
toward  the  anode,  on  reaching  which  they  give  up  their  electric  charges  and 
are  free  to  manifest  their  full  powers  as  atoms. 

being  propelled  toward  the  cathode  and  are  hence  called  cations,  while 
the  negatively  charged  ions  also  seek  their  opposite  pole,  the  anode, 
and  are  hence  called  anions. 

The  cut  (Fig.  26)  illustrates  diagrammatically  this  passage  of 
the  cations  to  the  cathode  and  anions  to  the  anode  during  the  passage 
of  a  weak  current,  the  direction  of  the  electric  current  being  shown 
bv  the  arrow.  The  lower  lavers  of  molecules  are  shown  in  a  merely 
dissociated  condition,  the  cations  (which  are  always  the  hydrogen 
or  bases  of  the  molecule)  being  shown  as  dark  circles,  while  the  anions 
(the  oxygen  and  acids  of  the  molecules)  are  shown  a?  light  circles. 
The  uppermost  layer  sliows  the  ions  in  motion  toward  the  poles  (con- 
sidering that  but  a  part  are  in  motion  with  a  weak  current),  the  ions 
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continually  changing  partners  with  their  opposites^  or,  as  Arrhenios 
shows,  even  unpartnered,  until  the  cations  finally  reach  the  cathode 
and  the  anions  the  anode,  where  they  give  up  their  charges  to  the 
electrode  and  become  plain  nascent  atoms. 

At  the  date  of  the  preceding  edition  of  this  work  we  were  still 
in  ignorance  of  the  reason  why  the  dissociated  ions  did  not  attack 
the  water  or  other  ingredients  of  the  solution  throughout  the  path 
between  the  poles.  That  they  do  not  is  an  absolute  fact,  their  tme 
properties  as  atoms  being  only  manifested  when  they  actually  reach 
their  respective  poles.  An  illustration  of  this  inability  of  an  ion  of 
potassium  to  attack  the  oxygen  of  water  is  shown  in  the  electrolysis 
of  potassium  chloride,  where  the  potassium  ion  fails  to  attack  the 
water  in  transit  and  only  acts  as  an  actual  atom  when  it  reaches  the 
cathode,  when  it  vigorously  attacks  the  oxygen  of  the  water.  The 
explanation  of  this  is  given  by  Arrhenius,  who  has  proved  that  an 
ion,  being  an  atom  charged  with  electncity,  differs  fundamentaV^ 
from  the  same  atom  or  group  of  atoms  uncharged  with  electricity,  and 
only  resumes  its  full  properties  after  giving  up  iis  charge  at  the  pole} 

It  is  evident  from  these  facts  that,  though  the  ions  as  they  are 
impelled  through  the  electrolyte  may  exert  profound  effects  on  the 
metabolic  activities  of  the  tissues  situated  in  the  interpolar  re<non5, 
yet  the  most  apparent  physical  effects  are  found  in  what  are  called 
the  polar  regions,  or  the  tissues  in  immediate  contact  with  the  elec- 
trodes, where  the  ions  are  discharged  of  their  electric  charges  and 
appear  as  nascent  atoms,  acting  upon  the  surrounding  tissues  and 
even  the  electrodes  themselves  in  accordance  with  their  normal 
chemical  affinities.  The  polar  regions  represent  the  greatest  con- 
centration of  the  lines  of  flow  also,  and  the  site  of  the  greatest 
physiologic  effect.  The  polar  effects  are  therefore  peculiar  to  each 
pole  and  are  of  predominant  therapeutic  interest. 

Chemic  Effects  at  Each  Pole. — Though,  as  has  been  said  the 
electrolysis  extends  throughout  the  electrolyte  and  occurs  in  any 
portion  of  it  in  proportion  to  the  strength  of  the  lines  of  flow  that 
traverse  that  portion,  the  freed  elements  appear  only  at  the  poles  or 
electrodes.  In  the  body,  constituted  so  largely  of  water  and  various 
salines  in  solution,  the  anions  that  appear  at  the  positive  pole  are 


*  "Outlines  of  Electro-chemistry,*'  by  Hairy  C.  Jones.    D.  Van  Kostrand 
Company,  New  York,  1901. 
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oxygen,  chlorine,  and  the  acids,  and  the  cations  at  the  negative  pole 
Are  hydrogen  and  the  bases.  When  released  in  sufl5cient  quantity 
the  caustic  effects  are  characteristic  at  each  pole,  and  have  been 
specially  applied  to  therapeutics  by  Tripier  and  Apostoli  under  the 
name  of  "galvano-chemic  cauterization." 

Since  the  gynecic  applications  of  electricity  consist  frequently 
of  sufficient  milliampferes  and  concentration  to  produce  these  local 
effects,  their  exact  nature  invites  close  study.  A  careful  naked-eye 
observation  of  the  phenomena  when  a  strong  current  is  flowing  i* 
certainly  both  instructive  and  impressive,  as  well  as  decidedly  con- 
ducive to  the  future  welfare  of  the  observer's  patients.  An  experi- 
ment with  fresh  meat  will  give  a  very  good  illustration  of  the  chemic 
part  of  these  phenomena  as  they  occur  within  the  living  body. 

Experiment  1.' — ^Procure  a  half-pound  of  beef-muscle;  insert  into  it  two* 
ordinaiy  steel  needles,  one  connected  with  the  positive  pole  and  the  other 
with  the  negative  pole  of  a  good  battery,  and  pass  through  the  meat  fromi 
100  to  200  milliampdres  for  two  minutes. 

A  sort  of  hissing  or  frying-  noise  will  be  heard.  This  is  seen  to  be  caused 
by  the  rapid  production  and  escape  of  small  bubbles  (of  hydrogen-gas)  from 
the  track  of  the  negative  needle.  The  positive  needle  will  cause  no  appreciable 
production  of  gas,  but  will  immediately  be  found  to  be  so  firmly  fixed  in  the 
tissues  as  to  be  withdrawable  with  difficulty. 

On  cutting  down  alongside  the  negative  needle  it  is  found  to  be  prac- 
tically surrounded  by  a  cavity  containing  liquids  and  bubbles  of  hydrogen-gas. 
The  muscular  tissue  has  been  destroyed  wherever  in  contact  with  the  needle, 
the  edges  of  the  cavity  showing  it  softened,  infiltrated,  and  of  a  darker  color. 
The  needle  remains  as  bright  as  ever. 

The  positive  needle,  if  left  in  place  and  cut  down  upon,  shows  itself 
greatly  rusted  and  corroded,  inclosed  firmly  in  a  grayish  eschar,  colored  darker 
in  places  by  the  dissolved  iron  of  the  needle. 

If  the  positive  needle  be  of  brass,  copper,  nickel,  zinc,  aluminum,  or  any 
of  the  other  baser  metals,  it  is  corroded  with  varying  rapidity,  the  tissues  being 
stained  by  the  particular  metallic  salts  formed  for  some  distance  from  the 
needle.  On  using  a  platinum  needle  for  the  positive  pole,  on  the  contrary,  it  is 
found  to  be  practically  unattacked  by  the  nascent  oxygen  and  acids.  The  tis- 
sues about  the  needle  show  now  the  uncomplicated  picture  of  a  positive  elec- 
trolysis— viz.:  the  characteristic  hardening  and  searing  of  an  acid  application. 
A  slight  cavity  forms  about  the  needle,  though  not  so  large  as  that  about  the 
negative  needle,  filled  with  bubbles  of  oxyjren-pas  which  have  failed  to  unite 
with  the  platinum,  and  the  noncorrodible  positive  needle  is  therefore  not  so- 
firmly  fixed  in  the  tissues  as  would  happen  with  a  baser  metal.    This  refrao* 


^  For  further  experiments  with  currents  see  page  351. 
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torinesft  of  platinum  is  shared  ill  a  lessened  degree  hy  gold  and  carbon,  iht 
former  being  corroded  to  a  slight  extent  and  the  latter  roughened  slightly  ii 
time  by  mechanical  disintegration.  It  is  evident,  therefore,  that,  tckenevtr  tk 
active  pole  of  a  strong,  concentrated  direct  current  is  positive,  it  should  conniA 
of  either  platinum,  gold,  or  carbon,  unless  tee  u:ish  to  employ  cataphoric  diffusm 
of  the  material  of  the  electrode. 

The  negative  needle  remains  clean,  whatever  the  metal  of  which  it  is  com- 
posed or  the  strength  of  the  current. 

Reverting  to  the  disintegrated  cavities  in  the  meat,  produced  by  the  nega- 
tive and  positive  poles  of  a  strong  current  (the  positive  pole  having  been  non- 
corrodible),  we  can  easily  prove  that  the  froth  at  the  negative  is  alkaline,  And 
that  at  the  positive  acid,  by  placing  a  drop  of  litmus  solution  upon  each  and 
allowing  the  current  to  continue  a  few  moments.  The  hlue  color  of  the  solu- 
tion is  unchanged  at  the  negative  pole,  but  is  quickly  reddened  at  the  po^tire. 
liy  changing  the  character  of  the  i>ole  back  and  forth  while  still  in  situ  sevenl 
such  changes  of  color  can  be  produced.  The  peculiarities  of  the  disinteCTatinf 
action  of  each  pole  are  largely  due  to  the  nascent  alkalies  of  one  and  the 
nascent  acids  of  the  other.  At  the  negative  pole  we  have  the  soft  liquefaction 
and  infiltrated  edges  of  an  alkaline  caustic;  at  the  positive  pole  the  hardened, 
coagulated  eschar  of  an  acid  caustic. 

Extent  of  the  Destruction  at  the  Poles. — As  to  the  extent  of  the 

destruction  prod  need  by  a  current, — a  question  of  great  interest  in 
the  treatment  of  tumors  and  other  structures  beyond  the  range  of 
vision, — I  liave  made  the  rough  estimate  that  200  milliamp^res  con- 
centrated at  tlie  liali'-inch  exposed  end  of  a  negative  needle  will  de- 
stroy an  area  of  tliis  length  and  a  quarter  of  an  inch  in  diameter  in 
the  muscular  tissue  of  the  cadaver,  if  passed  through  for  two  min- 
utes. In  a  living  carcinomatous  tumor  of  the  breast  I  have  produced 
a  necrotic  area  about  two  inches  broad  by  one  inch  in  depth  by 
means  of  1000  milliamperes  of  current  in  ten  minutes. 

The  amount  of  destruction  produced  by  the  same  number  of 
milliamperes  in  different  tissues  varies  though,  and  it  may  be  said  to 
depend  largely  on  the  aqueous  contents  of  the  tissue,  for  the  cavities 
produced  in  the  experiments  on  meat  were  caused,  to  a  large 
extent,  by  the  destruction  of  water.  Less  decomposition  will  be  at- 
tained by  the  same  current  in  a  fibroma  than  in  a  striated  muscle 
for  this  reason,  and  the  disintegration  depends  more  largely  on  the 
cauterizing  effects  of  the  liberated  chemicals,  though  necrosis  does 
not  occur  at  this  pole  even  with  this  current-strength  if  the  electrode 
be  of  gold  freely  supplied  with  a  coating  of  mercury  for  the  oxygen 
and  chlorine  to  attack. 
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PHORESIS. 

In  the  exposition  of  electrolysis  just  given  it  will  be  seen  that 
an  essential  feature  of  this  process  is  the  passage  of  the  charged 
atoms,  or  ions,  of  the  watery  solution  toward  each  pole,  or  elec- 
trode, the  cations  seeking  the  cathode  and  the  anions  the  anode. 
This  movement  of  electrons  (or  ions)  is  known  as  phoresis,  the  par- 
ticular movements  of  the  cations  being  called  cataphoresis  and  that 
of  the  anions  anaphoresis.  These  phenomena  are  therefore  always 
present  in  electrolysis,  the  particular  ions  appearing  at  the  poles  in  a 
given  case  depending  entirely  on  the  substances  held  in  solution  in 
the  compound  traversed  by  the  current,  provided  the  poles,  or  elec- 
trodes, are  incapable  of  being  attacked  by  the  ions  after  giving  up 
their  charges.  Should  the  electrodes  be  composed  of  other  substances 
than  platinum,  carbon,  or  gold,  the  electrodes  themselves  will  be  at- 
tacked by  the  nascent  atoms  after  their  electric  charges  have  been 
given  up,  as  has  been  explained.  The  result  of  this  is  ihe  addiiion 
of  other  and  newer  substances  to  the  electrolyte,  introducing  new  prob- 
lems into  the  case,  with  consequences  that  will  depend  on  the  nature 
of  the  added  chemicals,  or  whether,  in  other  words,  the  cathode  or 
the  anode  is  attacked.  Since  we  can  diffuse  medicinal  substances 
in  this  way  in  a  variety  and  to  an  extent  not  yet  fully  comprehended 
by  the  medical  profession,  it  has  become  necessary  to  distinguish 
clearly  between  what  is  usually  referred  to  as  electrolysis,  on  the  one 
hand,  and  the  phoretic  actions,  on  the  other. 

Electrolysis,  as  a  medical  term,  should  therefore  be  restricted  to 
the  electro-chemic  decomposition  of  tissues  or  fluids  when  both  poles, 
but  more  particularly  the  anode,  are  of  unattackable  material.  In 
other  words,  the  clinical  term  electrolysis  means  the  destruction  of  a 
part  or  the  whole  of  a  tissue  by  a  constant  current  without  the  ad- 
dition  of  extraneous  substances  from  the  electrodes  or  otherwise. 

By  the  same  reasoning,  the  medical  terms  cataphoresis  and 
anaphoresis  are  practically  restricted  to  the  diffusion  from  without  of 
remedial  or  sterilizing  substances  as  cations  or  anions. 

It  should  be  remembered,  of  course,  that  any  transmission  of 
the  constant  current  through  the  body  in  the  most  ordinary  applica- 
tions involves  the  physico-chemic  phenomena  of  electrolysis  and 
phoresis  within  the  tissues,  but  since  these  applications  are  purposely 
not  made  sufficiently  concentrated  or  strong  to  destroy  tissue,  acting 
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generally  as  a  mere  stimulant^  they  are  not  referred  to  as  electrol 
applications,  but  as  applications  of  such  and  such  a  definite  m 
amperage,  polarity,  and  duration  of  the  constant  current,  the  net 
sary  precautions  to  avoid  electrolytic  destruction    at   the  electri 
contacts  being  either  expressed  or  understood. 

Cataphoresis. — Any  substance  to  be  diffused  within  the  tis«u 
by  cataphoresis  must  be  such  that,  when  it  forms  a  chemic  con 
pound,  becomes  the  electro-positive  radical  of  the  compound.    Thes 
substances  are  usually  termed  bases,  and  commonly  represent  mosi 
metals,  except  when  the  metal  is  united  with  another  metal  which 
is  more  electro-positive,  in  which  case  it  becomes  the  electro-negatiTe 
ion,  or  the  anion,  when  it  will  seek  the  anode  by  anaphoresis.    An 
example  of  the  latter  condition  is  iodine,  which,  being  more  electro- 
negative than  the  sodium  and  potassium  of  the  tissues    is  best  dif- 
fused by  anaphorci-is  from  the  cathode. 

In  studying  the  electro-chemic  process  by  which  substances  are 
diffused  into  the  tissues  oataj)horically  we  may  take  the  example  of 
copper  transmitted  through  the  moist,  coagulated   albumin  of  the 
ogg.    On  insert iiig  two  copper  wires  into  a  freshly  boiled  egg  and  turn- 
ing on  a  strong  current  the  following  phenomena  take  place.    The 
saline  constituents  of  the  e^xy:  are  already  in  an   ionized  condition 
because  dissolvcul  in  water,  and  both  kinds  of  ions  are  at  once  pro- 
pelled toward  the  poles  to  which  their  electric  charges  give  them 
an   aflhiity.     The   hydrogen   of   the   water,   the   potassium     sodium 
and  other  bases,  approach  the  negative  wire;  while  the  oxygen  of  the 
water  and  of  the  inorganic  and  organic  salts,  with   chlorine    phos- 
phorus, etc.,  approach  tlie  positive  wire. 

When  the  oxygen,  chlorine,  and  other  anions  reach  the  positive 
wire  they  give  up  their  electric  charges,  become  nascent  atoms  at- 
tack the  copper,  and  form  oxychlorides  of  this  metal,  thus  produc- 
ing the  greenish-blue  discoloration  about  the  pole.  As  the  current 
continues  this  discoloration  will  increase  and  extend  away  from  the 
pole. 

Now,  what  has  happened  to  the  copper,  expressed  in  the  most 
recent  electro-chemic  language,  is  that  the  athnity  between  the  nas- 
cent oxygen  and  chlorine  which  caused  it  to  unite  with  them  has 
made  it  soluble,  or  ionized  it  (since,  as  already  stated,  all  metallic 
salts  are  ionized  when  in  solution),  thus  permitting  the  now  ionized 
atoms  of  copper  to  be  propelled  through  the  tissues  toward  the 
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cathode.  It  is  not  necessary  to  assume  that  a  single  anion  of  the 
oxygen  and  chlorine  goes  back  with  the  copper  toward  the  cathode 
over  the  path  already  traversed  by  it  in  the  opposite  direction. 
What  happens  is  a  continual  change  of  partners  between  the  copper 
cations  and  the  oxygen  anions  in  their  equal  progress  toward  opposite 
poles.  As  the  copper  cations  proceed  they  give  their  characteristic 
color  to  the  tissues  with  which  they  unite,  and,  though  they  are  in- 
capable of  acting  as  fully  endowed  atoms  of  copper,  they  do  act  in 
the  chemic  manner  peculiar  to  the  particular  salt  or  salts  of  copper 
that  are  formed  from  time  to  time. 

Besides  the  phenomena  of  cataphoresis  exhibited  in  the  passage 
of  cations  toward  the  cathode,  there  is  another,  purely  physical  phe- 
nomenon involved  in  cataphoresis  apart  from  the  chemic  phenomena 
described.  This  is  electric  osmosis,  by  virtue  of  which  water  mole- 
cules as  a  whole  pass  in  the  same  direction  as  the  cations  through  an 
electrolyte.  This  may  be  demonstrated  in  physical  apparatus  by  in- 
serting two  electrodes,  each  of  a  powerful  current,  into  two  porous 
cups  that  have  been  filled  to  the  same  height  with  water^  and  placed 
in  a  pan  of  water  of  the  same  depth.  After  the  current  has  passed 
for  a  time  it  will  be  noticed  that  the  level  of  the  water  in  the  tube 
in  which  the  positive  pole  has  been  placed  is  lower,  while  that  in  the 
negative  tube  is  distinctly  higher,  showing  an  actual  transfer  of  the 
liquid. 

The  same  action  is  easily  demonstrated  in  the  living  subject  dur- 
ing the  course  of  vaginal  application,  such  as  will  be  described  later, 
if  the  cotton  covering  of  the  vaginal  electrode  is  not  abundantly  sat- 
urated with  water  before  insertion.  If  it  is  made  positive  under 
such  circumstances  and  50  milliamperes  turned  on,  it  is  extremely 
probable  that  the  current  will  shortly  decrease  on  account  of  actual 
drying  of  the  layer  of  cotton  in  immediate  contact  with  the  metal, 
rendering  the  resistance  greater  in  that  situation.  I  have  seen  it 
decrease  to  30  or  20  milliamperes  in  a  few  minutes,  the  moisture  hav- 
ing been  passed  onward  into  the  tissues.  If  now,  before  actual  dry- 
ing of  the  cotton  has  occurred,  the  current  be  turned  off,  the  com- 
mutator changed  to  make  the  internal  electrode  negative,  and  the 
current  again  turned  on,  the  ease  with  which  the  battery  will  supply 
50  milliamperes  will  be  in  striking  contrast  to  the  difficulty  when  the 


*  Ordinary  water  contains  enough  impurities  to  make  it  a  conductor. 
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active  electrode  was  positive.  In  a  few  moments  the  retnrni]^ 
moisture  of  the  cotton  will  admonish  ub  to  turn  the  controller  bad, 
or  more  current  will  pass  through  than  was  desired.  The  desiccatiii5 
elTect  of  the  positive  pole  is  so  great  that  when  concentrated,  as  ii 
j)uncture  with  a  fine  needle,  it  is  often  difficult  to  get  sufficient  cur- 
rent without  increasing  the  electromotive  force,  while  no  such  trou- 
ble occurs  if  the  puncture  is  negative. 

This  desiccating  action  of  the  positive  pole  renders  it  of  valne 
in  lessening  congestion  and  checking  hemorrhage,  while  the  con- 
gesting eflect  of  the  negative  pole  renders  assistance  in  impaired 
nutrition,  in  dilating  orifices  and  canals,  and  in  promoting  flow  or 
drainage. 

li  has  been  seen  that  the  metal  of  which  the  positive  pole  is 
composed  is  a  matter  of  importance,  since,  if  not  platinum  or 
carbon,  it  is  attacked  by  the  nascent  anions  released  in  contact  with 
it,  particularly  oxygen  and  chlorine.  Iron,  lead,  zinc,  brass,  and 
copper  are  easily  and  deeply  corroded  in  this  way;  tin,  silver  and 
aluminum  less  readily,  yet  distinctly,  acted  npon;  and  even  gold  is 
roughened  and  its  alloys  oxidized  after  a  time.  Carbon  resists  ant 
direct  action  apparontl}',  yet  a  carbon  electrode  in  continual  nse  as  a 
positive  pole  soon  becomes  roughened,  apparently  by  a  detachment  of 
the  looser  particles  on  its  surface,  but  possibly  by  the  direct  action 
of  the  oxygen.  Platinum  alone,  and  its  more  rigid  alloy  with  iridium, 
seems  to  be  the  only  metal  absolutely  proof  against  the  intense  chemic 
activities  concentrated  at  the  positive  pole  of  a  strong  current. 

Platinum  and  carbon  anodes  therefore  enable  us  to  produce, 
when  the  current  is  strong  and  concentrated,  a  caustic  action  due  to 
nascent  oxygen  and  chlorine  alone,  while  the  baser  metallic  anodes 
add  the  effect  due  to  caustic  salts  of  the  metal  employed,  and  their 
use  also  involves  a  cataphoric  transmission  of  the  metal  into  the  body 
if  no  electrode  covering  is  used.  AVith  or  without  an  electrode  cov- 
ering, and  whether  concentated  or  dispersed  by  varied  sizes  of  elec- 
trodes, an  amount  of  metal  is  always  dissolved  from  the  anode  or 
positive  pole,  of  a  base  metal  in  exact  proportion  to  the  millicou- 
lombs  used. 

Besides  the  depleting  and  congesting  actions  of  the  two  poles 
already  alluded  to,  it  will  be  seen,  therefore,  that  important  use  may 
be  made  of  metallic  cataphoresis,  if  desired,  by  using  the  metal  as  an 
uncovered   anode.     This  subject  has   been   elaborated  by    Oautier 
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Morton,  Goclet,  and  Cleaves,  and,  in  addition  to  the  following  de- 
Bcription  of  the  modus  operandi,  its  application  in  special  classes  of 
cases  will  be  dwelt  upon  in  the  chapters  devoted  to  special  thera- 
peutics, particularly  in  the  description  of  the  author's  new  method 
for  the  treatment  of  cancer. 

Mercuric  Cataphoresis. — The  cataphoric  administration  of  mer- 
cury, which,  so  far  as  the  author  is  aware,  is  original  with  him,  is 
accomplished  by  amalgamating  gold  electrodes  with  this  metal  (i.e., 
causing  the  mercury  to  adhere  to  the  electrode  surface  by  first  dip- 
ping the  latter  into  weak  acid  and  then  into  mercury).  When  em- 
ployed as  a  positive  pole,  the  mercury  disappears  from  the  gold  by 
becoming  ionized,  as  described  above,  and  is  diffused  in  a  radiating 
manner  from  the  gold  electrode  toward  the  opposite  pole,  along  the 
lines  of  current-flow,  producing  a  dark-lead-colored  stain  in  the  tis- 
sues. If  the  current  be  strong  and  its  duration  sufficient,  the  gold 
will  be  finally  bared  of  the  mercury  (and  also  of  its  alloys  if  used  for 
the  first  time).  Before  each  subsequent  application  the  mercury 
should  be  renewed,  though  a  second  application  of  acid  may  not  be 
necessary. 

The  immense  value  of  a  process  that  enables  us  to  diffuse  mer- 
cury in  atomic  proportions  directly  into  a  diseased  tissue  is  evident 
wlien  we  recall  the  well-known  qualities  of  the  metal  when  admin- 
istered by  the  mouth,  and  realize  that  we  have  the  additional  ad- 
vantage in  this  process  of  dealing  with  nascent  salts  of  the  metal, — a 
condition  of  chemic  compounds  in  which  their  strongest  qualities  are 
evinced. 

It  is  my  belief,  supported  by  facts  detailed  elsewhere,  that  this 
method  will  be  of  immense  value  in  adding  to  the  sorbefacient  and 
alterative  actions  of  electricity  in  chronic  inflammatory  conditions 
and  their  sequels,  and,  more  important  still,  that  in  the  massive  in- 
filtration of  neoplasms,  even  of  cancerous  character,  by  the  oxy- 
chlorides  of  lethal  metals,  we  have  the  best  method  extant  of  destroy- 
ing the  essential  principle  on  which  their  malignancy  depends  (see 
page  205). 

An  incidental  advantage  in  employing  mercuric  cataphoresis  in- 
stead of  simple  positive  galvano-chemic  cauterization  in  many  intra- 
uterine applications  is  that  the  effect  is  less  caustic,  while  probably  of 
greater  benefit,  for  the  nascent  oxygen  and  chlorine  expend  their 
energy  on  the  mercury  instead  of  on  the  surrounding  flesh. 
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Anaphoresis. — Anaphoresis  is^  of  course^  the  diffusion  witliiB 
the  body  of  substances  that  become  anions  when  ionized  by  solmioa 
in  water.  But  little  study  has  been  made  of  this  department  d 
phoresis  by  pliysicians,  and  it  may  be  said  that  electro-chemists,  in- 
deed, need  to  determine  the  practical  phoretic  direction  of  many  snb- 
stances  wliioh  are  yet  undetermined.  The  only  substance  of  practical 
importance  to  the  physician  which  has  been  positively  determined  to  be 
anaphoretio,  so  far  as  known  at  present  to  the  writer,  is  iodine,  which 
sliould  always  be  diffused  from  the  negative  pole,  preferably  in  solu- 
tion with  iodide  of  sodium  or  potassium. 

General  Medicamental  Phoresis. — The  possibilities  of  the  pho- 
retic method  of  administering  remedial  agents  are  very  great  and 
but  sliglitly  realized  at  j>r(?sont  by  the  profession.  Its  chief  value,  of 
course,  is  either  when  we  wish  to  administer  the  remedy  to  a  certain 
locality  acccssil)le  to,  or  in  the  near  neighborhood  of,  an  electrode, 
without  difTusing  it  throughout  the  system,  or  when  we  wish  to  over- 
whelm a  certain  locality  with  the  remedy  in  its  nascent  condition. 

All  active  principles  of  medicines  are  capable  of  being  so  admin- 
istered, the  amount  transmitted  into  the  body  being-  directlv  gov- 
erned by  the  millicoulombs  of  current  (see  page  322),  but  it  is  im- 
portant to  carefully  select  the  pole  on  which  to  place  the  remedv  in 
accordance  with  its  chemic  nature.     This  is  readily  determined  of 
those   substances   whose   constitution  we  know,  remembering  that 
there  is  a  double  action  going  on:   (1)  a  simple  electric  osmosis, 
always  from  the  positive  pole,  by  which  the  water  in  which  the  salts 
are  dissolved  is  transmitted  inward  toward  the  negative  pole*  and 
('2)  an  electrolytic  double  current,  in  which  the  molecules  of  the  com- 
pounds are  broken  up  into  their  constituent  atoms,  the  oxvgen  and 
acids  going  from  the  negative  to  the  positive,  and  hydrogen,  alkalies 
and  the  bases  going  from  the  positive  to  the  negative.      This    of 
course,  means  that  such  substances  as  hydrochlorate  of  cocaine  and 
the  salts  of  other  alkaloids  should  be  placed  on  the  positive  pole   the 
active  base  being  driven  inward  toward  the  negative  pole  and  the  use- 
less hydrochloric  acid  adhering  to  the  positive  electrode.    Conversely 
if  we  wish  to  administer  the  arsenic  in  arsenite  of  potassium  or  the 
iodine  in  an  iodide  we  recall  that  the  arsenic  and  iodine  are  the  active 
agents,  and  that,  being  the  anions  of  the  compound,  they  are  propelled 
from  the  negative  pole  to  the  positive  one;  the  solution  should  there- 
fore be  placed  at  the  negative  pole. 
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Phoretio  Speed  of  Ions. — Kohlrausch  discovered  that  each  atom 
has  its  own  rate  of  motion  in  a  given  liquid,  independently  of  what  it 
may  happen  to  have  been  combined  with,  hydrogen  atoms  traveling 
faster  than  any  other  atoms.  Lodge*  gives  the  subjoined  table  of  the 
speed  of  atoms  of  the  substances  mentioned  when  urged  by  a  potential 
of  1  volt  per  lineal  centimeter  of  electrolyte.  The  speed  of  some  chem- 
ical substances  of  interest  in  this  connection  is  unfortunately  not  in- 
cluded. 

Table  of  Phoretio  Speed  of  Ions  at  One  Volt  per 

Centimeter. 

Hydrogen   1.080  centimeters  per  hour. 

Sodium   0.926  centimeter  per  hour. 

Iodine    0.216 

Carbon    0.213 

Potassium    0.205 

Silver   0.166 

Lithium    0.094 

Temperature  Effects.  —  The  clectro-cliemic  actions  involved  in 
electrolysis  and  phoresis  in  the  human  tissues  when  a  constant  cur- 
rent is  passed  through  them  necessarily  involve  a  rise  of  temperature 
in  the  polar  regions,  where  the  ions  give  up  their  electric  charges 
and  exert  chemical  action.  This  rise  of  temperature  may  be  due  to 
the  chemic  action  alone,  when  it  is  not  considerable  even  with  heavy 
currents,  but  is  mainly  due  to  the  transformation  of  electric  force  into 
heat  as  a  result  of  encountering  resistance,  when  heavy  currents  are 
concentrated  at  small  electrode  contacts,  as  when  over  250  milliamp^res 
is  concentrated  at  one  small  active  pole  in  the  destruction  of  cancer- 
ous growths  within  cavities  by  zinc-mercury  cataphoresis.  When 
over  250  milliampdres  is  so  employed  the  increased  heat  at  the  site 
of  application  becomes  so  great  in  a  few  minutes  as  to  necessitate 
a  cooling  stream  of  water  every  five  or  ten  minutes,  in  order  that 
the  cataphoresis  may  not  be  arrested  and  turned  into  a  mere  heat 
action  by  excessive  drying  of  the  tissues. 

In  ordinary  work  with  smaller  current  strengths  this  rise  of  tem- 
perature is  too  slight  to  be  detected. 


*  "Modern  Views  of  Electricity,"  Lodge,  p.  87. 
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GENERAL  PHYSIOLOGIC  ACTION  OP  CONSTANT    CURRENTS. 

Functional  Stimulation  and  Sedation  dne  to  PolarisatioiL-- 
(a)  Indirect  Stimulation  and  Sedation  Through  the  Medium  ofSem' 
trunks. — In  addition  to  electrolysis  and  phoresis,  which  are  effecfe 
practically  obtainable  only  from  direct  or  constant  currents  of  ap- 
preciable inilliamperage,  there  remains  to  be  considered  another 
mode  by  which  electricity  may  act  upon  the  body,  which  may  be 
called  "functional  stimulation/'  or  "sedation''  as  a  result  of  tissue 
polarization. 

In  its  indirect  form,  or  the  stimulation  of  organs  through  their 
afferent  nerve-tnmks,  this  mode  of  action  has  been  the  one  most  gen- 
erally recognized  in  electro-therapeutics,  many  neurologists  practi- 
cally regarding  it  as  the  only  action,  though  in  real  importance  it  is 
often  overshadowed  by  electrolysis  and  cataphoresis.  Closely  con- 
nected  with  current  volume  and  concentration,  and,  hence,  peculiarlr 
disj)layed  by  constant  currents,  it  is,  by  virtue  of  its  appearance  at 
the  instant  of  variation  in  slight  currents  of  higher  voltage,  the  only 
appreciable  mode  of  action  of  magnetic  induction  and  static  currents. 

When  the  special  functions  are  indirectly  stimulated  through 
the  nerves,  both  motor  and  sensory,  the  response,  even  with  direct 
currents,  is  liiiiitod  mainly  to  the  moment  at  which  the  variation 
occurs  in  the  electric  condition  of  the  nerve.  The  functional  stimu- 
lation thus  produced  occurs  at  increase  or  decrease  of  current  at 
either  pole,  the  response  being  proportional  to  the  amount  of  varia- 
tion and  to  its  suddenness;  in  other  words,  an  increased  speed  of 
variation  will  compensate  for  less  current,  and  vice  versa.  For  speed 
of  variation  we  may  substitute  height  of  pressure  (which  has  been 
defined  by  some  as  synonymous  with  velocity),  for  it  is  also  true  that, 
the  greater  the  pressure,  the  less  the  milliamp^rage  required  to 
stimulate.  An  illustration  of  this  may  be  found  in  the  fact  that  the 
static  induced  current  with  several  thousands  of  volts'  pressure  and 
less  than  the  thousandth  part  of  a  milliamp^re  of  volume  will  con- 
tract a  superficial  muscle  better  than  an  insufficient  dose  of  a  direct 
current,  even  though  it  be  several  milliamperes.  Though  with  weak 
currents  nerve-stimulation  is  thus  limited  to  the  moment  of  vary- 
ing, closing,  or  opening  of  the  circuit,  with  strong  currents  the  stimu- 
lation or  sedation  continues  throughout  the  duration  of  the  applica- 
tion,  producing  a  continuous  contraction  or  sensation.     All  current 
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Tariations  are  stimulant,  though  the  constant  current  is  sedative  at 
the  positive  pole,  and  very  rapidly  successive  induced  currents  of 
high  voltage  and  minute  amperage  will  act  as  an  analgesic. 

This  excitation  of  function  is  supposed  to  be  due  to  the  sudden 
polarization  or  depolarization  of  the  nervous  molecules  traversed  by 
the  current.  It  is  always  greatest  when  the  nerve  is  under  a  con- 
centrating electrode,  and  the  action  at  each  pole  of  the  constant 
current  differs  in  relative  vigor,  due  to  the  fact  that  a  condition  of 
stimulation  occurs  at  the  negative  pole,  or  cathode,  called  "catelec- 
trotonus,^'  and  one  of  sedation  at  the  positive  pole,  or  anode,  called 
"anelectrotonus.^*  These  differences  are  of  great  value  in  pelvic  ap- 
plications and  also  give  rise  to  the  formulas  of  motor  response  so  im- 
portant in  neurologic  diagnosis. 

CateledrotoniLS. — ^If  a  nerve  be  subjected  for  a  few  moments  to 
the  action  of  the  negative  pole  of  a  constant  current  placed  in  its  im- 
mediate neighborhood,  it  has  been  demonstrated  that  its  excitability 
to  all  stimuli  is  distinctly  increased.  This  has  not  been  adequately 
explained,  but  it  is  possible  that  the  influx  of  fluids  into  the  nerve 
due  to  cataphoric  action  is  the  chief  cause. 

AneUctrotonus, — A  nerve  similarly  placed  with  respect  to  the 
positive  pole  has  its  irritability  decreased.  The  desiccating  effect  of 
this  pole  would  seem  to  explain  this  also.^ 

(b)  Direct  Organic  Stimulation  and  Sedation. — The  stimulating 
and  sedative  effects  of  the  constant  current  are  by  no  means  confined 
to  the  intermediate  agency  of  the  nerves.  Muscular  tissue  of  both 
the  voluntary  and  involuntary  kind  itself  responds  to  milliamp6re 
currents,  and,  though  the  demonstration  of  direct  cellular  stimula- 
tion is  not  so  easy  in  other  organs  of  the  body,  it  is  extremely  proba- 
ble that  glandular  and  secretory  organs  and  the  general  tissues  of 
the  body  have  a  response  to  the  continuous  current  independently  of 
their  innervating  and  trophic  nerves,  similar  in  kind  to  the  skin  re- 
sponses (blanching  and  reddening)  that  are  so  readily  observed  by  the 
eye.    It  is,  particularly,  this  general  tissue-stimulation  that  renders 

'The  chief  factors  in  the  normal  formula  of  motor  nerve  responses  are 
the  facts  that  the  first  response  with  a  weak  current  appears  at  the  produc- 
tion of  catelectrotonus,  or  cathodic  closure  (closure  of  circuit  with  negative 
pole  over  nerve),  and  the  next,  with  an  increasing  current  strength,  at  tlie 
return  of  a  relatively  cathodic  condition  (equal  to  disappearance  of  anelectro- 
tonus)  at  anodic  opening;  hence  the  formula:  K.  CI.  C."",  O.  C/",  A.  CI.  C",  K. 
0.  0/ 
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constant  current  applications  of  greater  value  in  gynecolt 
they  depended  on  muscular  and  nerve  effects  only,  for  w 
Jluence  the  multiform  processes  of  tissue -metabolism,  lym; 
tivitv,  and  nutritive  repair,  that  are  bo  important  in  corre 
conditioDB  that  are  found  in  the  pelvis  after  many  acute  oi 
iuflammatory  procciises. 

Bactericidal  Actioa  of  Electricity. — Tho  influence  of  t 
stant  current  on  the  vitality  of  microbes  has  been  inrestigi 
Sciiiel,  Cohn,  and  Mendelssohn,  and  more  recently  and  thoi 
by  Apostoli  and  l^aguerri^re.'  The  latter  observers  niade  ■ 
thorough  study  of  the  subject  during  a  series  of  fifty-two  experi. 


Apostoli  for  TeafJng  Um 

of  Electricity. 

on  the  microbes  of  anthrax,  pus,  and  various  nonpathogenic  varietie) 
in  which  HO  giiiiK'a-pigs,  42  rabbits,  and  3  dogs  were  killed. 

The  apparatus  found  best  adapted  to  the  determination  of  th 
action  of  each  j)ole  is  shown  in  Fig.  27,  by  the  use  of  which  it  wt 
possible  not  only  to  isolate  llie  action  of  each  pole  in  its  tube  bt 
also  to  test  the  interpniar  effect  adjacent  to  each  pole.  As  was  to  b 
expected,  the  passage  of  strong  currents  from  the  surface  of  sma 
platinum  spirals  through  the  peptonized  broth  used  caused  a  decide 
rise  of  temperature,  particularly  at  the  positive  pole.  In  some  of  th 
experiments  this  thermal  influence  was  eliminated  by  placing  th 
apparatus  on  ice.    In  others  the  chemicals  liberated  at  each  pole  wer 

'  "De  I'lnfluence  du  Conrant  Continit  sur  lea  Mkiobes."  Par  MHi 
Apoetoli  et  LaguerriC're.    Rrprint,  Paiii,  1891. 
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eUminatedy  either  by  the  use  of  an  absorbent^  such  as  magnesium  or 
lead^  at  the  positive  pole,  or  by  being  covered  with  a  vegetable  muci- 
laginous material  called  gelosin.  The  results  showed  a  distinct  atten- 
uation or  destruction  of  the  microbes  when  currents  of  more  than  50 
milliamp^res  were  used  for  five  minutes.  Beneath  that  dosage  the 
action  of  the  positive  pole  actually  increased  the  virulence  of  the 
microbes,  doubtless  by  reason  of  the  addition  of  free  oxygen  to  the 
media  and  a  moderate  increase  of  temperature.  It  was  further 
proven  that  neither  the  negative  pole  nor  the  transmitted  current 
through  the  interpolar  region  exerted  any  influence  on  the  vigor  of 
cultures,  and  that  the  action  of  the  positive  pole  was  entirely  de- 
pendent on  the  nascent  chemic  products  and  the  heat  that  were 
developed.  ^ 

These  carefully  conducted  experiments  must  certainly  discour- 
age the  use  of  constant  current  applications  as  germicides,  per  se, 
within  the  body-cavities,*  since  current-strengths  entirely  suflScient 
to  cure  certain  postinfective  cases  do  not  develop  that  quality;  but 
in  this  disappointment  we  only  follow  the  experience  of  antiseptic 
therapeutics  as  a  whole  in  these  cases.  They  prove,  nevertheless,  that, 
where  currents  exceeding  50  milliamperes,  concentrated,  are  called  for 
in  their  curative  capacity,  we  may  also  anticipate  a  direct  micro- 
bicidal action  accompanying  them.  It  need  not  be  said  that  this  is 
a  great  comfort  in  electro-surgery,  and  that  in  the  amperages  used  in 
cancer,  for  instance  (from  400  to  1000  milliamperes),  we  also  employ 
a  most  efficient  and  thorough  antiseptic  application.  For  antiseptic 
action  in  currents  under  50  milliamperes  we  must  rely  upon  antiseptic 
cataphoresis,  in  which  it  is  possible  that  minute  currents  may  be  made 
efficient  by  surrounding  the  active  pole  with  a  cotton  covering  holding 
antiseptic  solutions,  or  by  using  an  amalgamated  anode. 

The  Alterative  Action  of  Electricity. — ^Whatever  conclusions  are 
arrived  at  relative  to  the  bactericidal  action  of  electricity,  it  should 
not  be  forgotten  that  the  cure  of  the  latter  stages  of  affections  of  bac- 
terial origin  necessitates  an  alteration  of  abnormal  nutritive  processes 
which  have  resulted  from  the  bacterio-phagocytic  contest.  Nature 
must  be  stimulated  and  assisted  in  the  removal  of  this  proliferated 


*  Except  in  connection  with  mercuric  or  other  antiseptic  cataphoresis, 
which  acts  freely  and  immediately,  one  application  sufficing  to  asepticize  the 
worst  ulcer. 


62  TRANSMISSION'  OF  CONSTANT  CURRENl-g. 

material ;  hence  the  administration  of  electricity  for  quickening  cellu- 
lar metabolism  should  be  arranged  for  in  such  cases.  The  negative 
pole  of  the  constant  current  is  indicated  for  tliis  purpose  in  gyne- 
cology, while  the  various  static  and  high  frequency  modalities  are 
also  useful  in  general  conditions. 

Indications  for  Choice  of  Poles. — The  determination  of  which 
constant  current  pole  to  use  in  gyneoic  practice  will  be  specially  con- 
sidered in  connection  with  each  affection,  but  it  is  rare  that  the 
result  of  experience  contravenes  certain  guiding  priuciples  derived 
from  the  facts  contiiincd  in  the  foregoing  paragraphs.  From  them 
it  is  apparent  that  the  reasons  governing  choice  are  chemic,  phoretic, 
and  electrotonic.  The  positive  pole  is  therefore  microbicidal,  capable 
of  diffusing  medicaments,  drying,  depleting,  hemostatic,  and  sedative. 
The  negative  pole  is  congesting  and  therefore  a  quickener  of  absorp- 
tion, increases  moisture  and  drainage,  dilates  canals,  produces  moat 
destruction  in  electrolytic  concentration,  and  ia  most  stimulant. 

Interrupted  Direct  Currents  in  Gynecology. — Interruptions  of 
the  direct,  or  constant,  current,  cither  rapidly  or  slowly  produced,  are 
rarely,  if  ever,  used  in  direct  pelvic  applications,  for  the  reason  that 
they  are  far  more  productive  of  pain  and  shock  than  induction  cur- 
rents and  are  in  no  wise  more  effective  than  the  latter.'  The  avoid- 
ance of  sudden  current  variation,  indeed,  is  a  most  important  detail 
ill  the  majority  of  applications  of  this  sort,  and  it  is  for  this  reason 
that  the  author  has  advised  the  gradually  increasing  and  decreasing 
method  in  this  work. 

Differences  Between  the  Corrents  Used  in  Kedicine. — What  has 
been  considered  in  the  preceding  pages  as  the  constant,  or  direct, 
current  is  the  medical  designation  of  the  simple,  unidirectional 
current  of  electric  energy,  which  would  require  no  special  designa- 
tion were  it  not  that  we  use  other  forms  of  electric  currents  in  medi- 
line  that  differ  greatly  in  qualities  and  effects.  The  constant,  induc- 
tion, and  static  currents  are  widely  different  remedies  in  practice, 
though  they  are  all  electric  currents  and  convertible  into  each  other 
by  varying  the  mode  of  construction  or  operation  of  the  generators 
that  produce  them;  that  is,  it  is  possible  to  do  so,  though  usually 
inconvenient.  The  Edison  current-dynamo  is.  however,  practically 
an  induction  machine  so  constructed  as  to  give  a  constant  current. 

i»  spplies  to  the  neurologic  ftpplicationa  ot 
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r  The  real  diflferences  in  these  currents  depend  on  the  proportions 

E  of  pressure  and  volume  possessed,  and  whether  they  are  direct  or 
f  alternating,  continuously  flowing  or  a  discontinuous  series  of  induc- 
'  tions.  Constant  currents  used  in  medicine  have  a  pressure  varying 
from  a  few  volts  when  a  few  cells  are  used  to  100  or  110  volts  or  more, 
and  a  volume  varying  from  1  to  500  milliamp^res  or  more,  and  are 
direct  and  continuous  unless  specially  interrupted.  Magnetic  induc- 
tion and  sinusoidal  currents  are  said  to  have  a  pressure  of  about  100 
to  300  volts,  according  to  the  coil  and  core  used,  and  a  volume  of  a 
small  fraction  of  a  milliarap^re  (probably  from  ^/^o  to  Viooo  milliam- 
pire).  They  are  discontinuous  and  usually  alternating,  and  each 
current-throb  is  of  extremely  short  duration.  Static  and  high-fre- 
quency currents  have  a  pressure  of  60,000  volts  or  more,  but  the 
volume  is  usually  below  Va  milliampere. 


CHAPTER  V. 

Typical  Methods  op  Applying  Electric  Currbnts 

IN  THE  Diseases  of  Women. 

Whatever  form  of  apparatus  is  selected  for  the  application  of 
electricity  in  both  the  medical  and  surgical  diseases  of  women,  it 
should  invariably  include  a  controller  through  which  both  the  induced 
and  constant  currents  must  pass  before  reaching  the  patient,  since 
none  of  these  applications  necessitate  the  use  of  shocks  of  any  kind, 
and  sudden  accidental  variations  of  the  current  should  be  rendered 
impossible.  It  must  also  invariably  include  a  reliable  meter  through 
which  the  constant  current  must  always  pass  while  traversing  the 
patient. 

It  is  well  to  fix  upon  some  definite  relative  arrangement  of  the 
operating-chair  or  couch  and  the  apparatus.  The  author,  having 
educated  the  left  index  finger  for  the  gynecic  touch  in  the  early  years 
of  his  practice,  at  the  suggestion  of  the  late  Dr.  Goodell,  emplo3-s  this 
hand  particularly  for  the  examinations  and  the  manipulation  of  elec- 
trodes, leaving  the  riglit  hand  for  the  management  of  the  controller, 
switches,  etc.  The  relative  arrangement  of  the  chair  or  couch  when 
the  work  of  each  hand  is  similarly  determined  is  shown  in  Plates  I 
and  II. 

The  chair  or  table  should  be  used  in  making  diagnostic  exami- 
nations and  in  all  intra-uterine  applications.  The  couch  is  essential 
in  general,  spinal,  and  most  other  applications,  and  may  be  used  for 
vaginal  applications,  at  times,  by  the  acquirement  of  special  skill. 

The  typical  nielhods  of  applying  electricity  in  both  general  and 
local  affections  of  women  may  be  described  as  follow?,  with  the  pre- 
liminary statement  that  the  electrodes  are  invariably  placed  in  position 
before  the  current  is  turned  on,  the  controller  handle  being  carefully 
placed  at  zoro,  or  the  starting-point,  and  that  the  current  is  turned  off 
before  the  electrodes  are  removed,  avoiding  shocks  of  every  kind. 

General  Direct  Current  Stimulation. — In  the  application  of  this 
method  the  patient  disrobes  and  lie?  on  a  couch  on  which  a  sheet  or 
blanket  hn<  been  so  placed  that  both  ends  can  be  folded  over  the 
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PLATE   I.— Arrineament  o(  E.immins   Ch.lr  ind   Appiritui. 
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person.  On  this  and  beneath  the  back  a  large  dispersing  electrode 
is  placed  (page  349),  connected  with  the  positive  pole  of  a  constant 
current.  To  the  negative  cord  is  attached  a  round  active  pad,  moist 
and  well  soaped,  preferably  with  "Ivory**  soap.  Beginning  with  the 
arm  (Plate  III),  the  pad  is  held  in  contact  with  it  and  the  current 
turned  on  at  the  controller,  after  which  the  pad  is  passed  up  and  down 
over  the  nerve-points  of  each  group  of  muscles,  taking  care  to  act  only 
on  groups  associated  in  action  at  one  time.  For  instance,  all  the 
extensors  of  the  hand  can  be  easily  moved  by  stroking  the  anterior 
aspect  of  the  forearm,  and  the  flexors  by  stroking  the  posterior.  The 
pad  is  slipped  from  one  side  to  another  without  breaking  contact,  and 
the  whole  arm  can  thus  be  successively  thrown  into  action  without 
turning  the  current  off.  On  finishing  the  arm  at  the  shoulder  the 
current  is  turned  off,  the  pad  removed,  and  the  skin  freed  from  soap 
and  dried.  •  i 

The  same  procedures  are  repeated  with  the  other  arm  and  each 
leg  (Plate  IV),  after  which  the  pad,  freshly  moistened  and  soaped,  is 
applied  to  the  abdomen,  and  circular  movements  made  in  the  direc- 
tion of  the  colon  (Plate  V).  It  is  often  wise  to  apply  a  primary 
induced  current  in  this  exact  manner,  through  the  controller,  to  the 
abdominal  organs  either  before  or  after  the  direct  current  application 
to  the  same  parts  (Plate  VI). 

The  patient  may  then  turn  over,  with  the  indifferent  pad  under 
the  abdomen,  and  the  direct  current  is  applied  to  the  back  and  flanks 
with  slow  up-and-down  movements  (Plate  VII). 

The  current  strengths  employed  in  this  method  vary  with  the 
part  of  the  body  and  the  amount  of  adipose  tissue  covering  the  nerve- 
points,  fleshy  persons  requiring  more  current.  Usually  from  15  to 
20  milliamperes  will  do  for  the  arms,  30  to  35  for  the  legs  and  thighs, 
and  from  50  to  100  for  the  abdomen  and  back.  The  nerve-points  for 
motor  stimulation  of  value  in  these  applications  are  shown  in  Plates 
VIII  and  IX. 

This  application  is  probably  the  most  powerful  stimulus  to  be 
found  in  general  electric  applications.  In  weak  and  nervous  people 
it  is  apt  to  be  followed  by  a  short  period  of  vascular  depression  and 
cold  extremities  preceding  the  reaction,  but  as  strength  is  gained 
the  warm  reaction  is  more  immediately  realized.  The  method  will 
usually  be  found  to  be  perferable  to  induction  currents  in  the  class 
of  cases  usually  placed  on  the  rest  cure,  and  may  also  be  used  alone 
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ill  .a^is  (*t  nciira.-.ilu'nia  wlikh  are  not  suitable  for,  or  will  nnt  jobii 
iM.  i.-nlaiinii  ami  rrsl,  the  strong  currents  transmitted  through  t» 
alMl.iininai  vistrra  Immul'  ])anii"iilarly  valuable  in  arousing  doraflC 
alxI'Miiinal  nrrvoiis  luriL^  m)  i-ommonly  deranged  in  these  cases. 

General   Induction   Current   Stimulation.  —  The   patient  boi;  I 
p!;m<l  as  iN'M-riljiil  in  invvious  paragraphs,  the  coil  to  be  used aebetol 
;iiiii  pill   iiiiii  •►iM'ratinii  ami  tlio  large  pad  adjusted  to  the  bi^lv 
ajihiicaiioii^  arc  iiia<le  to  tlio  limits  and  abdomen  in  the  samemoMt 
a-  wiili  ilii-  iMii-iaut  curn'iit.  the  controller  bcingr  used  to  regolttetb 
iiirn-iii  >trriii:ih  in  the  ainoiiiit  retjuircd  to  contract  the  several groip» 
<»!'  iiiii-clrs.    As  with  the  ronstaiit  curn-nt,  it  is  not  wise  to  use  DDK 
lium  iH'i  ilr«l  to  nhiiiiii  a  full  motor  ros{M)uso,  since  additional  conei 
\\i!;  <»iilv  i:i\i'  iinmrr-.-rarv  pain.     This  monopolar   method  is  qtiite 
<-^.iin;il  to  a  ])rnp«r  imhu-tinn  current  stimuJation  of  the  abdoioes. 
i.iii  :ii  t!;r  ci^*-  of  ihi'  linll'^  ihr  l)iu.'hrnne,  or  bipolar,  method  is  S(ffi^ 
what   pn  Irrjihli-  iit  linn^s,  pnnhuing  a  more  loeal  contraction  of  eacfa 
.LT'iup.     Ill  ihi>  hipniar  iiu-tlnxl  iho  two  onlinary  disk  electrodes  ma^ 
hr  l:il<i  in  i!it'  -.iiiK-  liaml.  tin'  nriraiive  ajiplied  to  the  nerve-point aiM 
tlic  p'i-iii\i*  ni-ar  il  nii  ihc  Ix-ily  of  the  musele. 

Abdomino-dorsal  Applications. — The  patient  lies  on  the  backi? 
in  inr  hnc'iliii'j  appljiai inns,  with  a  large  pad  under  the  donal  or 
Imiiiiar  ri-i-i"''-"-  ''"'  i!<»iliin::  hiing  nMiioved  from  the  field  of  appli" 
cation  ail'!  [ii«>ti'.'i<<l  rr«'iii  wcjiing  hy  folded  towels.  Making  sure 
that  ail  ("iirr«f)i  i-  tnrnril  nil'  al  the  controller,  tlie  active  electrode. 
ihf  inc(iiiiiii-.-;;-cil  n'linil  <nttnn  pa<l,  wrll  moistened  and  soaped,  is 
n''\t  phiccil  nil  ihi-  ahiliMiiinal  surface.  The  current,  whether  constant. 
imhictinn.  >inn-«»iilal.  •>!•  iomhintML  is  then  turneil  on  until  the  dcs^irol 
stnMi.irlh  is  nl>iain»'il  and  the  pail  slid  around  in  the  direction  of  the 
c'dnn. 

The  larg''  oli'»lrodcs  an«l  the  ])crfcct  contact  assured  bv  the  soapT 
lather  rnahlc  a  cniwid'-rahlc  d«'nsity  of  current  to  be  carried  into  tiw 
ahdnuK'n.  since  we  <'an  readily  use  frnm  (>0  to  100  milliamperes  and 
if  is  not  only  an  elTeetive  way  of  impressing  the  nerve  and  muscular 
structures  of  the  ])e]vis  and  ahd«imen.  hut,  hy  an  upward  extension  of 
tlio  field,  we  arc  (Miahled  to  act  favnrahly  on  the  stoniaeh,  liver  and 
I»ossiblv  other  diL^e^itive  orirans. 

Spinal  Applications. — The  Iran-mission  of  continuous  currents 
through  the  s])ina]  cord,  so  useful  in  many  neuroses  in  whirh  symp- 
toms referred  to  the  spinal  region  exist,  is  also  of  signal  value  in  the 
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ftmenorrhea  and  dysmenorrhea  of  young  girls^  requiring  no  concur- 
rent medication  if  anemia  does  not  co-exist.  The  patient  sits  sideways 
in  a  chair  with  the  clothing  loosened  at  the  back^  and  two  spinal  elec- 
trodes are  used  (about  two  and  a  half  by  five  inches),  the  positive 
being  placed  immovably  on  the  lumbar  region,  and  the  negative  held 
in  contact  with  the  cervical  and  various  parts  of  the  median  and 
dorsal  regions,  in  turn,  giving  a  stabile,  or  stationary,  current  in  each 
region  of  a  minute's  duration.  From  10  to  70  milliamperes  may 
be  used,  in  accordance  with  the  patient's  endurance.  The  induction 
current  is  not  used  in  this  manner,  as  it  would  doubtless  fail  to  act 
on  the  cord  or  deep-seated  nerve-roots. 

A  more  effective  application  than  this  is  simply  the  reverse  of 
the  abdomino-dorsal  application,  the  patient  lying  face  downward 
with  a  large  pad  under  the  abdomen  (Plate  VII).  The  round  pad  is 
thoroughly  soaped  and  passed  up  and  down  the  back,  employing  20 
to  40  milliamperes  on  the  cervical  and  upper  dorsal  regions  and  40 
to  60  on  the  lower  dorsal  and  lumbar  regions ;  these  figures  may  all 
be  greatly  exceeded  in  proper  cases. 

Vaginal  Constant  Current  Applications. — All  the  constant  cur- 
rent applications  usually  made  to  the  vagina  are  for  the  purpose  of 
bringing  organs  situated  beyond  it  or  the  general  pelvic  contents 
under  an  interpolar  influence  (page  45).  They  are  all  necessarily 
monopolar  therefore,  one  electrode,  the  active  pole,  being  within  the 
vagina  and  the  inactive  pole,  in  the  shape  of  a  large  pad,  either  on  the 
abdominal  surface  or  beneath  the  back.  If  the  active  electrode  can 
be  pressed  behind  the  exudation  or  enlarged  organ,  as  is  usually  the 
case,  the  indifferent  pad  may  be  on  the  abdomen,  otherwise  it  should 
be  on  the  back,  these  dispositions  of  the  electrodes  being  best  designed 
to  include  the  seat  of  disease  within  the  tract  of  densest  current-lines 
between  the  electrodes  (see  "Current-diffusion,**  page  40). 

Contrary  to  the  conclusions  expressed  in  some  previous  editions 
of  this  work,  it  should  be  said  that  the  conducting  surfaces  of  all 
vaginal  electrodes  used  with  the  constant  current  should  be  properly 
covered  to  protect  the  vaginal  mucous  membrane  from  irritation,  par- 
ticularly if  the  positive  pole  is  used,  and  irrespective  of  the  metal  of 
which  the  electrode  is  made,  unless  the  vaginal  mercuric  cataphoresis 
method,  described  at  page  135,  is  used.  This  nile  applies  more  gen- 
erally to  vaginal  applications  than  to  uterine,  because  it  is  not  usually 
the  case  that  the  vaginal  application  is  designed  for  the  vagina  itself, 
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but  for  the  etructuree  beyond,  the  coTering  permitting  more  o 
to  be  used  without  cautorization  (page  38).     The  relatirel;  Ilt|lli 
of  a  bare  vaginal  electrode  lesseiu  this  cauterization  jtwl^  M  *l 
statecl  in  previous  editions,  but  does  not  entiiely  obviate  it 

A  large  experience  in  this  form  of  application  has  caovii 
author  that  the  best  and  most  convenient  covering  for  this  i 
is  absorbent  cotton  wrapped  about  the  conducting  surface  ufiti 
of  proper  shape  and  size  is  obtained,  the  covered  electrode  bd 
dipped  in  warm  water  until  thoroughly  soaked  and  then  Inl 
with  a  nonirritant  soap.  The  cotton  is,  of  course,  detached  and  fl 
away  after  each  application,  permitting  the  electrode  (Fit  1 
be  thoroughly  cleansed  and  asepticized.  Dr,  Goelet  has  intn 
a  eluy-biijl   electrode   designed   to  secure  a   contact-surface  1 


Fig.  :;s. — The  Mas'ey  ^'aginal  Kleotrode  for  Mercuric  Calaphoiwdt.  J 
The  bulb  is  of  brass  and  meaaurea  '/.  by  1 '/,  incbea,  and  ehmiU  H' 
fn-Blily  aitialpiinated  with  mercury  before  each  applifation.  The  h 
rubber  cover  lu  llie  stem,  furniahed  by  the  manufacturer,  may  be  i 
cnvdcU  and  the  fiii-cd  wax  recoinin ended  by  the  author  usetl  i 
Tbe  liandle  lias  a  flbirld  to  protect  the  thighs  from  accidental  c 
with  the  tip  of  Ihc  elffhodc.' 


within  the  vagiun,  but  the  author  can  see  no  Advantage  in  the  usr  of 
this  substance  to  compensate  for  its  inconvenience  as  compared  wili 
thoroughly  moistened  and  Boapcd  absorbent  cotton. 

The  soaped  electrode  may  be  easily  inserted  without  the  toe  i^ 
a  speculum,  the  patient  being  usually  in  the  dorsal  gynecic  poMtHU 
If  the  seat  of  mischief  is  mainly  in  the  posterior  cul-de-tae  1  ' 
inserted  there,  tilted  forward  somewhat,  away  from  the  rectal  i 
if  in  the  right  or  left  ovarian  region,  it  is  placed  in  the  right  a 
fornix.  The  indifferent  pad  may  be  the  round  pad  described  c 
349,  the  large  cotton  pad,  or  the  Apostoli  clay  pad. 

The  active  electrode  is  not  inserted  until  the  battery  is  j 


'The  larger  slied  linc  mercury  electrodes  alionu  ii 
•ilBo  be  uaed  for  this  purpose. 


1  ies.  33  and  34  j 
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to  be  in  readiness,  the  indifferent  pad  adjusted,  and  a  glance  at  the 
eonnections  and  controller  shows  the  latter  to  be  resting  at  the  start- 
ing-point. 

The  duration  of  a  vaginal  constant  current  application  may  vary 
from  five  to  ten  minutes,  rarely  longer  with  strong  currents  if  the 
application  be  made  daily.  It  should  be  repeated  at  least  thrice  weekly. 
The  current  strength  used  by  the  author  varies  from  40  to  150 
milliamp^res,  being  usually  about  50. 

The  choice  of  pole  is  not  a  matter  of  indifference,  proving  that 
the  application  is  not  altogether  interpolar,  as  clinical  experience 
fihows  a  distinct  advantage  in  the  use  of  the  positive  pole  in  conditions 
of  pelvic  inflammation  or  exudation  approaching  acuteness,  while 
the  negative  pole  causes  greater  congestion  and  quickening  of  the 
absorptive  processes. 

Vaginal  Induction  Current  Applications. — (a)  Monopolar. — The 
technique  of  monopolar  induction  current  applications  to  the  vagina 
is  exactly  similar  to  the  constant  current  application  just  described, 
except  that  the  electrode  surface  may  be  smaller  and  may  be  either 
covered  or  bare  as  most  convenient,  the  natural  moisture  of  the  vagina 
being  suflScient  for  the  conducting  joint  between  the  electrode  and  the 
mucous  membrane.  Much  has  been  written  concerning  the  advan- 
tages of  certain  positions  of  the  internal  electrode,  a  subject  that  will 
be  discussed  in  connection  with  the  treatment  of  displacements.  If 
the  purpose  of  the  application  is  the  cure  of  relaxation  of  the  mus- 
cular structures,  including  the  uterus,  the  primary  current  turned  on 
through  the  controller  should  be  used,  of  a  strength  short  of  the 
production  of  pain.  If,  on  the  contrary,  the  purpose  be  to  overcome 
pain,  whether  due  to  congestion  or  to  neuralgic  conditions,  the  sec- 
ondary is  best. 

(b)  Bipolar, — ^TJnder  the  lead  of  Tripier  and  Apostoli  much  atten- 
tion has  been  directed  to  the  employment  of  bipolar  induction  applica- 
tions to  both  the  vagina  and  uterus,  Tripier  having  been  chiefly  inter- 
ested in  developing  the  value  of  the  current  of  quantity  and  Apostoli 
that  of  a  high  electromotive  force  (page  365).  There  are  no  clear 
relative  indications  governing  a  choice  between  the  monopolar  and 
bipolar  applications,  some  physicians  resorting  almost  exclusively  to 
one  method  and  some  to  the  other;  but  it  is  clear  to  the  author  that 
the  bipolar  method  is  always  most  effective  in  tlie  control  of  pain. 
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fore  be  considered  to  exist  between  a  mere  constant  current  applica- 
tion and  a  galvano-chemic  cauterization. 

A  most  marked  difference  exists  in  the  nature  of  these  appli- 
cations in  accordance  with  the  pole  employed,  as  fully  described  at 
page  48.  If  simple  positive  cauterization  is  required,  it  is  essential 
that  the  exposed  surface  of  the  active  electrode  should  be  either  of 
platinum  or  carbon.  Should  any  decomposable  metal — such  as  copper, 
silver,  zinc,  or  iron — ^be  employed  at  the  positive  pole,  a  cataphoric 
application  results,  adding  important  features  to  the  results,  which 
may  be  advantageous  or  detrimental,  according  to  circumstances  (page 
49).  When  the  active  electrode  is  negative,  it  does  not  matter  of 
what  the  electrode  is  composed. 

Insiruments, — For  the  intra-utcrine  electrode  Apostoli  and  some 
operators  in  this  country  use  a  sound  capable  of  being  covered  at  will 
by  a  sheath,  made  of  eitlier  glass  or  hard  rubber,  or,  as  specially  com- 


Y'lff.  30. — Apostoli's  Intra-uterine  Elei'trodo.  The  electrode  (A) 
slides  in  the  handle  (DJ  and  is  of  platinum.  At  C  is  shown  a  mov- 
able covering- tube  of  hard  rubber  or  glass. 


mended  by  the  former,  of  celluloid,  wliich  is  said  to  be  less  absorbent 
tlian  the  rubber  (Fig.  30).  These  sheaths  are  extended  backward  into 
handles,  tlirough  the  whole  of  which  the  sound  slides,  and  to  which  it 
may  be  rigidly  connected  at  will  by  a  screw.  In  my  own  practice  I 
have  found  that  this  arrangement  presented  certain  disadvantages. 
It  is  difficult  to  render  the  interior  of  the  tube  aseptic,  and  the  best 
antiseptic — the  flame  of  an  alcohol-lamp  or  Bunsen  burner — cannot  be 
applied  to  the  exterior  of  the  rubber  and  celluloid  sheaths,  owing  to 
their  inflammable  nature.  In  most  cases,  moreover,  the  insulating 
cover  should  be  extended  beyond  the  bend  of  the  sound,  in  order  that 
the  cervix  may  be  protected  from  unnecessary  cauterization  and  the 
current  action  confined  to  the  interior  of  the  corpus  alone.  This  is 
impossible  if  the  sheath  is  made  of  a  rigid  material,  and,  were  it  pos- 
sible, the  abnipt  increase  of  calil>or  at  the  end  of  the  cover  would 
render  the  proper  introduction  of  the  sound  impossible  in  many  cases. 
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An  cxcoodingly  handy  way  to  insulate  a  sound  to  anj  ote 
found  dcsirnlih*  in  a  ^ivon  ca^e,  after  the  proper  curve  has  beapB 
t«>  it,  and  at  the  same  time  to  thoroughly  sterilize  it,  is  to  liolifc 
a  onns^idcrahle  temperature  in  tlie  flame  of  an  alcohoI-IamporBBi  - 
hiinuT.  and  melt  upon  it  a  sufficient  coating  of  pure  gam-iUhlc 
s.alin.i:  wax.     Tliis  forms  a  smooth,  highly  insulating  coTexiiyii 
aillicns  ti^ditly  to  tlie  sound,  and  shades  off  in  thickness  ttttilv 
end  so  LT.'uhially  as  to  readily  admit  a  passage  wherever  desixd.  1h 
fusil>i]ity  of  the  slx'llae  without  burning  is  its  greatest  advantMlilB 
the  hi'st  quality  of  s^alin^  wax,  but  the  latter  may,  however,  ]» iri^ 
siituted  for  it  if  tlie  shellae  is  not  readily  obtained.     In  ooverii^fti 
l)Mt  sound  nt  first  the  eoatinjr  retained  by  it  is  too  thin  forsi&i^ 
jiiue,  and  it  shouhl  he  made  heavier  after  cooling  by  attaching adi* 
tionnl  quMntiii.'^  nf  niolted  ;rum-shellac  to  it.   the  whole  beiqgftBi 
rrciurtMl  to  a  uinlnrin  thickn»'-?  hv  '^entle  fusin*j. 


■■'    ■    MlXIM 


F\'^.  ."I.-  Antliur's  Sonihl-SluiiM'd  Pliilinuiii  Iniru-uterine  Electrode^ 


witli  l''u^il)li?  Covenn«r  of  ShttUoc. 


This  pp.vrdun'  is  only  jidnplrd  to  a  rigid-shanked  sound,  thougii 
the  curvod  porii«»n  miiy  be  llf\ihlo,  for  after  the  parts  are  once  coTeied 
there  should  he  no  dmiiirr  of  the  covered  portion  bending,  as  the 
material  l^reaks  ea-ily,  ^rivini:  risi^  to  leaks  when  in  use.  This  di»- 
ailvantaire  is,  however,  more  aj>p!irent  than  real,  for  nothing  is  moie 
trying  in  this  work  than  an  attempt  to  employ  one  of  the  flexible- 
slianked  elcelrodos  made  by  some  manufacturers,  who  crroneoiidT 
insist  uj)on  makini;  the  eurved  portion  riirid  and  the  shank  flexible. 

Fig.  31  represents  the  elcM-trode  usually  employed  by  the  author. 
It  bears  a  general  resemblance  to  the  Simpson  sound,  with  a  haid- 
rubber  handle  of  the  usnnl  tiat  shape  for  indicating  its  position  is 
vtero,  and  the  addition  of  a  socket  for  the  attachment  of  the  conduct- 
ing cord.  The  two  and  a  half  inches  which  may  be  loft  bare  at  the 
extremity  are  made  of  platinum,  to  adapt  it  for  use  as  a  positive  pole. 
The  covering  sliould  be  made  to  reach  the  platinum  always,  and  it  iB 
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generally  best  to  protect  the  os  and  cervix  by  carrying  it  to  a  point 
which  will  protect  these  parts  when  the  instrument  is  in  position. 

Before  each  application,  and  after  the  desired  curve  has  been 
imparted  to  the  end,  this  electrode  should  be  sterilized  and  any  acci- 
dental breaks  closed  by  a  thorough  heating  of  the  bare  part  and  fusing 
of  the  first  two  or  three  inches  of  the  covering. 

But,  whenever  it  can  be  inserted,  the  best  intra-uterine  electrode 
for  all  noncataphoric  applications  is  the  author's  spiral  platinum 
electrode  (Fig.  32),  which  conforms  itself  so  accurately  to  the  cavity 
as  to  be  capable  of  insertion  at  times  without  being  felt  by  the  patient. 
Its  painlessness  and  self-conformability  even  enable  us  to  successfully 
employ  intra-uterine  applications  at  times  when  the  uterus  is  fixed 
by  subacute  inflammations  of  the  peritoneum  or  adnexa.  Owing  to 
these  advantages,  the  author  always  selects  it  in  preference  to  the  stiff, 
curved  electrode,  unless  tlie  cavitv  is  so  tortuous  or  contracted  as  to 
demand  the  rigid  instrument.    If  the  uterus  is  sufficiently  patulous  and 
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Fijj.  32. — Author's  Spiral  Elastic  Intrauterine  Electrode  of  Platinum. 

it  is  desirable  to  modify  the  local  effect,  it  may  be  covered  by  twisting 
a  light  layer  of  absorbent  cotton  about  the  exposed  portion  as  an 
applicator  is  covered,  the  cotton  being  then  soaked  in  warm  water  and 
soaped,  or  moistened  with  an  antiseptic  soap  solution.  When  prop- 
erly applied  it  is  impossible  to  lose  the  cotton  within  the  uteruai,  and, 
in  fact,  it  must  be  burnt  off  after  use,  as  the  spiral  will  be  injured  by 
nmch  traction  on  it;  the  burning,  however,  though  troublesome,  is 
always  necessary  for  cleansing  purposes.  The  shank  of  this  instru- 
ment is  best  insulated  with  shellac  or  sealing  wax,  as  described,  the 
material  being  carried  down  over  the  joint  between  the  platinum  and 
brass,  permitting  the  whole  instrument  to  be  more  thoroughly  asep- 
ticized than  would  be  possible  with  a  movable  or  other  cylindrical 
covering.  The  instrument  was  suggested  originally  on  the  lines  of 
electrodes  devised  bv  Drs.  Franklin  Martin  and  A.  H.  Buckmaster, 
which  consist  of  platinum  wire  wound  about  bougies,  but  these  had 
the  disadvantage  of  being  capable  of  less  thorough  asepsis.  An  experi- 
ence of  fifteen  years  has  convinced  me  of  its  great  usefulness. 
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uterus  previously  asccrtaiiied  by  the  bimanual  touch  being  thus  more 
readily  followed  than  if  sight  is  depended  on  (see  Fig.  9). 

The  indifferent  electrode  may  be  either  the  large  or  small  pad 
described  on  page  349,  or,  if  the  current  is  to  be  strong,  an  abdominal 
day  pad. 

Poaition. — The  dorsal  position  on  a  gynecic  chair  or  table  ia  the 
preferable  one  for  this  application,  though  the  patient  may  lie  across 
a  firm  bed  with  the  feet  on  chairs  or  on  the  operator's  knees,  or  may 
lie  lengthwise  in  bed  if  the  insertion  is  easy  and  the  local  conditions 
ire  familiar  to  the  operator. 

Preliminary  Details. — Apostoli  and  moat  authors  advise  anti- 
Beptic  flushing  of  the  vagina  immediately  before  each  application, 
but  the  author  has  long  since  given  up  this  tedious  and  often  un- 
pleasant procedure,  relying  altogether  on  a  fire-cleansed  instrument 


Fig.  34. — An  Ebtcellent  Set  of  Zinc-Mercury  Inlra-ulerine  Electrodes. 

and  scrupulous  cleanliness  of  the  finger  in  addition  to  the  daily  douclie 
enjoined  on  some  patients,  and  in  many  thousands  of  such  applica* 
tions  has  never  encountered  sepsis.  The  natural  secretions  of  the 
vagina  are  in  some  cases  an  assistaiice  to  a  painless  insertion,  acting 
as  a  vaginal  lubricant. 

Before  inserting  the  instrument  the  proper  working  of  the  bat- 
tery, soundness  of  conducting  cords,  and  proper  position  of  the 
switches  should  be  ascertained,  and,  if  no  assistant  is  at  hand,  tlie 
indifferent  pad  should  be  first  placed  in  position. 

The  Current  Strength  and  Duration. — As  the  conditions  in  which 
intra-uterine  galvano-chemic  cauterizations  are  advisable  vary  from  a 
slight,  but  persistent,  endometritis  of  an  otherwise  normal  uterus  to 
the  most  extreme  case  of  uterine  hypertrophy,  hemorrhage,  or  ab- 
normal growths,  so  the  efficient  dosage  varies  through  an  even  greater 
gamut  of  change,  additionally  infliiencerl,  n»  it  in,  by  the  individual 
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iiliosyncrasy  as  to  pain.    Where  the  hypertrophy  is  great,  andcip' 
cially  wliore  the  uterus  participates  in  the  growth  and  abnonnitiei •! 
an  intramural  tumor,  the  strength  may  be  as  much  as  150  or  M 
milliampLTes,  as  it  is  very  clearly  established   that  the  totil  iM 
(Impends  mow  on  the  number  of  milliampores  in  circuit  ♦^w  JSfm 
tlie  duration  of  tlio  application.    It  is  true,  of  course,  that  theafltad 
amount  of  electrolysis  proiluccd  by,  say,   200    milliampdreB  in  he 
minutes  can  bo  secured  by  50  milliamperes  in  twenty  mimitn;  U 
tlie  efTcct  in  the  latter  case  would  differ  nevertheless,  for  it  vmddb 
entirely  lacking  in  a  powerful  action  within  the  interpolar  TtOM,  ■ 
which  is  doprndod  on  to  inlluonce  the  contractile  tissue  not  dindh 
affected  by  the  cauterization.     It  should  be  remembered,  thenfai^ 
tliat  mere  electrolysis  does  not  describe  the  action  obtained,  uid  fiat 
the  effect  on  nutrition  of  a  single  strong  application  is  gzeaterfln 
iliat  of  several  weak  ones.     Currents  exceeding  50   milliampini  ii 
sircngth  are.  however,  to  be  readied  only  after  the  tentative  ne  d 
weaker  cunx-nls. 

On  the  other  hand,  sli^^lit  ca?es  of  subacute  or  chronic  eadontt- 
iiitir^.  unaccompanied  by  hyperplasia,  may  be  effectively  treated  ml 
(jiiiekly  cured  by  applications  of  20  or  30  milliamperes  for  five  minntBi 
autl.  such  being  tlie  case,  it  is  manifestly  improper  to  subject  the 
]iatient  to  a  more  lnM'oic  treatment.  In  cases  of  hj'steric  or  neunlfic 
]»ain,  in  wliieh  it  is  thought  wise  to  use  intra-uterine  constant  currot 
a]»plications,  an  even  greater  circumspection  should  be  used,  far 
cauterizations  should  be  gauged  ])rimarily  by  the  amount  of  oraanic 
disease  present. 

It  is  a  safe  rule,  therefore,  to  gauge  the  dose  by  the  amount  of 
organic  change  witliin  the  uterus  or  in  tumors  closely  attached  to  i^ 
subject  to  modification  at  any  moment  on  the  appearance  of  pain. 

As  to  the  duration  of  an  application  not  interrupted  by  Ita 
appearance  of  pain,  I  have  every  reason  to  commend  Apostoli's  role 
o\  five  minutes  as  an  average  application,  though  I  frequently  main- 
tain it  but  four  minutes.  Given  a  large  hypertrophy  or  tumor  and 
easy  tolerance  of  tlie  current,  it  is  better  to  extend  the  current  incretae 
rather  than  its  duration,  as  there  is  less  risk  of  producing  breaks  in 
the  cuticle  of  the  abdomen  and  the  resultant  bums. 

Minor  Details  of  the  Application, — 1.  The  patienfs  clothins 
should  be  sufTiciently  removed  at  the  waist  to  render  it  easy  to  apply 
the  indifferent  pad  without  wetting  or  soiling  it. 
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2.  If  there  are  any  abrasions  or  pimples  on  the  abdominal  sur- 
face, they  should  be  covered  with  pieces  of  paper  smeared  with  vaselin, 
or  in  some  similar  manner,  before  the  indifferent  pad  is  applied. 

3.  The  insulation  of  the  active  electrode  should  always  be  exam- 
ined for  imperfections  before  insertion. 

4.  Glance  at  the  controller  to  make  sure  that  no  current  is  on 
before  inserting  the  active  electrode. 

5.  Pain  may  be  relieved  by  only  a  slight  reduction  of  the  current. 

6.  Both  patient  and  instruments  should  remain  motionless  dur- 
ing the  application,  to  prevent  accidental  pain  from  current  variation. 

7.  The  patient  should  be  warned  that  she  may  have  colicky  pains 
within  six  hours  after  treatment,  followed  by  soreness  the  following 
day,  and  that  the  leucorrhea  may  be  temporarily  increased. 

After  the  Application, — It  is  usually  best  to  have  the  patient  rest 
a  while  before  going  home,  but  if  a  means  of  conveyance  is  handy  this 
will  not  be  necessary.     In  every  case,  however,  where  at  least  100 


Fig.  35. — ^Apostuli  Bipolar  Intra-uterine  Electrode  with  Fusible^ 

Aseptic  Covering. 

milliamperes  have  been  used,  she  should  lie  down  after  reaching  home 
and  remain  inactive  during  the  remainder  of  the  day.  It  is  well  to 
tell  her  plainly  that  a  neglect  of  this  precaution  may  cause  serious 
congestion,  entailing  much  discomfort. 

Contra-indications.  —  The  intra-uterine  electrode  should,  of 
course,  not  be  inserted  either  as  a  sound  or  electrode  at  any  time 
during  pregnancy,  and  the  physician  is  wise  to  make  inquiry  as  to  the 
regularity  of  the  periods  in  every  case  before  inserting  it.  Certain 
patients  will  too  gladly  refrain  from  enlightening  him  if  they  can 
do  so. 

It  should  not  be  inserted  during  acute  inflammations  of  the 
uterus  or  the  adnexa,  though  an  elastic,  cotton-covered  instrument 
may  be  safely  employed  with  mild  currents  within  the  cavity  in  sub- 
acute salpingitis  after  a  course  of  vaginal  applications.  The  question 
of  employing  intra-uterine  applications  as  a  diagnostic  and  a  thera- 
peutic agent  in  these  conditions  will  be  found  discussed  elsewhere. 
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CHAPTER  VI. 
Additional  Systematic  Methods  ix  Gryzcrc  Ti^tzzzz. 


While  the  author  believes  that  in  the  rit::*r. 
application  of  electricity  the  physician  has  iLe  n>:»r:  z*zz 
of  combating  a  large  proportion  of  the  chronic  crzi:.:?  iZii 
diseases  of  women  for  the  reasons  given  el5^?»'LrTr.  L*  -j 
tmderesti mates  the  remedial  value  of  a  nTid'^r  cf  z'lrrz  zi^ 
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Fig.  30.— Knce-Cniest  Position.      fomvx  l-ow  l^^V/2T4tr.  of  if--**'  ) 


assisting  nature  in  re-ej?tab!i*Jnrx  a  W-^nr^l  n-: *.'!•>..•:  «: 
performance  of  function.  Soc^  *:?  Ti«ft  nyjtr.'y:*  rr.aj  *:> 
scribed,  particularly  those  cocis^  Taiir  tL^  ^^r:^rii  ':«.- 
moans  that  may  be  used  alone  ^/z  hi  ^^.y^nffr.ion  v'r':.  c.:. 
curing  these  affections  witlioot  r»ar^T.^  V/  i-r^f-rrv. 

Posture.— We  are  indebted  ti»  Dr.  IL  F,  r^.-rir/v^::. 
for  a  systematic  method  of  repL*«tL*!it  of  proiAr^vr]  -:r.  ^ 
uteri,  in  which  the  normal  grarir^r:/;^  of  t:.-;  r,-  :. .  :;  : 
placing  the  patient  in  the  kiK«r-<i>»t  pr^.il^rn  i  F.^-.  .^', 
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ADDITIONAL  METHODS   IN  GYNECOLOGY. 


boconic  a  favorite  routine  treatment  for  chronic  pelvic  inflammitka 
and  for  conditions  of  the  uterus  formerly  treated  by  pessaries.  F« 
this  purpose  the  tampon  is  medicated  with  various  substances,  chk^y 
boro^rlyccride,  glyeo-thvmoline,  or  some  other  preparation  of  glycra 
for  its  drainage  effect.  In  constructing  the  tampon  for  this  punpw 
a  piece  hirger  than  the  palm  of  the  hand  is  spread  out  in  the  fom 
of  a  cup  and  the  boroglyceride  or  glyco-thymoline  poured  in;  » 
outer  portions  are  now  brought  together  and  tied  with  a  string  te 
enou<rh  for  both  ends  to  project  beyond  the  vulva.  It  is  now  inserad 
quickly  through  the  speculum  already  in  position  by  means  of  dre* 
in<r  forceps,  euougli  cotton  being  left  dry  to  prevent  the  liquid  froc 
exuding.  This  is  left  in  from  eight  to  twelve  hours,  at  the  end  a! 
whicli  time  it  is  withdrawn  by  the  patient  by  traction  on  the  strinjs, 
and  the  vagina  is  thoroughly  douched. 

In  tlic  use  of  tlie  tampon  for  checking  hemorrhatre  the  Siit? 
position  and  the  Sims  speculum  are  decidedly  preferable  the  va^niu 
h(^ing  packed  full  of  iodoform  gauze  by  tucking"  in  a  little  at  a  time 
and  packing  the  vault  first.  In  the  absence  of  the  gauze  pledeeteof 
absorbent  cotton  dipped  in  a  saturated  solution  of  alum  and  prft^wi 
dry  may  be  used  instead.  The  tampon  should  be  removed  bv  the 
physician  himself  at  the  end  of  twenty-four  or  thirty-six  hours,  aid 
the  vagina  should  he  cleansed  and  repacked  if  necessary.  This  pn> 
cedure  is  invahiahlo  in  dangerous  hemorrhages,  but  is  rarelv  necessarr 
when  we  have  at  hand  the  primary,  or  the  coarse-wire  inducti«^n 
current,  by  moans  of  which  the  source  of  the  bleeding  mav  be  directk 
controlled  by  causing  immediate  contraction  of  the  uterus. 

Pessaries. — Of  pessaries  and  other  artificial  supports  for  the 
uterus  the  author  has  but  little  to  say  that  is  not  condemnatorv  since 
they  usually  produce  a  harmful  distension  of  the  vagina,  with  ultimate 
disappearance  of  the  muscular  coats.  He  has  been  able  to  obtain 
better  results  by  electricity  in  all  cases  except  those  of  pronounced 
paralysis  or  muscular  degeneration  of  the  vaginal  walls  (generallv 
contributed  to  or  caused  by  a  long  course  of  pessary  wearing)  with 
cystocele  or  rectocele,  and  in  this  exceptional  class  alone  has  obtained 
good  results  from  the  Smith-Hodge  pessary  where  the  perineum  was 
at  least  partially  intact. 

Massage. — Massage,  or  the  art  of  applying  intermittent  mechan- 
ical force  to  the  tissues  of  the  body,  is  a  most  important  adjuvant  to 
electricity  in  the  treatment  of  the  neuroses  of  women  and  the  neural 
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^consequences  of  pelvic  and  abdominal  disease.  In  the  disorders  under 
i' consideration  it  becomes  of  value  mainly  as  a  peripheral  application 
and  as  a  means  of  restoring  general  nutrition.  As  such,  it  is  a  neces- 
tity  in  the  "rest,"  or  Weir  Mitchell,  treatment,  and  may  be  useful  at 
times,  though  less  frequently,  in  the  treatment  of  ambulant  cases. 
For  descriptions  of  the  methods  of  applying  massage  and  of  its  physi- 
ologic action  in  the  cure  of  disease  the  reader  is  referred  to  the  works 
of  Schreiber,  Douglas  Graham,  Dowse,  and  others. 

The  author  regards  massage  with  the  hand  as  the  only  efficient 

'  method  of  using  the  agency  in  the  class  of  cases  under  consideration, 

■  rejecting  all  machinery,  muscle-beaters,  etc.,  as  either  but  poor  sub- 

^  stitutes  for  the  hand  of  the  masseur  or  as  presenting  an  entirely 

different  therapeutic  measure. 

Most  books  on  massage  treat  more  fully  of  Swedish  movements 
than  of  massage  proper.  While  the  former  have  a  very  great  value  in 
many  chronic  conditions,  the  latter  is  particularly  indicated  in  the 
class  of  affections  under  consideration,  the  Swedish  movements  being 
added  in  the  shape  of  passive  movements  of  the  joints  only. 
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bi^conic  a  favorite  routine  treatment  for  chronic  polvic  inSamc^! 
and  for  conditions  of  the  uterus  formerly  treated  by  pessane.  1:1 
this  purpose  the  tampon  is  medicated  with  various  substance. ir 
horocrlvccride,  glyco-thymoline,  or  some  other  preparation  of  dyKi' 
for  it:>  drainn<]:e  efTect.    In  constructing  the  tampon  for  thisp^..^^' 
a  piece  hirger  than  the  palm  of  the  hand  is  spread  out  in  the:>! 
of  a  cup  and  the  boroglyceride  or  glyco-thymoline  poure.!  k;  i? 
outer  portions  arc  now  brought  together  and  tied  with  asirlng^i 
enou*rh  for  both  ends  to  project  beyond  the  vulva.     It  is  now  inrJ£ 
quickly  through  the  speculum  already  in  position  by  means  of  dr* 
in^^  forceps,  enough  cotton  being  left  dry  to  prevent  the  liquicisi 
exuding.     This  is  left  in  from  eight  to  twelve  hours,  at  tbetaii 
whicli  time  it  is  withdrawn  by  the  patient  by  traction  on  the?t:iL^ 
ami  the  vagina  is  thoroughly  douched. 

In  the  use  of  the  tampon  for  checking  hemorrhage  tlic  Sb 
po-ition  and  the  Sims  speculum  are  dccidedlv  preferable,  the  vapi 
hciiiir  packed  full  of  iodoform  gauze  by  tucking  in  a  little  at  ads 
and  packiiiiT  the  vault  first.  In  the  absence  of  the  irauze  nW-a^t- '- 
ah>5(Ml)(^nt  cotton  dipped  in  a  saturated  solution  of  alum  and  pm^- 
dry  may  be  used  instead.  The  tampon  should  be  removed  br  tit 
physician  himself  at  the  end  of  twenty-four  or  thirtv-six  hours,  st^ 
the  va^rina  sliould  be  cleansed  and  repacked  if  necessary.  TbL- pr- 
cedure  is  invalual>le  in  dangerous  hemorrhages,  but  is  rarelv  mxfssi^ 
when  we  have  at  liand  the  primary,  or  the  coarse-wire*  inductic: 
current,  by  means  of  which  tlie  source  of  the  blecdino-  mav  be  direct 
contndled  by  causing  immediate  contraction  of  the  uteriis 

Pessaries. — Of  pessaries  and  other  artificial  supports  for  tV: 
uterus  the  autlior  has  but  little  to  say  that  is  not  condemnatorv  siDi^ 
they  usually  ])roduee  a  harmful  distension  of  the  vagina  with  ultiraaff 
disappearance  of  the  muscular  coats.  He  has  been  able  to  obtaia 
better  results  by  electricity  in  all  cases  except  those  of  pronounc<^i 
paralysis  or  muscular  degeneration  of  the  vaginal  walls  fffenerall^ 
contributed  to  or  caused  by  a  long  course  of  pessary  wearin*')  with 
cystocele  or  rectoeele.  and  in  this  exceptional  class  alone  has  obtained 
good  results  from  the  Smith-IIodge  pessary  where  the  perineum  vas 
at  least  partially  intact. 

Massage. — l^Iassage,  or  the  art  of  applying  intermittent  mechan- 
ical force  to  the  tissues  of  the  body,  is  a  most  important  adjuvant  to 
electricity  in  the  treatment  of  the  neuroses  of  women  and  the  neural 
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The  nozzle  should  be  constructed  with  side-openings  only,  and 
Aonld  be  of  large  size  at  the  tip  to  prevent  injection  of  the  water 
into  the  uterus, — an  accident  that  has  frequently  resulted  in  painful, 
and  even  dangerous,  uterine  contractions.  Improved  devices  are  now 
sold  for  vaginal  douching,  particularly  instruments  which  occlude  the 
valvar  opening  and  compel  a  dilatation  of  the  rugae  of  the  vagina  and 
a  more  thorough  application  of  the  fluid. 

The  remedy  is  unquestionably  a  valuable  one  in  acute  and  sub- 
acute pelvic  inflammation,  and  particularly  in  pelvic  peritonitis,  but 
the  author  sees  many  cases  of  more  chronic  inflammation  in  which  it 
has  failed  to  be  of  use.  A  word  of  caution  should  be  said  concerning 
the  relaxing  and  what  might  be  called  tactile  benumbing  effects  of 
this  procedure  when  practiced  for  too  long  a  time.  Certain  cases  of 
abnormal  relaxation  and  insensitiveness  have  been  observed  by  me  ini 
young  women  who  had  gone  through  a  course  of  treatment  of  this- 
nature,  but  this  may  have  been  due  to  the  fact  that  they  had  been  ledl 
to  continue  the  practice  indefinitely  for  the  temporary  relief  afforded, 
or  by  reason  of  a  belief  in  its  necessity  as  a  means  of  keeping  "clean.'* 
Now  it  is  quite  evident  that  nature  never  designed  that  these  sensitive 
partfl  should  require  cleansing  in  this  way,  and  that  even  the  repeated 
contact  of  simple  water  may  have  a  hardening  effect  on  virgin  sur- 
faces, at  least,  that  are  normally  bathed  in  mucus.  The  normal 
vagina  is  quite  capable  of  attending  to  its  own  cleansing  in  a  physio- 
logic way.  If  this  secretion  is  abnormal  the  douche  is,  of  course, 
imperative,  but  when  the  abnormal  secretion  is  of  uterine  or  tubal 
origin,  something  more  definite  in  the  treatment  of  the  seat  of  the 
discharge  is  needed  and  no  amount  of  vaginal  washing  will  be  effective. 

Vaginal  Swabbing. — For  refractory  cases  of  colpitis  the  best 
application  is  a  douche  of  sublimate  solution,  1  to  5000,  administered 
by  the  physician  through  a  speculum ;  or  the  vagina  may  be  swabbed 
out  with  pledgets  of  absorbent  cotton  dipped  in  the  same  solution  or 
in  equal  parts  of  tincture  of  iodine  and  glycerin. 

The  iodine  and  glycerin  swabbing  is  also  a  favorite  method  with 
some  in  the  treatment  of  chronic  pelvic  inflammation,  whether  affect- 
ing the  uterus  and  appendages  alone  or  the  cellular  tissue,  but  is 
usually  inferior  to  vaginal  mercuric  cata phoresis  or  positive  vaginal 
applications  of  the  constant  current  with  a  cotton-covered  electrode. 

Tampons.  —  The  tampon,  constructed  of  a  cylindrical  wad  of 
absorbent  wool,  or,  in  its  absence,  of  absorbent  cotton,  has  of  late 
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become  a  favorite  routine  treatment  for  chronic  pelvic  inflammation 
and  for  conditions  of  the  uterus  formerly  treated  by  pessaries.  For 
this  purpose  the  tampon  is  medicated  with  various  substances^  chiefly 
boroglyceride,  glyco-thymoline,  or  some  other  preparation  of  glycerin 
for  its  drainage  effect.  In  constructing  the  tampon  for  this  purpose 
a  piece  larger  than  the  palm  of  the  hand  is  spread  out  in  the  form 
of  a  cup  and  the  boroglyceride  or  glyco-thymoline  poured  in;  the 
outer  portions  are  now  brought  together  and  tied  with  a  string  long 
enough  for  both  ends  to  project  beyond  the  vulva.  It  is  now  inserted 
quickly  through  the  speculum  already  in  position  by  means  of  dr^s- 
ing  forceps,  enough  cotton  being  left  dry  to  prevent  the  liquid  from 
exuding.  This  is  left  in  from  eight  to  twelve  hours,  at  the  end  of 
which  time  it  is  withdrawn  by  the  patient  by  traction  on  the  strings, 
and  the  vagina  is  thoroughly  douched. 

In  the  use  of  the  tampon  for  checking  hemorrhage  tlie  Sims 
position  and  the  Sims  speculum  are  decidedly  preferable,  the  vagina 
being  packed  full  of  iodoform  gauze  by  tucking  in  a  little  at  a  time 
and  packing  the  vault  first.  In  the  absence  of  the  gauze,  pledgets  of 
absorbent  cotton  dipped  in  a  saturated  solution  of  alum  and  pressed 
dry  may  be  used  instead.  The  tampon  should  be  removed  by  the 
physician  himself  at  the  end  of  twenty-four  or  thirty-six  hours,  and 
the  vagina  slionlcl  be  cleansed  and  repacked  if  necessary.  This  pro- 
cedure is  invaluable  in  dangerous  hemorrhages,  but  is  rarely  necessarv 
when  we  have  at  hand  the  primary,  or  the  coarse-wire,  induction 
current,  by  means  of  which  the  source  of  the  bleeding  may  be  directly 
controlled  by  causing  immediate  contraction  of  the  uterus. 

Pessaries. — Of  pessaries  and  other  artificial  supports  for  the 
uterus  the  author  has  but  little  to  say  that  is  not  condemnatory,  since 
they  usually  produce  a  harmful  distension  of  the  vagina,  with  ultimate 
disappearance  of  the  muscular  coats.  He  has  been  able  to  obtain 
better  results  by  electricity  in  all  cases  except  those  of  pronounced 
paralysis  or  muscular  degeneration  of  the  vaginal  walls  (generally 
contributed  to  or  caused  by  a  long  course  of  pessary  wearing)  with 
cystocele  or  rectocele,  and  in  this  exceptional  class  alone  has  obtained 
good  results  from  the  Smith -Ilodge  pessary  where  the  perineum  was 
at  least  partially  intact. 

Massage. — Massage,  or  the  art  of  applying  intermittent  mechan- 
ical force  to  the  tissues  of  the  body,  is  a  most  important  adjuvant  to 
electricity  in  the  treatment  of  the  neuroses  of  women  and  the  neural 
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consequences  of  pelvic  and  abdominal  disease.  In  the  disorders  under 
consideration  it  becomes  of  value  mainly  as  a  peripheral  application 
and  as  a  means  of  restoring  general  nutrition.  As  such^  it  is  a  neces- 
sity in  the  "rest/*  or  Weir  Mitchell,  treatment,  and  may  be  useful  at 
times,  though  less  frequently,  in  the  treatment  of  ambulant  cases. 
For  descriptions  of  the  methods  of  applying  massage  and  of  its  physi- 
ologic action  in  the  cure  of  disease  the  reader  is  referred  to  the  works 
of  Schreiber,  Douglas  Graham,  Dowse,  and  others. 

The  author  regards  massage  with  the  hand  as  the  only  eflBcient 
method  of  using  the  agency  in  the  class  of  cases  under  consideration, 
rejecting  all  machinery,  muscle-beaters,  etc.,  as  either  but  poor  sub- 
stitutes for  the  hand  of  the  masseur  or  as  presenting  an  entirely 
different  therapeutic  measure. 

Most  books  on  massage  treat  more  fully  of  Swedish  movements 
than  of  massage  proper.  While  the  former  have  a  very  great  value  in 
many  chronic  conditions,  the  latter  is  particularly  indicated  in  the 
class  of  affections  under  consideration,  the  Swedish  movements  being 
added  in  the  shape  of  passive  movements  of  the  joints  only. 


CHAPTER  VII. 
The  Border-line  Between  Neurology  and  Gynecology. 

The  restriction  of  the  tenn  "gynecology'^  to  the  pelvic  Hig^iiaiyw 
of  woman  is  largely  artificial  and  often  harmful  in  leading  to  serious 
errors  of  practice.  A  treatise  on  the  diseases  of  woman  necessarily 
includes  an  account  of  all  of  the  affections  which  are  either  peculiar 
to  her  sex  or  which  are  so  frequently  manifested  among  women  as 
compared  with  men  as  to  be  more  or  less  sequential  to  their  general 
bodily,  mental,  and  emotional  natures.  That  there  is  no  self-evident 
line  between  the  strictly  pelvic  and  the  extrapelvic  affections  peculiar 
to  women  was  manifest  to  the  author  mtiny  years  ago  while  enjoy- 
ing, at  different  times,  the  valuable  privilege  of  professional  asso- 
ciation with  two  of  the  most  prominent  practitioners  of  America  in 
apparently  different  lines  of  investigation, — Drs.  S.  Weir  Mitchell  and 
the  late  William  Goodell, — and  it  was  a  singular  fact  to  note  that  the 
eminent  neurologist  was  most  solicitous  that  his  cases  should  have  the 
benefit  of  skilled  surgical  advice  whenever  any  indications  even  pointed 
to  this  necessity,  wliile  the  eminent  surgeon,  at  the  height  of  his 
masterly  work  in  the  major  surgery  of  g}Tiecology,  had  "Uie  mental 
breadth  to  keep  his  private  hospital  filled  with  patients  undergoing 
what  was  strictly  neurologic  treatment,  while  he  might  have  easily 
followed  the  prevailing  fashion  and  removed  the  ovaries  of  every  one 
of  them. 

But  the  average  of  professional  work  or  breadth  of  character 
cannot  be  predicated  from  such  men  as  these,  and  it  is  to  be  feared 
that  like  conditions  of  discernment  and  cool  judgment  are  often 
wanting  in  both  specialties,  though  it  may  be  said  of  the  neurologist, 
at  least,  that  a  too  narrow  viewpoint  cannot  lead  so  easily  to  disaster 
to  the  patient  as  in  the  case  of  his  brother  specialist. 

And,  indeed,  no  more  difficult  class  of  cases,  from  the  point  of 
view  of  their  diagnostic  classification,  can  be  found  in  the  practice 
of  medicine,  and  unless  the  physician  has  both  a  g}Tiecic  and  neuro- 
logic facet  to  his  crystallized  experience  he  may  make  mistakes.  The 
author  particularly  recalls  a  case  under  his  care  before  the  develop- 
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xnent  of  his  gynecic  training  where  evidences  of  hysteria  were  asso- 
ciated with  a  vulvar  discomfort,  which  could  have  been  none  other 
than  a  minute  caruncle.  An  imperfect  examination  was  made,  but  the 
slight  evidence  of  local  disease  did  not  seem  to  bear  an  etiologic  rela- 
tion of  importance  to  the  very  manifest  hysteric  symptoms  existing, 
and  the  case  was  treated  entirely  from  the  neurologist's  standpoint  with 
but  partially  satisfactory  results.  A  retrospective  review  of  its  man- 
agement makes  it  evident  that  the  local  affection  should  have  been 
carefully  sought  for  and  remedied  simultaneously  with  the  neurologic 
treatment,  care  being  observed  to  so  ad^pt  and  direct  the  latter  that 
the  patient's  attention  was  attracted  away  from  an  undue  contempla- 
tion of  the  local  symptoms. 

In  the  management  of  these  cases  of  manifest  hysteroid  condi- 
tions associated  with  local  disorder  or  lesion,  whether  pelvic  or  ex- 
trapelvic,  it  is  clearly  our  duty  to  correct  the  local  faults  while  pur- 
suing measures  to  eradicate  the  main  affection;  but  I  believe  the 
profession  will  agree  with  me  that  too  much  stress  has  been  laid  upon 
the  so-called  "reflex"  causes  of  nervous  disease  in  recent  years,  though 
no  one  can  deny  the  real  importance  of  reflex  nerve-strain  from  a 
degenerating  or  badly  functionating  organ.  Ovarian  congestion  and 
tenderness  have  been  specially  frequent  in  these  border-line  cases, 
and  these  organs  have  been  removed  time  and  again  for  conditions 
of  exaggerated  nervous  disorder  without  securing  the  expected  relief, 
for  the  simple  reason  that  the  ovary  was  not  the  seat  of  the  real  dis- 
ease, but  merely  the  spot  at  which  appeared  the  peripheral  expression 
of  a  centric  disease  of  the  nervous  system.  Such  a  course  of  pro- 
cedure was,  moreover,  incorrect  in  the  nature  of  the  local  remedy 
applied,  for  it  should  not  be  forgotten  that  centric  disease  may 
be  favorably  affected  by  peripheral  applications  to  the  end-organs 
through  which  it  expresses  itself,  the  remedy  in  these  cases  not  hav- 
ing been  a  curative  removal  of  the  congestion  or  tenderness,  but  a 
violent  amputation  of  a  but  slightly  diseased  organ,  thus  adding  a 
distinct  blow  to  an  already  impoised  nervous  system.  In  place  of 
such  heroic  procedures  we  should  substitute  the  locally  alterative 
action  of  vaginal  electricity,  which  is  capable  not  only  of  removing 
the  local  congestion  or  hyperplasia,  but,  also,  of  producing  a  very 
valuable  centripetal  effect  upon  the  disordered  cerebral  centers. 

An  interesting  demonstration  of  the  latter  truth  is  recalled  in  the 
case  of  a  young  lady  referred  to  the  author  some  years  ago  by  the  late 
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Dr.  Pepper,  her  home  physician  reporting  that  the  pain  and  tender- 
ness in  the  region  of  the  left  ovary  had  become  so  great  that  she 
was  rapidly  drifting  into  the  dangers  of  morphinomania.  In  addition 
to  the  marked  hysteric  condition  present,  there  was  distinct  bogginess 
in  the  region  of  the  ovary  complained  of.  This  speedily  diminished 
under  positive  vaginal  treatment  with  both  currents  applied  by  a 
small  cotton-covered  electrode  and  abdominal  pad,  associated  with 
removal  from  home  surroundings,  general  electricity,  and  massage, 
resulting  in  complete  cure.  The  local  conditions  of  this  case  were 
exactly  similar  to  those  of  the  following  cases,  both  of  which  were, 
however,  more  virulent  in  their  hysteric  condition,  and  ultimately 
illustrated  the  fallacy  of  the  theory  of  a  local  pelvic  origin  of  this 
protean  disease  of  the  brain. 

A  young  girl,  of  plain  Pennsylvania-German  parentage  and  the  picture 
of  wholesome  physical  girlhood,  was  the  patient  of  an  able  practitioner  who 
had  long  been  the  family  physician.  During  the  serious  and  finally  fattl 
illness  of  a  younger  sister  a  latent  neuropathic  diathesis  became  prominent  in 
this  patient,  who  went  through  an  elaborate  mimicry  of  the  traumatio  spinal 
meningitis  of  which  her  sister  sufTercd  in  the  same  room,  and  seemed  desirous 
of  diverting  to  her&elf  all  the  attention  of  a  too  solicitous  mother.  After  vari- 
ous chajiges  in  the  manifestation  of  the  neuropathy,  and  many  therapeutic 
efforts  on  the  part  of  her  physician,  she  was  sent  to  the  Infirmary  for  Nerr- 
ous  Diseases  and  placed  under  seclusion,  rest,  and  massage  without  adequate 
electric  treatment.  About  this  time  the  patient's  attention  became  fixed  on 
a  pain  in  the  pelvis,  aggravated  at  the  periods,  and  her  physician  finally  de- 
cided that  the  removal  of  the  ovaries  would  be  wise,  which  was  succes^nUj 
done.  The  pain,  however,  became  worse  than  ever  after  the  operation,  and 
nearly  a  year  after^^ard  her  physician  sent  her  to  the  author  in  despair.  The 
uterus  was  now  fixed  and  extremely  tender  at  the  stumps  of  the  ovaries,  with 
probably  one  or  more  irritating  ligatures  in  these  positions,  and  the  local 
electric  treatment  that  she  was  willing  to  receive  was  of  little  avail.  Obstinate 
bowel  obstruction  gradually  developed  later,  for  which  a  second  operation  wss 
performed,  this  operation  revealing  a  postoperative  adhesion  betiveen  the  ap- 
pendix and  the  stump  of  the  right  ovary.  The  patient  failed  to  rally  from 
this  operation,  expiring  some  hours  later. 

A  similar  case  in  some  respects  was  admitted  to  the  sanatorium  from 
Northern  Ohio  in  1895,  the  young  lady's  physician  sending  her  for  tieatment 
for  an  adherent  right  ovary,  which  was  also  enlarged  and  tender:  a  diaffnosis 
Vhich  had  been  made  by  himself  and  a  distinguished  surgeon  of  Qevelaad. 
Fortunately  for  the  possibilities  of  a  fuller  diagnosis,  the  patient's  aunt  ac- 
companied her  to  Philadelphia.  An  examination  on  admission  led  me  to  eott- 
clude  that  the  pain  complained  of  in  the  pelvis  was  mainly  uterine  in  ttst 
no  considerable  periuterine  or  ovarian  disease  being  manifest.    I  was. 
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over,  led  to  suspect  an  overwhelming  neuropathic  taint  from  a  peculiar  glitter 
of  the  eye  which  will  frequently  be  found  in  hysteric  cases,  and  from  the  very 
apparent  evidences  that  her  family  were  unsuspectingly  fostering  her  aches  and 
pains:  a  view  of  the  case  that  was  not  shared,  at  this  time,  by  her  physician. 

She  was  placed  on  combined  neurologic  and  g^'necic  treatment,  consisting 
of  general  electric  treatment,  massage,  and  regulated  exercise,  and  daily  vaginal 
applications  of  the  constant,  followed  by  the  induced  current,  interspersed 
with  weekly  intra-uterine  applications  of  the  same  currents,  and  was  sent 
home  in  a  greatly  improved  condition  with  full  directions  for  a  continuance 
of  the  methods  at  the  hands  of  her  home  physician.  This  gentleman  has 
kindly  informed  me  since  that  the  methods  were  not  continued,  but  that 
laparotomy  with  removal  of  the  ovaries  was  performed  instead  some  months 
afterward,  these  organs  being  found  normal  and  free  from  adhesions.  The 
patient  unfortunately  succumbed  to  the  operation. 

The  fact  that  these  two  patients  died  as  a  consequence  of  the 
operative  procedures  undertaken  for  their  relief  is,  of  course,  not  in 
itself  a  condemnation  of  the  methods  or  the  theories  behind  them, 
for  in  both  cases  the  deaths  were  caused  by  accidental  circumstances 
connected  with  operations  that  are  usually  more  or  less  safely  per- 
formed, though  the  fact  that  such  possibilities  attend  a  method  of 
treatment  of  a  nonfatal  disease  should  never  be  lost  sight  of.  But 
that  clearer  after-sight  that  is  often  more  accurate  than  foresight 
shows  that  the  remedy  was  disproportionate  to  the  disease,  particu- 
larly when  we  consider  what  would  have  been  the  natural  history 
of  the  disease  if  all  therapeutic  efforts  had  been  withheld,  as  in  the 
cases  of  pneumonia  studied  by  the  elder  Flint  many  years  ago.  Un- 
doubtedly both  patients  would  have  been  still  living,  so  far  as  the 
diseases  under  consideration  are  concerned.  It  is  likely,  also,  that 
both  would  have  been  better  by  reason  of  changed  internal  and  ex- 
ternal conditions  through  flux  of  time,  or  by  reason  of  the  too  in- 
dulgent relatives  either  mending  their  ways  or  being  worried  to  death; 
at  any  rate,  the  patients  would  have  remained  alive. 

But  entirely  apart  from  the  accidentally  fatal  results  noted  in 
the  t^'o  cases,  each  case  indicated  in  another  wav  that  the  local  con- 
ditions  were  inadequate  in  themselves  to  cause  the  general  condition 
complained  of.  In  the  one  case  the  first  operation,  which  was  in  every 
way  an  immediate  success,  left  the  patient  in  an  unchanged  neurotic 
condition,  to  which  was  added  the  sufferings  from  postoperative 
sequels.  In  the  other  case  the  early  fatal  result  precluded  any  esti- 
mate of  the  effect  of  the  operation  in  relieving  pain,  but,  by  revealing 
the  fact  that  there  was  no  organic  disease  or  morbid  adhesion  present. 
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the  operation  clearly  indicated  that  a  failure  in  this  respect  would 
have  attended  an  immediately  successful  result. 

A  thorough  study  of  cases  of  this  nature  conveys  several  valu- 
able lessons  to  tlie  thoughtful  physician,  chief  of  which  is  that  thev, 
with  many  other  immediately  successful  cases,  demonstrate  ultimately 
the  unwisdom  of  removal  of  normal  ovaries  for  any  form  of  hysteria. 
Of  castration  for  curable  diseases  of  these  organs  reference  will  be 
made  elsewhere  in  these  pages  (page  110). 

A  second  lesson  admonishes  us  to  include  the  patient's  relatives 
in  our  scheme  of  treatment  when  it  is  impracticable  to  remove  the 
patient  from  their  influence  for  a  sufficiently  long  period.  In  the 
case  treated  after  the  first  operation  the  electric  treatment  was  ren- 
dered inefTective  by  the  fact  that  the  patient  remained  at  home  dur- 
ing its  continuance.  In  the  last  case  the  removal  from  home  influ- 
ences was  a  valuable  assistance  to  the  treatment  employed,  and  the 
patient  was  vastly  improved  when  circumstances  rendered  it  neces- 
sary for  her  return  to  surroundings  that  had  been  nervously  hurtful 
since  her  birth.  Had  it  been  possible  for  this  patient  to  have  ob- 
tained con;ionial  occupation  elsewhere,  which  was  suggested  at  the 
time,  there  is  no  doubt  but  that  a  complete  restoration  to  health  would 
have  occurred. 

Differential  Diagnosis  between  Hysteria  and  Neurasthenia. The 

determination  of  the  preponderance  of  hysteric  or  neurasthenic  feat- 
ures in  a  case  is  most  difficult  in  actual  practice,  and,  while  even  a 
partial  discussion  of  the  question  is  beyond  the  scope  of  this  work 
it  may  be  useful  to  mention  a  valuable  point  to  which  attention  was 
first  called  by  the  late  Goorfros  Apostoli.  This  writer  asserted  that 
a  large  proportion  of  patients  afTocted  with  hysteria  feel  little  or  no 
pain  when  static  sparks  are  administered  to  them,  while  neurasthenic 
patients  invariably  shrink  from  this  treatment,  its  painful  features 
being  exaggerated.  The  reason  for  this  is  doubtless  the  well-known 
prevalence  of  anesthesia  and  analgesia  in  hysteric  persons.  Certain 
it  is  that  this  diilerential  index  has  been  found  by  the  author  ex- 
tremely valuable  in  doubtful  cases,  and  when  the  spark  treatment  is 
used  as  a  therapeutic  measure  in  hysteric  patients,  their  improvement 
coincides  with  a  gradual  increase  in  the  pain  effects  of  this  procedure. 

The  Rest  Cure  in  the  Treatment  of  Hysteria  and  Hysteroid 
Affections.  —  There  is  no  question  of  the  very  great  value  of  the 
"rest  cure"  in  two  distinct  classes  of  affections:   the  hysteroid  con* 
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ditions,  and  physical  prostration,  sometimes  called  nervous  prostra- 
tion. Dr.  Weir  Mitchell,  its  distinguished  originator,  conferred '  a 
lasting  benefit  upon  humanity  in  making  this  method  popular,  and 
it  should  also  be  added  that  great  credit  in  this  connection  is  also 
due  the  late  Dr.  William  Goodell,  who  proved  that  many  so-called 
uterine  affections  were  of  really  neurotic  origin — "nerve-mimicries 
of  uterine  disease" — and  distinctly  curable  by  this  method.  That  many 
cases  have  been  subjected  to  this  treatment  that  were  not  proper 
subjects  for  it,  and  that  it  has  been  imperfectly  applied,  does  not 
detract  at  all  from  its  value  when  skillfully  directed  in  properly  se- 
lected cases. 

It  is  probable  that  the  principal  failures  in  the  employment  of 
this  method  have  been  due  not  only  to  improperly  selected  cases, 
but  to  a  misapprehension  of  the  method  itself.  He  who  imagines 
that  the  "rest''  is  the  main  feature  of  the  method  in  any  case  other 
than  mere  physical  prostration  is  far  wide  of  the  mark.  This  con- 
venient and  pleasing  term  is  only  the  name  for  a  most  rigid  method 
of  treatment,  which  has  as  its  chief  elements  the  replacement  of  drug 
medication  by  valuable  physical  methods  of  affecting  the  body,  asso- 
ciated with  a  rigid  diet  and  a  command  of  the  will-power  of  the 
individual.  In  most  cases  the  rest  is  a  mere  incident  in  the  subjec- 
tion of  the  patient  to  more  important  influences. 

I  have  already  said  that  its  chief  field  lies  in  the  hysteroid  con- 
ditions, and  in  these  the  most  rigid  application  of  its  rules  is  most 
valuable.  Without  attempting  the  diflBcult  task  of  defining  these  con- 
ditions I  wish  to  point  out  that  cases  with  hypochrondriac  symptoms 
are  not  necessarily  hysteroid,  but  often  neurasthenic,  as  described  in 
the  next  chapter,  and  that  these  cases  are  poor  subjects  for  the  Weir 
Mitchell  method,  mainly  because  the  seclusion  is  harmful.  Cases  of 
physical  prostration  from  absolute,  not  relative,  overwork  are  also 
good  subjects  for  the  method  and  respond  readily  to  it. 

The  chief  features  of  this  method,  as  employed  by  the  author, 
are :  complete  removal  from  accustomed  scenes  and  associates  and  rest 
in  bed  under  the  care  of  a  specially  trained  nurse,  who  screens  the 
patient  from  all  communication  with  her  friends  for  a  definite  period, 
usually  at  least  four  weeks.  During  the  first  two  or  three  weeks  the 
patient  remains  at  absolute  rest  in  bed,  though  she  may  rise  to  attend 
the  calls  of  nature  in  all  but  the  most  extreme  cases.  Massage  is  given 
daily  in  the  morning.    In  the  afternoon  general  electric  stimulation 
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is  applied,  preceded  by  the  local  electric  treatment  to  the  pelvis  or  to 
the  stomach  which  may  be  indicated  in  the  particular  case,  and  which 
is  often  so  important  when  there  is  evidence  of  a  reflex  origin  of  the 
nervous  symptoms. 

The  diet  during  this  time  is  carefully  specified,  beginning  with 
milk  alone,  1  quart  per  diem,  during  the  first  seven  days,  to  which 
toasted  bread  is  added  at  mealtimes  in  some  cases.  During  the  second 
week  koumys  is  taken  between  meals  and  cocoa  replaces  the  milk  at 
breakfast  and  supper.  In  the  third  week  full  diet  may  be  given,  fol- 
lowed by  from  3  to  5  drops  of  freshly  prepared,  chemically  pure  nitro- 
hydrochloric  acid  in  3  ounces  of  water  after  meals,  the  koumys  being 
continued  between  meals. 

The  getting  up,  which  begins  at  the  end  of  the  third  or  fourth 
week,  should  be  very  gradual, — at  first,  a  half-hour,  once  a  day,  in- 
creasing a  half-hour  each  day. 

After  the  patient  completes  her  getting  up  she  continues  the  gen- 
eral electric  treatment  for  a  while  longer,  depending  on  the  case, 
requiring  an  hour's  rest  after  each  daily  application,  and  receives  static 
insulation  and  breeze  from  a  powerful  machine  in  the  other  half  of 
the  day  in  place  of  massage. 


CHAPTER  VIIL 
Neurasthenia  and  Nervous  Prostration. 

Neurasthenia,  or  the  American  disease,  first  described  by  the 
late  George  M.  Beard,  to  whom  American  physicians  owe  the  rescue 
of  electro-therapeutics  from  the  blighting  effects  of  quackery,  has 
been  the  subject  of  much  study  and  many  treatises  in  several  lan- 
guages, as  physicians  the  world  over  recognized  that  its  occurrence  was 
by  no  means  limited  by  political  boundaries,  nor  even  by  the  existence 
of  the  environments  of  a  new  country.  That  it  is  peculiarly  a  disease 
of  modem  civilization,  even  though  described  to  some  extent  by  Burton 
in  his  "Anatomy  of  Melancholy,"  published  in  1621,  is  but  another 
way  of  saying  that  it  is  one  of  the  penalties  of  that  evolutionary 
development  under  which  society  is  continuously  progressing. 

Of  the  exact  nature  of  neurasthenia  several  views  are  current,  the 
most  reasonable  being  that  it  is  a  symptomatic  manifestation  of  an 
imperfect  performance  of  all,  or  nearly  all,  of  the  organic  functions  of 
the  animal  life  causing  perversion  of  the  nutrition  and  functionation 
of  the  nervous  system.  Though  it  may  be  caused  by  a  sudden  mental 
shock,  such  a  causation  is  unusual,  and  the  cases  in  which  it  occurs 
are  more  nearly  related  to  hysteria.  The  assumption  that  excessive 
occupation  due  to  the  claims  of  business  or  society  is  a  frequent  cause 
is  but  relatively  true,  for  in  a  normal  condition  it  is  not  work,  but 
worry,  that  tells  hardly  upon  the  individual.  In  the  abnormal  con- 
ditions of  alimentation  and  excretion,  which  are  probably  the  primary 
cause  of  neurasthenia,  a  persistence  in  any  occupation  requiring  a  high 
grade  of  mental  work  or  irregular  hours  becomes  a  persistence  in  rela- 
tive overwork,  though  the  same  exertions  may  be  harmless  under 
more  normal  conditions. 

The  view  that  assigns  the  many  functional  derangements  of  the 
nervous  system  comprised  in  neurasthenia  to  an  autointoxication  due 
to  an  imperfect  performance  of  the  abdominal  functions  is  gaining 
ground,  and  is  evidenced  by  the  recognition  of  lithemia,  in  many  cases, 
in  association  with  the  nervous  symptoms. 
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An  enuTTieration  of  the  symptoms  of  neurasthenia  would  occupy 
more  space  than  is  available  in  a  work  of  this  nature.  Considered  as  a 
whole,  the  subjective  symptoms  usually  display,  in  a  most  varied  way, 
a  more  or  less  pronounced  inability  to  perform  with  personal  satisfac- 
tion the  various  tasks  imposed  upon  the  individual  by  the  necessities 
of  a  social  existence.  Of  objective  symptoms  the  most  pronounced  are 
due  to  disordered  action  of  the  sympathetic  system  of  nerves,  disor- 
dered circulation,  and  general  metabolic  sluggishness. 

In  the  treatment  the  main  purpose  should  be  to  arouse  the  defect- 
ive activities  of  the  abdominal  sympathetic  nervous  system  and  of  the 
organs  under  its  control.  The  effectiveness  of  peripheral  applications, 
such  as  the  cold  bath  of  momentary  duration  or  applications  of  static 
electricity,  in  restoring  circulatory  and  nutritive  control,  is  no  argu- 
ment against  the  abdominal  origin  of  the  malady,  as  these  agencies 
exert  powerful  afferent  effects  on  the  sympathetic  ganglia  as  well  as 
upon  the  cerebro-spinal  centers  of  innervation.  Of  this  nature  are 
nljsQ  vibration  therapy,  massage,  and  electromotor  stimulation  of  the 
limbs  and  body-surface,  with  the  added  advantage  of  a  stimulation  of 
the  local  circulation,  nutrition,  and  tissue-metabolism ;  but,  unless  the 
abdominal  sympathetic  system  is  directly  reached,  the  worst  of  these 
cases  will  fail  of  complete  rcmerlial  alleviation,  and  dissatisfaction  will 
result  to  both  patient  and  physician. 

Rest  and  regulation  of  the  diet  added  to  these  peripheral  stim- 
ulations will  do  much  for  some  of  these  cases,  but  will  be  lamentably 
ineffective  in  othors.  The  importance  of  rest  alone  has  been  enor- 
mously overrated  of  late,  so  much  so,  indeed,  that  hundreds  of  patients 
who  have  done  nothing  but  rest  all  their  lives  are  put  through  a  costly 
treatment  by  their  physicians  under  an  inordinate  belief  in  this  shib- 
boleth, only  to  find  their  neurasthenic  symptoms  made  worse  by  the 
burdensome  effect  of  temporary  additions  of  fat,  or  their  hypochon- 
driac s}Tnptoms  intensified  by  a  prisonlike  confinement.  In  Phila- 
delphia alone  a  number  of  such  cases  have  leaped  from  their  bedroom 
windows.  The  fact  that  partial  rest  each  day,  away  from  home  and 
under  the  surroundings  of  a  well-regulated  sanatorium,  is  a  most  valu- 
able portion  of  the  treatment  will  not  make  rest  at  the  patient^s  home 
or  in  a  boarding-house  of  equal  effect.  Shorn  of  its  institutional  set- 
ting, change  of  surroundings,  and  the  expectancy  that  occurs  when  a 
number  of  such  persons  are  treated  together,  this  feature  of  the  treat- 
ment is  as  often  harmful  as  useful.    Eest  and  surface  treatment  in 


ELECTRICITY  IN  NEURASTHENIA.  93 

lounge-ridden  cases  are  much  like  certain  farming  observable  in 
neglectful  sections  of  the  country,  where  the  surface-scratching  of 
superficial  farming  fails  to  supplement  the  fallow  rest  in  producing 
good  crops.  In  neurasthenia  the  causal  conditions  should  be  stirred 
from  the  foundation  by  appropriate  medication  and  applications  to 
the  abdominal  sympathetic.  Electricity  applied  directly  to  the  ab- 
dominal organs  is  a  most  valuable  means  of  accomplishing  this,  and 
it  should  be  supplemented  by  appropriate  doses  of  exercise  as  well  as 
rest, — the  rest  to  follow  each  dose  of  electricity  or  mechanical  exercise. 

Electricity  has  been  used  for  years  in  this  country  in  the  treat- 
ment of  neurasthenia,  but  it  is  to  be  regretted  that  its  use  has  partaken 
so  largely  of  the  antiquated  Duchenne  methods  as  to  be  closely  analo- 
gous to  the  soil-scratching  style  of  farming  referred  to  and  equally 
imperfect  in  results.  Even  when  retained  in  the  hands  of  the  physi- 
cian or  an  intelligent  assistant  these  methods  are  merely  a  surface 
excitation,  and  fall  far  short  of  the  possibilities  that  have  been  demon- 
strated by  modem  electrotherapy.  Unfortunately,  the  battery  is  often 
relegated  to  the  nurse  under  imperfect  instructions,  which  lessens  still 
further  any  good  results  it  might  give. 

Aside  from  the  assumption  that  an  agent  of  this  nature  can  be 
employed  properly  by  unskilled  persons,  the  fault  of  the  Duchenne 
methods  of  motor  stimulation  in  neurasthenia  are :  too  great  a  reliance 
on  the  limited  value  of  induction  currents ;  the  use  of  electrodes  of  in- 
adequate size  in  the  applications  to  the  trunk,  resulting  in  an  insuf- 
ficient current-density  at  any  point  beneath  the  surface-muscles ;  and 
failure  to  apply  currents  of  effective  density  to  the  abdominal  ganglia 
and  viscera. 

The  excellent  results  derived  from  constant  currents  of  50  to  150 
milliamp^res  in  the  utero-  or  vagino-  abdominal  applications  of  the 
Apostoli  method  first  directed  my  attention  to  the  value  of  large  elec- 
trodes and  considerable  currents  in  these  conditions.  As  a  result  of 
these  gynecic  applications,  an  improved  general  health  is  almost  in- 
variable, which,  though  in  part  due  to  the  control  exerted  over  the 
growth,  must  be  often  largely  due  to  the  necessary  inclusion  of  the 
abdominal  structures  in  the  field  of  the  current.  Almost  as  good 
results  in  the  stimulation  of  the  sympathetic  may  be  gained  by  placing 
the  indifferent  electrode  beneath  the  back,  in  the  shape  of  a  very  large 
wired-cotton  pad,  and  the  active  one,  which  should  be  six  or  seven 
inches  in  diameter,  on  the  abdominal  surface.     A  greater  effect  is 
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obtained  if  the  active  electrode  is  given  a  circular  motion,  being  lubri- 
cated by  soaping,  as  all  portions  of  the  abdominal  contents  are  thus 
successively  brought  under  powerful  electric  stimulation. 

The  same  pads  are  also  useful  in  the  administration  of  deeply 
penetrating  induction  currents ;  which  may  follow  the  constant  cur- 
rent stimulation  and  should  be  primary ;  but  time  and  effort  mav  be 
economized  by  combining  the  primary  induction  with  the  constant 
current  after  the  constant  current  alone  has  been  employed,  as  this 
combination  is  peculiarly  powerful  as  a  motor  stimulant  of  relaxed 
muscular  structures  of  all  kinds,  giving  all  the  attainable  efficiency 
of  induction  currents,  while  the  more  valuable  constant  current  action 
is  continued. 

The  applications  to  the  peripheral  motor-sensory  apparatus  are 
also  best  made  by  tlie  constant  current  instead  of  the  induction  the 
patient  continuing  to  lie  on  the  large  pad,  while  the  smaller  one, 
which  is  to  be  kept  negative  and  well  soaped  for  lubrication  is  carried 
over  the  motor  points  of  each  group  of  muscles  of  the  limbs  in  a  labile 
manner,  all  shock  or  unpleasant  sensations  being  avoided  by  the  free 
use  of  the  controller  and  meter,  the  former  permitting  the  current  to 
be  turned  on  after  the  pad  is  in  position  and  off  before  it  is  removed 
from  the  limb.  Only  those  muscles  that  are  ph3'siologically  associated 
in  action  should  be  incliuled  in  the  same  upward  and  downward  strokes 
of  the  pad.  For  full  particulars  of  the  mode  of  applying  general  con- 
stant current  stimulation  the  reader  is  referred  to  Chapter  V.  As  com- 
plete motor  stimulation  of  all  the  voluntary  muscles  is  thus  mined 
as  is  produced  by  the  induction  current,  with  a  greater  stimulation  of 
the  peripheral  nerves  and  tissue-metabolism.  The  sense  of  exhilaration 
is  more  marked  than  with  the  induction  current,  and  greater  warmth 
of  the  extremities  is  produced. 

With  scientifically  applied  currents  as  the  principal  feature  of  the 
treatment,  other  measures  are  conjoined  as  required,  including  mas- 
sage if  the  bodily  condition  is  much  below  normal,  rest  for  an  hour 
after  each  treatment,  nitrohydrochloric  acid  if  the  liver  is  sluggish  * 
and  possibly  a  gentle  laxative  for  a  time.  In  many  cases  thus  treated 
the  diet  requires  but  little  attention,  for,  above  all  things,  we  should 
not  pamper  the  stomach,  but  rather  whip  it  into  obedience.     The  final 

*  I  believe  that  the  freshly  prepared  C.  P.  NHCl  has  a  far-reaching  effect 
in  lithemic  conditions,  independently  of  a  sluggish  liver,  unless  hyperchloi^ 
hydria  is  found  to  be  present. 
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result  18  apt  to  be  a  far  more  lasting  acquisition  of  healthy  blood  and 
flesh  than  if  the  main  features  of  the  treatment  were  rest  and  over- 
feeding alone. 

In  some  cases,  however,  where  the  nutrition  is  decidedly  at  fault, 
absolute  rest  may  be  used  with  great  advantage  for  a  time  in  connec- 
tion with  the  other  remedies,  but,  if  the  electric  treatment  be  of  the 
kind  described,  the  duration  of  absolute  rest  need  not  be  greater  than 
two  weeks,  to  be  followed  bv  two  or  four  weeks  of  the  electric  treat- 
ment  under  the  rest-and-exercise  plan  before  the  patient  returns  to  the 
active  affairs  of  life. 

The  value  of  this  modification  of  the  "rest  cure"  has  been  attested 
by  a  number  of  years'  successful  employment  without  a  single  failure, 
though  previous  experience  with  the  rest-and-overfeeding  method  re- 
sulted in  a  number  of  partial  failures  to  permanently  cure  the  patient. 

Another  most  valuable  systematic  treatment  of  neurasthenia  is 
that  by  static  insulation,  the  static  breeze,  and  light  sparks  drawn 
from  the  most  affected  portions  of  the  body.  This  method  is  specially 
recommended  by  Snow,  Morton,  Yigoroux,  and  others,  and  probably 
acts  by  a  general  vasomotor  and  metabolic  stimulation.  Recovery  is 
often  indicated  by  an  increased  perspiration  under  treatment,  particu- 
larly in  cases  that  presented  a  suppression  of  this  excretion. 

On  re-entering  active  life  the  former  patient  shoidd  remember 
that  her  indisposition  was  not  one  that  had  been  acquired  accidentally, 
but  was  the  result  of  an  imperfect  response  of  the  vegetative  life  to  the 
particular  environment*  and  while  a  continuance  of  the  accustomed 
mental  efforts  may  be  conducive  to  a  healthy  will-power,  nature  ad- 
monishes her  to  seek  a  broader  physical  life,  and  to  minimize  the 
effects  of  artificial  surroundings  by  spending  a  larger  portion  of  each 
year  in  closer  communion  with  itself. 


CHAPTER  IX. 


Menstrual  Derangements. 

Menstruation,  essentially  a  neuro-vasculo-glandular  phenome- 
non, is  probably  more  directly  affected  by  electric  applications  thin 
any  other  function  of  the  body.  Demanding  a  certain  equipoise  of  the 
nervous  elements  constituting  the  aptly  named  "abdominal  brain," 
the  inevitable  result  of  currents  so  applied  as  to  affect  these  ne^T^ 
structures  is  the  regulation  of  the  function  when  derant^ed  in  anr 
way,  particularly  when  the  flow  is  aperiodic  or  deficient  in  quantity 
or  quality.  The  condition  present  in  many  cases  is  essentially  of  i 
neurologic  nature,  requiring  methods  of  a  nerve-stimulating  char- 
acter, rather  than  strictly  local  or  cataphoric  applications.  Where  the 
derangements  arc,  on  the  contrary,  accompanied  or  caused  by  physi- 
cal changes  in  the  uterus  or  adjacent  organs  a  method  aiming  at 
correcting  the  local  conditions  is  essential.  Owing  to  the  nerve-rela- 
tionships of  this  function,  it  will  be  found  that  any  extensive  electric 
treatment  of  any  portion  of  the  body,  at  or  near  the  menstrual  moli- 
men,  will  tend  to  increase  or  hasten  the  flow,  and  particularly  is  this 
true  of  intra-uterine  constant  current  treatment,  during  which  it  is 
well  to  warn  the  patient  of  this  peculiarity.  Where  no  abnormality  of 
menstruation  exists,  therefore,  it  is  well  to  intermit  general  electric 
treatment  of  any  character  during  the  period,  unless,  indeed  it  is 
desired  to  increase  its  duration  or  amplitude. 

Amenorrhea.  —  In  the  irregularly  appearing,  deficient,  or  sup- 
pressed periods  of  young  girls  just  entering  womanhood  the  abdomino- 
dorsal  application  of  either  the  constant  or  induction  current,  ne<mtiTe 
to  abdomen,  is  particularly  indicated  (preferably  the  former),  the 
slight  exposure  of  the  person  freeing  it  from  objections  inherent  in 
any  other  method.  It  is,  of  course,  incumbent  on  the  physician  to 
inquire  closely,  so  far  as  possible,  into  the  causes  of  the  irregularity, 
and  to  institute  additional  means  for  their  removal.  Sedentary  habits, 
overstudy,  deficient  assimilation  of  food,  and  particularly  auto-in- 
toxication from  accumulated  excretions  within  the  intestines  wiD 
most  often  be  found  to  be  the  causes  that  lead  to  irregularity  in  the 
(96) 
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development  of  the  sexual  organs,  and  these  must  receive  appropriate 
attention.  In  certain  cases,  however,  the  suppression  occurs  in  other- 
wise healthy  and  even  robust  individuals  as  a  result  of  mental  or 
climatic  influences  or  a  change  of  environment,  as  when  a  girl  re- 
moves from  the  country  to  the  city  or  goes  on  shipboard  to  a  new 
country.  I  have  even  noted  such  irregularity  in  the  case  of  a  girl 
who  went  south  from  Philadelphia  to  a  more  rural  section.  In  the 
former  case  electricity  should  be  conjoined  with  the  other  indicated 
remedial  procedures;  in  the  latter  it  will  be  suflScient  alone,  as  the 
nervous  system  is  mainly  at  fault.  Whether  the  suppression  be  due 
to  a  general  debility  or  to  a  mere  disarrangement  of  the  nerve-forces, 
a  stimulation  of  the  neuro-vascular  processes  in  the  pelvis  is  most 
beneficial.  The  current  should  be  thoroughly  applied  to  the  abdomi- 
nal and  pelvic  sympathetic  plexuses  and  to  the  lumbar  enlargement. 
The  patient  lying  upon  the  large  pad,  the  round  pad  should  be  applied 
alternately  to  the  epigastrium  and  hypogastrium,  from  50  to  100 
milliampSres  being  employed.  There  are  very  few  cases,  indeed,  that 
resist  strong  currents  thus  applied,  though  vaginal  and  intra-uterine 
applications  may  exceptionally  be  required  as  a  still  stronger  stimulus 
to  the  nervous  processes  of  the  pelvis.  The  active  pole  in  the  latter 
applications  should  invariably  be  negative,  on  account  of  its  marked 
congesting,  stimulating,  and  moisture-attracting  powers. 

Not  a  little  of  the  benefit  derived  from  the  external  applications 
in  these  cases  is  due  to  the  correction  of  the  constipation  and  imper- 
fect chylopoiesis,  which  is  usually  responsible  for  the  condition. 

Scanty  Menstruation. — If  electricity  at  times  is  only  an  adjuvant 
to  tonics  and  laxatives  in  the  amenorrhea  of  delicate  girls,  it  may,  on 
the  other  hand,  be  regarded  as  an  all-sufficient  reliance  in  the  scanty 
menstruation  of  mature  women.  This  latter  condition  is  frequently 
associated  with  neurasthenia,  both  in  women  of  slight  build  and  in 
those  who  are  becoming  too  fleshy.  The  normal  tidal  wave  of  func- 
tionation  is  deficient  in  both,  resulting  in  an  irritability  of  the  nerves 
that  renders  the  patient  miserable  for  a  week  or  more  in  each  month, 
or  else  permits  her  to  take  on  fat  by  an  accumulation  of  reserve 
material  that  would  otherwise  be  thrown  off,  as  suggested  by  Lap- 
thorn  Smith.  In  these  cases  we  may  employ  simple  bipolar  induction 
currents  from  the  fine  wire  to  the  uterus  or  vagina  as  a  nerve-stimulus, 
as  recommended  by  a  number  of  writers,  or  the  negative  constant  cur- 
rent to  the  vaginal  surface  of  the  uterus  or  to  the  cavity  as  I  usually 
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])rofer,  employing  from  10  to  20  milliamperes.  A  good  plan  is  t 
alternate  tiie  constant  and  induction  applications,  the  former  bein, 
applied  every  iive  days. 

Both  currents  are  indicated  in  the  attraction  of  blood  and  nerve 
force  to  tlie  ])(.'lvis,  and  some  patients  will  quickly  notice  a  relief  ii 
llie  symptoms  of  cerebral  fullness  and  discomfort,  \rhich  thev  ri^htl 
attribute  to  the  scanty  How,  even  before  the  appearance  of  the  nex 
jxTiod.  From  what  has  been  said  of  the  effect  of  any  electric  appli 
cation  on  tlie  period  it  will  be  seen  that  this  treatment  should  b 
continued  until  the  actual  appearance  of  the  period,  and  may  even  b 
applied  afior  its  ap])earance,  to  intensify  the  ciTect. 

A  striking  illustration  of  the  elTect  of  an  increased  flow  on  th 
nervous  sysloiu  was  ol)sorved  in  my  practice  recently  in  the  case  of  i 
lady  who  had  sulFored  from  corobrasthenic  symptoms  for  sevcra 
v\irs,  associated  with  nervous  dyspepsia,  scanty  menstruation  am 
sterility.  The  uterus  was  retroverted,  but  otherwise  healthy.  Com 
l)lete  relief  of  the  gastric  sym])toms  did  not  relieve  the'monthl^ 
accession  of  irriiabiliiy  luiiil  treatment  was  applied  to  the  pelvL^ 
One  negative  intra-iiterino  aj)plieation  a  few  da^'s  before  each  pericK 
brought  on  a  satisfactory  ilow  with  the  desired  relief. 

Menorrhalgia. — Mcn-'ilrual   Pain;    Dysmenorrhea. — The    list  ol 
pathologic  views  that  have  been  advanced  in  accounting  for  what  i: 
usually  called   dysmonorrliea  is  somewhat  extended,   even   when  the 
I  term  is  restricted  to  the  uterine  type  of  painful  menstruation    exclud- 

!  ing  ovarian  and  inflammatory  pains  and  true  neuralgia.     Those  most 

!  prevalent  at  the  present  time  are,  on  the  one  hand,  the  mechanical 

theory  of  obstruction  from  stenosis  or  flexion,  which  may  be  called 
j  the  Marion-Sims  theory,  and,  on  the  other  hand,  the   parametritic 

theory  of  Schultze.  As  to  the  first,  it  is  not  sufficiently  well  known 
that  this  latter  observer  has  completely  upset  the  obstructive  or  me- 
chanical theory  by  demonstrating  that  a  sound  may  be  passed  durin<» 
the  crisis  of  a  supposed  exam])le  of  accunmlation  without  encounter- 
ing fluid :  an  observation  which  T  have  verified  on  a  number  of  occa- 
sions. In  several  instances  in  which  I  have  made  intra-uterine  appli- 
;  cations  during  great  pain  the  cervical  canal  was  found  to  be  not  only 

free  from  contraction,  but  distinctly  more  dilated  than  at  other  times. 

The  obstruction  theory  is  also  weakened  by  the  examples  of  stenosis  and 

I  anteflexion  that  occur  without  painful  menstruation.     Yet  Schultze's 

1  theory  of  parametric  or  perimetric  inflammation  as  a  cause  is  not  by 
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any  means  satisfactory.  That  it  has  failed  of  practical  acceptance  by 
those  even  who  advocated  it  is  shown  by  their  adherence  to  dilatation 
as  a  means  of  cure. 

In  that  excellent  picture  of  painful  menstruation  contributed  by 
W.  Gill  Wylie  to  the  "American  System  of  Gynecology"  another 
pathologic  condition  is  suggested :  hyperesthesia  of  the  endometrium. 
That  an  hyperesthetic  condition  of  the  cavity  does  exist  in  these  cases 
I  think  anyone  who  has  passed  a  sound  into  them  will  admit.  The 
exclamations  of  pain  when  the  internal  os  is  passed  are  most  char- 
acteristic, and,  in  cases  where  a  proper  gentleness  has  been  observed, 
must  be  other  than  normal ;  yet  there  are  certain  facts  which  indicate 
that  hyperesthesia  is  but  one  of  the  conditions  present.  In  a  typical 
attack  of  painful  menstruation  the  first  thing  to  appear  is  the  pain, 
which  precedes  the  flow  by  an  appreciable  interval.  How  a  mere 
hyperesthesia  of  the  endometrium  can  explain  this  does  not  appear 
clear.  In  the  great  majority  of  such  cases  the  pain  ceases,  in  part 
or  altogether,  after  the  flow  has  been  established,  and  it  is  this  fact 
particularly  which  has  intrenched  the  believers  in  the  purely  mechan- 
ical or  obstructive  nature  of  the  trouble,  which,  in  its  boldest  form, 
attributes  the  pain  to  a  damming  up  of  the  menstrual  fluid  by  a  too 
narrow  outlet,  through  which  it  is  forced  by  a  "mimic  labor."  To 
Schultze's  demonstration  of  the  absence  of  an  accumulation,  which 
is  corroborated  by  an  absence  of  dilation  above  the  alleged  stric- 
ture, may  be  added  another  argument  against  this  latter  view,  in  the 
fact  that  analogous  conditions  of  stricture,  as  in  the  male  urethra, 
are  not  attended  by  premonitory  pains,  but  by  greatest  pain  during 
the  actual  flow.  The  "mimic  labor^'  illustration  is  inappropriate  for 
the  same  reason.  Finally,  the  nonexistence  of  a  fibrous  mechanical 
stricture  is  proven  by  the  fact  that  ether  will  relax  the  apparently 
stenotic  internal  os  sufficiently  to  permit  a  large  dilator  to  be  inserted. 

A  better  explanation  of  the  etiology  of  painful  menstruation  is 
that  which  regards  it  as  almost  entirely  a  neuro-muscular  phenome- 
non. The  attempt  at  the  performance  of  an  important  function  while 
either  the  nerve-centers  in  the  cord  or  the  uterus  itself  are  in  an 
unprepared  condition  results  in  pain.  If  the  trouble  is  in  the  uterus 
the  pains  assume  a  nature  that  the  patients  themselves  have  accurately 
described  as  "cramps."  In  a  paper  read  before  the  Philadelphia 
Obstetrical  Society,  December  5,  1889,  the  author  proposed  for  this 
condition  the  name  of  "menorrhspasm."     That  the  spasm  alone  is 
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the  parent  of  the  pain  rather  than  retained  excretion  is  more  thin 
likely,  an  asaociated  Bequence  being  an  inhibition  of  the  excretoi;  act 
until  relaxation  has  occurred. 

Menorrhepasm,  in  brief,  maj  be  eaJd  to  be  a  neuro-myotic  storm 
of  the  uterine  neuro-muscular  apparatus,  which  renders  the  excretion 
of  the  menstrual  fluid  temporarily  impossible.  Its  exciting  cause  may 
be  either  lack  of  development  of  tlie  organ  or  morbid  conditions  of 
the  endometrium,  while  its  remote  causes  are  traceable  to  all  those 
influences  in  modem  society  which  hinder  the  proper  development  of 
physical  life  in  young  women. 

That  a  spastic  muscular  contraction,  most  noticeable  at  the  in- 
ternal OS,  usually  accompanies  the  menorrhspasm  is  undoubted  and 
there  is  reason  to  believe  that  the  contraction  may  be  excited  by  the 


Pig.  37. — Section  of  Uterus  mode  at  Oa  Internum  (ad  nat.J,   showinir  tlM 

Normal  Size  of  tlie  Oa  Internum,  the  Circular  DispoBition  of  the  Fiber* 

Around  it,  and  tlie   Blood-veasela   in   Proximitj.      ^Bar^^e9,^ 


sound  between  the  periods.  The  predominance  of  circular  fibers  at 
the  internal  os,  whicli  is  clearly  shown  in  the  accompanying  cut  (Fiir. 
37)  from  Barnes's  "Diseases  of  Women,"  offers  a  ready  explanation 
of  this. 

If  such  views  of  this  condition  are  correct,  it  becomes  evident  at 
once  that  a  better  name  than  "dj-smenorrhea"  (difficult  menstruation) 
should  be  used  in  describing  it,  particularly  since  this  term  at  once 
suggests  mechanical  conditions  only,  with  the  harsh  treatment  appix)- 
priafe  to  such.  At  the  meeting  referred  to,  the  author,  while  advo- 
cating the  view  that  the  causative  condition  was  a  menorrhspasm 
urged  the  general  use  of  the  merely  symptomatic  designation,  "menoP- 
rhalgia"  (menstrual-flow  pain)  in  preference  to  "dysmenorrhea,"  aa, 
in  itself,  involving  no  theory. 
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Accepting  the  neuro-muscular  view  of  the  cause  of  these  pains, 
the  oneness  of  the  pathologic  condition  in  all  cases  is  at  once  apparent, 
the  difference  being  only  a  matter  of  degree.  In  the  one  case,  the 
neuro-myotic  storm  is  but  a  danger-signal  pointing  to  a  neurotic  con- 
stitution, vasomotor  disturbances,  spinal  irritation,  abdominal  tor- 
pidity, or  even  merely  habitual  constipation ;  consequently  the  attempt 
at  the  performance  of  a  high  function  in  the  presence  of  these  disabling 
conditions  results  in  pain.  Given  a  high  degree  of  uterine  neuro-mus- 
cular incapacity,  and  the  spastic  spasm  occurs  in  the  absence  of  these 
allied  conditions,  rendering  direct  local  treatment  imperative  for  its 
relief. 

We  have,  then,  a  simple  and  convenient  division  of  cases  of 
menorrhalgia  into  those  not  requiring  local  treatment  and  those  in 
which  local  treatment  is  necessary.  The  dictates  of  common  sense 
unite  with  the  high  obligations  of  the  physician  in  urging  him  to 
assign  all  cases  of  menorrhalgia  in  virgins  to  the  former  class,  at  least 
until  he  has  demonstrated  by  a  failure  of  general  methods  that  a  local 
examination  is  imperative.  The  author  cannot  too  strongly  condemn 
the  general  habit  of  hasty  examination  in  these  cases, — a  habit  that 
is  a  direct  sequence  of  the  ultramechanical  views  of  the  day. 

For  practical  purposes  a  still  further  division  of  cases  requiring 
local  treatment  is  wise,  since  some  cases  are  either  due  to,  or  accom- 
panied by,  catarrlial  conditions  yet  confined  to  the  uterus,  while  others 
present  manifest  congestion,  inflammation,  or  other  morbid  conditions 
of  the  ovaries. 

Nervous  Menorrhalgia. — Menorrhalgia  of  the  lesser  degree,  and 
even  the  most  painful  form,  when  accompanied  by  derangements  of 
the  nervous  system  or  of  the  abdominal  viscera  and  unaccompanied 
by  organic  uterine  disease,  is  best  treated  by  percutaneous  constant 
current  applications,  abdomino-dorsal,  or  even  merely  spinal,  the  dose 
varying  from  10  to  60  milliamp^res,  pro  re  nata.  Large,  well-moist- 
ened electrodes,  and  the  gradual  manner,  without  shocks,  should  be 
employed. 

In  addition  to  many  cases  of  pronounced  menorrlialgia  relieved 
by  external  treatment,  I  have  a  large  number  of  instances  recorded 
in  my  notes  where  young  girls  undergoing  spinal  applications  of  the 
constant  current  for  difforont  objects  have  volunteered  the  informa- 
tion that  various  amounts  of  menstrual  pain  had  disappeared  while 
under  treatment.    These  cases  generally  improve  in  blood  and  weight 
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also,  but  I  have  seen  ntuncrous  instances  where  the  lesseoing  of  the 
pain  preceded  any  possible  influence  on  the  general  health,  being 
found  in  a  period  coming  on  but  a  few  days  after  the  beginning  of 
the  applications. 

A  eystematic  treatment  of  this  sort  should  consist  of  thrice- 
weekly  or  daily  applications,  beginning  at  the  termination  of  a  period 
and  lasting  until  the  next  flow  has  appeared.  Two  months  of  such 
treatment,  combined  with  proper  means  for  the  regulation  of  the 
bowels,  if  such  is  required,  will  usually  be  sufiicient  to  effect  a  per- 
manent cure. 

Uterine  Menorrhalgia. — In  spite  of  most  careful  treatment,  never- 
theless, many  cases  present  a  menorrhspasra  of  so  pronounced  a  local 
character  that  nothing  short  of  direct  treatment  will  be  of  service. 
The  frequent  association  of  endometritis  is  ali^o  a  determining  fact  in 
favor  of  local  treatment.  It  is  in  these  pronounced  cases  that  dil- 
atation has  been  of  service,  the  possible  explanations  of  its  action 
including  an  alterative  eifeet  on  the  endometrium  and  the  trophic 
condition  of  the  organ,  as  well  as  the  mere  paralyzing  effect  of  the 
divulsion. 

In  my  experience  a  more  certain  and  leas  formidable  remedy 
for  these  intractable  cases  of  uterine  menorrhalgia  may  he  found  in 
the  intra-uterine  action  of  one  pole  of  the  constant  current, — usually 
the  negative  pole  when  a  promotion  of  flow  is  also  desired,  or  the 
positive  pole  if  the  endometritis  he  pronounced,— the  strength  vary- 
ing from  15  to  50  milliamperes,  pro  re  nato.  From  two  to  six  appli- 
cations may,  at  times,  he  sufficient,  extendinz  over  one  or  two  inter- 
menstrual periods.  As  contrasted  with  forcible  dilatation,  this  method 
is  simple,  free  from  danger,  does  not  require  an  anesthetic,  and  may 
be  employed  in  young  girls  without  the  use  of  a  speculum.  The 
following  typical  case  may  be  cited  as  an  illustration: — 

Miu  A.  C,  aged  24.  Puberty  at  13.  Menstruation  r«^Iar,  normfil  in 
amoviit,  and  always  extremely  painful.  No  leiicnrrhea  or  intermenstrual  pnin. 
The  menorrlialfria  presented  the  usual  L-hnrnctenBlics,  accompftmed  by  hyper- 
eHthcsia  of  the  bnok  and  abdomen  and  pnins  down  the  limbs,  and  had  been 
markedly  incren.sing  for  the  pnat  six  monlh".  As  she  was  constipated,  a,  coitrM 
of  laxatives  and  1  umbo -abdominal  constant  current  applications  was  folloived 
for  one  month  without  elTect.  Examination  then  revealed  a  small  utcrui  v.H'ii 
fundus  forward,  oa  virginal,  and  appendages  healthy.  After  patient  efforts  an 
«lecIrode  was  inserted  to  the  internal  oe  only,  and  35  miUiampereB,  negativa, 
applied  for  two  niiniitea. 
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Six  days  later  the  sound  went  to  the  fundus  with  but  little  trouble,  and 
40  milliamp^res  were  used.  The  ensuing  period  was  less  painful,  permitting  sleep 
for  the  first  time  in  months  during  a  menstrual  period.  The  sound  now  entered 
with  ease,  and  two  more  applications  were  made,  followed  by  a  perfectly  pain- 
less period.  Six  months  later  the  patient  reported  perfect  health  and  continued 
immunity  from  pain. 

Such  a  case  is  clearly  an  instance  of  lack  of  completeness  in  de- 
velopment, and  it  is  very  likely  that  induction  currents  would  have 
been  equally  successful  in  the  treatment. 

But  by  far  the  larger  number  of  cases  of  so-called  dysmenorrhea, 
or  menorrhalgia,  are  really  instances  of  endometritis  with  menor- 
rhalgic  symptoms,  and  in  these  cases  the  ease  of  cure  under  electricity 
is  no  less  an  arraignment  of  the  harsh  methods  of  treatment  by  forced 
dilatation  than  the  instances  in  which  stenosis  is  one  of  the  incidents 
of  lack  of  development.  Case  after  case  has  been  sent  to  me  after 
thorough  dilatation  has  been  fruitlessly  used  in  which  the  only  evi- 
dence of  organic  abnormality  that  existed  at  any  time  was  a  catarrh 
of  the  endometrium.  When  these  cases  can  be  cured  by  from  one  to 
a  dozen  applications  without  mutilating  and  cicatrizing  the  uterine 
mouth  it  is  high  time  that  such  illogical  procedures  should  be  rele- 
gated to  the  obscurity  of  an  historic  fad.  Certain  electro-therapeutists 
even  are  not  free  from  the  influence  of  this  disproven  theory  of  ob- 
struction, for  they  recommend  electric  dilatation  with  a  series  of 
graduated  bulbs  as  the  negative  electrode.  If  there  is  any  need  of 
dilatation  this  is,  of  course,  the  typical  method,  but  I  myself  never 
have  occasion  to  employ  any  kind  of  dilatation  in  the  treatment  of 
these  cases,  unless  the  use  of  an  ordinary  sound-shaped  electrode  may  be 
BO  called.  Any  cervical  canal  that  can  readily  admit  such  an  electrode 
is  amply  large  for  any  flow,  and  the  passage  of  clots  is  best  treated  by 
the  cure  of  the  causative  endometritis.  This  statement  of  the  required 
caliber  of  the  cervical  canal  is  not  based  on  actual  measurements,  but 
upon  the  uniformly  successful  results  of  a  large  series  of  cases  treated 
by  electricity  administered  .from  an  instrument  of  the  same  size  (that 
of  the  Simpson  sound)  and  without  other  dilatation  than  this  instru- 
ment might  produce.  There  has  not  been  a  single  instance  of  failure 
to  cure,  though  at  times,  in  cases  in  which  partial  prolapse  of  the 
uterus  or  inflammatory  conditions  of  the  adnexa  complicated  the  endo- 
metritis, the  treatment  has  continued  for  many  months,  with  finally  a 
successful  result. 
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A  cervix  with  the  characteristic  pinhole  os,  with  or  without  & 
contracted  internal  os,  is  unquestionably  atresic,  it  is  true,  but  this  is 
only  one  symptom  of  a  general  sexual  maldevelopment.  A  painstak- 
ing insertion  of  an  ordinary  electrode,  assisted,  at  times,  by  10  milham- 
prros,  negative,  before  it  slips  past  the  internal  os,  and  the  adminis- 
tration of  from  15  to  30  milliampdres,  negative,  will,  if  repeatedlv 
employed,  so  lessen  the  hypcrestliesia  and  increase  the  nutrition  that 
the  better  developed  uterus  will  admit  the  sound  easily  and  almost 
painlessly,  and  painless  periods  will  follow. 

When  the  case  is  clearly  one  of  virginal  endometritis,  of  which 
the  chief  symptoms  are  the  menorrhalgia  and  a  leueorrheal  dischar% 
the  intra-uterine  constant  current  treatment  is  indispensable,  but  the 
positive  pole  should  be  employed,  with  from  15  to  40  milHampere?, 
twice  a  week.  When  the  os  is  siillieicntly  patulous  to  admit  an  elastic 
electrode  far  loss  discomfort  will  follow  its  use  than  the  stiff  instru- 
ment, and  it  is  even  better  to  cover  the  bare  surface  of  the  spiral  li^^htlv 
with  absorbent  cotton  dipped  in  hot  water  and  soaped  if  the  additional 
bulk  will  not  bo  too  frroat  for  its  insertion.^  At  the  end  of  the  five 
minutes  devoted  to  this  current  and  before  withdrawing  the  electrode 
an  induction  current  should  be  turned  on  from  a  medium  secondarv 
coil,  strong  enough  to  be  distinctly  felt  by  the  patient.  The  fin<^ 
should  always  sup|)ort  the  cervix  at  the  moment  of  removing  a  cotton- 
covered  electrode  from  the  cavity,  as  it  is  apt  to  be  somewhat  tightiv 
clasped  by  the  uterus,  causing  the  latter  to  be  dragged  dowmward.  When 
the  catarrh  is  confinod  to  the  body  alone  it  is  generally  impossible  to 
insert  so  bulky  an  instrument  as  a  cotton-covered  electrode  the  folds 
of  the  cervical  mucous  membrane  being  capable  of  being  eluded  only 
by  the  painstaking  use  of  the  stiff  instrument  curved  to  suit  the  case. 

The  following  typical  cases  illustrate  the  details  of  treatment:— 

Miss  A.  D.,  aged  24,  referred  by  Dr.  Woodbury,  gave  a  typical  history  of 
menorrlialgia  with  endometritis  dating  from  puberty.  Kxternal  treatment 
failing  to  relieve  her,  an  examination  was  made  and  the  uterus  found  exudinir 
considerable  mucus,  though  small  and  antetlexed.  The  internal  os  was  small 
and  admitted  the  sound  with  diflii'ulty.  Twenty-five  milliampdres,  positive  were 
given  for  five  minutes  on  April  29th.  Five  days  later  40  milliaxnp^res  wer« 
given;  on  May  7th  the  How  came  on  several  days  ahead  of  time  with  much 


^The  appearance  of  the  cotton  after  removal  of  the  electrode  will  also  be 
a  material  aid  in  diagnosing  the  condition  and  progress  of  the  case. 
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less  pain.  During  the  next  intermenstrual  period  two  applications  of  40 
milliamp^res,  positive,  were  administered,  and  at  the  next  ensuing  period  the 
patient  was  entirely  free  from  pain  or  discomfort,  and  no  leuconhea  followed 
it.  No  treatment  was  given  this  month,  but  the  next  period,  being  slightly 
painful,  two  more  applications  were  made,  resulting  in  a  permanent  cure. 

Miss  P.,  aged  22,  was  referred  to  me  by  Dr.  Egbert  H.  Grandin,  of  New 
York,  who  had  ineffectually  used  dilatation.  Pain  continued  constant  and  at 
periods  intense,  requiring  her  to  remain  in  bed.  Examination  showed  aq  en- 
larged uterus,  free  leucorrhea,  and  tenderness  of  left  ovary.  She  received  six 
applications  of  30  milliamp^res,  positive,  to  the  cavity  during  two  intermen- 
strual periods,  resulting  in  complete  relief.  Six  months  later  she  was  well  and 
gaining  in  flesh. 

Miss  R.,  aged  20,  was  referred  to  me  by  Dr.  Bayliss,  of  Knoxville,  Tenn. 
Sinc«  a  delayed  puberty  at  IG  she  had  always  been  menorrhalgic.  The  pain  is 
worse  after  the  flow  begins,  and  during  its  height  she  "wants  to  die."  A  pain 
persists  in  the  thighs  between  periods.  On  admission  to  the  sanatorium  exam- 
ination showed  the  uterus,  with  the  slight  enlargement  usual  in  these  cases, 
tender  and  deviated  to  the  right.  A  copious  leucorrhea  existed.  She  received 
intra-uterine  applications  of  from  20  to  25  milliampdres,  positive,  February 
KUh  and  March  5th,  14th,  20th,  and  24th,  accompanied  by  daily  general  con- 
stant current  treatment  for  the  nervous  symptoms.  The  treatment  was  inter- 
rupted at  this  time  by  the  patient*s  presence  being  necessary  at  home,  and, 
though  considerable  improvement  persisted  for  a  time,  there  was  a  return  of 
It  ucorrhea,  with  some  pain,  a  year  later.  The  result  would,  doubtless,  have 
been  perfect  had  stronger  currents  been  used,  assisted  by  local  induction  treat- 
ment. 

Miss  S.,  aged  20,  had  for  several  years  had  an  increasing  leucorrhea  with 
a  menorrhalgia  that  was  becoming  worse.  The  uterus  was  nonnal  except  for 
a  muco-purulent  catarrh  and  hypcresthetic  cavity.  Five  applications  of  30 
milliamp^res  were  made  to  the  cavity,  resulting  in  a  perfect  cure,  verified  by 
ten  years'  subsequent  observation.  One  of  the  earlier  applications  was  made 
during  the  early  hours  of  a  period  and  the  interesting  fact  observed  that  the 
uterus  was  more  patulous  than  usual  at  the  beginning  of  the  flow  in  spite  of 
intense  cramps,  tlius  adding  another  proof  that  the  pain  in  these  cases  is  not 
uue  to  obstruction. 

Miss  n.,  aged  25,  admitted  from  Wilmington,  Del.  This  young  lady  was 
much  reduced  in  health  by  a  moderate  uterine  catarrh  with  menorrhalgia  that 
had  kept  her  in  bed  one  day  of  each  month  for  ten  years  and  in  an  exhausted 
condition  one  week  in  each  month  for  some  time.  The  softened,  eroded  os  and 
enlarged  uterus  required  the  touch  only  to  establish  a  satisfactory  diagnosis. 
The  treatment  was  with  both  currents  intra-uterine,  the  constant  current 
usually  being  35  milliamp^res.  The  use  of  cotton  on  an  elastic  electrode  waa 
practicable,  and  the  progressive  improvement  was  well  shown  by  the  gradual 
improvement  in  the  appearance  of  the  cotton  after  removal,  the  earlier  appli- 
cations leaving  it  saturated  with  bloody  mucus.  The  cure  waa  complete,  and 
attested  by  quite  a  change  in  her  appearance. 
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It  has  been  my  fortune  to  have  had  under  similar  observation  and 
treatment  many  other  casts  of  the  same  character,^  and  it  is  not  too 
much  to  say  that  they  were  all  surely  rescued  from  a  slowly  impending 
invalidism  for  which  an  unsexing  operation  would  have  been  advistid 
when  the  tubes  and  ovaries  had  become  involved. 

Ovarian  Menorrhalgia, — So  much  for  the  neural  and  uterine 
forms  of  menorrhalgia.  But  it  should  be  understood  that  some  cases 
are  distinctly  ovarian  in  origin,  and  by  this  is  meant  that  the  process 
described,  of  a  neural  predisposition  and  catarrhal  aggravation,  Las 
proceeded  so  far  as  to  finally  involve  the  ovaries  in  organic  chan<^^, 
— usually  of  a  merely  congestive  character,  but  none  the  less  organic 
In  these  cases  any  intra-uterine  treatment  should  be  carefully  avoided 
and  reliance  placed  on  the  applications  described  elsewhere  for  ovarian 
congestion  or  ovaritis.  Such  cases  may  be  detected  by  notincr  that  the 
patient  has  an  intermenstrual  tenderness,  and  on  examination  presents 
the  characteristic  bogginess  in  the  ovarian  regions.  Yet  it  is  not 
always  possible  to  clearly  distinguish  between  the  cases  that  are  of 
uterine  origin  and  those  in  which  the  ovaries  are  involved  for  the 
evident  reason  that  the  uterine  seat  of  the  trouble  frequently  persists 
after  the  case  has  developed  ovarian  symptoms  from  neglect  or  rash 
treatment,  and  in  this  predicament  we  must  rely  mainly  on  the  va<n- 
nal  applications  recommended  in  ovaritis  and  salpingitis,  interspersed 
with  such  gentle  intra-uterine  applications  as  the  progress  of  the  case 
will  warrant.  The  following  case  is  a  good  illustration  of  this  dif- 
ficulty : — 

Miss ,  nped  18,  had  been  dilated  one  year  previously  by  a  prominent 

surgeon,  under  etiier,  slie  having  entered  a  hospital  for  that  purpose.  This  not 
only  failed  to  relieve  her,  but  apparently  transformed  a  simple  uterine  menor- 
rlialgia  into  an  ovarian  menorrhalgia,  since  there  had  been  a  constant  inte^ 
menstrual  pain  since  the  operation  which  she  did  not  have  before  and  under 
which  her  general  health  was  breaking  down.  She  was  placed  on  vacino* 
abdominal  applications  of  both  cun-ents  until  the  intermenstrual  pain  should 
be  controlled,  which  did  not  occur  for  at  least  three  months.  Durine  this  time 
there  was  little  or  no  abatement  of  the  menorrhspasms  themselves  in  spite  of 
a  general  restoration  of  health.  Intra-uterine  positive  applications  of  25 
milliamp^res  were  now  made  three  times  a  month,  with  complete  cure  after 
thrte  additional  months.  This  lady  has  since  married  a  professional  colleague 
has  been  safely  delivered  of  a  son,  and  remains  in  excellent  health. 


*  For  a  study  of  fourteen  cases  see  American  Gynecological  and  Obstetrical 
Journal,  page  201,  February,  189G. 
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Menorrhagia  and  Metrorrhagia.  —  An  inordinate  flow  at  the 
periods,  if  persistent,  is  visually  due  either  to  an  endometritis,  to  re- 
tained shreds  of  tissue  from  a  miscarriage,  or  to  neoplasms.  When 
due  to  either  of  the  latter  causes,  the  flow  partakes  of  the  character 
of  a  metrorrhagia,  and  may  appear  between  the  periods  or  even  be 
constant. 

There  are,  nevertheless,  a  suflBcient  number  of  instances  of  simple 
menorrhagia  unaccompanied  by  leucorrhea  in  young  girls,  evidencing 
laxity  of  tissue  and  vasomotor  disturbance.  Internal  medication  and 
hygienic  regulation  is  usually  indicated  in  these,  and  is  ordinarily 
successful.  There  is  also  a  type  of  persistent  menorrhagia  without 
leucorrhea  in  married  women,  of  what  might  be  said  to  be  an  uncertain 
origin,  in  which  the  intra-uterine  application  of  the  positive  pole  is 
urgently  indicated.  The  following  case  is  an  excellent  example  of 
this: — 

The  wife  of  a  clergyman,  aged  29,  was  referred  to  me  by  Dr.  G.  H.  Whit- 
comb,  of  Greenwich,  N.  Y.,  with  the  statement  that  she  had  been  greatly  re- 
lieved of  pelvic  tenderness  and  uterine  fixation  by  the  use  of  electricity  in  his 
own  hands.  She  had  been  menorrhalgic  for  some  years  before  marriage,  which 
had  occurred  five  years  before  seeing  me,  and  had  never  been  pregnant.  Of  late 
the  pain  had  become  excessive  and  the  flow  very  profuse,  requiring  her  to  keep 
in  her  bed  during  the  period.    There  was  no  leucorrhea. 

Examination  revealed  a  slightly  enlarged  uterus  in  good  position  and 
moderately  movable.  The  cavity,  within  which  a  sound  was  inserted  with  dif- 
ficulty, was  capacious  and  three  inches  deep.  She  was  placed  upon  intra- 
uterine applications  of  20  to  30  milliampdres,  positive,  followed  by  the  sec- 
ondary current,  alternating  with  vaginal  applications  of  from  50  to  60  milliam- 
p^res.  She  did  weU  on  these  when  not  too  frequently  applied,  and  after  a  half- 
dozen  treatments  was  much  improved.  The  intra-uterine  applications  were  now 
continued  exclusively,  once  a  month,  as  the  lady  had  removed  to  a  town  some 
distance  from  the  city,  ten  such  treatments  being  given  during  the  continuance 
of  a  progressive  improvement.  The  treatment  was  finally  terminated,  much 
to  our  common  surprise,  by  the  evidences  of  pregnancy,  which  went  on  to  a 
happy  termination.  The  patient  has  since  passed  successfully  through  two 
other  pregnancies. 

This  case  was  under  treatment  prior  to  my  discovery  of  the  value 
of  zinc-mercuric  cataphoresis  in  hemorrhagic  conditions  of  the  uterus. 
A  cure  could  undoubtedly  have  been  obtained  by  this  method  in  one- 
half  of  the  time,  or  possibly  less. 

The  electric  treatment  of  persistent  metrorrhagia  from  causes 
local  to  the  uterus,  of  whatever  nature,  is  one  of  the  most  valuable 
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procedures  introduced  by  Apostoli,  and  it  is  extremely  rare  to  find  t 
case  that  will  resist  the  thorough  application  of  the  positive  pole  m 
directed  by  him.  An  essential  feature  of  his  method  as  applied  to 
an  intractable  case  is  the  instruction  given  that  every  portion  of  tk 
endometrial  surface  should  be  placed  in  contact  with  the  electrode  m 
order  that  the  peculiar  hemostatic  action  of  this  pole  should  be  mide 
to  reach  all  portions  of  the  bleeding  surface.  The  immediate  effect 
of  the  positive  pole  thus  applied  is  distinctly  hemostatic,  as  may  be 
demonstrated  under  the  eye  in  any  superficial  bleeding  surface,  but  it 
is  also  necessary  that  the  secondary  alterative  eflFect  of  the  mildlj 
esoharotic  action  should  be  secured  in  all  portions  of  the  muooa 
of  the  uterine  body.  In  order  that  this  may  be  properly  accomplished 
Apostoli  advises  that  bulbous  electrodes  of  carbon  be  used,  the  actiw 
surface  being  two  centimeters  long  and  of  various  sizes,  in  ordff 
that  the  physician  may  select  the  largest  size  that  can  be  inserted. 
The  one  selected  is  carried  to  the  fundus  attached  to  the  positive  pole 
of  the  battery  and  a  current  of  50  to  80  milliamperes  turned  on  fw 
two  minutes;  the  current  is  then  turned  oflf  and  the  instrummt 
withdrawn  to  the  length  of  the  active  surface,  which  may  be  easily 
ascertained  by  the  finger  at  the  os  if  the  shank  is  marked  at  appro- 
priate distances,  and  the  current  again  turned  on  and  the  instrument 
kept  immovable  for  another  period  of  two  or  three  minutes.  Thfl 
])rocedure  is  repeated  until  the  bulb  impinges  on  the  internal  os. 
The  cervical  cavity  itself  should  not  receive  an  application  in  ordinaiy 
caj^es.  A  most  important  feature  of  this  treatment  in  an  intractable 
case  is  that  the  electrode  be  held  immovably  at  each  sectional  situation 
for  a  suflBcient  time  to  insure  thorough  local  action.  This  will  seldom 
r(M[uire  more  than  two  minutes'  duration  at  each  spot. 

The  author  has  greatly  improved  on  this  method  by  substituting 
amalgamated-zinc  bulbs  for  those  made  of  carbon  (Fig.  33)  p€^ 
mitting  less  current  to  be  equally  effective,  and  the  application  be- 
comes, moreover,  thoroughly  antiseptic.  No  other  chanse  in  the 
details  is  made.  The  particular  value  of  this  addition  to  the  Apostoli 
method  is  well  show^n  in  the  following  typical  case : — 

Mrs. ,  aged  64,  was  referred  to  me  by  Dr.  H.  W.  Elmer,  of  Bridfietoir 

N.  J.,  April  17,  1894.  For  three  or  four  years  before  admission  to  the  stDft- 
torium  she  had  been  suffering  from  an  almost  continuous  hemorrhafe,  resultiM 
in  great  prostration.  Shortly  after  the  beginning  of  the  hemorrhaffes  a  tumor 
of  the  uterus  was  discovered,  which  was  the  size  of  a  large  fist  when  I  first  tut 
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her.  She  was  placed  under  the  Apostoli  treatment,  which  produced  consider- 
able improvement  in  the  hemorrhages,  but  did  not,  even  after  several  weeks' 
active  and  six  months'  occasional  treatment,  entirely  correct  the  hemorrhagic 
tendency.  Fearing  that  the  case  was  a  malignant  one  in  spite  of  the  absence 
of  marked  pain,  I  decided  to  substitute  an  amalgamated-zinc  electrode  for  the 
carbon  one  previously  employed.  It  was  found  that  the  applications  wifh  this 
electrode  were  better  borne,  enabling  them  to  be  used  more  frequently.  Six 
applications  were  made  in  a  period  of  two  weeks  in  December,  1894,  completely 
ehecking  the  dribbling,  and  since  then  there  has  been  no  real  hemorrhage  and 
the  patient  has  been  restored  to  health.    The  tumor  was  materially  reduced  in 


CHAPTER  X. 

Catarrhal  Affections  of  the  Uteeo-tubai*  Mucous  Tract 

AND  Their  Consequences. 

The  Etiologic  Unity  of  Uterine  and  Tubal  Catarrli. — It  is  of  the 

utmost  importance,  in  estimating  the  value  of  a  conservative  treatmciit 
of  these  very  common  affections,  to  recognize  the  fact  that  the  grest 
majority  of  inflammatory  conditions  of  the  pelvis  are  primarily  due 
to  catarrh  of  tlie  utero-tubal  tract,  the  initial  lesion  bein<^  a  catarrh 
of  the  uterus,  and  that  the  initial  seat  of  the  disease  is  apt  to  remain 
in  a  more  or  loss  active  condition  during  the  prevalence  of  the  second- 
arv  affections  in  the  tubes  and  ovaries.  It  is  a  belated  reeo<mition  of 
this  fact  tliat  lias  given  rise  to  the  prevalent  practice  amono-  surgical 
gynecologists  of  amputating  the  uterus  itself  after  subjecting  the 
patient  to  successive  operations  for  removal  of  one  and  of  both  ovaries 
and  tubes  without  relieving  the  suffering.  Were  such  cases  placed  on 
rational  treatment  for  the  initial  lesion  none  of  the  operations  would 
have  been  required,  and  a  great  multitude  of  viromen  would  be  sayed 
to  their  families  and  to  a  normal  existence. 

The  strong  words  used  on  this  subject  of  the  wholesale  removal 
of  still  curable  ovaries  and  tubes  in  preceding  works  bv  the  author 
received  criticism  in  certain  quarters,  but  have  never  been  contro- 
verted. At  the  date  of  the  present  edition  of  this  work  it  must  etiH 
bo  said  with  regret  that,  though  the  published  utterances  of  mant 
writers  have  noticeably  changed  for  the  better,  this  reprehensible  prac- 
tice of  destroying  important  organs  without  proper  efforts  to  cure 
them  is  by  no  means  on  the  wane. 

The  pessimistic  attitude  toward  the  curability  of  chronic  uterine 
catarrh  itself  has  even  taken  the  shape  of  a  denial  by  some  authorities 
of  the  abnormality  of  this  condition,  a  varying  amount  of  mucous  dis- 
charge being  said  to  be  natural  with  most  women.  This  is  physiolo<a- 
cally  incorrect,  no  really  appreciable  discharge  being  ever  found  in 
a  healthy  person  except  in  association  with  erection.  The  degree  of 
departure  from  absolute  health  is  quite  accurately  indicated  by  the 
amount  and  character  of  a  persistent  discharge,  which,  though  con- 
(110) 
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Btitutional  only  in  certain  cases  of  anemic  girls,  in  every  other  instance 
points  to  actual  local  disease  if  large  in  quantity  or  purulent,  and  is 
indicative  of  possible  extension  in  the  future  to  the  tubes  and  ovaries. 
Chronic  endometritis,  in  other  words,  not  only  leads  to  uterine  hyper- 
plasia, but  to  salpingitis  and  ovaritis  by  direct  transference  through 
continuity  of  structure.  The  most  common  diseases  of  the  appendages 
are,  therefore,  catarrhal  in  origin  and  secondary  to  catarrhal  inflam- 
mation of  the  uterine  mucous  tract,  not  even  exclusive  of  tuberculosis 
and  of  ectopic  gestation,  both  of  which  are  probably  invited  and  fixed 
by  an  inflammatory  nidus. 

For  practical  purposes,  particularly  for  an  intelligent  application 
of  electricity  to  the  exact  seat  of  the  disease,  it  is  necessary  to  continue 
the  division  of  endometritis  and  metritis  into  several  varieties,  each 
presenting  peculiarities  of  microscopic  and  macroscopic  appearances 
and  clinical  history  due  to  the  histologic  structure  of  the  particular 
organ  mainly  attacked  or  to  the  state  of  life  of  the  patient;  but  it 
should  be  stated  at  once  and  distinctly  that  the  views  now  held  by 
most  progressive  thinkers,  and  concurred  in  by  the  author,  class  all 
varieties  alike  as  microbic  in  real  character,  and  hence  pathologically 
identical,  except  as  varied  by  the  particular  microbe  concerned,  the 
local  structure  attacked,  and  the  stage  the  disease  has  attained. 

Beginning  as  a  glandular  proliferation  due  to  the  combination  of 
a  neural  cause  with  the  implanted  microbic  invasion,  whether  the  lat- 
ter be  a  common  infection  or  a  gonorrheal  infection  in  a  nulliparous 
uterus  or  similar  invasions  in  the  postpuerperal  condition,  the  tend- 
ency is  toward  an  extension  of  the  process  to  the  underlying  paren- 
chyma of  the  uterus,  resulting  in  an  abundant  formation  of  embryonal 
cells  in  this  situation  at  the  expense  of  the  muscular  and  connective 
tissues.  The  process  does  not  advance  along  the  ordinary  inflamma- 
tory stages  of  abscess-formation,  as  in  acute  inflammatory  affections, 
but,  doubtless,  owing  to  a  more  nearly  balanced  condition  of  warfare 
between  the  pathogenic  microbes  and  the  tissue-defenses,  remains  in 
the  stage  of  parenchymal  degeneration  and  proliferation  for  years 
unless  adequate  means  be  employed  for  its  correction. 

The  natural  history  of  the  affection  as  manifested  in  the  uterus 
is  therefore  divisible  into  three  stages,  more  or  less  distinctly  separable 
by  their  clinical  evidences,  the  first  stage  being  a  simple  endometritis 
with  leucorrhea,  but  without  interstitial  hypertrophy ;  the  second  stage 
Bhowing  both  leucorrhea  and  interstitial  hyperplasia,  the  latter  often 
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presenting  the  physical  characters  of  the  "engorgement^*  of  the  older 
writers;  while  the  final  stage  is  one  of  hyperplasia  alone  without 
notable  morbid  discharges,  ending  in  sclerosis  and  final  atrophy  of 
the  muscular  structure. 

Diagnostio  Value  of  Inspection  of  Persistent  TJterine  Disoliarges. 
— To  the  physician  not  engaged  in  the  major  surgery  of  gynecology 
only,  the  nature  and  characteristics  of  persistent  uterine  discharges  are 
a  matter  of  much  importance.  A  large  proportion  of  his  cases  are 
sure  to  be  some  form  of  utero-tubal  catarrh  which  is  invariably  at- 
tended in  some  stage,  and  particularly  in  its  more  curable  stage, 
by  an  abnormal  discharge  of  some  kind.  That  this  discharge  is  only 
second  to  pain  as  a  source  of  discomfort  to  the  patient,  and  is  a  direct 
issue  from  the  seat  of  the  disease,  are  facts  commanding  attention; 
and  our  interest  is  increased  when  we  recall  additionally  that  a  mere 
naked-eye  study  of  the  discharge  will  be  of  great  value  in  enabling 
us  to  decide  upon  the  propriety  and  exact  character  of  the  local 
treatment. 

This  subject  of  the  character  and  source  of  persistent  discharges 
formerly  received  much  attention  and  was  closely  allied  to  the  local 
treatment  of  those  days,  but  it  has  had  a  setback  for  two  reasons, 
one  being  that  the  earlier  g}^necologists  had  not  learned  to  add  to 
these  lessons  taught  by  visual  examination  of  the  secretions  the  in- 
valuable assistance  of  a  trained  bimanual  touch,  which  checks  off  and 
extends  the  information  thus  gained;  the  result  was  that  the  mind 
remained  closed  to  important  facts  of  upward  extension  of  the  condi- 
tions thus  revealed  by  discharges,  and  applications  were  made  to  the 
utcnis  in  the  presence  of  salpingitis  and  ovaritis,  which  contra-indi- 
cated them. 

The  other  reason  for  the  recent  neglect  of  the  naked-eye  appear- 
ances of  uterine  discharges  as  a  means  of  diagnosis  and  an  indication 
for  treatment  is  the  therapeutic  nihilism  of  recent  leaders  in  gyne- 
cology, who  have  apparently  despaired  of  curing  any  form  of  metritis, 
and  busy  themselves  with  methods  for  extirpation  of  the  organ.  This 
is  emphasized  by  the  dearth  of  exact  information  in  standard  treatises 
as  to  the  character  of  loucorrhcal  discharges,  though  it  may  be  said 
that  the  work  of  Skene  is  a  distinct  exception  in  this  respect. 

As  stated  before,  all  catarrhal  conditions  of  the  utero-tubal  tract 
are  essentially  only  portions  of  the  same  disease,  yet  the  evidences  of 
a  predominant  seat  of  the  chronic  form  of  the  affection  in  one  or 
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the  other  location  are  most  important  from  a  practical  point  of  view, 
for  their  proper  understanding  enables  us  to  apply  curative  agencies 
with  great  precision. 

In  Plates  X  to  XVIII  the  author  presents  the  first  illustrations 
that  have  been  published  of  the  several  varieties  of  cervical  and  cor- 
poreal discharges  of  persistent  character,  drawn  and  colored  directly 
from  nature.  For  this  unique  and  novel  series  we  are  indebted  to  a 
rare  combination  of  skill  and  patience  in  the  artist,  who  spared  no 
trouble  and  time  in  an  effort  accurately  to  portray  on  the  spot  the 
typical  cases  shown  him.^ 

ENDOMETRITIS. 

Cervical  Endometritis. — In  a  state  of  health  there  are  no  appre- 
ciable discharges  from  either  tlie  uterus  or  vagina,  save,  of  course, 
the  menstrual  flow  and  a  slight  mucous  discharge  which  may  precede 
or  follow  it,  yet,  while  there  is  no  excretion,  there  is,  in  a  normal  con- 
dition, sufficient  secretion  from  the  mucous  membranes  of  these  parts 
for  the  maintenance  of  moist  conditions,  and,  doubtless,  for  bacteri- 
cidal purposes,  on  the  one  hand,  and  the  fostering  of  spermatic  life,  on 
the  other.  The  normal  secretion  within  the  vagina  is  whitish,  acid 
in  reaction,  and  tends  to  collect  within  the  folds  and  about  the  cervix 
in  unmarried  women  as  a  white,  curdy  deposit  (Plate  X).  The  nor- 
mal secretion  within  the  cervical  canal  is  clear,  slightly  tenacious, 
and  alkaline  in  reaction.  In  a  condition  of  chronic  mflammation 
this  secretion  of  the  Nabothian  glands  of  the  cervix  becomes  more 
tenacious,  viscid,  and  opaque  (Plates  XIV  and  XV).  It  is,  at  times, 
80  tenacious  that  it  is  impossible  to  wipe  it  away  with  a  cotton  swab. 
When  the  stage  of  the  affection  is  still  purulent  this  viscid,  stringy 
mucus  is  stained  by  admixture  witli  pus-corpuscles,  and  its  reaction  is 
at  these  times  acid. 

This  form  of  cervical  catarrh  is  unquestionably  more  rare  than 
the  form  to  be  described  directly,  and  is  thought,  by  the  author,  to  be 


*  The  coloring  of  these  drawinji^  is  vouched  for  as  a  correct  picture  of 
the  typical  cases  selected,  and,  as  some  of  the  cases  were  drawn  from  patients 
at  various  hospitals,  the  artist  was  enabled  to  obtain  a  technical  corrobora- 
tion of  the  coloring  from  the  physician  in  attendance  in  every  instance.  For 
clearness  of  illustration  it  was,  neverthelens,  necesHary  to  represent  the  vagina 
as  Hhorter  than  naturaL 

• 
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duo  to  a  ])n)f()und  inirrobic  invasion  of  tlic  Nabotliiau  glamls  of  ::.e 
cvrvix  i'roiii  ^onorrlioal  iiifortion  of  long  standing. 

Jn  the  otlirr  form  of  cervical  endometritis  tJie  most  promiutn: 
syiiiiitom  is  the  ";:raniilar  erosion/'  which  is  found  si»reading  fp-iii 
the  external  os  over  a  varying  part  of  the  vaginal  portion  of  the  c-ervix 
in  an  area  concentric  with  the  opening  (Plates  XII  and  XIII).  ThL« 
was  deserihed  by  Bennett  and  the  older  gynecologists  as  "ulceration 
of  the  ciM-vix."  The  true  nature  of  this  morbid  condition  has  b«n 
ascertained  by  llufzc  and  Veit,  in  Germany,  and  de  Sinety,  in  Franw. 
10  be  a  morbid  proliferation  of  tlie  epithelium  surrounding  the  ex- 
ternal OS,  in  association  with  a  similar  condition  witliin  the  cerrical 
canal.  It  is  tlierefore  usually  not  an  ulceration  at  all,  in  the  sense 
that  a  loss  of  substance  exists,  though  this  may  be  the  case,  but  in- 
volves the  sin^uilar  fact  that  tlie  cylindric  epithelium  of  tlie  caTitr 
of  the  (MMvix  is  said  to  be  reproduced  outside  of  the  os  witliin  the 
<rn(i<Ml  area  wli(»re  i)av(.'ment  epithelium  normally  exists.  Several  ex- 
jpljinations  of  this  odd  circumstance  arc  given  by  recent  writers  thoa 
<»f  llie  surLTual  school  holding  that  the  condition  is  frequentlv  pro- 
duced by  iin  c\cr>inn  of  the  lining  of  the  canal  b^*-  reason  of  laceration 
of  the  uiiderlyiui;  tissu(»s  of  the  cervix  in  parous  women,  or  by  a  simple 
<ctropion  of  the  membrane  by  rcas(m  of  its  morbid  redundance  in 
nullij)arjis.  As  11i(»  condition  is  most  frequently  met  with  in  women 
who  have  iicviT  bcrn  ])re.irnant.  the  slight  bearing  of  laceration  on  iU 
])roducii(>n  is.  nevertheless,  evident. 

It  appears  to  the  author  that  these  studies  do  but  little  to  clear 
lip  the  lu-actical  <inestinns  at  issue,  and  that  Tyler  Smith's  claim  that 
tlie  conditions  observed  are  but  secondary  to  a  catarrhal  endometritis 
>\ithin  tlie  Ciivity  -Aro  substsintially  correct.  That  an  eroded  or  pos- 
sibly hypertro]>bied  jind  nliered  epithelium  without  a  catarrhal  eavitv 

• 

may  be  ]»nnliice(]  by  an  acrid  diseharire  from  within  it  is  well  proveil 
by  the  conditinn  noted  on  the  skin  beneath  the  nostrils  in  ne<^lecte<] 
«bildren  with  nasal  catarrh,  where  a  practically  similar  lesion  mav  be 
seen.  In  snme  <»f  these  c.-ises  the  erosion  extends  to  tlie  va^-inal  wall? 
even,  making:  the  resemblance  more  ])erfect.  Tf  the  two  conditions  are 
analoirous  the  absunliiy  of  treatinjr  erosions  external  to  tlie  os  bv 
direct  applicaiioiis  to  this  surface  alone  is  evident. 

It  is  probable  that  this  peculiar  form  of  catarrlial  invasion  of  tlio 
cervical  cavity  is  due  to  a  special  form  of  pathogenic  microbe,  for  ob- 
scrxci's  have  noted  that  the  afTcition  may  involve  the  cavitv  of  the 
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corpus  as  well  as  the  cervix.  That  certain  individuals  are  prone  to 
contract  it  seems  also  established. 

When  the  Nabothian  glands  are  also  affected  there  is  a  tendency 
to  a  closure  of  their  ducts,  producing  shotlike  cysts  projecting  from 
the  surface,  which  may  lead,  by  pressure  atrophy,  to  extensive  cystic 
degeneration  of  the  cervix. 

The  constitutional  symptoms  of  cervical  endometritis  are  less 
marked  than  when  the  affection  is  generally  disseminated  through 
the  whole  organ,  yet  backache,  a  sense  of  weight  in  the  pelvis,  and 
often  menorrhalgia  accompany  the  leucorrhea. 

In  the  treatment  of  these  very  obstinate  affections  mere  applica- 
tions to  the  surface  will  be  ineffective  for  the  reason  already  given, 
that  the  disease  is  situated  deeply  in  the  cervical  mucous  membrane. 
The  most  effective  electric  method  is  the  use  of  mercuric  cataphore- 
sis,  for  here  we  have  a  penetrating  microbicide  and  alterative  that 
may  be  sent  to  any  depth  by  interstitial  diffusion.  The  zinc-mercuric 
method  is  probably  as  effective  as  the  gold-mercuric,  both  being  ap- 
plied in  the  moderate  milliamperage  of  from  30  to  50  to  the  cervical 
cavity.  When  associated  with  moderate  degrees  of  corporeal  endo- 
metritis, as  it  often  is,  it  is  generally  more  expedient  to  employ  the 
mercury  on  either  a  silver  or  copper  electrode,  owing  to  their  smaller 
size  and  the  possibility  of  properly  shaping  them  to  fit  the  cavity. 

ninstrative  Cases. — A  young  lady  of  22,  who  had  been  suffering  from 
menorrhalgia  with  profuse  leucorrhea  for  three  years,  was  sent  to  me  from  a 
neighboring  city.  As  there  had  been  considerable  instrumental  treatment,  re- 
sulting in  moderate  dilatation  of  the  introitus,  a  small  bivalve  speculum  was 
inserted  (contrary  to  my  custom  in  virgins,  as  erosion  is  easily  detected  by 
touch  alone),  revealing  erosion  of  the  os  and  a  softened  and  dilated  cervix  as 
far  as  the  internal  os.  On  inserting  the  sound  the  internal  os  was  found  to  be 
normally  tight  and  the  cavity  of  normal  depth.  It  was  clear,  therefore,  that 
the  affection  was  confined  to  the  cervix  alone. 

As  this  case  and  the  following  one  were  seen  before  the  development  of 
mercuric  cataphoresis,  the  treatment  employed  was  positive  cauterization 
from  a  bare  platinum  electrode  inserted  beyond  the  internal  os  and  slightly 
withdrawn  before  turning  the  current  on.  The  strength  employed  was 
25  milliampdres  twice  a  week,  followed  by  the  induction  current.  At  the 
end  of  six  weeks'  treatment,  succeeded  by  two  weeks'  rest,  her  condition  was 
materially  improved,  as  to  leucorrhea  and  the  general  symptoms,  but  the 
erosion  remained  little  changed.  The  applications  were  now  made  once  a  week 
for  two  months,  with  a  final  relief  from  all  symptoms  and  a  better  appearance 
in  the  eroded  area.    Just  what  the  condition  of  the  os  is  at  present,  some  years 


(lit ion  at  this  time  was  as  follows: — 

Uer  principal  symptom  was  mcnorrhalgia,  associated  with 
stniation  and  intermenstrual  backache.  Examination  revealed  en 
ing  a  lialf-inch  in  all  directions  from  the  o»,  with  copious  m 
ciitarrh  of  a  tenacious  character.  The  inner  os  was  small  and  the 
whole,  measured  but  two  and  one-half  inches. 

In  spite  of  the  scanty  menstruation  it  was  thoug^ht  best  to 
]>Iat ilium  electrode  with  the  positive  current,  beginning  w^ith  20  i 
The  upplicntions  were  made  twice  a  week.  The  following  period  n 
puin  and  there  was  a  gi-cat  lessening  of  the  dischai^gie  ^thout  any  ; 
in  the  np|>earunce  of  the  enulcd  area.  After  two  months'  desultory 
treatment  wah  suspended  for  Che  summer,  as  she  seemed  pimctics 
the  fall  the  applications  were  renewed,  owing  to  one  period  h&vinff 
and  for  the  purpose  of  curing  the  erosion,  resulting^  finally  in 
rot or.it ion  to  health. 

Mi£>s  K.,  a  nuiidcn  ludy  of  40,  had  been  in  poor  health  for  a  lo 
complained  prineipally  of  a  copious  purulent  leucorrhea  and  pain 
spinal  repon.  There  was  no  mcnorrhalgia.    Examination  revealed 
hoftciird  een'ix,  with  an  eroded  surface,  which  I  was  able  to  show 
(Tlate  XIII).    Like  the  other  cases  mentioned,  there  were  distin 
of  noninvolvcmcnt  of  the  corpus. 

The  treatment  in  this  ease  was  by  cupro-mercuric  cataphore 
nary  nickel -plated  pound  bein^  denuded  of  its  plating*  by  dippini 
after  which  the  stem  was  insulated  with  wax  and  the  tip  amal 
redippin<;  in  aeid  and  then  in  mercury  and  rubbing  it  on  moists 
The  stren;:th  of  the  current  >\as  3.")  to  40  milliampdres  for  ten 
peated  twice  a  we*'k.  At  the  end  of  two  months  there  was  a  coi 
hit  ion  of  the  ennled  area  as  well  as  arrest  of  leucorrhea.  She  : 
propriate  medication  for  her  general  health  at  the  same  time. 

Corporeal  Endometritis. — Chronic  inflammation  of  the 
tlio  body  of  tlio  utonis  is  elm  meter  izod  by  an  cnlargfement  o 
tion  of  the  organ  witliout  jjartieipation  of  the  cervix.  This 
il<»tor»fo(l   hv  n.  eoniiKirisoii   of  thfi  eonditions  foiinH    Ki»   ^z^ 
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of  septic  material, — in  other  words,  whenever  the  condition  has  arisen 
independently  of  an  upward  extension  from  a  previously  inflamed 
cervix.  The  leucorrheal  discharge  in  these  cases  is  serous,  whether  it 
be  purulent  or  sanguineous,  and  is  therefore  readily  distinguished 
from  the  cervical  discharge,  though  not  so  readily  observed  in  the  act 
of  issuing  from  the  uterus.  The  therapeutic  management  of  chronic 
corporeal  endometritis  differs  so  little  from  that  of  the  larger  number 
of  cases  of  general  chronic  metritis  that  further  consideration  of  the 
subject  is  incorporated  in  the  following  paragraphs. 

CHRONIC    INFLAMMATION    OP   THE    UTERUS    WITHOUT    EXTENSION 

TO  THE  TUBES  AND  OVARIES. 

Chronic  Metritis. — The  clinical  experience  of  the  author  has  led 
hira  to  the  conclusion  that  either  uterine  catarrh  or  its  consequences 
are  responsible  for  the  sufferings  of  a  large  proportion  of  the  patients, 
married  women  in  particular,  who  consult  physicians  for  symptoms  of 
obvious  pelvic  origin.  Reference  is  made,  of- course,  to  cases  of  a 
chronic  nature  which,  on  examination,  exhibit  an  enlargement  of  the 
unimpregnated  uterus  above  the  size  natural  to  the  state  of  life  of  the 
patient.  Though  such  a  condition  may  date  from  a  puerperal  sub- 
involution and  the  leucorrheal  stage  be  long  past,  its  dependence  on 
an  original  bacterial  invasion  is  none  the  less  definite,  for  in  an  organ 
of  this  particular  structure  the  active  stage  of  inflammation  repre- 
sented by  the  bacterio-phagocytic  contest  occupies  but  a  small  part 
chronologically  of  the  so-called  inflammatory  process,  the  tissue  re- 
action evidenced  in  a  proliferation  of  the  connective-tissue  cells 
becoming  a  far  more  persistent  feature.  The  stubbornness  of  an 
analogous  inflammation  of  the  nasal  mucous  membrane  is  quite 
familiar.  The  persistence  of  a  catarrh  of  the  uterine  mucous  mem- 
brane is  even  more  likely,  for  the  membrane  in  this  case  overlays  a 
tissue  more  open  to  invasion,  and  subject  to  the  periodic  congestions 
of  menstruation  and  pregnancy. 

Clear  views  of  this  nature  are  exceedingly  important  from  a  thera- 
peutic point  of  view,  and  will  displace  from  serious  consideration 
many  minor  mechanical  faults  of  the  uterus  to  which  too  much  atten- 
tion has  been  paid  of  late.  Versions,  flexions,  and  even  moderate 
lacerations  of  the  cervix  booome  of  secondary  importance  in  a  still 
movable  uterus  which  is  the  scat  of  this  trophic  disorder.    The  ver- 
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sions  ami  flexions  are,  in  fact,  often  due  to  the  interstitial  chan^r^ 
vitliin  the  uterine  wall,  either  from  overweight  or  unequal  distribu- 
tion of  the  niorl)id  process  to  one  aspect  or  tlie  other  of  the  miiscuiar 
libers,  while  the  healed  laceration  which,  when  it  occurred,  had  opeceil 
the  avenue  of  infection,  will  present  no  sjTnptoms  after  the  di.s?ipi- 
tion  of  the  inflammatory  process.  To  cut  out  such  healed  scar-ti??u: 
at  this  sta<rc  is  like  locking  the  stable-door  after  the  horses  are  sivy.. 

Siuh  a  purely  mechanical  theory  of  uterine  affections  arf>se  in 
the  prehacterial  age  of  medicine,  and  should  be  dispassionately  re- 
viewcMl  in  the  light  of  this  important  addition  to  human  knowled<^e. 

The  direct  caupc  of  all  cases  of  chronic  metritis  is,  of  course,  a 
microhic  invasion  made  possible  by  a  lessened  physiologic  resistance 
or  a  traumatism.  The  special  microbe  involved  may  be  either  ih-: 
gonoooccus,  in  which  case  an  acute  stage  must  precede  the  one  unrf-r 
consideraiion,^  or  more  ordinary  pathogenic  varieties  which  are  alwav? 

• 

j>rosont  in  the  vagina  and  cervix,  but  never  normally  above  the  interiul 
OS.  It  would  seem  that  the  inner  end  of  the  cervical  canal  was  imde: 
ordinary  circumstances,  an  inner  line  of  defense  against  such  imi- 
sions  by  virtue  of  its  secretions,  and  that  no  pathogenic  organisms 
Fuocof'd  in  pnsj^ing  this  point  unless  the  defenses  of  the  bodv  ai« 
lowered  l>v  neural  conditions  or  bv  traumatism. 

A  (Simulative  incroa.^e  in  a  cervical  endometritis,  coupled  with 
incpMsed  susoe})tibility,  accounts  for  the  upward  invasion  without 
traumatism. 

"J'raumniism,  as  a  cause  of  corporeal  endometritis,  which  is  bu: 
the  earlier  stage  of  parenchymatous  metritis,  includes  the  cases  due 
to  subinvolution,  to  the  retention  of  septic  remnants  of  fetal  mem- 
branes after  instrumental  delivery  or  abortion,  to  laceration  of  the 
crrvix,  and  to  the  harsh  use  of  instruments. 

The  toriTi  chronic  metritis  includes,  therefore,  a  varietv  of  con- 
ditions with  widely  differing  clinical  characters,  dependin*^  on  the 
nature  of  tlie  tissues  mainly  attacked,  as  well  as  the  stage  of  the  affec- 
tion and  tlie  characior  of  the  microbic  cause. 

From  certain  clinical  points  of  view  these  cases  of  chronic  metritis 
are  divisible  into  two  other  classes  that  much  resemble  the  division? 
made  by  the  late  George  M.  l)eard  in  cases  of  sexual  disease  in  the 

'  TIjo  ncnle  sta^jo  of  i^ononlioa  in  n  wnmaii  nifty,  novertlioless,  be  far 
le«s  trouhlesonic  tlian  in  n  man,  a^  i-ointcd  out  by  Xooggci-ath,  and  not  dis- 
tinctly known  to  her  as  such. 
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male.  In  the  one  class  the  affection  occurs  as  a  purely  local  disease, 
the  nervous  organization  of  the  individual  being  so  robust  that  it  fails 
to  be  affected  by  the  local  disturbance;  in  the  other  class  a  far  less 
degree  of  local  trouble  may  be  found,  associated  with  profound  depres- 
sion and  disorder  of  the  nervous  system, — a  disorder  that,  at  times, 
seems  greatly  disproportioned  to  the  local  disease.  On  these  reflex 
symptoms  some  doubt  has  been  thrown  of  late,  but  the  best  proof  that 
pains  in  the  anterior  crural  region  and  in  the  back,  with  or  without 
nervous  prostration,  are  caused  by  this  "irritable"  uterus  is  given  by 
the  disappearance  of  such  symptoms  in  a  sufficiently  large  number  of 
cases  as  a  result  of  local  treatment.  The  reason  of  the  doubt  may 
possibly  have  been  a  lack  of  neurologic  training  in  certain  gynecolo- 
gists, who  have  mistakenly  treated  such  diseases  as  hysteria,  neural- 
gia, locomotor  ataxia,  and  even  scoliosis,  in  the  writer's  experience,  as 
mere  nervous  manifestations  of  pelvic  disease.  The  prevalence  and 
ultimate  discredit  of  the  recent  fad  in  which  it  was  attempted  to  cure 
not  only  uterine  inflammation,  but  many  nervous  diseases,  by  remov- 
ing scar-tissue  from  the  cervix,  may  also  be  partly  responsible  for  this 
attitude. 

In  the  first  class  of  cases  mentioned  the  treatment  may  be  carried 
out  in  the  office,  but  cases  accompanied  by  nervous  prostration  are 
suited  only  to  the  salutary  care  of  an  institution  in  which  both  the 
local  and  nervous  elements  in  the  case  will  receive  due  recognition. 

The  Therapeutic  Problem, — With  full  acquiescence  in  the  belief 
that  all  forms  of  chronic  metritis  are  essentially  bacterial  in  origin, 
it  does  not  follow  that  a  microbicidal  course  of  treatment  is  the  only 
indication  to  be  followed,  notwithstanding  its  evident  importance  even 
in  the  latter  stages.  In  these  stages  of  the  process  a  more  important 
indication  lies  in  the  necessity  for  arousing  and  maintaining  more 
vigorous  trophic  processes  in  the  parts  so  long  overwhelmed  by  foreign 
forces,  for  it  should  be  understood  that  in  place  of  the  active  inflam- 
mation we  now  have  rather  the  debris  of  the  bacterio-phagocytic  con- 
test to  deal  with,  in  the  shape  of  interstitial  exudations  and  prolifer- 
ated connective  tissue.  The  therapeutic  problem  involves  a  correction 
of  these  conditions  and  consequences,  which,  in  the  cases  usually  seen 
by  the  specialist,  have  become  a  far  more  important  factor  in  the  dis- 
ease than  the  original  microbic  invasion. 

The  intra-uterine  therapeutics  of  the  day,  such  as  the  application 
of  caustics  and  the  curette  to  the  interior  of  the  uterus,  have,  doubt- 
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less,  accomplished  results  mainly  by  arousing  the  full  trophic  activi- 
ties of  the  part,  but,  as  stated  by  Apostoli  in  1887,^  "the  general 
reproach  which  may  be  made  against  all  intra-uterine  therapeutics 
adopted  so  far  might  be  summarily  formulated  as  follows: — 

"1.  It  is  brutal,  blind,  and  may  be  dangerous  in  inexperienced 
hands. 

"2.  Its  dosage  is  wanting. 

"3.  It  is  diflScult  to  localize. 

"4.  It  has  a  more  or  less  instantaneous  action,  which  ceases  gen- 
erally after  its  application. 

"5.  It  is  sometimes  sterile,  inefficacious,  or  fanciful. 

*'6.  It  treats  the  mucous  membrane,  but  is  wanting  in  direct 
action  upon  the  parenchyma.*' 

Induced  by  the  success  of  his  work  with  fibroid  tumors  of  the 
uterus,  Apostoli  began,  in  1883,  to  apply  a  similar  technique  to  the 
affections  under  consideration,  and  subsequently  affirmed  its  advan- 
tages in  the  treatise  mentioned  to  be- : — 

"1.  An  easy  method  which  any  gynecologist  can  execute  alone 
and  without  help. 

"2.  A  method  wliich  is  mathematically  dosable ;  which  cauterizes 
much  or  little,  according  to  the  wish  of  the  operator;  and  which  is 
marvelously  subject  to  a  simple  and  precise  graduation. 

"3.  Progressive  cauterization,  which  is  never  instantaneous  and 
which  may  be  administered  in  fractional  doses,  the  effects  of  which 
accumulate  at  the  will  of  the  physician. 

**4.  An  active  cauterization  which  may,  if  we  desire  it,  go  beyond 
the  limits  of  the  mucous  membrane  and  of  which  we  can  easily  grad- 
uate the  extent  and  depth. 

"5.  It  unites  the  galvano-chemic  action  contemporary  with  the 
passage  of  the  current,  and  similar,  according  to  the  active  pole,  to 
that  of  acids  or  of  bases,  and  a  trophic  after-action  followed  by  a 
process  of  retrogression  and  certain  disintegration. 

"6.  A  rapid  method  which  offers  every  facility,  according  to  the 
intensity  of  cauterization,  to  act  with  variable  quickness  according  to 
the  case. 


^  "On  a  New  Treatment  of  Chronic  Metritis,'*  by  Georges  Apostoli.    Trans- 
lated by  A.  Lapthom  Smith,  Detroit,  1888. 
*Ibid.,  page  52. 
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"7.  Absolute  harmlessness  of  the  medication,  which  is  made  in 
an  aseptic  manner  and  without  harshness. 

"8.  Possibility  of  localization  in  a  case  where  we  do  not  wish  to 
effect  more  than  a  limited  extent  of  the  uterine  mucous  membrane. 

"9.  A  weapon  with  a  double  edge,  which,  according  to  the  pole 
in  action,  is  able  to  give  either  a  hemostatic  effect  or  produce  conges- 
tion by  attraction  of  moisture. 

"10.  A  cauterization  which  is  antiseptic  itself  on  account  of  the 
energy  of  the  released  ions  of  electrolysis. 

"11.  The  application  is  little,  or  not  at  all,  painful,  and  does  not 
require  anesthesia." 

The  general  directions  given  by  Apostoli  were  in  harmony  with 
the  known  actions  of  the  two  poles  of  a  constant  current, — namely, 
that  the  positive  pole  was  to  be  used  in  hemorrhagic  conditions  and 
where  a  microbicidal  effect  was  particularly  desired,  while  the  nega- 
tive was  reserved  for  hyperplasia  alone. 

A  personal  experience  that  has  been  by  no  means  small  has  con- 
vinced me  that  these  claims  of  Apostoli  have  been  fully  justified,  both 
from  the  point  of  view  which  requires  that  the  galvano-chemic  process 
be  used  as  a  controllable  means  for  the  destruction  of  the  morbid 
mucous  membrane,  and  from  that  in  which  reliance  is  placed  on  the 
arousing  of  trophic  activities  by  less  currents  applied  on  covered  elec- 
trodes. By  the  process  which  I  have  introduced  to  the  profession,  in 
which  mercuric  salts  may  be  cataphorically  applied  to  the  uterine 
surface  and  parenchyma,  I  have,  moreover,  made  it  possible  to  obtain 
even  quicker  results  in  resolution  of  the  morbid  process  and  absorp- 
tion of  the  redundant  cell-tissue  without  true  cauterization,  for  in  this 
process  the  cauterizing  oxygen  and  chlorine  are  absorbed  by  the  mer- 
cury. This  method  necessitates  the  use  of  the  positive  pole,  but  is 
specially  adapted  to  conditions  requiring  this  polarity,  and  its  employ- 
ment will  not  only  prove  to  be  superior  to  all  surface  medication  of 
the  endometrium,  but  render  curettage  unnecessary  except  when  bulky 
debris  exists  within  the  uterus. 

The  effect  of  these  relatively  strong  intra-uterine  applications 
upon  fertility  deserves  consideration.  In  a  series  of  thirty-two  cases 
reported  in  a  paper  before  the  American  Eloctro-Therapeutic  Associa- 
tion, in  1894,^  I  was  able  to  ascertain  that  six  cases  had  become  preg- 


*  See  Transactions  of  the  American  Electro-Therapeutic  Association,  1894, 
page  78. 
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nant  since  the  termination  of  the  treatment.  At  the  same  meeting 
Apostoli  contributed  a  paper  also,  in  which  he  reported  eighty  cases 
that  had  become  pregnant  after  electric  treatment.  The  proportions 
reported  by  me  are,  of  course,  not  matters  of  definite  ascertainment 
since  a  considerable  number  of  the  cases  treated  were  not  married, 
and  many  instances  of  pregnancy  have,  doubtless,  occurred  among  the 
cases  treated  without  the  knowledge  of  either  observer.  Considering, 
however,  that  the  greater  number  of  all  these  were  unquestionably 
sterile  at  the  beginning  of  treatment,  on  accoimt  of  the  morbid  con- 
ditions of  the  mucous  membrane  and  its  discharges,  it  would  seem 
that  the  effect  is  to  increase  the  fertility. 

Postpuerperal  Metritis;  Neglected  Subinvolution. — Arrested  in- 
volution of  the  postparturient  uterus,  whether  due  to  inertia^  non- 
traumatic infection,  or  traumatic  infection,  is  more  successfully  and 
quickly  treated  by  electricity  than  by  any  other  means  at  our  disposal. 
It  is  even  a  question  whether  normal  involution  would  not  be  materi- 
ally hastened  by  the  systematic  application  of  induction  currents  to  the 
liighly  contractile  tissue  still  constituting  the  bulk  of  the  uterus,  as 
advised  by  Apostoli.  Certain  it  is  that  when  the  natural  process  is 
sluggish  by  reason  of  a  diminished  rate  of  shrinkage  in  the  muscular 
fibers  a  few  applications  of  the  induction  current  from  the  primary  or 
a  coarse  wire  secondary  coil  will  stimulate  the  flagging  muscular  tissue 
to  develop  its  normal  tone.  Sanguineous  discharges  continuing  be- 
yond the  normal  periods  of  their  appearance,  or  recurring  during  the 
first  month  after  parturition,  may  be  controlled  by  one  or  two  such 
applications;  and  if  there  is  no  sepsis  or  traumatism  as  a  causative 
factor,  no  other  treatment  is  necessary.  Either  the  monopolar  or  the 
bipolar  method  may  be  employed,  but  the  primary  current  is  prefera- 
ble. But  it  is  rare  for  subinvolution  to  be  of  so  simple  a  nature, — 
shreds  of  retained  decidua,  a  morbid  condition  of  the  endometrium, 
a  laceration  or  other  trauma,  being  the  determining  causes  of  a  septic 
endometritis  to  which  the  subinvolution  is  due.  In  these  cases  the 
constant  current  is  indicated  with  the  simple  positive  pole  or  with 
zinc-mercuric  cataphoresis  if  the  hemorrhagic  feature  predominates, 
though  in  simple  cases  the  covered  elastic  electrode  is  best  on  account 
of  giving  the  least  pain.  The  swelling  method  (gradually  increased 
and  diminished  currents)  should  be  employed,  with  a  dosage  varying 
from  25  to  60,  or  more,  milliamperes.  To  this  the  induction  current 
mav  also  be  added. 
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For  a  septic  condition  of  the  uterus  the  positive  mercuric  pole  is 
the  most  satisfactory,  owing  to  its  distinct  bactericidal  powers,  and,  if 
the  foul  discharge  comes  from  only  small  shreds  of  retained  membrane 
or  clots,  it  is  quite  unnecessary  to  resort  to  the  risks  and  loss  of  blood 
attending  the  use  of  the  curette.  The  drainage  that  follows  a  constant 
application  will  usually  be  amply  sufficient  to  carry  off  these  shreds 
when  detached  by  the  action  set  up  by  the  current ;  but  if  the  placental 
remnants  be  large  and  abundant  the  dull  curette  should  be  used  before 
the  alterative  and  contracting  applications  are  made.  In  the  author^s 
opinion,  the  sharp  curette  should  be  abandoned  altogether,  as  its  indi- 
cations are  better  met  in  every  case  by  the  constant  current  alone. 

Hemorrhagfic  Metritis. — This  condition  is  either  due  to  the  reten- 
tion  of  shreds  in  neglected  subinvolution  or  to  a  vegetative  hyper- 
trophy of  the  mucous  membrane  of  the  body  (adenomatous  endome- 
tritis), or  finally  to  hemophilia.  Its  treatment,  except  when  due  to 
the  last-named  condition,  yields  the  most  accurate  and  successful  re- 
sults in  the  whole  range  of  electro-therapeutics.  The  writer  has  never 
had  a  case  fail  to  respond  promptly  to  the  proper  use  of  the  positive 
pole  of  the  constant  current,  after  the  method  popularized  by  Apostoli, 
in  which  sectional  electrodes  are  used  for  the  purpose  of  cauterizing 
the  entire  mucous  membrane  of  the  cavity,  step  by  step.  Since  the 
adoption  of  a  mercury-coated  zinc  electrode,  however,  he  is  convinced 
that  time  may  be  gained  by  its  use  in  place  of  the  carbon  instrument. 
The  first  applications  with  any  kind  of  electrode  are,  nevertheless, 
likely  to  induce  bleeding,  which  lessens  in  amount  with  each  subse- 
quent application.  The  instrument  should  always  be  bare,  and  the 
current-strength  may  vary  from  50  to  100  railliamperes,  according  to 
the  obstinacy  of  the  case. 

It  is  important  to  note  that  the  applications  should  never  be 
made  during  a  menstrual  period,  if  the  bleeding  is  not  continuous. 
It  is  usually  possii)le  to  distinguish  between  the  intermenstrual  period 
and  the  menstrual  flow  even  in  a  case  that  presents  continual  drib- 
bling. In  the  latter  case  an  exception  may  be  made  for  a  few  appli- 
cations in  the  rule  of  a  five-day  interval  between  intra-uterine  appli- 
cations, which  are  made  every  other  day  for  a  time.  The  largest  elec- 
trode that  can  be  inserted  should  be  used. 

Hyperplasia  of  the  Uterus,  With  or  Without  Cervical  Laceration. 
— It  is  by  no  means  rare  for  the  clinician  to  encounter  cases  which, 
presenting  the  nervous  symptoms  of  chronic  metritis  related  above. 
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reveal,  on  examination,  an  enlarged  uterus  without  notable  discharge 
from  the  cavity.  The  uterus,  as  a  whole,  may  be  enlarged,  but  the 
hypertrophy  is  generally  limited  to  the  corpus  alone,  which  is  indu- 
rated, usually  retroposed  or  retroflexed,  and  only  moderately  fixed  if 
the  appendages  are  healthy. 

Such  cases  are  instances  of  the  later  stages  of  chronic  metritis, 
and  will  usually  give  a  history  of  more  or  less  discharge  at  an  earlier 
period.  The  cervix,  in  many  such  cases,  will  show  a  healed  laceration, 
showing  clearly  the  avenue  by  which  the  infection  originally  entered. 

It  is  in  this  class  of  cases  that  Emmett's  operation  of  trachelor- 
rhaphy has  been  most  frequently  performed,  and  some  of  my  cases  were 
instances  in  which  the  operation  had  already  been  done,  without  relief 
of  the  symptoms  or  material  lessening  of  the  abnormal  bulk  of  the 
organ.  It  is,  of  course,  conceivable  that  this  operation  may  result  in 
a  lessened  bulk  of  the  uterus  by  its  derivative  and  revulsive  effects, 
though  erroneously  performed  in  a  belief  that  the  healed  tear  was  a 
source  of  the  symptoms ;  but  this  is  rare  excepting  when  the  cervix 
participates  in  the  hypertrophy. 

The  true  lesion  in  these  cases  is  unquestionably  a  degeneration 
of  the  muscular  substance  of  the  uterus  and  its  replacement  by  embry- 
onic tissue  of  sluggish  vitality.  The  ideal  treatment  is,  therefore,  one 
which  will  stimulate  metabolic  activities,  promote  absorption,  and 
favor  regeneration  of  the  muscular  fibrils.  Nothing  can  equal  the 
negative  pole  of  the  constant  current  for  these  purposes,  assisted  by 
concurrent  applications  of  the  contracting  induction  current  (from 
either  the  primary  or  a  course-wire,  secondary  coil).  The  constant 
current  is,  by  far,  the  most  important  portion  of  the  electric  treatment, 
and  should  be  applied  in  appropriate  dose. 

Illustrative  Cases. — Mrs.  M.,  aged  31,  an  excellent  instance  of  the  class 
mentioned  in  which  the  general  nervous  system  had  resisted  the  effects  of 
pelvic  disease,  was  admitted  to  the  sanatorium  from  a  neighboring  city.  The 
uterine  trouble  from  which  she  suffered  dated  from  her  first  confinement  seven 
years  before,  and  was  aggravated  by  each  of  two  subsequent  confinements,  the 
last  having  been  eighteen  months  previously.  She  complained  of  sacral  aching 
and  a  dragging  sensation  in  the  pelvis  which  was  aggravated  by  the  erect 
posture  and  by  walking,  rendering  her  particularly  miserable  in  the  evening. 
Menstruation  was  regular,  but  scanty,  and  the  alimentary  functions  were 
normal.  There  had  been  a  history  of  considerable  leuconhea,  but  none  was 
now  complained  of. 
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Examination  showed  an  enlarged,  retroverted  uterus  with  an  eroded  os 
and  a  cavity  four  inches  in  depth,  exuding  inspissated  mucus.  A  spot  in  the 
rear  of  the  uterus  was  extremely  tender.  She  had  been  wearing  a  Smith-Hodge 
pessary,  which  was  removed.  Treatment  was  begun  by  vaginal  alternatives 
of  the  constant  current  and  the  secondary  induction,  but  it  was  quickly 
changed  to  covered  negative  intra-uterine  applications  of  30  milliampdres  in 
view  of  the  absence  of  disease  of  the-  appendages,  aUernating  with  the  vaginal 
applications.  In  five  days  there  was  a  decided  relief  of  soreness;  but  it  was 
necessary  to  continue  treatment  six  weeks  in  the  house,  followed  by  several 
months'  office  treatment  at  intervals  before  complete  symptomatic  cure.  At 
this  time  the  uterus  was  normal  in  size  and  depth  and  but  slightly  retroposed. 
The  completeness  of  the  cure  has  been  tested  by  five  years'  observation  and  one 
pregnancy  without  relapse. 

Mrs.  P.,  aged  33,  was  sent  to  me  by  Dr.  Oaks,  of  North  Ridgeville,  Ohio. 
This  case  was  a  good  example  of  the  second  class  of  cases  mentioned,  where 
uterine  disease  reacted  unfavorably  on  the  nervous  system  in  connection  with 
other  depressing  agencies.  She  had  been  married  but  four  years ;  but  had  been 
in  bad  health  since  four  years  before  marriage,  which  had  been  sterile.  The 
beginning  of  the  trouble  was  clearly  in  a  virginal  endometritis  with  menorrhal- 
gia  dating  from  puberty,  and  the  gradually  increasing  uterine  involvement  had 
been  assisted  by  a  neuropathic  heredity  and  the  strain  of  nursing  a  sick 
mother.  The  pain  continued  very  severe  at  tlie  periods,  with  scanty  flow,  and 
there  was  vaginismus  and  dyspareunia.  She  complained  of  a  neuralgic  pain 
"all  over  the  body"*  that  was  most  distressing  at  night.  Examination  showed 
the  uterus  enlarged,  retroflexed,  adherent,  and  very  tender.  The  cavity  was 
three  and  one-half  inches  deep  and  exuded  considerable  muco-pus.  The  patient 
was  placed  on  a  six  weeks'  course  of  intra-uterine  negative  applications  of  20 
to  30  milliampdres  and  the  rest  cure  with  general  electric  stimulation,  and  very 
shortly  showed  an  improvement  in  both  local  and  general  symptoms,  followed 
by  an  ultimate  restoration  of  health. 

Mrs.  C,  aged  26,  applied  for  treatment,  complaining  of  weak  back  and 
pain  in  the  pelvis.  She  had  never  been  pregnant,  and  the  leucorrhea,  which  had 
lasted  for  four  years,  was  clearly  traceable  to  one  or  more  attacks  of  gonor- 
rhea. The  uterus  was  but  slightly  above  the  normal  size,  yet  tender  and 
exuding  abundant  muco-pus.  She  was  placed  on  positive  intra-uterine  appli- 
cations of  20  milliamp^res  once  a  week  and  negative  vaginal  applications  twice 
a  week.  Pain  was  shortly  relieved,  and  by  the  following  month  the  leucorrhea 
had  been  controlled. 

Senile  or  Atrophic  Metritis. — The  importance  of  this  form  of 
metritis  has  been  particularly  shown  by  Skene.*  Tt  may  be  resultant 
from  a  purulent  endometritis  of  earlier  years  that  has  been  neg- 


*  "Mt'ditttl  Gynecology,"  page  489. 
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lected  or  it  may  be  developed  after  the  menopause.  By  reason  of 
the  lowered  vitality  of  the  senile  sexual  organs  this  affection  is 
unusually  intractable  to  ordinary  methods  of  treatment,  the  ulcer- 
ation of  the  mucous  membrane  resulting  in  its  ultimate  destruction 
and  of  the  tissues  beneath  it  also  at  times.  The  resemblance  to  car- 
cinoma is  very  great  in  the  later  stages  of  erosion,  from  which  it  can 
be  clinically  distinguished  by  the  leucorrhea  being  muco-purulent  or 
merely  purulent  instead  of  serous,  as  in  cancer. 

Goelet  has  recommended  the  negative  pole  of  the  constant  cur- 
rent, but  my  own  experience  indicates  that  zinc-mercury  cataphoresis 
is  far  superior  owing  to  its  noncauterant  action  and  the  specially  help- 
ful effects  derivable  from  the  nascent  chemicals  released.  A  smaller 
current-strength  is,  moreover,  sufficient  in  the  latter  case,  being  propor- 
tional, however,  to  the  extent  and  stage  of  the  disease.  From  20  to 
50  milliamperes  applied  to  the  whole  of  the  affected  surface  twice  or 
thrice  weekly  quickly  removes  all  odor,  and  will  result  in  a  complete 
cure  in  several  months. 

CHRONIC   INFLAMMATION  OF  THE   UTERUS   WITH  EXTENSION 

TO  THE  TUBES  AND  OVARIES. 

Metrosalpingitis. — Though  it  is  rare  for  the  physician  to  encoun- 
ter an  endometritis  or  metritis  in  an  acutely  active  stage  (unless  due  to 
gonorrhea  or  bad  surgery),  it  is  not  unusual  to  be  called  in  a  case  of 
acute  or  subacute  salpingitis,  either  original  or  recurrent,  and  in  such 
;  case  the  judicious  use  of  vaginal  applications  of  the  bipolar  induction 
current  at  the  bedside  will  not  only  replace  opium  and  other  sedatives 
largely,  but  materially  reduce  the  extent  and  duration  of  the  inflam- 
mation. Care  should  be  observed  not  to  cause  pain  either  by  the  in- 
sertion of  the  electrode  or  by  the  current,  which  should  invariably  be 
from  a  long,  fine,  secondary  wire  and  controlled  carefully.  The  bipolar 
electrode  should,  of  course,  be  warmed  before  insertion,  as  pointed  out 
by  Goelet,  the  patient  lying  at  ease  in  bed  and  well  covered,  and  the 
application  should  be  prolonged  for  fifteen  or  twenty  minutes.  If 
distinct  relief  is  experienced  (and  generally  there  is  a  pronounced 
relief  of  pain)  the  application  may  be  repeated  twice  a  day. 

Among  the  conditions  closelv  allied  to  chronic  catarrhal  metro- 
salpingitis  and  salpingo-oophoritis  are  interstitial  or  parenchymatous 
salpingitis,   purulent   salpingitis,   pyosalpinx,   hydrosalpinx,  hemato- 
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salpinx,  and  simple  ovaritis,  with  or  without  prolapse  of  the  organs. 
Each  of  these  conditions  is,  of  course,  readily  diagnosed  during  or  after 
an  abdominal  section,  but,  as  the  desire  of  the  conservative  gynecolo- 
gist is  the  cure  of  the  patient  without  a  cutting  operation,  he  is  re- 
stricted almost  entirely  to  the  very  probable  diagnoses  made  by  an 
educated  bimanual  touch  in  connection  with  the  subjective  and  other 
available  objective  symptoms;  and  when  we  reflect  upon  the  high 
training  that  may  be  attained  by  the  skilled  finger  in  detecting  the 
grosser  difference  between  these  several  conditions,  and  the  fact  also 
that  they  are  all  merely  different  stages  and  differently  situated  evi- 
dences of  the  same  disease, — inflammation, — it  would  seem  that  such 
diagnoses  were  amply  sufficient  for  this  class  of  work.  If,  for  instance, 
the  doubt  lay  between  a  simple  salpingitis  or  an  ovaritis,  and  the  case 
could  be  cured  by  vaginal  applications  of  electricity  without  resolving 
the  doubt,  the  patient  would  surely  prefer  us  to  leave  the  matter  un- 
certain rather  than  have  a  dangerous  exploratory  laparotomy  for  the 
satisfaction  of  curiosity,  even  though  the  curiosity  be  thoroughly 
scientific. 

In  their  pronounced  stages  these  several  conditions  are  quite 
amenable  to  reasonably  correct  diagnosis  by  touch,  pointing  to  certain 
variations  in  the  electric  treatment. 

In  subacute  or  chronic  metrosalpingitis,  evidenced  by  pain  be- 
tween the  periods,  tonderncps  in  one  or  both  vaginal  fornices,  and  by 
a  more  or  less  clearly  defined  enlargement  of  the  tube  or  by  mere 
bogginess  in  its  region,  the  treatment  must  at  first  be  altogether 
vaginal,  both  constant  and  induction,  though  a  moderate  constant  cur- 
rent may  be  quickly  attained.  The  results  in  lessened  pain  and  shrink- 
age of  the  hypertrophied  tissue  are  soon  attested,  for  the  parts  are 
membranous  and  easily  reached  by  a  sufficient  density  of  current,  even 
though  indirectly  applied.  That  drainage  through  the  uterus  may  be 
promoted,  particularly  by  the  negative  pole  in  the  vagina,  is  unques- 
tionable. 

Since  the  last  edition  of  this  work  appeared  I  have  been  able  to 
obtain  even  better  and  quicker  results  from  vaginal  mercuric  cata- 
phoresis  in  metrosalpingitis,  by  the  technique  described  at  page  132. 

This  treatment  alone  can  be  relied  on  to  secure  a  practical  cure 
in  a  consiflerable  proportion  of  the  cases,  but  the  majority  will  demon- 
strate that  vaginal  applications  of  electricity  alone  will  be  insufficient, 
for  the  probable  reason  that  much  of  the  original  mischief  remains  in 
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the  uterus.  When,  therefore,  a  considerable  amelioration  of  the  symp- 
toms has  been  gained  by  the  vaginal  treatment,  but  the  progress  Hm 
far  made  does  not  continue,  the  uterus  being  reasonably  moYable, 
though  with  pain,  and  manifestly  enlarged,  we  should  resort  to  tenta- 
tive intra-uterine  applications  without  further  delay. 

The  intra-uterine  treatment  should,  nevertheless,  be  carefully 
watched,  since  acute  salpingitis  or  ovaritis  or  an  encysted  purulent 
inflammation  of  either  organ  will  be  made  worse  by  this  form  of  treat- 
ment. Increased  pain  or  a  recrudescence  of  inflammation  in  a  pyo- 
genic cavity  will  often,  indeed,  attend  the  mere  passage  of  a  sound; 
but,  as  pointed  out  by  Apostoli,  an  intolerance  of  intra-uterine  con- 
stant current  applications  points  so  unerringly  to  encysted  pus  as  to 
become  a  means  of  establishing  an  exact  diagnosis.  I  am  myself  con- 
vinced that  we  may  trench  closely  upon  this  debatable  gronnd  with 
every  advantage  to  the  patient  if  precautions  be  observed  to  eliminate 
all  harshness  of  manipulation  from  the  method.  If,  for  instance,  a 
covered  spiral  electrode  only  be  used,  inserted  by  touch  only  without 
the  speculum  and  without  drawing  upon  the  uterus  or  otherwise  dis- 
turbing its  relations  to  the  surrounding  tender  parts,  we  may  test  the 
intolerance  of  the  case  to  electricity  itself,  which  is  quite  another 
matter  from  its  tolerance  to  a  more  or  less  brutal  handling  plus 
the  electricity.  The  spiral  electrode  will  adapt  itself  readily  and  pain- 
lessly to  any  shaped  cavity,  and,  when  employed  as  a  positive  pole, 
which  is  preferable,  will  not  only  inaugurate  a  wholesale  change  in 
the  activity  of  tissue-metamorphosis  within  the  affected  structures  of 
the  uterus,  but  ultimately  promote  drainage  from  the  uterine  end  of 
the  tube.  IjOss  pain  is  produced  also  if  the  electrode  be  only  partly 
inserted  during  the  first  applications. 

Twenty  milliampcres  is  ample  for  a  beginning  in  these  tentative 
applications,  repeated  every  fourth  or  fifth  day,  though  the  daily 
vagino-abdominal  treatment  should  be  continued  as  usual.  The  fol- 
lowing cases  may  be  cited  as  examples  in  which  the  uterine  seat  of  the 
affection  was  still  mainly  predominant: — 

Illustrative  Cases. — Mrs.  W.  F.  D.,  aged  27,  entered  the  sanatorium  from 
ft  town  in  the  interior  of  Pennsylvania  \^'ith  a  history  of  continuous  sufTering 
since  the  birth  of  an  only  child  eight  years  before.  Instruments  had  been 
used  at  her  confinement  and  she  was  in  bed  three  months  afterward.  There 
was  a  continuous  sensation  of  weight  in  the  pelvis,  a  band  sensation  about  the 
waist,  and  constant  pain  in  the  bladder  and  ovarian  region.     Examination 
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showed  the  uterus  posteriorly  placed,  enlarged,  and  brawny,  with  a  tender 
mass  in  the  region  of  the  left  tube  and  ovary.  She  had  painful  periods  and 
a  constant,  copious  leucorrhea.  For  two  weeks,  the  patient  was  placed  on 
vagino-abdominal  applications  with  both  currents  and  general  electric  stimu- 
lation, with  but  moderate  results.  I  then  determined  to  test  the  effect  of  intra- 
uterine treatment,  30  milliampdres,  positive,  being  used  with  the  elastic  elec- 
trode. Considerable  pain  resulted  from  the  first  application,  but  before  the 
next  day  the  band  sensation  had  disappeared,  and  never  returned.  The  intra- 
uterine treatment  was  continued  twice  a  week  for  six  weeks,  when  she  re- 
turned home  practically  well.  Four  years  later  the  permanence  of  the  cure  was 
attested  by  every  evidence  of  blooming  health. 

Miss  P.,  aged  24,  was  suffering  from  a  catarrhal  and  congestive  condition 
of  the  uterus  and  left  tube  and  ovary,  traceable  to  a  fall  from  a  hammock 
sixteen  months  previously,  which  had  been  ineffectually  treated  by  the  ordi- 
nary methods.  The  most  striking  symptoms  on  admission  were  weakness  in 
the  back,  inability  to  walk  far,  a  sensation  described  as  a  burning  or  itching 
in  the  ovarian  regions,  and  a  considerable  leucorrhea.  Examination  showed 
the  uterus  enlarged  and  giving  exit  to  a  nmco-purulent  discharge  and  the  left 
tube  very  tender.  She  was  placed  on  positive  intra-uterine  applications  of 
from  20  to  25  milliamp^res  to  the  cavity  twice  a  week,  and  both  currents, 
vagino-abdominal,  at  frequent  intervals  for  six  weeks,  followed  by  occasional 
intra-uterine  applications  for  three  months  longer,  resulting  in  relief  of  all 
symptoms  and  a  restoration  to  health  which,  at  this  writing,  ten  years  later, 
remains  perfect. 

Mrs.  W.,  aged  35,  applied  at  the  hospital  October  22,  1895,  complaining 
of  pain  in  the  back  and  lower  portion  of  the  abdomen  and  a  peculiar  sensation 
in  the  top  of  the  head,  which  dated  from  two  miscarriages  and  a  probable 
specific  infection  twelve  years  before.  She  had  been  sterile  since  the  gonor- 
rheal attack.  Menstruation  had  been  scanty  of  late.  The  condition  of  the 
cervix  and  its  discharges  are  shown  in  Plate  XVIII,  having  been  drawn  at  the 
time  by  the  artist.  The  bimanual  examination  revealed  posterior  fixation  and 
moderate  enlargement  of  the  uterus  with  indefinable  bogginess  in  the  left 
tubal  region.  Just  before  seeing  me  a  colleague  in  the  hospital  had  given  the 
opinion  that  a  removal  of  the  tubes  and  ovaries  was  essential  to  saving  her 
life.  She  was  placed  on  negative  vagino-abdominal  applications  of  50  milliam- 
pdres  for  three  months,  during  which  time  there  appeared  great  improvement' 
in  the  symptoms.  The  treatment  was  now  changed  to  cupro-mercuric  applica- 
tions within  the  uterus  of  20  and  30  milHamp^res  once  a  week  for  three 
months.  The  symptomatic  cure  was  perfect  at  the  end  of  six  months,  the 
patient  declaring  herself  well. 

• 

Purulent  Salpingitis  (Pyosalpinx).  —  A  neglected  catarrhal 
metrosalpingitis,  particularly  of  gonorrheal  origin,  readily  becomes 
muco-pumlent,  demanding  a  more  protracted  electric  tresftment  be- 
fore a  cure  can  be  obtained  by  the  methods  already  described.    If  of 

• 
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long  standing,  and  drainage  through  the  uterine  mouth  of  the  tube 
has  been  unobstructed,  we  can  readily  detect  the  interstitial  enlarge- 
ment and  exaggerated  convolutions  that  have  been  looked  upon  as  an 
after-excuse  for  many  unnecessary  excisions.  Such  a  condition  ia 
as  surely  curable  under  positive  vaginal  applications,  assisted  by  the 
induction  current  and  by  subsequent  intra-uterine  treatment,  as  any 
similar  catarrhal  affection  elsewhere  in  the  body,  the  intra-uterine 
treatment  being,  of  course,  carefully  employed  with  a  view  of  increas- 
ing the  drainage.  If  a  true  pyosalpinx  be  suspected  to  exist  on  account 
of  the  discovery  of  a  cyst  in  this  situation,  due  to  an  obstructed  uterine 
end  of  the  tube  and  accumulation  of  its  muco-purulent  contents,  the 
physician  is  called  to  make  a  decision  fraught  with  consequences  of 
intense  interest  to  the  patient.  Shall  he  attempt  to  cure  the  patient  by 
restoring  the  parts  to  their  normal  functions,  or  resort  to  an  operation 
for  their  destmction  as  hopelessly  diseased?  This  is  the  burning 
question  of  the  present  day  in  countless  homes,  and  it  is  to  be  feared 
that  the  counselors  in  whose  hands  the  decision  has  been  trustfully 
placed  are  at  times  wanting  in  a  full  appreciation  of  their  respon- 
sibility in  the  matter. 

The  decision  that  followed  as  a  matter  of  course  at  the  date  of  the 
preceding  edition  of  this  work  was  an  immediate  operation,  involving 
the  removal  of  the  tube  and  ovary  on  the  affected  side.  In  most 
cases  this  first  operation  was  shortly  followed  by  another,  in  which  the 
remaining  tube  and  ovary  were  removed.  Later,  the  uterus  was  re- 
moved, and  what  was  then  left  of  the  woman  after  these  sexual 
oblations  was  advised  to  "try  electricity." 

Fortunately,  this  program,  while  still  adhered  to  in  the  ''prov- 
inces," has  been  largely  replaced  in  the  hands  of  surgical  leaders  by 
attempts  at  more  conservative  operations,  though  the  implicit  faith  in 
the  knife  as  the  only  weapon  to  be  employed  in  the  pelvic  affections  of 
women  remains  in  evidence. 

Elements  Ooverning  Decision  in  Favor  of  Treatment  or  Con- 
servative Operation. — Though  the  author  pleads  for  greater  delibera- 
tion on  the  part  of  medical  men  in  deciding  on  the  proper  line  of 
treatment  for  these  cases,  including  a  full  recognition  of  the  irrepa- 
rable change  produced  in  a  woman^s  life  by  the  removal  of  the  ap- 
pendages (and  usually  the  opposite  appendages  must  either  be  re- 
moved at  the  primary  operation  or  at  a  later  one,  for,  of  course,  these 
cases   of  mere  inflammatory  consequences   are  never  really   mono- 
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lateral),  he  does  not  mean  to  imply  that  the  decision  is  an  easy  one  to 
make.  A  true  accumulation  of  encysted  pus  in  the  pelvis  must  be 
treated  by  incision  and  vaginal  drainage,  even  when  subacute.  The 
discrimination  between  this  class  and  that  in  which  an  enlarged  tube 
merely  contains  muco-pus  must  be  based  on  the  clinical  conditions, 
which  show  far  less  acuteness  in  the  latter.  The  cases  of  mere  muco- 
purulent accumulation  are  also  more  often  associated  with  a  chronic 
discharge  from  the  mouth  of  the  uterus,  proceeding  at  times  from  the 
tubes  themselves.  Finally,  the  instances  of  true  abscess  are  almost 
always  traceable  to  the  gonococcus,  which  introduces  additional  ele- 
ments favoring  the  operation  because  of  the  longer  time  that  will 
probably  be  required  to  cause  resolution  by  electric  treatment. 

But,  in  the  absence  of  semi-acute  pus  collections,  the  physician 
who  favors  electric  treatment  is  not  compelled  to  arrive  at  a  final  de- 
cision between  electricity  and  the  knife  at  once.  When  in  doubt  it  is 
his  duty  to  guard  the  patient's  interests  by  testing  the  response  of  the 
case  to  vaginal  applications,  which  can  do  no  harm,  while  they  may 
cure;  and  if  the  patient  does  not  improve  under  a  judicious  series  of 
such  applications  he  is  still  in  a  position  to  appeal  to  surgery  under  im- 
proved chances  of  cure,  which  is  far  more  than  can  be  said  of  a 
reversed  order  of  therapeutic  efforts. 

The  conditions  confronting  the  physician  in  these  patients  are 
well  illustrated  by  the  foljowing  case  reported  to  the  American 
Electro-Therapeutic  Association  by  the  author  at  its  meeting  at 
Buffalo  in  September,  1901.* 

The  Case  of  Mrs.  D.  A  Study  in  Contemporary  Oynecologry. — The  salient 
points  in  Mrs.  D.'s  case  run  through  the  whole  gamut  of  modem  routine  gyne- 
cology, but,  unfortunately,  Mrs.  D.'s  case  is  not  here  reported  because  of  ita 
unusual  character.  It  is  rather  as  an  example  of  everyday  experience  that  I 
hold  up  the  mirror  to  this  bit  of  nature  and  art. 

The  picture  is  not  a  pretty  one  either,  when  Mrs.  D.  is  first  seen  weeping 
because  one  of  the  members  of  her  body  had  been  hastily  sacrificed.  But  this 
need  not  be  dwelt  upon,  for  how  many  other  women  are  also  weeping  that 
gynecology  may  teach  general  surgeons  the  beautiful  art  of  abdominal  surgery? 

The  medical  and  surgical  history  of  this  case  begins,  as  usual,  in  painful 
menstruation.  In  April,  1803,  at  the  age  of  21  years,  the  cervix  was  dilated 
by  the  young  chief  of  clinic  whom  she  consulted  at  a  college  hospital.  This 
forcible  dilatation  was  followed,  as  frequently  happens,  by  the  formation  of 


*  Journal  of  Advanced  Therapeutics,  January,  1902,  page  31. 
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a  tender  mass  in  the  region  of  the  rig)it  ovary.  Three  months  later,  labile  in 
this  condition,  she  married,  her  physician  advising  her  to  prevent  pregnancy 
for  a  while,  so  she  states,  by  the  use  of  douches  of  cold  water. 

Marriage  at  such  a  time  and  in  such  a  condition  was  necessarily  doomed 
to  be  accompanied  by  an  imperfect  development  of  the  new  functions  incident 
to  the  state,  in  spite  of  which  it  seems  that  pregnancy  ensued  and  w^as  mis- 
taken by  her  physician  for  an  aggravation  of  her  inflammatory  trouble,  and, 
as  the  operating  days  of  the  chair  of  gynecology  came  around  regularly,  she 
was  persuaded  to  have  the  ovary  taken  out.  This  was  done  three  months 
after  marriage,  the  inflamed  ovary  and  tube  being  removed  and  a  significant 
curettage  of  the  uterus  also  performed.  From  that  day  the  patient  states  she 
has  been  a  sick  woman. 

When  first  seen  in  clinic  by  myself  seven  years  later  her  condition,  which 
had  remained  stationary  for  some  years,  had  recently  become  worse.  The  left 
ovary  and  tube  were  now  in  an  unhealthy  condition,  a  soft,  tender  tumor  about; 
the  size  of  a  duck's  egg  presenting  in  this  situation,  and  she  had  just  been 
told  by  the  surgeon  who  operated  before  that  another  operation  was  necessary, 
and  the  remaining  ovary  and  tube  would  have  to  be  removed. 


Fig.  38. — The  Author's  Monopolar  Vaginal  Electrode. 

As  the  patient  was  desirous  of  having  children,  if  possible,  I  decided  to 
make  an  efi'ort  to  cause  resolution  in  the  inflamed  appendages,  believing  that 
the  tumor  whi6h  had  caused  her  ad\isers  to  urge  her  to  risk  her  life  again 
and  bring  upon  herself  the  consequences  of  castration  was  merely  a  chronically 
inflamed  tube. 

The  mode  of  treatment  adopted  in  the  efi'ort  to  produce  resolution  of 
this  deeply  seated  morbid  process  was  the  well-understood  vagino-abdominal 
application  of  the  constant  current,  the  positive  pole  being  within  the  vagina. 
From  50  to  70  milliampdres  were  employed  three  times  a  week,  followed  by 
the  fine-wire  induction  current,  each  being  allowed  to  flow  four  minutes.  The 
only  unusual  feature  of  the  treatment,  and  one  to  which  I  wish  to  direct  your 
particular  attention,  was  the  use  of  a  bare  brass  vaginal  electrode  (Fig.  38) 
freely  amalgamated  with  mercury.  As  this  pole  was  positive,  the  vaginal 
surface  nearest  the  tubal  region  received  a  considerable  quantity  of  ionized 
mercury  and  copper  by  cataphoresis,  and,  under  the  repeated  applications, 
much  of  this  highly  valuable  alterative  must  have  reached  the  inflamed  ad- 
nexa.  Some  irritation  of  the  vaginal  surface  next  the  ovary  resulted,  of 
course,  and  after  three  weeks*  treatment  the  applications  had  to  be  inter- 
mitted for  a  time. 
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At  the  end  of  two  months  the  tumor  was  smaller,  a  fact  which  the 
previous  attendant,  to  whom  the  patient  clandestinely  went  at  intervals,  was 
the  first  to  notice.  At  the  end  of  six  months  the  tumor  could  not  be  found, 
though  some  tenderness  and  contraction  of  the  parts  still  existed.  During  the 
treatment  the  patient  reported  periods  of  leucorrheal  flow  of  a  watery  char- 
acter, probably  from  the  emptying  tube,  but  this  source  could  not  be  verified. 

To-day  this  patient,  who  had  thought  seriously  of  obtaining  a  divorce 
from  her  husband  during  the  seven  years  since  her  marriage,  is  in  the  enjoy- 
ment of  a  happy  married  life,  clouded  only  by  the  continued  absence  of  the 
stork. 

[At  the  date  of  publication,  more  than  four  years  after  the  above  report, 
the  patient  continues  in  good  general  and  local  health.  Tlie  region  of  the  left 
ovary,  which  had  been  the  site  of  the  tumor  under  treatment,  presented  no 
evidences  of  the  tumor  having  been  existent  except  some  painless  contractions, 
which  were  probably  in  the  tissues  of  the  vagina  only.] 

DISCUSSION. 

Dr.  Robert  Reybum,  of  Washington,  D.  C,  said  that  he  had  been  deeply 
interested  in  this  paper.  For  years  he  had  been  looked  upon  by  the  members 
of  his  local  society  as  an  old  fogy  because  he  was  not  willing  to  practice  or 
sanction  the  present  fashionable  wholesale  removal  of  tubes  and  ovaries.  He 
looked  upon  this  practice  as  a  crying  shame,  and  thought  the  Association 
should  set  its  face  steadfastly  against  it.  The  removal  of  the  uterine  ap- 
pendages ruins  the  woman's  life,  and  is  a  procedure  that  should  not  be  resorted 
to  without  a  most  careful  and  conscientious  consideration. 

Dr.  S.  W.  Bayliss,  of  Buffalo,  congratulated  the  author  on  this  very 
practical  paper.  Cases  like  the  one  forming  the  text  of  the  paper  were  met 
with  almost  daily  in  general  practice.  He,  too,  believed  that  the  indiscriminate 
removal  of  the  ovaries  was  a  disgrace  to  the  profession.  He  thought  he  had 
seen  ten  normal  ovaries  removed  to  one  abnormal  ovary.  By  the  use  of  the 
constant  current  in  nonsuppurative  cases  the  painful  pelvic  conditions  could 
be  almost  always  relieved,  even  though  it  might  be  necessary  to  extend  the 
treatment  over  a  period  of  three  or  four  months.  With  the  high-tension  coil 
the  pain  could  be  relieved  immediately — indeed,  almost  instantly  upon  adjust- 
ing the  vibrator  so  as  to  secure  rapid  and  smooth  vibrations. 

Dr.  O.  S.  Phelps  said  that  he  coincided  most  thoroughly  in  the  conserva- 
tive view  that  had  been  expressed  by  the  preceding  speakers.  He  recalled  an 
instance  in  which  he  had  assisted  another  surgeon  in  operating  upon  a  case 
in  which  one  o\B.ry  and  tube  had  been  converted  into  a  pus  sac  and  the  other 
ovary  enlarged  and  inflamed.  As  a  portion  of  the  latter  ovary  was  still  nor- 
mal he  urged  the  operator  to  save  it,  and  this  had  been  done,  with  the  result 
that  he  had  the  satisfaction  of  having  the  woman  subsequently  menstruate 
regularly.  He  seldom  approached  an  operation  that  he  did  not  prepare  his 
patient  for  the  operation  by  constant  current  treatment.  His  object  was  to 
get  rid  of  as  much  exudate  as  possible,  as  this  greatly  simplified  the  operation. 
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In  many  cases  in  which  inflamed  ovaries  were  bound  down  by  adhesions  he 
had  had  the  great  satisfaction  of  relieving  the  ovary  from  the  pressure  of  the 
exudate,  and  making  an   operation  unnecessary.     An   illustrative  case    was 
cited.    The  patient  was  a  woman  with  a  supposed  fibroid  tumor  reaching^  to 
the  umbilicus.     She  had  had  hemorrhages  for  which  she  had  been   treated 
medicinally  by  the  family  physician.     Dr.  Phelps  had  succeeded  in   checking 
the  hemorrhage  by  zinc  electrolysis,  using  at  the  first  application  125  milliani- 
p^res,  and  afterward  usually  from  25  to  30  milliamp^res,  anodal,  for  from  ten 
to  fifteen  minutes.   After  about  two  months'  treatment  the  tumor  ha'd  become 
perceptibly  smaller,  it  being  about  one-third  of  its  original  bulk.    He  had  then 
been  able  to  map  out  four  small  fibroids.    The  woman  at  this  time  did  not 
desire  operation  if  electric  treatment  could  complete  the  cure.     He  had  ac- 
cordingly continued  the  treatment,  and   she  had  paid  him  altogether   one 
thousand  dollars,  and  had  been  made  happy  by  thus  escaping  operation.    Thia 
was  truly  a  most  instructive  case,  but  electro-therapeutists  should  be  careful 
not  to  carry  this  idea  of  conservative  surgery  too  far.    If  there  be  a  possible 
chance  to  avoid  operation  the  patient  should  be  given  the  benefit  of  the  doubt. 

Dr.  R.  J.  Nunn,  of  Savannah,  referred  to  the  case  of  a  woman,  the  mother 
of  three  children,  who  had  come  to  Savannah  about  three  years  ago.    She  had 
been  treated  for  ovarian  pains  in  various  cities  in  which  she  had  been  living. 
Some  minor  operations  had  been  performed,  and  she  had  been  advised  by  her 
physician  to  go  to  a  hospital  and  have  some  operation  performed,  the  exact 
nature  of  which  the  patient  did  not  know.     She  had  finally  fallen  into  his 
hands,  and  he  had  used  upon  her  the  combined  constant  and  induction  cur- 
rents.   For  several  months  she  had  been  relieved  absolutely  of  pain.    About 
that  time  Dr.  Nunn  said  he  had  been  compelled  to  give  up  practice  because 
of  ill  health,  and  the  woman  becoming  ill  again  had  been  persuaded  to  submit 
to  operation  at  a  hospital.    She  had  died  as  a  result  of  it.    Another  case  had 
recently  come  under  his  observation,  which   was  still   more  melancholy   an 
example.   The  patient  was  a  woman  of  28,  who  was  subject  to  certain  seizures 
which,  from  the  description,  he  took  to  be  hysteric  convulsions.    The  uterus 
and  adnexa  had  been  removed  by  some  practitioner,  but  the  woman  was  just 
as  ill  afterward  as  before.    The  speaker  said  that  when  he  had  examined  her 
he  had  found  intense  tenderness  and  soreness  of  the  whole  spinal  column, 
extending  up  even  into  the  occipital  bone  and  mastoid  processes.     Electricity 
had  not  been  tried,  and  a  thorough  examination  of  this  woman  had  never 
been  made  before  subjecting  her  to  this  mutilating  operation.     This  seemed 
to  him  disgraceful. 

The  author,  in  closing  the  discussion,  said  that  his  object  in  reporting 
the  case  had  been  twofold:  to  point  a  moral,  and  to  call  attention  to  a  new 
application  of  mercuric  cataphoresis.  The  case  was  not  an  extreme  one,  and 
had  been  presented  as  merely  one  illustration  of  the  testimony  we  should  bear 
against  a  dreadful  practice  now  prevailing. 

The  treatment  described  would  be  found  more  effective  than  the  appli- 
cation of  the  constant  current  to  the  vagina,  yet  shared  with  it  the  advantage 
of  avoiding  all  risk  attending  intra-uterine   applications.     It   is   necessarily 


MERCURIC  CATAPHORESIS  IN  SALPINGITIS.  136 

tentative,  of  course.  The  method  was  easy  and  inexpensive.  He  had  used  in 
this  case  an  old-fashioned  brass  olive  electrode  of  large  size  heavily  coated 
with  mercury. 

Mercuric  caiaphoresis  as  a  re-enforcement  of  the  constant  current 
anode  in  the  vagina,  as  described  in  the  paper  quoted  above,  is  un- 
questionably a  most  valuable  procedure.  That  the  ionized  mercury 
must  be  diffused  in  considerable  quantity  during  a  two  or  three 
months^  treatment  is  made  evident  by  a  deterrent  action  on  menstrua- 
tion that  appears  in  most  of  the  cases  subjected  to  it  for  a  sufficient 
time,  the  menstrual  fimction  having  been  suppressed  for  one  or  two 
months  in  each  of  the  following  cases : — 

Miss  E.,  of  West  Philadelphia,  aged  35,  with  a  history  of  leucorrhea  and 
menorrhalgia  previous  and  subsequent  to  the  removal  of  the  left  ovary,  two 
years  before  I  first  saw  her,  came  under  observation  in  September,  1901,  say- 
ing she  had  as  much  menstrual  pain,  intermenstrual  pain,  backache,  and  local 
tenderness  in  the  left  tubal  region  as  before  the  removal  of  the  ovary  and 
tube.   The  leucorrhea  was  especially  abundant. 

She  was  placed  on  triweekly  brass-mercuric  applications  to  the  tender 
spot  in  the  vagina,  each  application  of  the  mercury  being  followed  by  several 
minutes  fine-wire  induction  currents.  The  second  period  after  commencing 
treatment  was  missed,  a  profuse  leucorrhea  continuing.  The  treatment  was 
discontinued  for  a  month,  when  she  had  a  painful  period  as  before.  The 
mercuric  cataphoresis  was  now  resumed  and  continued  for  another  month, 
by  which  time  all  symptoms  were  relieved. 

This  patient  had  no  return  of  the  symptoms,  and  has  since  married. 

Mrs.  N.,  a  nullipara,  aged  31,  entered  the  sanatorium  from  a  town  in 
Kentucky  in  October,  1901.  Six  years  before,  shortly  after  her  marriage,  she 
had  an  attack  of  pelvic  peritonitis  that  left  the  pelvic  organs  matted  together, 
a  condition  that  still  existed,  the  boardlike  roof  of  the  pelvis  shown  in  Fig.  39 
being  particularly  evident  to  the  bimanual  examination.  Large  tumefactions 
existed  in  both  ovarian  regions,  a  constant  pain  was  complained  of  in  the  left 
ovarian  region,  and  there  was  a  copious  purulent  discharge  from  the  uterus 
with  unpleasant  odor. 

During  the  treatment  of  this  case  several  periods  were  passed  without 
appearance  of  menstruation,  though  symptomatic  improvement  was  marked. 
For  nearly  three  months  the  mercuric  applications  were  made  daily,  every 
effort  being  made  to  save  her  from  operation.  The  final  restdt  was  a  symp- 
tomatic cure,  examination  showing  also  that  the  organs  were  more  mobile 
and  tumefaction  lessened.  The  improvement  still  continued  when  the  patient 
was  last  heard  from,  one  year  after  her  return  home. 

Mrs.  P.,  a  nullipara,  aged  38,  of  Ocean  Grove,  N.  J.,  applied  for  treat- 
ment in  November,  1902.  An  old  uterine  affection  had  been  aggravated  by 
unusual  effort  during  the  previous  summer  in  nursing  her  mother  through 
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aperation  performed 
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a  fatal  illness.    She  had  recently  been  advised  to  have 
for  the  removal  of  Ihe  right  tube  and  ovary. 

On  examination  the  uterus  was  found  enlarged  in  the  corpua 
the  re^on  of  the  right  tube  there  «aa  a  sa  a  sage -shaped  mass  that 
easily  made  out  as  an  enlarged  tube  owing  to  the  absence  of  adhesiona. 

She  was  placed  under  vaginal  mercuric  cataphoresis,  and  in  two  and  1 
half  months'  time  both  a  symptomatic  and  anatomic  cure  was  elTected. 
year  later  she  sent  word  that  her  health  remained  excellent. 


Hematosalpinx. — This  condition  is  not  easily  distinguished  from 
pyosalpini  except  by  its  recent  appearance.  In  a  thoroughly  con- 
ducted transillumination  of  the  pelvis  a  dark  cloud  will  be  found  in 


of  Rigidity  in  Pelvic  Peritonitis.       (Tliomag  and  lUundi.) 


the  situation  of  the  tubes  in  both  affections.  Hematosalpinx  is  now 
thought  to  be  an  arrested  tubal  pregnancy  in  some  cases.  Being  but 
an  effusion  of  blood  or  of  blood  and  mucus,  the  proper  treatment  is 
a  promotion  of  its  absorption  by  negative  vaginal  applications  of  the 
constant  current,  the  intravaginal  electrode  being  pressed  against  the 
tumor  as  in  the  treatment  of  ectopic  gestation.  Several  weeks'  daily 
treatment  with  current -strengths  of  50  milliamperes  will  usually  be 
found  sufficient  to  cause  material  shrinkage  and  final  disappearance 
of  the  tumefaction.  An  abdominal  section  for  an  accumulation  of 
materia!  so  easily  absorbed  as  this  is  totally  unjustifiable. 

Hydrosalpinx. — This   condition   may   be   appro.ximately   distin- 
guished from  pyo-  and  hcmato-  salpinx  by  the  absence  of  tenderness 
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and  adhesions  and  by  its  long-standing  character.  Under  transillumi- 
nation no  cloudiness  is  observable  in  the  situation  of  the  tumor.  The 
same  measures  are  appropriate  in  its  treatment  as  have  been  advised 
for  pyosalpinx. 

Pelvic  Feritonitia. — This  affection  is  usually  consecutive  to  ca- 
tarrhal disease  of  the  uterus  and  tubes.  The  therapeutic  management 
of  an  acute  attack  by  the  ordinary  antiphlogistic  measures,  such  as 
ice,  iodine,  etc.,  to  the  abdominal  aspect  of  the  swelling  may  be 
greatly  assisted  by  the  use  of  Apostoli's  suggestion  of  bipolar,  fine 
wire  induction  applications  within  the  vagina,  as  in  the  acute  cases  of 
salpingitis  and  ovaritis.  No  pain  whatever  should  be  produced  either 
in  inserting  the  warmed  electrode  or  by  the  current,  the  latter  being 
turned  on  very  gradually  and  used  for  fifteen  minutes  daily,  if  relief 
of  pain  is  gained.  The  cessation  of  pain  by  this  means  can  only  indi- 
cate more  or  less  arrest  of  the  congestive  process  attending  the  advance 
of  the  inflammation. 

In  the  treatment  of  the  later  stages  of  the  acute  process  the 
bipolar  induction  current  is  also  most  useful,  to  which  should  be  added 
vaginal  mercuric  cataphoresis  in  the  more  chronic  cases.  The  rapid- 
ity with  which  the  exudation  forming  the  boardlike  vault  of  the 
vagina,  encountered  by  the  finger  in  a  plane  represented  by  the  dotted 
line  in  Fig.  39,  may  be  made  to  disappear  under  this  treatment  is 
often  astonishing,  even  when  the  agglutination  of  the  pelvic  organs  is 
of  long  standing.  The  case  related  on  page  135,  as  well  as  the  follow- 
ing case,  are  excellent  examples : — 

niastrative  Case. — A  married  lady,  37  years  old,  was  referred  to  me  by 
Pr.  J.  A.  Draper,  of  Wilmington,  Del.  She  had  had  a  miscarriage  seven  years 
before  and  various  attacks  of  probably  specific  vaginitis  since,  culminating  in 
metrosalpingitis  and  pelvic  peritonitis.  Under  the  pain  of  the  latter  condition 
she  was  fast  developing  an  opium  habit.  Examination  revealed  an  enlarged 
uterus  set  in  a  hardened  pelvic  vault  just  as  if  plaster  of  Paris  had  been 
poured  over  it,  as  described  by  Thomas  and  Mund6.  She  was  admitted  to  the 
sanatorium  on  March  25,  1891,  and  placed  on  negative  vagino-abdominal  ap- 
plications of  75  milliamp^res,  occasionally  changing  to  constant  current 
alternatives  in  the  same  situation,  together  with  the  general  rest  cure  treat- 
ment. By  May  5th  she  was  symptomatically  well,  and  my  notes  speak  of 
great  loosening  of  the  uterus,  though  slight  tenderness  persisted  to  the  left 
of  the  uterus.  Several  office  applications  were  made  during  the  following 
month,  and  on  October  2d  it  is  noted  that  the  uterus  is  quite  small  and 
movable,  and  that  no  symptoms  remain.  This  lady  was  seen  five  years  later 
in  the  best  of  health,  which  she  attributed  to  the  treatment  received. 


CHAPTER  XL 
Chronic  Inflammatory  Affections  of  the  Ovaries. 

Chronic  Ovaritis. — The  unexampled  opportunities  for  the  study 
of  inflammatory  affections  of  the  ovaries  after  the  operative   re- 
moval of  these  organs,  recently  enjoyed  by  the  younger  school  of 
gynecic  surgeons,  might  have  yielded  greater  good  to  pathologic 
science  than  to  some  of  the  patients  operated  upon  had  the  bucket- 
fuls  of  specimens  brought  to  the  societies  been  thoroughly  studied. 
As  it  is,  the  most  important  lesson  taught  by  this  misdirected  energy, 
aside  from  its  evidence  of  the  cyclonic  character  pf  variations  in  pro- 
fessional opinion,  is  that  ovarian  and  tubal  affections  are  not  easily 
differentiated  from  each  other  prior  to  operation,  and  that  it  is 
equally  diflScult  to  distinguish  a  curable  from  an  incurable  disease 
of  these  organs  by  a  simple  examination.     The  great  majority  of 
ovaries  and  tubes  thus  hastily  condemned  to  extirpation  are  found 
after  removal  to  be  the  seat  of  simple  inflammation,  and  their  un- 
fortunate destruction  is  a  heavy  tax  to  pay  for  a  relatively  small 
number  of  cases  incurably  diseased  thus  discovered. 

A  means  of  practically  averting  this  causeless  unsexing  of  women 
has  been  indicated  by  Apostoli,  the  careful  application  of  which 
should  do  much  to  confine  castrational  operations  within  their  legiti- 
mate limits  of  the  removal  of  useless  organs.  This  consists  in  diag- 
nostic test  treatments,  which,  by  aggravating  the  symptoms,  make 
out  a  clear  diagnosis  of  a  condition  demanding  operation,  or  else,  by 
ameliorating  the  symptoms,  indicate  infallibly  the  presence  of  a  cur- 
able lesion. 

This  diagnostic  test  comprises  two  procedures :  a  vaginal  bipolar 
fine  wire  induction  application,  and  an  intra-uterine  constant  current 
application.  If  the  former  relieves  the  pain  at  once,  or  after  several 
sittings,  the  probability  is  that  the  condition  is  neuralgic  or  congestive 
and  scarcely  inflammatory  even.  If  an  intra-uterine  application  of 
from  35  to  50  milliamperes,  made  with  a  covered,^  elastic  electrode. 


^  The  use  of  a  covered  elastic  electrode  makes  this  test  more  delicate  than 
contemplated  by  Apostoli,  eliminating  the  mechanical  harshness  of  a  stiff 
sound. 

(138) 
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aggravates  the  pain  greatly  and  persistently,  the  possibilities  are 
strongly  in  favor  of  a  grave  inflammation  of  the  adnexa  that  indi- 
cates operative  procedures.  There  is,  of  course,  some  discomfort  under 
the  second  test  even  in  curable  cases,  and  this  is  more  pronoimced  if 
the  electrode  be  rigid  and  inserted  with  harshness;  but  the  modi- 
fication of  Apostoli's  method  which  I  employ,  consisting  in  the  use 
of  an  elastic  electrode,  constitutes  a  most  delicate  test,  as  the  pain 
reaction  of  such  an  application  is  at  a  minimum  in  cases  amenable  to 
electricity. 

In  my  own  practice  such  a  test  is  rarely  applied  in  this  way,  since 
I  am  convinced  that  many  inflammations  of  the  tubes  and  ovaries  are 
capable  of  relief  by  electricity  applied  by  the  vagino-abdominal 
method  that  would  be  aggravated  by  intra-uterine  applications.  It  is 
only,  therefore,  when  a  vagino-abdominal  or  bipolar  induction  applica- 
tion fails  to  give  relief,  and  a  simple  vagino-abdominal  constant  cur- 
rent application  aggravates  the  pain,  that  a  conclusion  is  arrived  at 
that  the  condition  is  one  that  is  impossible  to  cure  in  this  way;  for 
an  intolerance  of  such  treatment  surely  indicates  too  advanced  a 
process,  with  suppurative  consequences  or  other  incurable  local  faults. 

As  already  remarked,  the  differential  diagnosis  between  chronic 
catarrhal  salpingitis  and  simple  chronic  ovaritis  is  difficult  of  estab- 
lishment with  absolute  certainty,  either  from  the  subjective  symptoms 
or  by  the  bimanual  examination,  but  the  electric  treatment  of  the 
minor  stage  of  either  condition  is  practically  the  same.  The  treat- 
ment, in  other  words,  is  directed  to  the  inflammation  itself,  the  cur- 
rent promoting  absorption  of  the  interstitial  eflFusion  as  well  as  of 
edematous  and  serous  collections  whether  situated  in  the  tubes  or 
ovaries.  Such  a  method  is  necessarily  interpolar  and  but  slowly  effect- 
ive in  some  cases,  but  the  importance  of  the  results  that  can  generally 
be  secured  is  very  great  and  well  worth  the  time  and  labor  expended. 

The  applications  should  be  made  daily  or  thrice  weekly  with  both 
currents,  the  positive  pole  of  a  30  to  60  milliampere  current  being 
employed  for  five  minutes,  followed  by  a  medium  or  fine  wire  induc- 
tion current  of  the  same  duration,  without  removing  the  electrode. 
The  latter  should  be  a  brass  or  zinc  vaginal  instrument  covered  with 
absorbent  cotton,  wet  and  soaped,  and  gently  pressed  against  the  ovary 
through  the  vagina.  After  turning  the  induction  current  off,  the  elec- 
trode may  be  gently  shifted  to  the  other  side,  if  both  ovaries  be 
affected,  and  this  current  again  turned  on,  though  it  is  wisest  to  re- 
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serve  the  constant  current  in  this  situation  till  the  next  seance,  alter- 
nating the  sides  for  its  application.  Each  application  should  be  fol- 
lowed by  repose  in  bed  when  this  is  practicable. 

Under  this  treatment  the  pain  and  tenderness  lessen  and  adherent 
ovaries  become  looser  through  absorption  of  the  bands  of  exudate, 
the  symptomatic  improvement  proceeding  with  equal  pace  with  the 
trophic  and  vascular  restoration.  From  six  weeks  to  six  months  will 
usually  be  required  to  attain  such  results. 

Since  the  previous  edition  of  this  book  appeared  I  have  been 
able  to  shorten  this  treatment  in  some  cases,  and  include  instances  of 
more  extensive  inflammation  in  its  field  of  usefulness,  by  changing 
the  constant  current  positive  application  into  an  application  of  mer- 
curic cataphoresis,  as  described  in  the  preceding  chapter.  To  do  this 
the  vaginal  electrode,  which  should  have  a  bulb  about  the  size  of  a 
pigeon's  egg,  is  amalgamated  with  mercury  and  used  uncovered. 

A  more  serious  condition  is  present  if  the  ovaries  become  pro- 
lapsed by  reason  of  increased  weight  and  the  dragging  effect  of  adhe- 
sions from  attacks  of  circumscribed  peritonitis.  In  this  state  the 
wisdom  of  sacrificing  the  organs  by  removal  becomes  a  question  of 
importance,  as  their  dislocated  position  renders  them  more  subject  to 
relapses  and  aggravations  of  the  inflammation.  It  should  be  remem- 
bered, however,  that  the  suffering  is  entirely  due  to  the  ovaritis  and 
other  inflammatory  conditions  preceding  and  accompanying  it,  often 
to  a  still  existing  endometritis  or  metritis,  and  that  if  we  can  restore 
the  parts  to  a  healthy  condition  in  this  respect  a  symptomatic  cure 
may  be  attained,  even  though  it  be  impossible  to  restore  the  organs  to 
their  proper  position.  The  fact  that  the  dislocated  position  of  the 
organs  renders  pregnancy  unlikely  because  of  the  lack  of  coaptation 
of  the  fimbriated  end  of  the  tube  to  the  ovary  is  no  real  argument  in 
favor  of  the  removal,  as  one  can  never  be  sure  that  the  tube  is  not 
equally  displaced  and  thus  capable  of  performing  its  functions  if 
rendered  free  to  move.  An  incurable  tenderness  or  painfulness  is  the 
only  practical  or  reasonable  indication  for  castration.  That  a  perma- 
nent symptomatic  cure  of  ovaritis  complicated  by  prolapse  of  the 
organ  may  be  attained  is  attested  by  the  following  cases,  which  have 
been  under  observation  for  some  time  since  the  cessation  of  treat- 
ment : — 

lUastTative  Cases. — A  young  lady,  aged  21,  was  sent  to  me  by  Dr.  John 
Chambers,  of  Kingston,  N.  Y.,  May  20,  1892,  with  the  following  history:    Her 


CHRONIC  OVARITIS.  141 

mother  tfied  of  phthisis  and  her  father  and  a  brother  of  Bright's  disease. 
6he  herself  had  always  been  delicate,  particularly  since  puberty,  which  appeared 
late  with  irregular  menstruation,  quickly  developing  intense  menorrhalgia. 
At  18  she  was  sent  to  Dr.  T.  Gaillard  Thomas,  who  inserted  a  pessary,  which 
relieved  her  for  a  time,  but  subsequently  gave  rise  to  much  suffering.  Re- 
turning to  Dr.  Thomas  in  1891,  she  was  placed  under  treatment  at  the  Woman's 
Hospital,  where  o<5phorectomy  was  advised  after  a  period  of  treatment. 

Her  general  condition  on  admission  to  the  sanatorium  was  poor,  evi- 
dencing malassimilation  and  some  nervous  prostration.  The  principal  symp- 
toms of  discomfort  were,  however,  directly  traceable  to  the  pelvic  condition. 
The  sitting  posture,  and  particularly  the  use  of  a  rocking  chair,  aggravated 
the  discomfort  and  pain  in  the  pelvis,  which  was  constant  between  periods 
and  extreme  during  the  flow.  Leucorrhea  had  been  quite  bad  since  the  pessary 
was  inserted.  The  menstrual  periods  were  profuse,  with  worst  pain  on  first 
and  third  days.  Examination  showed  tender  and  prolapsed  ovaries,  the  left 
being  enlarged  and  lowest,  with  enlarged  and  prolapsed  uterus,  the  latter 
being  near  the  pelvic  outlet  and  exuding  a  copious  leucorrhea.  The  uterine 
cavity  measured  three  and  one-fourth  inches.  Much  pain  was  developed  by  the 
examination. 

'She  was  placed  on  positive  vagino-abdominal  applications  of  50  milliam- 
pdres,  followed  by  the  secondary  induction  current  in  the  same  situation  and 
general  electric  stimulation;  the  applications  were  made  daily,  followed  by 
rest.  Great  amelioration  of  the  tenderness  of  the  left  ovary  followed.  At  the 
end  of  the  second  week  a  mild  intra-uterine  positive  application  with  a  covered 
elastic  electrode  was  made,  and  repeated  once  in  seven  days  during  the  re- 
mainder of  the  treatment,  which  was  continued  for  two  months.  On  discharge 
her  condition  was  so  satisfactory  that  a  symptomatic  cure  was  noted. 

In  a  letter  dated  February  3,  1896,  more  than  three  years  after  the  end 
of  the  treatment,  this  lady  reports  herself  in  the  best  of  health,  which  she 
attributes  entirely  to  the  methods  employed.  I  have  unfortunately  no  notes 
of  the  size  of  the  uterus  or  position  of  the  ovaries  subsequent  to  the  treat- 
ment, but  regard  this  defect  in  the  record  as  of  less  importance  than  accurate 
statements  of  the  ultimate  result  in  the  restoration  of  conscious  health. 

A  more  difficult  case  was  that  of  a  married  lady  of  27,  referred  to  me  by 
Dr.  Potter,  of  Germantown,  October  25,  1893.  This  lady  was  the  picture  of 
robust  health  in  spite  of  an  hypertrophied  uterus  and  deeply  prolapsed  ovaries, 
the  latter  being  enlarged,  tender,  and  giving  her  much  discomfort  when  walk- 
ing or  riding.  The  trouble  dated  back  to  a  prolonged  labor  followed  by  lacera- 
tion of  the  cenix,  for  which  a  repair  operation  had  been  done  by  a  distin- 
guished surgeon.  There  was  a  copious  muco-purulent  leucorrhea.  In  spite  of 
the  excellent  union  of  the  cervix  obtained  in  the  plastic  operation  the  uterine 
body  remained  hyperplastic,  the  seat  of  an  unpleasant  discharge,  and  had  a 
cavity  measuring  more  than  three  inches  in  depth.  The  menstruation  was 
irregular,  appearing  in  periods  of  thirty-one  and  forty-one  days. 

Vagino-abdominal  treatment  seemed  to  be  of  little  service  in  this  case, 
probably  because  the  ovaries  were  not  the  principal  seat  of  the  trouble,  though 
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out  of  place,  and  it  was  necessary  to  attack  the  uterine  trouble  by  intra- 
uterine constant  current  applications.  Owing  to  the  g^at  increase  of  tender- 
ness evoked  by  these  applications,  which  were  negative  and  applied  by  the 
covered  elastic  electrode,  not  more  than  35  milliampdres  were  used,  and  gen- 
erally less,  twice  a  week,  followed  by  the  contracting,  primary  induction,  cur- 
rent to  the  point  of  tolerance,  then  by  a  bipolar  secondary.  As  a  result,  the 
leucorrheal  discharge  was  cured,  but  when  Uie  patient  ceased  attendance  the 
symptomatic  cure  and  reduction  of  bulk  were  still  imperfect. 

It  is  possible  that,  had  this  patient  realized  the  importance  of 
long-eontiiiued  and  regular  treatment,  as  good  results  would  have  been 
attained  as  in  the  following  case: — 

Mrs.  J.  F.,  aged  31,  applied  for  treatment  at  the  gynecologic  clinic  May 
7,  1896,  with  the  following  history :  Her  only  child  was  1 1  years  old-  Ei^ht 
years  ago  she  had  miscarried  and  had  been  an  invalid  ever  since,  having  had 
vaginitis  of  probably  gonorrheal  origin  about  the  time  of  the  miscarriage. 
She  had  received  the  usual  treatment,  including  pessaries,  which  gave  so  much 
discomfort  as  to  compel  their  discontinuance,  and  the  advice  that  her  ovaries 
should  be  removed  was  given  at  several  hospitals.  There  was  but  slight  leu- 
corrhea  at  this  time. 

Examination  showed  an  enlarged  and  flabby  uterus,  somewhat  retroposed, 
with  tender  tubal  regions  and  distinctly  prolapsed  and  enlarged  ovaries. 

She  was  placed  on  vaginal  positive  applications  of  about  50  milliamp^res 
three  times  a  week.  This  was  continued  with  great  regularity  for  three 
months,  during  which  time  distinct  improvement  was  noted  in  both  the  sub- 
jective and  objective  symptoms.  On  August  11th  the  tenderness  had  so  far 
abated  that  it  was  considered  wise  to  begin  intra-uterine  applications  of  40 
milliampdres,  positive,  followed  by  the  fine  wire  secondary.  This  was  well 
borne,  and  was  continued  at  weekly  intervals  for  three  months.  In  the  latter 
part  of  January,  1897,  the  patient  had  the  pleasure  of  realizing  that  she  was 
not  only  restored  to  complete  subjective  health,  but  was  also  pregnant  for  the 
first  time  in  nine  years.  Her  health  continued  excellent  under  this  trying 
ordeal,  and  in  October,  1897,  she  was  delivered  after  a  remarkably  short  and 
painless  confinement. 

Ovarian  Congestion. — Aside  from  these  marked  instances  of  phys- 
ical deviations  from  the  normal  size  and  position  of  the  ovaries,  we 
have  also  a  numerous  class  of  cases  among  young  women  who  com- 
plain of  pain  and  tenderness  in  one  or  both  ovarian  regions  so  little 
accompanied  by  other  evidences  of  physical  disease,  such  as  persistent 
leucorrhea,  as  to  render  a  physical  examination  both  unnecessary  and 
unwise.     These  cases,  well  described  by  Skene,^  are  but  derange- 


&  Co. 
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ments  of  function  unaccompanied  by  structural  changes  of  the 
organs,  though  generally  accompanied  by  congestion  or  hyperemia. 
It  is  usually  thought  that  conditions  of  life  favoring  excitation  of 
the  sexual  function  without  complete  functionation  (as  in  morbidly 
introspective  girls,  imhappily  married  and  childless  women,  and  wid- 
ows) are  the  principal  predisposing  conditions,  but  I  have  observed 
the  affection  frequently  where  these  conditions  are  replaced  by  causa- 
tive factors  depending  on  nutritive  disturbances  of  all  the  vegetative 
functions  of  life,  including  vasomotor  irregularity,  constipation, 
lithemia,  neurasthenia,  and,  of  course,  hysteria.  There  can  be  no 
question,  though,  of  the  tendency  of  this  condition,  left  to  itself,  to 
develop  into  genuine  chronic  ovaritis ;  hence  it  is  important  to  direct 
attention  to  the  local  condition  as  well  as  the  general  nervous  disorder. 
Together  with  a  removal  of  the  cause  or  causes  and  regulation  of 
the  alimentary  functions,  there  is  no  form  of  treatment  for  persistent 
cases  of  ovarian  hyperemia  equal  to  external  abdomino-dorsal  appli- 
cations of  both  currents  accompanied  by  a  judicious  course  of  the  rest 
treatment,  inclusive  of  general  electric  stimulation  and  massage ;  pro- 
vided this  be  carried  out  in  a  properly  regulated  institution  and  away 
from  the  accustomed  scenes  of  home  and  overzealous  friends.  The 
rest  cure  at  home  is  usually  thoroughly  impracticable  in  its  essential 
features,  and  even  under  the  most  favorable  conditions  for  its  employ- 
ment it  must  be  associated  with  the  local  external  treatment  described 
in  order  that  permanent  results  may  be  attained.  Skill  in  managing 
such  cases  is  only  attained  by  physicians  who  understand  that  a  large 
proportion  of  the  work  in  the  diseases  of  women  demands  a  combina- 
tion of  the  skill  of  the  neurologist  with  that  of  the  gynecologist. 

ninstrative  Case. — Mrs.  M.,  aged  31,  of  Spottswood,  Va.,  was  sent  by 
Dr.  W.  H.  Thomas,  of  Steel's  Tavern,  November  29,  1899.  She  was  of  a  neuro- 
pathic family,  and  had  suffered  from  a  pelvic  inflammation  seven  years  before, 
and  for  a  year  was  afflicted  with  pain  in  the  spinal  and  occipital  regions,  espe- 
cially manifest  in  the  region  of  the  coccyx.  Sitting  for  any  length  of  time 
aggpravated  the  symptoms,  and  walking  prostrated  her.  The  digestive  functions 
were  good,  though  she  weighed  but  82  pounds. 

Examination  showed  the  left  ovary  tender  and  enlarged,  the  uterus 
retroposed,  anteflexed,  and  partly  flxed,  and  exuding  a  copious  white  discharge. 
Examination  of  the  spine  showed  remarkable  hyperesthesia  throughout  its 
whole  extent. 

She  was  admitted  to  the  sanatorium  and  placed  under  the  treatment 
described,  which  included  absolute  rest  for  two  weeks  only.    For  the  remainder 
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of  her  stay  the  rest  was  replaced  by  static  electricity  and  exercise.  At  the 
end  of  two  months  she  was  discharged,  apparently  cured,  her  weight  having 
increased  to  107  pounds. 

After  spending  ten  months  at  her  home  in  a  greatly  improved  condition 
it  was  thought  wise  for  her  to  return  for  additional  intra-uterine  treatment, 
which  required  an  additional  four  weeks.  On  final  discharge  her  condition  was 
excellent,  and  her  weight  had  increased  to  118  pounds. 

This  patient  had,  of  course,  been  advised  that  the  ovaries  be  removed; 
with  the  accompanying  nervous  conditions  the  result  of  such  a  course  can  well 
be  imagined. 

Postoperative  Traumas  and  Neuroses. — It  is  inevitable  that  the 
physician  will  be  appealed  to  to  alleviate  the  sufferings  of  those  pa- 
tients who  have  failed  to  be  relieved  by  removal  of  the  ovaries,  and, 
at  times,  of  the  uterus  also.     Whether  the  sufferings  of  these  un- 
happy beings  be  due  to  neuroses  left  untouched,  or  even  aggravated, 
by  the  profound  mental  and  physical  results  of  castration,  or  caused 
by  unhealthy  stumps,  or  from  still  existing  chronic  metritis  after  the 
appendages  have  been  removed,  the  best  chance  for  final   relief  is 
usually  from  electric  treatment.     The  author  has  seen  many  such, 
with  varying  results  from  treatment,  but  possibly  the  following  case 
is  most  instructive: — 

Mrs. ,  aged  41,  the  wife  of  a  Chestnut  Street  merchant,  had  suffered 

from  pelvic  disorder  of  some  kind  after  the  birth  of  her  only  child,  twelve 
years  before.  Treatment  by  tampons  and  pessaries  being  ineffective,  she  was 
finally  persuaded  to  have  both  appendages  removed  four  years  before  first 
seeing  the  writer,  in  March,  1901. 

The  patient  stated  that  shortly  after  this  operation  the  present  symptoms 
began,  somewhat  suddenly,  since  when  she  has  been  a  real  invalid,  her  suffer- 
ings before  the  operation  being  as  nothing  compared  with  those  encountered 
since.  These  symptoms  were  in  the  nature  of  an  insupportable  aching  sensa- 
tion, centering  in  the  region  of  the  uterus,  whenever  she  was  in  the  erect  posture. 
One  year  after  the  castration  a  second  operation  was  performed  for  the  relief  of 
this  symptom,  taking  the  form  of  a  removal  of  the  uterus  by  the  vaginal  route. 
This  gave  her  no  relief  whatever,  and  when  first  seen  by  the  writer  she  had  been 
compelled  to  lie  on  her  back  day  and  night,  with  the  exception  of  an  occa- 
sional half-hour,  for  three  years. 

The  patient  was  in  apparently  robust  health  otherwise,  except  for  a 
natural  aggravation  of  her  emotional  nature.  There  was  no  hysteria.  Ex- 
amination failed  to  reveal  a  prolapse  of  the  vagina,  but  did  show  a  tender  mass 
just  above  the  apical  cicatrix,  which  seemed  to  be  about  the  size  of  a  marble. 
The  absence  of  abscess  formation  made  the  possibility  of  an  infected  ligature 
unlikely. 
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She  was  placed  on  the  vaginal  mercuric  method  triweekly,  with  which 
was  associated  some  static  treatment.  While  awaiting  her  turn  in  the  recep- 
tion room  she  was  compelled  always  to  lie  down,  though  able  to  come  to  the 
office  in  a  conveyance. 

The  treatment  was  pursued  faithfully  for  more  than  a  year,  or  untU 
June,  1903,  when  she  was  sent  to  the  coast  of  Maine  for  the  summer.  On  her 
return  the  improvement  was  sufficient  to  permit  of  further  intermission  in  the 
treatment.  During  the  following  winter  she  was  able  to  engage  in  her  social 
duties  to  a  considerable  extent,  though  subject  at  times  to  such  unpleasant 
relapses  that  at  one  time  the  writer  made  arrangements  with  a  surgical  col- 
league to  have  the  abdomen  opened  for  exploratory  purposes  and  removal  of 
the  still  tender  spot.  These  relapses  finally  grew  less,  and  the  spot  less  tender, 
until  a  practical  cure  resulted,  without  further  treatment  of  any  kind. 


10 


CHAPTER  XII, 
Fibroid  Tumors. 

Probably  the  best  definition  of  a  fibroid  tumor  of  the  uterus 
may  be  adapted  from  Cohnheim  as  a  localized  increase  of  tissue  similar 
in  structure  to  the  uterine  body,  hut  the  product  of  embryonic  cells  of 
congenital  origin,  produced  independently  of  microbic  causes,  and  of  a 
benign  character.  While  spoken  of  generally  in  English-speaking  coun- 
tries as  fibroids  or  myofibromata,  they  are  strictly  termed  fibromas  if 
the  fibrous  tissue  natural  to  the  uterine  wall  predominates,  or  myomas 
if  the  muscular  tissue  predominates. 

Thoy  arise  within  the  wall  of  the  corpus  usually,  rarely  in  that 
of  the  cervix,  and  push  aside  the  normal  tissues  in  their  growth,  being 
thus  encapsulated,  and  do  not  blend  with  or  invade  the  normal  tissue 
as  is  the  case  with  malignant  tumors. 

Origin. — The  most  reasonable  theory  of  the  origin  of  fibroid 
tumors  is  that  of  Cohnheim/  who  advanced  the  hypothesis  that  they 
arise  from  a  matrix  of  embryonic  cells  of  fetal  origin  which  have 
failed  to  develop  into  mature  colls  like  those  surrounding  them. 
These  cells  are  supposed  to  have  remained  dormant  during  the  growth 
of  the  general  body  structures  on  account  of  the  physiologic  resistance 
presented  by  more  highly  developed  tissues  surrounding  them.  Should 
this  physiologic  resistance  of  the  environment  remain  in  a  normal 
condition,  the  remnant  of  fetal  structures  continues  dormant  as  a 
^'fetal  rest."  Should,  on  the  other  hand,  this  physiologic  resistance  of 
the  surrounding  tissues  be  lessoned  by  disease,  such  as  a  microbic 
invasion  and  inflammation,  a  traumatism,  or  by  the  special  activities 
of  puberty,  the  embryonic  matrix  becomes  active  and  proliferates  in 
accord  with  its  crude  endowments,  absorbing  nourishment  from  the 
surrounding  tissues  and  vessels.  The  tumor-matrix  is,  therefore,  pre- 
natal,  and   may   remain   permanently   dormant   unless   afforded    an 


*  According  to  Mr.  W.  R.  Williams,  in  a  paper  read  before  the  British 
Medical  Association  at  Carlisle,  the  theory  of  the  "fetal  rest"  origin  of  tumors 
was  first  conceived  by  Professor  Durante,  of  Rome,  Italy,  in  1874. 
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opportunity  for  growth  by  influences  that  depress  the  normal  Inhibit- 
ing power  of  the  vital  forces. 

Effects  of  Electric  Treatment  Corroborate  Cohnheim's  Theory. — 
This  theory  of  tumor-formation  bears  many  evidences  of  its  truth 
though  essentially  hypotlietical,  not  the  least  of  which  is  the  eseellent 
explanation  it  afford:-  of  the  phenomena  accompanying  the  electric 


g.  40,— Intramural  Fibroid  Tumor.     (Dmwn  from  Specimen  i 
MilUer  MuHeum  of  the  College  of  Pliysicians  of  Philadelphia 


treatment  of  these  neophisms.  It  will  be  seen  that  the  two  elements 
essential  to  the  existence  of  a  tumor  are  a  matrix  of  embryonic  cells 
and  a  released  inhibition  to  thcrr  proliferation.  That  such  a  prolif- 
erating matrix  may  be  checked  by  a  trophic  blow  tranismittod  to  the 
matrix  by  n  heavy  current,  or  by  an  electric  stimulation  of  the  physio- 
logic resistance  of  the  surrounding  tissues,  is  quite  evident;  and  that 
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these  are  the  two  modes  in  which  electricity  acts  upon  fibroids,  rather 
than  by  destructive  electrolysis,  I  have  long  felt  assured. 

Clinical  Varieties. — A  fibroid  tumor  grows  from  one  or  more 
congenital  matrices  within  the  tissue  of  the  uterine  wall,  pressing  the 
normal  uterine  stroma  before  it,  and  tends  to  develop  most  in  the 
direction  of  least  resistance.  If  this  center  of  growth  appears  about 
the  middle  of  the  uterine  wall  an  equable  enlargement  of  that  portion 
of  the  uterus  results,  as  in  Fig.  40,  the  unaffected  tissues  being  dis- 
placed in  all  directions,  giving  rise  to  the  most  common  clinical 
variety,  known  as  an  intramural  tumor.  If  ihe  center  of  growth  be 
nearer  the  mucous  membrane  than  the  peritoneal  covering   it  will 


Fig.  41. — Submucous  and  Intramiirnl  Fibroid  Tumors.     (I>rawii  from 

Specimen  in  the  Miitter  Museum  of  the  College  of 

Pby»icians  of  Philadelphia.) 

in  time  project  more  or  less  into  the  uterine  cavity,  forming  the  sub- 
mucous variety  (Figs.  41  and  42),  which  may,  by  still  farther  pro- 
jection into  the  cavity,  become  pedunculated,  forming  a  fibroid  polyp 
(Fig.  43).  If,  on  the  other  hand,  the  center  of  growth  be  nearer  tiie 
peritoneal  surface,  it  will  again  follow  the  linos  of  least  resistance, 
snd  by  projecting  into  the  peritoneal  cavity  become  subperitoneal 
(Fig.  44),  or,  by  a  complete  emergence,  may  become  pedunculated 
(Fig.  45). 

Whether  a  given  matrix  of  growth  will  develop  into  either  of 
these  varieties  depends,  therefore,  on  its  original  situation  in  the 
uterine  parenchyma  and  the  direction  of  least  resistance  to  its  phys- 
ical encroachment.    In  growths  of  more  than  one  matrix  each  variety 
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may  be  found  co-existing,  particularly  the  intramural  and  Bubperi- 
toneal,  and  an  intramural  tumor  may  later  take  on  the  characteristiGS 
of  either  a  submucous  or  subperitoneal  form  as  it  emerges  from  either 
surface. 

Certain  tumors  possess  so  many  matrices  of  development  that 
the  whole  substance  of  the  uterus  is  permeated  with  the  resulting 


Ftg.  42. — Mullinfldiilar  Tntemlitial  Fibroid  with  Submucous  FroJectionB. 

(Drawn  from  Specimen  in  tbe  Mtltter  Museum  of  the 

College  of  Ph;«ician9  of  Philadelphia.) 


growth,   which    resembles   a   symmetrically   enlarjred   uterus.     This 
variety  is  known  as  the  interstitial  fibroid  (Fie:.  42). 

These  neoplnsins,  particularly  when  the  fibrous  tissue  predomi- 
nat«e,  are  of  very  slow  growth,  sometimes  existing  ten  or  fifteen  years 
before  becoming  abdominal  in  situation  and  large  enough  to  be  felt 
above  the  pubic  bones.  At  times,  indeed,  nonhemorrhngic  varieties 
are  not  discovered  by  either  the  palicnt  or  her  physician  until  they 
have  attained  a  mimher  of  years'  growth  and  (he  size  of  a  cocoanut 
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or  larger,  so  Blight  had  been  the  symptoms  of  their  presence.  In 
other  instances  the  initial  nodules,  no  larger  than  a  pea,  give  rise  to 
intense  suffering  at  a  time  in  their  history  ivhcn  they  remain  undis- 
covered, the  patient  going  through  a  fruitless  succession  of  attempts 
to  be  cured  of  suspected  ovarian  disease,  displacements,  etc. 

It  18  in  this  initial  stage  that  these  tumors  are  most  generally  and 
readily  amenable  to  electric  treatment,  not  only  because  their  small 
size  renders  equal  currents  and  periods  of  treatment  more  effective 


Fig.  43.— Fibroid  Po]y]iiia. 

than  in  larger  ones,  but  because  all  such  tumors  are,  in  this  stage, 
capable  of  arrest  and  absorption,  while  some  of  them  later,  by  excess- 
ive growth,  extrusion  beyond  reach  into  the  abdominal  cavity,  or 
degeneration,  will  become  unfit  for  it. 

Any  uterus  suspected  of  being  the  seat  of  this  neoplasm  should 
be  promptly  placed  under  the  Apostoli  treatment  therefore,  the  treat- 
ment being  continued  until  the  diagnosis  is  either  cleared  up  nega- 
tively by  the  restoration  of  the  uterus  to  its  normal  dimensions  and 
the  disappearance  of  symptoms  with  the  cure  of  the  simple  hyper- 
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plasia  that  existed,  or  until  a  nodule  can  be  made  out  by  tlic  slirinkage 
of  the  uterine  wall  surrounding  it.  In  the  latter  case  we  are  enabled 
to  maJce  a  diagnosis  of  an  incipient  fibroid  with  certainty,  and  should 
continue  the  applications  for  a  longer  period  to  bring  about  a  etill 
farther  retrogression,  or  a  possible  disappearance,  of  the  tumor  itself. 


Fig.  44.— Riibpcritonrsl  Fibroid  with  Spanile  Attachment  to  Posterior  Wall 

of  Uterus.     (From  Specimen  in  the  Mutter  Muwuro  of  the 

College  of  Phjaiciana  ol  Philadelphia.) 

It  is  fortunate  that  the  applications  essential  to  the  cure  of  simple 
uterine  hypertrophy  and  of  interstitial  or  intramural  fibroids  of  small 
size  are  identical,  being  intra-uterine  applications  of  the  negative 
pole  of  from  25  to  150  milliamp6rc8  in  nonhemorrhagic  cases,  or  of 
mercurial  cataphoresis  of  the  same  strength  and  locality  in  hemor- 
rhagic cases.     Such  an  early  recognition  and  prompt  remedy  of  a 
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tedious  and  troublwotne  affection,  leaving  the  patient  in  the  complete 
poBsesaioQ  of  both  her  health  and  her  organs,  merit  the  highest 
plaudits  conferable  on  scientiiic  skill;  but  unfortunately  the  human 
mind  la  bo  constituted  as  to  feel  far  greater  interest  in  the  compar- 
atiTely  gross  act  of  removing  a  palpably  large  tumor  with  the  knife, 
togetber  with  sundry  organs  of  precious  worth  to  a  normal  woman. 
ITatnral  Frognoiia  of  Fibroid  Tomon  Withoat  Treatment. — 
Fibroid  tumors  are  essentially  and  strictly  benign  and  have  no  con- 
nection whatever  with  niahgnant  growths,  though  in  very   rare   in- 


Fig.   45, — Pedunculated   Subperitoneal   Fibroid.      (From   i 
the  Mutter  Museum  of  the  College  of  Fhve 
of  Philadelphia.) 


stances  they  have  been  known  to  become  the  seat  of  malignant  de- 
generation late  in  their  history.  Such  a  termination  is,  however,  so 
rare  as  to  be  a  curiosity.  The  life  of  the  patient  is  never  threatened, 
but  by  some  form  of  degeneration,  and  it  has  only  recently  been 
appreciated  by  the  profession  that  the  deaths  after  efforts  at  removal 
by  the  knife  represent  almost  the  entire  mortality  of  these  growths. 
Apostoli's  Discovery. — The  world  is  indebted  to  tJie  late  Georges 
Apostoli,  of  Paris,  France,  for  the  practical  discovery  and  demonstra- 
tion that  fibroid  growths  are  amenable  to  electricity,  though  Cutter, 
of  this  country,  had  used  this  remedy  in  fibroids  in  a  crude  manner 
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before  him  and  had  called  attention  to  its  value.  Apostoli's  modest 
claim,  first  put  forward  in  the  early  SO's,  that  electricity  will  cause  a 
symptomatic  cure — arrest  of  growth  and  anatomic  regression — of  a 
large  proportion  of  such  cases  without  danger,  has  been  verified  in  all 
portions  of  the  civilized  world,  many  operators,  including  the  author, 
going  even  farther  than  he  originally  claimed  in  reporting  actual 
anatomic  disappearance  of  some  growths  under  their  care.  The  in- 
evitable result  of  such  an  announcement  has  been  intensified  by  the 
fact  that  it  was  made  at  a  time  when  the  early  triumphs  of  anti- 


Fig.  48.— SIul tin u clear  Interstitial  Fibroid  witli  One  Nodule  AITected  by 

Calcareous  Degeneration.     (From  Specimen  in  the  MUtter  Museum 

of  the  Coltoge  of  Pbvaiciana  of  Philadelphia.) 


sepsis  were  inviting  surgeons  to  added  daring  in  abdominal  operations, 
and  hence  a  most  powerful  and  influential  opposition  was  aroused. 
Some  surgeons,  it  is  true,  took  it  up  without  sufficient  preliminary 
training  to  make  a  success  of  it,  and  others  after  adopting  it  have 
frankly  confessed  that  it  hurt  their  more  remunerative  surgical  repu- 
tations; but  it  remains  a  fact  that  no  single  person  who  investi- 
gated the  subject  in  a  truly  scientific  spirit  has  seen  fit  to  reject  it  as 
a  most  valuable  addition  to  tlie  rosources  of  tlie  curative  art.  The 
history  of  this  subject  has  reached  such  enormous  dimensions  that 
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even  a  cursory  review  would  be  out  of  place  in  pages  devoted  to 
the  practical  side  of  the  work,  and  I  may  merely  add  that  we  are  in- 
debted most  particularly  to  the  late  Dr.  Thomas  Keith,  of  London, 
formerly  of  Edinburgli,  the  first  and  most  eminent  surgeon  to  suc- 
cessfully remove  large  numbers  of  fibroid  tumors  with  the  knife,  for 
a  most  effective  plea  in  favor  of  a  trial  of  the  Apostoli  treatment  be- 
fore the  performance  of  any  more  bloody  operations  with  the  knife, 
and  who,  in  collaboration  with  Dr.  Skene  Keith,  published  a  work^ 
containing  the  details  of  106  cases  so  treated.  In  the  introduction 
to  this  work  these  justly  eminent  surgeons  say: — 

For  long  we  had  doubts  as  to  the  permanency  of  the  treatment  in  the 
early  cases.    The  later  work  has  been  much  more  satisfactory.     But  now  more 
than  two  years  have  passed  since  all  operations  were  given  up  for  this  treat- 
ment;   and  our  first  patient  writes — and  no  one  could  have  had  more  hemor- 
rhage— that  she  has  been  perfectly  well  all  summer,  climbing  hills  and  rowing 
in  a  boat.     Another  of  the  early  and  doubtful  ones,  who  could  never  bear  a 
large  dose  of  electricity,  tells  us:    "I  am  now  in  excellent  health,  without  an 
ache  or  pain  of  any  kind,  and  my  periods  are  just  a  show,  and  nothing  more, 
and  give  me  no  discomfort  whatever.    I  hope  you  have  been  as  successful  with 
all  your  other  patients  as  you  have  l)een  with  me.    But  it  cannot  be  otherwise, 
for  I  am  sure  that  no  one  could  have  been  worse  than  I  w^as  with  that  awful 
hemonhage."     This   patient's   importunity  had  almost  driven  me   into   doing 
hysterectomy  for  her. 

At  first  we  fell  into  the  natural  mistake  of  trying  electricity  on  every 
case  that  presented  any  symptoms, — in  some  when  the  tumors  were  almost 
certainly  sarcomatous,  and  even  in  one  who  was  in  the  last  stages  of  old  car- 
diac disease.  We  know  now  that  the  cases  best  treated  are  those  who  are 
feulTering  much  from  hemorrhage, — the  more,  the  better, — cases  in  which  some- 
thing must  be  done:  cases  in  which,  two  or  three  years  ago,  the  question  of 
operation  of  some  kind  would  have  been  considered  by  us. 

This  treatment,  it  must  be  remembered,  is  a  new  thing.  We  began  it  in 
comparative  ignorance.  Electricity  is  known  by  its  results,  and,  working  on 
the  living  body,  progress  and  improvement  are  slow.  In  the  following  cases, 
therefore,  are  found  some  failures  and  some  imperfect  and  incomplete  cases; 
the  marvel  is  rather  that  there  are  so  few.  Time  and  experience  every  day 
correct  our  want  of  knowledge  and  diminish  these  imperfections.  No  large 
uterine  tumor  has,  with  us,  entirely  disappeared  under  the  electric  treatment, 
but  in  four  cases  of  small  fibroids,  three  of  which  come  into  the  present  series, 
there  is  not  now^  a  trace  to  be  found. 


^  ^'Electricity  in  the  Treatment  of  Uterine  Tumors,  being  Part  II  of  Con- 
tributions to  the  Surgical  Treatment  of  Tumors  of  the  Abdomen,*'  by  Thomas 
and  Skene  Keith,  pages  255  tt  8€q.    Edinburgh:    Oliver  &  Boyd,  1889. 
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Tlie  carrying  out  of  this  treatment  faithfully  to  the  end  is  not  an  easy 
matter,  and  old  tumors  that  are  large,  and  that  have  bled  for  many  years, 
take  a  long  time  to  improve.  The  treatment  runs  away  with  time,  and  it 
requires  care  and  thought.  To  the  surgeon,  by  far  the  simpler  plan  is  hys- 
terectomy and  the  removal  of  the  ovaries.  But  Dr.  Apostolus  treatment  saves 
our  patient  from  risk  of  life  by  operation,  and  saves  them  also  from  a  horrid 
mutilation, — the  one  thing  that  they  all  dread.  We  believe  it  to  be  the  right 
treatment,  and  our  patients  must  get  it,  however  great  the  inconvenience  and 
monotony  it  may  be  to  ourselves.  Though  our  results  after  hysterectomy 
show  the  lowest  mortality  of  any  yet  recorded,  and  though  we  have  had  but 
a  single  death  after  removal  of  the  ovaries  for  fibroid  in  almost  one  hundred 
operations,  we  reject  even  the  minor  operation  in  favor  of  Dr.  Apostoli's  treat- 
ment, and  we  reject  hysterectomy  altogether  on  account  of  the  mortality  that 
has  hitherto  attended  it  all  over  the  world.  The  method  given  us  by  Dr. 
Apostoli  is  good,  and  it  will  endure. 

In  dedicating  this  work  to  Apostoli,  the  elder  Dr.  Keith,  who 
has  since  passed  to  the  great  majority,  leaving  with  us  an  ever-living 
memory  of  unsurpassed  skill,  exalted  courage,  and  unflinching  hon- 
esty, makes  some  additional  statements  which  might  be  taken  as  a 
final  testament  of  a  long  and  honored  career  concerning  this  matter : — 

Since  we  began  your  treatment,  now  more  than  two  years  ago,  we  have 
ceased  to  perform  any  operation  on  the  uterus  by  abdominal  section.  For 
myself,  I  have  always  had  grave  doubts  if  I  were  justified  in  performing  such 
operations  at  all,  especially  hysterectomy,  for  the  mortality  attending  this 
operation  is  out  of  all  proportion  to  the  benefits  received  by  the  few.  As  time 
went  on,  and  the  number  of  operations  became  larger,  my  doubts  as  to  whether 
I  were  doing  right  continued  to  increase,  and  that,  too,  in  spite  of  the  com- 
paratively low  mortality  with  which  I  was  favored,  more  especially  in  my 
private  practice.  I  never  had  any  such  doubts  as  to  the  propriety  of  perform- 
ing ovariotomy,  for,  if  ovarian  cysts  be  let  alone,  death  is  almost  certain,  and 
even  that  is  only  reached  after  great  sufTering.  With  hysterectomy  it  is  quite 
different.  Hysterectomy  is  a  hazardous  operation  for  the  removal  of  a  tumor 
that,  of  itself,  rarely  shortens  life.  The  minor  opei-ation,  on  the  other  hand, — 
the  removal  of  the  ovaries, — requires  no  surgical  skill  for  its  performance.  It 
is  a  great  mutilation  to  a  woman,  being  simply  castration;  and  women  are 
beginning  to  find  this  out.  It  is  not  always  successful  in  attaining  its  purpose, 
for  you  will  find  in  these  pages  some  cases  narrated  that  were  cured  by  elec- 
tricity where  operations  on  the  ovaries  had  failed  to  give  any  relief. 

Your  method  thus  came  to  me  at  a  very  opportune  time.  You  have 
taken  away  from  me  those  anxious  doubts  and  fears  that  had  so  long  vexed 
me.  For  long  I  had  hoped  much  from  electricity  in  the  treatment  of  fibroids, 
but  had  only  met  with  disappointment  till  your  method  was  made  known  to 
me.    It  is  in  every  way  a  new  method,  and  it  belongs  to  you  and  to  no  other. 
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drawn  a  distance  equal  to  the  length  of  the  active  surface  and  the 
current  again  turned  on,  the  procedure  being  repeated  until  the  instru- 
ment again  reaches  the  internal  os  on  the  way  out.  The  hemostatic 
effect  will  be  heightened  if  the  additionally  alterative  action  of  a 
mercury-coated  electrode  is  employed  as  active  pole  instead  of  plati- 
num or  carbon.  In  hemorrhagic  tumors  the  action  of  electricity  is, 
therefore,  dual,  the  local  effect  on  the  endometrium  being  hemostatic 
and  the  inhibition  and  shrinkage  of  the  growth  being  antihemor- 
rhagic. 

Selection  of  Suitable  Gases. — All  fibroid  tumors   in    the   early 
stages  of  their  growth  are  suitable  cases  for  this  treatment,  unless, 
indeed,  where  electric  treatment  in  the  pelvis  is  contra-indicated  by 
reason  of  a  purulent  collection  within  this  cavity.     The  presence  of 
such   a   contra-indication    is,   however,    infallibly   announced    by   an 
aggravation  of  symptoms  after  the  first  few  applications,  and  in  tlie 
absence  of  this  postapplicative  reaction  it  may  be  confidently  assumed 
that  all  tumors  not  yet  emerged  from  the  pelvis  are  amenable  in  a 
high  degree  to  both  symptomatic  cure  and  anatomic  arrest  and  lessen- 
ing.   Of  tumors  so  large  as  to  have  emerged  from  the  pelvis  and  be- 
come abdominal   in  situation   greater  care   in   selection   is   requisite 
before  promising  the  best  results,  for  it  should  be  remembered  that 
neither  Apostoli  nor  otlicr  authoritative  writers  have  claimed  that  all 
cases  are  equally  amenablo  to  electricity.     After  they  have  attained 
this  size  the  intramural  variety  is  most  amenable  to  both  amelioration 
and  cure,  though  there  are  a  certain  number  of  smooth,  monocentric 
fibromas  of  ball-like  contour  and  firm  texture  that  yield  verv  slowlv 
to  anatomic  change,  even  though  they  may  be  classed  as  interstitial 
or  intramural  because  of  a  distinct  situation  within  the  uterine  wall. 
In  most  of  the  slowly  responding  tumors  of  this  character  the  uter- 
ine cavity  is  found  stretched  upon  one  side  of  the  growth,  the  opposite 
wall  being  attenuated.    When  the  cavity  is  more  nearly  central,  and 
there  are  evidences  of  several  foci  of  growth  giving  rise  to  a  multi- 
nodular surface,  the  case  is  a  most  favorable  one  for  marked  diminu- 
tion as  well  as  symptomatic  cure. 

Distinctly  submucous  tumors  are  also  suitable  cases,  the  current 
arousing  the  contractile  action  of  the  encompassing  muscular  fibers 
as  a  re-enforcement  of  the  special  denutritive  effect,  and  such  tumors 
are  thus  brought  farther  into  the  uterine  cavity,  becoming  more 
pedunculated. 
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Subperitoneal  tumors,  particularly  when  pedunculated,  are  not 
easily  reached  by  effective  applications  unless  imprisoned  in  Doug- 
las's pouch,  when  they  may  be  brought  under  the  electric  influence 
by  vaginal  puncture  through  the  median  line  of  the  posterior  wall 
of  the  vagina.  When  a  subperitoneal  tumor  is  very  large  and  abdomi- 
nal in  situation,  and  lying  directly  beneath  the  abdominal  wall,  ab- 
dominal puncture  by  the  method  described  on  page  162  may  be  used. 

Gontra-indications. — Fibrocystic  tumors,  or  unusually  soft  myo- 
mas,  contra-indicate  the  intra-uterine  and  puncture  methods,  and  the 
same  is  true  of  all  fibroids  complicated  with  acute  or  purulent  lesions 
within  the  pelvis  or  with  abdominal  ascites.  Nonpurulent  inflam- 
matory troubles  in  this  region  also  contra-indicate  both  of  these 
methods  at  first,  but  do  not  contra-indicate  vaginal  treatment,  under 
which  they  may  so  far  improve  as  to  make  the  more  vigorous  methods 
subsequently  admissible.  A  successful  case  of  destructive  electrolysis 
of  an  intra-uterine  fibrocyst  is  described  on  page  182,  but  the  method 
employed  was  totally  distinct  from  the  Apostoli  treatment,  and  the 
excellent  result  attained  does  not,  therefore,  controvert  these  conclu- 
sions. Unless  we  are  in  a  position  to  dissolve  and  drain  away  the 
fibrocyst  under  full  antiseptic  precautions,  as  was  possible  in  this 
case,  the  ordinary  effect  of  electricity  in  promoting  tissue-change  is 
detrimental  in  the  presence  of  the  clogged  lymph-spaces  and  deficient 
lymphatic  circulation  that  is  peculiar  to  this  form  of  degeneration. 

Methods. — Bearing  in  mind,  on  the  one  hand,  that  the  current 
should  be  concentrated  as  near  as  possible  to  the  matrix  of  the  tumor, 
and,  on  the  other,  that  it  is  not  always  necessary  to  produce  a  lesion 
of  the  mucous  membrane  in  an  inaccessible  localitv,  it  follows  that 
the  best  methods  in  the  majority  of  cases  are:  either  intra-uterine 
applications,  with  as  large  an  active  surface  within  the  uterus  as  can 
be  inserted,  or  vaginal  puncture.  It  has  not  been  my  experience  that 
vaginal  puncture  offers  any  quicker  results  than  the  intra-uterine 
treatment  in  interstitial  or  intramural  tumors  with  accessible  cavities, 
and  I  reserve  it,  therefore,  for  cases  in  which  the  intra-uterine  treat- 
ment is  impracticable  or  is  clearly  inefficient  by  reason  of  the  growth 
being  subperitoneal. 

Intra-uterine  Applications. — The  intra-uterine  method  is  there- 
fore the  method  of  choice  in  most  cases,  both  for  theoretic  and  em- 
pirical reasons,  and  is  the  method  particularly  associated  with  the 
name  of  Apostoli.     Its  employment  for  fibroids  does  not  differ  in 
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it  registers  between  100  and  200  milliamp^res,  negative.     The  dura- 
tion of  the  application  is  the  same  as  within  the  uterus. 

The  act  of  puncturing  the  vagina  gives  rise  to  considerable  pain, 
but  most  women  are  easily  able  to  bear  it,  and  the  subsequent  action 
of  the  current  is  no  more  painful  than  in  the  intra-uterine  applica- 
tions, if  the  active  surface  of  the  electrode  is  carried  well  beyond  the 
mucous  moiubrano.  Some  of  my  punctures  have  been  made  under 
anesthesia,  but  I  prefer  to  do  without  general  anesthetics,  when  prac- 
ticable, on  account  of  full  anesthesia  being  necessary  to  obviate  the 
troublesome  movements  of  a  partially  anesthetized  person.  While 
withdrawing  the  instrument  the  finger  should  be  pressed  against  the 
vaginal  wall  alongside  of  it  as  a  support,  the  insulated  portion  having 
a  tendency  to  stick  fast.  Antiseptic  douches  will  usually  be  the  only 
after-treatment  required,  in  addition  to  rest  and  Hot  applications  for 
the  relief  of  pain,  sliould  it  appear.  In  case  the  puncture  is  made  in 
the  physician's  olTice  tlie  patient  should  be  sent  home  in  a  carriage. 

These  punctures  may  be  made  as  frequently  as  three  times  a 
month.  I  have  myself  made  them  twice  a  week  for  a  time,  a  slightly 
different  spot  being  selected  on  eacli  occasion ;  but  when  employed  so 
frequently  the  physician  should  be  on  the  lookout  for  a  local  reaction, 
which  should  be  the  si^n  for  a  cessation  of  the  treatment  until  it  has 
subsided. 

Buried  va^jinal  puncture  will  reduce  fibroids  and  remove  pain 
when  the  intra-uterine  method  is  not  tolerated.  I  have,  moreover, 
never  had  a  mishap  or  bad  effect  from  its  use,  though  this  may  be 
attributable  to  a  careful  selection  of  cases,  as  1  can  well  conceive  that 
the  procedure  might  result  in  injury  to  important  organs  if  employed 
in  any  case  other  than  those  in  which  the  tumor  is  accessible  by  virtue 
of  a  practical  protrusion  into  the  posterior  vaginal  vault. 

Abdominal  Puncture. — Where  the  tumor  is  so  large  as  to  be 
abdominal  in  situation  and  not  readily  reached  through  the  cervical 
canal  or  by  vaginal  puncture  I  have  found  it  expedient  to  puncture 
through  the  abdominal  wall  by  a  method  that  I  devised  and  described 
before  the  American  Electro-Therapeutic  Association  before  learning 
that  the  late  Dr.  Freeman,  of  Brooklyn,  had  employed  a  somewhat 
similar  method  in  a  cruder  form.  The  fact  that  Dr.  Freeman  never 
published  anything  relating  to  his  work  had  left  the  subject  of  ab- 
dominal puncture  of  fibroids  represented  in  literature  only  by  the 
exceedingly  crude  and  unscientific  work  of  the  early  70*8,  when  un- 
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insulated  electrodes  resembling  bayonets  were  used,  with  which  the 
unfortunate  patients  were  transfixed.  To  the  bayonets  was  attached 
a  battery  consisting  of  a  single  cell.  The  infinitesimal  current  that 
was  used  in  this  harsh  method,  coupled  with  the  fact  that  the  work 
was  done  in  the  preantiseptic  times,  caused  a  mortality  altogether  out 
of  proportion  to  any  good  results,  and  has  given  a  bad  name  to  ab- 
dominal puncture  that  is  totally  undeserved.  These  tumors  are  beneath 
our  hands  when  they  have  risen  entirely  into  the  abdomen,  with  only 
the  abdominal  wall  and  two  layers  of  peritoneum  intervening.  As 
contrasted  with  the  pelvic  route,  scientific  puncture  from  this  direc- 
tion is  free  from  the  embarrassing  neighborhood  of  important  organs 
if  no  intestines  are  in  the  way,  is  direct  and  exact,  but  possesses  the 
one  disadvantage  of  being  intraperitoneal.  By  the  expedient  of  em- 
ploying only  insulated  electrodes  to  protect  all  tissues  above  the  tumor 
the  two  pricks  made  by  the  needle  in  the  peritoneum  heal  immediately, 
and  in  several  hundred  punctures  made  by  me  by  the  method  described 
below  there  has  not  been  a  single  instance  of  untoward  results  of  any 
kind,  and  no  evidence  that  any  puncture  resulted  in  adhesions. 

The  details  of  the  procedure  as  devised  by  the  author  are  as  fol- 
lows :  The  punctures  being  invariably  negative,  small  steel  needles  are 
used,  three  at  each  puncture,  attached  by  branch  wires  to  a  single 
pliant  copper  wire  as  a  conducting  cord  (Fig.  49).  No.  24  or  26  in- 
sulated wire  is  much  more  convenient  than  an  ordinary  conducting 
cord.  For  the  puncture  needles  there  can  be  no  better  form  devised 
than  the  straight  Hagedorn  surgical  needle  found  in  every  instru- 
ment shop.  These  needles  possess  the  advantage  of  great  ease  of  pene- 
tration, combined  with  lightness  and  strength,  and  the  slit  puncture 
made  by  them  admits  the  increased  bulk  of  the  covering  without 
hitch.  This  slit  form  of  puncture  also  heals  easily  without  a  scar. 
The  needle  should  be  about  three  inches  long,  the  first  half-inch  from 
the  point  being  left  bare  and  the  remaining  portion  covered  with  hard 
rubber  vulcanized  on  the  shank  as  thinly  as  consistent  with  good 
insulation.^  It  is  easily  attached  to  the  copper  wire  by  the  latter 
being  passed  through  the  eye  and  wound  around  the  shank  in  contact 


*  Tlic  inRiiIatioii  and  reinsulation  should  be  done  before  each  puncture, 
by  the  physician  himself,  to  insure  asepsis  from  heat  and  soundness  of  the  cov- 
ering. Melted  hard  rubber  from  an  old  thermometer  case  set  un  fire  will  ad- 
here to  the  needle  if  the  latter  is  heated. 
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with  the  metal.  With  the  patient  lying  upon  a  large  pad  attached 
to  the  positive  pole,  these  needles,  properly  insulated,  sterilized,  and 
attached  to  the  negative  pole  of  the  battery  by  the  branched  wire, 
are  easily  and  painlessly  thrust  into  the  tumor  through  the  skin,  the 
surface  having  been  previously  rendered  surgically  clean.  Just  before 
the  insertion  of  each  needle  the  spot  selected  should  be  anesthetized 
by  a  chloride-of-ethyl  or  rhigolene  spray.  The  current-strengiJi  has 
varied  in  my  punctures  between  60  and  200  milliamp^res,  and  the 
duration  from  six  to  eight  minutes.  After  the  removal  of  the  needles 
the  minute  spots  made  are  sealed  by  the  application  of  collodion.  As 
to  frequency,  it  is  probably  best  to  allow  at  least  one  or  two  weeks 
to  elapse  between  each  application  of  electricity  in  this  manner, 
although  this  depends  on  the  size  of  the  tumor  and  the  field  of  tumor 
surface  accessible  to  the  method.  It  need  scarcely  he  said  thai  no 
punctures  should  he  made  at  any  spot  that  might  he  covered  by  intes- 
tinal convoluiions. 


Fig.  49. — Author's  Abdominal  Puncture  Needle  (Shown  in  Enlarged  Section). 

The  immediate  inconveniences  that  follow  these  punctures,  such 
as  tenderness  and  pain,  are  generally  less  than  those  following  an 
intra-uterine  application.  As  a  measure  of  precaution,  some  patients 
under  this  treatment  have  been  kept  in  bed  in  the  sanatorium  or  hos- 
pital for  twenty-four  hours  after  each  puncture,  but  others  have  been 
treated  by  puncture  at  the  office  or  clinic  and  walked  home  shortly 
afterward. 

The  technique  of  puncture  for  fibroids  having  been  given  thus 
fully,  it  remains  to  be  said  that  the  author  employs  this  method 
very  rarely  indeed  in  the  treatment  of  these  growths. 

Vagino-Ahdominal  Applicaiiofis.  —  Danion,  a  former  pupil  of 
ApostoH,  has  made  the  claim  that  mere  vagino-abdominal  alternatives 
are  both  sufficient  and  superior  to  the  intra-uterine  and  puncture 
methods  in  the  treatment  of  fibroids.  Tliis  is  unquestionably  a  mis- 
take as  a  broad  claim,  for  the  greater  resistance  of  the  tumor-tissue 
compels  the  bulk  of  the  current  to  pass  around  it  when  the  active 
electrode  is  not  within  its  substance.    That  this  method  may  act  effect- 
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ively  upon  some  tumors  is  nevertheless  certain,  and  the  author  had, 
in  fact,  used  it  long  before  the  claims  of  Danion  came  to  his  attention. 
It  is  indicated  as  the  proper  treatment  whenever  the  more  active 
methods  are  for  any  reason  inexpedient  or  contra-indicated,  as  when 
there  is  more  tenderness  in  the  ovarian  regions  than  would  render 
intra-uterine  treatment  wise;  when  periuterine  congestion  or  an  old 
pelvic  peritonitis  with  adhesions  overshadow  the  tumor  in  the  pro- 
duction of  symptoms ;  or  when  the  patient  is  so  advanced  in  years  or 
so  feeble  as  to  render  more  active  treatment  unwise.  It  may  be  also 
used  with  advantage  in  the  intervals  between  the  days  of  more  active 
treatment. 

In  employing  the  alternatives  the  ordinary  vagi  no-abdominal 
method  is  varied  by  leaving  the  electrodes  in  situ  after  turning  the 
current  oK,  reversing  the  polarity  at  the  commutator,  and  then  turn- 
ing the  current  on  again  in  the  same  gradual  manner,  repeating  the 
procedure  a  number  of  times  with  a  current-duration  each  time  of 
about  a  minute.  The  advantages  of  this  method  are:  greater  con- 
traction of  muscular  fiber  by  reason  of  the  variation  of  potential  being 
exactly  double  what  it  would  be  with  the  same  current-strength  with- 
out reversal,  and  a  protection  of  the  vagina  from  erosion,  since  the 
electrolytic  action  is  nullified  in  each  reversal.  Its  disadvantage  com- 
pared with  simple  vagino-abdominal  applications,  which  are,  at  times, 
preferable,  is  that  the  actions  of  electrolysis  or  cataphoresis  are  prac- 
tically wanting. 

Eesults  of  Treatment  by  Electricity. — A  method  designed  for 
the  relief  of  human  ailments  must  stand  or  fall  on  its  ascertained 
results  alone,  no  matter  how  plausible  may  be  the  theory  or  hypothesis 
on  which  it  is  founded  or  explained.  Tested  by  this  rule,  electricity 
in  the  treatment  of  fibroids  has  more  than  fulfilled  the  modest  claims 
of  Apostoli,  for  a  much  larger  proportion  of  cases  has  been  completely 
removed  by  absorption  than  was  at  one  time  thought  possible,  the 
extent  of  the  original  claims  being  merely  a  symptomatic  cure  and 
anatomic  regression.  Adhering  to  the  rule  of  personal  experience 
adopted  in  previous  editions  of  this  work,  a  tabulated  list  of  one  hun- 
dred and  ten  cases  of  fibromyomata  of  the  uterus  consecutively  treated 
is  given  in  the  appendix,  the  results  in  many  of  which  are  stated  at 
periods  varying  from  two  to  sixteen  years  after  the  cessation  of  treat- 
ment. On  analyzing  this  table,  the  items  in  which  have  been  brought 
down  to  the  date  of  publication  of  the  present  edition  of  this  work, 
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BO  far  as  possible,  by  personal  inquiries,  letters,  and  circulars  to  former 
patients,  the  following  results  appear: — 

Cases  resulting  in  anatomic  and  symptomatic  cure: — 

(a)  Destroyed"  piecemeal  by  electrolysis  through  cervix ...  1 

(h)  Extruded  through  cervix  in  whole  or  part 3 

(c)  Disappeared  by  absorption 18 

Cases  resulting  in  symptomatic  cure:  — 

(a)  With  great  reduction  in  size 12 

(h)  With  slight  reduction  in  size 26 

(c)  Without  change  in  size 15 

Total  cases  resulting  in  practical  success 75 

Symptomatic  improvement  only 16 

Failure  to  effect  any  change 9 

Made  worse  I 

Total  cases  resulting  in  failure  to  relieve 26 

Ultimate  results  unknown 9 

Total   cases    110 

In  computing  the  percentages  of  these  results  it  is  but  just  that 
the  nine  cases  in  which  the  ultimate  results  are  unknown  should  be 
eliminated  from  consideration  on  account  of  the  fact  that  these  cases 
were  all  dispensary  patients  who  received  but  little  treatment,  it  being, 
in  the  absence  of  definite  information,  as  likely  that  this  little  amount 
of  treatment  relieved  their  pains  and  thus  caused  them  to  be  careless 
about  returning  as  that  the  results  were  only  negative.  Deducting 
these  cases  leaves  one  hundred  and  one  cases  in  which  the  results 
are  sufficiently  definite  for  statistical  purposes. 

Of  these  101  cases,  75  were  practical  successes  and  26  practical 
failures.  The  teaching  of  these  statistics  appears  to  be,  therefore,  that 
75  per  cent,  of  all  cases  treated  by  the  Apostoli  treatment  will  be  prac- 
tically cured  by  it,  but  that  it  will  be  of  no  penuanent  benefit  in  the 
remaining  25  per  cent. 

The  one  case  that  was  made  worse  was  a  cystic  intra-uterine 
growth  that  was  improperly  treated  by  electricity  very  early  in  the 
history  of  this  method  and  before  it  was  generally  knowTi  that  such 
cases  should  not  be  treated  by  the  now  classic  intra-uterine  method. 
Future  statistics  will  naturally  be  clear  of  this  source  of  error,  as  well 
as  those  arising  in  attempts  to  affect  subperitoneal  tumors  favorably 
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that  are  inaccessible  to  direct  applications.  And,  even  if  no  improve- 
ment be  made  in  these  figures  in  the  near  future,  it  is  a  distinct  satis- 
faction to  the  conservative  physician  to  reflect  that  in  the  25  per 
cent,  of  cases  in  which  electricity  does  no  good  it  can  be  relied  on  to 
do  no  harm  in  proper  hands,  leaving  the  tumors  unchanged  for  the 
trial  of  other  methods.  The  slight  responsibility  in  advising  electric 
treatment  is  therefore  evident. 

On  the  other  hand,  the  question  is  a  far  different  one  when  the 
surgical  removal  of  these  growths  is  considered.  With  a  mortality  of 
one  in  four  in  the  most  skilled  hands,^  the  physician  assumes  a  serious 
responsibility  who  advises  a  resort  to  this  method  before  the  value  of 
electricity  has  been  tested  in  the  case.^  There  is  no  appeal  from  sur- 
gical failure.    It  should  be  the  court  of  last  resort. 

And,  while  lack  of  space  forbids  a  complete  discussion  of  the 
relative  disadvantage  of  other  methods,  it  may  be  said  that  a  marked 
contrast  exists  also  between  the  cases  successfully  treated  by  electricity 
and  surgery.  Successful  removal  of  the  tumor  necessitates  removal  of 
the  ovaries  also,  thus  destroying  the  distinctively  feminine  character- 
istics of  the  individual ;  produces  a  weak  spot  in  the  abdominal  wall 
loading  to  hernia,  which  is  practically  far  worse  a  tumor  than  the 
original  fibroid;  and  in  some  cases  produces  painful  neuroses  due  to 
cut  nerves,  and  even  at  times  insanity.  No  such  sequences  attend  a 
successful  electric  treatment,  which  invariably  restores  the  patient  to 
robust  health  and  almost  as  invariably  checks  further  growth  of  the 
tumor,  even  in  cases  where  more  or  less  of  the  tumor  remains  after 
treatment  as  a  harmless  lump  of  flesh. 

Nineteen  of  the  cases  tabulated  in  the  appendix  deserve  a  report 
in  full, — namely,  the  eighteen  cases  in  which  the  tumor  has  disappeared 
by  absorption  and  one  case  in  which  an  intra-uterine  cystic  tumor 
was  destroyed  by  intra-uterine  bipolar  electrolysis. 


*  Pozzi  ("Clinical  and  Operative  Gynecology,"  American  translation,  vol- 
ume i,  page  310)  gives  a  percentage  of  25.80  of  deaths  in  a  list  of  345  opera- 
tions in  the  most  skilled  hands. 

'A  distinguished  Piirf^eon,  now  deceased,  advised  an  operation  in  one  of 
the  author's  cases.  On  being  appealed  to  whether  he  would  not  have  electricity 
tried  if  she,  the  patient,  were  his  daughter,  he  at  once  assented  and  referred 
her  to  the  writer,  who  has  had  other  evidences  that  a  higher  conception  of 
advisory  responsibility  prevails  among  physicians  when  members  of  their  own 
families  are  involved. 
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Caie  Ko.  1."— An  unmarried  lady  of  45,  a  patient  of  the  late  Prof,  WitlUia 
Goodell,  who  had  diagnowd  a  fibroid  tumor  four  yeara  previoual^,  wa»  ad- 
mitted tc  my  private  eanatorium  February  11,  1888,  BUfTerin^  from  genera] 
impeinaent  of  health  due  to  a  tumor  (Fig.  50),  about  5  by  3  inches  in  dinen- 


Kg.  50.— Diagram  of  Original  Outline  of  Tumor  tn  Caoe  I. 


along,  developed  from  the  right  wall  of  the  uteruB,  apparently  in  the  broad 
ligament.  A»  there  was  a  sharp  turn  in  the  upper  portion  of  the  uterina 
cavity  it  waa  thought  at  Drst  that  the  tumor  was  broadly  pedunculated,  but 

'  The  numbers  refer  to  the  tabulated  list  contained  in  the  appendis. 
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aubsequent  exploration  of  the  cavity  proved  that  it  extended  a  considerable 
distance  to  the  right,  and  that  tlie  growth  still  formed  the  right  ^vall  of  the 
uterus,  which  it  had  pressed  very  much  to  the  left.  As  a  downward  pro- 
longation of  the  growth  could  be  easily  felt  close  to  the  right  vaginal  wall,  it 
was  punctured  in  this  situation  and  150  millianip£res,  negative,  applied.  This 
was  repeated  four  times,  with  a  resulting  diminution  in  the  projecting  portion 
of  the  tumor.  Three  years  subsequently  the  patient  came  under  observation 
again  with  a  continuance  of  menorrhagia  and  no  reduction  in  the  upper  limit 
of  the  growtli.     Under  improved  technique  an  electrode  was  now  passed  four 


Fig.  Sl.^niagram  of  Original  Outline  of  Tumor  in  Cage  5. 


and  one-fourth  inches  to  the  fundus  and  a  series  of  positive  intra-uterine  ap- 
plications made,  varying  in  strength  from  30  to  100  milliampSres,  the  tumor 
becoming  progressively  smaller.  The  patient  reports,  recently, — over  ai:tteen 
^ears  after  tlic  punctures, — that  she  is  unable  to  find  any  sign  of  it  and  is 
in  perfect  health,  and  the  author  has  repeatedly  verified  the  statement  by 
personal  examination. 

Case  No.  fi. — A  married  woman  of  38  was  kindly  referred  to  ma  for  elec- 
tric treatment  by  Dr.  T.  Hewson  Bradford,  of  Philadelphia,  early  in  1888,  at 
the  Out-Patient  Department  of  the  Pcnnaylvania  Hospital,  at  a  time  when 
clinical  material  was  very  valuable  in   testing  the  then  novel  statements  of 
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Apostoli.  The  growth  consisted  of  a  hard,  irregular,  multiple  mAss  occupying 
the  lower  half  of  the  abdominal  cavity,  a  central  nodule  extending^  two  inches 
above  the  navel  (Fig.  51).  The  main  portions  of  the  tumor  lay  to  the  left  d 
the  median  line.  The  os  was  patulous,  but  lay  so  Bigh  in  the  vault  of  the 
vagina  as  to  be  reached  by  the  finger  with  difficulty.  Menstruatioii  was  iv^ular, 
but  profuse,  and  attended  with  severe  pain  at  the  beginning  and  end  of  each 
period.  Owing  to  pressure,  walking  was  difficult,  and  there  was  much  swelling 
of  the  legs  and  feet. 


Fig.  52. — Diagram  of  Original  Outline  of  Case  6. 


The  treatment  was  at  first  by  the  negative  pole,  as  this  was  early  in  the 
application  of  the  method,  with  currents  varying  from  60  to  150  milliamp^res, 
resulting  in  some  uncomfortable  sanguineous  flows;  but  after  five  applications 
at  appropriate  intervals  a  distinct  lessening  of  size  was  noted,  enabling  the 
patient  to  wear  dresses  as  much  as  four  inches  smaller  at  the  waist.  The 
improvement  continuing,  the  patient  shortly  after  ceased  treatment  and  took 
a  position  as  pook  in  a  large  family.  Eight  months  later  there  was  a  return 
of  pain  and  tenderness  without  increase  in  size,  and,  as  it  was  desirable  that 
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rest  should  follow  each  application,  she  was  admitted  tx>  the  hou*e  department 
of  the  Howard  Hospital  and  treated  for  sii  weeks  with  currents  of  250  milliam- 
p^res.  At  tlie  end  of  this  time  she  could  lie  on  the  stomach  for  the  first  time 
in  years,  and  the  upper  limit  of  the  tumor  was  two  inches  below  the  navel. 
Sb«  was  seen  five  years  later  by  one  of  the  hospital  nurses,  to  whom  she 
declared  that  the  tumor  had  entirely  disappeared. 

Case  Bo.  6. — A  single  woman,  aged  41,  was  referred  by  Dr.  Frank  Wood- 
bury,  with  a  history  of  hcmnrrbages  twelve  years  before,  at  which  time  the 
tumor  was  first  discovered.  The  menorrhsgia  had  ceased  for  some  time,  but 
she  was  troubled  with  menorrlinlgia  and  a  most  offensive  leucorrhea.     The 


Fig.  53. — Diagram  of  Original  Outline  of  Case  7. 


pelvis  and  lower  third  of  the  abdomen  were  filled  with  an  irregular,  hard  mass, 
extending  nearly  to  the  navel,  and  separated  by  deep  sulci  into  three  lobes 
(Fig.  52).  The  os  v.a»  found  with  difhculty,  but  was  so  stenotic  as  to  foil  all 
attempts  at  inserting  a  sound  or  electrode.  An  unsuccessful  attempt  was  made 
to  insprt  a  sleet  needle  into  (he  tumor  through  the  abdominal  wall,  developing 
the  fact  that  the  lumor  had  undergone  calcareous  degeneration  in  its  upper 
portion.  A  filiform  sound  was  now  passed  two  and  a  half  inches  into  the 
cavity  and  60  milliampiTeB  applied  successfully.  T«o  dnya  later  a  No.  18  wire, 
tipped  with  solder,  was  inserted,  and  a  week  later  an  ordinary  sound,  by 
which  time  the  odor  had  disappeared  from  the  disibarge  and  never  returned. 
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The  treatment  waa  kept  up  for  six  months,  ks  it  was  seen  that  a  diminutioB 
was  talcing  place,  at  which  time  her  condition  was  as  follows:  General  health 
much  improved,  no  leucorrbea,  no  menorrhalgia.  cavity  of  ut«rua  normal,  and 
tumoT  shrunken  one-third.  Instead  of  being  three-lobed  it  now  rajnaiated  of 
three  distinct  tumors,  movable  upon  one  another,  showing  that  the  absoTption 
had  doubtless  occurred  in  the  base  where  there  was  probably  no  calcareous 
change.  She  reported  to  Dr.  ^Voodbu^y  recently  that  the  tumor  bad  dis- 
appeared. 


Fig.  .'i^.— Pingnim  of  Orifiinal  Outline  of  Case  13. 


Case  No.  7,  referred  hy  Dr.  Bradford,  presented  an  interstitial  entail- 
ment of  the  uterus  to  the  sise  nearly  filling  the  pelvis,  in  a  patient  34  yew 
old.  There  was  a  subperitoneal  projection  on  the  right  the  size  of  a  large 
orange,  extending  up  into  the  abdominal  cavity  to  a  level  with  the  anterior 
superior  process  of  the  iliac  bone  (Fig,  53).  She  iuffered  from  a  copioua 
purulent  leucorrhea  and  constant  pain  in  the  left  groin,  rendering;  walking 
difficult.  The  treatment  consisted  ot  intrauterine  negative  applications,  be- 
ginning with  60  milliampj^rea  and  quickly  increasing  in  subsequent  applicationa 
to  150.  Symptomatic  improvement  began  very  shortly  and  reduction  in  siu 
was  noted  in  the  second   month.     The  treatment  was  kept  up  about  eight 
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months.    Examination  subsequently  showed  a  reduction  of  the  uterus  to  nor- 
mal and  of  the  protuberant  portion  to  a  nodule  no  larger  than  a  marble. 

Case  No.  13  was  the  wife  of  a  physician  in  a  Middle- Western  State,  aged 
48,  and  was  sent  to  the  sanatorium  by  the  late  Professor  Goodell  as  not  suit^ 
able  for  operation.  She  was  having  alarming  hemorrhages  almost  constantly, 
which  kept  her  in  daily  fear  of  a  fatal  issue.  The  tumor  was  very  large,  fully 
as  large  as  an  adult  head,  and  of  the  smooth,  hard,  monocentric  variety,  the 
cavity  being  spread  out  on  the  right  side  with  an  extremely  thin  wall  on  one 
side  and  a  depth  of  five  inches  (Fig.  54).    It  had  evidently  developed  in  the 
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Fig.  65. — Diagram  of  Original  Outline  of  Case  17. 


left  wall  of  the  uterus  and  become  submucous,  but  so  large  as  to  Spread  the 
organ  out  on  its  right.  Treatment  was  commenced  at  once  with  a  carbon 
electrode  of  large  size,  which  was  pressed  into  the  tumor  rather  than  applied 
to  different  portions  of  the  cavity,  as  in  sectional  cauterization,  on  account  of 
the  very  thin  right  wall.  The  hemorrhages  being  alarming  and  the  patient 
more  than  usually  impatient,  the  treatment  was  pushed  most  heroically, — 
some  twenty-two  treatments  in  fifty-five  days:  about  every  other  day,  since 
a  period  intervened  during  the  applications.  Nearly  all  of  these  applications 
were  of  250  milliamp^res  for  the  long  durations  of  ten  and  fifteen  minutes. 
As  the  hemorrhages  were  now  arrested,  she  went  home,  but  the  natural  result 
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of  a  tedious  separation  of  a  poi*tion  of  the  tumor  followed,  with  slight  rise  of 
temperature.  After  this  part  came  away  the  remainder  of  this  large  tumor 
slowly  disappeared  by  absorption,  and  the  patient,  when  heard  from,  sixteen 
years  later,  in  March,  1904,  was  in  perfect  health,  not  a  vestige  of  the  tumor 
remaining. 

Case  No.  17. — This  patient,  a  multipara,  aged  34,  was  seen  at  the  Howard 
Hospital,  July  29,  1889,  with  a  hemorrhagic  fibroid  filling  the  pelvis  and  ex- 
tending above  the  level  of  the  iliac  bones.  The  upper  portion  was  readily  felt 
through  the  abdominal  wall,  being  hard,  somewhat  flattened  in  shape,  and 
with  an  irregular  surface  (Fig.  55).  As  the  hemorrhage  had  lasted  this  time 
nearly  two  weeks,  treatment  was  begun  at  once  with  a  positive  intra-uterine 
application  of  110  milliampdres  and  continued  twice  a  week  for  two  months. 
By  September  27th,  on  which  day  the  last  application  was  given,  70  milliam- 
p^res  strong,  the  tumor  was  almost  gone,  her  color  was  improved,  and  she  was 
gaining  flesh.  As  she  did  not  return  again  to  the  clinic,  she  was  specially 
sent  for  on  December  12th,  and  the  following  note  made  after  examination  by 
several  physicians  present:  "Examination  shows  no  evidence  of  tumor.  The 
only  abnormal  conditions  present  are  a  thickening  of  the  cervix  on  one  side, 
some  fixation  of  the  uterus,  and  slight  leucorrhea.  She  states  that  her  periods 
are  regular,  lasting  but  three  days." 

Case  No.  20. — This  case,  a  patient  at  the  Howard  Hospital,  aged  30, 
presented  a  singular  history,  the  exact  stages  of  which  are  left  somewhat  in- 
definite, owing  to  her  limited  intelligence.  On  examination,  August  12,  1889, 
the  uterus  was  found  so  large  as  nearly  to  fill  the  pelvis,  with  a  nodular  out- 
line at  the  fundus.  The  os  was  virginal  and  the  cavity  measured  three  and 
one-half  inches.  She  had  been  complaining  of  painful  hemorrhages  every  three 
weeks  for  two  years.  An  intra-uterine  application  of  60  milliampdres  positive 
was  made,  and  nothing  further  seen  of  the  patient  for  over  four  months,  when 
she  returned,  saying  that  it  had 'caused  pain  twenty-four  hours  later,  followed 
by  a  sanguineous  discharge  that  continued  three  months,  two  weeks  of  which 
had  been  spent  in  a  hospital.  Still  complaining  of  pain  and  leucorrhea,  an 
examination  showed  that  the  tumor  was  much  reduced  (it  is  probable  that  a 
portion  had  been  extruded).  She  was  now  placed  on  vaginal  applications, 
which  resulted  in  complete  symptomatic  cure  by  January  31,  1890,  the  leucor- 
rhea being  gone  and  the  periods  regular  and  painless.  The  hospital  notes  of 
this  date  say:    "No  sign  of  tumor  except  lumps  in  tubal  region.*' 

Case  No.  22  was  also  seen  at  the  Howard  Hospital,  September  18,  1889, 
with  a  fibroid  tumor  situated  in  the  right  wall  of  the  uterus  about  the  size 
of  a  goose-egg  and  giving  a  history  of  a  year's  duration,  with  irritable  bladder 
and  other  pressure  symptoms.  The  treatment  was  intra-uterine  negative  ap- 
plications of  GO  milliampOres.  Two  months  later  there  was  considerable  re- 
duction in  size.  The  notes  say,  under  date  of  November  1,  1889:  "Examina- 
tion shows  uterus  quite  small  and  movable;  no  evidence  of  tumor."  This 
condition  was  found  to  persist  a  year  and  a  half  afterward  on  the  patient 
being  visited  at  her  home. 
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Cm«  Ho.  M.— This  lady,  a  widow  nged  41,  presented  a  tj'pical  uwUnM 
of  k  small,  bleeding  fibroid  situated  in  tbe  posterior  wall  of  the  uteniB  bo  near 
the  cavity  ae  to  give  rise  t«  alarming  hemoirhages  out  of  all  proportion  to 
the  aize  of  the  tumor.  At  her  periods  she  stated  that  she  lost  as  much  as 
some  do  in  childlnrth.  Two  years  previouslj  she  had  passed  a  polypus,  and 
the  hemorrhage,  pain,  and  tenderness  had  penisted  since  then,  becoming  worse 
of  late.  The  flbromatous  uterus  was  much  enlarged,  with  a  projection  on  the 
postero-lateral  aspect  and  a  cavity  three  and  one-half  inches  in  depth. 

Tbe  treatment  of  this  case  lasted  exactly  three  months,  being  positive 
intra-uterine  applications  of  a  usual  strength  of  100  milliampSrei  with  plati- 
num electrode  (the  zinc-mercury  method  not  having  then  been  devised),  and 


Fig.  50.— Original  Outline  of  Tumor  in  Case  33. 

resulted  in  tbe  complete  cure  of  the  pain  and  hemorrhages,  disappearance  of 
the  tumor  by  absorption,  and  reduction  of  the  cavity  to  two  and  one-half 
inches.  Her  general  health,  which  bad  been  much  impaired  by  loss  of  blood, 
was  completely  restored. 

Cair  mo.  32.— Miss  A.  M.  T.,  sin^-lc,  aged  40,  was  referred  to  me  by  Dr. 
Edward  L.  Duer,  of  Philadelphia,  M»y  30,  1800,  with  a  hemorrhagic  fibroid 
filling  the  left  side  of  the  pelvis  and  extending  into  the  abdomen  to  a  point 
S  inches  below  the  umbilicus.  She  sutTcred  from  frequent  attaclcs  of  pain  in 
the  left  groin,  and  had  had  numerous  severe  hemorrhages.  The  cavity  was 
five  inches  in  depth. 

The  patient  wa«  placed  on  biweekly  intrauterine  positive  applications, 
varying  from  40  to  100  milliamp^res,  which   she  faithfully   Icept  up  for  ten 
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months.    During  tlie  following  two  yean  iixteeu  addition*!  appllcftUans  wen 

At  the  end  of  the  fourth  month  of  treatment  there  was  great  «jiiip- 
tomatic  improvement,  but  the  tumor  had  receded  but  one  inch  at  its  upper 
limit.  Tliia  improvement  in  the  physical  condition  of  the  growth  progressed 
slowly  during  tlie  remainder  of  the  treatment,  no  tumor  being  felt  over  the 
pubes  at  the  end  of  ten  months,  and  the  ravity  at  this  time  measuring  but 
three  and  one-half  inches.  At  the  end  of  one  and  a  half  years  th«  tumor  w«s 
scarcely  perceptible  by  bimanual  examination. 


Fig.  67.— Outline  of  Tumni 


after  Treatment. 


At  the  present  time,  about  eleven  years  after  the  cessation  of  the  treat- 
ment, no  tumor  whatever  can  be  found  on  examination,  and  the  patient's 
health  is  excellent. 

Case  Mo.  as.— This  lady  was  sent  to  me  by  Dr.  Davis,  of  Bridgeton,  N.  J, 
She  was  60  years  old,  and  bad  been  suffering  from  profuse  and  irregular  men- 
struation for  some  time,  but  the  tumor  was  not  discovered  until  Dr.  Davis 
found  it  to  l>e  the  cause  of  an  attack  of  retention  of  the  urine.  When  ad- 
mitted to  the  sanatorium, — October  IT,  IHDO, — the  uterus  was  found  to  ba 
preased  against  the  pubes  by  a  hard  growth  attached  by  a  broad  pedicle  to 
its  posterior  aspect,  and  extending  from  a  level  of  the  OS  to  within  two  inches 
of  the  navel.  Another  nodule  was  the  size  of  a  walnut  and  freely  movable 
(Fig.  S6).  The  cavity  was  over  three  inchea  in  depth.  As  the  bulk  of  the 
tumor  was  subperitoneal  and  the  lower  end  was  easily  accessible  through  the 
posterior  vaginal  vault,  the  treatment  was  by  buried  vaginal  puncture,  n^a- 
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tivc,  the  needle  being  insened  from  one  to  one  and  one-fourth  inches  beyond 
the  vaginal  surface.  The  puncturcH  were  all  negative,  and  varied  in  strength 
from  100  to  150  milliamp^Teg,  no  anesthetic  being  required.  In  all,  ten  punc- 
tures were  made,  a  diminution  in  size  showing  after  the  second.  At  the  final 
puncture, — March  2,  1S91, — the  highest  point  was  four  and  a  half  inches  below 
the  navel, — a  reduction  of  two  and  a.  half  inches  in  longitudinal  diameter. 
On  May  ITth  of  the  same  year  she  returned  by  request,  saying  that  it  was  im- 
possible to  feet  any  tumor  through  the  abdominal  wall.  This  was  verified,  no 
growth  whatever  being  ascertainable  by  external  palpation.  The  bimanual 
showed  only  a  slight  roughness  at  the  fundus  (Fig.  57). 


Case  33. 


In  a  letter  dated  February  4,  1904,  about  thirteen  years  after  the  cea- 
satioD  of  the  treatment,  this  patient  states  that  there  hss  tieen  no  return  of 
the  tumor,  and  that  she  had  enjoyed  good  health  since  the  date  of  her  last  visit. 

Caie  Ho.  38. — This  case  is  particularly  noteworthy  in  presenting  the  his- 
tory of  the  complete  disappearance  of  the  largest  tumor  that,  so  far  as  the 
author  ie  aware,  has  been  caused  to  disappear  by  electrically  induced  absorp- 
tion without  the  assistance  of  the  menopause.  The  lady  in  whose  case  this 
gratifying  result  has  occurred  was  a  widow  40  years  of  age,  though  since  her 
restoration  to  health  she  has  married  a  second  time.  She  was  first  seen  by 
the  author  on  January  31,  1891,  having  been  kindly  referred  by  Dr.  G.  H,  Whit- 
comb,  of  Greenwich.  N.  Y.  The  growth  was  at  that  time  about  th£  size  of 
an  adutt  head,  the  upper  limit  being  about  one  and  a  half  inches  below  tha 
navel,  hard,  knotty,  and  freely  movable  in  the  abdominal  cavity,  in  which  It 
mainly  lay  (Fig.  58).  Examination  showed  it  to  be  continuous  with  the  uterus, 
the  cavity  being  in  the  anterior  portion,  distorted,  and   diflicult  of  penetro- 
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tion;  large  proJMtions  extended  to  the  right  and  left  posteriorly.  The  pa.ti^it 
Baid  the  growth  liad  been  discovered  but  three  ye&rs  before,  though  preceded 
by  the  intense  nienorrhs[iasmH  from  which  she  still  sufFered.  One  year  before 
teeing  me  she  liad  been  placed  under  electric  treatment  by  Dr.  Whitcomb, 
whose  intelligent  appliration  of  the  Apostoli  method  resulted  in  gTEOt  relief 
of  pain  Bad  a,  reduction  of  size  from  one  and  a  half  inches  above  the  navel 
lo  the  same  dislance  below  that  point.  The  treatment  had  been  discontinued 
for  some  time  before  the  case  flrst  came  under  my  observation,  but  since  her 
removal  to  Philadelphia  there  had  been  a  recurrence  of  menstrual  pain  and 
swelling  of  the  tumor,  and  she  was  also  sulTeriiig  from  an  edematous  swelling 
of  the  right  leg.  The  examination  showed  that  the  posterior  projection,  which 
was  of  more  recent  appearance,  probably  caused  the  edema  by  mechanically 
interfering  with  the  venous  circulation  of  the  leg. 


Fifr.  l)!!.— Outline  of  Uteni; 


ifter  Treatment. 


She  was  placed  on  vaginal  alternative  applications  of  ISO  milliampSres 
and  subsequently  on  a  weaker  intra-uterine  dosage.  In  three  weeks'  time  aha 
was  able  to  lay  a^ide  the  elaitic  stocking  that  she  had  been  wearing.  During 
the  following  month,  however,  a  tj'pical  attack  of  the  prevailing  influenza  put 
her  back  somewhat,  and  I  was  ntTorded  an  opportunity  of  witnessing  an  ex- 
ample ot  the  intcnae  menorrhspasmB  with  which  she  had  been  afflicted,  accom- 
panied by  a  swelling  of  the  tumor  to  the  level  of  the  navel  again.  The  treat- 
ment was,  nevertheless,  persisted  in,  and  I  had  the  satisfaction,  soma 
months  later,  of  noting  a  great  reduction.  At  the  end  of  six  months'  treats 
ment  she  was  seen  again  by  Dr.  Wliitcomb,  who  had  some  difficulty  in  finding 
the  tumor.    Six  months  later  it  had  entirely  disappeared   (Fig.  69). 

The  case  was  examined  recently  by  the  author,  thirteen  years  after  the 
beginuiug  of  the  treatment,  and  the  uterus  could  not  be  distinguished  from 
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a  perfectly  normal  one.  The  enormous,  irregularly  lobulated  growth  had  dis- 
appeared. The  patient  menstruated  normally  until  several  years  ago,  showing 
that  the  result  was  not  assisted  by  the  menopause. 

Case  No.  46. — Mrs.  C.  M.  W.,  aged  45,  was  brought  to  the  sanatorium 
by  her  husband  on  March  20,  1891.  She  was  a  nullipara  under  the  average 
height,  and  the  immense  size  of  the  tumor,  in  conjunction  with  a  lateral  curva- 
ture of  the  spine,  produced  a  most  noticeable  deformity.  The  tumor  had  been 
known  to  exist  for  fifteen  years  and  had  been  accompanied  by  hemorrhages, 
the  latter  having  ceased  on  appearance  of  the  menopause  six  months  ago. 
The  menopause  had  not  been  of  service  in  ameliorating  the  condition  of  the 
patient,  except  in  the  matter  of  stopping  the  hemorrhages,  for  her  health  was 
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Fig.  60. — Outlines  of  Tumor  in  Case  46  at  Various  Dates. 


becoming  worse  and  the  tumor  had  made  a  distinct  increase  in  size  during  the 
intervening  six  months. 

The  growth  was  somewhat  larger  than  the  uterus  at  term,  extending 
four  and  one-fourth  inches  above  the  navel  and  increasing  the  abnormal  waist 
measure  to  thirty-seven  and  one-half  inches.  It  projected  so  far  as  to  meas- 
ure eighteen  and  one-half  inches  from  spine  to  spine  of  the  ilia  (Fig.  60). 

On  palpation  the  tumor  seemed  so  elastic  that  I  at  once  suspected  a 
semicystic  nature.  This  was  rendered  more  probable  by  the  symmetrical 
and  ovoid  shape  of  the  growth  and  the  fact  that  the  cavity  could  not  be  en- 
tered by  a  sound  to  a  greater  depth  than  three  inches,  the  cervix  being  effaced. 
Under  these  circumstances  my  decision  was  announced  that  the  Apostoli  treat- 
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ment  would  be  inapplicable,  and  the  patient  was  urged  to  consent  to  a  consul- 
tation with  a  surgeon,  the  husband  being  sent  for  for  the  purpose  of  securing 
his  acquiescence. 

The  lady,  nevertheless,  positively  declined  surgical  treatment  and  b^ged 
me  to  do  what  I  could  with  electricity.  To  determine  the  true  nature  of 
the  growth  it  was  decided  to  aspirate  it  through  the  abdominal  wall.  This 
was  done  on  March  20th,  withdrawing  one  and  one-eighth  ounces  of  a  serous 
liquid  that  coagulated  on  standing.  On  microscopic  examination  by  Dr.  Al- 
fred Stengel,  of  the  University  Laboratoiy,  it  was  pronounced  a  mixture  of 
blood  and  fluid  from  a  broad-ligament  cyst,  though  no  proof  of  the  latter  was 
found.  A  second  aspiration  one  month  later  withdrew  two  ounces  of  the 
same  character  of  fluid.  The  fact  that  this  liquid  came  from  small  cavities 
successively  pierced  by  the  needle  was  not  out  of  keeping  with  other  clinical 
evidences  that  the  growth  was  a  fibromyoma  undergoing  cystic  change  and  in- 
crease in  size,  and  the  cavities  seemed  to  be  sepai-ated  by  trabecular  processes. 
But  probably  the  most  distinct  proof  of  its  myomatous  nature  was  afforded 
by  subsequent  evidence  that  showed  that  it  would  temporarily  diminish  in 
size  under  strong  percutaneous  currents. 

These  punctures  for  diagnosis  having  been  so  well  borne  and  so  easily 
made,  owing  to  the  absence  of  any  structures  between  the  tumor  and  ab- 
dominal wall,  it  was  now  determined  to  employ  negative  abdominal  punctures 
after  the  method  desciibed  on  page  162.  At  the  first  puncture  60  milliamp^res 
were  used  with  three  needles.  Three  days  later  the  measurements  were  three 
and  three-fourths  inches  above  navel,  and  seventeen  inches  between  iliac  spines; 
the  circumference  was  not  taken.  This  showed  some  diminution.  The  punc- 
tures were  now  made  regularly  at  periods  not  less  than  two  weeks,  the  cur- 
rent being  gradually  increased  to  150  millianip^res.  On  October  27,  1891,  the 
tumor  had  decreased  to  two  and  one-half  inches  above  navel,  fifteen  inches  be- 
tween spines,  and  thirty-five  inches  in  circumference, — a  very  notable  decrease 
in  all  measurements.    The  patient  was  also  in  greatly  improved  health. 

The  patient  now  came  from  her  home  in  New  York  City  for  a  puncture 
about  once  a  month,  the  current-strength  being  from  200  to  300  milliampdres, 
by  triple  puncture.  The  last  puncture  was  made  March  14,  1893, — two  years 
after  the  first.  In  June  of  this  year  the  tumor  was  even  with  the  navel  and 
the  abdominal  circumference  was  but  thirty-two  inches,  in  spite  of  much  ad- 
ditional flesh  in  consequence  of  improved  health.  The  patient  continuing  under 
occasional  observation  since  the  cessation  of  treatment,  I  have  been  able  to 
add  to  the  measurements  in  the  cut  (Fig.  60)  that  taken  in  March,  1804,  when 
the  upper  limit  was  one  and  one-half  inches  below  the  navel  and  the  cir- 
cumference thirty  and  one-half.  At  the  present  time,  thirteen  years  since  the 
beginning  of  the  treatment,  no  sign  of  the  tumor  can  be  found  by  the  most 
careful  examination,  and  the  patient  is  in  excellent  health. 

Case  Ho,  49. — Mrs.  R.,  aged  41,  of  Wilmington,  Del.,  applied  for  treat- 
ment April  21,  1891.  Full  arrangements  had  been  made  by  a  surgeon  to  re- 
move her  ovaries  the  following  week,  the  patient  stating  that  this  was  a  pre- 
liminary step  to  the  repair  of  the  cervix.    On  thorough  examination  the  fol- 
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lowing  conditions  were  found:  The  uterus  was  enlarged  and  tender,  slightlj 
anteflexed,  with  cervix  pointing  to  the  right.  At  the  fundus  there  is  a  sessile 
lump  about  the  size  of  a  split  walnut,  moving  with  the  uterine  body  when  a 
sound  was  inserted  into  the  latter.  The  parts  were  excessively  tender,  the 
tubal  legions  not  presenting  marked  abnormality. 

It  was  evident  from  this  examination  that  a  mistake  in  diagnosis  had 
been  made,  the  lump  being  a  fibroid  nodule  instead  of  an  enlarged  ovary,  and 
the  general   tenderness  was  associated  with   the  tumor  itself. 

The  patient  was  admitted  to  the  sanatorium  for  daily  vaginal  applica- 
tions of  the  constant  current,  followed  by  the  induced,  the  former  averaging 
about  50  millianip^res.  Later  the  positive  applications  were  changed  to  alter- 
native applications  to  lessen  local  action  on  the  vagina. 

There  was  a  rapid  improvement  of  the  symptoms;  so  much,  indeed,  that 
the  patient  was  shortly  sent  home  with  directions  to  come  for  office  applica- 
tions. One  month  later  the  conditions  warranted  intra-uterine  applications 
of  from  30  to  50  milliampj^res  at  appropriate  intervals,  which  was  continued 
for  five  months  at  increasing  intervals  of  time.  A  few  additional  applications 
were  made  in  the  year  following,  resulting  in  complete  restoration  of  health 
and  a  gradual  diminution  of  the  growth. 

In  a  letter  received  from  her  in  March,  1904,  thirteen  years  after  the 
beginning  of  treatment,  the  patient  states  that  she  has  continued  in  the  best 
of  health,  and  can  find  no  trace  of  the  tumor. 

Case  Ho.  66. — Mrs.  ^  aged  43,  of  Reading,  Pa.,  was  referred  to  me 

June  28,  1892,  by  Prof.  William  Goodell,  the  letter  accompanying  the  patient 
giving  the  dimensions  of  the  tumor  as  4  by  5  inches.  The  patient  was  nearly 
exsanguinated,  and  was  brought  to  tne  sanatorium  on  a  rolling  chair,  as  she 
feared  that  walking  would  bring  on  a  hemorrhage.  For  three  years  she  had 
flooded  two  days  every  three  weeks,  and  was  extremely  weak. 

She  was  placed  on  positive  intrauterine  applications  of  from  45  to  75 
millianip^^res  with  a  sound-shaped  electrode,  a^  the  cervix  was  not  greatly 
dilated.  After  a  short  stay  in  the  sanatorium  she  was  able  to  go  to  her  home 
and  return  regularly  for  treatment,  which  was  continued  with  increasing  in- 
tervals for  a  year. 

In  a  letter  from  her  son,  dated  February  29,  1904,  about  eight  years  after 
the  beginning  of  the  treatment,  the  information  is  given  that  the  patient  re- 
mains in  good  health  and  can  find  no  traces  of  the  tumor. 

Case  Ho.  77. — Mrs.  F.,  aged  43,  was  sent  to  me  by  Dr.  W.  S.  Janney,  of 
Philadelphia,  November  14,  1895.  She  was  sufTering  from  copious  menstrual 
flows  every  two  weeks,  with  occasional  hemorrhages.  There  was  considerable 
tenderness  over  the  location  of  the  tumor,  which  was  the  size  of  a  cocoanut, 
filling  the  pelvis  and  extending  two  inches  above  the  umbilicus. 

Treatment  was  begun  with  a  small-sized  zinc-mercury  bulb,  positive, 
with  currents  varying  from  40  to  70  milliamp^res. 

In  two  months'  time  the  growth  had  shrunk  to  a  level  with  the  um- 
bilicus. The  treatment  was  continued  during  the  following  year,  with  a 
gradual  improvement  of  all  symptoms. 
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At  the  prMent  time,  more  than  elevpn  veara  after  the  beginning  of  th« 
treatment,  the  patient  is  in  good  health  and  ao  sigD  of  the  tumor  is  manifest 
on  the  eloaest  examination. 

Caiet  IToi.  43  and  76  complete  the  list  of  tumora  that  disappeared  by 
absorption,  and  are  sufficiently  described  in  the  table. 

Cftie  So.  fll.— Mrs.  W.  A.  D..  a  nullipara,  aged  39,  was  sent  to  the  sana- 
torium on  September  29.  1892,  by  Drs.  Hemminger  and  Bixler,  of  Carlisle,  Pa. 
The  growth  had  been  discovered  by  Dr.  Hemminger  seven  years  before.  On 
admission  the  ut«ruB  presented  a  synuiietrical  enlargement  about  equal  to  the 
Bfth  month  of  pregnancy,  elastic  and  semiductuating  in  consistency.  Through 
the  dilated  oa  a  smooth  elastic  body  presented,  nearly  the  size  of  a  child's 


head.    This  was  the  lower  portioi 

was  found  to  be  everywhere   adherent 

around  the  internal  os  and  for  a  small  space  antei 

tion  projected  about  an  inch  beyond  the  external  < 

been  removed  by  Dr.  Hemminger  on  two  previous 

^raseur.    The  patient  complained  of  hut  little  pai 

most  copious  watery  discharge  and  was  much  reduced  in  health. 

The  cystic  nature  of  this  growth  clearly  contra -indicated  the  ordinary 
Apostoli  treatment,  and  after  considerable  hesitation  it  was  determined  to  try 
a  new  method  of  electrolytic  destruction  with  a  bipolar  instrument  made 
especially  for  the  case,  each  pole  terminating  in  two  needle  points  of  platinum 


vaaculo -cystic  intra-uterine  tumor  that 
ar  of  the  uterus  except 
ly.    The  presenting  por- 
similar  projections  had 
by  means  of  tbe 
disturbed  by  a 
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about  half  kn  inch  long,  the  points  being  iinmoTably  fixed  an  inch  apart.  Be- 
fore beginning  thia  the  (craaeur  was  applied  to  remove  the  most  projecting  por- 
tion. Thia  proved  both  difficult  and  dangerous,  the  material  being  exceedingly 
tough  and  the  hemorrhage  ho  frightful  as  to  cause  an  abandonment  of  the  oper- 
ation. The  electrolytic  method  (Fig.  81)  was  now  begun,  and  from  300  to  400 
inilliamperes  employed  for  ten  to  Sfteen  minutes  daily,  without  senBation  to  the 
patient  other  than  slight  internal  warmth,  followed  by  continuous  irrigation 
with  a  weak  solution  of  permanganate  of  potassium.  As  much  as  700  milU- 
amp^res  was  later  employed,  resulting  in  a  material  reduction  by  actual  de- 
•truction  of  growth  at  each  sitting,  the  uterus  contracting  as  the  material  waa 
dissolved.  Not  a  drop  of  blood  was  lost.  This  treatment  was  kept  up  mora 
or  less  actively  for  six  months,  or  until  May  9,  ISOS,  when  the  following  not« 


Fig.  62.— Outline  of  Csae  81  in 


was  made:  "Tumor  all  gone  except  base  attached  to  anterior  surface 
of  cavity.  The  cervix  admits  but  one  finger.  Other  nuclei  of  fibroid  growth 
are  now  shown  to  exist  in  the  walls  of  the  uterua,  which  remains  longer 
than  normal,  but  no  larger  than  a  small  pear." 

An  examination,  made  in  the  summer  of  ISOS,  showed  k  still  further 
diminution  in  size  of  the  uterus  (Fig.  62)  and  the  patient  in  good  health.  At 
the  present  date,  more  than  eleven  years  after  the  beginning  of  the  treat- 
ment, the  patient  continues  in  good  health,  and  reports  no  evidence  of  the 

This  case  inauguratea  a  new  method  ol  treating  vaaculo-cyatic  intra- 
uterine tumors  that  are  acceaaible  through  the  os,  and  it  is  a  method  that  has' 
several  advantages  over  both  morcellation  and  hysterectomy,  the  advantages 
over  the  former  being  its  bl oodles sneas,  the  fact  that  septic  absorption  is  res* 
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dered  difficult  by  the  electrolytic  sealing  of  absorbents  at  the  junction  of  the 
destroyed  and  undestroyed  tissues,  and  the  highly  antiseptic  nature  of  the 
products  of  electrolysis  with  so  strong  a  current.  Its  advantage  over  hyster- 
ectomy is  that  the  patient  may  get  rid  of  the  tumor  and  be  restored  to  health 
without  losing  any  of  her  organs,  even  the  uterus. 

Aseptic  precautions  are,  of  course,  essential  to  this  method  of  treating 
a  cystic  intra-uterine  growth;  but,  when  the  immensely  antiseptic  effect  of 
from  300  to  700  millianip(^res  is  considered,  it  amounts  mainly  to  a  problem 
of  keeping  the  cavity  aseptic  between  treatments. 

This  was  done  in  this  case  by  placing  the  patient  on  a  rubber  bedpan 
and  douching  the  interior  of  the  uterus  with  a  gentle  stream  of  strong,  per- 
manganate of  potassium  solution,  maintained  continuously  for  an  hour,  twice 
a  day.  Nothing  less  thorough  would  have  preserved  her  from  infection.  The 
harmless  nature  of  the  solution  employed  enabled  the  injections  to  be  kept 
up  for  months.  The  method  is  only  possible  when  the  cervix  is  dilated,  as  in 
this  case. 

In  addition  to  my  own  cases  thus  summarized  briefly  and  tabu- 
lated fully  in  Appendix  A,  I  shall  add  a  classification  of  the  resulta 
reported  by  the  Keiths  in  the  volume  referred  to,  as  arranged  by  my- 
self, for  the  authors  of  this  most  interesting  narrative  of  case  histories 
did  not  classify  the  results  themselves,  but  apparently  left  this  to  be 
done  by  their  readers. 

Author's  Classification  of  the  Results  in   106  Cases  Reportko   bt 

Drs.  Thomas  and  Skene  Keith. 

Cases  resulting  in  anatomic  and  symptomatic  cure: — 

(a)  Extruded  through  cervix  in  whole  or  part 3 

(bj  Disappeared  by  absorption 3 

Cases  resulting  in  symptomatic  cure: — 

(a)  With  great  reduction  in  size 47 

fb)  With  slight  reduction  in  size 18 

(c)  Without  change  in  size 5 

Total  cases  resulting  in  practical  success 70 

Symptomatic  improvement  under  insullicient  treatment. ...     8 
Symptomatic  improvement  only 13 

Total  cases  resulting  in  partial  success 21 

Failure  to  effect  change 6 

Made  worse  2 

Result  unknown  1 

Total  cases  treated 106 
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The  present  status  of  the  Apostoli  treatment  of  fibroid  tumors 
is  not  completely  shown  without  a  reference  to  articles  by  Drs.  Grand 
and  Famarque,  Dr.  Apostoli's  assistants  in  Paris,  and  by  Dr.  J.  H. 
Kellogg,  in  the  "International  System  of  Electro-Therapeutics/'^  I 
reprint  also  a  more  recent  and  most  interesting  paper,  read  before  the 
American  Medical  Association,  at  Baltimore,^  by  Dr.  Lapthorn  Smith, 
of  Montreal,  who  was  one  of  the  first  to  employ  the  method  in  Amer- 
ica, and  who  did  more  than  any  other  to  render  it  popular  in  this 
country  by  translations  of  the  writings  of  its  originator  and  by  numer- 
ous papers  of  his  own.  Dr.  Lapthorn  Smith's  testimony  is  the  more 
valuable,  nevertheless,  as  the  judgment  of  one  who,  in  addition  to 
being  a  skillful  user  of  the  method,  is  a  surgeon  by  choice  and  by 
reason  of  a  large  practice.    Dr.  Smith  wrote  as  follows: — 

At  the  full  flow  of  the  tide  of  the  most  successful  surgery  the  world  has 
ever  known  one  must  possess  a  good  deal  of  courage  of  his  convictions  to  rise 
in  the  presence  of  such  a  distinguished  audience  as  this  to  even  discuss,  far 
less  to  advocate,  the  treatment  of  tumors,  even  the  most  benign,  by  any  other 
method  than  the  surgeon's  knife. 

Appearing  on  the  programme  of  this  meeting,  surrounded,  as  this  paper 
and  its  author  are,  by  papers  and  surgeons  advocating  every  kind  of  surgical 
treatment,  from  tying  the  uterine  arteries  to  removing  nearly  all  the  pelvic 
contents,  my  position  is  a  peculiarly  diflicult  one;  the  more  especially  as 
I  have  been  trained  as  a  surgeon  and  now  occupy  a  position  as  surgeon  in 
several  hospitals,  where  I  am  often  compelled  by  circumstances  to  treat  fibroids 
by  surgical  procedures. 

It  is  only  fair  that  I  should  say  at  the  outset  that  I  did  not  choose 
this  topic  for  my  discourse;  it  was  assigned  to  me  by  our  esteemed  chairman, 
who,  in  order  to  preserve  the  high  reputation  for  impartiality  which  has  been 
possessed  to  an  eminent  degree  by  the  chairmen  of  this  section  of  the  Asso- 
ciation in  the  past,  no  doubt  wished  that  justice  should  be  done  to  all  methods 
of  treatment  at  present  employed.  So  strong  is  my  own  personal  taste  for 
surgery,  especially  of  the  abdomen,  that  I  might  have  been  tempted  to 
disobey  the  chairman's  command  but  for  one  reason,  which  was  that  as  I 
reflected  upon  my  work  during  the  past  seven  years  there  passed  before 
me  the  images  of  some  fifty  women  whom  I  had  treated  for  fibroids  by 
electricity:  first,  as  they  appeared  when  I  saw  them,  with  faces  anxious  with 


*  "International  System  of  Electro-Therapeutics,"  edited  by  H.  R.  Bige- 
low  and  G.  l^»tton  Massey.  Philadelphia:  F.  A.  Davis  Company.  Second  edi- 
tion, 1901. 

'. Journal  of  the  American  Medical  Association,  August  10,  1895,  volume 
XXV,  page  220. 
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pain  and  blanched  from  hemorrhage,  and  then  after  their  pain  had  been  re- 
lieved and  their  bleeding  had  been  stopped  by  galvanism  and  their  cheeks 
had  resumed  a  rosy  hue;  these  fifty  women's  faces  encourage  me  to  do  justice, 
though  the  heavens  may  fall,  to  the  treatment  which  has  cured  them. 

Then  there  pass  before  me  the  dying  faces  of  ten  women  who  were  treated 
by  total  extirpation,  at  two  of  which  operations  I  was  the  executioner;  at 
six  of  which  I  was  first  or  second  assistant,  and  at  two  of  which  I  nv^as  only 
a  spectator. 

True,  the  majority  of  the  ten  operations  were  performed  in  the  preantisep- 
tic  days,  though  by  a  great  master  in  this  department  of  our  art;  but  four 
of  them  were  performed  within  the  last  few  years  under  the  most  rigt>rous 
aseptic  precautions  by  men  who  have  a  small  mortality  in  general  for  ab- 
dominal surgery. 

The  memory  of  these  fifty  women  who  have  been  cured  by  electricity, 
many  of  whom  I  could  find,  if  required,  and  many  of  whom  to  this  day  stop 
me  in  the  street  to  thanK  me  and  it  for  their  rosy  cheeks;  and  the  memory 
of  those  ten  women  who  are  now  no  more,  all  tell  me  that  I  would  be  a 
traitor  to  the  cause  of  truth  if  I  remained  silent,  not  only  out  of  season,  bat 
in  the  very  hour  when  it  most  needed  to  be  spoken. 

True,  I  can  quiet  my  conscience  when  circumstances  compel  me  to  oper- 
ate, by  the  reflection  that  one  woman  died  while  under  electric  treatment,  not 
through  electricity,  but  through  an  error  of  diagnosis,  for  mistaking  a  tense, 
impacted,  liquid  tumor  for  a  fibroid,  which  would  not  have  been  made  if  the 
abdomen  had  been  opened,  or,  in  other  words,  if  the  treatment  had  been  sur- 
gical instead  of  electric.  This  is  the  one  and  only  case  in  which,  as  far 
as  my  experience  goes,  I  have  ever  had  seriously  to  regret  the  use  of  electricity. 

I  can  still  further  soothe  my  conscience  when  I  am  compelled  to  operate, 
by  remembering  that  I  have  operated  on  ten  women,  seven  by  abdominal  hys- 
terectomy, treating  the  stump  by  leaving  it  transfixed  at  the  lower  angle  of* 
the  incision;  and  on  three  by  removal  of  the  appendages,  tying  the  ovarian 
arteries  low  down;  and  several  others  treated  in  the  latter  manner,  at  which 
I  was  assistant,  all  of  whom  recovered  and  are  now  in  good  health. 

When  I  visit  the  City  of  Brotherly  Love,  where  the  surgeons  have  de- 
clared war  to  the  knife  upon  the  electrode,  I  am  often  placed  in  an  awkward 
predicament.  When  I  tell  my  friend,  Dr.  Joseph  Price,  that  I  am  going  to 
spend  a  few  hours  at  the  electric  clinic  with  Dr.  Massey,  he  is  surprised  that  a 
man  of  my  intelligence  can  waste  his  time  in  such  fiddle-faddling  nonsense, 
and  it  is  useless  for  me  to  assure  him  that  I  can  show  him  many  women  in 
Canada,  from  Manitoba,  in  the  west,  to  New  Brunswick,  in  the  east,  who  are 
pictures  of  health,  and  who  have  been  cured  by  electricity. 

On  the  other  hand,  when  I  tell  my  friend.  Dr.  Massey,  that  I  am  going 
to  spend  the  morning  with  Dr.  Joseph  Price,  extirpating  fibroids,  he  looks 
with  pity  on  my  bloodthirsty  taste  and  misguided  energy.  In  vain  I  tell  him 
life  is  too  short  to  treat  all  my  fibroid  cases  by  such  means. 

In  this  somewhat  peculiar  position  which  I  occupy,  I  have  one  consola- 
tion, and  that  is,  or,  at  least,  I  hope  that  it  will  be  so,  that  the  conclusions 


RESULTS  OF  TRK\TMENT  BY  ELECTRICITY.  187 

which  I  shall  presently  lay  before  you  are  those  of  one  who  is  entirely  un- 
biased and  nonpartisan,  and  are  consequently  to  be  accepted,  as  far  as  they  go, 
in  good  faith. 

My  own  opinion  on  the  present  status  of  electricity  in  the  treatment  of 
fibroids  is  fully  made  up,  and  I  shall  now  endeavor  to  lay  it  plainly  and  hon- 
estly before  you. 

During  the  last  year  especially,  although  it  has  been  growing  gradually 
for  several  years,  the  conclusion  has  become  evident  that  electricity  is  not 
suitable  for  every  kind  of  case  nor  for  every  kind  of  doctor. 

But  it  is  as  true  to-day,  as  it  ever  was,  that,  for  the  cure  of  pain  in  and 
bleeding  from  the  uterus,  the  application  of  the  positive  pole  of  the  galvanic 
current,  properly  applied  and  of  sufficient  strength,  to  the  uterine  mucous  mem- 
brane is,  in  the  majority  of  cases,  effective.  The  percentage  of  successes  is 
greatest  in  those  cases  in  which  the  fibroid  growth  is  interstitial;  not  quite  so 
great  in  the  cases  of  submucous  growths,  although  in  several  of  these  cases 
a  few  applications  have  been  followed  by  the  expulsion  of  the  tumor  from 
the  uterine  cavity.  The  earlier  the  cases  come  under  treatment,  the  more  surely 
they  are  cured,  many  patients  with  small  interstitial  tumors  in  the  anterior 
wall  having  been  completely  cured  by  me,  and  still  more  under  the  care  of 
others;  so  that  the  plea  for  the  early  treatment  of  fibroid  tumors  by  electricity 
is  quite  as  just  a  one  as  is  the  early  plea  for  operative  treatment.  In- 
deed, it  is  even  more  so,  for,  while  we  can  truthfully  say  that  the  electric 
treatment,  when  undertaken  early  and  with  a  correct  diagnosis,  is  at  the  pres- 
ent day  entirely  devoid  of  danger,  no  one  can  truthfully  say  the  same  of  the 
treatment  by  operation.  In  fact,  I  am  sorry  to  say  that  no  one  knows  what 
is  the  death-rate  of  the  latter  treatment.  Three  of  the  ten  deaths  which  I 
have  above  mentioned  have  never  been  reported,  and  six  of  them  were  only 
reported  at  my  urgent  solicitation. 

May  there  not  be  many  other  similar  cases?  When  a  woman  comes  to 
a  doctor  for  menorrhagia  and  he  discovers  a  small  fibroid,  is  he  to  urge  her 
to  submit  to  an  operation,  when  he  knows  with  the  greatest  skill  and  care 
she  runs  the  risk  of  dying  from  the  operation,  and,  if  let  alone,  the  death-rate 
is  no  more  than  1  per  cent.,  while  with  electric  treatment  the  risk  is  abso- 
lutely nothing? 

When  she  tells  me  that  she  will  not  submit  to  an  operation,  shall  I  as- 
sure her  that  I  can  do  nothing  for  her,  when  I  carry  in  my  pocket  the  record 
of  fifty  similar  or  worse  cases  which  have  been  cured  by  electricity?  Surely 
that  were  dishonest!  And  yet  the  temptation  to  operate,  in  spite  of  the 
danger  of  surgical  and  the  safety  of  electric  treatment,  is  very  great, — too 
great,  in  some  cases,  for  us  to  resist. 

Ours  is  a  busy  life,  and  there  is  not  one  of  us  here  who  has  not  often 
felt  that  life  was  far  too  short  to  accomplish  all  the  good  that  we  would  wish 
to  do,  and,  for  the  want  of  a  few  more  hours  in  the  day,  much  work  of  value 
to  our  fellow-beings  must  go  undone.  With  this  feeling  strong  within  us,  a 
poor  woman  applies  at  the  out-patient  department  of  our  hospital  with  a 
small  interstitial  fibroid  which  has,  however,  doubled  or  trebled  the  bleeding 
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surface  of  the  uterine  mucous  membrane.    We  believe  that  we  could  cure  her 
by  a  long  and  tedious  course  of  treatment  with  electricity, — from  ten  to  fifty 
applications ;    if  thei-e  are  no  facilities  at  the  hospital,  then  at  our  office.    If 
at  the  hospital,  the  time  required  for  this  case  would  seriously  encroach  upon 
the  time  allotted  to  our  service  there;    if  at  an  office  there  is  the  same,  as  well 
as  other,  objections.     And  when  we  have  made  the  sacrifice  and   cured   the 
woman,  what  is  the  reward?    Perhaps,  but  not  always,  the  woman's  thanks. 
Our  own   feeling   of  having  done   well,   surely.     But  when   we   turn    to    our 
brethren,  whose  esteem  is  and  should  be  the  greatest  incentive  that   we  can 
look  for,  to  good  work,  well  and  conscientiously  performed,  what  do  they  say? 
We  have  no  fresh  and  bleeding  tumor  to  take  to  the  medical  society    (as  an 
Indian  waves  a  white  man's  scalp),  before  our  admiring  brethren,  as  a  trophy 
of  our  prowess  and  our  skill.    I  have  shown  the  women  over  and  over  again; 
I  have  shown  their  clothing  which  had  to  be  taken  in,  as  much   as    seven 
inches,  owing  to  the  decrease  in  size;    the  women  themselves  have  offered  to 
state  on  oath  that  their  bleeding  had  been  arrested,  their  pain  removed,  and 
their  general  health  improved.     How  were  these  triumphs  of  therapeutic  skill 
received?     With  loud  applause,  you  will  say.     No,  indeed!     The  praise   be- 
stowed upon  the  exhibitor  of  even  an  apparently  healthy  appendix,  the  re- 
moval of  which  was  followed  by  the  death  of  the  patient,  is  wild  in  its  enthu- 
siasm when  compared  with  the  manner  in  which  is  received  the  report  of  a 
case  of  cure  by  electricity.    Indeed,  a  sincere  friend  and  admirer  in  our  society 
warned  me  privately  that  my  reputation  was  injured  every  time  I  showed  a 
woman  who  had  been  cured  by  this  means,  and  he  urged  me  to  show  no  more. 
But  I  must  continue  to  cure  them  by  that  means  as  far  as  my  time-limit  and 
life-limit  will  allow. 

How  different  when  we  report  an  operation,  whether  the  patient  lives  or 
dies!  Everybody  seems  pleaoed  and  praises  us  in  proportion  to  the  danger 
to  which  our  patient  has  been  exposed.  But  if  she  dies  there  are  two,  at  least, 
who  must  regret  that  it  was  performed, — the  patient  and  the  doctor;  and 
sometimes  there  are  the  husband  and  the  little  children  to  be  thought  about. 
But  how  much  easier  to  take  the  patient  into  the  hospital  and  in  a  few  days 
perform  hysterectomy,  which  we  can  do  in  a  quarter  of  an  hour  sometimes. 
It  is,  as  the  French  say,  "m»  viauvais  quart  dlieurci*  but  it  is  soon  over  and 
the  patient's  fate  is  sealed  for  weal  or  woe  when  we  have  put  in  the  stitch 
which  closes  the  peritoneal  cavity. 

After  that  the  house-surgeon  and  nurses  take  care  of  her,  and  an  average 
of  three  minutes  a  day  for  the  next  twenty  days  is  the  very  most  she  requires 
of  us.  But  with  the  electric  treatment,  what  with  getting  the  patient  ready, 
carrying  out  the  asepsis  of  the  vagina,  and  adjusting  the  apparatus,  I  have 
spent  as  much  as  one  hundred  precious  hours  on  a  single  fibroid  case.  But  the 
ovaries  remained  and  many  of  the  women  are  now  the  happy  mothers  of 
children  and  others  are  happy  wives,  capable  of  having  children,  though  yet 
childless. 

I  have  lately  asked  several  well-known  men,  men  of  the  highest  surgical 
reputation   (you  would  be  astonished  if  I  mentioned  their  names),  whether 
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they  had  employed  the  electric  treatment  with  good  results,  and  they  have  as- 
sured me  that  they  had,  although  they  )iave  never  reported  them;  and  when 
I  asked  them  what  was  the  principal  objection  to  it,  they  replied,  in  confidence, 
that  it  took  too  much  of  their  time.  And  this  I  admit  is  a  serious  objection 
to  it,  but  not  an  insurmountable  one.  There  are  two  ways  in  which  it  may 
be  surmounted;  one  is  by  having  an  assistant  whose  time  is  less  precious  than 
our  own,  who  has  been  trained  to  carry  out  the  treatment  with  accuracy  and 
care  when  we  prescribe  it  for  the  disease  which  our  more  experienced  touch 
has  diagnosed.  And  the  other  is  by  having  several  rooms  and  a  nurse  to  pre- 
pare the  patient,  including  the  antiseptic  vaginal  douche,  and  by  devoting  two 
afternoons  a  week,  and  having  these  patients  come  only  at  that  time,  as 
many  as  six  treatments  an  hour  might  be  administered. 

Never  before  has  it  been  so  well  demonstrated,  as  it  is  to-day,  that  by  the 
division  and  subdivision  of  labor  the  workmen  become  more  and  more  expert. 
It  does  not  surprise  me,  therefore,  that  the  best  results  of  the  electric  treat- 
ment of  fibroids  are  obtained  by  such  men  as  Apostoli  and  Massey,  who  em- 
ploy this  treatment  alone.  They  both  obtain  results  which  neither  I  nor  any 
other  operating  gj'necologist  can  hope  for.  In  every  large  city  we  should  en- 
courage some  one  man  to  establish  an  electro-therapeutic  clinic,  where  our 
poor  patients,  at  least,  might  obtain  the  benefit  of  his  skill  in  electric  tech- 
nique, after  having  obtained  the  benefit  of  our  experienced  diagnosis;  in  time, 
his  reputation  would  reach  the  cars  of  the  rich,  and  he  would  then  have  some 
substantial  reward. 

The  present  status  of  electiicity  is  suffering  as  did  the  status  of  ab- 
dominal surgery  a  few  years  ago,  because  it  has  been  tried  by  men  without 
sufiicient  experience,  and  has,  as  a  consequence,  been  found  wanting.  The 
electric  treatment  of  fibroids  requires  knowledge  of  the  pelvic  contents  as  well 
as  the  electrician's  knowledge  of  the  power  he  is  wielding. 

I  must  trespass  on  your  time  yet  a  little  more  while  I  refer  to  two 
points.  One,  a  claim  which  has  recently  been  made  by  Apostoli  for  the  electric 
treatment,  which  I  can  heartily  indorse;  and  the  other  an  objection  which  has 
been  made  to  it,  which  I  can  as  heartily  deny. 

Apostoli  has  discovered  that  the  very  failures  of  electricity  can  be  turned 
to  advantage  in  the  following  manner:  It  has  been  found  that  in  those  cases 
where  the  electric  treatment  has  been  badly  borne  and  has  been  followed  by 
febrile  reaction,  so  that  the  patients  have  been  turned  over  to  the  surgeon  for 
operation,  the  presence  of  pus-tubes  and  pelvic  peritonitis  has  been  discovered. 
Apostoli  has  pointed  out  that  electricity  may  be  employed  as  a  diagnostic 
agent  for  the  purpose  of  detecting  diseased  appendages. 

A  remarkable  instance  of  this  came  under  my  notice  over  a  year  ago. 
A  young  woman  who  had  been  employed  in  a  restaurant  in  a  New  England 
town  gradually  lost  her  health,  and  had  pain  and  hemorrhage.  She  suffered 
agony  with  her  periods,  which  came  too  often  and  lasted  long;  so  that*her 
face  was  blanched  and  haggard.  There  was  no  difficulty  about  the  diagnosis, 
as  the  tumor  was  large,  round,  symmetrical,  in  the  median  line  extending  up 
to  the  umbilicus,  and  could  be  easily  seen  and  felt,  bulging  up  the  abdominal 
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wall.     Several  physicians  in  the  United  States,  her  family  physician  in  Mon- 
treal, as  well  as  myself,  all  agreed  that  it  was  a  fibroid.     One  of  them  had 
tried  electricity  several  times,  but  always  with  bad  results,  and  so  did  I.     As 
she  was  laid  up  in  bed  for  several  days  each  time,  I  concluded  that  the  ap- 
pendages were  diseased,  and  after  three  applications  I  decided  to  stop  and  to 
perform  celiotomy.     On  opening  the  abdomen  the  tumor  was   at    once   seen 
surrounded  by  adherent  intestines,  but  it  still  appeared  a  symmetrically  pear- 
shaped  fibroid.     I  could  not,  however,  find  the  ovaries  and  tubes,  and,  while 
digging  around  for  them,  I  made  a  line  of  cleavage  which,  being  followed  up, 
I  was  able  to  dissect  out  a  portion  of  th6  tumor;  it  proved  to  be  a  sausage- 
shaped  pus-tube;  this  was  delivered  intact,  tied,  and  cut  off.    Then  followed 
a  large  cystic  ovary;   then  the  other  tube,  which  broke  and  inundated   the 
field  with  pus;  and  then  the  other  ovary,  by  which  time  the  supposed  fibroid 
was  gone  and  only  a  moderate-sized  uterus  remained.    The  pelvis  was  care- 
fully washed  out  and  drained;  the  patient  made  a  rapid  recovery  and  is  now 
at  work  and  enjoying  perfect  health.     So  that,  in  this  case,  Apostoli's  dictum, 
that  when  the  application  of  his  method  causes  febrile  reaction   the    tubes 
are  badly  diseased,  was  fully  borne  out. 

Now,  the  objection  to  electricity  which  has  so  often  been  made  to  it* 
especially  by  one  of  my  most  esteemed  friends  in  Philadelphia,  that  it  causes 
adhesions,  is  not  true.  I  maintain  that  one  has  no  right  to  bring  that  charge 
(1)  if  fibroids  which  have  never  been  treated  by  electricity  do  have  adhesions, 
and  (2)  if  fibroids  which  have  been  treated  by  electricity  can  be  proved  not 
to  have  become  adherent. 

Now,  I  am  in  a  position  to  prove  both  of  these  facts.  When  in  Balti- 
more I  saw  the  abdomen  opened  for  fibroid,  but  it  was  so  adherent  to  every- 
thing, intestine  and  abdominal  walls,  that  the  operator,  one  of  the  ablest  in 
the  world,  did  not  consider  it  possible  even  to  get  the  ovaries  out,  and  the 
abdomen  was  sewed  up.  Now,  this  case,  the  most  covered  with  adhesions  I 
have  ever  seen,  you  will  say,  had  received  many  applications  of  electricity,  and 
so  I  thought,  judging  from  these  statements,  must  have  been  the  case.  But 
careful  inquiry  elicited  the  fact  that  she  had  never  received  a  single  applica- 
tion of  electricity.  But  that  is  only  negative  evidence.  Let  us  see  about  some 
positive  evidence. 

Three  or  four  years  ago  I  treated  a  lady,  headmistress  of  a  large  public 
school  a  thousand  miles  away,  for  hemorrhage  and  pain,  by  means  of  intra- 
uterine positive  galvanism.  She  had  received  One  year's  leave  of  absence  from 
her  duties  and  the  commissioners  had  advanced  her  one  year's  salary  in  order 
to  regain  her  health,  she  being  utterly  incapacitated  for  work.  You  may 
imagine  that  she  was  peculiarly  anxious  to  get  well,  and  therefore  submitted 
to  a  very  rigorous  application  of  the  treatment  three  times  a  week  with  great 
fortitude,  as  high  as  200  milliamp&res  being  frequently  given  at  a  time.  And 
this  was  not  for  one  or  a  dozen  applications,  but  for  fifty  times.  By  this 
time  the  bleeding  and  pain  were  nearly,  if  not  entirely,  arrested,  and  I  ad- 
vised her  to  complete  the  cure  by  a  few  months'  rest  at  her  old  home  down 
by  the  sea  in  New  Brunswick.    This  she  did  and  came  back  to  me  in  July  with 
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rosy  cheeks  and  sparkling  eyes.  She  and  I  would  have  been  perfectly  satisfied 
with  the  result,  and  I  should  have  reported  her  among  my  cures,* had  it  not 
been  for  one  thing,  and  that  was  that  she  asked  me  the  question:  ''Can  you 
promise  me  that  the  awful  hemorrhages  will  not  return  after  I  have  gone 
to  my  far-away  home  in  the  West?"    This  I  could  not  answer  her  affirmatively. 

Her  next  question  was :  "Is  there  any  other  treatment  by  which  you  can 
guarantee  that  result?"  My  reply  was:  "Yes,  one  only,  and  that  is  hyster- 
ectomy." Although  the  operation  was  not  required  by  her  then  present  con- 
dition, yet,  owing  to  her  financial  situation,  which  would  preclude  her  ever 
coming  to  Montreal  again,  at  her  urgent  request  I  removed  her  uterus. 

Now,  if  the  charges  against  electricity  have  a  vestige  of  truth  in  them, 
I  must  have  found  the  tumor  covered  with  adhesions;  in  fact,  the  tumor  and 
appendages  must  have  been  one  agglutinated  mass  requiring  some  hours  of 
patient  toil  to  detach  them,  and  for  this  I  was  prepared.  But  what  was  my 
astonishment,  on  opening  the  abdomen  and  screwing  a  corkscrew  into  the 
tumor  to  be  able  to  lift  it  out  smooth  and  shining  as  the  top  of  a  bald  man's 
head;  the  transfixing  of  it  with  pins  and  circling  it  with  the  serre-neud  was 
the  work  of  a  few  moments  and  in  a  minute  more  the  tumor  was  off.  She 
ran  her  5  or  10  per  cent,  of  risk  of  death  safely,  and  made  a  splendid  recovery 
and  was  at  the  head  of  her  school  once  more  on  September  1st. 

One  such  case  carries  more  weight  than  a  thousand  assertions  that  elec- 
tricity causes  adhesions. 

But  I  can  duplicate  it.  A  young  lady  who  is  now  a  trusted  nurse  in  a 
New  York  hospital  came  to  me,  the  first  year  I  used  this  treatment,  for  hemor- 
rhage and  pressure  symptoms  caused  by  a  large  fibroid.  She  improved  so 
much  that  I  decided  that  she  ought  to  go  home  by  the  time  she  had  received 
fifty  applications.  But  after  the  last  application  she  began  to  flow  before 
the  time,  and  I  asked  her  to  wait  until  it  stopped.  It  lasted  seventeen  days,  a 
steady  little  stream  of  dark-red  blood.  I  became  momentarily  discouraged 
and  advised  operation,  which  was  accepted,  but  I  handed  her  over  to  a  more 
experienced  operator  than  I  was,  at  that  time.  I  assisted  at  the  operation 
and  the  tumor  came  out  without  the  slightest  difficulty,  and  was  removed 
in  the  same  way  as  the  case  mentioned  above.  I  examined  it  most  carefully 
and  the  only  trace  of  an  adhesion  to  be  found  was  a  spot  about  the  size  of  a 
silver  5-cent  piece,  where  the  tumor  had  rubbed  upon  the  brim  of  the  pelvis 
on  the  right  side  and  where  she  often  complained  of  pain  before  coming  to  me. 
But  there  was  not  a  sign  of  adhesion  in  the  track  of  the  electric  current  nor 
anywhere  else  except  this  one  spot.  The  hemorrhage  was  due  to  a  tiny  open- 
ing in  a  sinus  by  the  end  of  the  electrode. 

I  dislike  electricity,  personally,  because  it  takes  up  my  precious  time, 
but  I  want  it  to  receive  fair  play  and  not  be  blamed  for  sins  that  are  not 
its  own. 

There  is  one  charge,  however,  which  was  frequently  brought  against  the 
electric  treatment  of  fibroids  or  rather  against  a  method  of  applying  it,  in  the 
pa»t,  and  which  was  well  deserved,  but  no  longer  applicable,  because  no  longer 
employed.    I  refer  to  the  method  of  galvanic  puncture. 
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danger,  and  is  to-day  practically  abandoned.  If  anyone  still  uses  it,  in  the 
cause  of  electrie  trentnient  of  flbroids  I  beseech  him  to  use  it  no  more.  Tlia 
positive  pole  of  the  galvanic  current  gently  introduced  into  the  uterus  will 
accomplish  our  object  by  unseen,  but  no  less  ceHain,  meana.  It  dries  up  the 
jnicy,  bleeding,  tnncous  membrane,  and,  by  its  tonic  action  upon  the  muscuiar 
tissue  through  which  must  pass  the  vessels  carrying  nourishment  to  the  tumor, 
its  blood-supply  is  cut  off  just  as  surely  as  though  wc  lied  the  ovarian  arleries 
which  supply  the  body  of  the  uterus.  The  action  of  the  electric  current  as 
applied  to  fibroids  is  threefold:  The  first  is  not  mysterious;  it  is  but  the  ar- 
rest of  circulation  in  dilated  capillaries  by  nn  electro-chemic  cautery.  The 
Bccond  is  no  more  difficult  to  undcrsland  than  the  action  of  ergot  or  strych- 
nine;  it  not  only  tones  up  the  vasoiuotor  system,  making  the  caliber  of  the 
arteries  less,  but  it  calls  into  play  the  special  and  remarkable  power  which 
■  he  uterus  posseiiaes  of  controlling  its  own  circulation  when  it  has  the  strength 
to  contract.  The  third  effect  of  the  current,  its  electrolytic  actiou,  is,  I  admit, 
as  mysterious  as  it  has  ever  been,  but  not  more  so  than  the  invariable  absorp- 
tion of  ayphilitic  gummatous  deposits  following  the  administration  of  iodide 
of  potassium.  Whether  what  we  call  electrolynis  means  the  actual  breaking 
up  of  an  organic  tissue  into  inorganic  atoms,  or  wlicthcr  it  means,  as  seems 
more  likely  to  me,  that  the  growth  deprived  of  its  blood-supply  undei^goe* 
fatly  degeneration  and  is  partly  eaten  up  by  phagocytosis,  stimulated  to 
greater  activity  by  the  trophic  nen-es,  no  one  with  a  large  experience  with 
this  subtle  fluid  can  deny  tbat  a  uterus  infiltrated  with  and  enlarged  by  ths 
deposit  of  fibrous  ti^^sue,  whether  localized  in  the  form  of  fibroids  or  diffused, 
as  in  areolar  hyperplasia,  so  that  tile  sound  will  enter  tour  or  Qve  inches,  will 
invariably  diminish  in  depth  by  means  of  electric  treatment. 

Then,  again,  what  is  the  enormously  enlarged  uterus  after  delivery  but 
Ik  bleeding  myoma!  Does  it  not  stop  bleeding  when  the  nrleriea  which  sup- 
ply it  with  blood  are  squeezed  by  its  contracting  wallsT  Does  it  Dot  rapidly 
get  smaller  when,  for  the  want  of  blood  and  exercise,  the  immense  mass  of 
tissue  silently  undt^rgoea  fatty  degeneration  and  retunis  to  the  blood,  from 
whence  it  cameT 

Wonderful  and  almost  incredible  as  the  total  disappearance  of  a  fibroid 
or  myoma  may  seem  to  some,  it  is  no  more  mysterious  than  this  wonderful 
process  of  nature  which  we  call  involution.  Have  those  who  doubt,  and,  even 
worse,  deny  the  power  of  electricity  to  work  a  change  in  fibroids,  never  re- 
duced the  ftize  and  weight  of  a  uterus  which  nature  had  failed  to  involuteT 
Hbh  Emniett  never  reduced  its  size  by  repairing  a  lacerated  cervix!  Havo 
Churchill  and  .\thill  and  ten  thousand  others  with  honored  names  never  re- 
duced the  quantity  of  tissue  in  Ihe  uterus  by  the  application  of  iodine!     Hava 
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not  a  hundred  thousand  others  ever  reduced  the  weight  of  the  blood  and  mus- 
cle and  areolar  tissue  in  the  heavy  uterus  by  means  of  glycerin  and  hot  water 
and  other  therapeutic  measures? 

Then  why,  in  the  name  of  reason  and  justice,  will  you  deny  that  an  agent 
which  we  can  see  blanching  tissues  before  our  eyes,  and  making  muscles  of 
every  kind  contract,  why  will  you  deny^  I  say,  that  it  can  diminish  the  Uood- 
supply  to,  and  favor  the  fatty  degeneration  and  absorption  of,  the  fibrous  or 
myomatous  uterus? 

The  electric  treatment  of  fibroids,  reduced  to  the  above  simple  equation 
and  stripped  of  all  the  extravagant  claims  which  were  at  first  made  for  it, 
stands  to-day  upon  a  foundation  so  strong  and  true  that  it  will  find  an  honor- 
able place  in  the  treatment  of  fibroids  as  long  as  women  shall  dread  to  die 
by  the  surgeon's  knife,  which  I  believe  will  be  as  long  as  the  world  shall  last. 

These  eloquently  expressed  convictions  of  Dr.  Lapthom  Smith 
are  so  important  that  I  deem  it  but  proper  that  his  paper  should  be 
quoted  in  its  entirety,  yet  I  must  take  exception  to  the  adverse  opinion 
expressed  concerning  electro-puncture.  That  this  method  is  very 
rarely  needed,  and  should  be  retained  in  the  hands  of  experts  only 
I  will  fully  grant,  but  there  has  been  nothing  in  my  personal  experi- 
ence to  condemn  the  method.  To  show  that  my  position  is  borne 
out  by  the  experience  of  others  I  will  quote  a  paper  from  the  Trans- 
actions of  the  Edinburgh  Obstetrical  Society  for  1896-97  by  F.  W.  N. 
Haultain,  M.D.,  F.R.C.P.Ed.,  Lecturer  on  Midwifery  and  Gynecology 
in  the  School  of  Medicine  of  Edinburgh.  The  paper  was  read  on 
March  10,  1897.  I 

More  than  two  years  ago  I  gave  an  account  of  my  experience  in  the  elec- 
tric treatment  of  uterine  fibromyomata,  with,  perhaps,  an  enthusiasm  as  to 
the  benefits  to  be  derived  from  its  employment  which,  from  the  somewhat 
limited  number  of  cases  cited,  might  be  questionable.  Since  that  time  to  this 
I  have  continued  to  follow  this  method  of  treatment  in  similar  cases,  with 
results  so  encouraging  that  any  enthusiasm  then  shown  in  its  favor  is,  if  pos- 
sible, more  pronounced. 

It  is  not  my  intention  to  dilate  further  on  the  general  hemostatic  and 
curative  properties  of  the  treatment,  beyond  mentioning  that  in  these  respects 
it  has  since  amply  fulfilled  the  sanguine  expectations  I  then  formed  of  its 
value;  but  it  is  my  desire  to  place  before  you  a  record  of  three  cases,  treated 
by  electro-negative  puncture,  which  are,  perhaps,  of  more  than  usual  interest. 
They  represent,  I  may  add,  my  entire  experience  in  this  method  of  electric 
treatment. 

Case  1. — Mrs.  H.,  aged  36,  had  suffered  for  many  years  from  a  large 
uterine  fibroid,  which  had,  from  the  attendant  hemorrhage,  so  reduced  her 
health  that  Dr.  Croom  decided  to  remove  her  appendages.  This  he  accordingly 
did  on  the  29th  of  October,  1893. 

It 
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The  operation,  unfortuiiAtely,  had  no  beneficial  effect,  either  In  arresUi^ 
the  hemorrhage  or  the  growth  of  the  tumor,  and  her  condition  went  from  bad 
to  wone.  From  the  extension  downward  of  the  tumor  into  the  pelvia,  pre*- 
•ure  syoiptoaB  of  a  most  exaggerated  degree  were  developed.  These  coneisted 
In  complete  urinary  incontinence  after  previous  retention,  agonicing  pains  in 
tiie  back,  cmmpe  of  the  lower  extremities,  and  albuminuria, — probablf  th« 
result  of  pressure  on  the  ureters.  At  the  same  lime  profuse  uterine  hemor- 
rhage rendered  her  exsanguine  to  a  marked  degree.  Except  under  morphiiM, 
■he  had,  for  months,  never  been  free  from  pain,  and,  quoting  from  her  own 
words,  Bhe  "frequently  prayed  (or  death  to  relie>«  her  sufferings."    During  this 


S3.— Outline  of  Tumor  in  Case  1  ot  Dr.  Haultain's  Before  Treatment. 
(Haul  fa  in.) 


period  injections  of  ergotin  and  other  forms  of  medicinal  treatment  bad  been 
assiduously  carried  ont. 

By  Dr.  Groom's  request  I  was  consulted  by  her  on  the  7th  of  December, 
IS04,  as,  before  undergoing  hysterectomy,  which  had  been  Tecommended,  sh* 
wished  to  know  if  electricity  could  be  of  any  benefit.  Though  apparently  hope- 
less, I  determined  to  at  least  give  her  a  trial  of  the  electric  treatment.  In 
this  determination  I  was  supported  by  Dr.  Milne  Murray,  who  saw  the  patient, 
and  of  wliose  opinion  I  gladly  availed  myself.  The  local  condition,  on  ex- 
amination, showed  the  true  pelvia  to  be  filled  with  a  tumor,  which  encroached 
on  the  vagina  to  such  an  extent  that  it  was  impossible  to  reach  the  cervix, 
which  was  high  above  the  sjm^pbysis  pubis.  The  upper  border  of  the  growUi 
reached  to  three  fingers'  breadth  above  the  umbilicus  (Fig.  63), 
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Ob  the  14th  of  December  I  cotnmetiMd  tb«  electrio  treatment,  and  kdoptcd 
etectro-negative  puncture  through  the  posterior  TAginal  wall  aa  the  onlj 
method  available.  At  this  litting  I  vas  enabled  to  paaa  a  enrreiit  of  190  milU- 
arapteea  without  great  discomlort.  The  treatment  was  repeated  on  the  81at; 
and  on  the  Z3d  the  patient  informed  me  that  since  the  last  application  she  had 
been  entirely  free  from  pain,  an  experience  she  had  not  had  for  months,  and, 
further,  that  she  could  retain  her  urine  vhile  in  the  recumbent  position.  The 
applications  were  continued  at  weeklj  intervals,  and  after  the  seventh  ap- 
plication, on  the  2eth  of  January,  she  had  absolute  control  over  her  bladder  In 
any  position.  Applications  were  continued  twice  weekly  until  twenty  had 
been  given,  and  as  the  hemorrhage  had  now  considerably  abated,  and  the  pain 
absolutely  ceased,  treatment  was  discontinued  on  the   IBth  of  Klarcli.    Ub- 


Tig.  64.— Case  1  After  Treatment,     (ffaullofn.) 


fortunately,  late  in  July,  feeling  particularly  well,  she  resumed  her  corsete  and 
went  for  a  long  walk,  with  the  result  that  the  old  pressure  pains  and  urinary 
symptoms  returned,  asaociated  with  severe  vomiting  and  an  increase  iB  the 
albuminuria.  The  electric  treatment  was  again  continued  with  the  same  sat- 
isfactory result  as  regards  symptoms,  and  after  the  tenth  a^tplication  I  waa 
astoniahed  to  find  that  the  tumor  had  entirely  passed  into  the  abdominal 
cavity,  and  the  cervix  could  be  reached  with  ease.  Intra-uterine  positive  alee- 
tricity  was  now  commenced,  and  a  further  ten  applications  given,  treatment 
being  altogether  suspended  on  the  10th  of  October,  189Q.  Since  that  time  she 
baa  been  in  absolute  healUi,  menstruating  regularly,  for  about  five  days;  and, 
on  examination,  the  tumor  can  now  be  felt  freely  movable  in  the  abdomen, 
and  springing  from  the  fundus  uteri,  its  upper  border  reaching  about  two  fln< 
gera'  breadth  above  the  umbilicus  (Fig.  61).    It  would  thus  appear  that  the 
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tumor  was  eeHentiaJIy  of  the  subperitoneal  typ«,  and  bad  becom«  aecidentallj' 
incarcerated  in  the  pelvia,  where  it  had  continued  to  grow,  but,  after  haring 
become  diminished  in  bulk,  it  had  returned  to  the  abdominal  cavity. 

Case  2.^Miss  S.,  aged  38,  coaaulted  me  in  FebTuary,  I3B3,  on  aticount 
of  a  large  fibroid  tumor  which,  for  a,  week  pr«TiousIj,  had  caused  complete  re- 
tention of  urine,  and  neceesttated  the  regular  use  of  the  catheter.  For  some 
weeks  before  this  time  the  had  Buffered  from  occasional  transient  attacks  of 


urinarj'  retention,  which  occurred  about  her  menstrual  period.  She  had  al- 
readj  consulted  an  eminent  specialist,  who  stated  that  nothing  short  of  com- 
plete removal  of  the  growth  would  benefit  her;  but,  having  heard  from  a  friend 
about  the  electric  treatment  of  tumors,  she  decided  to  try  if,  by  this  means, 
anything  could  be  done  for  her,  before,  as  she  graphically  put  it,  she  allowed 
herself  to  be  "cut  up." 


Fig.  «S.— Outline  of  Tumor  in  Case  2  of  Dr.  Hault»i 
{Haultahi.) 


3  Before  Treatment. 


Beyond  the  urinary  retention  and  its  associated  discomfort,  she  did  not 
complain  of  any  other  well-marked  pressure  symptoms.  She  was  stout  and 
plethoric  in  appearance,  and,  further  than  suffering  from  a  dull  and  almost 
constant  headache,  and  a  feeling  of  weight  and  fullness  from  the  presence 
of  the  tumor,  she  felt  strong  and  well.  She  menstruated  regularly,  but 
scantily,  for  about  two  days.  On  examination,  a  targe,  solid  swelling  could  be 
felt  in  the  abdomen,  reaching  to  two  fingers'  breadth  above  the  utnbilicua,  con- 
tinuous with  a  large,  solid  mass  within  the  pelvis,  which  so  obstructed  the 
vaginal  examination  that  the  cervix  could  not  be  reached  (see  diagram.  Fig. 
6S).  Ehiei^tic  attempts  to  push  the  pelvic  portion  of  the  tumor  above  the 
pelvic  brim  proved  absolutely  futile,  though  made  with  the  patient  anesthe- 
tiied  and  placed  in  Uie  prone  and  gcnu-pectoral  position*. 
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Treatmeot  by  electro-negative  puncture  was  commenced  on  the  24tli  of 
March,  %  strength  of  current  of  180  milliampHres  being  used,  with  the  BBtoniah- 
ing  result  that  spontaneous  micturition  could  be  accompMahed  the  same  after- 
noon, and  from  that  day  to  this  a  catheter  has  never  been  again  required.  The 
first  menstrual  period  wai  extremelr  profuse,  and  lasted  ten  days.  Subse- 
quently, fifteen  electro -punctures  were  made  within  the  next  ten  weeks,  and  by 
the  middle  of  Majr  the  growth  had  so  materially  lessened  in  size  that  I  could 
with  difficulty  reach  the  cervix,  and  was  able  to  introduce  the  electrode  within 
the  uterus.  The  cavity  measured  four  and  three-fourtha  inches.  I  then  con- 
tinued the  treatment  by  giving  a  further  fifteen  applic&tions  with  one  elM- 
trode  in  this  situation.  I,  however,  maintained  the  intra-uterine  pole  negativa, 
ma,  from  the  increased  menstrual   periods   her  headaches  had   ceased,  and  I 


Fig.  W.— Case  2  After  Treatment.     {Bavltaln.) 


feared  that  the  positive  pole  might  here  cause  ft  diminution  in  the  amount, 
which  would  be  injurious. 

After  the  completion  of  the  treatment  the  pa.tient  returned  to  her  home 
in  London,  and  I  did  not  see  her  again  till  six  weeks  ago.  On  examination 
then  I  found  the  tumor  still  pelvic,  situated  on  the  posterior  uterine  wall,  and 
about  the  size  of  a  small  cocoanut,  the  uterus  ond  the  tumor  being  freely  mov- 
able together.  The  cervix  was  easily  reached,  and  the  sound  passed  into  tha 
uterine  cavity  about  three  and  a  bait  inches;  one  and  one-fourth  inchea  leM 
than  when  first  measured.  The  patient  described  herself  as  being  in  perfect 
health,  and  her  menstruation  perfectly  regular,  but  much  increased  in  amount. 
Tlie  tumor  in  this  instance  was  evidently  intraltgamentary,  as,  though  fiM 
from  incarceration,  it  still  retained  its  position  within  the  pelvis. 
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Case  8. — Mrs.  B.,  aged  46,  was  recommended  to  me  by  Dr.  Macdonald  Rob- 
ertson in  May  last.  She  suffered  from  complete  urinary  retention,  which  had 
continued  for  three  days.  She  had  had  previous  transient  attacks  of  gimilar 
nature.    Menstruation  regular  and  normal. 

On  examination,  a  large  tumor  was  found  impacted  in  the  pelvic  brim, 
tilting  the  uterus  high  above  the  symphysis  pubis.  Attempts  at  reposition 
into  the  abdomen  were  futile.  Electro-negative  puncture  was  adopted,  with 
the  effect  that  the  same  afternoon  she  was  able,  with  difficulty,  spontaneously 
to  void  urine.  Retention,  however,  recurred  the  following  day,  and  persisted 
till  the  next  application  of  the  battery,  when  again  the  urine  could  be  tem- 
porarily voided  voluntarily.  After  the  third  application  retention  did  not 
recur;  after  this,  two  applications  were  made,  but  the  patient,  being  extremely 
nervous,  refused  further  treatment.  Since  that  time  I  have  not  again  seen  her, 
but  hear  from  Dr.  Robertson  that  he  has  not  again  been  troubled  to  pass  the 
catheter,  and  she  says  she  feels  quite  well. 

On  carefully  reviewing  the  salient  features  of  the  result  of  the  electric 
treatment  of  the  cases  I  have  just  described,  the  outstanding  benefit  derived  in 
one  and  all  is  the  rapid  removal  of  the  pressure  symptoms.  This,  in  the  last 
two,  was  so  immediate  in  its  occurrence  as  to  be  difficult  to  credit;  while  in 
the  first  case,  though  somewhat  slower  in  its  development,  it  was  equally 
striking.  That  this  result  is  due  to  actual  shrinkage  in  the  size  of  the  tumor 
there  can  be  no  reasonable  doubt.  Though  inappreciable  at  first  to  the  exam- 
ining fingers,  the  subsequent  course  of  Cases  1  and  2,  as  well  as  the  want  of 
other  reasonable  explanation,  fully  justifies  this  assumption. 

In  Cases  2  and  3  symptoms  of  pressure  had  only  been  experienced  for  a  few 
days,  and  therefore  any  great  diminution  in  the  size  of  the  tumor  was  probably 
unnecessary  to  relieve  the  urgent  conditions  present,  and  can  be  accounted  for 
by  contraction  of  the  capsule.  In  Case  1,  on  the  other  hand,  severe  pressure 
symptoms  had  been  present  for  months,  and  were  becoming  aggravated  from 
the  continued  growth  of  the  tumor,  and  thus  a  considerable  diminution  in  the 
size  of  the  growth  was  necessary  before  they  could  be  removed.  That  this 
shrinkage  in  the  size  of  the  tumor  w^as  peniianent,  and  not  merely  a  tem- 
"  porary  benefit  of  the  treatment  (as  is  averred  by  many  to  be  the  only  value 
of  electric  treatment),  there  is  no  gainsaying.  In  Cases  1  and  2  no  treatment 
has  been  adopted  for  more  than  eighteen  months,  yet,  not  only  have  the  symp- 
toms of  pressure  entirely  subsided,  but  marked  diminution  in  the  size  of  the 
tumor  is  palpable.  The  sudden  recurrence  of  pressure  symptoms  in  Case  I  is 
easily  to  be  accounted  for  by  the  corsets  pushing  the  tumor  deeper  into  the 
pelvis. 

Perhaps  the  outstanding  feature  in  the  effect  of  the  electric  treatment 
in  Case  1  is  its  success  after  the  removal  of  the  uterine  appendages  had  failed. 
It  would  appear,  from  the  writings  of  some  eminent  gynecic  surgeons,  that 
many  cases  previously  treated  by  electricity  subsequently  find  their  way  to 
them  to  be  cured.  Fortunately,  such  a  necessity  has  in  my  experience  been 
quite  the  exception.  In  fact,  I  cannot  recall  a  single  instance  in  my  knowl- 
edge   On  the  other  hand,  it  is  but  rarely  that  the  electrician  seems  to  have 
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bad  as  yet  the  opportunity  of  stepping  in  where  they  have  failed.  The  case 
I  have  cited  is,  as  far  as  I  am  aware,  the  only  one  published  in  which  electricity 
had  been  adopted  after  surgery  has  failed,  with  the  exception  of  a  failure  of 
Thornton's/  in  which  he  sarcastically  attributes  his  want  of  success  to  the 
patient  falling  into  the  hands  of  the  electricians.  How  the  electricians  fared 
he  does  not  venture  to  state. 

In  Case  2  a  somewhat  striking  result  was  the  increase  of  the  menstrual 
flow,  attended  by  an  entire  disappearance  of  the  continuous  headache  from 
which  the  patient  complained.  This  might  be  deemed  probably  of  the  nature 
of  an  accidental  coincidence,  were  it  not  that  I  have  observed  the  same  results 
in  other  patients.  It  would  appear  that  some  exceptional  cases  of  fibromata, 
even  though  associated  with  an  enlarged  uterine  cavity,  instead  of  increasing 
the  menstrual  flow,  are  actually  associated  with  an  abnormal  diminution  in 
its  amount,  which  results  in  the  attendant  discomforts  of  plethora,  as  com- 
monly met  with  at  the  menopause.  How  the  electric  treatment  effects  an 
increase  in  the  flow  it  is  difficult  to  conjecture;  perhaps  it  may  be  by  stimu- 
lating ovarian  activity;  but  the  fact  remains  that  I  have  several  times  met 
with  this  curious  phenomenon,  which  has  been  attended  by  most  beneficial 
constitutional  results.  Doubtless  ignorance  of  the  mode  of  action  is  unsatis- 
factory; and  it  is  perhaps  this  want  of  knowledge  which  has  influenced  many 
in  giving  electricity  so  wide  a  birth,  and  not  a  few  to  condemn  it  wholesale. 
But  satisfactory  results  are  all-important,  and,  so  far  as  I  personally  am  con- 
cerned, suffice  to  stimulate  me  to  work  contentedly  in  darkness,  as  probably 
by  this  means  alone  will  any  rays  of  light  be  attained. 

A  further  point  of  very  considerable  practical  bearing  is  that,  in  Case  1, 
after  thirty  puncture  applications,  the  tumor  rose  out  of  the  pelvis  into  the. 
abdominal  cavity.  It  thus  shows  that  if  judicious  puncture  methods  are  em- 
ployed there  need  be  no  flxing  of  the  growth  by  dense  adhesions  to  surround- 
ing structures;  and  thus  the  argument  used  by  certain  writers,  that  electric 
treatment  seriously  increases  the  difficulties  of  future  operation  by  causing 
dense  adhesions,  must,  so  far  as  this  case  proves,  be  absolutely  groundless. 
Certainly  where  the  old,  crude  methods  of  puncture  were  employed  such  a 
result  was  almost  a  necessity;  but,  with  the  insertion  of  the  exposed  por- 
tion of  the  electrode  well  within  the  tumor,  as  now  employed,  this  com- 
plication is  efficiently  avoided.* 

The  practical  results  obtained  from  the  treatment  of  the  above  cases 
by  electro-puncture,  I  think,  thoroughly  justify  its  adoption.  Doubtless  but 
three  cases  are  too  few  from  which  to  form  deflnite  conclusions;  but  cases 
necessitating  the  employment  of  puncture  methods  are  fortunately  rare,  and 
where  the  intra-uterine  method  can  be  undertaken  it  should  always  be  adopted. 


*  Playfair  and  Allbutt,  "System  of  Gynecology,"  page  629. 

'Dr.  Haultain  explains,  in  an  unquoted  portion  of  the  paper,  that  he 
employs  buried  puncture,  the  details  being  similar  to  those  given  in  the  present 
work  and  probably  first  suggested  by  me  in  the  first  edition  of  "Electricity  in 
the  Diseases  of  Women,"  in  1889. 
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the  results  being  equally  satisfactoiy,  less  irksome  to  carry  out,  and  associated 
with  probably  less  risk  to  the  patient.  As  I  have  already  stated,  the  cases 
cited  represent  my  entire  personal  experience  in  the  electro-puncture  method^ 
or,  in  other  words,  were  all  that  I  have  seen  (among  over  eighty  cases  in.  which 
I  have  adopted  electric  treatment)  in  which  I  have  been  unable  to  insert  the 
electrode  into  the  uterine  cavity. 

If  such  beneficial  effects  are  to  be  got  from  a  conservative  method  in 
the  treatment  of  fibromyomata,  it  is,  indeed,  surprising  how  little  its  adoption 
is  advocated,  not  to  say  how  heartily  it  is  abused. 

May  be  this  is  due  to  medical  "electricity"  forming  the  trademark  of  so 
many  advertising  quacks,  which  thus  shock  the  modest  conservatism  of  the 
high-toned,  professional  mind;  may  be,  on  the  other  hand,  it  is  the  prolonged 
irksome  nature  of  the  treatment  which  prevents  its  adoption  by  the  busy  gyn- 
ecologist; or,  perhaps,  its  methods  are  too  simple  and  commonplace  to  induce 
the  laparotomist  to  leave  the  beaten  track  of  the  linea  alba,  on  which  he  is 
ever  trying  to  establish  world-records  of  statistical  successes.  But,  whatever 
the  cause  may  be,  I  think  there  can  be  little  doubt,  from  a  conservative  point 
of  view,  that  the  electric  treatment  of  fibroids  has  not  as  yet  had  bestowed 
upon  it  the  consideration  which  its  results  warrant. 

It  has  its  failures;  but  what  methods  have  none?  It  has,  however^  no 
mortality  (this  I  state  from  personal  experience  and  observation),  and  here, 
undoubtedly,  rests  the  main  argument  in  favor  of  its  adoption  before  other 
heroic  measures  are  attempted. 

Removal  of  the  appendages  has,  in  the  hands  of  the  average  operator,  a 
mortality  of  8  per  cent.,  and  in  a  further  10  per  cent,  fails  in  any  way  to  benefit 
the  patient.  According  to  Croom,  20  per  cent,  of  women  continue  to  men- 
struate after  this  operation.  Further,  in  a  considerable  proportion  of  cases  in 
which  this  operation  has  been  begun  it  is  unable  to  be  completed. 

Hysterectomy,  in  the  hands  of  the  most  able  and  finished  operators,  has 
a  mortality  of  10  per  cent.,  and  an  average  mortality  of  quite  three  times  that 
amoimt. 

Surely,  then,  if  electricity  as  a  conservative  measure  has  any  beneficial 
results  whatever  (and  I  can  personally  vouch  for  a  permanent  removal  of 
symptoms  for  over  two  years  of  over  70  per  cent,  of  cases),  it  cannot  be  al- 
together rejected  and  refused  a  legitimate  trial. 

The  two  main  conclusions  which  may  be  arrived  at  from  the  cases  quoted 
seem  to  me  to  be: — 

1.  That  electricity  has  a  decided  curative  action  in  some  cases  of  fibro- 
myomata, when  nothing  else  short  of  severe  surgical  measures  can  be  recom- 
mended. 

2.  That  from  the  absence  of  mortality  in  its  employment,  and  also  in 
that  it  in  no  way  increases  the  danger  of  subsequent  operation,  electricity 
should,  in  a  large  proportion  of  cases  of  fibromyomata,  be  employed  before  re- 
course be  had  to  radical  surgical  interierence. 

I  do  not  wish  to  be  sentimental,  but  I  appeal  to  human  inclinations.  In 
a  case  of  one  who  is  near  and  dear,  who  suffers  from  chronic  invalidism  aa 
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the  result  of  a  uterine  fibromyoma,  I  ask  whether  many  of  us  would  subject 
her  to  an  8  per  cent,  risk  of  life,  with  a  further  15  per  cent,  risk  of  failure  by 
removal  of  the  ovaries,  or  the  terrible  mutilation  of  hysterectomy,  before  at 
least  trying  all  conservative  means  at  our  disposal.  Personally,  I  imhesitat^ 
ingly  say  I  would  decline,  and  thus  would  give  electricity,  as  the  most  efficient 
conservative  treatment,  an  honest  trial.  No  harm  is  done,  no  valuable  time 
is  lost,  for  in  the  majority  of  instances  fibromyomata  do  not  call  for  immedi- 
ate interference.  If  it  do  fail — ^which  in  my  experience  is  the  exception — ^we 
can  then  proceed  with  an  easy  conscience  to  other  more  radical  and  drastic 
measures.  Why  ovaries  and  uteri  should  be  treated  with  less  courtesy  than 
other  important  organs  (not  to  mention  the  teeth,  which  have  bestowed  on 
them  in  many  instances  infinitely  more  care  and  trouble  to  conserve  them)  is 
an  enigma  difficult  to  explain.  Perhaps  woman  is  herself  to  blame,  the  tend- 
ency of  the  age  being  to  minimize  the  importance  of  these  reproductive  func- 
tions, of  which  her  matronly  ancestors  were  so  proud. 

If  such  be  80«  it  is  little  credit  to  the  medical  profession  to  foster  the 
idea  by  condemning  these  organs,  for  but  minor  offenses,  to  capital  punish- 
ment without  any  option. 

Dr.  Lackie,  in  the  discussion  of  Dr.  Haultain's  paper,  said  that 
he  had  had  an  opportunity  of  watching  one  of  the  cases  which  Dr. 
Haultain  had  recorded.  The  patient  at  one  time  seemed  to  him  to 
be  dying  from  pressure  symptoms  and  exhaustion,  but  the  effect  of 
the  electric  treatment  which  Dr.  Haultain  carried  out  was  such  that 
now  she  seemed  perfectly  well.  Hysterectomy  was  out  of  the  ques- 
tion, as  the  patient  almost  certainly  could  not  have  borne  the  shock 
of  the  operation;  and  as  it  was  impossible  to  reach  the  interior  of 
the  uterus  on  account  of  its  displacement,  he  did  not  know  any  other 
means  that  would  have  reduced  the  tumor  and  so  saved  the  life  of 
the  patient.  Dr.  Lackie  had  recently  observed  in  another  case  the 
effect  of  electricity  in  causing  contraction  of  the  uterus.  Under  this 
treatment  a  bleeding  sessile  fibroid  had  rapidly  become  polypoidal, 
and  been  easily  removed,  with  great  relief  of  symptoms. 


CHAPTER  XIII. 
Benign  Tumors  of  the  Breast. 

Areolar  Hyperplasia  of  the  Mammary  Oland. — The  mammary 

organs  of  women  are  subject  to  inflammatory  indurations  and  ade- 
nomatous growths  that  simulate  malignant  tumors  and  often  cause 
grave  anxiety.     A  presumptive  diagnosis  of  benignity  is,   however, 
often  possible  by  a  careful  consideration  of  the  symptoms,  among 
those  favorable  to  benignity  being  the  youth  of  the  patient,  distinct 
evidences   of  inflammatory   reaction,   tenderness,   slow   growth,    and 
nonadherence  to  the  overlying  skin.    What  might  be  termed  a  chronic 
lobular  mastitis  is  probably  the  most  painful  form  of  tumor  of  the 
breast,  presenting  a  nodule  from  the  size  of  a  hazelnut  to  that  of  a 
considerable  portion  of  the  gland,  which  is  tender  to  the  touch  and 
the  seat  of  a  constant  ache.    Such  tumors  are  most  frequently  found 
in  young  women,  both  married  and  single,  and  are  often  in  close 
sympathetic  relation  with  disordered  menstruation  or  even  ovarian 
congestion.     They  are,  of  course,  not  true  tumors  in  the  pathologic 
sense  of  the  term. 

Skene,  in  a  work  which  deserves  to  be  regarded  as  a  pioneer 
treatise  on  the  science  of  medical  gynecology  as  contrasted  with  the 
merely  surgical  treatises  that  have  preceded  it,  describes  this  condi* 
tion  under  the  name  of  "areolar  hyperplasia  of  the  mammary  glands/'* 
With  the  exception  of  the  first  case,  in  which  the  breast  was  removed, 
some  twenty-three  instances  had  been  observed  by  him,  and  all  recov- 
ered under  medical  treatment  without  resort  to  surgery.  How  many 
of  these  cases  would  have  preserved  their  breasts  in  less  conservative 
hands?  In  all  such  cases  the  suspicion  of  malignancy,  either  present 
or  prospective,  would  have  been  sufficient  to  warrant  ablation  at  the 
hands  of  surgical  enthusiasts,  and  an  inflation  of  the  statistics  of  non- 
recurrent malignancy  would  have  surely  resulted. 

When  in  doubt  as  to  the  true  nature  of  these  lobular  hardenings 
of  the  breast  the  application  of  the  induced  current  to  the  swelling 
will  clear  up  the  diagnosis,  and,  if  the  induration  is  not  malignant. 


*  "Medical  Gynecology:  a  'lYeatise  on  the  Diseases  of  Women  from  the 
Standpoint  of  the  Physician,"  by  A.  J.  C.  Skene,  M.D.,  page  355. 
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will  cause  a  resolution  of  the  hardened  region  in  from  thre^  to  six 
weeks.     If  the  case  is  malignant  no  change  will  occur. 

This  valuable  diagnostic  and  therapeutic  use  of  the  induced  cur- 
rent was  unknown  to  the  writer  at  the  date  of  the  third  edition 
of  this  work,  the  rule  then  followed  being  the  application  of  the  con- 
stant current  alone  for  the  resolution  of  sluggish  inflammatory  swell- 
ings. Experience  with  the  following  cases  has  caused  a  change  in  this 
view:  — 

Mrs.  W.  P.  W.,  aged  51,  applied  for  treatment  of  a  lump  in  the  breast  iB 
in  May,  1900.  Both  a  maternal  and  a  paternal  aunt  died  of  cancer,  and  two 
nieces  have  the  disease  at  present.  The  lump  in  her  own  breast  has,  how« 
ever,  disappeared  three  times  in  the  last  four  years  under  the  induction  cur- 
rent applied  by  Dr.  J.  H.  Yeagley,  of  York,  Pa.,  who  sent  her  to  the  author. 

The  method,  having  been  so  successful  in  former  indurations^  was  applied 
again,  a  large  indifferent  pad  being  beneath  the  back,  connected  with  the  nega- 
tive pole,  the  active  pole  being  a  cotton  and  gauze  pad  slightly  larger  than  the 
induration,  covered  with  a  pliant  plate  of  block  tin,  conformed  to  the  surface. 
About  a  month's  treatment,  triweekly,  caused  the  lump  to  disappear  entirely. 

On  two  subsequent  occasions  the  indurations  reappeared,  at  intervals  of 
about  a  year,  disappearing  on  the  second  occasion  in  two  weeks  and  on  the 
third  after  a  single  application  of  half  an  hour's  duration.  These  lumps  were 
somewhat  painful. 

Miss  G.,  aged  43,  applied  for  treatment  in  1903  with  several  painful  in- 
durations in  both  breasts.  The  induction  current  was  begun  for  diagnostic  and 
possibly  therapeutic  purposes,  a  similar  electrode  being  applied  to  the  largest 
induration  in  each  breast.  The  two  breasts  were  thus  treated  by  different 
induction  current  poles,  notwithstanding  which  an  equal  recession  has  been 
noted.    Three  months*  treatment  yielded  satisfactory  results. 

Cystic  Disease  of  the  Mammary  Oland. — This  affection,  which 
is  often  multiple,  has  been  said  to  degenerate  into  cancer  at  times. 
If  the  cyst  is  deep-seated  the  diagnosis  may  remain  doubtful,  as  in 
the  second  case  related  below,  until  the  characteristic  yellowish  serum 
is  removed  by  aspiration. 

The  most  thorough  and  satisfactory  method  of  treatment  consists 
of  aspiration,  injection  of  the  cavity  with  liquid  mercury  through  a 
gold  needle  (Fig.  71),  which  is  left  in  place  for  cataphoric  steriliza- 
tion, preferably  under  ether.  This  eradicates  the  secreting  membrane 
at  once,  destroying  any  possibly  malignant  cells  at  the  same  time.  The 
following  cases  illustrate  the  technique: — 

A  lady  of  slight  physique,  aged  39,  was  referred  to  me  by  Dr.  I.  E. 
Kichardson  in  March,  1900,  with  the  following  history:  Two  years  before  Dr. 
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Richardson  removed  the  left  breast  for  a  supposed  carcinonia,  which  on  ex- 
amination was  thouglit  to  be  a  cystic  adenocarcinoma.  A  year  and  a  half 
later  a  similar  condition  appeared  in  the  other  breast,  and  Dr.  Richardson 
ultimately  sent  the  patient  to  the  author  for  cataphoric  treatment. 

Two  large  cysts  existed  in  the  upper,  inner  quadrant  of  the  breast.  She 
was  placed  under  ether,  the  cysts  were  opened  with  a  small  bistoury  and  a 
small  gold  tubular  electrode  inserted  in  each  cyst  in  turn,  through  which  the 
dark-brown  fluid  escaped.  The  cysts  were  then  filled  with  mercury  through 
the  instrument,  and  as  they  were  large,  400  to  500  milliampdres  was  turned 
on  for  eight  and  sixteen  minutes,  respectively.  The  cavities  were  then  left  to 
close  spontaneously,  the  edge  of  the  openings  being  thoroughly  cauterized  with 
the  noninsulated,  mercury-covered  electrode.  Complete  obliteration  of  both 
cysts  resulted  after  a  somewhat  tedious  period  of  drainage,  and  no  return  has 
appeared  at  the  end  of  three  years. 

A  lady  of  41  years,  a  resident  of  Pittsburgh,  Pa.,  applied  for  treatment 
February  27,  1902,  fully  convinced  that  she  had  a  cancer  in  the  left  breast. 
Several  surgeons  had  assured  her  that  they  could  find  nothing  abnormal  in 
the  breast,  without  convincing  her. 

After  a  prolonged  examination,  assisted  by  the  patient  leaning  forward 
in  a  position  that  allowed  the  breast  to  fall  forward,  it  was  thought  that 
fluctuation  could  be  detected  in  a  small  area  near  the  nipple.  Preparations 
were  accordingly  made  for  a  major  application  of  gold-mercury  cataphoresis. 

As  the  patient  insisted  that  no  cutting  instrument  should  be  used,  an 
ordinary'  aspirator  needle  was  attached  to  a  small  wire  to  act  as  a  negative 
pole,  the  insertion  to  be  made  by  the  action  of  the  current  and  pressure.  With 
the  large  indifferent  pad  employed  in  massive  mercuric  cataphoresis  beneath 
the  back  and  attached  to  the  positive  wire  from  the  apparatus,  the  patient  was 
etherized  and  the  needle  pressed  against  the  skin  just  over  the  supposed  cyst. 
With  about  150  milliamp^res  in  circuit  the  needle  readily  entered  the  cavity, 
one  ounce  of  straw-colored  fluid  immediately  flowing  out,  to  our  great  satisfac- 
tion. An  amalgamated  gold  tube  of  the  same  size  was  then  inserted  into  the 
cyst  through  the  opening  made,  mercurj'  was  injected,  the  polarity  of  the 
active  electrode  changed  to  positive,  and  200  milliampdres  turned  on  and  main- 
tained 45  minutes.  The  mercury  was  then  pressed  out  and  the  opening  allowed 
to  close  spontaneously,  complete  healing  occurring  by  the  end  of  six  weeks. 
The  resulting  scar  was  a  mere  dimple  in  the  breast  some  months  later. 

The  patient  remains  free  from  recurrence  at  the  end  of  more  than  four 
years. 


CHAPTER  XIV. 

The  Treatment  of  Cancer  by  Cataphoric  Sterilization — 

THE  Author's  Method. 

One  of  the  most  active  phases  of  recent  medical  history  is  the 
aroused  interest  in  the  subject  of  cancer  and  its  curability.  The  ques- 
tion of  the  increased  prevalence  of  this  group  of  affections  has  received 
much  attention,  the  result  of  studies  of  statistics  showing  a  distinct 
advance  in  its  relative  frequency.  In  a  paper  published  several  years 
ago^  the  author  presented  a  series  of  charts  of  the  cancer  mortality  of 
seven  of  the  largest  American  cities,  showing  that  in  the  combined 
populations  of  these  cities  the  death-rate  from  cancer  had  advanced 
from  355  per  million  living  persons  in  1870  to  665  per  million  living 
persons  in  1898 ;  in  other  words,  the  prevalence  of  the  disease  in  these 
cities  had  almost  doubled  in  twenty-eight  years.  Many  other  writers 
reach  similar  conclusions. 

Another  question  under  investigation  relates  to  the  true  nature 
of  the  cancerous  process,  which  has  not  yet  been  absolutely  determined, 
with  all  the  evidences  pointing  to  an  extrinsic,  parasitic  agent,  of 
probably  protozoal  character,  with  the  power  of  migrating  into  and 
eroding  surrounding  tissues.  While  most  attempts  at  grafting  can- 
cers from  animal  to  animal  or  man  to  m^n  have  failed,  the  individual 
affected  by  the  growth  is  extremely  susceptible  to  its  reimplantation 
elsewhere  in  his  body,  either  by  a  transmission  of  grafts  that  gain 
entrance  into  veins  or  lymphatics  by  erosion,  by  means  of  the  blood 
or  lymph  currents  of  these  vessels,  the  grafts  accidentally  lodging  in 
internal  organs ;  by  mere  contact  of  the  growth  with  healthy  mucous 
membrane,  as  when  a  cancer  arises  in  the  vagina  at  a  spot  in  contact 
with  a  cancer  of  the  cervix,  without  continuity  of  the  growth ;  or  when 
an  instrument  employed  to  cut  or  puncture  a  cancer  is  passed  through 
healthy  tissues  without  thorough  sterilization. 

But,  probably  the  most  remarkable  development  of  the  past  five 
years  is  the  demonstration  that  the  Rcentgen  rays  have  a  deterrent 
action  on  the  progress  of  superficially  situated  cancers,  leading  in  some 
instances  to  actual  cure. 


^American  Journal  of  the  Medical  Sciences,  February,  1900. 
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Without  further  reference  to  the  radiotherapy  of  cancer^  in  view 
of  the  fact  that  several  volumes  and  many  journal  articles  have  been 
devoted  to  the  subject^  the  question  arises  as  to  the  best  method  of 
immediate  destruction  of  a  parasitic  local  growth,  such  as  a  cancer, 
when  immediate  action  is  desired,  or  when  it  is  situated  within  an 
accessible  cavity  and  yet  beyond  reach  of  the  x-rays. 

Removal  of  all  affected  cells  and  intercellular  substances  bj  the 
knife  or  by  caustics  has  unquestionably  been  accomplished  in  some 
instances,  particularly  since  the  adoption  of  the  modem  extensive  op- 
erations in  which  all  surrounding  tissues  are  removed  with  the  growth; 
and  there  can  be  no  question  but  that  a  large  number  of  successful 
results  would  follow  an  earlier  resort  to  this  form  of  operation  than 
the  usual  dread  of  the  knife  permits.  The  history  of  the  ultimate  re- 
sults of  cutting  operations  has,  nevertheless,  been  a  gloomy  one.  The 
late  D.  Hayes  Agnew,  Professor  of  Surgery  in  the  University  of  Penn- 
sylvania, whose  experience  with  these  cases  was  very  large,  made  the 
statement  to  a  friend  of  the  author  shortly  before  his  death  that  he 
had  removed  a  sufficient  number  of  these  growths  to  fill  an  ordinary 
cart,  but  that  all  of  the  patients  from  whom  they  were  removed  had 
ultimately  died  of  the  disease. 

The  necessity  for  the  removal  of  every  infected  or  parasitic  cell 
of  the  mother  tumor  in  order  that  local  or  regional  recurrence  may 
not  follow  the  removal  of  the  primary  growth  is  one  of  the  chief  dif- 
ficulties of  both  the  knife  and  caustic  methods  of  treatment.  In  spite 
of  a  thorough  removal  of  many  cubic  inches  of  contiguous  structures 
the  possibility  of  missing  the  distal  portions  of  the  delicate  prolonga- 
tions is  ever  present  with  either  method,  and  it  is  in  these  irregular 
and  often  nonapparent  streaks  of  cell  proliferation  that  local  recur- 
rences arise.  This  method  of  destruction  or  removal  cannot  pass  be- 
yond the  cut  or  cauterized  edge. 

Aside  from  the  disadvantage  attending  a  serious  loss  of  blood  in 
the  removal  by  the  knife  of  certain  highly  vascular  malignant  growths, 
the  possibility  of  the  cells  of  the  cut  growth  being  regrafted  in  the 
cut  edges  of  the  healthy  flesh  has  been  recently  realized  by  surgeons, 
a  number  of  instances  of  this  form  of  recurrence  having  been  dis- 
tinctly traced.*     If,  indeed,  the  real  materies  morbi  be  microscopic 


*Cullen,  "Cancer  of  the  Uterus,"  D.  Appleton  &  Co.,  New  York,  1900,  page 
658. 
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entities  within  or  between  the  cells,  as  seems  practically  proven  by 
pathologists,  their  attempted  removal  by  an  operation  that  opens  vast 
areas  of  absorbent  structures  for  slow  reimplantation  of  the  non- 
devitalized  cells  is  highly  unscientific.  Many  cutting  operations  may 
be  followed  by  beautiful  results  in  immediate  imion  of  the  apparently 
healthy  surfaces,  it  is  true,  but  since  auto-infection  is  extremely  easy, 
though  slow  in  showing,  it  may  be  that  these  apparently  excellent 
results  only  conceal  for  a  time  a  well-sown  crop  of  fresh  germs.  If  the 
knife  is  necessary,  its  use  should  be  followed  immediately  by  the  au^ 
thor's  method  of  sterilization  of  the  cut  edges,  as  described  below. 

The  Author's  Method. — ^The  need  of  an  agency  for  the  immediate 
destruction  of  a  cancerous  growth  and  a  thorough  sterilization  of 
the  surrounding  tissue  has,  the  author  believes,  been  supplied  by  a 
happy  accident,  which  demonstrated,  as  far  back  as  1893,  that  electro- 
lytically  produced  ions  of  mercury  and  zinc  may  be  radiated  through- 
out the  growths  so  effectively  that,  during  the  half  hour  to  two  hours 
required  for  the  process  under  anesthesia,  the  growth  itself  is  necrosed 
en  masse,  forming  a  controllable  area  of  necrosis,  limited  by  the  after 
formation  of  a  line  of  demarcation,  while  the  decreasing  density  of 
the  cations  of  mercury  and  zinc  driven  beyond  the  point  where  they 
are  capable  of  necrosing  yield  a  sterilizing  effect  on  the  outlying  pro- 
longations of  the  cancer  cells,  the  latter  being  less  resistant  to  the 
lethal  action,  producing  a  surrounding  zone  of  sterilization  of  small 
extent,  but  great  usefulness. 

The  result  of  such  an  operation  in  experienced  hands  should  be 
the  immediate  death  of  all  the  lowly  organized  malignant  cells  of  a 
cancer,  the  dead  tissues  being  thrown  off  by  nature  in  from  seven  to 
twenty-one  days,  and  the  devitalized  cells  in  the  sterilized  area  being 
absorbed  as  harmless  debris.  The  cavity  that  thus  results  at  the  site 
of  the  area  of  necrosis  is  filled  by  normal  granulations  in  a  few  weeks. 

The  special  merits  of  this  method  include  not  only  the  destruc- 
tion of  the  growth  proper  and  the  sealing  of  the  afferent  vessels  from 
its  edges,  but  the  replacement  of  the  senses  of  the  operator  by  a  phys- 
ical force  in  the  tracing  out  of  the  prolongations,  which,  being  better 
conductors  of  electricity  by  reason  of  their  cellular  character,  invite 
a  greater  flow  of  the  chemical-laden  current  in  its  transit  from  the  elec- 
trode. In  addition,  it  is  the  purpose  of  this  method  to  arouse  the 
defeated  physiologic  resistance  of  the  surrounding  tissues  into  re- 
newed activity,  that  the  normal  phagocytosis  may  be  re-enforced. 
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Corroboration  of  the  results  of  this  method  in  cancer  has  been 
published  by  Dr.  Amedee  Granger,  of  New  Orleans,*  who  reports 
twelve  unselected  cases  treated  by  him,  eight  of  which  were  situated 
in  the  head  or  neck,  presenting  added  difficulties  due  to  this  situation. 
The  cases  were  divided  into  three  classes:  operable,  inoperable,  and 
hopelessly  inoperable,  with  the  following  results:  Operable  cases 
treated,  3 ;  cured,  3.  Inoperable  cases  treated,  G ;  cured,  2  ;  improved, 
2  ( 1  of  these  cases  is  still  under  treatment  with  hope  of  a  cure) ; 
palliated,  1;  failed,  1  (in  this  case  the  major  application  was  indi- 
cated, but  could  not  be  employed).  Hopelessly  inoperable  cases  treated, 
3;  palliated,  1;  failed,  1;  died,  1.  Dr.  J.  McFadden  Gaston,  of 
Atlanta,  treated  a  case  of  inoperable  sarcoma  of  the  abdominal  wall 
as  far  back  as  1897  by  a  method  somewhat  similar,  though  independ- 
ently developed.  This  case  was  reported  in  full  in  a  preceding  edition 
of  this  work,  and  Dr.  Gaston  has  recently  informed  the  author  that 
the  patient  remains  well. 

The  effective  agents  in  this  method  of  cancer  destruction  and 
tissue  sterilization  are,  of  course,  the  nascent  chemicals,  the  electricitv 
being  simply  an  agency  for  forcing  the  chemicals  into  the  desired  por- 
tion of  tissues  and  into  chemical  union  with  them.  Electricity  itself 
has  been  used  by  a  number  of  electro-therapeutists  in  this  country 
and  abroad,'^  and  notably  ])y  Dr.  Tnglis-Parsons,  of  London,  whose 
method  may  be  found  described  in  "The  International  System  of 
Electro-Therapeutics'*  and  in  a  special  brochure,^ 

The  laws  of  electro-chemistry  involved  in  the  cataphoric  diffusion 
of  mercury  and  zinc  ions  are  fully  discussed  in  the  sections  on  electrol- 
ysis and  cataphoresis  in  Chapter  IV,  page  45. 

As  to  the  physical  results  accomplished  by  the  method,  one  needs 
but  to  observe  a  single  application  of  a  current  over  350  milliamperes 
to  be  convinced  of  their  effectiveness  in  an  appropriate  case.     When 


'  New  Orleans  Medical  and  Surgical  Journal,  December,  1903 ;  also  Jour- 
nal of  Advanced  Therapeutics,  October,  1904. 

*  For  an  excellent  bibliographic  review  of  the  treatment  of  cancer  by 
electricity  in  the  past  see  an  article  by  Mrs.  Edith  Faithfull  in  the  Contem- 
porary Magazine  (English)  for  March,  1892,  the  writer  stating  that,  having 
been  placed  under  this  treatment  after  failure  of  the  knife,  she  had  searched 
out  the  literature  of  the  subject.  She  has  gathered  a  remarkable  number  of 
references  to  its  successful  use. 

""The  Healing  of  Rodent  Cancer  by  Electricity,"  by  J.  Inglis  Parsons. 
London,  1893:     John  Bale  &  Sons. 
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as  much  as  1600  millianip^res  are  employed,  as  has  been  done  more 
than  once  by  the  author,  the  immense  power  of  this  force  becomes 
evident. 

The  diagram,  Fig.  67,  illustrates  the  formation  of  the  area  of 
necrosis  and  the  zone  of  sterilization,  as  produced  on  a  surface  growth. 

During  the  passage  of  the  current  the  diffusing  ions  cause  a  gray- 
ish-white necrosis  to  spread  from  the  active  electrode  or  electrodes, 
at  a  rate  dependent  on  the  strength  of  the  current,  the  tumor  sub- 
stance becoming  soft  as  it  is  invaded  by  the  chemicals,  this  softening 
being  the  important  index  of  completeness  of  application  when  the 
tumor  is  not  directly  in  sight. 


LiNr  or  OCMARCATlON 

Zone  of  StcciliZ  ation 


DlSPCRSiNG  PkO 
PuANT  Metallic  PLATg 

Fig.  67. — Cataphoric  Deatriietion  and  Sterilization  of  Cancer  of  the 

Breast.     Illustration  of  major  method,  and  resulting  area 

of  necrosis  and  zone  of  sterilization. 


THE   MAJOR   APPLICATION. 

Source  of  Current. — Direct  Current  Mains. — Where  incandescent 
mains  furnishing  110  volts  of  direct  current  are  at  hand  this  source 
of  current  is  most  convenient  and  least  expensive.  With  the  very 
large  dispersing  pad  always  used  reducing  the  resistance  of  the  patient 
to  a  minimum,  800  to  1000  milliampdres  may  be  developed  from  this 
source,  though  many  of  the  author's  earlier  applications  were  made  at 
patient's  homes  and  other  points  where  this  current  was  not  available, 
battery  currents  of  from  80  to  160  volts  being  employed  instead. 

To  utilize  this  current  for  this  purpose  we  need  only  a  proper 
controller  and  meter,  and  the  neoessarv  double  cord  connection  with 
plug  attached,  the  plug  being  of  the  variety  specially  suited  to  the 
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lamp  receptacle  from  which  the  current  iB  to  be  obtained.  The  con- 
troller must  be  the  author's  heavy-current  graphite  contAIler  ahown 
in  Fig.  Ill,  as  the  smallor  graphite  controllers  are  liable  to  be  injured 
by  heating  when  mote  than  300  milllaniperee  are  passed  tbrough  them. 


Fig.   08.— Aiitlior'B  Portable  Dry-Cell   Buttery 
all  owing  Switchboard. 

In  connecting  this  apparatus  for  the  operation  the  plug  ia  placed 
in  the  receptacle,  and  the  free  ends  of  the  double  cord  (which  are 
handled  carefully  when  the  plug  is  placed  in  tlie  socket,  to  avoid  short- 
circuiting  and  destruction  of  fuse)  are  placed  in  a  j^lass  of  acidulated 
water  or  saline  solution  and  the  wire  giving  off  the  greatest  bulk  of 
gas  is  identified  as  tlie  negative  pole.    This  is  at  once  attached  to  the 
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N  binding  post  of  the  controller,  the  other  wire  being  securely  attached 
to  the  P  binding  post  of  the  same  piece  of  apparatus.  A  stout  piece 
of  copper  wire  is  now  carried  from  N.N.  post  of  the  controller  to  the 
metal  plate  under  the  dispersing  pad,  and  another  wire  is  carried  from 
the  P.l'.  post  of  the  controller  to  the  +  post  of  tlie  muter. 


Tig.   00.— Portable    Batterv    with    Switchboard    Itn!w],   Showing 
Large  Cotu labia  Drj  CeiU. 

The  apparatus  is  now  ready  for  work,  and  should  be  tested  by 
attaching  a  temporary  wire  to  the  other,  or  treatment,  post  of  the 
meter  and  touching  the  metal  plate  with  its  other  end.  while  the  cur- 
rent is  turned  on  at  the  controller.  The  circuit  beinp  found  to  be  com- 
plete, the  temporary  wire  is  detached,  tlie  controller  crank  turned 
back  to  the  starting  point,  and  all  binding  posts  examined  to  see  if  they 
tightly  grasp  the  wires. 
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Constant  Current  Transformed  from  Incandescent-Current 
J/atw^.— Where  the  alternating-current  mains  are  alone  available,  and 
current-supply  may  be  liad  throughout  the  day,  the  physician  will 
find  it  extremely  convenient  to  procure  the  rotary  transformer  de- 
scribed on  page  393,  from  which  an  ordinary  constant  current  of  110 
volts  is  supplied  in  every  way  similar  to  that  from  direct-current 
mains. 

Wires  are  led  from  the  terminals  of  the  little  dynamo  to  the 
controller  exactly  as  described  above,  and  when  the  current  is  tamed 
on  the  motor  at  the  switch  the  apparatus  is  ready  for  work. 

Battery  Current. — Tn  the  absence  of  either  source  of  current  de- 
scribed above,  or  when  it  is  necessary  to  make  the  application  or 
applications  at  the  patient's  residence,  a  portable  batter}''  of  commer- 
cial dry  cells,  preferably  of  tlie  C'olumbia  or  Ever  Ready  make,  will 
answer  for  a  number  of  such  applications.     For  a  major  application, 
at  least  75  such  cells,  fresh  from  the  manufacturer,  should  be  placed 
in  three  boxes,  25  in  each  box,  and  either  connected  up  simply  in 
series  to  two  binding  posts  in  each  box,  or  with  switchboards,  as  shown 
in  Figs.   68  and   69.     When   ready  for  use,  the  several   boxes   are 
connected  together,  negative  to  positive,  as  shown  in  Fig.  70,  the  first 
positive  binding  post  and  the  last  negative  being  the  final  poles  of  the 
apparatus  to  be  connected  with  the  controller. 

With  such  an  outfit  a  major  application  may  be  made  in  any 
portion  of  the  country  capable  of  being  reached  by  railroads,  the 
author  having  made  journeys  of  thousands  of  miles  for  this  purpose. 
On  such  journeys  the  operator  should  be  at  hand  at  each  transfer  of 
baggage,  as  careless  handling  will  be  liable  to  result  in  damage. 

Controllings  Apparatus. — The  Controller. — The  only  possible  way 
to  control  the  current  of  the  mains  smoothly  and  without  shock  for 
cancer  operations  is  by  the  use  of  the  imiversal  therapeutic  controller 
recently  designed  by  the  author  and  described  on  pages  331  et  seq., 
Pig.  111.  This  instrument  permits  of  a  perfectly  smooth  control  of 
the  current  from  a  fraction  of  a  milliampere  to  1700  milliampdres,  or 
more.  For  ease  of  portability  it  should  be  placed  in  a  box  specially 
designed  for  its  carriage. 

W^hen  using  the  dry  cell  equipment  described  above  the  controller 
is  not  absolutely  essential,  for  a  smoothly  acting  cell-to-cell  selector 
adds  but  1^^  volts  at  each  button,  which  produces  so  little  irregu- 
larity as  to  be  negligible  in  currents  of  this  magnitude.     The  large 
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controller  described  is,  however,  useful  even  with   the  cells,  as  it 
enables  the  strain  of  service  to  be  distributed  over  a  larger  number. 

Meter. — The  ordinary  medical  mil-ammeters  being  either  of  too 


-Arrangement  of  IliittprieK  and  Appnmtun  for  Major 
Applioation  of  (.'atnphorefiii. 


low  a  range,  or  unreliable,  the  author  has  employed  a  specially  con- 
structed jjortahle  Weston  iiietor  in  the  bulk  of  this  work.  Such  a 
meter,  though  useful,  has  only  been  available  on  special  order,  and 
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is  moreover  diiHcult  to  road  at  the  distance  at  which  an  operator  is 
conipelleil  to  stand  during  the  application. 

At  Ills  rt<[iieBt,  therefore,  these  well-known  makers  of  absolutely 
accurate  incfers  have  placed  on  the  market  a  new  meter  specially 
adapted  to  cataphoric  work,  and  answering  equally  well  all  the  ordi- 
nary requirements  of  office  or  hoapital  constant  currents.  This  meter. 
Pig.   71,  has  two  scales — 0  to  100.  for  ordinary  work   and   ininor 


Fig.  71. — Tlie  MnBsey  MilliampPre  Mpter.'  This  instrument  haa 
two  Bcales.  T)ie  loner,  reading  from  0  to  100  milliamp^res  in  single  mil- 
liunipCre  diviBions,  capable  of  being  read  to  l<.  millianiptre.  Is  mlapted  to 
all  ordinary  requirements  from  tlie  epilation  of  a  hair  to  a  minor  cata- 
phoric or  gynecologic  application  as  high  na  100  ma.  The  upper  scale, 
from  0  to  2000  milliBm|)&rea,  advances  in  divisions  of  20  ma.  each,  but 
the  large  size  of  the  instrument  permits  a  eonsiderable  range  of  the  index 
even  with  large  currents.  Since  eitt  was  made  the  scales  are  changed  by 
a  plug  instead  of  by  the  switch  shown. 

cataphoric  applications:  and  0  to  2000,  for  major  cataphoric  applica- 
tions.    The  scales  of  this  instrument  may  be  read  by  the  operator  eer- 

'  Procurable  of  Weston  Kleclricat  lustruincnt  Company,  343  Mint  Arcade, 
Philadelphia. 
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eral  yards  away,  and  the  range  of  the  index  permits  of  very  gradual 
and  accurate  handling  of  the  current. 

The  author  should  state  at  this  point  that,  next  to  the  selection 
of  a  proper  controller,  or  even  before  it,  the  selection  of  a  meter  is  the 
most  important  preliminary  step  of  the  physician  who  intends  to 
employ  the  constant  current  in  medicine  or  surgery.  The  electric-light 
power-house  of  the  smallest  town  is  equipped  with  accurate  meters 
adapted  to  their  requirements  and  made  by  specialists  in  meter  con- 
struction alone;  yet  physicians'  offices  throughout  the  country  are 
supplied  with  worthless  meters  made  by  the  battery-makers  them- 
selves or  purchased  cheaply  from  inferior  meter-makers.  With  one 
good  meter  in  the  office  the  proper  reading  of  any  poor  ones  may  be 
ascertained  and  corrections  made  from  time  to  time;  but  the  opera- 
tor with  a  single  meter,  and  that  unreliable,  has  no  right  to  subject 
his  patient's  interests  to  the  uncertainty  of  results  necessarily  attend- 
ant upon  the  use  of  such  uncertain  tools. 

In  addition  to  accuracy,  a  meter  should  have  scales  adapted  to 
the  average  strength  of  currents  used,  permitting  a  free  movement 
of  the  index  over  the  entire  working  range  of  the  dial.  This  means 
at  least  three  scales  in  medicine:  that  for  epilation  of  hairs,  etc.;  for 
minor  cataphorosis,  gynecology,  and  general  work ;  and  for  major 
cataphoric  operations.  In  reality,  it  is  impracticable  to  have  three 
accurate  scales  in  one  instrument,  and  one  of  the  purposes  of  the 
large  dial  of  the  instrument  pictured  in  Fig.  70a  is  an  attempt  to 
secure  the  advantages  of  a  greater  variety  of  scales  in  a  two-scale  in- 
strument. 

Dispersing  Electrode. — An  essential  feature  in  transmitting  large 
currents  for  the  major  application  through  the  body  is  the  elimina- 
tion of  polar  action  at  the  indifferent,  negative,  contact  with  the  skin. 
This  elimination  of  polar  action  is  mainly  accomplished  by  making  the 
contact  as  broad  as  possible  (which  gives  also  the  desired  effect  of 
lessening  the  resistance  at  this  point),  which,  though  the  total  chemic 
action  is  the  same  as  before,  disperses  it  over  so  great  a  surface  as  to 
result  in  a  mere  hyperemia  of  the  skin  if  the  dispersing  area  is  large 
enough  and  the  current  evenly  spread  over  it.  The  second  element 
in  minimizing  the  action  of  the  discharged  cations  at  this  contact  is 
the  having  of  a  body  of  liquid  between  the  plate  and  the  skin  of  a 
(hemic  constitution  similar  to  the  body  fluids  and  thick  enough  to 
absorb  a  great  part  of  the  action  of  the  nascent  ions  as  they  reach  the 
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plate.  Normal  salt  solution  should  fulfill  this  indication  very  well, 
the  main  difficulty  being  to  have  the  surface  broad  enough  and  the 
thickness  of  this  watery  layer  so  uniform  as  to  prevent  a  concentra- 
tion of  the  current  at  any  spot,  making  an  alkaline  necrosis  of  the  skin 
at  this  spot. 

The  continued  appearance  of  bums  of  the  skin  beneath  the  nega- 
tive pad,  no  matter  how  large,  and  with  or  without  normal  salt  solu- 
tion, has,  however,  caused  the  author  finally  to  abandon  any  form  of 
dispersing  electrode  with  these  large  currents  except  the  kaolin  pads 
shown  in  Fig.  121,  page  349,  these  pads  being  enlarged  and  adapted 
from  the  Apostoli  clay  pads.    These  pads  are  kept  in  shape  by  being 
inclosed  in  crash  towelling,  a  bag  being  made  of  this  material  about 
14  by  20  inches  in  size,  and  the  kaolin  is  put  within  it  while  in  the 
state  of  a  dry  powder,  to  a  thickness  of  a  little  over  an  inch.     While 
the  material  is  still  dry  the  opening  in  one  end  through  which  the 
kaolin  has  been  inserted  is  sewed  up,  and  the  thickness  of  the  kaolin 
kept  uniform  by  stitching  or  quilting  the  upper  and  lower  coverings 
of  the  pad  together  lightly.     The  pad  is  now  ready  for  use  when 
thoroughly  wetted,  but  must  be  kept  wet  in  a  covered  vessel,  capable 
of  being  gently  heated,  in  order  to  keep  it  ready  for  immediate  use. 
Powdered  kaolin  is  an  excellent  substitute  for  potters^  or  sculptors* 
clay,  as  it  is  perfectly  white,  leaving  no  stains  on  the  clothing.     A 
second  pad  is  often  useful  when  very  heavy  currents  are  used. 

The  treatment  couch,  with  the  dispersing  pad,  is  arranged  as 
follows : — 

When  possible  it  is  always  best  to  have  the  patient  lie  on  the 
dispersing  pad,  for  the  back  presents  the  best  surface  for  this  action, 
and  the  weight  of  the  body  keeps  the  pad  in  good  contact  at  all  points 
if  the  latter  is  well  adjusted.  A  spring  cot  forms  the  best  operating 
table  on  account  of  its  conforming  the  pad  readily  to  the  dermic 
surface,  but  an  operating  table  may  be  so  padded  with  blankets  as  to 
serve  equally  well.  On  the  cot  or  padded  table  a  waterproof  cloth 
should  be  spread,  completely  covering  it.  On  the  waterproof  is  laid  a 
thin  lead  plate  (readily  obtained  of  plumbers'  supply  houses)  or  a 
block  tin  plate  of  No.  32  thickness,^  somewhat  smaller  than  the  clay 


^An  excellent  material  for  this  purpose  is  No.  32  Crookes  metal,  obtain- 
able from  the  Crookes  Metal  Company,  New  York  City.  The  kaolin  may  be 
obtained  in  qnanity  from  William  M.  Wilson's  Sons,  brokers  in  ohemioala, 
225  Dock  Street,  Philadelphia. 
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pad,  or  about  10  by  6  inches,  to  which  is  attached  the  bared  end  of 
a  piece  of  No.  26  copper  wire.  The  wire  is  attached  by  threading  it 
through  holes  in  the  comer  of  the  plate  and  turning  the  corner  of  the 
plate  over  the  wire  several  times.  The  other  end  of  this  wire  is  con- 
nected with  the  N.  N.  binding  post  of  the  controller.  Over  this  point 
of  attachment  of  the  wire  to  the  plate  a  small  piece  of  nonconducting 
cloth  must  invariably  be  placed  to  prevent  short-circuiting  of  the  cur- 
rent to  the  patient  in  this  situation. 

On  the  plate,  so  disposed  and  connected,  the  warm,  moist  pad  is 
placed,  care  being  observed  that  the  clay  pad  covers  the  edges  of  the 
metal  plate,  and  the  pad  is  ready  for  the  patient,  who  may  recline  on 
it  before  receiving  the  ether,  or  be  placed  on  it  after  anesthesia  is 
nearly  complete.  A  second  pad,  similarly  composed,  may  be  placed 
beneath  the  thighs,  good  contact  being  secured  by  pressing  the  clay 
against  the  skin  surface. 

Active  Electrodes. — In  the  development  of  the  cataphoric  treat- 
ment of  cancer  the  author  was  accidentally  led  to  employ  zinc  coated 
with  mercurv  as  tlie  material  for  the  soluble  electrodes.  It  was  later 
found  that  pure  mercury  could  be  diffused  as  an  ion  from  electrodes 
of  gold,  the  mercury  being  temporarily  united  with  the  gold  by 
amalgamation,  and  that  with  heavy  currents  it  would  disappear  so 
rapidly  from  the  gold  instrument  that  provision  had  to  be  made  for 
an  extra  supply  by  injecting  it  into  the  tissues  after  the  hollow  instru- 
ment was  inserted  into  the  growth.  The  gold  was  never  acted  upon 
itself  by  the  current,  and  when  a  supply  of  mercury  was  completely 
exhausted,  and  the  alloys  in  the  gold  diffused,  it  remained  as  an  un- 
attackable  electrode. 

Comparative  tests  of  pure  mercuric  cataphoresis  from  these  gold 
electrodes  and  of  the  mixed  zinc-and-mercury  cataphoresis  from 
pointed  zinc  instrument^,  showed  later,  nevertheless,  that  the  latter 
was  more  effective  in  necrosing  effects  and  equally  as  good  in  steriliza- 
tion. The  pointed  zinc  instrument  merely  coated  with  mercury  was 
also  a  more  controHable  instrument  than  the  pointed  cannulas  of  gold, 
which  required  to  l)e  used  witli  liquid  mercury,  which  could  be  kept 
in  the  place  desired  only  with  difficulty  at  times.  The  result  has  been 
that  the  zinc-mercury  instruments  are  almost  exclusively  employed  at 
present,  the  gold-mercury  instruments  being  mainly  reserved  for  cases 
where  sterilization  without  extensive  destruction  is  required,  as  in  the 
treatment  of  suspicious  cysts  of  the  breast  where  the  cyst  wall  alone 
is  to  be  destroyed. 
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The  zinc-mercury  electrodes  that  have  been  finally  settled  upon 
as  the  most  convenient  and  effective  from  every  point  of  view  are 
shown  in  Fig.  73,  and  they  may  be  procured  in   standard  sets  of 
twenty-six  electrodes  from  Charles  Lentz  &  Sons,  of  Philadelphia,  and 
the  Frank  S.  Betz  Company,  of  Chicago.    These  electrodes  embrace  all 
the  sizes  and  shapes  necessary  in  the  treatment  of  growths  in  any  part 
of  the  body,  though  they  require  to  be  bent  by  the  physician  at  times  to 
suit  the  individual  case,  and,  as  zinc  is  a  soft  metal,  this  is  readily 
done.     The  insulation  on  these  electrodes  is  black  wax,  fused  on  the 
hot  instrument,  and  this  may  also  require  increase  or   decrease  in 
individual  cases  as  we  wish  a  lesser  or  greater  surface  exposed  to  tlie 
action  of  the  current.     The  mercury  is  applied  to  them  only  when 
about  to  operate,  as  it  renders  the  zinc  brittle  if  kept  in  long  contact 


Fig.  72. — Gold  Puncture  Electrodes  with  (J lass  Syringe  for  Injecting 
Mercury.     These  instruments  are  now  rarely  employed. 


with  it.  Excepting  the  minor  application  electrodes,  they  may  be 
employed  more  than  once,  unless  special  rigidity  is  desired. 

Each  of  these  electrodes,  except  the  throat  and  uterine  types, 
has  a  conducting  wire  attached  permanently,  special  sizes  of  wire 
l)eing  selected  for  each  instrument  to  combine  a  proper  conductibility 
for  the  current  for  which  they  are  devised  with  the  least  weight,  en- 
abling the  instrument  to  be  self-sustaining  when  inserted. 

When  preparing  for  an  operation  the  electrodes  required  should 
be  selected  and  resterilized  by  passing  them  over  the  flame  of  a  Biuisen 
burner,  this  process  resulting  also  in  a  freshening  of  the  insulation, 
which  should  be  closely  examined  to  test  its  completeness. 

Essential  Accessories. — On  a  tray  within  reach  of  the  operator 
should  be  placed  a  glass  cup  containing  several  ounces  of  liquid  mer- 
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No8.  1  and  2,  minor  applioatlon  electrodes,  attached  to 
No.  32  copper  conducting  wires. 


Kos.  1,  2,  and  3  breast  or  external  electrodes,  attached  to  Nos.  28  and  26  wires. 


s 


^E 


Throat  electrode  for  major  api>licatioD,  with  socket  for  cord  tip. 


rs^^ 


Pointed    uterine   and    rectal    electrode  for  major  application. 


Author's  tunneled  rectal  electrode  for  zinc-mercury  cataphoreaia. 


Fig.  73. — Set  of  Zinc-Mercury  Electrodes  for  tlie  Cataphoric 
Treatment  of  Cancer.  (One-half  natural  size.)  These  electrodes  should 
be  bent  to  the  special  curve  desired  in  tlie  particular  case  and  the  non- 
active  parts  then  insulated  with  melted  sealinj^-vvax  over  the  flame 
of  a  Hunsen  burner,  and  should  be  coated  heavily  witli  mercury  after 
shaping  and  immediately  before  use. 
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ciirv,  another  cup  liolding  a  10  per  cent,  solution  of  sulphuric  acid 
in  water,  and  a  third  cup  containing  plain  water.  There  should  be 
also  a  small  histour\'  at  hand  to  make  openings  in  the  skin  for  the 
electrodes  if  necessary,  and  some  l)alls  of  absorbent  cotton. 

Details  of  Operation. — Before  etherization  is  begun  the  batteries 
sliould  be  placed  near  a  table  on  which  the  controller  and  meter  are 
arran<red,  and  ccmnected  jis  shown  in  Fig.  70.  After  the  connections 
are  made  the  circuit  is  tested  for  current  and  correct  polarity,  and  the 
electrodes  att^iched  to  the  proj)er  binding-post  of  the  meter  and  laid 
in  a  tray  on  a  convenient  table  within  reach  of  the  operator. 

Assistants. — Besides  the  anesthetist,  the  operator  will  need  an 
assistant  to  manage  the  controller  exclusively  and  a  nurse  to  watdi 
the  pulse,  manage  the  cooling  stream  of  water,  etc.,  when  used,  the 
operator  himself  being  sufficiently  employed  in  managing  the  elec- 
trodes and  noting  the  current  strength  and  its  effects. 

The  Applinifiori. — The  j)atient  having  been  anesthetized  on  the 
table  with  its  j)ad  in  place,  and  lying  on  the  latter,  or  placed  on  the 
table  after  etherization,  the  indifferent  ])ad  should  be  examined  and 
])ressed  close  to  \ho  body,  the  patient  being  so  disposed  as  to  bring 
the  pad  against  the  lower  ])ortion  of  the  trunk  mainly,  to  lessen  tlw 
amount  of  current  traversing  the  respiratory  muscles.  No  portion  of 
the  metal  plate  should  be  allowed  to  touch  the  skin. 

The  active  ends  of  several  electrodes  are  now  freely  amalgamated 
with  mercury  by  dij)ping  them  into  the  diluted  acid,  then  into  the 
mercury,  and  finally  rubbing  the  amalgamated  surface  on  an  absorbent 
cotton  wad  wet  with  plain  water.  An  opening  is  now  made  in  the 
skin  at  one  side  of  the  growth  with  a  small  bistoury,  if  necessarr, 
through  which  an  electrode*  is  thrust  into  one  side  of  the  growth,  or 
the  electrode  may  be  thrust  into  the  growth  directly  without  the 
bistoury  if  the  surface  is  covered  with  mucous  membrane,  or  is  soft- 
ened  by  the  malignant  j)rocess.  In  (Mther  case  the  insertion  becomes 
bloodless  as  soon  as  the  current  is  turned  on.  With  one  electrode 
inserted  the  current  is  gradually  tunicvl  on  at  the  controller  until  the 
desired  strength  is  attained,  or,  if  sev(»ral  electrodes  are  required,  until 
about  200  milliamperes  are  attained  with  one  instrument  in  place, 
when  another  (with  its  wire  already  attached  to  the  treatment  bind- 
ing post  of  the  meter  with  others  to  be  iised)  may  be  inserted  and  the 
current  increased.  This  is  kept  up  until  enough  electrodes  and  cur- 
rent are  in  use  to  insure  a  thorough  employment  of  the  time  at  our 
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disposal.  From  time  to  time  an  electrode  is  removed  while  the  others 
are  securely  in  place,  resupplied  with  mercury,  and  inserted  in  a  new 
place.  The  number  of  electrodes  employed  should  be  governed  by  the 
strength  of  the  current  in  use,  not  less  than  100  milliamperes  being 
allowed  for  each,  to  secure  proper  concentration. 

Current  Strength  and  Duration  of  the  Application. — The  strength 
of  the  current  and  its  duration  depend  entirely  on  the  extent  of  the 
growth.  The*  writer's  applications  under  ether  have  thus  far  usually 
varied  between  350  and  800  milliamperes,  though  as  much  as  1600 
milliamperes  have  been  employed  more  than  once,  in  all  cases  turned 
on  gradually  without  shock  or  suddenness,  and  while  the  effect  on  the 
circulation  and  respiration  has  been  watched  if  working  in  the  neck 
or  near  the  heart.  In  these  situations  it  is  turned  down  temporarily 
whenever  the  heart  action  becomes  rapid  (which  effect  is  evidently 
due  to  the  reflexes  for  pain  not  being  entirely  abolished  in  the  earlier 
stages  of  the  anesthesia). 

The  time  element  of  the  application  is  most  important,  for  there 
is  a  definite  speed  imparted  to  the  electrons  that  is  not  very  great, 
oven  with  a  high  potential,  being  usually  about  a  half-inch  in  each 
ten  miniites.  Sufficient  time  must  be  taken  to  soften  the  whole  of 
the  apparent  limits  of  the  growth  and  produce  the  necessary  zone  of 
sterilization,  and  by  moving  the  electrodes  to  better  points  of  vantage 
from  time  to  time  this  may  be  accomplished  in  from  one  to  three 
hours  in  a  large  growth,  and  in  something  like  a  half-hour  in  a  small 
one. 

It  should  be  the  aim  of  the  operator  to  secure  complete  results  at 
the  first  application,  though  a  second  application  can  be  made  some 
weeks  later  if  this  aim  has  not  been  accomplished. 

Since  a  powerful  current  passing  near  important  ner\'es  or  nerve- 
centers  governing  respiration  and  circulation  may  weaken  either  of 
these  vital  actions  temporarily  to  a  point  dangerous  to  the  patient, 
the  following  current  strengths  may  be  given  as  the  probable  upper 
limit  of  safety,  judging  from  the  effects  noted  on  pulse  and  respira- 
tion in  a  number  of  cases: — 

In  f^owths  of  the  head,  face,  and  throat 350  to     .'SOD  ma. 

"    •'  neck    350   "     400  " 

"     "  ri|?ht  brea«t,  arms,  and   cheat i\0{)    "     «00  ** 

"    "  lower  trunk  and  pelvis 1000   "    1600  " 

"    "  anal  and  rectal  regions 1000   "    1600  *' 

"    "  thighs   and    legs 1000   "    1(»0  " 

In  large  growths  of  left  breast,  neck,  and  head,  use  bipolar  method  only. 
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Immediate  Results. — Within  a  few  moments  after  an  adequate 
current  has  been  turned  on  a  whitish-gray  color  will  appear  in  the 
tumor  in  immediate  contact  with  the  electrode,  which  progressively 
increases  in  area,  radiating  in  all  directions  from  the  electrode.     As 
the  area  of  necrosis  becomes  greater,  and  finally  includes  the  whole 
of  the  apparent  limits  of  the  tumor,  it  will  be  noticed  that  the  brawny 
induration  of  the  growth  gives  place  to  a  softer  and  more  doughy 
consistence,  corresponding  undoubtedly  with  the  loss  of -tone  accom- 
panying the  loss  of  vitality  in  the  malignant  cells.     This  progressive 
softening  of  a  hard  growth  is  a  remarkable  phenomenon,  particularly 
when  it  is  remembered  that  the  normal  effect  of  the  positive  pole  is 
desiccating,  and  therefore  somewhat  indurating  in  soft  tissues,  and 
the  complete  softening  of  the  growth  is  a  most  valuable  index  of  a 
thorough  devitalization  of  the  growth,  particularly  within   cavities. 
Coincident  with  the  change  of  color  and  softening,  any  odor  that  an 
ulcerated  growth  has  emitted  will  be  corrected,  not  to  return  even 
during  the  separation  of  the  plough  in  most  cases.     Having  decided 
that  the  area  of  necrosis  includes  the  whole  growth,  with  an  adequate 
zone  of  sterilization,  the  current  is  turned  off  and  the  patient  put  to 
bed. 

After-treatment. — The  line  of  dcmarkation  will  usually  include 
the  decolored  tissue  only,  and  after  its  full  development  the  sterile, 
inodorous  slough  will  come  away,  usually  in  from  seven  to  twenty- 
one  days,  the  cavity  filling  with  healthy  granulations  in  about  six 
weeks. 

The  after-treatment  is  very  simple.  An  aching  sensation  will 
last  about  forty-eight  hours,  but  the  patient  will  cease  to  have  neu- 
ralgic pain  at  once  if  this  symptom  were  present  before  the  applica- 
tion. During  the  separation  of  the  slough  simple  sterile  dressings  are 
applied,  and  after  its  separation  the  cavity  is  dressed  with  an  ointment 
composed  of  equal  parts  of  the  ointment  of  zinc  oxide  and  petrolatum 
to  stimulate  granulation,  this  being  changed  when  stimulation  is  no 
longer  needed  to  simple  petrolatum. 

Secondary  hemorrhage,  the  only  risk  attendant  upon  the  major 
application,  save  that  of  excessive  current  in  applications  to  the  head, 
neck,  and  left  breast,  need  be  feared  only  when  the  necrosing  action 
has  been  incomplete  in  a  large,  vascular  growth,  permitting  the  line  of 
demarkation  to  form  in  diseased  tissue,  with  a  lessened  tendencv  to 
closure  of  the  vessels  at  the  point  of  necrosis.    This  danger  may  be 
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eliminated  in  practice  by  refraining  from  all  applications  in  cases 
where  it  is  manifestly  impossible  to  carry  the  destructive  process  be- 
yond the  edges  of  the  diseased  area  into  the  healthy  tissues.  Since 
acting  upon  this  rule  the  author  has  had  but  one  case  of  hemorrhage, 
and  the  bleeding  in  this  case  was  readily  controlled. 

The  treatment  of  this  accident  is  best  accomplished  by  a  pressure 
bandage,  which  should  be  left  in  place  imtil  the  bleeding  vessel  has 
become  occluded. 

Skin  grafting  has  never  been  required  in  the  author's  cases,  the 
parts  being  covered  with  epidermis  or  mucous  membrane  sponta- 
neously by  extension  from  the  edges,  the  final  cicatrix  being  small  and 
soft. 

THE  MINOR  APPLIGATION. 

The  minor  application  differs  from  the  major  application  prin- 
cipally in  the  fact  that  only  such  a  current  strength  is  employed  as 
can  be  borne  by  the  patient  without  general  anesthesia.  Other  points 
of  natural  difference  are :  that  one  may  use  an  ordinary  dispersing  elec- 
trode, such  as  employed  in  gynecology,  and  the  ordinary  voltage  of  a 
constant  current  application,  controlled  by  the  regular  sized  controller 
and  meter.  The  active  electrode  (shown  in  Fig.  73)  is  almost  invaria- 
bly cut,  when  required,  with  long-handled  scissors  from  the  thin  sheet 
zinc  used  by  the  stove  men,  and  insulated  or  not  as  required  in  the 
particular  application,  being  fastened  to  a  piece  of  No.  32  or  30 
copper  wire  as  conductor  by  twisting  the  bared  wire  about  the  shank 
of  the  zinc  needle  thus  made  and  bending  the  zinc  over  the  wire,  thus 
securing  it  tightly.  The  needle  is  used  but  once,  a  fresh  one  being 
made  for  each  application.  It  is,  of  course,  amalgamated  with  the 
mercury  in  the  same  manner  as  the  larger  electrodes. 

Another  difference  between  the  major  and  minor  application  is 
the  fact  that  the  latter  is  rarely  designed  to  effect  immediate  and  final 
results,  but  is  repeated  daily  as  long  as  necessary. 

In  beginning  these  applications  it  may  be  necessary  to  make  a 
tiny  slit  in  the  skin  for  the  insertion  of  the  instrument,  the  chloride 
of  ethyl  spray  being  excellent  for  the  painless  accomplishment  of  this 
maneuver.  After  the  insertion  of  the  electrode  a  small  drop  of  a  strong 
solution  of  cocaine  should  be  placed  at  the  point  of  insertion,  the  base 
of  the  salt  being  carried  inward  aa  a  cation,  lessening  the  burning  dur- 
ing the  application. 
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The  strength  of  current  employed  in  a  minor  application  may  be 
but  5  or  6  milliamp^res  at  first,  but  after  a  sinus  is  made  much  more 
current  may  be  employed  by  insulating  the  needle  with  fused  wax 
except  at  the  tip. 

It  should  be  remembered,  also,  that  a  minor  application  may  be 
made  to  the  insensitive  neck  of  the  uterus,  without  any  kind  of  anes- 
thesia (cocaine  being  here  of  little  value),  and  with  a  current  as  great 
as  250  or  even  300  milliamperes. 

All  minor  applications  should  be  of  thirty  minutes'  duration  to 
secure  eifective  results. 

CHOICE  BETWEEN  MAJOR  AND  MINOR  APPLICATIONS. 

The  choice  between  the  major  and  minor  methods  in  a  given  case 
must  depend  on  a  delicate  judgment  on  the  part  of  the  operator, 
guided  by  an  experience  difficult  to  formulate.  As  a  rule,  all  highly 
malignant  or  extensive  growths,  or  those  situated  in  sensitive  areas, 
like  the  lip,  breast,  and  anus,  absolutely  require  the  major  method. 
Under  the  reverse  circumstances,  including  small  growths  in  the  mouth 
or  throat,  particularly  when  of  slow  growth,  the  minor  method  may 
be  considered. 

In  very  large  growths  in  the  upper  portions  of  the  body  the  risk 
involved  in  the  use  of  heavy  currents  may  be  greatly  lessened  by  limit- 
ing their  penetration,  and  therefore  any  general  action  produced  by 
them,  by  employing  the  bipolar  method  described  in  the  following 
chapter. 


CHAPTER  XV. 

The  Cataphoric  Destruction  and  Sterilization  of  Mammary 

AND  Axillary  Cancer. 

The  major  application  of  zinc-mercury  cataphoresis  offers  a  most 
effective  method  for  the  destructive  sterilization  of  mammary  cancer 
in  its  early  stages,  enabling  the  operator  to  destroy  all  infected  portions 
of  the  gland  at  once,  without  risk  of  the  infective  cells  gaining  access  to 
the  lymphatic  spaces,  as  may  happen  in  a  cutting  operation.  It  enables 
the  operator  to  confine  the  destruction  safely  to  the  diseased  portion 
alone,  should  the  growth  be  a  small  one  not  involving  the  whole  breast, 
thus  conserving  the  unaffected  portions  of  the  organ.  Should  the 
growth  be  diffuse,  with  ill-defined  edges,  the  whole  of  the  organ  should 
be  included  in  the  area  of  necrosis  at  once. 

In  all  cases  of  mammary  cancer  a  minute  examination  should  be 
made  of  the  axilla  for  enlarged  glands,  and  if  these  are  found  the 
area  of  necrosis  should  be  carried  through  the  intervening  tissues  to  the 
enlarged  gland  or  glands,  using  a  sufficient  number  of  electrodes 
simultaneously  or  seriatim  for  the  purpose,  and  the  application  should 
be  prolonged  until  all  apparently  infected  tissues  are  included  in  its 
necrosed  area. 

The  axilla  need  not  be  invaded  at  this  time  if  no  signs  of  in- 
durated glands  be  found,  but  when  they  are  found  the  complete  opera- 
tion is  the  only  safe  course;  and  the  intervening  tissues,  containing 
the  lymphatic  vessels  through  which  the  cells  have  passed  and  in 
whose  valves  some  may  have  lodged,  should  be  invariably  included  in 
the  area  of  treatment. 

The  result  of  such  an  operation  is  as  complete  as  the  most  mod- 
ern knife  operation,  and  is  almost  as  quickly  done,  requiring,  as  a 
rule,  but  an  hour  to  an  hour  and  a  half.  The  sterilizing  process  may 
also  be  carried  into  the  rib  interspaces,  and  even  into  the  rib  structures 
themselves,  with  far  greater  ease  than  is  possible  when  the  field  is  cov- 
ered with  blood,  as  in  the  cutting  operation.  The  advantage  accruing 
from  the  sealing  of  all  absorbents  as  the  process  extends,  and  from 
the  absolutely  sterile  field  left,  have  been  suflSciently  indicated  in 
preceding  pages. 

"  (225) 


226  CANCER  OF  BREAST. 

Technical  Details. — The  waterproof  covered  spring  cot  should  be 
Belected  for  the  operation,  or  a  thickly  cushioned,  full-length  operation 
table,  so  padded  as  to  keep  a  large  dispersing  pad  in  good  contact  with 
the  back.  When  the  growth  is  large  as  many  as  six  or  eight  electrodes 
of  the  Nos.  1,  2,  and  3  external  type  should  have  wires  of  appropriate 
size  attached  to  them  separately,  the  distal  ends  of  the  wires  being 
securely  clamped  in  the  one  treatment  binding  post  of  the  meter. 
They  should  be  laid  aside  separately  in  a  tray  in  such  manner  that 
the  wires  will  not  tangle  when  they  are  brought  into  use.  Several  of 
the  electrodes  may  be  slightly  curved  on  the  flat  for  greater  ease  of 
insertion  in  a  slanting  manner. 

The  patient  having  been  anesthetized,  the  electrodes  are  amal- 
gamated freely  with  mercury  and  one  is  passed  into  the  periphery  of 
the  growth  with  the  point  directed  toward  the  center,  a  slit  being  made 
in  the  nonaffected  skin  if  necessary.  The  turning  on  of  the  current  is 
then  begun  at  once,  and  when  about  150  milliamperes  have  been  at- 
tained in  the  circuit  another  electrode  is  inserted  in  the  periphery  near 
the  first.  As  the  current  is  gradually  increased  additional  electrodes 
are  inserted  until  four  or  five  are  acting  simultaneously  with  a  cur- 
rent approaching  200  milliamperes  per  electrode,  or  a  total  strength  of 
from  600  to  800  milliamperes.  The  electrodes  first  placed  should  now 
be  examined  closely,  and  if  the  necrosed  areas  about  them  seem  com- 
plete one  is  removed  at  a  time,  reamalgamated,  and  placed  in  a  new 
position.  By  this  progressive  method  the  whole  of  the  growth  and  any 
diseased  tissue  in  the  axilla  are  gradually  brought  into  the  area  of 
necrosis,  the  electrodes  being  replaced  if  necessary  in  any  intervening 
spots  left  unsoftened.  When  all  hardness  has  been  dispelled,  and  the 
coloration  shows  a  sufficient  extension  of  the  process,  the  current  is 
turned  off,  the  electrodes  removed,  and  the  patient  put  to  bed. 

After-treatment. — The  part  should  be  dressed  with  aseptic  gauze 
covered  with  absorbent  cotton  until  the  slough  comes  away,  the  time 
taken  in  this  process  varying  from  fourteen  days  to  three  weeks.  In 
a  growth  that  has  not  been  previously  in  a  condition  of  ulceration 
no  odor  will  be  noticed  during  the  process  of  separation,  but  in  those 
that  were  highly  necrotic  it  may  be  wise  to  apply  a  powder  to  the  crust 
composed  of  powdered  zinc  oxide,  32  parts;  carbolic  acid,  1  part;  this 
effectually  absorbs  the  odor  until  the  crust  separates  by  the  natural 
process.  After  the  separation  of  the  slough  the  wound  is  dressed  with 
simple  ointment  on  gauze. 
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No  delay  ever  occurs  in  prompt  granulation  and  cicatrization, 
the  scar  left  being  often  of  surprisingly  small  size. 

Selection  of  Cases  and  Method. — All  forms  of  carcinoma  and 
sarcoma  of  the  breast  are  suitable  for  the  cataphoric  method,  the  only 
condition  absolutely  preventing  success  being  the  presence  of  meta- 
static deposits  in  internal  organs.  The  most  favorable  cases  are,  of 
course,  those  in  which  the  growth  is  small  and  recent.  The  existence 
of  one  or  more  movable  infected  glands  in  the  axilla  does  not  greatly 
complicate  a  case,  for  these  are  readily  destroyed,  with  the  intervening 
tissues,  at  the  time  of  the  destruction  of  the  primary  growth. 

Another  stage  of  this  affection  is  peculiarly  suitable  to  the  cata- 
phoric method,  though  not  so  certain  in  results.  This  is  the  late  stage 
of  neglected  cases,  where  the  ulceration  is  deep  and  extensive,  render- 
ing any  other  treatment  except  the  x-rays  impossible.  Here  the  whole, 
or  a  greater  part  of  the  infected  tissue  is  sterilized  in  either  one  or 
two  applications  (the  great  extent  at  times  making  it  impossible  to 
bring  the  whole  of  the  growth  under  the  method  at  one  operation). 
The  second  application  is  made  as  soon  as  healing  has  occurred  after 
the  first — ^usually  about  two  months  later.  Whether  the  x-rays  should 
be  then  employed  if  the  result  is  still  doubtful  remains  to  be  deter- 
mined. 

Such  a  case  as  last  mentioned  often  presents  so  much  local  puru- 
lent mixed  infections  as  to  make  the  cause  of  the  degree  of  ill  health 
present  doubtful.  In  other  words,  we  may  be  in  doubt  whether  the 
anemia  represents  a  true  cachexia  from  internal  metastasis,  or  a  mere 
ill  health  from  absorption  of  toxins  from  the  local  disease.  The 
determination  of  this  point  will  decide  for  or  against  the  wisdom  of 
making  a  major  application,  for  if  the  cachexia  is  due  to  metastasis  we 
should  decline  to  apply  cataphoresis,  except  possibly  in  a  minor  form 
as  a  palliative.  The  decision  is  at  times  most  difficult,  and  in  the 
interest  of  the  patient  we  may  decide  to  apply  the  method  with  the 
expressed  understanding  with  the  patient's  friends  that  the  applica- 
tion itself  is  the  surest  way  to  decide  the  question ;  for,  if  the  ill  health 
is  due  to  the  toxins  of  the  external  growth  only,  the  patient  will  be 
in  improved  health  two  months  later;  if  due,  on  the  other  hand,  to 
metastasis,  the  patient  will  not  improve  after  the  application,  and 
may  even  be  made  weaker  by  it.  This  is  a  most  delicate  and  certain 
test  of  the  absence  or  presence  of  metastasis. 
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When  the  disease  has  invaded  the  supraclavicular  glands  the 
author  regards  the  case  as  beyond  the  curative  power  of  cataphoresis, 
unless  but  one  movable  gland  can  be  found,  for  the  deep  structures  of 
the  neck  in  this  situation  make  an  effective  major  application  most 
formidable,  with  risk  of  secondary  hemorrhage  at  the  separation  of 
the  slough. 

Another  unsuitable  form  of  breast  cancer  for  cataphoresis  is  that 
known  as  cancer  en  cuirass,  where  the  infected  cells  are  widely  dis- 
seminated in  the  subdermic  tissues  of  the  chest,  with  very  uncertain 
margins.     Here  the  unfavorable  elements  are  the  wide  extent  of  the 
growth  and  its  uncertain  edges,  besides  the  great  probability  of  inter- 
current metastasis.    The  author  has  never  seen  a  case  of  this  nature 
that  had  not  followed  a  knife  operation,  and  suggests  that  it  may  be 
due  to  a  widespread  implantation  of  the  germs  in  the  severed  and 
patulous  ends  of  the  lymphatic  spaces  beneath  the  skin.     The  most 
neglected  cases  of  breast  cancer  that  have  never  been  operated  upon 
fail  to  show  this  peculiar  infiltration  of  the  subdermic  tissues. 

The  major  application  under  anesthesia  is  the  only  admissible 
method  of  cataphorically  destroying  and  sterilizing  a  breast  cancer, 
mainly  because  of  the  sensitiveness  of  these  parts  and  of  the  necessity 
for  thorough  work.  Minor  applications  should,  nevertheless,  be  made 
to  any  suspicious  spot  within  the  cicatrix  while  the  parts  are  healing 
after  a  major  application,  or  as  a  palliative  in  incurable  cases,  as  the 
structures  are  then  quite  free  of  sensation  unless  the  skin  edges  remain 
infected. 

MAJOR  APPLICATION   OF   BIPOLAR    CATAPHORESIS. 

When  the  whole  breast  is  infected,  or  with  any  large  growth  in 
the  upper  portion  of  the  body,  much  time  can  be  economized  and  the 
duration  of  the  anesthesia  lessened  by  employing  the  bipolar  method, 
which  enables  us  to  use  much  more  current  than  when  the  vital  por- 
tions of  the  body  are  included  in  the  path  of  the  current.  This  method, 
however,  is  only  applicable  when  the  growth  presents  considerable 
tissue  between  the  poles. 

In  applying  this  modification  of  the  method  the  arrangements 
are  made  for  the  ordinary  monopolar  application  described  above, 
for  we  may  wish  to  use  it  in  the  latter  portion  of  the  application  to 
carry  the  zinc  and  mercury  ions  deeper,  and  thus  extend  the  zone  of 
sterilization.     Instead  of  attaching  the  negative  wire  to  the  plate 
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beneath  the  pad  it  is  attached  to  a  disk  electrode,  covered  with  ab- 
sorbent cotton  saturated  with  liquor  potassii  arsenitis,  and  the  elec- 
trode is  placed  on  the  top  of  the  tumor  and  held  in  place  by  an  assist- 
ant during  the  operation,  while  the  active  electrodes  are  inserted  a 
little  below  the  base  of  the  growth.  As  a  portion  of  the  current  spreads 
in  all  directions  below  the  active  poles  so  placed  a  considerable  amount 
of  sterilization  of  the  base  can  be  thus  secured,  while  the  1000  to  1600 
milliamperes  possible  in  this  method  quickly  destroys  the  tumor 
proper. 

Illustrative  Cases. — Recurrent  Carcinoma  of  Chest  Wall  and  Aa^la  after 
Removal  of  the  Breast, — Mrs.  B.,  aged  63,  applied  for  treatment  November  30, 
1897,  with  a  recurrent  carcinoma  near  the  site  of  a  scar  made  by  the  removal 
of  the  right  breast  for  carcinoma.  The  knife  operation  had  been  skillfully 
performed  ten  months  before  by  the  late  Dr.  I.  E.  Richardson,  of  Philadelphia, 
the  whole  of  the  breast  and  a  portion  of  the  pectoral  muscles  and  overlying 
skin  having  been  removed  en  massey  and  also  an  infected  gland  in  the  axilla. 
Histologic  examination  of  the  removed  tumor  showed  it  to  be  a  highly  malig- 
nant, acinous  carcinoma. 

Examination  on  admission  showed  a  confluent  mass  of  nodules,  each  the 
size  of  a  filbert,  in  the  subdermic  and  dermic  tissues  above  the  scar,  evidently 
in  the  line  of  an  infected  lymphatic  vessel  leading  to  the  clavicular  glands. 
The  glands,  however,  showed  no  sign  of  having  been  reached  by  the  diseased 
cells.  At  the  site  of  the  removed  gland  in  the  axilla  there  was  a  slight  indura- 
tion. The  general  health  of  the  patient  was  so  poor  as  to  suggest  the  pos- 
sibility of  metastasis  having  already  supervened. 

On  December  11,  1897,  with  the  kind  assistance  of  Drs.  Richardson  and 
W.  C.  Thompson,  the  patient  was  etherized  and  the  gold-mercuric  method 
applied  by  means  of  three  small,  gold  cannulas  in  as  many  centers  of  growth. 
The  current  was  gradually  brought  up  to  600  milliamperes  and  maintained  at 
this  strength  for  fifteen  minutes.  Under  this  current  the  nodules  quickly 
softened,  and  an  efficient  zone  of  sterilization  was  developed.  After  the  re- 
covery from  the  ether  the  patient,  who  was  of  a  highly  nervous  type,  com- 
plained of  pain  for  twenty-four  hours,  doubtless  owing  to  the  reaction  in  the 
comparatively  normal  surrounding  zone,  but  the  subsequent  after-stages  were 
comfortable,  and  separation  of  the  necrosed  material  and  healing  were  un- 
eventful. By  an  oversight  the  nodule  in  the  axilla  was  not  touched  at  this 
time. 

In  January,  1899.  a  small  nodule  the  size  of  a  pea,  near  the  clavicle, 
which  had  been  overlooked,  was  destroyed  in  one  office  application  with  a  zinc- 
mercury  needle,  10  milliamperes  being  employed  under  the  local  use  of  cocaine. 

In  August  of  the  same  year  the  axillary  nodule,  having  shown  increased 
growth,  was  subjected  to  a  major  gold-mercurj'  application.  200  milliampdres 
iK'ing  employed  for  twenty-five  minutes.  No  further  applications  were  re- 
quired. 
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The  patient,  who  had  been  in  indifferent  health  for  many  years,  improved 
greatly  for  a  time  and  was  said  to  have  looked  better  than  at  any  time  since 
her  youth.  Her  general  health  failed  in  the  summer  of  1902,  and  the  end  came 
in  the  latter  part  of  that  year,  apparently  from  mediastinal  growth.  There 
was  no  sign  of  recurrence  externally. 

Smally  Acinous  Carcinoma  of  the  Right  Breast. — Miss  B.,  aged  61,  ap- 
plied for  treatment  in  November,  1898,  with  a  painless  tumor  of  irregular  out- 
line in  the  lower  and  outer  quadrant  of  the  right  breast  that  was  growing 
rapidly.  Dr.  Bruce  Bums,  a  well-known  surgeon  of  Frankford,  Philadelphia, 
had  pronounced  it  a  carcinoma,  and  advised  immediate  removal  of  the  breast. 

On  November  16,  1898,  a  gold-mercuric  major  application  was  made  under 
ether,  with  the  assistance  of  Dr.  W.  Oakley  Hermance,  a  current  of  from  350 
to  475  milliamp^res  being  employed  with  one  instrument  for  forty  minutes. 
The  slough  produced  by  the  treatment  was  round,  about  tlie  size  of  a  sUver 
dollar,  and  exhibited  iess  solid  substance  than  is  usual  when  the  zinc-mercury 
method  is  employed,  the  overlying  skin  being  the  chief  mass  to  come  away, 
the  diseased  tissue  being  discharged  mainly  as  a  lead-colored  serum.  By  the 
middle  of  the  following  January  the  cavity  had  healed,  and  showed  no  further 
sign  of  disease,  though  several  imprisoned  globules  of  unaltered  mercury  grad- 
ually worked  their  way  to  the  surface  with  slight  discomfort. 

The  interesting  features  of  this  case  are  the  destruction  of  a  small  cancer 
of  the  breast  by  one  application  of  cataphoresis  without  loss  of  the  breast  it- 
self, and  the  linear  and  insignificant  scar  that  resulted  from  a  considerable  loss 
of  tissue.    The  patient  is  in  improved  health  at  the  date  of  publication. 

Acinous  Carcinoma  of  the  Left  Breast. — Mrs.  M.  S.,  aged  57,  was  referred 
by  Dr.  A.  F.  Muller,  of  Germantown,  in  March,  1899. 

The  whole  of  the  left  breast  was  involved  in  the  growth,  which  was  ap- 
parently of  the  acinous  variety,  with  retraction  of  the  nipple  and  impending 
ulceration  of  the  skin.  The  growth  had  appeared  about  eight  months  before, 
was  rapidly  increasing  in  size,  and  had  begun  to  give  considerable  pain.  There 
was  no  evidence  of  involvement  of  either  the  axUlary  or  clavicular  glands,  and 
yet,  as  subsequent  developments  proved,  she  was  already  suffering  from  metas- 
tasis to  the  region  of  the  stomach. 

Major  zinc-mercury  cataphoresis  was  applied  March  29,  1899,  assisted 
by  Dr.  Hermance  and  in  the  presence  of  Dr.  Muller.  As  this  was  the  first  large 
growth  of  the  left  breast  to  be  subjected  to  the  method,  some  concern  was 
felt  as  to  how  the  heart  would  be  affected  by  the  requisite  current  applied  so 
near  it.  It  was  accordingly  decided  that  the  central  part  of  the  growth  should 
be  devitalized  and  sterilized  by  the  bipolar  method  first,  reserving  the  ordinary 
monopolar  cataphoresis  for  the  sterilization  of  the  edges.  This  was  accom- 
plished by  attaching  the  negative  wire  to  a  cotton-covered  brass  disk  electrode 
about  one  and  a  half  inches  in  diameter  with  the  cotton  saturated  with  liquor 
potassii  arsenitis  (the  arsenic  of  which  would  be  driven  in  by  anaphoresis  at 
the  negative  pole),  the  electrode  being  applied  to  the  center  of  the  growth  and 
held  firmly  in  contact,  while  the  positive  zinc-mercury  points  were  inserted 
about  the  periphery  of  the  growth  in  the  ordinary  way. 
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When  400  millianipdres  had  been  turned  on  with  the  electrodes  in  these 
positions  the  pulse  showed  a  slight  weakening,  probably  from  too  rapid  in- 
crease. The  current  was  turned  partly  oflf  for  a  moment  and  then  turned  on 
more  gradually  until  820  milliampdres  had  been  attained,  which  was  sub- 
sequently decreased  to  600,  at  which  strength  it  was  maintained  for  one  hour 
and  twenty  minutes.  The  effect  of  both  polarities  was  very  striking,  the  tis- 
sue under  the  negative  disk  being  changed  to  a  yellowish  white  and  as  rapidly 
devitalized  as  that  about  the  points,  the  whole  becoming  necrosed  and  blend- 
ing together.  The  current  was  then  turned  oflF,  the  disk  removed,  the  negative 
wire  transferred  to  the  previously  arranged  negative  pad  beneath  the  patient's 
back,  and  200  milliamp^res  turned  on  for  the  sterilization  of  the  edges,  which 
seemed  complete  in  another  twenty  minutes. 

The  very  large  slough  produced  was  dressed  with  carbolized  zinc  oxide 
powder  until  it  came  away,  on  the  22d  day,  after  which  prompt  healing  oc- 
curred, with  healthy  edges. 

This  patient's  stoutness  had  been  the  means  of  concealing  the  fact  that 
she  had  been  suffering  from  general  ill  health  for  some  months  before  the  ap- 
plication, the  general  malaise  being  attributed  by  her  to  chronic  rheumatism. 
The  incorrectness  of  this  view  was  shown,  after  recovery  from  the  operation, 
by  the  presence  of  nausea  and  dyspepsia.  She  was  removed  to  the  German- 
town  Hospital  some  months  later  for  the  sake  of  better  nursing,  but  gradually 
failed  from  inability  to  retain  food,  and  subsequently  died  of  metastasis  to 
the  stomach,  without  recurrence  at  the  original  site. 

Carcinoma  of  tlie  Left  Breoift,  tcith  ExtenMon  into  Axillary  Olands. — Mrs. 
N.  K.,  aged  44,  was  referred  by  Dr.  J.  J.  Moylan,  of  Germantown,  in  April, 
1899. 

This  patient,  who  was  first  seen  within  a  month  of  the  application  to 
the  preceding  one,  and  who  lived  but  two  blocks  away,  also  presented  an 
instance  of  acinous  careinoma  of  the  left  breast,  though  but  a  portion  of  the 
outer  quadrant  was  affected.  In  this  case,  however,  the  disease  had  proceeded 
to  a  point  of  actual  infiltration  of  the  skin  overlying  the  disease,  and 
there  was  one  enlarged,  movable  gland  in  the  axilla,  about  the  size  of  a  horse- 
chestnut. 

She  had  first  noticed  the  lump  one  year  before.  It  was  now  giving  pain, 
and  her  general  condition  did  not  indicate  the  best  of  health. 

The  patient  was  placed  under  ether  April  13,  1899,  and  major  cataphoresis 
applied,  with  the  assistance  of  Drs.  Hermance  and  Moylan.  A  large  gold- 
mercury  electrode  was  inserted,  additional  mercury  injected,  and  a  current 
of  400  milliampdres  gradually  turned  on,  encountering  some  trouble  with  the 
pulse  again  because  of  what  is  now  understood  to  have  been  too  rapid  in- 
crease. Turning  it  on  again  more  slowly  we  easily  reached  a  strength  of  600 
milliamp^res.  After  about  a  half-hour  of  steady  current  flow  the  whole  lump 
began  to  soften,  which  softening  included  the  whole  growth  at  the  end  of  an 
hour  and  twenty  minutes.  Meantime  a  zinc  instrument  had  been  substituted 
for  the  gold  one,  as  offering  quicker  results,  and  another  zinc  instrument  had 
been  made  to  penetrate  the  enlarged  gland  through  its  overlying  akin,  the 
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current  dividing  itself  between  the  two  until  the  condition  of  the  primtuy 
growth  permitted  the  instrument  in  that  situation  to  be  removed. 

The  after'hi story  of  the  case  pursued  the  usual  course,  except  that 
the  general  condition  did  not  improve,  and  during  the  frequent  poBtoperative 
ezaminations  alwaja  made  in  auch  cases  Bome  induration  was  Doticed  in 
the  Bxiltarj  border  of  the  main  scar.  This  should  have  been  destrojed  *t 
once,  but  the  patient's  general  health  continuing  poor  nothing  waa  done.  One 
year  later  it  was  learned  that  the  patient  had  had  this  spot  treated  by  k  caus- 
tic paste,  leaving  much  of  the  disease  still  existent.  The  evidences  of  gen- 
eral infection  were  now  decidedly  pronounced. 


Pig.  74. — Case  of  Jfrs.  P.  Nine  Monfhn  After  Application,  showing 
a  V-shaped  Linear  Cicatrix. 


large  and  i 


shows  that  500  milliamp^res  niaj  be  easily  employed  as  long 
I  tlie  left  breast,  applied  to  the  periphery  if  the  growth  ia 
if  small.    The   destruction  and  steriliEation   of  the 


the 


periphery  is,  after  alt,  the  important  part  of  the  work,  and  tlus  accompliahed. 


the  center  ia  necessarily  devitaliipd, 

the  costal  base  of  the  growth  aa  wel! 

But  the  moat  important  lesson  t 

tration    of   the   old,   yet   ineomprehei 


nsidcring  the  periphery   as  including 
as  the  external  edges, 
tug-ht  by  this  case — aside  from  its  illua- 
ible,   ntory   of   a   human   b^ng   living 


contentedly  for  a  whole  year  with  this  monstrous  disease  just  beneath  the 
skin — is  the  emphasis  it  gives  to  the  rule  that  all  structures  attoated  bv- 
tweeu  a  primary  growth  and  a  glandular  infection  should  be  destroyed,  for 
the  reason  that  a  lymphatic  vessel  that  has  conveyed  the  cells  is  under  sus- 
picion of  having  given  lodgment  to  some  also. 
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Carcinoma  of  the  Right  Breast  and  Axilla. — Mrs.  P.,  aged  65,  was  re- 
ferred by  Dr.  Charles  M.  Dalsen,  of  Philadelphia,  with  a  primary  carcinoma 
of  the  right  breast  of  two  years'  known  duration.  The  growth  had  begun 
in  the  lower  and  outer  quadrant  of  the  breast,  but  at  this  time  the  outer 
half  of  the  organ  was  involved.  The  skin  was  adherent  over  the  center  of  the 
growth  and  was  infiltrated,  and  slightly  ulcerated.  The  growth  extended 
well  into  the  axilla,  but  no  glands  were  apparently  affected.  The  patient 
was  pale  and  in  poor  health,  but  it  was  thought  wise  to  give  her  the  benefit 
of  the  doubt. 

Major  cataphoresis  was  applied  October  30,  1901,  600  to  700  milli- 
amp^res  being  applied  with  several  zinc-mercury  points  during  three  hours. 
Convalescence  was  uneventful,  but  revealed  some  disease  still  remaining  near 
the  axilla.  A  second  application  of  350  milliampdres  was  therefore  made 
March  9,  1902,  the  current  flowing  for  forty  minutes.  The  excellent  scar 
resulting  from  thene  two  applications  is  shown  in  Fig.  74. 

Tlie  patient's  health  remained  about  the  same,  anemia  being  the  prin- 
cipal symptom,  until  her  sudden  death,  September  21,  1902,  apparently  of 
internal  metastasis,  without  return  of  the  primary  growth. 

Carcinoma  of  the  Right  Breast  and  Axilla. — Mrs.  S.  M.  S.,  aged  57,  was 
referred  by  Dr.  Theodore  Saulsbury,  of  Burrsville,  Md.,  in  October,  1902. 
Seven  months  before  she  first  noticed  a  lump  in  the  breast,  which  became 
ulcerated  and  painful  five  months  later.  The  condition  on  admission  is  well 
shown  in  Fig.  75,  which  does  not  show  a  movable  infected  gland  of  large  size 
in  the  axilla,  which  was  also  present.  The  patient's  general  condition  was 
one  for  much  concern,  as  she  was  very  thin,  of  muddy  color,  and  with  poor 
digestive  capacity.  There  was,  moreover,  so  much  albumin  in  the  urine  that 
a  consultation  was  called  as  to  the  advisability  of  administering  ether.  As 
something  had  to  be  done,  the  decision  to  proceed  with  the  application  was 
formed. 

She  was  accordingly  placed  under  ether  October  9.  1902,  and  zinc-mercury 
cataphoresis  applied  with  several  points  to  the  primary  tumor,  the  enlarged 
gland,  and  the  intervening  tissues,  the  current  standing  at  from  600  to  720 
milliamp^res  for  one  and  a  half  hours.  The  uninfected  portions  of  the  breast 
were  left  undisturbed. 

The  conditions  immediately  after  the  application  were  shown  in  a 
photograph  taken  the  next  day  (Fig.  70),  the  three  following  illustrations 
showing,  respectively,  the  condition  at  discharge  (Fig.  77),  five  months  after 
application  (Fig.  78),  and  one  year  after  application  (Fig.  79).  No  further 
treatment  has  been  required,  except  to  let  out  a  tiny  globule  of  unaltered 
mercury  that  produced  the  irritation  at  the  spot  shown  in  Fig.  78,  and  the 
patient  is  not  only  able  to  write  at  date  of  publication  (four  years  after 
treatment)  that  she  is  in  better  health  than  for  years,  but  has  had  her  breast 
8avod  as  well. 

Before  insert inp:  the  electrodes  a  small  piece  of  the  growth  was  removed 
for  microscopic  examination  and  transmitted  to  the  Philadelphia  Clinical 
Laboratory,  which  reported  as  follows  under  date  of  October  29,  1902:   "Mi- 
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Fig,  75.— CttRC  of  ■Mrn.  R.    Pholoprapli  of  Growth,  October  0,  1902, 
Before  Application  of  Cataphoresis. 


Fig.   76.— Case  of   Mrs.   S.     Appearance  on   October    10th,   the   Day 
After  Application. 
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Fig.  77.— Cbm  of  5fr?i.  S.    Apiwnranc*  of  Healing  Wound  on  Deoember 
3d,  Eight  Weeks  After  Application. 


Tig.  7". — ra«e  of  Jfru,  S.    Tire  Montli"  AflPr  Appliention  (Phntogropli 

of  March  .TO,  111031,  Sliowinjt  Healed  Wirnnd  Except  Small 

Spot  due  to  Imprisoned  Quicksilver. 


CANCER  OF  BREAST. 


croecopic  exatninntinn  showed  the  presence  of  lar)^  masses  of  closely  parked 
epithelial  cclU  with  but  tew   fibers  between.    Bbodreaielt  were  well  d»- 


reloped.    Tlie   origin 
DiAgnosi^:     Carclnoi] 


[  (Oiaract eristics  of  the  tissue  had  quite  di^ajipeared. 
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The  following  case  was  reported  by  Dr.  AniMfe  Granger,  of  New 
Orleans,'  and  is  here  reproduced  with  his  permission: — 

SclnhUf  of  Ihr  Right  Brrast.  Caird.— Mrs,  T..  aged  07.  The  alTettinn 
dnted  back  six  months,  and  irna  ushered  in  by  oci^nsional  Iniicinalin^  pains  in 
the   right   bieti^t.    TUeie   became    mure   Ireijiieiit,   and   two   months   Iftter   a 


■mall  ulcpr  foniitd  near  the  nipple.  The  disdiarge  fi'om  the  ulcer  w»8  bloody 
and  serous.  Two  Burgeons  who  were  consulted  by  the  patient  a,  few  daya 
before  she  applied  to  mv  (or  treatment  adviucd  imnipdinte  amputation  of  tha 
breast  and  removal  of  the  axillary  glands,  The  scirrhus  at  that  time  waa 
about  the  size  of  a  hen's  egg. 


1  of  Advanced  Thernpeutios,  October,  IDOl. 
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On  April  25,  1904,  the  patient  was  anesthetized,  and  I  made  a  major 
application  of  massive  mercuric  cataphoresis  for  one  hour  and  fifteen  minutes^ 
with  a  current  strength  varying  between  150  and  250  milliamp^res.  The 
eradication  was  complete.  The  slough  came  away  on  the  twentieth  day  after 
the  application,  leaving  a  clean,  healthy  wound,  which  rapidly  healed,  re- 
maining well  four  and  a  half  months  later. 

Fig.  79a,  from  a  photograph  taken  a  week  after  the  operation,  shows 
the  holes  through  which  the  zinc  points  were  introduced  into  the  margins  of 
the  growth,  the  area  of  destruction,  surrounded  by  the  area  of  sterilization, 
which  shades  off  irregularly  into  the  surrounding  healthy  tissue,  and  be- 
tween the  two,  especially  noticeable  below,  the  line  of  demarcation. 

In  Fig.  796,  from  a  photograph  taken  about  one  month  after  operation, 
we  see  the  large  granulating  cavity  left  after  the  slough  came  away,  sur- 
rounded by  a  border  of  newly  formed  epithelial  tissue. 

Fig.  79c,  taken  one  month  later,  shows  the  wound  not  one-fourth  the 
size  that  it  was  the  previous  month. 

Fig.  79c2,  still  another  month  later,  shows  the  wound  healed. 

Fig.  79e  is  from  a  photograph  taken  one  month  later  than  Fig.  7M  and 
four  months  after  the  operation.  The  scar  is  narrower  than  in  the  (n'evious 
photograph. 


CHAPTER  XVI. 

The  Cataphoric  Destruction  and  Sterilization 

Uterine  Cancer. 

Cancer  of  the  Cervix. — The  diflficulties  attending  the  treatment 
of  cancer  of  the  neck  of  the  uterus  are  greatly  increased  in  practice 
by  the  insidious  approach  of  the  disease,  which  is  rarely  diagnosed  by 
physicians  or  suspected  by  the  patient,  before  it  has  spread  beyond  its 
original  site  and  involved  structures  that  cannot  be  reached  by  the 
knife,  curette,  or  any  mode  of  treatment  known  at  present.  This 
unfavorable  prognosis  after  cutting  operations  has  been  generally  con- 
ceded of  late,  one  operator  being  quoted  at  the  Saratoga  meeting  of 
the  American  Medical  Association  as  saying  that  he  had  operated  on 
482  cases  of  this  disease,  of  which  number  but  2  were  living.^ 

From  experimental  observation  of  the  autoinfectivity  of  cancer, 
notably  summarized  in  a  recent  work  by  Cullen,  of  Johns  Hopkins 
University,  it  is  evident  that  this  small  percentage  of  cures  in  operable 
cases  may  be  due  in  part  to  a  reimplantation  of  the  growth  in  the  cut 
edges,  though  the  peculiar  richness  of  venous  and  lymphatic  anasto- 
mosis in  this  location  renders  the  complete  destruction  of  the  growth 
most  difficult  by  any  method. 

The  possibility  of  reimplantation  of  the  infected  cells  in  the 
freshly  severed  edges  has  been  partially  provided  against  in  the 
Byrne  method  of  heat  cauterization  by  the  galvanocautery  knife,  and 
more  recently  by  the  electro-thermic  hemostasis  of  Skene,  revived  by 
Downs.  While  the  latter  process  is  somewhat  clumsy,  and  difficult  of 
application  through  the  vagina,  owing  to  the  large  instruments  and 
great  heat  required,  it  is  evident  that  both  methods  are  distinct  ad- 
vances in  the  treatment  of  cancer  of  the  cervix  by  the  elimination  of 
operative  infection. 

A  far  more  thorough  sterilization  is,  however,  possible  by  the  use 
of  the  electro  chemic  diffusion  of  ionized  mercury  and  zinc,  for  by 
this  method  no  preliminary  opening  of  the  venous  and  lymph  channels 
is  necessary,  with  possible  instantaneous  admission  of  cancer  cells^  and 
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the  sterilization  may  be  carried  to  more  distant  prolongations  of  the 
infected  area  by  the  self-directing  flow  of  the  chemicals.  The  growth 
is  thus  destroyed  in  situ,  the  general  direction  of  the  action  being  con- 
trolled by  small,  easily  handled  instruments,  with  the  force  completely 
insulated  from  accidental  contact  with  the  vagina  and  external  parts, 
and  without  appreciable  heat  production  when  properly  carried  out. 

As  compared  with  x-radiance,  which  has  been  generally  abandoned 
as  a  remedy  for  cancer  within  cavities,  this  force  possesses  the  advan- 
tage of  being  conveyed  through  harmless,  insulated  conducting  stems 
of  small  caliber,  and  of  being  developed  within  the  growth  itself,  from 
which  point  it  radiates  through  the  better  conducting  malignant  tis- 
sues. Radium  alone,  introduced  in  direct  contact  with  the  growth, 
possesses  similar  advantages  of  application,  but  has  so  far  shown  but 
little  effect,  while  cataphoresis  is  a  direct,  measurable  surgical  agent. 

The  major  or  the  minor  application  may  be  employed,  as  in  other 
portions  of  the  body,  but  because  large  doses  may  be  used  in  this  in- 
sensitive region  without  anesthesia  the  minor  method  is  rendered 
extremely  important  in  this  affection. 

Details  of  the  Minor  Method  in  Cancer  of  the  Cervix. — This  ap- 
plication may  be  made  at  the  bedside  of  the  patient,  who  lies  across  a 
firm  mattress  with  the  hips  well  over  the  side,  and  with  the  feet  rest- 
ing on  chairs  drawn  up  to  the  bedside.  As  considerable  current^ 
strengths  may  be  used,  the  large  dispersing  pad  is  employed  beneath 
the  patient's  back,  the  mattress  being  protected  from  moisture  by 
waterproof  material. 

The  active  electrode  is  a  zinc  bulb  about  one  inch  long  and  three- 
eighths  of  an  inch  thick,  mounted  on  a  suitable  shank,  the  fused  wax 
insulation  of  which  reaches  to  the  zinc  surface  (one  of  the  uterine 
zinc-mercury  electrodes  shown  in  Figs.  33  and  34  may  be  used) . 

The  patient  having  been  placed  in  position  on  the  pad,  the  elec- 
trode is  inserted,  pressed  into  the  eroded  surface,  which  should  touch 
the  diseased  part  alone,  and  the  current  gradually  turned  on  while  the 
electrode  is  held  immovably.  A  spear-shaped  or  pointed  electrode 
shown  in  Fig.  73  may  be  used  if  desired.  The  amount  of  current 
attained  must  depend  on  the  pain  produced.  Usually  as  much  as  160 
milliamp^res  may  be  borne,  and  even  250  is  at  times  bearable. 

The  duration  of  the  application  must  be  at  least  thirty  minutes 
to  be  effective,  and  it  should  be  repeated  daily  until  the  amount  of 
total  current  employed  equals,  by  calculation,  the  amount  employed 
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in  a  major  application,  or  about  500  milliamp^res  for  one  hour,  unless 
the  parts  show  sufficient  change  before  this  amount  has  been  attained. 

When  all  diseased  structures  appear  to  be  destroyed  and  the  base 
sterilized  the  applications  may  be  intermitted  for  three  weeks,  to  per- 
mit the  sloughs  to  come  away  and  the  result  to  be  estimated  by  touch 
and  sight.  Should  disease  be  present  at  this  time  a  second  series 
should  be  started,  in  from  three  to  four  weeks  from  the  cessation  of 
the  first  series. 

At  the  suggestion  of  my  colleague.  Dr.  Howard  E.  Swayne,  the 
details  of  this  application  have  been  recently  modified  in  some  cases 
by  the  substitution  of  a  placement  of  the  pointed  electrode  by  sight 
instead  of  touch,  a  cylindric  glass  or  hard  rubber  speculum  being 
employed  through  which  the  electrode  is  passed,  the  patient  being 
preferably  in  the  dorsal  position  on  a  gynecological  chair.  The  clay 
pad  may  also  be  placed  on  the  abdomen.  The  use  of  the  speculum 
permits  the  progress  of  the  action  to  be  readily  observed. 

Applications  of  this  nature,  repeated  daily  for  a  week  at  a  time, 
followed  by  about  a  week^s  interval  for  the  estimation  of  effects,  offers 
great  hope  for  the  eradication  of  the  disease  in  cases  that  are  oper- 
able, though,  unfortunately,  patients  too  seldom  apply  for  treatment 
in  this  stage.  Certain  inoperable  cases  may  nevertheless  be  under- 
taken with  some  hope  of  cure,  though  only  palliation  is  possible  in  the 
larger  number.  As  a  pure  palliative,  minor  mercuric  cataphoresis  is 
most  valuable,  as  it  can  be  relied  on  to  relieve  pain,  arrest  hemorrhage, 
and  remove  odor.  The  method  has  also  the  great  advantage  of  being 
unattended  by  mortality  risks,  so  far  as  shown  in  the  author's  cases  and 
in  the  hands  of  others  who  have  employed  it. 

Details  of  the  Major  Application  to  Cancer  of  the  Cervix, — This 
operation  differs  from  the  major  application  described  in  Chapter  XIV 
in  the  following  particulars:  The  operation  is  performed  with  the 
dispersing  pad  and  patient  resting  on  an  operating  table  instead  of  a 
cot,  the  table  being  preferably  of  wood  and  well  padded,  or  if  the  table 
be  made  of  metal,  with  the  limbs  of  the  patient  prevented  from  coming 
in  contact  with  the  exposed  iron  framework  to  avoid  burns  from 
straying  current. 

The  active  electrode,  of  which  but  one  can  be  used  owing  to  the 
small  space,  should  be  of  the  spear-shaped  type  shown  in  Fig.  73  to 
permit  of  penetration  of  the  growth,  and  to  present  an  active  surface 
great  enough  to  prevent  polarization  at  the  site  of  the  application. 

It 
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The  electrode  is  inserted  into  the  growth  and  from  350  to  600 
milliamp^res  is  gradually  turned  on,  the  heat  resulting  from  this 
current  being  concentrated  at  the  small  active  surface  and  carefully 
annulled  by  repeated  douching  of  the  vagina  with  cold  water  through 
a  hard  rubber  tip.  With  a  finger  near  the  electrode  each  rise  of  tern* 
perature  is  easily  detected  and  corrected  by  the  water  stream.  At  the 
end  of  every  twenty  or  thirty  minutes  the  current  should  be  turned 
oflE  without  shock  and  the  electrode  replaced  with  a  new  one,  freshly 
amalgamated.  At  each  new  insertion  a  slightly  different  point  of 
the  growth  may  be  attacked. 

From  an  hour  to  an  hour  and  a  half  will  usually  be  required  for 
the  complete  destruction  of  the  average  cervical  cancer  unless  the 
growth  be  of  but  slight  extent. 

Repeated  inspections  should  be  made  during  the  application,  a 
miniature  lamp  inserted  within  a  glass  speculum  between  the  stages 
of  the  application  being  the  best  mode  of  visual  examination,  though 
the  sense  of  touch  is  the  best  guide  to  the  completeness  of  the  results, 
the  diseased  tissues  softening  under  the  treatment. 

The  after  treatment  is  expectant,  the  slough  coming  away  some- 
what sooner  than  when  the  skin  surface  is  involved  in  the  growth. 

After  the  sloughs  have  come  away  the  parts  should  be  thoroughly 
examined  at  intervals  of  a  month  to  detect  the  presence  of  remnants 
of  the  infected  cells,  and  a  minor  application  should  be  promptly  made 
on  the  appearance  of  the  least  doubtful  tissue. 

The  mortality  of  this  operation  has  been  2  cases  in  the  8  patients 
operated  upon,  the  cause  of  death  in  the  two  instances  having  been 
peritonitis  from  the  deep  extension  of  the  growth. 

lUustrative  Cases. — Incipient  Carcinoma  of  the  Cervix, — ^Mre,  A.,  aged 
49,  of  Salem,  N.  J.,  was  under  treatment  for  nervous  prostration  in  June, 
1896.  In  the  examination  that  was  made  to  determine  the  cause  of  her 
condition  an  inegular  ulceration  was  found  surrounding  the  os.  The  hard* 
ened  edges  and  unhealthy  appearance  of  the  ulceration  led  me  to  suspect 
squamous-celled  carcinoma,  and  this  diagnosis  was  subsequently  verified,  after 
microscopic  examination,  by  Professor  Parvin,  who  was  consulted  hj  the 
lady  and  her  husband. 

The  patient  was  placed  on  minor  applications  of  zinc-mercury  cata- 
phoresis,  100  milliamp^res  being  employed  daily  for  six  weeks.  The  average 
duration  of  each  application  was  ten  minutes,  and  the  electrode  employed 
was  a  small  zinc  olive,  mounted  on  an  insulated  shank,  the  electrode  being 
pressed  into  the  roughened  excavation.    At  the  end  of  six  weeks  the  whit- 
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Ish  eschars  produced  had  cleared  off,  and  the  patient  was  sent  home  with 
directions  to  return  for  an  application  every  two  weeks.  The  local  and  gen- 
eral conditions  progressively  improved  under  this  arrangement,  and  at  the 
end  of  six  months  she  was  discharged  from  further  treatment.  At  the  ex- 
piration of  a  year  she  was  sent  to  Dr.  Parvin  for  re-examination,  who  found 
at  this  time  no  trace  of  the  disease.  The  cure  was  permanent  and  complete, 
the  patient  dying  in  the  spring  of  1903  of  phthisis  pulmonalis. 

Recurrent  Inoperable  Carcinoma  of  the  Cenijr. — Mrs.  C.  I.,  aged  43,  of 
West  Philadelphia,  was  first  seen  September  24,  1897.  One  year  before  carci- 
noma of  the  cervix  was  first  discovered,  and  two  months  before  being  seen 
by  the  author  she  had  been  curetted  by  a  prominent  gynecologist,  with  the 
statement  that  a  more  radical  operation  was  out  of  the  question.  Intense  and 
constant  pain  followed  the  curettage,  and  there  were  frequent  hemorrhages 
and  a  most  intolerable  odor.  The  patient's  condition  showed  every  evidence 
of  metastasis,  yet  it  was  decided  that  the  minor  method  would  be  a  valuable 
palliative,  and  might  do  more  if  the  poor  general  health  was  due  to  the  local 
condition  instead  of  to  general  infection.  The  minor  method  was  accordingly 
begun  at  her  home,  daily  applications  of  from  80  to  125  milliampdres  being 
made  for  several  weeks.  As  there  was  but  little  tissue  left  after  the  curettage, 
the  indurated  and  fixed  edges  being  apparently  continuous  with  the  broad  liga- 
ments and  other  pelvic  structures,  a  bulbous  gold  electrode  well  covered  with 
mercury  was  used  after  the  first  few  applications. 

The  results  were  most  gratifying  in  the  arrest  of  the  hemorrhages,  which 
had  been  profuse  and  weakening,  in  lessening  the  pain  and  removing  the  hor- 
rible odor.  As  a  natural  consequence  of  this  saving  of  blood,  and  at  least 
partial  arrest  of  the  autointoxication  from  the  local  disease,  the  patient  gained 
strength,  though  still  presenting  the  ominous  waxy  complexion  of  metastasis, 
and  walked  out  for  the  first  time  in  four  months.  Hopes  of  cure  were,  of 
course,  vain;  the  metastatic  growths  continued,  causing  death  some  months 
after  the  treatment  had  been  discontinued. 

Carcinoma  of  Cervix  Without  Extension  beyond  the  Organ. — Mrs.  E.,  aged 
50,  was  referred  by  Dr.  Franklin  D.  Castle,  of  Philadelphia,  October  6,  1903. 
The  patient  had  a  history  of  uterine  disease,  but  became  better  after  the 
menopause  until  in  the  spring  of  the  present  year.  About  August  she  no- 
ticed frequent  discharges  of  bloody  mucus  from  the  vagina;  in  September  Dr. 
Castle  recognized  the  presence  of  cancer.  Pain,  almost  constant  in  incidence, 
had  also  appeared. 

Examination  revealed  a  destructive  ulceration  of  the  cervix  admitting 
the  index  finger,  with  the  characteristic  odor  of  cancer.  After  corroboration 
of  the  diagnosis  treatment  was  begun  by  the  minor  method  November  7th,  300 
milliamp^res  being  given  on  that  day  with  a  small,  bulbous,  zinc-mercury  elec- 
trode without  ether,  and  during  the  following  two  weeks  seven  additional  ap- 
plications of  250  milliamp^res  were  made,  all  of  30  minutes'  measured  duration. 
Considerable  pain  now  appeared  and  the  treatment  was  discontinued.  Several 
■mall  pieces  of  tissue  passed  a  week  later,  and  on  December  7th,  one  month 
after  beginning  treatment,  a  rounded  slough,  somewhat  larger  than  a  hickory 
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nut  was  lifted  from  the  vagina,  leaving  a  healed  wound  that  resembled  the 
wound  resulting  from  a  vaginal  hysterectomy.  No  further  treatment  has 
been  required,  and  at  the  date  of  publication,  one  year  after  tbe  treatment, 
there  is  no  sign  of  either  recurrence  or  of  a  previously  implanted  metaataaia, 
her  general  health  being  excellent. 

The  remaining  4  cases,  like  2  of  those  fully  described  above,  were 
all  instances  of  extensive  involvement  of  the  periuterine  tissues,  2 
having  been  previously  operated  on  by  the  knife.  Two  were  tem- 
porarily improved  and  2  died  of  peritonitis,  as  previously  stated,  before 
full  recovery  from  the  operation. 

Judging  from  the  two  cases  of  incipient  cancer  reported,  it  is 
hoped  that  the  method  will  result  in  completely  eradicating  the  dis- 
ease when  the  patient  can  be  seen  in  this  stage. 

Cancer  of  the  Body  of  the  Uterus. — The  author  regards  hysterec- 
tomy as  preferable  to  cataphoresis  in  cancer  distinctly  confined  to  the 
corpus,  as  the  whole  of  the  disease  is  thus  capable  of  removal  without 
infection  of  the  edges  of  the  wound.  Cataphoresis  has  been  employed 
in  but  1  such  case,  in  a  patient  referred  by  Dr.  Samuel  G.  Slaughter, 
of  Lynchburg,  Va.  This  case  was  too  far  advanced  for  hysterectomy 
to  be  suitable,  and  the  minor  method,  under  unfavorable  circumstances, 
was  followed  by  temporary  improvement. 


CHAPTER  XVII. 

The  Cataphoric  Destruction  and  Sterilization  op 

Eectal  Cancer. 

Cataphoric  destruction  and  sterilization  is  in  many  respects 
the  ideal  method  for  the  treatment  of  cancerous  growths  of  the  rectum 
and  perirectal  tissues.  It  offers  peculiar  advantages  for  the  destruc- 
tion of  external  growths  involving  the  tissues  about  the  anus,  for 
these  may  be  destroyed  bloodlessly  and  the  surrounding  tissues  steril- 
ized with  great  thoroughness  in  spite  of  their  considerable  vascularity, 
while  growths  in  the  middle  or  upper  portions  of  the  rectum  may  be 
destroyed  with  equal  thoroughness  without  interference  with  the 
sphincter.  These  advantages  can  only  be  fully  appreciated  in  actual 
practice. 

It  should  be  added,  also,  that  experience  has  shown  that,  though 
full  anesthesia  is  required  for  major  applications  to  the  rectum,  as  in 
other  painful  operations  in  this  region,  heavy  currents  applied  to  the 
rectum  have  the  advantage  of  stimulating  the  heart  and  respiration 
to  fuller  action,  rather  than  inhibiting  them  somewhat,  as  when  ap- 
plied to  the  neck,  rendering  the  anesthesia  itself  less  dangerous  than 
usual. 

The  pain  accompanying  any  application  to  the  anal  region  will 
usually  necessitate  general  anesthesia,  though  in  mere  ulcerative  proc- 
esses above  the  lower  third  of  the  rectum  much  can  be  done  by  repeated 
minor  applications.  Large  growths  in  either  situation  demand  a 
major  application. 

Details  of  tlie  Major  Application  in  Cancer  of  tlie  Ano-rectal 
Eeg^ion. — The  dorsal  position  is  usually  best  for  the  major  application, 
the  patient  and  apparatus  being  disposed  as  described  in  the  preced- 
ing chapter,  the  legs  supported  by  leg-holders,  and  a  deflated  Kelly 
pad  or  a  piece  of  rubber  sheeting  being  placed  between  the  negative 
pad  and  sacrum  to  divert  the  return  current  away  from  the  nearest 
parts,  and  to  act  as  a  drain  for  the  cold  water  irrigation  of  the  outer 
portions  of  the  rectum  during  the  application. 

For  anal  and  external  growths  the  best  active  electrodes  are  the 
No.  1  breast  variety,  six  to  eight  of  which  should  be  attached  to  the 
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treatment  binding  post  ready  for  use,  of  which  from  three  to  six 
should  be  used  simultaneously. 

For  growths  within  the  rectum  the  rectal  electrode  is  essential, 
or  in  those  low  down  the  No.  3  breast  may  be  used,  insulated  to  a 
point  near  the  end.     Several  electrodes  should  be  ready,  though  but 
one  can  be  employed  at  a  time  above  the  anus  owing  to  lack  of  space. 
These  electrodes  are  to  be  inserted  preferably  by  touch,  with  the  finger 
protecting  the  point  until  it  is  made  to  enter  the  growth.    The  same 
care  in  watching  the  local  temperature  produced  at  the  site  of  the 
application  is  to  be  employed  as  in  major  applications  to  the  neck  of 
the  uterus,  a  hard-rubber  pipe  being  inserted  alongside  the  electrode 
through  which  a  little  cold  water  is  admitted  into  the  rectum  when- 
ever the  finger  shows  an  unpleasant  rise.     This  precaution  is  only 
necessary  when  endeavoring  to  force  a  heavy  current  through  a  com- 
paratively small  electrode  contact.     At  intervals  of  twenty  minutes 
or  so  the  current  should  be  turned  off  and  the  electrode  replaced  by 
another  freshly  amalgamated  one,  which  may  be  placed  in  a  slightly 
different  position,  thus  gradually  destroying  all  portions  of  the  growth 
and  sterilizing  its  various  ramifications.    The  amount  of  the  current 
and  its  duration  niust  depend  entirely  on  the  judgment  of  the  operator, 
assisted  by  inspection  through  a  speculum,  but  is  mainly  governed 
by  the  sense  of  touch,  as  it  is  a  striking  fact  that  carcinomatous  growths 
lose  their  hardness  completely  when  devitalized  in  this  way. 

After-treatment. — The  after-history  of  a  case  in  which  the  major 
application  has  been  made  is  very  simple.  Pain  will  rarely  persist 
longer  than  the  effect  of  the  ether,  but,  should  it  remain  longer,  it 
may  be  lulled  by  the  administration  of  morphine,  which  in  some  cases 
has  the  further  advantage  of  partially  locking  up  the  secretions  until 
the  slough  comes  away,  from  seven  to  fourteen  days  later,  when  the 
passage  of  the  slough  will  be  followed  by  normal  fecal  evacuations.  In 
one  case  in  which  an  obstructive  stenosis  had  existed  for  some  time 
before  the  application  the  feces  were  evacuated  the  day  after  applica- 
tion, the  hardened  parts  having  contracted  at  once  to  a  degree  to  make 
this  possible. 

As  soon  as  odor  develops  the  site  of  application  must  be  frequently 
irrigated  with  solutions  of  hydrogen  dioxide,  potassium  permanganate, 
or  creolin,  and  when  the  bowels  begin  to  move  the  feces  should  be 
kept  liquid  by  daily  doses  of  a  teaspoonful  of  Epsom  salts  in  a  cup 
of  hot  water,  taken  before  breakfast. 
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At  the  end  of  the  fourth  week  an  examination  will  usually  show 
that  no  evidence  of  the  disease  exists,  its  site  being  occupied  by  a  nar- 
Towed  canal  with  healthy  walls.  Our  patient  is  evidently  well,  if 
there  are  no  diseased  glands  or  other  metastatic  developments ;  but  it 
is  at  this  point  that  we  should  insist  that  our  duty  and  the  patient's 
interest  require  that  we  make  a  thorough  examination  of  the  site  of 
the  disease  every  four  weeks  at  first,  and  later  at  greater,  but  regular, 
intervals,  until  a  sufficient  time  has  elapsed  to  exclude  the  possibility 
of  some  cells  having  been  overlooked.  It  is  lack  of  this  after-observa- 
tion that  has  doomed  many  cases  to  failure  that  might  have  been  saved 
after  other  methods  of  local  eradication.  On  the  slightest  suspicion 
of  nodular  formation  at  or  near  the  site  of  the  healed  area  a  minor 
application  with  a  zinc-mercury  point  should  be  made,  and  this  can 
be  done  effectively  under  cocaine  if  repeated  sufficiently  often,  thus 
completing  the  effort  at  final  eradication  that  would  have  failed  with- 
out this  precaution. 

niustratlve  Cases. — Inoperable  Adenocarcinoma  of  tlie  Upper  Rectum. — 
Mrs.  v.,  aged  50,  of  Pottsville,  Pa.,  was  first  seen  in  October,  1895.  She  had 
been  ill  for  twelve  years,  the  main  feature  of  the  case  being  an  offensive 
rectal  discharge  that  resulted  in  many  stools  and  great  impairment  of  health. 
There  was  a  history  of  twenty-five  stools  per  day,  of  dark  color,  liquid  con- 
sistence, and  most  offensive  odor,  and  the  patient  complained  of  constant  pain 
in  the  left  groin.    Her  color  was  poor  and  general  health  bad. 

On  October  10,  1895,  she  was  placed  on  minor  zinc-mercury  applica- 
tions, administered  daily  with  the  hollow  bulbous  zinc-mercury  electrode  (Fig. 
73),  the  insertion  of  which  was  facilitated  by  keeping  a  cushion  of  albolene, 
by  injection  through  the  electrode,  in  front  of  the  instrument.  This  enabled 
the  proper  placement  of  the  electrode  to  be  comparatively  painless,  and  it 
was  found  that  the  oil,  though  a  nonconductor,  did  not  prevent  the  flow  of 
the  current  when  the  instrument  was  in  contact  with  the  ulcerations.  It  is 
probable  that  it  was  of  service  in  preventing  useless  diffusion. 

The  current-strength  at  first  was  40  milliampdres,  which  was  later 
increased  to  100  by  the  expedient  of  passing  a  little  4  per  cent,  cocaine  solu- 
tion through  the  electrode  after  placing  it  in  position.  No  note  was  made 
of  the  duration  of  these  applications,  but  at  this  time  the  practice  varied  be- 
tween the  limits  of  five  and  fifteen  minutes — the  latter  length  of  time  but 
rarely. 

Under  this  active  treatment  a  great  change  for  the  better  appeared 
in  the  character  of  the  discharge,  its  ofTensiveness  abating  and  the  general 
condition  improving.  At  this  time  a  living  fragment  of  the  growth  was  de- 
tached by  the  electrode  manipulation,  and  this  was  kindly  examined  by  Dr. 
Alfred  Stengel,  who  pronounced  the  growth  an  adenocarcinoma.     After  six 
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months  of  almost  daily  applications  the  patient  returned  to  her  home  so  greatlj 
improved  that  there  were  but  two  stools  per  day,  of  improved  consistence  and 
character.  At  last  accounts,  some  three  years  later,  she  remained  well,  but 
her  present  condition  is  unknown. 

During  the  latter  part  of  the  treatment  the  applications  were  made  as 
far  up  as  eight  inches  from  the  anus. 

Recurrent  Carcinoma  of  Rectum. — The  mother  of  a  physician  of  western 
Pennsylvania,  aged  60,  was  first  seen  October  26,  1901,  suffering  from  a  re- 
current carcinoma  in  the  ischio-rectal  region.  The  original  growth  involved 
a  portion  of  the  sphincter  and  had  been  removed  by  a  Pittsburgh  sur- 
geon ten  months  before  by  a  modified  Kraske  operation.  When  seen  a  sinus 
was  found  to  the  left  of  the  anus  with  infiltrated  and  indurated  edges,  com- 
municating with  a  cavity  about  two  inches  in  depth,  the  whole  growth  being 
about  the  size  of  a  lemon.  The  rectal  mucous  membrane  was  intact  and  ap- 
parently healthy. 

At  the  application  the  cavity  was  filled  with  liquid  mercury,  and  into 
the  mercury  was  inserted  a  gold  tubular  electrode,  amalgamated,  the  two 
together  constituting  a  mercuric  electrode  that  accurately  fitted  the  cavity 
in  the  center  of  the  growth.  From  400  to  650  milliamp^res  was  maintained 
for  one  hour  and  fifty  minutes.  During  the  passage  of  the  current  the  in- 
duration melted  down,  the  progress  of  the  sterilization  being  determined  by 
the  increasing  disappearance  of  the  induration.  The  application  was  well 
borne,  destroyed  the  odor  of  the  discharge,  and  relieved  the  pain.  After  the 
separation  of  the  debris  the  cavity  very  nearly  closed  by  granulation. 

Her  condition  six  weeks  later  was  greatly  improved;  but  it  was  at  this 
time  thought  best  to  make  another  application,  as  a  part  of  the  wound  had 
not  healed  and  was  suspicious. 

On  December  15th  she  was,  therefore,  again  anesthetized  and  the  proc- 
ess repeated  with  from  200  to  300  milliamp^res.  It  was  only  necessary  to 
keep  up  this  application  forty  minutes. 

The  healing  was  complete  after  the  second  application,  and  in  June, 
1902,  lier  son  reported  the  disease  apparently  cured,  though  the  patient  was 
weak  from  a  recent  attack  of  the  grip.  She  remained  in  reasonably  gooii 
health  for  about  a  year,  when  death  occurred  from  probable  metastasis. 

Annular  Carcinoma  of  Upper  Rectum, — Mr.  T.,  aged  44  years,  was  brought 
to  me  from  Campello,  a  subiurb  of  Boston,  Mass.,  August  1,  1002,  with  the 
following  history:  He  had  been  in  the  possession  of  excellent  health  until 
about  nine  months  before,  when  abdominal  troubles,  supposed  to  be  of  a  dys- 
peptic nature,  brought  him  under  the  care  of  his  family  physician.  Not  find- 
ing relief,  he  went  to  California  in  the  spring  of  1902,  and  on  his  return,  in 
April,  was  found  to  have  lost  twenty-six  pounds  in  weight.  Obstruction  of 
the  bowels  finally  developed.  He  was  examined  by  Dr.  Cabot,  of  Boston,  in 
June,  and  carcinoma  of  the  rectum  was  clinically  diagnosed,  the  diagnosis  be- 
ing confirmed  by  the  microscope. 

On  examination  the  finger  encountered  a  firm  constriction  about  five 
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inches  from  the  aniw,  the  lumen  of  which  would  not  admit  the  distal  phalanx. 
The  constriction  was  cylindric,  apparently  more  than  an  inch  long,  and  the 
edges  were  ulcerated  and  emitted  the  characteristic  odor  of  malignant  disease. 
For  some  time  the  ribbonlike  stools  had  been  replaced  by  watery  discharges 
only  under  the  action  of  salines.  The  patient*s  color  was  good,  but  he  was 
greatly  emaciated  and  suffered  from  pain  in  the  left  groin. 

Notwithstanding  the  unfavorable  clinical  evidences  of  metastasis  the  pa- 
tient was  admitted  to  a  private  hospital  and  on  August  3d  he  was  etherized 
and  a  major  application  of  zinc-mercury  cataphoresis  applied  as  described, 
with  the  assistance  of  Drs.  Hermance  and  Frank  White.  A  current  of  500 
mUliampdres  was  gradually  attained  and  kept  up  for  sixty-nine  minutes,  ex- 
clusive of  the  time  necessary  to  change  and  readjust  the  electrodes.  At  the 
end  of  this  time  all  portions  of  the  growth  appeared  soft  to  the  finger,  and 
examination  with  a  lighted  proctoscope  showed  the  diseased  area  changed  to 
a  grayish  white. 

On  the  sixth  day  the  general  comfort  of  the  patient  was  disturbed  by  a 
rise  of  temperature  to  102**  F.,  with  the  development  of  localized  swelling  in 
front  of  the  pubcs  and  inability  to  void  the  urine  naturally.  Both  of  these 
symptoms  persisted  for  several  days,  during  which  time  an  increasing  quantity 
of  d6hri8  passed  from  the  rectum,  a  bedpanful  of  necrosed  tissue  finally 
passing  in  a  single  stool,  followed  by  normal  fecal  passages.  The  patient 
went  home  at  the  end  of  three  weeks. 

On  September  22d  I  examined  the  patient  and  found  the  parts  healed, 
soft,  normal  mucous  membrane  covering  the  site  of  the  growth,  but  there 
was  apparently  a  valvular  constriction  produced  by  scar  tissue  on  the 
anterior  aspect.  The  evidences  of  general  metastasis  still  persisted,  showing 
that  the  excellent  local  result  had  probably  been  attained  too  late  for  an 
actual  cure. 

The  general  ill  health  continued  after  the  patient  returned  to  his  home, 
resulting  in  death  at  the  end  of  about  six  months,  without  recurrence  of  the 
disease  in  the  rectum. 

This  case  is  a  comparatively  recent  one,  and  was  therefore  treated  by 
the  most  approved  technique  so  far  developed,  the  use  of  the  cooling  current 
of  water  permitting  a  thorough  destruction  of  the  local  growth  without  any 
deleterious  heat  effects  in  the  rectum  below  the  growth,  and  without  inter- 
ference of  any  kind  with  the  sphincter.  The  amount  of  devitalized  fragments 
discharged  during  the  second  week  was  most  remarkable,  a  quantity  described 
by  the  nurse  as  a  bcdi)anful  having  come  away  at  one  time,  besides  a  num- 
ber of  separate  fragments  previously.  The  relief  of  the  fecal  obstruction  was 
immediate,  and  the  patient's  general  condition  improved  so  much  for  a  time 
that  had  not  the  pain  which  he  had  complained  of  for  several  months  failed 
entirely  to  be  relieved  we  would  have  felt  doubts  of  the  presence  of  glandular 
infection  within  the  abdomen  or  other  metastatic  deposits. 

A  study  of  the  history  of  this  case  prior  to  the  application  is  also  inter- 
esting  and   instructive.    In   November,    1901,   a   person,   previously   in  good 
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health,  complains  of  abdominal  symptoms,  for  which  he  receives  treatment 
directed  toward  a  supposed  digestive  disorder.  Not  finding  relief,  he  gires 
up  his  business  in  the  spring  and  goes  to  California  for  the  possible  benefits 
of  the  change.  While  there  and  on  his  return  in  April  he  is  worse,  having 
lost  twenty- six  pounds'  weight  in  spite  of  a  moderate  physique,  and  it  may 
be  added  that  this  loss  was  shown  to  have  been  mainly  abdominal^  the  walls 
of  which  became  remarkably  flaccid.  The  intestinal  sluggishness  and  pain 
finally  culminated  in  obstruction  and  the  discovery  of  the  carcinoma  in  the 
following  June. 

An  important  deduction  from  these  facts  is  that,  since  the  carcinoma 
when  discovered  was  confined  mainly  to  the  rectal  walls,  and  not  extensively 
attached  to  the  surrounding  structures,  it  must  have  existed  so  long  before 
the  appearance  of  the  first  symptoms  in  November,  1901,  as  to  have  given 
rise  to  extensive  metastasis  at  that  time,  for  the  general  symptoms  conld  not 
have  been  due  to  the  local  growth  alone. 

In  other  words,  this  case  was  only  curable  by  present  methods  in  the 
stage  in  which  the  symptoms  could  only  have  been  those  of  simple  constipa- 
tion. After  November  the  question  of  a  remedy  concerned  only  the  beat 
palliative.  Such  a  history  emphasizes  the  importance  of  a  thorough  ex- 
amination of  the  stools  and  of  the  lower  digestive  tracts  and  the  medical  at- 
tendant need  not  wait  until  he  has  developed  a  technical  expertness  in  the 
use  of  rectal  specula  before  he  investigates  these  cases.  The  examining  finger 
is  all  that  is  needed  to  make  a  diagnosis  of  rectal  cancer  in  09  per  cent^  of 
the  cases,  and  the  tactua  emditua  is  but  slight,  indeed,  that  is  not  sufficient 
for  the  purpose. 

Recurrent  Carcinoma  of  the  Rectum. — Mrs.  E.  C,  aged  52  years,  who 
was  referred  to  mo  by  Drs.  Ben  ham  Snow  and  J.  Griffith  Davis^  of  New 
York,  in  January,  1903,  had  been  of  costive  habit  for  years,  but  after  the 
menopause,  three  years  ago,  the  constipation  was  pronounced,  and  occasionally 
she  would  have  some  bleeding  from  the  rectum.  In  June,  1902,  she  consulted 
Dr.  Davis,  who  called  Dr.  Hermann  J.  Boldt  in  consultation.  A  diagnosis  of 
colloid  carcinoma  of  the  lower  rectum  was  made  and,  on  the  twenty-fourth  of 
June,  Dr.  Boldt  removed  the  growth  and  gave  an  unfavorable  prognosis.  In 
November  she  was  re-examined  and  a  recurrence  found.  The  case  was  now 
placed  in  the  care  of  Dr.  Snow,  who  applied  Eoentgen  rays  for  several  months, 
and,  as  the  growth  was  partly  external,  considerable  benefit  was  derived  from 
the  radiation,  though  the  upper  portion  of  the  growth  progressively  increased. 

On  January  25,  1903,  the  patient  was  admitted  to  St.  Elizabeth's  Hofit- 
pital,  New  York,  and,  at  Dr.  Snow's  request,  I  made  a  major  application  of 
zinc-mercury  cataphoresis,  assisted  by  Dr.  Herman  Grad,  of  New  York. 

The  growth  at  this  time  involved  the  whole  periphery  of  the  anal  scar 
and  both  labia  of  the  vagina  nearly  to  the  clitoris,  the  perineum  having  been 
removed  at  the  first  operation,  and  extended  up  the  rectum  about  three 
inches,  completely  blocking  its  lumen.  The  anterior  wall  of  the  vagina  also 
appeared  to  be  distinctly  suspicious. 
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The  patient  was  placed  in  the  position  descnbed,  three  pointed  dnc- 
mercury  electrodes  were  inserted  in  different  portions  of  the  growth,  and  500 
milliampdres  was  gradually  attained  during  the  first  half-hour,  afterward 
increased  to  1000  milliampdres.  This  large  current  was  maintained  for  more 
than  an  hour,  the  whole  operation  consuming  two  and  a  quarter  hours.  The 
immediate  softening  of  the  whole  mass  was  a  most  interesting  result  to  the 
onlookers. 

The  patient  suffered  little  or  no  pain  suhsequently,  and  three  days  later 
was  taken  to  her  home,  some  two  hours'  journey.  Dr.  Davis  reported  that 
the  slough,  quite  a  large  one,  came  away  February  7  th,  bloodlessly;  that 
fecal  evacuation  had  been  resumed,  but  that  she  suspected  several  minute 
nodules  near  the  urethra  would  need  further  treatment.  The  whole  of  the 
vast  surface  exposed  by  the  slough  appeared  to  be  healthy. 

The  patient  was  therefore  readmitted  to  the  hospital,  and  on  the  22d 
of  February  was  again  etherized  and  the  doubtful  spots  situated  on  the  upper 
portion  of  each  labia  majora  and  just  below  the  meatus  urinarius  were  de- 
stroyed by  the  simultaneous  use  of  several  zinc-mercury  points  with  a  cur- 
rent of  from  400  to  500  milliamp^res  for  thirty-five  minutes. 

The  site  of  the  previous  operation,  one  month  before,  was  found  to  be 
represented  by  a  most  symmetric,  clean  excavation  in  the  position  of  the 
anus,  about  three  by  four  inches  in  outside  dimensions,  beautifully  healed 
over.    The  anal  sphincter  was,  of  course,  entirely  destroyed. 

The  patient  again  returned  to  her  home,  but  it  was  later  found  that 
the  disease  existed  in  the  vagino-vesical  septum,  where  its  presence  was  sus- 
pected at  the  original  application,  and  the  disease  recurred,  with  a  finally 
fatal  termination,  in  spite  of  Dr.  Davis's  devoted  care  and  attention. 

Recurrent  Carcinoma  of  Rectum. — Mr.  P.  B.,  aged  75,  of  Reading,  Pa., 
was  referred  by  Dr.  W.  F.  Marks,  in  August,  1903.  The  patient  had  had 
hemorrhoids  for  twenty  years,  malignant  disease  supervening  two  years  ago. 
Four  months  before  being  seen  a  growth  had  been  excised  by  a  surgeon  in 
Reading. 

Examination  showed  a  large,  fungating  carcinoma  surrounding  the  anal 
opening  and  extending  four  inches  up  the  canal,  with  practical  obliteration  of 
its  lumen.  The  patient  was  emaciated  and  anemic,  and  suffered  from  con- 
stant agonizing  pain. 

Notwithstanding  the  age  of  the  patient,  a  major  application  was  de- 
termined upon  and  was  made  August  30th,  after  the  technique  employed  in  the 
case  described  above.  From  700  to  800  milliamp^res  were  employed  with 
four  zinc-mercury  points,  the  duration  of  the  application  being  one  and  a 
half  hours. 

The  patient  bore  the  anesthetic  and  application  well.  During  the  fol- 
lowing night  there  was  an  almost  constant  discharge  of  feces  spontaneously, 
the  softening  and  devitalization  of  the  growth  reopening  the  o'bstnicted  rec- 
tum. The  slough  came  away  in  about  fourteen  days,  leaving  a  remarkably 
clean  wound,  with  soft  edges. 
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During  the  application  it  became  possible  to  insert  the  finger  throngh 
the  stricture  produced  by  the  disease,  revealing  disease  on  the  prostatic  wall 
of  the  rectum  at  a  situation  immediately  beneath  the  prostate.  This  obser- 
vation rendered  a  guarded  prognosis  necessary,  and  led  to  a  second  ap- 
plication to  attempt  the  destruction  of  nodules  in  this  situation,  which  was 
made  October  22d.  Meantime  the  patient's  health  had  greatly  improved^  the 
bowels  moved  regularly,  and  he  was  able  to  go  about  the  house  for  the  first 
time  in  several  months.  At  the  second  application  200  milliamp^res  were  ap- 
plied from  a  single  electrode  for  thirty-five  minutes. 

Two  months  later  the  parte  had  healed  sufficiently  to  allow  of  a  thor- 
ough exploration  of  the  rectum  above  the  parts  treated,  and  an  additional 
suspicious  nodule  was  discovered.  A  third  application  was  therefore  made 
December  13,  1903,  of  from  300  to  600  milliamp&res.  The  patient,  unfortun- 
ately, failed  to  regain  strength  fully  after  this  application,  and  died  about 
one  month  later. 

The  final  untoward  result  in  this  case  illustrates  the  need  of  an  abso- 
lute command  of  the  patient  by  the  physician,  totally  unhampered,  if  this 
dreaded  disease  is  to  be  fought  successfully.  It  was  my  wish  to  have  this 
patient  near  at  hand  after  the  second  application  for  such  minor  treatment 
as  observation  suggested,  but  the  lack  of  suitable  accommodations  for  free 
patients  at  that  time  made  this  impossible,  necessitating  an  effort  to  accom- 
plish results  at  once  that  should  have  been  spread  over  a  longer  time. 

Sarcoma  of  the  Sacrum. — Mrs.  C.  A.,  aged  26,  of  Royersford,  Pa.,  ap- 
plied for  treatment  October  1,  1903,  with  a  hard  tumor  nearly  filling  the  pel- 
vis, examination  by  the  vagina  and  rectum  showing  it  firmly  attached  in  its 
whole  extent  to  the  inner  wall  of  the  sacrum. 

She  had  had  two  confinements,  which  were  terminated  by  instrumental 
delivery,  both  children  dying  in  childbirth,  and  a  more  recent  confinement, 
terminating  seventeen  months  before  being  seen,  in  which  the  child  was  de- 
livered normally,  without  instruments,  and  was  living.  The  tumor  was  not 
discovered  until  March,  1903,  when  the  baby  was  11  months  old. 

The  progress  of  the  growth  was  noted  by  her  physician  for  several 
months,  and  she  was  finally  sent  to  a  Philadelphia  hospital,  where  an  open- 
ing was  made  in  the  median  line  of  the  abdomen.  The  true  nature  of  the 
growth  was  then  discovered  by  the  surgeon,  and  the  wound  was  closed  with- 
out effort  at  removal  of  the  growth,  which  was  pronounced  inoperable.  This 
was  in  September,  three  weeks  before  coming  under  the  author's  observation. 
After  leaving  the  hospital  she  was  sent  by  her  former  medical  attendant.  Dr. 
James  C.  Mewhinney,  of  Royersford,  to  Dr.  W.  W.  Keen,  of  Philadelphia, 
who  concurred  in  the  diagnosis  of  sarcoma  of  the  sacrum,  and  stated  that 
an  operation  would  probably  be  fatal,  and  surely  result  in  paralysia 

The  patient's  general  condition  was  subnormal,  she  being  anemic,  thin- 
ner than  usual,  and  beginning  to  suffer  from  stricture  of  the  rectum.  An  at- 
tempt to  destroy  the  growth  was,  nevertheless,  determined  upon. 

October  5,  1903,  a  major  cataphoric  application  was  made,  with  the  kind 
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tsristance  of  Dr.  J.  E.  Porter,  of  PotUtown,  and  In  the  preBenee  of  Dr. 
Mevhinney.  The  patient  was  placed  with  her  right  side  resting  on  a  largo 
pctd,  a  portion  of  nhich  extended  up  the  back  between  the  shouldeis  and  in 
front  on  the  abdomen,  as  a  large  current  was  evidently  needed.  It  was 
decided  to  make  an  opening  through  the  unafTected  Bkin  above  th«  anus  witJi 
the  cataphoric  action  itself,  with  a  view  to  saving  the  anus  and  aphinct^r, 
the  fonnation  of  a  channel  through  the  akin,  coccyx,  and  lower  end  of  the 


Fig.  80.— Diagram  of  Medium  Ecction  of  Pelvii  and  Sarcoma.  The 
portion  destroyed  bj  the  first  operation  is  inclosed  by  a  line  of  dashes, 
and  includes  the  last  three  bones  of  the  coccyx.  Th»  remainder  of 
the  tumor,  including  the  first  segment  of  the  coccyx,  was  destroyed 
by  the  second  operation,  and  ia  indicated  by  a  clotted  line. 


sacnim  by  the  electric  action  avoiding  all  opening  of  vessels.  A  slit  was  ac- 
eordinftly  made  in  the  aldn,  and  a  large,  itout,  amalgamated  Eino  electrode 
with  sharp  point  was  thrust  into  the  tumor  with  a  finger  in  the  rectum  aa 
guide,  eraziug  the  apparently  softened  coccyi.  This  instrument  was  uninsn- 
tated,  the  purpose  being  to  make  a  wide  opening  tor  the  subsequent  passage 
of  the  deritnlized  tissue.  A  strength  of  1000  milliamp^res  was  shortly  reached, 
when,  the  necrosis  extending  and  showing  signs  of  heating,  three  other  more 
slender  electrodes,  each  about  seven  inches  long,  were  inserted  alongside  tlie 
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first  to  R  total  depth  of  four  and  a  hall  inches.  The  current  was  then  raiaed 
to  1600  milliaropdres,  which  waB  raaintabied  for  three  hours,  being  lowered 
somewhat  during  the  la«t  hour. 

The  application  was  welt  home.  At  its  expiration  three  burns  were  found 
at  different  points  under  the  negative  plate,  due  to  this  plate  being  too  stiff 
to  adapt  itself  properly  to  the  contour  of  the  body.  These  akin  necrcuiea  ga,T* 
the  patient  more  subsequent  diacomfoit  than  the  wound  proper,  but  nlU- 
matelj  were  covered  with  soft  cicatrices.' 

Aside  from  the  accidental  necroses  of  the  skin,  the  afterMiondition  of 
the  patient  was  comparatively  comfortable,  the  akin  aud  three  Begmenta  of 


Hg.  81.— The  Two  Pieces  of  DeviUlized  Sarcoma  Tissue  and  tlw 
Segments  of  the  Coccyx,  as  they  Appeared  after  Separation  (Reduced 
to  One-fourth  Size). 

the  coccyx  coiuing  away  in  sixteen  days,  and  a  large  portion  of  the  tumor,  k 
piece  about  the  size  of  a  fist,  ahown  on  a  reduced  scale  in  Fig.  81,  coming 
away  on  the  twentieth  day,  with  a  sharp  hemorrhage,  readily  controlled  bj 
pressure. 

After  the  separation  of  the  slough,  which,  by  the  way,  was  praeticallf 
inodorous  having  been  dressed  with  carhotized  tine  oxide  powder,  the  con- 
ditions were  as  follows;   There  was  an  opening  about  three  inches  in  diainetar 

*  Since  the  date  of  treatment  of  this  patient  the  negative  pad  has  baen 
changed  from  a  cotton  compress  to  a  clay  pad,  resulting  in  an  entire  e 
tjon  of  burns  of  this  character. 
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Fip.  82.— Plioloftraph  of  Sciir  Seven  and  One-half  Months  after 

IVntnic'lion  of  Soreomn  of  Sacrum  (Full  Suie).    A,  ainua  leading  into 
rectum:  B,  anus. 
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extending  into  the  rectum,  the  lower  edge  being  one  and  a  half  inches  from 
the  intact  anus.  At  the  bottom  of  this  opening,  which  was  two  inches  deep, 
the  red  tissue  of  about  one-half  of  the  tumor  was  visible  (Fig.  80).  That 
this  was  a  portion  of  the  tumor  was  clearly  shown  by  vaginal  and  rectal 
examination,  the  finger  now  being  able  to  be  hooked  over  its  upper  border. 

On  November  2d  a  second  major  application  was  made  through  the 
opening,  with  long  electrodes  so  insulated  as  to  protect  the  healthy  edges  of 
the  opening.  A  current  of  KJOO  milliampi^res,  later  decreased  to  800,  was  em- 
ployed for  one  and  three-fourths  hours,  with  four  electrodes.  Careful  atten- 
tion to  the  dispersing  pad  prevented  accidents  in  this  situation  at  this  time. 

The  devitalized  tumor,  about  the  size  of  a  large  fist,  came  away  cleanly, 
without  a  drop  of  blood,  in  seventeen  days,  leaving  absolutely  no  sign  of  rem- 
nants in  its  former  situation.  Examination  through  the  wound  showed  the 
lower  third  of  the  sacrum  roughened  on  its  inner  wall,  and  the  devitalized 
first  segment  of  the  coccyx  was  picked  out  of  the  wound  painlessly  two  weeks 
later  (Fig.  81). 

Duiing  December  efforts  were  made  to  direct  the  fecal  discharges 
through  the  natural  anal  opening,  all  discharges  having  thus  far  passed 
through  the  operative  opening  owing  to  the  destruction  of  the  posterior  rectal 
wall.  Several  hard  rubber  tubes  of  various  sizes  and  curves  were  inserted 
into  the  rectum  through  the  anus,  but  all  failed  of  their  purpose  and  were 
finally  abandoned,  the  fecal  discharges  continuing  to  pass  through  the  wound 
until  its  gradual  narrowing,  late  in  the  winter,  diverted  the  feces  into  the 
natural  channel  through  the  anus. 

The  patient  sat  up  in  the  second  week  of  December,  went  downstairs  on 
Christmas  day,  and  walked  out  January  10th.     On  January  13th  she  had  the 
>  first  natural  movement  through  the  anus. 

At  the  present  time,  Nov.,  190G,  three  years  after  the  last  application,  the 
patient  is  in  unusually  good  health,  with  no  evidence  of  fullness  or  growth 
of  any  kind  in  the  pelvis  or  elsewhere.  She  walks  and  sits  easily,  and  the 
opening  has  entirely  closed. 

At  the  time  of  the  second  application  a  small  portion  of  the  growth  was 
removed  and  sent  to  the  Philadelphia  Clinical  Laboratory  for  histologic  ex- 
amination.   The  report  characterized  the  gi'owth  as  a  fibromyxosarcoma. 

Inoperable  Myxosarcoma  of  Perirectal  Region. — T.  McD.,  aged  44  was 
first  seen  March  25,  1904.  The  patient  had  been  confined  to  bed  for  some 
time  with  an  enormous  protuberant  growth  of  the  perirectal  tissues,  shown  in 
its  superficial  aspect  in  Fig.  83.  Nearly  a  year  before  that  time  his  physician. 
Dr.  J.  J.  Burke,  of  Philadelphia,  discovered  lumps  high  up  in  the  rectum  and 
took  him  to  a  distinguished  surgical  authority  in  Philadelphia.  In  October, 
1903,  he  was  admitted  to  the  Presbyterian  Hospital  and  an  incision  was  made, 
but  the  case  was  found  to  be  inoperable,  the  diagnosis  of  myxosarcoma  being 
confirmed  by  the  microscope.  His  condition  had  grown  steadily  worse  from 
the  first  discovery  of  the  growth,  fresh  portions  of  the  growth  continually 
breaking  down  and  discharging  a  mucoid  material. 
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Examination  showed  an  indurated  tumor  of  the  right  aide  of  the  anua, 
eight  inches  wide  b;  a  foot  long,  the  normal  tissues  of  the  anus  being  re- 
placed by  the  eroded  and  friable  tissue  where  the  growth  bad  Uoken  down. 
The  patient  was  extremely  pale,  and  had  lost  much  weight  in  tbe  past  aiz 
months. 

(A  March  2dth  the  patient  was  anesthetized  and  1400  milliampfirea,  de- 
creasing to  SOO  because  of  poor  acid  batteries,  was  employed  for  two  hours 
and  twenty  minutes,  with  seven  long  zinc-mercury  electrodes  thrust  deeply  into 


Fig.  83.— Photograph  of  Case  of  T.  IkicD.  Taken  Before  Second 
Operation,  Showing  Ijirge  Si^e  of  External  Growth  at  that  Time.  Two 
Electrodes  are  in  Place,  Ready  for  the  Current  to  be  Turned  on. 


the  growth.  The  application  was  well  borne,  and  a  large  slough  came  away 
on  the  eleventh  day. 

On  April  loth  n  second  operation  was  done,  the  photograph  (Fig.  83} 
being  taken  just  as  the  current  was  being  turned  on.  From  1800  to  1700 
milliampOres  were  uaeil  with  eiglit  electrodes  for  one  hour  and  twenty-iix 
minutes,  new  dry-cell  batteries  being  employed. 

On  May  IDth  a  third  operation  was  done  under  ether,  1250  miltiamp^ree 
being  employed  for  two  and  a  half  hours. 

The  several  operations  having  each  improved  the  patient's  condition  very 
greatly,  and  the  disease  being  left  in  scattered  spots  leading  high  up  the  ree- 
tiun,  in  situations  aomewbat  dangerous  for  a  major  application,  he  was  noir 
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placed  on  biweekly  oflit-p  Bpplicatione,  as  he  was  now  well  able  to  make  the 
exertion,  a  separate  npot  being  treated  at  each  niance  by  puncture  with  100  to 
150  niilliampires. 

These  applieations  were  continued  for  a  time,  but  were  later  abandoned, 
as  the  up|;>er  portion  of  the  diseased  area  could  not  be  reached.  The  lumbar 
plesuH  waH  finally  invaded  b;  the  growth,  and  the  patient  died  in  December, 
1905. 


Fift.  84.— Pliotonraph  of  Jjiter  Conilition  of  T.  MeD.  Taken  Six  Months 
after  that  Shown  in  Fig.  H.I.  Some  Diseiise  Rxisted  within  the  Rectum  at 
this  Time,  but  nil  External  Tarts  were  Healthy. 

Tlio  foilowiiifr  inferciitinp  ca?e  of  Pr.  TTnward  R,  SwaMio,  of 
Philnrlclpliia,  h  rcportod  tiore  with  hU  jieriTiisPion : — 

Epilhtllnnm  nf  tlw  Rpilum.—yir*.  H..  nfrnl  .17.  In  190-2  she  waa  operated 
on  by  the  knife  for  cancer  of  the  cervix  iileri,  in  its  early  stages,  and  on  ap- 
parent cure  effectpil.  For  some  time  prior  to  Hay  4,  1004,  she  had  the  sensa- 
tion of  a.  foreign  l>oiIy  in  the  rectum,  lat^r  accompanied  by  pain.     At  the  date 
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mentioned  Dr.  Swaync  discoTered  a  growth  on  the  posterior  aspect  of  the  rec- 
tum about  three  inches  above  the  anus.  The  diagnosis  of  epithelioma  being 
confirmed  by  a  microscopic  examination,  he  determined  upon  its  eradication  by 
the  author's  method,  and  she  was  accordingly  placed  under  ether  and  500 
milliampdres  applied  with  the  spear-shaped  rectal  electrode  for  one  hour. 
There  was  considerable  secondary  hemorrhage  on  the  fourteenth  day,  on  the 
separation  of  the  slough,  readily  controlled  by  an  injection  of  Monsel's  solu- 
tion in  glycerin  in  the  proportions  of  2  fluidrachms  to  6  ounces. 

The  patient's  general  condition,  which  had  been  poor,  gradually  improved, 
and  at  the  time  of  this  report,  two  and  a  half  years  after  the  operation,  she 
is  in  excellent  health,  with  no  sign  whatever  of  recui'rence. 


CHAPTER  XVIII. 

Displacements  and  Nontraumatic  Eeijlxations  op  tetm 

Pelvic  Viscera. 

The  subject  of  displacements  of  the  uterus  occupies  a  large 
share  of  the  attention  of  practical  gynecologists,  partly  on  account 
of  their  inherent  importance,  and  partly  because  the  suflEerings  due 
to  other  conditions  have  been  too  frequently  attributed  to  the  dis- 
placement, under  the  ultramechanical  development  of  the  older  gyne- 
cology, which  regarded  each  elaborately  classified  bend  or  tilt  as  a 
pathologic  entity,  to  be  corrected  by  a  specially  shaped  pessary.  For- 
tunately for  our  reputation  for  common  sense,  these  several  bends  and 
tilts,  with  the  exception  of  retroflexion  and  prolapse,  may  now  be 
regarded  as  of  no  more  practical  importance,  per  se,  than  the  shape 
of  the  patient's  nose.  Unless  the  bend  or  tilt  is  accompanied  by  a 
catarrhal  or  hyperplastic  condition  or  by  fixation  of  the  uterus  or 
other  abnormality,  it  possesses  absolutely  no  significance.  The  uterus 
being  normally  a  most  mobile  organ,  it  is  readily  seen  that  the  chief 
enemies  of  its  static  equilibrium  are  fixation,  on  the  one  hand,  and 
either  torn  or  atrophied  supports  or  undue  bulk  on  the  other,  and  that 
our  therapeutic  elTorts  should  be  directed  to  a  removal  of  these  more 
significant  accompaniments. 

It  is  most  important,  also,  to  ascertain  the  chronologic  sequence 
of  the  congestion  or  hyperplasia  and  the  displacement  in  cases  of 
mobile  prolapse  and  retroversion  not  due  to  laceration,  and  here  is 
where  a  singular  lapsus  occurs  in  the  current  views  of  many  gyne- 
cologists, who,  while  fully  convinced  of  the  microbic  and  neural  cau- 
sation of  other  inflammations,  still  adhere  to  the  older  theory  of  a 
mechanical  cause  for  this  one.  My  experience  with  two  classes  of 
young  women  has  convinced  me  that  the  congestion  and  enlargement  of 
the  uterus  is  the  initial  lesion  in  all  cases  except  those  due  to  lacer^ 
ation  of  the  pelvic  -floor  at  childbirth,  the  displacement  being  second- 
ary and  sequential;  the  proof  of  this  is  the  great  rarity  of  prolapse 
and  retroversion  in  nulliparous  peasant  women  who  carry  heavy 
weights,  and  the  invariable  association  of  endometritis  with  the  very 
earliest  stage  (and  doubtless  preceding)  the  prolapse  or  retroverBion 
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of  young  women  of  the  better  classes.  This  sequence  of  events  applies 
equally  well  to  puerperal  subinvolutions,  which  are  a  most  fruitful 
source  of  displacements  and  relaxed  ligaments.  In  these  cases  all 
admit  that  the  causal  condition  is  the  failure  of  the  physiologic 
changes  that  normally  reduce  bulk  and  replace  effete  muscular  tissues. 
The  hypertrophy  necessarily  antedates  the  displacement. 

It  is  not  to  be  denied,  of  course,  that  the  elevation  of  an  enlarged 
and  catarrhal  or  subinvoluted  uterus  by  a  pessary  may,  at  times, 
relieve  the  intrinsic  condition  of  the  organ,  though  it  usually  fails 
to  do  so;  but  this  occasional  result  is  no  reason  to  assume  that  the 
displacement  or  tilt  was  primary.  Unless  the  advocates  of  the  me- 
chanical theory  are  prepared  to  affirm  that  the  bend,  tilt,  or  descent 
is  to  act  the  part  of  the  microbe  in  this  particular  inflammation,  they 
should  admit  that  its  etiology  must  be  the  usual  one,  and  that  the 
uterus  has  become  tilted  or  prolapsed  because  it  had  become  heavier  as 
a  result  of  the  catarrhal  attack.  This  reasoning  does  not  include  the 
mechanical  contributing  causes  of  retroversion  and  prolapse  in  non- 
lacerated  cases  due  to  the  pressure  of  a  tight  corset,  lifting  weights, 
or  a  sudden  jar  or  fall,  but  explains  how  these  mechanical  causes, 
acting  upon  an  already  heavy  uterus,  are  enabled  to  effect  a  disloca- 
tion of  an  organ  naturally  capable  of  most  extensive  movements  with- 
out harm. 

The  bearing  of  this  question  of  the  chronologic  sequence  of  the 
congestion  and  displacement  on  the  practical  details  of  treatment  is 
evident.  An  actual  cure  demands  that  particular  attention  be  paid  to 
the  hyperplasia  primarily,  or  to  its  cause  in  endometritis,  metritis,  or 
other  inflammatory  conditions  that  may  still  exist,  and,  if  the  remedy 
employed  be  the  constant  current,  a  concurrent  treatment  of  the  re- 
laxed supports  is  also  gained.  A  therapeusis  aimed  merely  at  the  effects 
of  these  trophic  disturbances — the  sagging — is  unscientific  and  at  times 
harmful.  What  can  be  worse  in  its  effect  upon  already  weakened 
muscular  structures  than  placing  them  in  splints  by  the  employment  of 
a  pessary  ?  Nature,  surely,  never  designed  that  a  skeleton  should  exist 
within  the  vagina,  and  if  the  purpose  of  the  physician  in  placing  one 
there  be  not  to  improve  upon  Nature's  permanent  arrangements,  but 
merely  to  use  this  means  to  strengthen  the  muscles,  it  should  be  re- 
called that  the  whole  teaching  of  the  modem  treatment  of  muscular 
insufficiencies  tends  to  magnify  the  value  of  gymnastics  and  to  dis- 
credit support  and  fixation.     Many  cases  of  moderate  descent  of  a 
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too  heavy  uterus  have  been  rendered  permanently  incurable  by  the 
persistent  use  of  these  contrivances,  causing  atrophy  of  the  vaginal 
muscular  layers  and  round  ligaments.  Their  only  proper  indication  is 
in  the  incurably  dilated  vaginas  of  middle-aged  or  elderly  women, 
where  a  properly  fitting  support  gives  immense  comfort,  and  should 
be  worn,  under  frequent  observation,  until  senile  involution  contracts 
the  vagina  and  renders  the  uterus  smaller. 

ELECTRIC  TREATMENT. 

The  Anther's  Method. — The  pathologic  basis  for  the  use  of  elec- 
tricity in  displacements  and  relaxation  of  the  pelvic  structures  with- 
out fixation  is  of  a  t^vofold  nature,  dependent,  on  the  one  hand,  on 
its  power  to  cure  inflammatory  conditions  of  the  uterus  which  have 
produced  added  bulk  or  congestion,  and,  on  the  other,  due  to  its 
stimulation  of  the  muscular  structures  of  the  uterus  itself  and  its 
supports.  Viewed  in  either  light,  its  great  adaptability  as  a  curative 
agent  is  evident,  for  it  associates  the  two  essentials  of  diminishing 
the  bulk  and  increasing  the  power  of  maintaining  it.  Clinical  results 
fully  bear  out  these  theoretic  conclusions,  the  only  exceptions  being 
cases  where  the  muscular  structures  have  entirely  disappeared  by 
fatty  degeneration. 

The  details  of  treatment  are  largely  dependent  on  whether  the 
organ  is  freely  movable  or  is  fixed  in  its  displaced  position  by  the 
adhesions  of  an  old  pelvic  peritonitis  or  by  diseased  appendages.  In 
the  latter  case  the  applications  must  be  restricted  to  the  vaginal 
method  until  a  considerable  mobility  has  been  gained,  when,  if  it  is 
deemed  wise  to  do  so,  the  intra-uterine  treatment  may  be  begun.  Here 
the  principal  source  of  suffering  is  usually  due  to  the  inflammatory 
conditions  external  to  the  uterus,  which,  in  addition  to  being  of 
prime  importance  of  themselves  usually  constitute  a  bar  to  intra- 
uterine treatment  until  greatly  bettered.  Both  vaginal  mercuric  cata- 
phoresis  of  60  milliamp^res  or  more  and  secondary  induced  currents 
should  be  used  at  each  seance.  (For  details  of  method  see  pages  67 
and  132). 

If  the  uterus,  on  the  other  hand,  is  movable  and  evidently  larger 
than  it  should  be  in  the  particular  physiologic  condition  of  the  patient, 
and  especially  if  there  be  a  purulent  leucorrhea,  positive  intra-uterine 
20-milliamp^re  applications  may  be  begun  at  once  with  an  appropriate 
electrode,  followed  by  the  contracting  primary  induction  current*     It 
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is  often  best  to  intersperse  several  vaginal  applications  between  the 
intra-uterine,  if  the  patient  is  in  a  position  to  receive  daily  or  tri- 
weekly treatment. 

Nothing  has  been  said,  so  far,  of  bipolar  induction  applications  in 
displacements.  Where  the  induction  current  alone  is  to  be  used,  I 
usually  prefer  the  bipolar  method,  either  within  the  uterus  or  vagina,^ 
now  that  I  have  been  able  thoroughly  to  asepticize  the  instruments, 
but  as  I  rarely  employ  the  induction  current  alone  in  these  cases  I  find 
it  best  to  use  the  same  monopolar  electrode  and  one  insertion  for 
both  currents,  turning  on  the  induction  current  after  the  constant  has 
been  turned  off. 

The  intra-uterine  applications  suitable  to  the  curative  treatment 
of  the  conditions  underlying  retroflexion  or  prolapse  of  nonadherent 
uteri  are  exactly  similar  to  those  advised  in  chronic  metritis  (page 
117),  and  exactly  similar  contra-indications  govern  its  employment. 
It  is  usually  wise  to  correct  the  displacement,  however,  immediately 
before  each  application.  This  is  best  done,  in  early  and  painful  cases, 
by  placing  the  patient  in  the  knee-chest  position  and  replacing  the 
organ  by  manipulation  with  the  fingers,  assisted  by  gravity  and  by 
pressing  on  the  fundus  through  the  posterior  vault  with  a  pledget  of 
cotton  in  a  pair  of  dressing  forceps.  In  less  tender  cases  of  retro- 
flexion this  is  not  necessary,  the  repositing  being  easily  and  pain- 
lessly accomplished  by  inserting  the  sound-shaped  electrode  into  the 
retroflexed  cavity  with  the  patient  in  the  dorsal  position.  Pushing 
the  handle  toward  the  pubis,  the  tip  is  now  rotated  gently  forward 
before  turning  the  current  on,  the  action  of  the  sound  being  assisted 
by  pressure  of  the  tip  of  the  finger  in  the  posterior  vault,  when  the 
fundus  will  usually  glide  easily  into  place  if  not  pushed  too  far  back 
against  the  promontory  of  the  sacrum.  The  current  is  now  turned  on,, 
as  in  the  treatment  of  chronic  metritis,  the  contracting  induction  cur- 
rent usually  following  immediately  after  the  positive  constant  ap- 
plication from  the  same  instrument. 

There  is  a  distinct  contraction  usually  noticeable  in  these  cases, 
immediately  after  the  application,  and  it  is  extremely  rare  that  it  is 
necessary  or  wise,  in  the  author's  opinion,  to  follow  this  application 
up  with  any  kind  of  continued  support,  though  some  operators  use 
a  wool  tampon  with  glycerole  of  tannin  or  boroglyceride  between 
treatments.  As  this  distends  the  vagina,  it  is  apt  measurably  to  in- 
terfere with  the  strengthening  of  its  muscular  coats :   a  distinct  object 
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in  the  electric  treatment  of  these  conditions.  Without  its  use  the 
extent  of  reposition  required  at  each  succeeding  application  will  grad- 
ually become  lessened  until  that  more  or  less  permanent  residuum 
of  either  retroflexion  or  prolapse  is  attained  which  persists  after  prac- 
tical, symptomatic  cure,  even  when  all  evidences  of  hyperplasia  and 
inflammation  have  disappeared. 

Such  are  the  most  important  details  in  the  electric  treatment  of 
prolapse,  retroversion,  retroflexion,  and  the  occasional  cases  of  patho- 
logic anteversion,  accompanied,  as  they  usually  are  in  all  stages,  by 
engorgement,  hypertrophy,  or  periuterine  inflammatory  consequences, 
and  this  form  of  treatment  is  almost  always  capable  of  removing  pain, 
weight,  discharge,  constipation,  or  other  evidence  of  a  morbid  condi- 
tion. It  is  by  no  means  always  possible  to  entirely  correct  the  back- 
ward bend  of  the  uterus  or  the  downward  sagging  in  prolapse,  the 
former  being  due  to  a  local  atrophy  of  the  longitudinal  muscular 
fibers  of  the  uterus  and  the  latter  to  profound  changes  in  the  mus- 
cular and  fascial  supports  of  the  abdominal  pressure,  but  enough  im- 
provement may  be  gained  from  the  cure  of  the  intrinsic  uterine  in- 
flammatory conditions  to  take  away  all  unpleasant  symptoms  and 
leave  the  patient  unconscious  of  any  departure  from  the  normal  po8i« 
tion  and  shape  of  the  organ.  The  following  cases  are  excellent  illus- 
trations of  the  possibilities  of  benefit  from  the  measures  recom- 
mended in  prolapse,  the  cases  illustrating  other  displacements  being 
included  among  the  cases  of  chronic  metritis. 

A  young  lady  of  26  years,  sister  of  a  physician,  who  had  suffered  from 
menorrhalgia  and  probably  an  endometritis  since  puberty,  and  had  been 
dilated  two  years  before  seeing  me  with  but  slight  relief  from  the  intense 
pain  at  the  periods,  presented  the  typical  symptoms  of  almost  complete  pro- 
lapse at  time  of  consulting  me,  the  uterus  just  presenting  at  the  rulyar 
outlet.  The  body  of  the  organ  was  slightly  enlarged  and  all  supports  relaxed, 
the  vagina  being  distended  and  thin-walled,  doubtless  from  the  fact  that  slie 
had  worn  a  Smith-Hodge  pessary  for  eighteen  months.  The  pain  in  the 
back,  bearing-down  sensation,  and  weight  were  so  great,  as  to  incapacitate 
her  for  the  most  ordinary  activities.  Of  late,  she  had  been  sleepless  and  nerv- 
ously exhausted.  The  pessary  was  at  once  removed  and  daily  vaginal  appli- 
cations made  with  both  currents  for  three  weeks,  with  two  intra-uterine  ap- 
plications, the  patient  being  told  that  she  would  feel  worse  for  a  time. 
Later,  intra-uterine  applications  were  employed  once  a  week,  averaging  35 
miUiamp^res.  At  the  end  of  two  months  the  uterus  was  sensibly  smaller^ 
remained  higher,  and  gave  only  occasional  symptoms  of  discomfort.  The  ap- 
plications were  now  made  once  a  month  for  three  months,  resulting  in  com- 
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plete  symptomatic  cure.  An  examination  at  the  end  of  b.  year  ihowed  the 
uterus  in  onlj'  moderate  prolapse,  the  vaginal  supports  firmer,  and  the  patient 
unconscious  of  anj  trouble. 

O.  R.,  aged  20,  applied  at  the  clinic  of  the  Howard  Hospital  on  August 
20,  1897,  nitb  complete  prolapse  of  an  bfpertropbied  uterus  (Plate  XX  and 
Fig.  85).  The  cervii  protruded  about  two  inches  beyond  the  Tulva.  On  pass- 
ing tbe  sound  into  the  cavity  of  tbe  uterus  it  entered  seven  inches.  Bi- 
manual examination  showed  that  the  fundus  wa*  well  up  in  tbe  superior 
■trait.    The  condition  bad  lasted  two  months. 


Kg.  85. — Sectional  View  of  a  Case  of  Hypertropby  and  Prolaps* 
of  tbe  Infravaginal  Cervix  (see  also  Plate  XX). 

Tbe  protruding  cervix  was  pushed  within  tbe  vulva  and  an  intra-utcrine 
application  of  cupro-roercuric  catapboresis  made  witb  SO  milliamp^res,  fol- 
lowed by  primary  induction  current.  The  vagina  was  then  packed  with  ab- 
sorbent wool.  On  September  3d  the  uterus  was  still  within  the  vulva,  and  the 
treatment  was  repeated  with  a  current  of  40  milliampCres  at  this  time  and 
on  four  subsequent  occasions,  without  packing  the  vagina.  Two  montlis 
later  the  uterus  was  normal  in  size  and  position. 

The  results  of  intra-uterine  treatment  for  retrovereion  and  retro- 
flezion  are  about  equal  id  effect  to  those  gained  in  prolapse,  it  usually 
being  easier  to  secure  a  symptomatic  cure  than  an  anatomic  one,  par- 
ticularly in  letioflexioD,  though  the  anatomic  improvement  is  very 
great 
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Tripier's  Method.— The  distinctive  feature  of  Tripier's  method 
of  treating  displacements^  is  the  local  application  of  the  induced  cur- 
rent to  the  atrophied  fibrils  of  muscular  tissue.  This  involves  the 
direct,  localized  action  of  this  current  on  the  convex  aspect  of  retro- 
flexion and  anteflexion.  In  retroflexion  the  current  is  localized  in  the 
anterior  wall  of  the  uterus,  therefore,  and  in  anteflexion  it  is  localized 
in  the  posterior  wall.  II is  directions  for  the  treatment  of  anteflexion 
are  as  follows: — 

The  first  thing  to  be  done  is  to  lubricate  the  rectal  probe  (Fig.  86), 
although  it  is  the  last  one  to  be  used,  as  later  the  operator  would  have  no 
disengaged  hand  to  do  so.    Then  a  towel  should  be  placed  within  reach. 

The  uterine  exciter  (Fig.  87),  having  been  dried  by  the  left  hand,  is  in- 
serted into  the  uterus,  using  for  this  purpose  the  left  forefinger  as  a  con- 
ductor. After  this  the  rectal  probe  is  inserted;  this  is  the  most  delicate  part 
of  the  operation;  if  not  well  done  it  might  be  very  painful.  The  olive  must 
pass  the  internal  sphincter,  loaning  a  little  on  its  upper  edge,  the  concavity 
of  the  instrument  pointing  downward;  after  this  it  should  be  pushed  for- 
ward, below,  and  a  little  to  the  left.  When  tlie  olive  has  thus  reached  the 
bottom  of  the  concavity  of  the  sacrum  a  pause  should  ensue,  then  turn  the 
probe  while  elevating  its  pavilion  so  that  the  concavity  of  the  curvature  is 
turned  upward,  and  in  this  way  cause  the  olive  to  face  the  rear  wall  of 
the  uterus.  It  would  naturally  seem  that,  on  account  of  the  development 
to  the  left  of  tlie  rectal  ampulla,  the  rotation  would  be  easier  on  that  side, 
but  this  is  not  the  case;  I  have  always  found  it  infinitely  easier  to  the  right, 
and  I  have  tried  it  both  sides.  After  pushing  the  olive  from  right  to  left 
in  the  concavity  of  the  sacrum  it  must  be  brought  back  to  the  right,  while 
turning  the  concavity  of  the  probe  more  and  more  toward  the  right.  The  pa- 
vilion, being  held  in  the  hand  of  the  rectal  probe,  must  be  slowly  elevated 
during  this  rotation  movement  until  it  has  been  completely  efiTected.  This 
precaution  is  necessary,  first,  in  order  not  to  use  the  uterus  roughly;  then, 
that  the  movement  of  rotation  may  be  more  freely  efiTected. 

When  the  curvature  of  the  probe  has  been  brought  parallel  to  that  of 
the  sacrum,  then  only  can  the  hand  be  gently  lowered,  pushing  lightly  so 
that  the  olive  may  come  up,  sliding  against  the  wall  of  the  uterus.  Thia 
last  motion,  however,  must  only  be  accentuated  when  faradization  has  begun, 
in  order  to  give  it  strength  and  assure  a  sufificient  contact.  The  rotation 
movement  just  described  is  not  always  accomplished  without  meeting  with 
some  resistance;  this  is  sometimes  easily  overcome,  but  at  other  times  it 
may  be  difficult.  The  operator  should  be  able  to  judge  according  to  the  im- 
pression received  by  the  hand  controlling  the  probe.    The  most  ordinary  oh- 


*  "Engorgements  and  Displacements  of  the  Uterus,"  by  A.  Tripier,  **In- 
temational  System  of  Electro-Therapeutics,''  second  edition,  page  Q-135.  Phil- 
adelphia:   F.  A.  Davis  Company,  1901. 
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stade  to  tliis  maneuver  is  the  presence  of  a  fecal  mass,  hard  or  soft,  and  it 
is  something  that  cannot  be  foreseen.  The  best  way  to  avoid  it  is  to  give 
the  patient  an  injection  of  oil  before  the  application. 


Fig.  86.  Fig.  87.  Fig.  88. 

Figs.  86,  87,  and  88.— Tripier's  Rectal,  Uterine,  and  Vesical  Elec- 
trodes for  Displacements. 

The  rectal  exciter,  once  placed,  should  be  held  in  position;  then  the  eon- 
ducting  cord  must  be  attached  with  the  right  hand,  which  must,  at  the  same 
time,  hold  the  uterine  exciter.  It  is  necessary  to  get  accustomed  to  manage 
these  two  exciters  with  the  same  hand,  the  other  hand  being  free  to  controi 
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the  induction  current  battery  %nd  to  govern  its  action.  Thii  hand  direeting 
the  apparatus  must,  however,  be  able  now  and  then  to  aiaiat  tlie  otber  on«, 
if  any  cause  should  present  itself  to  modify  the  connection  of  the  two  probes, 
in  accentuating  the  motion  of  the  rectal  probe.  The  fact  is  that  a  defiiiit« 
position  cannot  always  be  given  at  once  to  the  rectal  probe.  I  have  alraady 
dMcribed  one  obstacle  to  its  progress;  the  existence  of  a  fecal  mass  In  ths 
If  this  should  happen  to  be  of  any  considerable  size  and  »  littls 


Fig.  89.— Tripier's  Induction  Current  Method  for  Anteflexion. 


■oft  H  might  cover  the  posterior  wall  of  the  uterus  as  with  a  plaster,  wlil<di 
eonid  only  be  penetrated  little  by  little  during  the  application.  Mnsclllar 
contracUons  form  another  obstacle  to  placing  the  probs.  These  alts'  ths 
form  of  the  cavity  where  the  evolutions  take  place.  They  are  of  a  fludbls 
nature,  and  give  way  under  the  influence  of  the  current;  howerer,  the  rs- 
eistance  they  present  cannot  be  overcome  at  once,  and  it  is  bj  IntUTuptlng 
tits  rotation  during  the  application  that  this  can  be  avoided. 
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In  retrovGrBion  and  retroflexion  the  anterior  wall  of  the  utenu  must  be 
ftcted  upon  and  vesico- uterine  induction  current  excitation  emplofed  (Fig.  90). 
Tlie  patient  being  in  the  dorsal  position,  the  uterine  exciter  Is  first  Inserted, 
then  the  positive  vesical,  which  is  previously  lubricated.  After  this  the  con- 
tacts are  established  and  the  apparatus  put  in  ftction;  the  same  hand  then 


Jig.  flO. — Tripier's  Method  of  Induction  Current  Treatment  for 
RetroSexion. 


places  the  two  probes  in  the  required  contact.  The  insertion  of  the  vesical  ex- 
citer is  made  like  that  of  any  ordinary  prober  the  pavilion  (handle)  muat  b« 
raised  at  the  time  of  operating,  but  only  at  that  time,  so  as  to  lean  the  ao- 
tive  tips  on  the  anterior  wall  of  the  uteruH. 

The   application   should   not   last  longer  than  three  minutes,   to  *JtM 
fatiguing  the  muscular  atructures. 


CHAPTER  XIX. 

eelaxa.tion  and  functional  incapacity  of  the  abdominal 

Walls  and  Viscera. 

In  the  remarks  on  the  general  examination  and  classification  of 
cases^  on  page  10,  emphasis  was  laid  on  the  necessity  for  distinguish- 
ing between  pelvic  affections  and  those  that  have  their  origin  in 
relaxations  and  displacements  of  the  abdominal  viscera.  These  latter 
affections  are  almost  peculiar  to  women,  owing  to  the  frequency  with 
which  their  causation  may  be  traced  to  the  combined  effects  of  corset- 
wearing,  pregnancy,  and  sedentary  habits.  A  few  words  on  their 
clinical  aspects  are  most  necessary  in  a  treatise  on  the  conservative 
treatment  of  the  diseases  of  women,  and  particularly  in  this*  work, 
owing  to  the  unique  value  of  a  certain  combination  of  electric  cur- 
rents in  their  alleviation. 

Few  women  pass  through  one  or  more  pregnancies  without  a  resid- 
ual weakening  of  the  abdominal  walls,  which,  if  uncorrected,  remains 
a  menace  to  their  intra-abdominal  tone  in  after-years.  No  one  can 
believe  for  a  moment  that  this  abdominal  laxity  and  protrusion  is  a 
necessary  sequence  of  pregnancy,  and  there  can  be  no  doubt  that  it 
owes  its  presence  to  the  pestilential  corset  imposed  upon  occidental 
women  by  a  barbarous  whim  of  our  civilization.  And  do  not  let  us 
be  self-deceived  on  this  point.  I  do  not  refer  at  all  to  tight  lacing 
and  its  horrible  results  on  the  abdominal  viscera,  but  to  the  so-called 
loose-fitting  corset  of  most  comfortable  shape,  whose  harmful  effect 
is  due  to  two  factors:  1.  It  supplements  the  natural  body-wall  of  the 
abdomen  by  an  artificial,  external  skeletal  support  never  intended 
by  nature,  resulting  in  atrophy  and  weakening  of  the  abdominal  mus- 
cles, the  natural  support  of  the  body-wall  at  this  point.  2.  During 
and  after  the  first  pregnancy  this  artificial  skeleton,  which  had  here- 
tofore been  a  moderately  equable  support  to  all  of  the  muscles  of  the 
abdomen,  is  eflBcient  in  the  upper  portion  only,  leaving  about  one- 
half  unsupported  in  this  way,  and  resulting  in  a  removal  of  pressure 
and  consequent  protrusion  of  the  lower  half  of  the  abdomen.  This 
leads  directly  to  either  partial  or  general  enteroptosis,  or  displace- 
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ment  of  the  hollow  viscera,  and — if  there  is  a  tendency  to  fatty  de- 
generation of  the  organs — to  morbid  dilatations  also.* 

The  dragging  sensations  and  backache  thus  produced  are  fre- 
quently mistaken  for  pelvic  disease,  though  often  not  associated  with 
any  abnonnality  in  that  cavity.  Constipation  due  to  an  enlarged 
and  sacculated  colon  is  invariably  present;  and,  when  the  organs 
exhibit  also  a  weakened  musculation  owing  to  fatty  degeneration  of 
their  unstriated  muscular  coats,  we  may  have  profound  effects  on  the 
general  health  from  absorption  of  toxins  and  deficient  secretion  of 
the  glandular  organs.  An  arhythmic  heart  action  even  may  be  traced 
to  this  condition. 

The  most  effective  treatment  known  to  the  author  consists  in 
labile  applications  of  electric  currents  to  the  weakened  and  dilated 
organs  of  a  strength  that  will  induce  contraction,  as  well  as  pro- 
foundly stimulate  glandular  action.  Such  currents  must  be  from  100 
to  150  milliamperes,  which  I  believe  is  much  more  than  has  hereto- 
fore been  given  in  this  way,  and  should  be  simultaneously  combined 
with  the  most  powerful  primary  induction  currents,  applied  from  an 
active  pad  on  the  abdomen  to  the  large  indifferent  pad  on  which 
the  patient  lies,  as  shown  in  Plate  V,  the  movements  given  to  the 
anterior  soaped  pad  resulting  in  a  form  of  abdominal  electro-massage 
of  great  service.  In  addition  to  following  the  direction  of  the  colon 
in  these  movements,  the  active  pad  should  be  passed  down  the  flanks 
on  each  side,  just  above  the  pelvic  bones,  to  further  reach  the  motor 
points  of  the  abdominal  muscles. 

The  powerful  currents  advised  are  by  no  means  limited  in  effect 
to  the  abdominal  muscles,  but  constitute  also  a  stimulus  to  the  con- 
traction  of  the  dilated  intestines,  gradually  adding  tone  by  the  re- 
generation of  muscular  fiber.  The  constant  current  in  this  dose  can 
also  be  relied  on  to  stimulate  the  secretory  and  excretory  organs  of 
the  abdomen,  resulting  in  relief  of  constipation,  general  improvement 
in  blood-conditions,  and  disappearance  of  irregularities  in  heart  action. 
In  one  case  recently  under  treatment  an  improvement  in  the  rhythm 
of  the  heart  could  be  detected  after  each  application,  probably  due 
to  direct  stimulation  of  the  sympathetic  nerves  in  the  epigastric  region. 


*  It  pliould  be  said,  however,  in  modification  of  the  aboye  remarks,  that 
tlie  "straight-front"  corset  of  recent  adoption  produces  far  less  trouble  than 
the  older  varieties,  and,  when  put  on  properly,  is  often  a  valuable  support  to 
the  abdomen. 
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In  pronounced  cases  of  abdominal  relaxation  it  will  be  wise  to 
hasten  relief  by  prescribing  a  suitable  abdominal  supporter  at  once, 
which  may  be  discarded  later  as  improvement  progresses. 

Massage  is  a  most  valuable  remedy  in  these  conditions  also.  The 
following  extract  concerning  its  indications  and  contra-indications  is 
taken  from  the  recently  published  work  by  Boardman  Eeed,  M.D.^ 

'^Indications  for  Massage  of  the  Abdomen. — It  may  be  well  here 
to  summarize  in  tabular  form  the  conditions  under  which  massage 
of  the  abdomen  has  been  found  in  my  experience  particularly  useful : — 

"1.  Chronic  gastritis  in  all  its  forms  excepting  those  accom- 
panied by  hyperchlorhydria. 

"2.  Anacidity  or  subacidity,  except  when  dependent  upon  acute 
gastritis,  carcinoma,  or,  though  this  does  not  often  coexist,  ulcer. 

"3.  Gastrectasis  not  dependent  on  or  associated  with  cancer  or 
ulcer. 

"4.  Atonic  conditions  of  the  stomach  walls,  whether  progressed 
to  the  stage  of  dilatation  or  not. 

"5.  Displacements  of  the  various  abdominal  organs,  including 

(a)  Gastroptosis. 

(b)  Nephroptosis,  except  in  cases  in  which  the  displaced 

kidney  has  become  excessively  tender  on  pressure, 
and  always  with  care  to  avoid  manipulating  the 
movable  kidney. 

(c)  Enteroptosis. 

(d)  Hepatoptosis. 

'^6.  Chronic  intestinal  catarrh,  not  complicated  by  deep  ulcera- 
tion. 

"7.  Dilatation  of  the  intestines. 

"8.  Chronic  catarrhal  appendicitis. 

'^9.  Constipation  from  unknown  causes  with  the  exception  tiiat 
deep  or  vigorous  kneading  may  aggravate  hhe  spastic  forms  and  those 
resulting  from  stricture  or  other  serious  obstruction.  In  many  cases 
massage  alone  cures. 

"10.  In  a  group  of  sjrmptoms  which  comprise  especially  tender- 
ness, over  a  region  three  or  four  inches  in  diameter,  including  the 
umbilicus  as  its  center,  and  a  marked  pulsation  of  the  abdominal 


^  "Diseases  of  the  Stomach  and  Intestines/'  by  Boardman  Reed^  MJ>.    B. 
B.  Treat  &  Co.,  New  York,  1904. 
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aorta  in  the  entire  epigastric  region.  These  symptoms  have  been 
assumed,  with  how  much  truth  I  am  not  prepared  to  say,  to  denote 
congestion  or  irritation  of  the  solar  plexus  or  of  one  or  more  of  the 
other  plexuses  of  the  abdominal  sympathetic.  They  are  often  met 
with  in  practice  and  may  be  the  result  of  auto-infection  from  the 
gastro-intestinal  tract.  My  experience  shows  that  these  symptoms 
are  usually  benefited  by  gentle  kneading  of  the  abdomen  in  connection 
with  careful  attention  to  diet. 

'Tontra-indications  for  Massage  of  the  Abdomen. — The  follow- 
ing are  the  principal  ones : — 

"1.  Ulceration  in  any  part  of  the  stomach  or  intestines. 

"2.  Cancer  of  any  of  the  abdominal  organs. 

"3.  Acute  inflammation  of  any  abdominal  or  pelvic  organ. 

"4.  Hyperchlorhydria,  acid  gastritis,  or,  indeed,  any  of  the  forms 
of  excessive  secretion  of  the  gastric  juice. 

'*5.  Prolapsed  kidneys  which  are  sensitive  to  palpation. 

"6.  Aneurism  of  any  of  the  abdominal  or  thoracic  arteries. 

"7.  During  the  menstrual  period,  when  the  flow  is  excessive  or 
when  there  is  a  tendency  to  menorrhagia. 

"8.  In  fatty  degeneration  or  marked  dilatation  of  the  heart  and 
advanced  phthisis,  especially  with  a  tendency  to  hemoptysis,  abdom- 
inal massage  should  be  practiced — if  at  all — with  much  care  and  gen- 
tleness. 

"In  addition  to  the  foregoing,  Boas,  on  the  authority  of  Dr. 
Zabludowski  (a  well-known  masseur  and  writer  on  massage  in  Berlin), 
mentions,  as  another  contra-indication,  a  tense  condition  or  kind  of 
tetanic  contraction  of  the  recti  muscles,  which  is  so  often  seen  in  cases 
of  neurasthenia.  In  such  cases  Zabludowski  advises  ^ands  oflF.* 
Zabludowski's  method  (as  I  happen  to  know  from  personal  experi- 
rnce  of  it,  when  iii  Berlin  in  1805)  is  one  in  which  tapotement  and 
a  peculiar  mixture  of  violent  slapping  and  vigorous  kneading  pre- 
dominate. Those  procedures  would  be  harmful,  of  course,  under  the 
conditions  above  referred  to,  but  the  gentle  stroking  and  kneading 
which  are  given  to  such  patients,  under  my  personal  direction,  have 
been  found  uniformly  helpful  and  curative  to  the  underlying  disease, 
and  at  the  same  time  soothing  to  the  overtense  muscles.'* 


18 


CHAPTER  XX. 
Maternal  Sterility  and  Impotence. 

Aside  from  congenital  deficiencies  and  anomalies  of  development 
of  the  essential  organs  of  generation,  we  have  been  taught,  since  the 
days  of  Marion  Sims,  that  the  chief  reason  for  sterility  attributable  to 
the  woman  is  narrowness  or  flexion  of  the  uterine  canal.    When  it  is 
remembered  that  the  narrowest  pin-hole  os  will  admit  a  sound,  on 
careful  manipulation,  which  is  many  times  larger  than  the  self-pro- 
pelling spermatozooid,  it  would  seem  that  this  reasoning  is  incon- 
clusive.   It  is  doubtless  to  the  operative  furor  that  the  popularity  of 
the  stenosis-and-atresia  theory  of  sterility  is  due,  for,  since  the  days  of 
Sims  and  J.  Y.  Simpson,  practically  no  form  of  treatment  has  been 
employed  except  some  method  of  enlargement  of  the  canal.    This  was 
at  first  accomplished  by  slitting  the  cervix,  producing  artificially,  in 
other  words,  the  same  lesion  for  the  sewing  up  of  which  other  costly 
operations  were  later  devised.    Owing  to  the  combined  ineffectiveness, 
morbidity,  and  mortality  of  this  procedure,  it  has,  of  late,  been  super- 
seded by  so-called  "dilatation,^'  which  is  accomplished  only  by  tearing 
apart  the  muscular  and  fibrous  tissues  that  encircle  the  canal  by 
powerful  steel  instruments.    Only  exceptionally  has  this  accomplished 
a  cure  of  the  sterility,  while  it  is,  at  times,  followed  by  serious  con- 
sequences in  the  shape  of  parametritis  and  diseased  appendages.     One 
case  of  ectopic  pregnancy  and  a  number  of  instances  of  uterine  and 
ovarian  tenderness  have  been  observed  by  me  after  dilatation  for  this 
purpose  in  patients  who  were  free  from  tenderness  previously. 

Far  more  prominent  causes  of  sterility  may  be  found  in  imperfect 
participation  of  the  uterus  in  the  sexual  orgasm,  catarrhal  changes  in 
the  mucus  of  the  uterus  and  tubes,  and  inactive  ovaries, — ^the  last  two 
being  the  most  important.  A  lessened  aspiratory  action  of  the  uterus, 
while  rendering  conception  less  certain,  cannot  be  a  serious  impedi- 
ment, on  account  of  the  automobile  powers  of  the  spermatozooids. 
This  defect  may,  however,  be  materially  lessened  by  the  general  intra- 
pelvic  action  of  electricity,  promoting  the  nerve-tone  of  the  organs, 
particularly  of  the  uterus  and  ovaries,  increasing  muscular  contrac- 
tility, and  quickening  circulation.     The  method  best  adapted  to  ao- 
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complish  this  purpose  is  the  vagino-abdominal  constant  current  appli- 
cation with  covered  vaginal  electrode,  which  should  be  negative,  a 
current  of  30  to  40  milliamp^res  being  turned  on  and  off,  gradually 
and  repeatedly,  by  the  swelling  method.  This  may  be  supplemented 
with  labile  lumbar  applications  of  the  same  current  to  the  sexual 
center  of  the  cord,  the  patient  lying  upon  the  face  with  a  large  pad 
under  the  abdomen. 

Of  the  toxic  effect  of  altered  uterine  secretions  on  the  fertilizing 
cells  of  the  semen  there  can  be  no  question,  and  it  is  in  these  cases 
that  the  constant  current  applied  within  the  cavity  of  the  uterus  is  of 
the  greatest  service  by  its  alterative  action  on  the  secreting  surface. 
Unless  the  intra-uterine  treatment  is  indicated,  also,  by  marked 
changes  in  the  mucous  membrane,  the  covered  elastic  electrode  is 
best  as  promoting  favorable  changes  in  the  mucous  membrane  with 
least  traumatism.  It  has  been  my  habit  to  employ  the  positive  pole 
usually,  though  the  choice  of  pole  for  this  purpose  is  open  to  further 
investigation  to  determine  whether  the  normal  alkalinity  of  the 
uterine  mucus  should  be  increased  by  the  negative  pole  or  diminished 
by  the  positive  pole.  Possibly  neither  effect  is  important,  the  results 
depending  rather  on  the  simple  excitation  of  a  more  normal  secretion. 

Deficient  activity  of  the  ovaries  can  only  be  inferred  as  a  cause  of 
sterility  in  the  absence  of  any  demonstrable  lesion  or  more  patent 
defect  of  functionation  on  the  part  of  the  woman,  and,  of  course,  after 
the  question  of  the  possible  sterility  of  the  husband  has  been  elim- 
inated. It  may  or  may  not  be  associated  with  lack  of  sexual  appetence 
and  responsiveness,  for  many  women  conceive  readily  in  whom  the 
orgasm  is  deficient  or  absent.  Any  method  of  treatment  that  pro- 
motes increased  activity  of  the  pelvic  circulation,  such  as  negative 
vagino-abdominal  applications  of  either  current,  may  increase  ovula- 
tion, while  the  musculo-tonic  effect  of  the  constant  current  turned  on 
in  the  swelling  manner  repeatedly  may  do  much  to  lessen  a  practical 
maternal  impotence  from  weakened  musculation,  which  is  only  less 
disastrous  to  the  conjugal  relation  than  similar  conditions  in  the  male. 

But  few  instances  of  this  affection  have  been  placed  under  my 
care  for  the  purpose  of  curing  the  sterility, — but  five  in  all,  in  four  of 
which  the  treatment  was  successful  at  some  time  during  a  year  follow- 
ing the  cessation  of  the  treatment,  two  instances  being  almost  imme- 
diate. In  one  case  that  was  a  failure  up  to  the  date  of  her  last  report 
to  me  the  ovaries  were  both  prolapsed  and  the  tubes  also  probably 
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involved  in  the  remnants  of  an  old  pelvic  inflammation.     Her  symp- 
tomatic condition  was,  nevertheless,  improved. 

The  slight  attention  paid  to  this  subject  is  doubtless  due,  in  part, 
to  a  lack  of  information  as  to  the  value  of  this  method  and,  in  part,  to 
the  prevalent  disinclination  of  American  women  for  the  burdens  of 
maternity.  That  electricity  may  cure  sterility  when  the  patient  only 
asks  that  the  pelvic  pain  of  uterine  inflammation  be  cured  is  shown 
by  the  statement  made  on  page  121,  where,  of  32  cases  of  uterine  disease 
that  involved  at  least  temporary  or  acquired  sterility,  8  had  become 
pregnant  after  the  treatment  when  my  report  was  made  to  the  Ameri- 
can Electro-Therapeutic  Association  (September,  1894).  In  a  paper 
by  Apostoli  read  at  the  same  meeting  as  many  as  80  cases  were  recorded 
as  having  become  pregnant  after  intra-uterine  electric  treatment,  some 
of  them  having  conceived  shortly  after  one  application.  Apostoli  does 
not  mention  how  many  of  his  cases  were  nulliparous  after  some  years 
of  marriage  and,  therefore,  sterile,  but  of  the  22  cases  reported  in 
extenso  in  the  papcr,^  5  were  nulliparas.  An  interesting  case  of  pro- 
longed hemorrhagic  metritis  in  a  nullipara,  the  cure  of  which  was 
followed' by  pregnancy,  is  detailed  on  page  107. 


* ''Transactions  of  the  American  Electro -Therapeutic  Association,"  pace 
371,   1894. 


CHAPTER  XXI. 
Ectopic  Gestation  and  Obstetrics. 

Ectopic  Oestation. — This  accident,  which  has  been  proven  of  late 
to  be  of  considerable  frequency  both  by  the  records  of  carefully  con- 
ducted postmortem  examinations  and  the  experience  of  surgeons,  is 
still  probably  even  more  frequent  in  occurrence,  as  many  cases  doubt- 
less recover  after  extraperitoneal  rupture  without  the  diagnosis  having 
been  made. 

It  is  beyond  the  scope  of  this  work  to  enter  into  a  full  discussion 
of  the  etiology  and  natural  history  of  ectopic  gestation,  since  the  value 
of  electricity  as  a  sole  or  principal  remedy  is  confined  to  a  certain 
stage  of  gestation  only, — namely :  from  conception  to  the  end  of  the 
fourth  month,  after  which  time  the  consideration  of  the  affection 
belongs  exclusively  to  the  surgeon.  During  these  early  months,  never- 
theless, the  electric  treatment  is  clearly  the  method  of  choice,  since  it 
has  been  established  by  many  competent  observers  that  at  this  time 
the  ovum  may  be  devitalized  and  its  complete  absorption  secured  by 
this  means,  without  subjecting  the  patient  to  the  dangers  and  uncer- 
tainties of  abdominal  section. 

Lawson  Tait^s  classification  of  ectopic  pregnancy,  which  is  gener- 
erally  received,  is  as  follows: — 

I.  Ovarian — possible,  but  not  proved. 
II.  Tubal,  in  free  part  of  tube,  is 

(a)  Contained  in  tube  up  to  fourteenth  week,  at  or  before 
which  time  primary  rupture  occurs,  and  then  progress 
of  gestation  is  directed  into 

(b)  Abdominal  or  intraperitoneal  gestation;  uniformly  fatal 
(unless  removed  by  abdominal  section),  primarily  by 
hemorrhage,  secondarily  by  suppuration  of  the  sac  and 
peritonitis. 

(r)  Broad  ligament  or  extraperitoneal,  gestation,  which 

(d)  May  develop  in  broad  ligament  to  full  term  and  be  re- 
moved at  viable  period  as  living  child. 

(e)  May  die  and  be  absorbed  as  extraperitoneal  hematocele. 

(f)  May  die  and  supurating  ovum  be  discharged  at  or  near 
umbilicus,  or  through  vagina,  bladder,  or  intestinal  tract. 

(gj  May  remain  quiescent  as  lithopedion. 
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(h)  May  become  abdominal  or  intraperitoneal  gestation   by 
secondary  rupture. 
III.  Tubo-ovarian,  or  interstitial,  is  contained  in  part  of  tube  em- 
braced by  uterine  tissue,  and,  so  far  as  is  known,  is 
uniformly    fatal,    by    primary    intraperitoneal    rupture 
(as  5)«  before  fifth  month. 

From  this  it  will  be  seen  that  the  question  of  electric  treatment 
is  concerned  only  with  Class  II   (a),  unruptured  tubal  pregnancy 
before  the  fourteenth  or  sixteenth  week,  and  with  the  same  condition 
after  early  rupture  into  the  broad  ligament,  where  it  continues  to 
develop,  as  in  II  (d).    Tubal  pregnancy  is,  by  far,  the  most  frequent 
form,  and  its  early  diagnosis  becomes,  therefore,  a  matter  of  great  im- 
portance, though  attended  with  much  difficulty.     Indeed,  the  possi- 
bility of  diagnosis  before  primary  rupture  of  the  sac  into  the  broad 
ligament,  which  occurs  at  about  the  fourteenth  week,  has  been  denied 
by  some  authorities,  yet  a  reasonably  certain  diagnosis  has  been  made 
by  both  surgeons  and  electro-therapeutists  in  many  instances  of  late, 
some  of  them  of  sufficient  certainty  to  warrant  the  surgical  removal 
in  the  absence  of  proper  electric  treatment  and  all  of  them  certain 
enough  to  warrant  the  electric  treatment,  which  would  be  equally 
applicable  to  most  of  the  conditions  for  which  it  could  be  mistaken. 
And  herein  lies«.one  of  the  two  chief  advantages  of  electricity  at  this 
stage  of  ectopic  gestation.     Given  a  reasonable  presumption  that  the 
case  is  one  of  tubal  or  intraligamentous  pregnancy,  the  physician  is 
not  compelled  to  take  the  horrible  responsibility  of  counseling  a  pos- 
sibly unnecessary  unsexing  operation  in  a  young  wife,  but,  with  a  full 
recognition  of  the  possible  gravity  of  the  case,  may  subject  her  only 
to  the  discomforts  of  absolute  rest  in  bed  for  one  or  more  months,  and 
daily  applications  of  a  method  that  will  kill  the  fetus  if  one  be  present, 
and  subsequently  promote  absorption  of  the  ovum  and  surrounding 
congestion,  and,  if  the  case  is  not  one  of  ectopic  gestation,  but  a  sud- 
denly enlarged  tube  from  inflammatory  congestion,  an  ovaritis,  or  a 
small  fibroid,  will  be  equally  effective  in  arresting  progress  and  con- 
tributing to  a  future  cure.    The  laudable  object  of  verifying  the  diag- 
nosis is  secondary  to  the  best  interests  of  the  patient,  and  in  this  case 
the  patient^s  true  interests  point  to  the  avoidance  of  the  operation  if 
the  trouble  can  be  cured  without  it,  whether  its  true  nature  is  ever 
proved  or  not. 
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The  selection  of  electricity  as  the  appropriate  treatment  is  nar- 
rowed down,  as  before  stated,  to  two  stages  in  tubal  pregnancy:  (1) 
before  rupture  into  broad  ligament  at  or  about  the  fourteenth  week; 
(2)  after  rupture  into  broad  ligament. 

Diagnosis  of  Tvbal  Pregnancy  Before  Rupture, — Unfortunately, 
there  are  too  often  no  symptoms  to  alarm  the  patient,  or  even  to  cause 
her  to  suspect  pregnancy,  until  the  onset  of  primary  rupture  of  the 
sac  into  the  tube,  and  this  is  not  so  surprising,  wlien  it  is  remembered 
that  no  small  proportion  of  cases  occur  in  those  newly  married,  and 
therefore  unfamiliar  with  the  subjective  symptoms  of  pregnancy,  and 
in  others  who  have  been  sterile  so  long  as  not  to  be  looking  for  such  a 
contingency.  Such  cases,  moreover,  are  liable  to  have  long  felt  some 
discomfort  in  the  pelvis  from  latent  catarrhal  disease  of  the  uterus  or 
tubes,  which  is  possibly  an  important  etiologic  factor  in  the  arrest 
of  the  ovum  in  the  tube.  The  symptoms  at  this  stage,  if  any  be  noted, 
are  likely  to  be  those  of  a  normal  pregnancy,  usitally  accompanied  by 
a  continuance  of  or  even  more  frequent  and  abundant  menstruation. 
More  positive  symptoms  may,  however,  cause  the  patient  to  consult 
her  physician,  and  these  are  the  colicky  paroxysms,  attributed  by  Parry 
to  contractions  of  the  cyst.  By  others  they  have  been  attributed  to 
minute  hemorrhages.  More  likely  they  are  merely  the  neuralgic  ex- 
pression of  an  unaccustomed  and  growing  tension  of  the  tube,  the 
universal  habit  of  sensory  nerves  being  the  explosive  expression  of  a 
continuous  tension  or  irritation.  While  the  habit  of  examining  all 
women  in  the  early  months  of  even  supposedly  normal  pregnancy 
should  be  aimed  at  as  a  routine  measure,  the  physician  should  in- 
variably make  an  examination  by  touch  when  pain  of  this  nature  is 
complained  of. 

On  bimanual  examination,  which,  in  a  suspected  case,  should 
be  as  gently  conducted  as  is  consistent  with  a  thorough  mapping  out 
of  the  pelvic  contents,  a  soft,  elastic,  semifluctuating  tumor  will  be 
found  in  the  region  of  the  tube,  on  one  or  other  side  of  the  fundus, 
corresponding,  in  size,  to  the  development  of  the  ovum.  This  mass 
is  quite  evidently  cystic  to  the  educated  touch  and  is  usually  mpre 
tender  than  any  other  cystic  tumor  with  which  it  can  be  confounded. 
The  cervix  will  present  the  softening  peculiar  to  pregnancy,  but  the 
uterus  will  be  found  to  be  smaller  than  it  should  be  at  a  correspond- 
ing period  of  normal  pregnancy. 
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Such  are  the  presumptive  signs  of  a  tubal  pregnancy  prior  to 
rupture.     Though  abdominal  sections  have  been  performed   on  the 
strength  of  diagnoses  so  arrived  at,  and  the  condition  at  times  veri- 
fied, there  is  grave  reason  to  doubt  that  the  diagnosis  can  be  suffi- 
ciently certain  before  operation  to  warrant  so  extreme  a  measure. 
Indeed,  cases  have  been  recently  reported  where  the  finding  of  slight 
traces  of  bloody  serum  near  the  tube  was  accepted  by  the  operator 
as  justifying  the  operation,  even  when  no  other  evidence  of  the  ovum 
could  be  found.     Fortunately,  these  views  were  combated  at  a  meet- 
ing of  the  New  York  Obstetrical  Society  by  Dr.  A.  Palmer  Dudley,^ 
who  explained  that  similar  conditions  had  been  found  by  him  in 
operations  during  menstruation  in  the  absence  of  any  kind  of  preg- 
nancy.    The  gravity  of  the  conclusions  that  lead  a  surgeon  to  per- 
form a  dangerous  operation  resulting  inevitably  in  castration  on  a 
young  wife  of  a  few  weeks  or  months  is  by  no  means  slight,  and 
when  this  grave  risk  and  abhorrent  results  are  deliberately  preferred 
to  electric  treatment,  with  the  abundant  testimony  in  its  favor  at 
this  stage  of  the  disease,  the  conduct  of  the  surgeon  should  meet  with 
condemnation  by  all  thoughtful  physicians.     And  this  may  even  be 
said  of  a  case  where  the  presumptive  evidence  of  an  unruptured  tubal 
pregnancy  is  very  strong,  as  there  is,  at  this  stage,  no  reason  whatever 
why  complete  absorption  should  not  follow  electric  feticide,  permitting 
the  tube  even,  and  surely  the  ovary,  to  be  subsequently  brought  into  a 
healthy  condition  under  vaginal  applications. 

There  is,  on  the  contrary,  no  contra-indication  to  electricity 
whether  the  diagnosis  be  certain  or  uncertain.  If  it  is  a  case  of 
tubal  pregnancy  it  may  be  cured  in  this  way.  If  it  be  not,  no  harm 
is  done  by  the  treatment,  which  may  even  be  equally  adapted  to  the 
actual  diseases  present,  such  as  a  salpingitis  with  exudation,  or  a 
nonpurulent  enlargement  of  the  ovary.  Both  of  these  conditions  are, 
in  fact,  relieved  with  such  certainty  by  vagino-abdominal  constant 
and  induced  currents  as  frequently  to  leave  the  physician  in  doubt 
as  to  the  true  nature  of  the  disease ;  but  surely  no  sane  woman  would 
wish  an  abdominal  section  to  satisfy  a  scientific  inquiry  of  no  con- 
cern to  her.  Diagnostic  uncertainty  can  surely  be  borne  in  connection 
with  the  advantage  of  restored  health,  plus  the  retention  of  important 
functions,  when  wisdom  is  purchased  at  such  a  cost. 


*New  York  Gynecological  and  Obstetrical  Journal,  page  109,  July,  1896. 
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Diagnosis  of  Tubal  Pregnancy  At  and  After  Rupture, — After 
rupture  of  the  sac  has  occurred  the  diagnosis  is  far  easier  to  make 
than  before.  A  sharp,  agonizing  pain  in  the  pelvis,  accompanied  by 
more  or  less  collapse, — anxious  expression,  fainting,  cold  and  pallid 
skin  bedewed  with  a  cold  perspiration,  and  a  rapid  and  feeble  pulse, 
becoming  imperceptible, — ^betokens  a  rupture  into  the  peritoneal  cav- 
ity if  an  antecedent  history  of  presumptive  pregnancy  can  be  obtained 
and  the  pelvic  examination  coincides.  The  physical  signs  of  intra- 
peritoneal rupture  obtainable  by  touch  are  not  so  well  marked  as 
when  the  rupture  is  into  the  broad  ligament.  The  mass  at  one  side 
of  the  uterus  is  boggy  and  usually  less  in  size  than  previous  to  rupture. 
When  the  rupture  is  into  the  broad  ligament  a  tense,  exceedingly  pain- 
ful tumor  is  found  on  one  side  of  the  uterus,  usually  pressing  the  latter 
to  the  opposite  side  of  the  pelvis. 

To  determine  whether  the  case  is  suitable  for  electricity  or  must 
be  at  once  consigned  to  surgery  it  is  important  to  distinguish  be- 
tween a  rupture  into  the  peritoneal  cavity  or  into  the  broad  liga- 
ment. The  former  produces  the  more  profound  shock  and  collapse, 
and  on  vaginal  examination  a  less  prominent  tumor  is  found.  The 
latter  is  accompanied  by  less  shock  and  presents  a  more  rounded, 
tense,  and  prominent  tumor.  In  either  case  a  flow  from  the  uterus 
may  exist,  simulating  abortion,  from  which  it  is  to  be  distinguished 
by  the  smaller  size  of  the  uterus,  the  possibility  of,  at  times,  making 
out  a  sulcus  between  the  tumor  and  the  fundus,  and  finally  by  find- 
ing the  uterus  empty  should  it  be  thought  necessary  to  sound  it. 
Additional  causes  of  error  are  confounding  it  with  rupture  of  another 
viscus,  hematocele  or  hematoma  from  other  causes,  or  a  violent  attack 
of  hysteria. 

Should  the  condition  of  the  patient  indicate  that  the  haemor- 
rhage is  into  the  abdominal  cavity  instead  of  merely  within  the 
layers  of  the  broad  ligament  no  time  should  be  lost  in  having  the 
abdomen  opened  and  the  bleeding  points  tied  by  a  competent  ab- 
dominal surgeon.  The  whole  question  of  the  use  of  electricity  before 
the  fourth  month  hinges,  therefore,  on  the  presence  of  free  bleeding 
into  the  abdomen.  After  the  fourth  month  electricity  cannot  be  said 
to  have  a  curative  place  in  the  treatment. 

Electric  Treatment, — As  before  remarked,  the  purposes  of  the 
electric  treatment  are  twofold :  to  kill  the  fetus  and  to  cause  its 
absorption.     To  accomplish  the  former  powerful   currents   are  re- 
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quired,  which  should  always  be  turned  on  gradually  with  the  con- 
troller, and  in  the  case  of  the  constant  current  it  is  best  to  employ 
polar  alternatives,  the  internal  electrode  being  alternately  positive 
and  negative.  The  current  should  be  turned  on  gradually,  held  for 
two  minutes,  turned  off  gradually,  the  polarity  reversed  without 
removing  the  electrode,  and  the  procedure  repeated  with  the  current 
in  the  opposite  direction.  The  ordinary  vagino-abdominal  method 
(page  67)  is  employed,  a  cotton-covered  vaginal  electrode  being 
pressed  against  the  tumor  in  the  vagina,  with  a  large,  moiety  clay 
pad  or  other  efficient  dispersing  electrode  on  the  abdomen.  Induced 
currents,  which  should  preferably  be  the  primary  of  a  powerful  coil, 
are  thought  to  be  best  by  some,  and  it  is  therefore  wisest  to  use 
both  currents,  one  after  the  other,  at  least  once  daily  until  the  sac 
shrinks  and  becomes  less  tender.  The  same  treatment  should  then 
be  continued  at  greater  intervals  and  less  dosage  until  absorption 
seems  well  under  way. 

The  constant  current  dosage  should  be  from  100  to  150  milliam- 
p^res  and  the  induction  to  the  point  of  endurance,  all  possibility  of 
shocks  being  eliminated,  particularly  if  rupture  into  the  broad  liga- 
ment has  occurred. 

Dr.  A.  Brothers,  of  New  York,  has  made  a  careful  statistical 
study  of  tlie  cases  reported  in  medical  literature,  and  his  paper* 
on  the  subject  deserves  to  be  quoted  in  full  as  presented  to  the  Amer- 
ican Electro-Therapeutic  Association  in  September,  1893: — 

First  employed  in  Italy  by  Bachetti  in  1853,  and  later  by  Braxton  Hicks 
in  England  in  1866,  the  electric  method  of  treating  ectopic  gestation  was  first 
resorted  to  on  this  side  of  the  Atlantic  by  Allen,  of  Philadelphia,  In  IftSO, 
and  has  since  remained  almost  a  purely  American  plan  of  treatment.  In  the 
paper  which  I  wrote,  five  years  ago,  for  The  American  Journal  of  Ohstetrioit 
(May,  1888)  I  collected  statistics  of  43  cases  treated  by  electricity,  with  1 
death.  In  a  paper  published  two  years  later,  on  the  "Subsequent  Behavior 
of  Cases  Treated  by  Electricity,"*  I  found  that  the  25  cases  which  I  had  been 
able  to  trace  were  doing  well  after  a  lapse  of  from  one  to  eight  years,  and 
that  none  of  them  had  been  compelled  to  undergo  secondary  operationa 
^fany  of  these  patients  still  carried  traces  of  the  old  trouble,  but  without  per- 
ceptible inconvenience. 


*  "Present  Position  of  the  Electric  Treatment  of  Extra-uterine  Preg- 
nancy/' "Transactions  of  the  American  Electro-Therapeutic  Association,"  page 
170,  1893. 

*The  American  Journal  of  Obstetrics,  1890,  Volume  xxiii,  page  113, 
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Within  the  last  few  years  the  epidemic  of  laparotomy  fever  which 
originated  in  Europe  has  infected  our  shores  and  spread  over  our  continent 
to  such  an  extent  as  temporarily  to  displace  this  treatment  from  the  position 
it  properly  deserves.  As  a  result,  the  literature  of  the  past  few  years  shows 
a  smaller  number  of  cases  published  than  we  should  expect  from  the  past  suc- 
cess of  this  treatment,  although  a  small  band  of  able  practitioners  continue 
to  adhere  to  their  convictions  and  employ  it,  under  judicious  restrictions, 
wherever  it  is  properly  indicated. 

To  bring  this  subject  doi^n  to  the  present  I  have  reviewed  the  literature 
at  my  command,  and  am  thus  enabled  to  present  the  table  on  pages  284 
and  285. 

I  have  therefore  been  able  to  find  records  of  85  cases  of  extra-uterine 
pregnancy  in  which  electricity  was  employed  to  destroy  the  fetus.  I  do  not 
re^rd  this  as  a  complete  list,  for  some  cases  have  been  overlooked  and 
others  have  not  been  published.  It  is  sufficient,  however,  to  show  that  the 
method  has  been  pretty  extensively  employed. 

In  2  cases  (Nos.  60  and  61)  the  treatment  apparently  failed  in  the  hands 
of  very  able  men  (Coe  and  Wenning),  but  subsequent  laparotomy  showed  the 
diagnosis  to  have  been  faulty,  for  in  both  cases  the  gestation  was  intra- 
uterine. Coe  saved  his  patient  after  she  aborted,  but  Wenning,  who  had  re- 
sorted also  to  aspiration,  was  unfortunate  in  losing  his.  In  Case  81,  that 
of  Lewis,  electricity  was  discarded  and  abdominal  section  performed,  result- 
ing in  recovery.*  In  one  of  Blackwood's  cases  the  extra-uterine  mass  had 
shrunk  two  years  later  to  one-half  its  original  size,  and  he  was  in  favor  of 
galvanism  to  further  its  absorption.  The  patient,  however,  was  advised  by 
a  specialist  to  submit  to  laparotomy,  from  which  she  died.  In  none  of  these 
cases  can  the  electric  treatment  be  accused  of  having  done  any  harm. 

Collapse  during  the  administration  of  the  current  has  occurred  in  the 
cases  of  Mundd  (23),  Janvrin  (34),  and  Coe  (54);  but  only  1  case — that  of 
Janvrin  (34) — proved  fatal.  In  2  of  Blackwood's  cases  (70  and  71)  the  symp- 
toms of  internal  hemorrhage  due  to  partial  rupture — shock,  faintness,  de- 
bility, etc., — were  present,  but  the  doctor  writes  me  that  the  cases  made 
favorable  recoveries. 

Aspiration  was  resorted  to  in  3  cases  in  connection  with  electricity  by 
Braxton  Hicks  (2),  Lusk  (30),  and  Wenning  (61).  Hicks  and  Wenning  lost 
their  patients, — the  latter  supplementing  the  procedure  by  laparotomy, — ^but 
Lusk  saved  his  case  after  assisting  the  discharge  of  the  fetus  through  a 
vaginal  rent. 

The  fetus  was  displaced  from  the  tube  into  the  uterine  cavity  in  6 
cases, — those  of  McBumey  (6),  Ganigues  (29),  B'ackwood  (74),  Grandin 
(83),  and  Carriker  (84). 


*  The  cause  for  discarding  electricity  in  Lewis's  patient  was  a  fear  that 
the  case  was  a  normal  pregnancy.  There  was  no  need  of  the  subsequent  lapa- 
rotomy, as  absorption  of  the  fetus  was  partially  complete. — G.  B.  M. 
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The  case  of  Landis  (5  and  11)  is  unique  in  that  the  same  patient  suf- 
fered twice  from  extra-uterine  pregnancy,  but  was  in  each  instance  sueceas- 
fully  treated  by  electricity. 

In  Westcott's  case  (17)  the  extra-uterine  pregnancy  was  associated  with 
normal  pregnancy,  which  was  not  disturbed  by  the  treatment,  and  Bierwirth's 
patient  (52)  was  suffering  from  typhoid  fever  while  undergoing  the  same 
treatment. 

The  fetus  was  expelled  through  vaginal  or  rectal  rents  in  4  cases,: — those 
of  Lusk  (30),  Chadwick  (39),  and  Blackwood  (72  and  73).  These  patients 
ultimately  recovered. 

Only  1  death — that  of  Janvrin's  patient  (S4) — has  occurred  in  78  cases 
in  which  electricity  teas  employed  without  puncture,  and  in  this  case  there 
were  marked  symptoms  of  hemorrhage  previous  to  the  resort  to  electricity. 

The  nature  of  the  current  used  has  varied.  In  27  cases  the  induction  cur- 
rent was  used,  in  25  cases  the  constant,  cither  current  (not  stated)  in  9  cases. 
both  currents  successfully  in  16  cases,  galvano-puncture  in  7  cases  and  static 
electricity  in  1  case. 

Of  the  7  cases  treated  by  electro-puncture,  there  were  5  recoveries  and 
2  deaths.  This  proves  electro- puncture  to  be  a  very  dangerous  method,  the 
bad  results  being  undoubtedly  due  to  the  puncture  and  not  to  the  current. 
Similar  bad  results  have  followed  the  use  of  simple  puncture  with  aspiration 
or  followed  by  the  injection  of  drugs.  In  my  first  paper  I  referred  to  14 
cases  of  failure  or  death  after  the  use  of  simple  tapping  or  injection  of  driigs. 

Although  the  electric  treatment  has  been  cliiefly  employed  in  our  own 
country,  my  table  shows  the  interesting  fact  that  it  has  also  been  used  5 
times  in  Russia,  5  times  in  England,  and  1  time  in  Italy,  Canada,  Germany, 
France,  and  Australia. 

It  may  be  interesting  to  quote,  at  this  point,  the  most  recent  views  of 
many  of  the  best  authorities  regarding  this  plan  of  treament.  Playfair'  says: 
"This  practice  is  perfectly  safe,  and  there  can  be  no  rational  objection  to 
its  being  tried."  Lusk'  says:  "The  danger  which  threatens  the  life  of  the 
patient  is  often  imminent,  and  assistance  from  afar  is  not  always  easy  to  ob- 
tain. Under  these  conditions  the  indication  for  treatment  is  plainly  the 
adoption  of  measures  to  destroy  the  life  of  the  fetus,  and  thus,  by  arresting 
the  growth  of  the  ovum,  to  diminish  the  chances  of  rupture  and  hemor- 
rhage." In  a  personal  interview  with  Professor  Lusk  he  stated  that  he  was 
as  much  interested  in  the  electric  treatment  as  ever,  but  lately  had  met 
cases  in  which  hemorrhage  had  already  occurred  and  which  required  operative 
interference.  He  was  perfectly  convinced  of  the  eflScacy  of  electric  treatment 
in  suitable  cases,  and  was  perfectly  sure  that  in  the  cases  in  which  he  had 
successfully  resorted  to  it  there  was  no  possibility  of  a  mistake  in  diagnosis. 

Prof.  T.  G.  Thomas,  early  in  the  summer  (of  1893),  also  stated  that  he 
was  as  firm  a  believer  in  the  treatment  of  these  cases  by  electricity  as  ever. 

*"A  treatise  on  the  Science  and  Practice  of  Midwifery,"  London,  1889. 
•  "The  Science  and  Art  of  Midwifery,"  New  York.  1892. 
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In  Thomas  and  Mund6  on  "Diseases  of  Women"  (Philadelphia,  1891)  it  is 
stated:  "At  one  extreme  stand  able  and  conservatiye  practitioners,  who  ap- 
pear to  favor  the  position  that,  as  a  very  general  rule,  we  should  stand 
calmly  by  with  folded  arms  and  accept  without  effort  or  resistance  the  ter- 
rible chances  of  death  which  attend  these  cases.  At  the  other  we  see  en- 
thusiastic ones,  with  strong  surgical  proclivities,  who  would  apparently  resort 
to  laparotomy  in  every  case  in  which  diagnosis  is  possible.  On  a  middle 
ground,  one  lying  between  these  extremes,  the  truly  conservative  surgeon 
will  find  his  appropriate  position." 

Although  Pozzi  in  his  "Treatise  on  Gynecology"  (American  edition,  1892) 
condemns  the  use  of  electricity,  the  able  editor  of  this  work  (B.  H.  Wells), 
quoting  B3rford,  says:  "If  we  have  a  case  of  extra-uterine  pregnancy  in  the 
early  months  it  is  safe  to  destroy  the  fetus  by  electricity  and  keep  the 
patient  in  bed  until  absorption  has  noticeably  commenced.  If  profuse,  re- 
peated hemorrhages  occur,  it  is  safer  to  operate  at  once." 

Parvin*  says:  "Throwing  aside  all  doubtful  cases,  there  remains  a 
strong  alignment  from  actual  experience  in  favor  of  the  treatment  of  ectopic 
gestation,  prior  to  the  rupture  of  the  fetal  cyst,  by  electricity." 

The  works  on  electricity  in  its  relation  to  gynecology  by  A.  H.  Goelet' 
and  Grandin  and  Gunning*  are  likewise  strongly  in  favor  of  the  employment 
of  electricity  in  the  treatment  of  early  cases  of  ectopic  gestation.  Byford, 
Mann,  Skene,  Wilson,  and  many  other  eminent  specialists  in  gynecology  have 
also  in  recent  times  expressed  themselves  in  favor  of  this  plan  of  treatment. 

The  Boston  Medical  Society,  at  its  meeting  held  on  November  12,  1892, 
received  the  report  of  the  chairman  of  a  committee  appointed  to  investigate 
the  present  condition  of  medical  opinion  with  regard  to  the  subject  of  extra- 
uterine pregnancy.*  The  report  reads:  "Immediate  celiotomy,  so  soon  as  the 
diagnosis  is  established,  is  then,  in  the  judgment  of  your  committee,  the 
only  treatment  which  should  be  considered  before  rupture  of  the  tube."  If 
the  gentlemen  of  this  committee  can  spare  the  time  to  review  the  facts  gath- 
ered in  this  paper,  they  may  charitably  allow  a  small  place,  at  least,  for  the 
treatment  of  some  of  these  cases  by  electricity.  The  fact  is,  in  spite  of  the 
highly  moral  position  taken  by  Lawson  Tait,  that  feticide  in  extra-uterine 
pregnancy  is  considered  justifiable  in  the  interests  of  the  mother  by  a  great 
many  practitioners.  It  is  also  a  fact,  which  this  paper  proves,  that,  beyond 
1  death  in  78  cases,  no  injury  has  ever  been  done  by  the  use  of  electricity,  and 
where  it  has  been  directly  abandoned  for  laparotomy  no  harm  was  done  by 
the  previous  treatment.  The  treatment  has  maintained  its  reputation  for 
harmlessness ;  and  although,  in  the  eyes  of  some,  it  has  been  dubbed  "ridicu- 


'"Science  and  Art  of  Obstetrics,"  Philadelphia,  1S90. 
■"The  Electro-therapeutics  of  Gynecology,"  Detroit,  1892. 
•"Practical  Treatise  on  Electricity  in  Gynecology,"  New  York,  1891. 
*E.  Reynolds,  Boston  Medical  and  Surgical  Journal,  January,  1893,  vol- 
ume cxxviii,  page  107. 
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lout"  and  ^'cowardly'"  and  the  product  of  ^Hgnorant  obstinacy,^  it  eoniiniiea 
to  assert  itself  as  a  simple,  innocent  procedure  which  has  its  own  proper 
sphere  of  usefulness. 

Dr.  Brothere's  list  is,  in  itself,  sufficient  to  establish  both  the 
possibility  of  electric  feticide  and  the  advisability  of  its  employment 
in  the  class  of  cases  recommended  in  this  chapter;  but,  when  con- 
sidering it  as  a  record  of  the  cases  of  this  nature,  we  should  remem- 
ber that  many  other  patients  have  been  cured  under  vaginal  electric 
applications  which  were  possibly  instances  of  extra-uterine  pregnancy, 
but  where  diagnosis  was  too  uncertain  to  permit  them  to  be  consci- 
entiously reported  as  instances  of  this  affection. 

Abortion. — From  what  has  been  said  in  the  preceding  paragraphs 
it  is  evident  that  in  electricity  we  have  a  feticide  of  positive  and 
definite  value  which,  when  applied  within  the  uterus,  is  certain  to 
arrest  the  life  of  the  embryo  in  those  cases  where  a  consultation 
determines  the  necessity  for  so  terminating  the  pregnancy.  The 
negative  pole  of  the  constant  current  is  preferable,  as  it  attracts 
moisture  by  anaphoresis  and  excites  flow,  the  current-strength  being 
from  30  to  75  milliamperes,  applied  on  a  carefully  asepticized  sound- 
shaped  electrode  insulated  beyond  the  internal  os.  Five  minutes  is 
a  sufficient  duration  every  other  day  for  a  week,  when  it  will  be 
found  that  the  ovum  is  so  reduced  in  size  and  detached  as  to  readily 
pass  away  with  but  moderate  uterine  contraction.  The  first  applica- 
tions are  best  made  with  the  elastic  instrument  (Fig.  32),  even  cotton- 
covered,  as  by  this  instrument  the  chances  of  puncturing  the  ovum 
are  diminished  and  the  likelihood  of  its  entire  expulsion  increased. 
A  few  induction  applications  subsequently  will  hasten  involution. 

Hyperemesis  Gravidarum. — Among  the  many  useful  remedies  for 
the  excessive  nausea  and  vomiting  of  pregnancy  none  is  more  certain 
than  the  application  of  a  fine-wire  induction  current  to  the  solar  plexus 
at  the  epigastric  region.  The  anode  should  be  placed  at  the  back  of 
the  neck  and  the  cathode,  or  negative  pole,  at  the  pit  of  the  stomach, 
carefully  avoiding  the  uterine  region.  The  special  value  of  this  pro- 
cedure, which  is  confined  to  fine-wire  currents,  is  the  direct  sedation 
produced  by  it,  though  certain  cases  require  instead  that  the  sympa- 
thetic nerves  in  this  situation  should  be  stimulated  by  constant  cur- 
rents of  from  15  to  30  milliamperes  applied  from  pads  placed  in  the 
same  position.    Either  of  these  procedures  is  likely  to  succeed  in  cases 
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■where  everything  else  fails,  rendering  the  induction  of  artificial  abor- 
tion unnecessary. 

Use  of  the  Induction  Current  in  labor. — This  is  a  subject  of  vast 
importance  to  tlie  pratticing  obstetrician,  for  Ly  this  much  neglected 
means  a  too  slow  labor  may  be  hastened,  atony  of  the  uterus  cor- 
rected, postpartum  hemorrhage  instantly  controlled,  and  involution 
80  hastened  by  a  few,  or  at  times  only  one,  application,  as  to  mate- 
rially lessen  the  lying-in  period. 

Suggestions  of  this  nature  were  made  a  number  of  years  ago 
by  Tripicr,  and  more  recently  by  Dr.  W,  T.  Baird,  of  Texas,  and 


Tip.  01.— Gaiffe's  I'ooket  Induction  llatlory.  Tlie  exciting  fluid 
ifl  made  in  a  ti-vr  nonicnts  from  Uaulphatr  of  nipn-uiy  cnnied  in  a 
iKiftIp  (K)  in  a  dry  Htutc.  ii  Kponnful  o[  wliich  is  to  be  oilded  1o  each 
of  the  cells  (Lf,  water  added,  and  the  zinc-i  rcplai'cd.  Any  clicup  dry- 
cell   iiidiii'tiuii  buttery  is  equally  eireetive  and  convenient. 

Dr.  II.  J.  Niinn,  of  Savannah,  (la.;  yet,  doubtless  owing  to  the  fact 
that  the  busy  accoucheur  has  no  battery  with  liim  in  the  lying-in 
chamber  and  if  he  sends  to  bis  office  for  it  finds  it  out  of  order, 
but  little  use  seems  to  have  lieen  made  of  these  suggestions.  Bearing 
in  mind  that  it  is  the  induction  current  only  that  is  of  service  at  this 
time,  the  romt'dy  for  tins  pnictical  difliculty  is  the  addition  to  the 
regular  contents  of  the  obstetric  bag  of  a  small  Gailfe  battery  (Fig. 
91),  which  is  inexpensive  and  always  ready  for  use,  for  the  solution 
enipli)yed  is  tnade  instiiiitly  by  the  addition  of  a  little  water  to  a 
spoonful  of  the  bisulpbate  of  luercury  carried  iti  the  batlcry-case.  A 
more  powerful  coil  is.  at  times,  of  >rreater  service,  hut,  as  the  pnn- 
cijial  obsti'tric  uses  of  the  induction  current  arc  duo  to  its  contractile 
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power,  the  primary  coil  of  the  Gaiffe  battery  should  be  emplo3^ed  and 
the  resistance  of  the  circuit  diminished  by  having  the  external  pole 
or  poles  increased  in  size  by  a  folded  towel  well  wetted  with  a  solu- 
tion of  table  salt.  It  should  not  be  overlooked,  also,  that  in  all  houses 
that  are  lighted  by  the  Westinghouse  alternating  system  (page  352), 
we  have  an  excellent  induction  current  at  hand  by  simply  unscrewing 
a  lamp  and  placing  a  Massey  or  Jewell  controller  in  circuit  with  the 
patient,  when  a  current  of  any  strength  is  obtainable  by  turning  the 
crank  to  a  point  that  gives  perceptible  results. 

Inertia  TTteri. — The  contracting  power  of  the  induction  current  is 
not  entirely  barred  by  the  presence  of  the  child  in  the  uterus,  for, 
if  the  usual  head  presentation  exists  and  inertia  of  the  uterus  occurs 
in  spite  of  a  well-dilated  cervix,  we  may  apply  the  electrodes  (either 
ordinary  disk-electrodes  or,  preferably,  pads  about  the  size  of  the 
palm  of  the  hand)  on  either  side  of  the  fundus  near  the  navel,  and 
turn  the  current  on  forcibly  at  the  inception  of  each  pain,  or  about 
the  time  the  pain  should  appear,  turning  it  off  at  each  intermission 
and  repeating  the  procedure  regularly  for  a  time.  This  will  not  en- 
danger the  heart  or  respiration  of  the  child,  being  too  far  from  these 
vital  organs,  and  will  usually  soon  produce  such  vigorous  contractions 
that  the  forceps  may  be  left  untouched  while  time  is  saved  to  the 
physician  and  much  suffering  saved  to  the  patient.  My  own  limited 
experience  agrees  with  the  statement  of  Dr.  Baird,  that  the  turning 
on  of  the  current  synchronously  with  the  pains  very  materially  lessens 
the  suffering  of  the  patient,  even  in  normal  labor,  while  at  the  same 
time  the  expulsive  forces  are  re-enforced. 

Fostpartnm  Hemorrhage. — When  this  alarming  accident  is  due 
to  inertia  of  the  uterus,  which  fails  to  contract  properly  and  promptly 
after  delivery  of  the  placenta,  there  is  nothing  equal  in  immediate  and 
thorough  results  to  the  primary  or  coarse-wire  induction  current  ap- 
plied with  a  bipolar  electrode  within  the  uterus  or  a  single  active  pole 
in  that  situation  and  the  other  on  the  abdomen.  The  bipolar  electrode 
(page  77)  should  be  of  the  kind  capable  of  thorough  asepsis,  pref- 
erably in  the  flame  of  the  alcohol  lamp,  and  the  monopolar  electrode 
should  be  blunt  and  properly  insulated  and  asepticized.  In  an  emer- 
gency where  such  instruments  are  inaccessible  an  intra-uterine  elec- 
trode may  be  improvised  for  so  large  a  cavity  from  a  piece  of  wire 
about  a  yard  long  and  a  piece  of  rubber  tubing  a  foot  or  eighteen 
inches  long,  in  the  following  manner: — 


RECENT  SUBINVOLUTION.  291 

Bare  a  considerable  portion  of  the  wire,  if  covered,  and  bend 
this  end  in  a  long  loop;  twist  and  fold  the  end  of  the  loop  into  a 
ball  that  will  project  beyond  the  end  of  the  rubber  tube  when  it  is 
passed  through  it,  one  end  of  the  wire  remaining  within  the  tube 
and  the  other  end  being  brought  out  at  the  opposite  end  of  the  tube 
and  twisted  around  the  tip  of  a  conducting-cord,  to  make  connection. 
The  whole  should  now  be  immersed  in  boiling  water  for  a  few  mo- 
ments to  insure  cleanliness,  after  which  the  knobbed  end  may  be 
inserted  into  the  cavity  and  the  instrument  connected  with  one  cord 
of  the  battery.  The  other  electrode  is  placed  on  the  abdomen  and, 
if  only  an  ordinary  disk-electrode,  may  be  increased  in  size  by  putting 
a  folded  napkin  beneath  it,  well  wetted  with  salt  water.  The  induction 
current  only  is  to  be  applied  in  this  way. 

Recent  Subinvolution. — This  subject  has  been  treated  of  else- 
where (page  122),  but  it  should  be  said,  in  this  place,  that  subin- 
volution of  the  first  or  second  month  should  be  treated  by  the  induction 
or  alternating  current,  preferably  bipolar,  though  monopolar  intra- 
uterine applications  of  either  of  these  currents  will  check  hemor- 
rhage, hasten  involution,  and  not  only  permit  a  prompt  getting-up, 
but  avert  later  consequences  in  the  shape  of  invitations  to  catarrhal 
invasions  that  so  often  supervene  on  this  condition. 


CHAPTER  XXIL 

Benign   Affections  of  the  Urethra,  Bladder,   Kectum,   and 

Sigmoid  Flexure. 

diseases  of  the  urethra  and  bi^\dder. 

Caruncle. — This  little  tumor  of  the  urethral  orifice,  which  often 
gives  pain  and  discomfort  out  of  all  proportion  to  its  size,  may  be 
eradicated  by  several  electric  methods,  after  it  has  been  temporarily 
anesthetized  by  the  cataphoric  api)lication  of  a  cocaine  sohitioii.  The 
cocaine  should  be  applied  on  a  cotton  pledget  saturated  with  the 
solution  and  held  on  the  part  by  a  carbon  or  platinum  electrode 
positive,  with  from  5  to  15  milliamprres  for  some  minutes,  the  nega- 
tive indifferent  pad  being  on  the  abdomen.  If  the  growth  is  pedun- 
culated the  galvano-cautery  loop  may  then  be  pasi^ed  over  it  and  the 
heat  turned  on  as  it  is  tightened.  A  sessile  growth  is  best  destroyed 
by  negative  pmicture,  followed,  at  the  same  sitting,  by  a  small,  positive 
zinc-amalgam  electrode  pressed  into  the  opening  thus  made;  from  10 
to  15  milliampcrcs  will  be  suflicicnt. 

Stricture  or  Ulcerations  of  the  Urethra.  —  The  treatment  of 
strictures  or  ulcerations  of  the  female  urethra  is  as  successfully  ac- 
complished as  in  the  male  and  much  more  readily  managed.      The 
negative  pole  is,  of  course,  necessarily  the  active  one,  as  we  wish  a 
relaxing  and  softening  effect,  the  electrode  being  the  same   as   em- 
ployed in  the  anterior  urethra  in  males,  having  a  straight  shank  with 
bulbs  of  different  sizes.    When  not  provided  with  these  the  phvsician 
may  use  the  long-shanked  zinc-amalgam  electrodes  designed  for  intra- 
uterine application  (Fig.  33),  the  smallest  size  being  usually  appro- 
priate.   When  the  latter  are  used  they  are  best  lubricated  by  mercury 
but  not  for  cataphoresis,  since  the  negative  pole  is  imperatively  neces- 
sary for  dilatation,  and,  like  all  other  electrodes  to  be  inserted  within 
the  urethra,  should  be  scrupulously  cleaned,  preferably  fire-cleansed 
before   insertion.      Four  or   5   milliamperes   is   a  sufficient   current- 
strength,  the  current  being  turned  on  when  the  stricture  is  reached 
the  operator  gently  pressing  the  instrument  forward  until  it  passes 
the  contracted  portion,  then  re-engaging  it  from  behind.     The  pro- 

(en?) 
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cedure  should  be  repeated  every  five  to  seven  days  until  a  cure  is 
accomplished. 

Ulcerations  of  the  urethra  are  best  treated  (as  ulcerations  else- 
where) by  positive  zinc-amalgam  cataphoresis,  very  small  currents  of 
3  or  4  milliamperes  being  sufficient. 

Neuroses  of  the  Urethra  and  Vulva. — Incontinence  of  urine  in 
tlie  adult  may  be  corrected  by  a  urethro-abdominal  or  urethro-sacral 
application  of  tlie  primary  induction  current,  turned  on  in  the  swelling 
method  for  from  two  to  five  minutes  daily  or  every  other  day.  In 
young  girls  or  children  the  same  results  can  be  attained  usually  by 
external  pubo-sacral  applications  of  the  same  current  with  ordinary 
disk-electrodes. 

The  treatment  of  painful  or  pruriginous  affections  of  the  vulva, 
urethra,  or  bladder — such  as  pruritus  vulvce,  vaginismus,  etc. — is  by 
no  means  so  simple,  though  often  yielding  the  best  results.  We  must 
here  search  for  an  organic  or  constitutional  basis  for  the  symptoms, 
such  as  erosions,  lithemia,  toxemia,  or  kidney  disease,  to  be  corrected 
simultaneously  with  the  appropriate  local  application.  It  needs 
scarcely  to  be  said  that  we  employ  the  high-tension  induced  current 
for  a  mere  neurosis,  having  in  view  its  anesthetic  effect.  If  this  be 
ineffective  a  weak  solution  of  cocaine  may  be  cataphorically  driven  in 
from  a  covered  carbon  electrode  by  a  few  milliamperes,  the  active 
electrode  being  positive. 

For  neuralgia  of  any  portion  of  the  pelvis  a  vaginal  bipolar  in- 
duction current  is  usually  effective  with  the  high-tension  coil. 

Atony  of  the  Bladder. — Contractile  and  tonic  effects  may  be 
readily  produced  in  the  functionally  weakened  bladder  by  including 
the  organ  between  the  poles  of  a  vagino-abdominal  application  of 
either  current.  A  quickened  micturition  is,  in  fact,  frequently  noticed 
by  patients  undergoing  this  method  for  other  purposes.  In  the  pa- 
ralysis from  long  distension,  as  in  cases  of  chronic  cystitis,  particu- 
larly when  fatty  degeneration  of  the  muscular  coats  of  the  organ  is 
suspected,  intravesical  applications  of  the  primary  induction  current 
should  be  made,  and,  if  vesical  irrigation  of  antiseptic  fluids  be  prac- 
ticed, the  current  should  be  applied  simultaneously  by  the  swelling 
method  while  the  bladder  is  ejecting  the  liquid.  This  may  be  done 
by  attaching  a  twisted-wire  socket  for  connection  with  the  battery 
to  an  ordinary  silver  catheter,  insulating  all  but  the  tip  with  fused 
shellac,  and  employing  it  as  an  electrode.     While  the  liquid  is  re- 
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gurgitating  the  current  will  increase  ite  force  perceptibly,  thua  caus- 
ing contraction  of  the  bladder  onder  the  most  favorable  conditfons. 
The  irrigation  is  the  only  element  of  this  application  requiring  spe- 
cial discrimination  as  to  frequency,  or  producing  possible  reactione 
from  OTfiruse, 

Cystoscopy. — In  order  that  tliis  subject  may  receive  die  moat 
thorough  and  practical  discussion,  the  author  has  requested  Dr. 
Harris  A.  Slocum,  Professor  of  Gynecology  at  the  Philadelphia  Poly- 
clinic, to  prepare  a  statement  which  will  include  the  fruits  of  hia  wide 
experience  in  the  examination  of  tlie  bladder  in  women : — 

Gynecologists  have,  for  some  time,  recognized  the  close  symptom- 
atic relation  of  disease?  of  the  uterus  and  its  appendages  with  those 
of  the  bladder  and  such  parts  of  the  ureter  and  urethra  as  are  in  close 
proximity  to  it.  This  is  probably  due  to  the  fact  that  the  viscera  of 
the  pelvic  cavity  are  supplied  by  the  hypogastric  plexus  of  the  sym- 
pathetic, situated  in  front  of  the  promontory  of  the  sacrum,  between 
the  two  common  iliac  arteries. 

It  may  be  noticed  that  the  three  principal  pelvic  organs  in  the 
female  have  a  similar  nerve-supply.  The  upper  portions  of  the  blad- 
der, uterus,  and  rectum  receive  a  nearly  pure  sympathetic  distribution 
from  the  ovarian  and  inferior  hypogastric  plexuses  of  the  sympathetic. 

Their  movements  are  unconsciously  performed  and  entirely  re- 
moved from  the  domination  of  the  will,  permitting,  in  the  bladder 
and  rectum,  automatic  adaption  to  varying  amounts  of  contents, 
their  retention  during  sleep,  etc, ;  in  a  measure,  this  view  also  applies 
to  the  uterus  when  that  organ  is  engaged  in  gestation,  the  sole  object 
of  its  existence. 

The  outlets  of  these  organs  have  a  large  proportion  of  insulated, 
spinal  nerve-fibers.  The  s]>hincter  ani  receive  filaments  from  the 
hemorrhoidal  branch  of  the  fourth  sacral,  the  bladder  and  urethra 
being  supplied  from  tlie  third  and  fourth  sacral,  and  the  cervix  the 
same.  These  introduce  the  elements  of  control  or  inhibition  to  the 
exit  of  each  excretory  organ  (parturition  is  a  modified  excretion),  more 
marked  in  the  bladder  and  rectum,  while  evidently  not  at  all  volitional 
in  the  cervix. 

The  inhibitory  function  of  the  spinal  element  in  the  uterus  is 
exerted,  as  before  indicated,  in  the  resistance  offered  by  the  cervix  to 
the  rhythmic  contrncfions  of  the  uterine  muscle  during  gestation,  and 
is  probably  t!ie  chii-f  reason  for  their  prL-sonrc  in  that  part  of  the 
organ. 
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It  is  the  intimate  relation  of  the  nervous  and  vascular  supply  of 
the  pelvic  tissues  that  contributes  mainly  to  their  close  symptomatic 
relationship,  the  rectum,  as  well  as  the  bladder,  frequently  requiring 
investigation  in  seeking  the  cause  for  symptoms  apparently  uterine. 

The  purpose  of  this  contribution  is  to  give  a  brief  description  of 
the  ordinary  methods  of  examining  the  bladder  as  applied  to  office 
practice,  and  will  not  deal  with  diagnosis  or  treatment. 

Two  methods  of  investigation  are  available:  the  indirect  and 
the  direct.  In  the  former  the  view  of  the  bladder  is  obtained  through 
Xitze  and  Leiter's  cystoscope,  which  consists  of  an  angled  tube  resem- 
bling a  urethral  sound,  about  twenty-one  millimeters  in  circumfer- 
ence. The  tip  of  the  instrument  contains  a  tiny  electric  light  behind 
a  window  of  quartz.  At  the  recedent  angle  within  the  tube  is  a  prism 
so  placed  that  the  rays  received  from  the  bladder-wall  are  reflected 
through  a  telescope  to  the  eye  of  the  examiner.  After  connecting 
the  rheophores,  contact  is  made  and  broken  by  means  of  a  milled 
Kcrew  placed  conveniently  to  the  forefinger. 

Several  modifications  of  this  instrument  have  been  devised, 
among  which  may  be  mentioned  that  of  Skene's,  in  which  a  ureteral 
catheter  may  be  used  and  the  ureters  catheterized  while  under  in- 
spection. 

In  examining  the  bladder  by  this  method,  with  the  patient  in 
the  dorsal  position,  its  interior  is  cleansed  of  mucus,  pus,  or  blood 
if  present,  and  filled  with  a  warm,  weak  boric-acid  solution,  using  a 
four-ounce  glass  or  hard-rubber  funnel,  two  feet  of  rubber  tubing 
connected  by  a  glass  tube  two  inches  in  length  with  the  catheter  to 
be  used.  From  four  to  eight  ounces  are  necessary,  according  to  the 
capacity  of  the  bladder. 

It  requires  a  certain  amount  of  experience  with  this  instrument 
to  obtain  a  correct  impression  of  what  is  seen.  The  appearance  of 
the  area  inspected  varies  with  the  distance  of  the  prism  from  the 
bladder-wall.  At  5  millimeters  it  is  magnified  to  nearly  twice  the 
normal  size;  at  20  millimeters  it  is  less  than  normal,  while  at  15  mil- 
limeters the  view  obtained  about  represents  the  true  size  of  lesions 
as  they  exist.  This  distance  is  approximately  secured  by  allowing 
the  tip  to  touch  the  bladder-wall,  and  then  withdrawing  just  suf- 
ficiently to  clear  it.  Contact  between  instrument  and  bladder  should 
otherwise  be  avoided,  as  the  heat  generated  after  three  to  five  minutes' 
use  is  sufficient  to  bum  painfully,  and  might  give  rise  to  a  cystitis  that 
had  not  previously  existed. 
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Rather  than  continue  a  long,  uninterrupted  examination,  it  is 
far  safer  to  shut  off  the  current  for  half  a  minute  after  three  to  five 
minutes'  use,  and  allow  the  instrument  to  cool. 

The  second,  or  direct  method — described  by  Pawlik  and  Kell3' — 
is  far  more  satisfactory  in  examining  the  bladder  in  the  female.  The 
speculum  is  a  straight,  metallic  tube  nearly  10  centimeters  in  length, 
made  in  sizes  of  from  5  millimeters  to  21  millimeters  in  diameter, 
with  a  flaring  proximal  extremity,  a  handle  placed  at  an  obtuse  angle, 
and  an  obturator,  snugly  fitted,  to  facilitate  introduction. 

When  necessary,  the  urethra  is  dilated  with  Kelly^s  steel  urethral 
dilators  or  his  calibrator:    a  spherically  handled  metallic    cone   7.7 


Fiff.  ft2. — Cystoscope  of  J.  Howard  Kelly. 

centimeters  in  length,  4  millimeters  in  diameter  near  the  apex  and  16 
millimeters  at  the  base,  and  graduated  at  each  2-millimeter  increase 
in  diameter.  '  For  office  use  or  ordinary  examination  the  9-millimeter 
and  10-millimeter  sizes  are  sufficient.  The  bladder-wall  is  easily  ex- 
amined through  them,  and  they  rarely  require  a  preliminary  dilatation. 

Other  instruments  required  are:  one  or  two  urethral  catheters, 
an  aluminium  applicator,  and  an  appliance  for  removing  accumulating 
urine. 

One  of  three  positions  may  be  chosen  in  which  to  place  the 
patient:  Sims's  position;  the  dorsal,  with  extreme  elevation  of  the 
hips,  and  flexion  of  thighs  and  legs;  and  the  knee-chest  position. 
The  latter  is  generally  to  be  preferred;  it  is  quickly  attained  and 
permits  the  maximum  of  expansion. 
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Corset?,  bands,  and  all  sources  of  constriction  must  be  loosened, 
and  the  patient  instructed  to  breathe  freely  and  gently,  not  forcing 
the  air  from  the  lungs. 

The  bladder  shoul^  be  thoroughly  emptied  before  introducing 
the  speculum,  and  voluntary  voiding  generally  clears  it  of  all  fluid. 

After  having  observed  the  preliminary  instructions  regarding  the 
clothing,  the  light  from  the  head-mirror  is  thrown  upon  the  urethral 
opening,  and  the  speculum,  warmed  and  oiled,  is  gently  inserted  in 
the  meatus.  Bear  in  mind  the  slight  curve  to  the  urethra,  and  begin 
the  operation  by  having  the  handle  slightly  depressed  and  the*  beak 
pointing  a  degree  upward.  When  it  has  penetrated  for  about  an  inch 
or  an  inch  and  a  half,  raise  the  handle  half  an  inch  to  bring  the  instru- 
ment in  the  line  of  the  canal  and  continue  the  introduction.  If  care 
and  great  gentleness  are  observed,  the  operation,  in  the  majority  of 
cases,  with  No.  6  speculum,  is  almost  painless.    The  average  time  con- 


Fig.  93. — Urethral  Calibrator, 

sumed  is  one  and  a  half  minutes.  It  must  be  done  slowly,  especially 
in  office-work,  where  the  patient  at  once  goes  from  the  house  to  the 
street. 

The  greatest  amount  of  resistance  will  be  met  just  before  the 
beak  enters  the  bladder,  and  it  is  just  here  that  the  patient  may  first 
complain  of  pain.  The  amount  of  pressure  used  is  hard  to  estimate, 
but  is  probably  two  ounces,  and  this,  with  an  occasional  rotary  move- 
ment, is  sufficient  to  allow  of  the  insertion  of  the  speculum  into  a 
bladder  that  is  tender  and  irritable  from  chronic  inflammation,  with 
a  minimum  amount  of  pain  at  the  time,  and  safety  for  the  patient 
after  she  has  left  the  office. 

The  examination  may  now  be  begun,  bearing  in  mind  that,  in 
the  majority  of  inflammatory  cases,  the  lesions  will  be  found  on  or 
near  the  floor  of  the  bladder  (the  uppermost  portion  when  in  the 
genu-pectoral  position).  Two  favorite  spots  where  inflammatory 
areas  are  apt  to  be  found  are  directly  in  the  neck  of  the  bladder  (ex- 
amined last,  as  the  tube  is  being  removed),  and  to  either  side  of  the 
neck.    The  latter  can  only  be  seen  by  carrying  the  outer  part  of  the 
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Bpeculum  far  over  to  the  eide,  at  least  forty-five  degrees  from  the 
median  line.  This,  too,  should  be  done  slowly  and  gently.  Much 
more  can  be  elicited  from  the  tissues  by  gentle  and  persistent  handling 
than  by  a  sudden  force  that  is  apt  to  surprise  tliem  into  resistance. 
When  there  is  a  tendency  for  the  vagina  to  distend  and  encroach 
upon  the  space  needed  for  the  bladder,  as  is  often  the  cnse  where  a 
lacerated  or  dilated  perineum  exists,  the  patient  should  gently  strain 
and  e.\pcl  the  air  from  the  vagina,  after  the  speculum  has  entered  the 
bladder  and  before  the  obturator  is  removed,  then,  by  pressing  the 
perineum  against  the  anterior  vaginal  wall  and  removing  the  obtura- 
tor, air  enters  the  bladder,  and  its  distension  is  accomplished.  If  the 
expansion  is  not  satisfactory,  the  bladder  being  held  in  contact  with 
the  end  of  the  speculum,  it  may  be  due  to  holding  the  breath,  strain- 
ing, an  oblique  position  of  the  thighs,  or  a  rigidity  of  the  dorsal  or 
abdominal  muscles.     See  that  the  thiplis  are  perpendicular  and  tlie 


Fig.  94.— Kelly's  Uretliral  Dilaloi 


hack  well  curved  toward  the  table;  then,  instructing  the  patient  to 
breathe  gently  and  to  avoid  straining,  the  wall  will  generally  fall 
away  from  the  speculum  and  permit  a  full  examination  to  be  made. 

Daring  the  examination  the  accumulating  drip  from  the  ureters 
becomes  annoying,  surging  up  to  and  filling  the  inner  end  of  the 
speculum  with  each  expiration.  This  may  be  removed  by  Kelly's  ap- 
jdiance,  consisting  of  a  rubber  tube  50  centimeters  in  length,  with  a 
rubber  ball  at  one  extremity,  and  a  hollow,  perforated,  metallic  aphere 
fi  millimeters  in  diameter  at  the  other,  for  introduction  into  the  blad- 
der. If  the  metal  ball  is  replaced  by  tbo  long  nozzle  of  a  hard-rubber 
uterine  eyringe,  this  little  contrivance  will  be  found  to  answer  the 
purpose  perfectly,  being  more  easily  and  quickly  introduced  and 
removed. 

Dr.  George  E.  Shoemaker  devised  and  reported  an  apparatus  for 
keeping  tlie  bladder  dry.  He  used  a  quart  bottle  the  cork  of  which 
was  fitted  with  two  rubber  tubes.  Through  one  of  these  the  bottle  is 
exhausted  of  air,  and  to  the  other  is  attached  a  ureteral  catheter, 
which  is  inserted  along  the  wail  of  the  speculum,  is  too  small  to  inteN  J 


CYSTOSCOPY.  299 

fere  with  the  field,  and  readily  removes  the  urine.  He  has  also  had  a 
small  tube  soldered  in  the  lumen  of  the  speculum,  to  the  outer  end 
of  which  the  exhaust  tube  is  attached. 

If  these  appliances  are  not  at  hand  and  the  urine  accumulates 
rapidly,  a  quick  and  ready  method  of  emptying  the  bladder  is  to  with- 
draw the  speculum  until  the  inner  end  just  reaches  the  neck  of  the 
bladder  (shown  by  the  appearance  of  a  narrow  ring  of  mucous  mem- 
brane at  the  end  of  the  instrument),  and  request  the  patient  to  rise 
from  the  knee-chest  position  to  kneeling.     This  brings  the  inner  end 


Fig.  95.— -Cy stoscopic  Syringe. 

of  the  speculum  to  a  plane  below  the  rest  of  the  bladder  and  empties 
it  at  once.  A  short  explanation  to  the  patient  satisfies  her  and  gives 
her  a  moment's  respite  by  changing  her  position.  Another  method 
— the  simplest  of  all — is  to  partly  withdraw  the  tube  and  ask  the 
patient  to  strain  gently.  This  brings  the  acting  floor  of  the  bladder 
up  to  the  opening,  when  by  gently  depressing  the  mouth  of  the 
instrument  the  desired  object  is  accomplished. 

To  lessen  the  amount  of  urine  excreted,  see  that  the  patient 
drinks  no  fluid  for  an  hour  before  the  examination  is  made. 

It  is  essential  that  the  bladder  should  be  thoroughly  distended, 
not  only  to  open  up  all  hiding  places  for  erosions,  ulcers,  or  other 
lesions,  but  that  the  mucous  membrane  may  be  presented  in  its 
true  colorings.     A  partially  contracted  bladder  is  a  shade  darker  or 
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redder  than  when  fully  distended  and  might  easily  mislead  in  esti- 
mating the  degree  of  inflammation.  Several  healthy  bladders  (with 
all  possible  aseptic  precautions)  should  be  previously  examined,  to 
learn  the  appearance  of  the  normal  organ. 

It  is  not  desirable  to  have  the  inner  end  of  the  speculum  too  near 
the  wall.  Withdraw  from  one-half  to  two  inches,  according  to  the 
degree  of  illumination.  More  of  the  field  is  seen  at  one  glance  and  a 
better  idea  of  relations  secured. 

The  choice  of  light  depends  upon  circumstances.  In  the  office 
the  electric  headlight,  with  a  reliable  Edison-Lalande  or  other  bat- 
tery is  satisfactory,  providing  one  is  fortunate  in  the  selection  of  a 
lamp.  These  may  last  six  months  or  a  year,  or  they  may  be  destroyed 
in  a  few  minutes  without  redress  from  the  dealers.    When  connection 


Fig.  96. — Ureteral  Searcher. 

with  the  battery  is  made  the  highest  resistance  should  be  interposed 
at  first,  to  prevent  a  possible  destruction  of  the  carbon  filament. 
Without  care,  one  may  burn  out  a  lamp  in  an  instant. 

If,  for  any  reason,  the  electric  headlight  and  battery  are  not  to 
be  obtained,  the  light  from  a  good  lamp  or  gas-jet  reflected  from  a 
head-mirror  will  give  satisfactory  results,  and,  finally,  in  the  absence 
of  these,  similarly  reflected  daylight  gives  all  the  illumination  neces- 
sary, and  has  the  advantage  of  presenting  the  parts  in  their  true  and 
easily  recognized  colors.  In  office  work,  therefore,  the  only  essential 
instruments  are  a  head-mirror,  one  six-millimeter  speculum,  and  an 
aluminium  applicator.  A  clear  recollection  of  the  nervous  and  vas- 
cular supply  to  the  various  organs  of  this  region  will  go  far  toward 
a  correct  interpretation  of  symptoms,  and  the  intelligent  applica- 
tion of  the  proper  treatment.  One  will  lose  no  time  in  becoming 
thoroughly  acquainted  with  the  essential  and  relative  anatomy  of  the 
parts. 

Applications  through  the  cystoscope  are  best  made  with  a  slender 
aluminium  applicator,  carrying  a  thin  layer  of  cotton  on  the  end. 
Care  should  be  taken  not  to  wrap  too  thickly,  to  avoid  pinching  a 


CYSTOSCOPY.  301 

fold  of  mucous  membrane  against  the  sharp  edge  of  the  tube  when 
withdrawing  the  applicator.  The  latter  may  be  so  thinly,  yet  service- 
ably,  wrapped  with  cotton  that  the  eye  may  follow  it  down  the  No.  9 
tube  to  the  spot  to  be  touched,  thus  confining  the  medicine  to  the  area 
needing  it. 

An  important  feature  in  connection  with  cystoscopy  is  the  exam- 
ination of  the  ureters.  These  pass  diagonally  through  the  wall  of  the 
bladder  and  enter  it  about  one  inch  in  front  of  the  uterine  neck,  and 
from  one-half  to  three-quarters  of  an  inch  from  the  median  line.  In 
order  to  bring  them  into  view,  the  speculum  should  be  turned  about 
thirty  degrees  from  the  median  axis,  and,  with  the  patient  in  the  genu- 
pectoral  position,  the  handle  is  depressed  until  the  mouth  of  the  ureter ' 
is  brought  into  view.  The  appearance  of  this  opening  is  not  always 
the  same,  and  is,  at  first,  rather  difficult  to  find.  It  may  appear  as  a 
small  dimple  with  pouting  edges,  a  small  slit,  or  an  area  of  deeper 
color  than  its  surroundings.  A  fairly  accurate  guide  is  found  in  the 
jet  of  urine  issuing  from  it.  If  the  kidney  and  ureter  of  the  side 
under  observation  are  intact,  a  small,  shining  line  of  urine  may  be 
traced  upward  to  its  emergence. 

In  rare  conditions,  probably  of  unusual  stimulation  of  the  ureteral 
muscular  fibers,  the  mouth  of  the  ureter  is  unexpectedly  indicated  by 
the  appearance  of  a  tiny  stream  of  urine,  such  as  would  be  projected 
from  an  hypodermic  syringe,  forcibly  ejected  across  the  inner  opening 
of  the  speculum,  sometimes  striking  its  lower  wall  with  a  faintly 
audible  tinkle. 

Further  discussion  of  the  examination  of  the  ureters  will  not  be 
entered  upon  here,  but  attention  is  called  to  the  fact  that  inflam- 
mation of  the  lower  end  of  these  tubes  may,  at  times,  be  the  cause  of 
hitherto  obscure  and  persistent  backache,  evidenced  by  the  testimony 
of  the  patient,  when  the  sound  enters  the  canal,  that  there  is  where 
the  trouble  lies,  and,  afterward,  by  the  disappearance  of  the  symptom 
after  ])roper  treatment. 

The  color  of  the  mucous  membrane  lining  the  bladder  varies 
very  much  in  difi*erent  people,  and  at  different  times  in  the  same  sub- 
ject. It  is  several  shades  darker  for  a  week  before  the  menstrual 
period,  increasing  as  that  time  a[)proaches,  rendering  it  desirable  not 
to  examine  at  that  time,  except  when  the  lesion  is  a  very  light  one. 
It  is  then  better  to  select  that  period,  as  an  area  of  hyperemia  that 
was  not  visible  before  becomes  plainly  so  during  the  period  of  pelvic 
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turgescence.  It  would  be  well,  in  such  a  case,  to  make  two  examina- 
tioDs :  one  a  week  after  the  menses  have  ceased  and  one  the  day  before 
it  is  again  expected.  The  contrast  would  indicate  the  relative  integrity 
of  the  different  capillary  areas. 

The  average  color  of  the  healthy  bladder  is  pale-flesh  color,  with 
occasional  reddish  or  bluish  streaks,  very  fine,  generally  short — ^not 
over  half  an  inch,  and  sometimes  dichotomous.  These  are  the  small 
veins,  and  are  rarely  altogether  absent.  The  shade  deepens  as  the 
neck  of  the  bladder  is  approached,  and  at  the  sphincter  is  apt  to  be  a 
deep  red,  which  continues  with  gradual  paling  along  the  urethra  to 
within  a  quarter  or  half  an  inch  of  the  ostium,  when  it  reaches  the 
shade  as  seen  without  the  speculum's  aid. 

Let  each  case  be  carefully  and  gently  handled,  both  to  avoid  in- 
juring the  tissues  and  to  reassure  the  patient's  mind.  Frequentlv 
the  first  attempt  to  examine  an  extremely  nervous  patient  induces 
marked  mental  distress,  and  requires  judgment  as  to  whether  to  con- 
tinue the  efforts  or  wait  until  another  time. 

The  air  contained  in  the  bladder  is  variously  disposed  of.  If 
the  treatment  does  not  extend  to  the  urethra,  use  the  same  procedure 
mentioned  when  speaking  of  the  disposal  of  the  accumulating  urine: 
withdraw  the  speculum  to  the  inner  extremity  of  the  urethra,  place 
a  small  receptacle  under  the  mouth  of  the  instrument,  and  request 
the  patient  to  rise  to  the  kneeling  posture.  Urine  and  air  escape,  the 
bladder  collapses,  and  the  speculum  is  entirely  removed. 

If,  as  is  often  the  case,  the  urethra  likewise  needs  to  be  treated 
the  application  is  made  during  the  slow  withdrawal  of  the  speculum 
leaving  the  bladder  distended  with  air.     A  soft-rubber  catheter  may 
easily  be  inserted  and  the  viscus  will  be  emptied  when  the  patient  either 
stands  up  or  lies  down. 

Occasionally,  when  making  applications  at  the  patient's  house 
the  rubber  catheter  is  permitted  to  remain  in  situ  for  a  variable  length 
of  time:   from  half  an  hour  to  four  hours.    This  prevents  a  dilutin<' 
of  the  medicament,  and  allows  a  longer  period  for  its  action  upon  the 
mucous  membrane,  but  must  be  done  tentatively,  to  avoid  irritating  it. 

While  it  is  not  desirable  to  have  a  patient  leave  the  office  with 
air  in  the  bladder,  yet,  should  this  occur,  it  rarely  need  cause  anxiety. 
It  is  usually  voided  upon  reaching  home,  with  the  first  attempt  to 
pass  the  urine,  and  is  seldom  followed  by  untoward  results. 
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DISEASES  OF  THE  RECTUM  AND  SIGMOID  FLEXURE. 

The  frequency  with  which  the  physician  in  the  practice  of  gyne- 
cology encounters  diseases  of  the  rectum  makes  it  wise  to  add  a  few 
paragraphs  on  these  conditions  in  which  electricity  is  of  signal  service. 
This  is  an  electro-therapeutic  field  that  has  been  much  neglected  in 
spite  of  good  work  that  has  been  recorded. 

Anal  Fissure. — In  cocaine  cataphoresis  we  have  an  excellent  and 
almost  painless  method  of  healing  these  troublous  conditions  of  the 
anal  outlet,  which  will  frequently  make  divulsion  of  the  sphincter 
unnecessary.  The  patient  is  placed  in  position  for  examination,  pref- 
erably leaning  forward,  face  downward,  over  the  head-end  of  a  couch, 
and  the  anus  carefully  examined  in  the  light  of  a  head -mirror  or 
electric  headlight.  When  the  painful  erosion  or  fissure  has  been  found 
the  small  pad  is  slipped  under  the  abdomen  and  made  negative,  while 
the  positive  electrode,  of  platinum  or  carbon  covered  with  absorbent 
cotton  dipped  in  a  10-per-ccnt.  solution  of  cocaine  hydrochlorate  is 
applied  to  the  erosion  and  from  1  to  5  milliamperes  turned  on  for 
some  minutes.  Usually  one  application  is  sufficient  to  promote  heal- 
ing; at  any  rate  it  should  not  be  repeated  until  a  sufficient  time  has 
elapsed  to  test  the  possibility  of  healing  having  occurred. 

Hemorrhoids.  —  Both  external  and  internal  hemorrhoids  are 
readily  and  radically  cured  by  making  use  of  the  coagulative  and 
styptic  action  of  electricity  within  the  pile  by  means  of  puncture. 
Thanks  to  the  anesthetic  value  of  cocaine  cataphoresis  this  procedure 
may  be  made  almost  painless,  and  the  subsequent  discomfort  during 
the  healing  process  is  less  than  by  any  other  method.  The  electric 
method,  while  radical  in  results  and  free  from  danger,  possesses,  there- 
fore, the  advantage  of  being  possible  without  general  anesthesia. 

The  patient  being  in  the  position  described  in  preceding  para- 
graphs, or  in  the  Sims  position,  the  pile  is  exposed  to  a  good  light, 
those  within  the  sphincter  by  means  of  a  rectal  speculum,  and  a  carbon 
or  platinum  electrode  with  cocaine  solution  on  cotton  applied  as 
already  described.  The  cocaine  electrode  is  made  to  cover  the  most 
prominent  portion  of  the  pile  which  is  intended  to  be  punctured  and 
the  material  diffused  by  anodic  cataphoresis  for  about  seven  minutes 
with  a  current  of  from  15  to  25  milliamperes  according  to  the  dis- 
comfort produced.  At  the  end  of  this  time  a  small  platinum  needle 
on  a  staff  some  six  inches  long   (Fig.  97),  insulated  to  one-fourth 
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of  an  inch  from  the  point,  is  inserted  with  but  little  sensation,  and  a 
current  of  from  5  to  20  milliamp^res  turned  on  for  ten  minutes;  a 
blanching  effect  is  soon  seen  to  occur  in  the  pile,  and  the  instrument 
may  be  withdrawn  without  bleeding  from  the  point  of  insertion  if 
suflBcient  current  has  been  used. 

This  puncture  will  probably  be  sufficient  for  the  one  hemorrhoid ; 
at  any  rate,  healing  should  occur  before  repetition  in  that  tumor,  but 
other  tumors  should  be  sought  for  and  a  similar  cataphoric  application 
and  puncture  made  at  the  same  sitting  if  the  patient's  endurance  of 
the  posture  continues  long  enough.  If  the  needle  has  been  insulated 
in  such  a  manner  that  one-eighth  of  an  inch  of  the  shellac  insulation 
will  follow  the  point  into  the  pile,  further  insertion  being  guarded 
against  by  a  shoulder  or  bulbous  portion  of  the  insulation  at  the  proper 
spot,  the  after-treatment  is  very  slight,  consisting  of  cleansing  in- 
jections of  hamamelic  extract  or  a  weak  solution  of  creolin  after 


Fig.  97. — Author's  Hemorrhoidal  Needle  Electrode  (Sectional  View, 
showing  Appearance  when  Coated  with  Shellac). 

defecation,  with  occasional  applications  of  an  ointment  of  either  of 
these  agents  by  means  of  a  rectal  ointment  applicator. 

The  author  has  of  late  varied  this  application  with  advantage 
by  employing  zinc-mercury  cataphorcsis  by  puncture  instead  of  simple 
positive  puncture.  Less  current  seems  to  be  required,  and  the  appli- 
cations are  themselves  necessarily  antiseptic. 

The  electrode  may  be  made,  a  fresh  one  for  each  application,  by 
cutting  a  narrow  strip  of  zinc  from  a  piece  of  Xo.  32  thickness,  and 
insulating  it  with  fused  wax,  in  every  way  like  the  minor  cancer  elec- 
trode described  at  page  223,  except  that  it  is  to  be  about  six  inches 
long.  Connection  with  a  No.  30  conducting  wire  is  made  as  there 
described,  and  the  insulation  carried  to  less  than  one-fourth  of  an 
inch  from  the  fine-pointed  tip.  A  small  opening  is  made  in  the  hem- 
orrhoid with  a  Hagedorn  needle,  after  cocaine  diffusion,  the  electrode 
is  inserted,  and  the  application  made  otherwise  as  described  above. 

Prolapse  of  the  Rectum. — Moderate  degrees  of  this  mechanical 
displacement  of  redundant  rectal  walls  may  be  successfully  treated  by 
a  combination  of  two  methods:    labile  intrarectal  applications  of  the 
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positive  pole  of  a  combined  constant  current  of  20  milliamp^res  and 
the  primary  induced  (the  author^s  rectal  electrode  [Fig.  73]  being 
used)  and  submucous  puncture. 

The  purpose  of  the  labile  rectal  application  of  both  currents  is 
the  stimulation  of  the  muscular  walls  of  the  rectum  and  the  various 
muscular  structures  adjacent,  in  order  that  the  normal  tone  may  be 
restored.  This  is  usually  followed  by  an  immediate  retraction  of  the 
protrusion,  which  frequently  remains  in  proper  position  for  increasing 
periods  of  time  after  this  simple  application.  If  made  daily  it  may 
cure  moderate  conditions  of  prolapse  without  further  elaboration  of 
method.  In  the  absence  of  the  amalgamated-zinc  electrode,  with 
which  it  is  proper  to  employ  the  positive  pole  (the  mercury  prevent- 
ing cauterization  under  the  moderate  current  and  constant  movement 
advised),  the  negative  pole  may  be  used  with  a  rectal  olive  of  any 
metal.  The  Sims  position  is  usually  the  most  convenient  for  this 
maneuver. 

The  purpose  of  the  submucous  puncture  is  the  production  of  a 
cicatricial  adhesion  between  the  redundant  walls  and  the  underlying 
areolar  tissue.  Either  pole  may  be  used,  the  position  of  patient  and 
anesthetic  cataphoresis  being  the  same  as  described  in  the  puncture 
of  hemorrhoids.  The  needle  is  inserted  at  but  a  slight  angle  with 
the  longitudinal  axis  of  the  rectum,  and  about  20  milliamp^res  used 
for  ten  minutes.  But  little  can  be  accomplished  by  puncture,  how- 
ever, as  the  adhesions  produced  in  such  a  manner  are  evanescent. 

Stricture  of  the  Eectum. — The  unsurpassed  value  of  electricity 
in  strictures  of  the  rectum  is  well  shown  in  Newman's  article  in  the 
"International  System  of  Electro-Therapeutics."  Its  special  action 
here,  as  in  other  strictures,  is  the  dilating  and  softening  effect  of  the 
negative  pole  and  the  possibility  of  causing  absorption  of  the  cica- 
tricial fibrous  structure  causing  the  stricture.  The  size  of  the  bulbs 
required  makes  it  possible,  as  well  as  necessary,  to  use  much  more 
current  than  in  the  urethra,  with  added  boldness  of  technique. 

The  instrumental  equipment,  in  addition  to  the  usual  abdominal 
pad  for  a  dispersing  pole,  consists  of  a  rectal  electrode  with  shank 
about  nine  inches  long  to  which  three  or  four  sizes  of  bulbs  may  be 
screwed,  varying  in  diameter  from  one-third  to  one  inch.  Semi- 
elastic  shanks  have  been  advised  by  some  writers  and  repeatedly  used 
by  the  author,  but  are  rarely  satisfactory  in  the  firmer  or  narrower 
strictures,  owing  to  one's  inability  to  direct  the  bulb  properly.     An 
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important  improvement  applied  to  these  electrodes  by  the  author  is 
shown  in  Fig.  73,  which  is  tunneled  for  attachment  to  a  syringe  in 
order  that  a  cushion  of  water  or  oil  may  be  made  to  precede  the 
instrument,  dilating  the  natural  channel  up  to  the  point  of  the 
stricture.^ 

Essential  elements  of  success  in  this  work  are  a  knowledge  of 
the  anatomy  of  the  rectum  and  of  its  several  valves,  and  extreme 
gentleness  in  passing  the  electrode  to  the  contracted  spot,  where  but 
slight  pressure  is  demanded,  the  dilating  effect  of  the  current  of  20 
milliamperes  or  more  being  relied  upon. 

Should  the  stricture  bear  evidence  of  being  due  to  a  malignant 
growth,  the  fact  that  the  author's  electrode  bulbs  are  of  zinc  comes 
in  play,  since  when  well  amalgamated  the  polarity  of  the  instrument 
may  be  changed  to  positive  after  the  diseased  spot  has  been  reached 
and  a  stronger  application  of  mercuric  cataphoresis  made  before  it 
is  withdrawn,  as  in  the  ulcerative  condition  described  below. 

Ulcerations  and  Adenoids  of  the  Eectum. — For  these  conditions 
the  mild  zinc-mercuric  cataphoresis  is  indicated,  with  current- 
strengths  of  30  to  50  milliamperes  applied  from  olive-shaped  zinc 
instruments.  The  results  are  most  excellent,  and  could  probably  be 
attained  in  no  other  way. 


^The  author  does  not  claim  the  tunneled  rectal  electrode  as   a   novelty 
except  as  applied  to  a  dilating  instrument  for  the  upper  rectum,  hollow  rectal 
electrodes  having  been  devised  by  Boudet,  King,  Cleaves,  and  othei-a. 


CHAPTER  XXIII. 
The  Cosmetic  Applications  of  Electricity. 

The  chief  cosmetic  uses  of  electricity,  in  addition  to  the  restora- 
tion of  a  normal  clearness  of  complexion  by  electric  stimulation  of 
the  liver  and  other  abdominal  organs,  is  the  destruction  of  super- 
fluous hairs  on  the  face  or  elsewhere,  the  removal  of  small  surface- 
tumors  of  the  skin,  moles,  and  warts;  of  nevi,  or  port-wine  marks, 
and  of  pigmented  nevi.  Electricity,  or,  more  particularly,  the  solvent 
action  of  the  negative  pole  of  the  constant  current,  is,  in  every  way, 
the  best  method  of  removing  these  blemishes,  which,  when  situated 
on  the  face  or  other  conspicuous  portion  of  the  skin,  not  only  mar 
the  appearance  of  the  person,  but  are  often  responsible  for  an  un- 
happy disposition  in  the  persons  thus  afflicted.  The  skillful  applica- 
tion of  the  proper  remedy  for  these  deformities  is  not  the  highest 
work  of  the  educated  physician,  it  is  true,  yet  it  is  by  no  means 
beneath  him,  and,  when  it  is  remembered  that  the  proper  performance 
of  the  work  demands  a  considerable  knowledge  of  the  anatomy  and 
pathology  of  the  skin,  it  is  his  duty  to  rescue  it  from  the  hands  of 
ignorant  charlatans. 

Superfluous  Hair. — The  destruction  of  superfluous  hair  is  accom- 
plished by  the  electrolytic  destruction  of  the  germinal  papilla  at  the 
bottom  of  the  hair-follicle,  and  it  may  be  said  that  there  is  no  other 
known  way  in  which  this  may  be  done  without  destruction  of  the 
adjacent  skin.  The  world  is  indebted  to  Dr.  W.  A.  Hardaway,  of 
St.  Louis,  Mo.y  for  the  discovery  of  this  fact,  which  has  been  further 
elaborated  by  Dr.  George  H.  Fox,  of  New  York,  and  the  late  Dr. 
Plym.  S.  Hayes,  of  Chicago.  The  pole  employed  is  invariably  nega- 
tive and  a  current-strength  of  from  V2  ^^  ^  W  milliamperes  is  suflTi- 
ciont,  according  to  the  size  of  the  hair  and  the  duration  of  the  appli- 
cation, when  it  is  concentrated  at  the  point  of  a  fine  needle  inserted 
into  tlie  follicle.  This  amount  of  current  may  be  obtained  from  a 
variable  number  of  cells  when  a  controller  is  used,  though  it  is  thought 
to  be  more  painful  if  the  voltage  is  greater  than  that  obtained  from 
about  twenty  cells.    As  the  physician  will  be  most  apt  to  use  the  same 
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apparatus  for  this  work  as  that  employed  in  ordinary  therapeutic 
applications,  it  is  only  necessary  to  cut  out  some  cells  by  a  switch- 
selector  or  otherwise  attach  that  number  of  cells  to  his  switchboard. 
If  the  current  source  be  the  110-volt  Edison  circuit  the  use  of  the 
author's  new  universal  controller  (Fig.  Ill)  will  permit  a  perfect 
adaptation  of  this  circuit  to  this  purpose. 

The  special  instruments  required  are  a  needle,  a  pair  of  epilating 
forceps,  the  latter  to  be  broad-pointed,  nonserrated,  and  with  a  weak 
spring,  and  a  hand  magnifying  glass. 

A  proper  needle  is  a  matter  of  extreme  importance,  since  it  is 
necessarily  very  fine  to  traverse  the  smaller  hair-follicles  which  are 
already  nearly  filled  with  the  hair  themselves,  yet  the  point  should 
be  so  blunt  as  not  to  pierce  the  slieath  of  the  follicle,  but  merely 
follow  the  hair  to  its  base.  Specially  ground  jewelers*  broaches  have 
been  generally  recommended,  of  steel,  since  the  negative  pole  is  in- 
variably used,  but  I  have  preferred  one  less  easily  broken,  which  was 
originally  made  of  14-karat  gold  spectacle-frame  material. 

Since  the  last  edition  of  this  work  the  author  has,  however  made 
an  important  improvement  in  the  method  of  epilation  whicli  requires 
frequent  reheating  of  the  needle  in  the  flame  of  a  Bunsen  burner  or 
alcohol  lamp,  and  nothing  will  stand  this  procedure  as  well  as  irido- 
platinum.  The  essential  point  of  the  improvement  is  the  insulation  of 
the  needle,  except  the  action  tip,  with  so  fine  a  coat  of  fused  hard 
rubber  that  the  insulated  needle  will  slip  readily  into  the  sheath  and 
confine  the  pain  and  electrolytic  destruction  to  the  papilla  itself. 
The  importance  of  this  modification  of  the  older  technique  is  evident' 
it  greatly  lessens  the  pain  of  the  procedure  because  less  current  will 
be  required  and  the  current  used  will  not  affect  the  sensory  nerve  bulbs 
of  the  surface,  but  the  most  important  advantage  is  the  possibility  of 
destroying  hairs  with  a  minimum  of  temporary  disfigurement  and  ab- 
solutely no  permanent  scarring. 

These  improved  needles  are  easily  made  by  the  physician  himself. 
Procure  twelve  inches  of  Xo.  26  irido-platinum  wire  from  a  dental 
supply  establishment  and  three  pieces  of  hard-rubber  tubing  of  about 
three-sixteenths  or  one-fourth  of  an  inch  gauge,  each  piece  two  and 
one-half  inches  long.  This  will  be  enough  material  for  three  needles 
complete,  this  number  being  required  for  proper  work,  since  the  coat- 
ing, which  is  applied  freshly  for  each  sitting,  will  often  not  last  durin 
the  half-hour  of  the  average  seance. 
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The  irido-platinum  wire  is  cut  into  three  and  one-half  or  four- 
inch  lengths  and  each  piece  passed  through  a  tubular  handle  and 
sealed  in  place  with  hard-rubber  or  black  sealing  wax,  one  end  being 
turned  over  to  make  an  eyelet  for  attachment  of  the  conducting  wire 
and  the  other  filed  down  to  a  fine,  blunt  point  for  the  active  end. 
This  form  of  handle  is  the  best  possible,  being  light,  short  and  without 
any  machinery  for  interrupting  the  current  by  hand — a  mistaken 
method  in  the  older  needle-holders.  The  conducting  cord  is  simply 
a  piece  of  No.  32  covered  copper  wire  of  suitable  length,  threaded 
securely  through  the  eyelet. 

To  apply  the  coating,  heat  the  end  of  the  needle  and  at  the  same 
time  set  on  fire  the  end  of  a  piece  of  half-inch  hard  rubber;  while  the 
rubber  is  burning  and  fused,  bring  the  fused  portion  in  contact  with 
the  hot  needle,  and  observe  the  result  through  a  magnifying  glass  in  a 
good  light.  A  tiny  portion  of  the  needle  should  show  at  the  tip,  above 
which  the  insulation  should  present  a  smooth,  thin  coating  to  the 
required  height  to  insulate  the  needle  from  the  skin  when  inserted. 
Several  attempts,  followed  by  re-fusing  the  coating  over  the  burner, 
will  often  be  necessary  for  each  needle.  All  three  needles  should  be 
attached  to  the  negative  pole  ready  for  interchangeable  use,  as  required. 

The  patient  is  placed  in  a  large  chair  by  many,  but  the  writer 
prefers  in  this  and  all  other  face  applications  that  she  lie  on  a  couch 
in  a  good  light  with  her  head  well  up  on  the  head-piece,  the  opera- 
tor sitting  behind  and  leaning  over  with  his  elbows  resting  on  the 
side  of  the  pillow.  The  poles  of  the  battery  are  thoroughly  identified 
and  the  positive  binding-post  connected  with  a  moist  pad  laid  on  a 
waterproof  in  her  lap,  on  which  the  patient  presses  her  hand  to  close 
the  circuit  and  raises  it  therefrom  to  break  it  at  command,  the  pad 
becoming  thus  a  delicate  controller  to  make  and  break  the  circuit 
without  suddenness. 

Everything  being  in  readiness,  the  needle,  connected  with  the 
negative  pole  with  a  very  fine  insulated  wire,  is  inserted  into  the 
follicle  without  piercing  its  walls,  the  patient  is  directed  to  press  the 
pad,  the  proper  amount  of  current  is  turned  on  through  the  Massey 
controller,  which  is  not  thereafter  disturbed,  and  the  action  of  the 
current  noted.  When  the  hair  is  loosened,  as  it  will  be  in  a  few 
seconds,  if  the  needle  has  been  properly  placed,  it  is  removed  by  the 
forceps  in  the  other  hand  of  operator;  the  patient  is  directed  to  raise 
the  hand,  when  the  needle  is  removed,  reinserted  into  another  follicle. 
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and  tlie  process  repeated.  The  patient's  hand  is  always  up,  therefore, 
when  the  needle  is  either  inserted  or  removed,  greatly  lessening  the 
pain,  which  is  often  considerable.  After  the  skin  has  been  broken  by 
an  application  a  strong  solution  of  cocaine  should  be  spread  over  the 
surface,  and  though  the  polarity  of  the  electrode  will  not  carry  the 
cocaine  in  by  cataphoresis,  the  action  being,  instead,  anaphoric,  a 
distinct  dulling  of  sensation  will  be  soon  manifest  from  it,  doubtle^ 
by  absorption  through  the  little  punctures  made.  If  four  hairs  are 
removed  at  the  angles  of  a  surface  a  little  over  a  half-inch  in  area 
the  inclosed  space  quickly  becomes  anesthetized,  permitting  the  hairs 
within  it  to  be  removed  at  this  sitting  without  sensation.  But  it  is 
not  wise  to  remove  hairs  closely  contiguous,  unless  using  the  insulated 
needle  described  above,  owing  to  the  tendency  of  the  little  cauteriza- 
tions to  coalesce,  producing  too  noticeable  a  scar.  The  seance  should 
not  be  prolonged  beyond  a  half-hour  at  a  time,  in  the  interest  of  both 
patient  and  operator. 

A  few  hair-papillas  will  escape  destruction  at  the  hands  of  even 
skilled  operators;  but  they  are  readily  removed  when  they  reappear. 
To  guard  against  an  undue  number  of  these,  care  should  be  observed 
not  to  remove  the  hair  until  it  is  thoroughly  loosened. 

Holes  and  Warts. — The  special  advantage  of  negative  electrol- 
ysis in  the  removal  of  both  moles  and  warts  is  that  it  enables  us,  by 
a  nice  adjustment  of  the  destructive  action  to  the  actual  tissue  to 
be  destroyed,  to  devitalize  the  little  tumor  at  one  sitting  without  the 
destruction  of  the  underlying  skin,  as  with  acids  or  the  knife,  the 
slight  scar  left  for  a  few  weeks  disappearing  entirely  after  a  time. 
The  details  are  practically  the  same  as  for  the  removal  of  a  hair, 
except  that  a  sharp,  curved  needle  is  used,  passed  into  the  growth  a 
little  distance  above  its  base,  and  that  about  5  millimperes  is  usually 
required,  turned  on  very  gradually.  The  current  should  be  continued 
until  the  growth  is  quite  disintegrated  in  the  case  of  moles,  but  warts 
often  disappear  after  only  a  partial  destruction  of  their  bases,  appar- 
ently by  an  influence  on  their  nutrition.  In  either  case  the  crusts 
should  be  left  undisturbed  until  they  fall  off,  to  avoid  scarring. 

Nsevus  Vasculosus  (Port- wine  Hark). — This  congenital  dilatation 
of  the  capillaries  of  the  skin  is  at  times  of  large  extent,  constituting 
a  serious  disflgurement.  Its  treatment,  which  necessitates  an  occlu- 
sive inflammation  of  the  capillaries,  is  both  tedious  and  painful,  yet 
the  results  obtainable  are  fully  worth  the  effort.     The  active  pole 
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negative,  to  avoid  undue  scarring,  consists  of  a  number  of  needle- 
points projecting  from  a  disk,  enabling  as  many  punctures  to  be  made 
simultaneously.  The  current  is  empirically  regulated  and  maintained 
(at  about  3  milliamperes  per  needle)  until  a  white  wheal  appears  at 
each  puncture,  when  it  is  turned  oflf  and  the  instrument  reapplied 
at  another  place.  The  result  of  each  healed  pimcture  is  a  minute 
white  scar  at  its  site,  and  it  is  therefore  necessary  to  repeat  the  ap- 
plication a  number  of  times  at  intervals  of  a  month  in  order  that  the 
whole  surface  may  be  turned  into  a  slightly  roughened  cicatrix,  which 
is  far  more  sightly  than  the  nevus. 

The  application  is  quite  painful  and  for  a  thorough  treatment  it 
is  wise  to  employ  anesthesia,  particularly  since  the  applications  are 
necessarily  at  long  intervals.  It  is  possible  that  if  the  needles  were 
of  irido-platinum  and  the  positive  pole  used  the  greater  scarring  from 
short  applications  would  be  of  advantage,  but  the  author  is  not  aware 
that  this  has  been  tried. 

Nsevus  Pigmentosns. — This  form  of  naevus,  characterized  by  the 
deposit  of  pigment  within  the  skin  and  frequently  by  the  associated 
growth  of  superfluous  hairs,  is  treated  in  the  same  way  as  the  vascular 
naevus,  the  hairs  being  first  removed  in  the  usual  way.  The  pigment 
is,  at  times,  apparently  decomposed  by  the  electrolysis,  the  metallic 
constituents  being  deposited  on  the  negative  needle. 

In  the  case  of  an  infant  of  11  months,  with  a  large  brown  spot 
on  the  face,  seen  some  years  ago,  the  author  employed  a  fine  curved 
needle  mounted  in  a  needle-holder,  and  applied  as  much  as  15  milliam- 
peres for  prolonged  periods,  under  chloroform.  The  needle  was  curved 
on  the  flat,  enabling  it  to  be  slowly  swept  over  the  area  while  closely 
observed  through  a  magnifying  glass.  This  strength  of  current  dis- 
solved the  delicate  cuticle  and  apparently  robbed  the  pigment  cells 
of  their  pigment,  which  was  washed  off  with  a  pledget  of  cotton,  dis- 
coloring four  ounces  of  water.  The  action  of  electrolysis  apparently 
caused  the  pigment  to  pass  from  the  body  to  the  needle — an  out- 
flowing cataphoresis.  After  several  applications  the  results  were  per- 
manent, and  there  was  but  little  scarring. 


CHAPTER  XXIV. 
Institutional  Treatment. 

The  importance  of  electricity  as  the  chief  therapeutic  agent  in 
the  management  of  the  neuroses  and  of  many  chronic  disorders  of  an 
organic  nature;  its  close  association  with  massage,  seclusion  from 
accustomed  environment,  and  other  features  of  the  rest-cure  method; 
together  with  the  necessity  for  costly  equipment  and  special  facilities 
for  the  application  of  strong  currents  in  certain  physical  diseases, 
render  some  mention  of  institutional  treatment  specially  appropriate 
to  these  pages. 

The  practice  of  medicine  is  on  the  eve  of  evolutionary  changes  of 
vast  magnitude.  Closely  associated  with  witchcraft,  divination  and 
the  black  art  in  past  ages,  it  has  not  been  wholly  emancipated  from 
superstition  even  in  the  present  century,  in  spite  of  a  progress  greater 
than  the  combined  achievements  of  all  preceding  ages,  for  this  progress 
has  been  largely  confined  to  investigations  as  to  the  causation  and  ac- 
curate recognition  of  disease,  and  its  cure  by  surgical  methods,  leaving 
the  extension  of  knowledge  relating  to  the  cure  of  disease  by  medical 
metliods  in  a  less  advanced  condition.  The  reason  for  this  can  only 
be  the  vast  difforenoe  in  the  facilities  offered  for  good  work  in  these 
several  departments,  in  both  Europe  and  this  country.  In  the  leading 
European  countries  the  governments  directly  foster  and  support  inves- 
tigations relating  specially  to  diagnosis,  and  in  both  Europe  and 
America,  particularly  in  the  latter,  numerous  hospital  establishments 
favor  the  development  of  surgical  art. 

The  absolute  necessity  of  hospitals  for  good  surgery,  and  the  ease 
with  which  charitable  institutions  may  be  made  available    for  this 
work,  has  resulted  in  a  one-sided  development  of  these  establishments 
which  has  rendered  them,  at  times,  of  but  little  service   to   purely 
medical  art. 

And  there  are  many  reasons  why  this  should  be  so.  A  well- 
ordrred  charity  hospital  may  do  ideal  work  in  surgery,  for  the  master- 
hand  itself  may  do  the  brief  work  that  makes  for  success  or  failure 
leaving  unessential  details  to  less  skilled  hands ;  but  the  medical  treat- 
ment of  a  charity  case,  in  its  best  and  most  complete  form,  can  rarely 
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be  administered  by  the  chief  physician  without  a  far  greater  sacrifice 
of  time  than  he  is  able  to  make.  This  results  in  the  whole  machinery 
of  the  hospital  being  developed  in  a  surgical  direction,  leaving  it  but 
imperfectly  adapted  for  the  treatment  of  any  medical  cases  other  than 
those  acutely  ill,  or  in  whose  cases  the  mere  administration  of  drugs 
is  sufficient. 

The  charity  hospitals  have,  therefore,  been  of  but  small  value  in 
the  development  of  remedial  arts  as  applied  to  the  cure  of  nonsurgical 
chronic  ailments,  for,  in  spite  of  a  full  appreciation  of  the  value  of 
drugs  in  this  class  of  affections,  it  is  not  overstating  the  bare  truth  to 
say  that  they  are  of  but  little  use.  It  is  to  natural  forces  and  other 
physical  agencies,  carefully  selected  and  applied  by  skilled  specialists, 
that  we  must  look  for  therapeutic  advances  that  shall  be  commen- 
surate with  similar  advances  in  allied  fields,  and  that  this  may  be 
done  it  is  absolutely  necessary  that  special  institutions  be  created  for 
this  particular  purpose.  It  is  but  a  remnant  of  superstition  to  rely 
upon  advice  and  prescriptions  when  the  whole  environment  of  the 
patient  needs  remedial  adaptation ;  and  this  remedial  adaptation  can 
only  be  employed  with  adequate  means  and  adequate  appliances. 

Special  institutions,  thoroughly  adapted  to  particular  lines  of 
work,  are,  therefore,  a  most  necessary  adjunct  to  modem  medical 
progress,  and  the  author  looks  forward  to  the  time  when  their  value 
will  be  as  well  appreciated  by  the  profession  in  all  chronic  affections 
as  the  modern  hospital  is  appreciated  as  a  means  for  good  surgery. 
That  the  people  for  whose  benefit  they  will  be  created  already  under- 
stand the  value  of  institutional  treatment  is  shown  bv  the  success  of 
institutions  now  well  patronized  by  them,  some  of  which  were  estab- 
lished by  uneducated  persons. 

When  this  desirable  improvement  in  the  care  of  the  nonsurgical 
sick  has  been  fully  established,  we  will  no  longer  be  so  inconsistent 
and  untrue  to  our  work  as  to  present  the  spectacle  daily  witnessed  of 
a  physician  prescribing  mere  drugs  for  well-to-do  patients  in  a  back 
parlor  in  the  morning,  which  is  bare  of  remedial  appliances  for  the 
proper  treatment  of  the  persons  who  pay  him  for  the  highest  expres- 
sion of  his  art,  and  in  the  afternoon  catering  to  paupers  in  the  splen- 
dors of  a  perfectly  appointed  hospital.  If  the  hospital  facilities  add 
to  the  welfare  of  the  charity  patient,  surely  institutional  facilities  are 
equally  useful  to  the  more  deserving  citizen.  In  reality  there  is  a 
greater  necessity  for  well-equipped  work  in  battling  with  the  ailments 
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of  intellectual  beings,  aside  from  the  moral  obliquity  of  a  civilization 
that  reserves  its  best  services  for  its  defective  classes. 

The  value  of  institutional  facilities  is  particularly  great  in  the 
practice  of  electro-therapeutics,  owing  to  the  magnitude  of  the  instru- 
mental equipment  required  and  the  necessity  for  certain  classes  of  ap- 
plications being  performed  under  such  circumstances  that  the  patient 
may  rest  in  bed  immediately  afterward.  It  also  permits  of  a  closer 
attention  to  details  on  the  part  of  the  chief  physician,  throu^^h  an 
economy  of  his  time,  and  makes  it  convenient  to  associate  with  the 
main  element  of  treatment  other  remedial  agencies  of  great  service 
in  this  class  of  cases,  such  as  scientific  massage,  radiant  heat-baths, 
good  nursing;  regulation  of  dietary,  rest,  and  exercise;  and  the  mai- 
tal  medicines  of  discipline,  expectancy,  and  environments 
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EUDIMENTS  OF  MEDICAL  ELECTRICITY. 


CHAPTER  XXV. 

Physics  of  the  Constant,  ok  Direct,  Current. 

While  our  knowledge  of  the  true  nature  of  electricity  itself  is 
yet  indefinite,  it  is  fortunate  that  its  manifestations  in  motion — the 
only  condition  in  which  it  is  of  service  to  the  physician— ^a re  as  real, 
comprehensible,  and  measurable  as  a  simple  current  of  water.  If 
there  is  mystery  attending  its  use  in  medicine  it  is  the  mystery  of 
all  remedies  applied  to  yet  imperfectly  understood  physiologic  and 
pathologic  processes. 

Certain  facts  relating  to  their  noncompressibility  have  led  recent 
investigators  to  regard  electric  currents  as  currents  of  a  real  fluid. 
Be  this  as  it  may,  the  fact  that  their  laws  in  motion  are  exactly 
analogous  to  those  of  hydraulic  currents  has  enabled  us  to  frame  a 
definite  mental  picture  of  them,  and  assists  us  greatly  in  a  compre- 
hension of  their  qualities. 

If  we  examine  a  stream  of  water  issuing  from  a  reservoir  (Fig. 
98)  we  will  find  two  qualities  which  will  not  be  diflficult  to  separate 
in  the  mind :  pressure  and  volume.  The  former  is  the  force  by  which 
water  transports  itself,  due  to  gravity,  and  depends  on  the  height  of 
the  water  in  the  reservoir.  It  is  the  same  in  all  pipes  issuing  from  it, 
whether  large  or  small.  The  volume  of  water  carried  by  a  pipe,  on 
the  other  hand,  depends  on  the  size  and  length  as  well  as  on  the 
pressure. 

Electromotive  Force  (Pressure). — In  electric  currents  the  force 
governing  the  transportation  of  the  energy  is  called  electromotive 
force,  due  to  a  kind  of  electric  gravity,  or  heaping  up  of  energy  at 
the  positive  pole.  This  force  is  likewise  independent  of  the  size  of 
the  conductors  attached  to  its  reservoir,  but  the  bulk,  or  volume,  of 
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the  current  will  depend  on  the  size  and  leng^  of  the  conductor  s 
well  as  on  the  electromotive  pressure. 

Just  why  a  contrivance  such  as  a  voltaic  cell  should  give  rise 
to  the  pressure  leading  to  current-flow  is  not  so  clear  as  is  tiie  anal- 
ogous pressure  origin  in  water-currents.  It  is  eas3''  to  conceive  that 
a  water-current  will  flow  downward  through  pipes  bj  virtue  of  tbe 
actual  weight  of  the  water,  the  available  weight  being  proportional 


Fig.  98. — Diagrammatic  Representation  of  the  Cause  of  Flow  in 
Hydraulic  Currents.  The  pressure,  measured  by  a  vertical  scale  of 
feet,  is  due  to  the  elevation  of  the  source,  or  reservoir.  The  amount 
of  water  delivered  will  depend  on  the  caliber  of  the  pipe  as  well  as 
on  the  height  of  this  pressure. 


to  the  vertical  height  of  the  water-column.  All  that  we  know  of  the 
cell-origin  of  electric  pressure  is  that  it  is  an  inherent  quality  of  any 
two  metals  that  one  is  positive  to  another  when  both  are  pluneed 
into  an  acid  or  saline  bath,  and  that  a  current  starts  from  the  sub- 
merged surface  of  the  positive  element  toward  the  submerged  por- 
tion of  the  negative  element  and  emerges  at  the  unsubmerged  por- 
tion of  the  negative  element.  The  upper  portion  of  the  negative  ele- 
ment (Fig.  100)  is,  therefore,  the  positive  pole,  as  it  is  at  this  point 
that  an  accumulation  of  electric  energy  occurs  in  a  cell,  while  a  cone- 
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Bponding  deficiency  la  found  at  the  upper  poiiion  of  the  positive  ele- 
ment, constituting  the  negative  pole.  When  the  two  poles  are  united 
by  a  conductor,  such  as  a  wire,  the  body,  etc.,  a  current  flows  from  the 
positive  pole  to  the  negative  pole  in  response  to  Nature's  effort  to 
re-eetablish  an  equilibrium.  It  is,  however,  the  peculiar  virtue  of  a 
good  cell  that  the  difference  of  level  is  maintained  by  chemic  action 
between  the  liquid  and  the  elements,  resulting  in  a  constant  main- 
tenance of  the  pressure  at  the  positive  pole  and  a  continuous  current- 


■  Fig.  00. — Diagmnimatic  Bepresentation  of  the  Cause  of  Flow  in 

Elprtric  CiirrentB.  The  pressure  (or  electromotive  force),  mensured 
bj  a  Rcale  o(  volia,  is  due  to  the  elevation  of  the  electric  level  of  the 
poHitive  end  of  the  conductor  by  the  particular  generator  in  use. 
The  amount  of  current  delivered  will  depend  on  the  size  and  conduc- 
tivity of  the  wire  as  well  ai  on  the  height  of  this  pressure. 


effort  at  equilibrium  until  either  the  cliemic  activity  of  the  liquid  is 
exhausted  or  the  positive  clement  is  consumed.  We  can  ascertain  the 
direction  of  the  current  always  by  knowing  that  it  is  invariably  the 
positive  clement  that  is  consumed,  on  the  surface  of  which  the  cur- 
rent begins.  By  knowing  this,  we  know  that  the  outer  portion  of  the 
opposite  plate  is  always  the  positive  pole  of  the  cell.  It  so  happens 
that  zinc  is  almost  invariably  used  as  the  perishable  element  in  a 
cell,  and  usually  carbon  the  unnf tacked  clement:  hence  the  positive 
pole  of  Bui'Ii  a  cell  is  the  outer  portion  of  the  carbon,  or  a  wire  at- 
tached to  it. 
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A  voltaic  cell  with  its  circuit  "open" — i.e.,  without  conductinf 
material  connecting  its  poles — may  be  said  to  resemble  a  small  resa- 
voir  full  of  water  with  the  outlet  closed  and  ready  to  snpply  a  m- 
rent  to  a  pipe.  When  the  poles  of  the  cells  are  connected  and  a  cia- 
rent  flows  it  is  like  the  same  reservoir  with  valves  open,  supplying 
a  current  of  water  to  its  pipes,  the  water-level  in  the  reservoir  hm^ 
maintained  by  pumps  that  are  analogous  to  the  chemic  action  within 
the  cell. 

But  the  voltaic  cell  is  by  no  means  the  only  method  bv  whiA 
electromotive  force  may  be  created.    Fig.  101  indicates  how  a  dynamo, 


X^^^ -      3-^S 


Tig.  100. — Diagram  of  Direction  of  Current  within  a  Cell. 

electric  machine,  or  induction  apparatus  may  cause  a  pressure  br 
heaping  up  energy  at  the  positive  pole,  showing  its  analogv  to  a 
pump. 

The  Volt. — The  unit  of  electromotive  force,  or  pressure,  is  the 
volt;   so  named  after  Volta.     It  has  been  derived  from  mathematic 

calculation,  based  on  fundamental  units  of  length,  mass,  and  time 

the  ceDtimeter,  gramme,  and  second,  or  C.  6.  S.,  system  of  units. 
The  physician,  however,  needs  but  to  remember  that  the  practical  volt 
is  almost  exactly  the  amount  of  electromotive  force  produced  bv  a 
good  zinc  and  copper  cell,  Imown  as  the  Daniell  cell.  Two  such 
cells,  arranged  in  "series'*  as  in  Fig.  99, — that  is,  with  the  zinc  of  the 
first  connected  with  the  copper  of  the  second, — ^will  raise  the  poten- 
tial in  the  circuit  to  two  volts.    Five  such  cells  will  give  five  volts 
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and  ten  cells  ten  volts,  the  unconnected  copper  of  the  first  cell  being 
the  positive  pole  of  such  a  battery  and  the  unconnected  zinc  of  the 
last  cell  the  negative  pole.  Of  the  cells  in  medical  batteries  it  may 
be  said  that  all  zinc  and  copper  cells  possess  an  electromotive  force 
of  about  one  volt,  zinc  and  silver  cells  about  the  same,  and  zinc  and 
carbon  cells  with  sal  ammoniac  solution  about  1.4  volts.  The  best 
commercial  carbon-zinc  dry  cells  have  a  pressure  of  1.5  volts.    When 


Fig.  101. — Diagram  Showing  Analogy  of  Laws  Governing  Pressure 

in  Pump  and  Dynamo  Circuits. 


the  zinc  and  carbon  elements  are  used  in  an  acid  bichromate  solution, 
as  in  the  portable  batteries  of  this  type,  each  cell  has  an  electromotive 
force  of  about  2  volts.  A  thirty-cell  acid  battery  yields,  therefore,  a 
current  with  a  pressure  of  60  volts  when  freshly  charged.  Each  cell 
of  a  storage  battery  has  an  electromotive  force  of  2  volts  also,  when 
fully  charged. 

Besistance. — It  was  said  above  that  the  pressure  of  an  hydraulic 
current  from  a  reservoir  of  a  certain  height  was  independent  of  the 
size  of  the  pipes  through  which  it  issued,  being  the  same  whether 
the  pipe  was  large  or  small.    The  amount  of  water  passing  through 
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the  pipes  will,  however,  depend  on  their  caliber,  and  the  frictiooil 
resistance  of  the  water  against  the  sides  of  the  pipe.  The  caliber  ol 
an  electric  conductor  is  equally  important  in  regulating  the  volmnfi 
of  the  current  that  will  pass  through  it  from  a  given  pressure,  while 
a  certain  friction al  resistance  to  electric  conduction  exists  in  the 
metallic  conductor  itself  not  unlike  the  internal  friction  of  the  pipe. 

The  Ohm. — The  adopted  unit  of  resistance  is  the  ohm,  named  for 
Professor  Ohm,  of  Germany,  and  is  equal  to  the  amount  of  resistance 
presented  by  a  column  of  mercury  one  meter  high  and  one  millimeter 
thick.  A  more  convenient  idea  of  this  amount  of  resistance  is  con- 
veyed by  the  statement  that  it  is  equal  to  that  presented  by  one  hun- 
dred feet  of  No.  20  copper  wire.  This  wire  is  the  size  usually  em- 
ployed in  installing  annunciators  and  electric  bells.  Two  hundred 
feet  of  this  wire  will  give  a  resistance  of  2  ohms,  four  hundred  feet. 
4  ohms,  and  so  on.  If  the  wire  be  double  the  area  in  cross-section, 
however,  the  resistance  will  be  but  half  for  the  same  length.  The 
resistance  of  a  conductor  is  therefore  directly  as  to  its  length  and 
inversely  as  to  its  cross-section. 

An  excellent  illustration  of  these  facts  is  the  immense  difference 
shown  in  the  length  of  the  following  commonly  used  sizes  of  copper 
wire  required  to  give  one  ohm  resistance,  the  difference  depending  en- 
tirely on  their  caliber: — 

Lengths  of  Copper  Wire  in  Coioion  Use  Required  to  Give  One 

Ohm  Resistance. 

No.  40  (an  entremely  fine  wire,  rarely  used) 2  foot 

No.    36    (the    wire    with    which    the    fine-wire    secondary    is 

wound)    2.3  feet 

No.  32    (a  fine  wire  employed  as  conductor  with  author's 

tuberculosis  electrodes)    ^      « 

No.    28  (employed    as    conductor    with    minor    zinc-mercury 

cancer  electrodes)    15      « 

No.    26    (employed    with    major    zinc-mercury    cancer    elec- 
trodes)        23      ** 

No.  20  (employed  in  annunciator  and  bell  wiring) JOO      •• 

No.  0  (smallest  trolley  wire)    2  miles 

No.  0000  (trunk-line  trolley  wire)  .,       4      ** 

Specific  Besistance, — Homogeneous  conductors,  such  as  metals  or 
solutions  of  definite  proportions,  present  differing  resistances    how- 
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ever,  even  in  conductors  of  the  same  size  and  length.  A  No.  20  iron 
wire,  one  hundred  feet  long,  for  instance,  will  present  a  resistance  of 
5.36  ohms,  because  an  iron  wire  of  the  same  size  and  length  has  a 
resistance  5.36  times  greater  than  copper.  This  differing  facility  of 
conduction  is  an  inherent  quality  of  different  substances,  and  is  called 
their  specific  resistance.  It  is  probably  due  to  a  frictional  resistance 
to  flow  presented  by  the  constituent  molecules  of  the  conductor.  The 
resistance  of  copper  is  taken  as  the  imit  of  comparison,  or  1. 

Table  of  Specific  Resistances. 

Specific 

METAL..  RESISTANCB. 

Silver    0.77 

Gold 1.38 

Aluminum    2.29 

Zinc  2.82 

Iron  . ; 5.36 

Tin  6.76 

Platinum    7.35 

Lead    9.96 

German  silver 10.09 

Antimony    18.07 

Mercury   47.48 

Bismuth     64.52 

Graphite  1106.00 

Gas-carbon    2037.00 

The  Law  of  Ohm, — In  hydraulic  currents  it  has  been  said  that 
the  volume  of  the  water  circulating  in  a  pipe  will  depend  on  the 
pressure,  on  the  one  hand,  and  the  caliber  and  length  of  the  pipe  on 
the  other.  The  corresponding  relation  of  pressure  and  resistance  to 
current  in  electricity  is  known  as  Ohm's  law,  having  been  formu- 
iated  by  Professor  Ohm  in  1827.  It  is  mathematically  expressed  by 
the  formula 

E  (electromotive  force) 

C  (current)  =  — 

R  (resistance) 

or  that  the  current  is  equal  to  the  electromotive  force  divided  by  the 
resistance. 

Units  of  Cnrrent. — The  Ampere, — ^The  bulk,  or  volume,  of  a 
current  circulating  in  a  conductor  is  measured  in  amperes.  This  unit 
of  current-volume  is  fixed  as  the  amount  circulating  through  a  re- 
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sistance  of  1  ohm  from  a  pressure  of  1  volt.  A  Daniell  cell  would, 
therefore,  maintain  an  ampere  through  one  hundred  feet  of  No.  20 
copper  wire  if  its  own  internal  resistance  could  be  excluded.  About 
V2  an  ampere  circulates  through  an  ordinary  sixteen-candle  power 
incandescent  light  bulb. 

The  Milliampere, — For  medical  purposes  the  ampere  is  too  laigd 
a  unit ;  hence  the  milliampere,  or  Viooo  ampdre,  is  used  for  this  pur- 
pose. 

The  Coulomb, — The  current  delivered  every  second  by  a  circuit 
having  a  pressure  of  1  volt  and  a  volume  of  1  ampere  is  equal  to 


I  Volt.  ^^rrzTn:^^ 


^\^  Rdte  of  flow:-  f  Amp.  of  Current  > 
^o\^^    Work  done  1  Joule,  rate  at  wHiek 


Fig.  102. — Diagram  Illustrating  Electric  Units  by  the  Water  Analogy. 

(From  Hedley.) 


a  coulomb,  the  unit  of  measure  for  current-quantity.  This  unit  or 
its  corresponding  diminutive,  the  millicoulomb,  is  rarely  used  in  medi- 
cine, unless  electrolysis  alone,  and  not  the  additional  effects  of  more 
or  less  suddenly  applied  volume,  are  required.  A  record  of  the  milliam- 
pores  used  and  the  duration  of  the  application  conveys  more  informa- 
tion than  a  mere  record  of  the  millicoulombs  would. 

Internal  Resistance  of  Cells  and  Batteries. — In  a  circuit  made 
up  of  a  battery  and  external  conductors  there  are  two  kinds  of  re- 
sistance to  be  reckoned  with  in  estimating  the  whole  amount  to  be 
encountered, — viz.,  the  internal  resistance,  or  that  given  by  the  solu- 
tions and  elements  within  the  cells,  and  the  external  resistance^  or  that 
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given  by  the  wires,  cords,  electrodes,  and  body.  Incandescent  currents 
may  be  said  to  have  external  resistance  only,  as  the  internal  resistance 
of  the  vast  reservoir  made  up  of  street  mains,  dynamos,  etc.,  is  too 
small  to  require  the  physician's  attention  from  this  point  of  view. 

Application  of  Ohm'a  Law  to  the  Arrangement  of  Cells. — The 
various  needs  of  electricity  in  medicine  require  that  currents  of  varied 
pressure  and  volume  be  used,  the  pressure  being  employed,  as  a  rule, 
merely  for  tlie  purpose  of  carrying  sufficient  volume  through   the 
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tissues.  If  but  a  milliamp^re  or  bo  is  required  tlie  pressure  need  not 
be  great,  but  if  a  large  volume  is  desired  to  be  passed  through  the 
poorly  conducting  skin  the  pressure  must  be  from  50  to  100  volte, 
A  single  Tjcclanche  cell  gives  a  pressure  of  about  1  '/a  volts.  To  get 
a  current  of  75  volts  from  a  battery  of  such  cells  we  must  arrange 
fifty  of  them  "in  series,"  aa  in  Fig.  103, — that  is,  with  the  zinc  of  the 
first  attached  to  the  carbon  of  the  second,  and  so  on.  Such  a  current 
will  have  sufficient  pressure  to  carry  the  usual  amounts  of  milliam- 
p^res  required  in  medical  applications,  but  it  will  not  heat  a  cautery- 
Imife,  because  it  will  be  impossible  to  get  more  current-volume  from: 
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the  whole  hattery  thus  arranged  than  can  be  obtainec!  frorn  a  single  cell 
on  short  circuit  (or  working  with  its  poles  connected  directly  without 
appreciable  external  resistance),  because  its  output  will  he  limited  by 
its  own  interna!  resistance.  To  increase  the  output  in  the  latter  case 
we  "must  decrease  the  internal  resistance,  which  is  done  by  either  in- 
creasing the  size  rnther  than  the  number  of  the  cells,  or  by  arranging 
the  cells  "for  surface"  or  in  multiple  arc, — that  is,  with  all  the  car- 
bons connected  together  as  the  one  positive  pole  and  all  the  zinc  con- 
nected tojjethcr  as  the  negative  pole,  thus  making  them  one  cell  many 


+ 


In  Purnllpl  Arc. 


times  larger  than  the  original  one  (Fig.  104).  The  internal  resistance 
in  this  latter  arrangement  is  decreased  by  broadening  the  path  of  the 
current  through  the  battery  itself.  By  a  computation  of  the  internal 
resistance  of  cells  and  a  calculation  of  the  pressure  required  to  over- 
come the  external  resistance  we  can  easily  tell  whether  we  need  a  few 
large  cells  or  many  small  ones. 

To  the  mathomatic  mind  but  little  efTort  ia  required  to  com- 
prehend such  facts.  To  thos^e  rusty  in  figures  I  commend  the  fol- 
lowing graphic  delineation  of  the  law  of  0!im  as  applied  to  currents 
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from  rell-batteries,  an  ideal  cell  with  an  electromotive  pressure  of  one 
volt  and  an  internal  resistance  of  one  ohm  being  depicted  for  conven- 
ience of  illustration: — 

Fig.  105  shows  to  the  eye  the  effect  made  on  the  current-volume 
from  a  single  cell  by  inserting  various  amounts  of  resistance  into  the 
external  circuit.  The  cell  has  a  typical  pressure  of  1  volt  and  a  typical 
internal  resistance  of  1  ohm.  When  its  terminals  are  joined  by  a  short 
band  of  copper,  so  thick  as  to  present  no  appreciable  resistance,  the 
current-volume  produced  is  1  ampere.     If,  now,  the  short  band  of 
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Fig.  105. — Graphic  Delineation  of  the  Pressure  and  Volumes  of 
Currents  from  a  Single  Voltaic  Cell  when  Various  Resistances  are 
Inserted  into  the  External  Circuit.  The  cell  shown  at  the  left  of  the 
cut  has  an  electromotive  pressure  of  1  volt  and  an  internal  resistance 
of  1  ohm.  The  divisions  of  the  drawing  to  the  right  of  the  cell 
represent  imaginary  longitudinal  sections  of  the  currents  obtained  on 
short-circuiting  the  cell  and  after  successively  inserting  into  the  cir- 
cuit the  several  resistance  coils  indicated  in  the  upper  portion  of  the 
figure.  The  heavy  shading  in  the  first  three  divisions  shows  the  exact 
proportions  of  volume  to  the  eye  as  compared  with  a  full  ampdre, 
indicated  by  the  broken  lines.  The  light  shading  shows  the  propor- 
tion of  pressure,  which  is  uniformly  maintained  throughout;.  The 
volume  in  the  last  three  spaces  is  indicated  by  the  figures  beneath, 
but  is  much  too  small  to  be  shown  to  the  eye  on  the  scale  adopted. 


copper  be  replaced  by  a  coil  presenting  a  resistance  of  ^/^o  ohm,  mak- 
ing, together  with  the  internal  resistance  of  the  cell,  a  total  of  1  Vi« 
ohms,  the  resultant  volume  will  be  diminished  to  '/lo  amp6re. 

When  another  coil,  giving  a  resistance  of  a  full  ohm,  is  added, 
the  total  now  being  2  Vjo  ohms,  the  volume  maintained  is  less  than 
^/j  ampere.  A  corresponding  reduction  of  the  volume  occurs,  with 
the  inclusion  of  each  additional  amount  of  resistance  in  the  external 
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circuit;  snd  when  the  whole  series  of  coils  is  placed  in  cinmit,  i«- 
gregating,  together  with  the  internal  resistance,  a  total  of  1112 '/n 
ohms,  tlie  current-volume  is  brought  down  to  less  than  •/»•  milliini- 
p^re. 

The  resistance  of  the  body  with  approved  electrodes  may  be  wid 
to  be  represented  by  the  last  two  coils  of  the  figure  (from  100  to 
1000  ohms),  while  that  of  tlie  platinum  loop  of  the  galvanocauten 


EXTERNAL  RESISTANCES 

I       10    100    1000    Ohm» 


raphic  Delineation  of  the  Pressure  and  Volumes  of 
Currents  from  a  Batter.v  of  20  C'clls  Arranged  "for  Surface."  The  bat- 
tery. Beting  as  an  enlarged  cell,  has  an  electromotive  pressure  of  oDe 
volt  and  an  internal  resistanc  of  V^  ohm,  Th  ftret  three  imagiaary 
a  show  the  pruportions  of  volume  to  the  eye. 


knife  is  nearest  that  of  the  first  coil.  The  effect  of  increasing  the 
cell  to  twenty  times  its  size  (or  coupliug  twenty  similar  cells  for 
surface — -i.e.,  all  the  zinc  to  one  pole  and  all  the  carbons  to  the  other) 
— is  shown  for  both  uses  in  Fig.  106,  demonstrating  the  value  of  the 
method  with  the  slight  external  resistance  and  its  inefficacy  for  the 
greater.    The  eHect  of  an  increase  in  tlie  voltage  in  passing  more  cur- 
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FCTit  through  the  higher  resiBtances  is  shown  in  Fig.  107,  which  also 
displays  the  disadvantage  of  this  method  in  the  low  resistances,  as 
the  additional  cells  bring  with  them  additional  internal  resistance. 
The  great  amount  of  internal  resistance  given  for  each  cell  in  these 
diagrams  is  a  legacy  from  days  now  largely  passed,  as  the  much  used 

,  EXTERNAL  RESfSTANCES 
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.01768  Amper« 


Fig.  107.— Graphic  DelineaUnn  ot  the  Pna^iire  and  Volumes  nf 
Currents  from  a  Battery  of  Twenty  Cells  Arranged  "in  Series."  The 
battery  lias  an  electromotive  pressure  of  20  volts  and  an  internal  re- 
sistance of  20  ohms.  The  heHvy  shailing  in  the  first  Ave  imaginary 
current- sec  I  ions  shows  the  exact  proportion  of  volume  on  the  ECale  of 
the  precptlini;  cuts.  The  Hjiace  allotted  to  represent  pressure  is  re- 
duced, for  coiiveiiicnce,  to  one-half  the  scale  adopted  in  Figs.  105  and 
100. 


carbon-zinc  dry  cell  of  the  jiro^erit  time  has  so  small  an  interaal  re- 
sistance an  to  be  capable  of  giving  as  much  as  20  amperes  or  more  oa 
short  circuit. 


CHAPTER  XXVI. 

The  Production  and  Control  of  Constaxt  Currents. 

The  constant  currents  used  in  medicine  are  produced  from  bat- 
teries of  cells  arranged  to  give  sufficient  voltage  (from  10  to  150 
volts,  according  to  the  nature  of  the  medical  work)  or  from  reliable 
direct-current  incandescent  light  mains,  the  latter  usually  having 
a  pressure  of  110  volts.  In  either  case  the  currents  are  modified  by 
an  applying  apparatus  consisting  essentially  of  a  controller  and  meter, 
with  the  necessary  switches  and  binding-posts.  Where  reliable  Edison 
incandescent  circuits  are  available  that  are  either  under  tlie  absolute 
control  of  the  operator  or  placed  underground  and  kept  free  from 
danger  of  contact  with  arc-light  and  trolley-car  wires  and  kept  con- 
stantly supplied  with  current,  there  is  no  reason  for  the  physician  to 
use  a  battery  as  a  source  of  curent.  All  batteries  require  intelligent 
care  and  are  likely  to  give  more  or  less  trouble  in  replenishing  and 
repairs,  all  of  which  is  relegated  to  the  dynamo-house  in  the  case  of 
incandescent  circuits.  Yet  no  one  should  begin  the  use  of  an  in- 
candescent circuit  until  he  has  assured  himself  by  investigation  that 
his  circuit  is  free  from  the  defects  and  dangers  referred  to. 

SOURCES  OF  CURRENT. 

The  110- Volt  Direct-Current  Street  Mains. — Being  assured  that 
there  will  be  no  possible  interruption  of  the  current  to  be  delivered 
from  the  110-volt  Edison  direct-current  mains,^  its  use  in  medical 
applications  is  very  simple,  the  two  supply  wires  being  attached  to  an 
apparatus  possessing  a  proper  controller,  whether  it  be  a  cabinet  or 
table  switchboard,  just  as  the  wires  leading  from  the  carbon  and  zinc 
elements  of  the  battery  are  attached.  The  polarity  of  each  wire 
should  first  be  tested  as  follows :  Having  attached  a  double  conducting 
cord  to  a  plug,  unwind  a  few  inches  of  the  other  end  of  the  cord  and 

^  The  Westinghoiise  system  of  incandescent  house-lighting,  so  larjcrelv  used 
in  smaller  towns,  employs  an  alternating  current  totally  unlike  those  consid- 
ered here,  and,  of  course,  lacking  in  the  properties  of  a  direct  current.  Ita 
transformation  into  the  direct  current  is  described  on  page  393. 
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bare  a  half  inch  of  each  conductor.  Do  this  before  the  plug  is  placed 
in  the  receptacle.  Having  bared  the  ends,  separate  them  two  inches, 
insert  the  plug  in  the  receptacle  and  turn  on  the  current  at  the  key, 
if  there  is  a  key.  Keepiug  the  ends  from  touching  (lest  the  fuse  blow 
out),  insert  the  two  ends  in  a  glass  of  water  in  which  a  teaspoonful 
of  table  salt  has  been  dissolved,  and  it  will  be  noted  immediately  that 
one  wire  gives  off  twice  as  much  gas  as  the  other.  This  wire  is  the 
negative  pole.  It  should  be  attached  to  the  N.  binding  post  of  the 
apparatus  at  once  and  the  other  wire  to  the  P.  binding  post. 

It  should  be  remembered  that  this  test  applies  to  the  plug  in  this 
receptacle  alone.  Whenever  the  plug  is  changed  to  another  receptacle 
the  polarity  of  the  wires  should  be  tested  again. 

Much  was  said  a  few  years  ago  about  the  danger  of  using  street 
currents  for  medical  purposes.  In  the  author's  opinion,  this  is  con- 
fined to  overhead  wires  alone,  where  a  broken  telephone  or  telegraph 
wire  might  fall  and  connect  an  arc-light  circuit  with  the  incandescent 
circuit.  The  only  precaution  required  in  underground  circuit  mains 
refers  to  the  protection  of  the  instruments  from  burning  out,  which 
is  done  by  placing  a  3-ampere  fuse  in  circuit  and  seeing  that  no  switch 
will  short-circuit  the  current.  This  latter  precaution  is  specially 
necessary  when  using  a  switchboard  devised  for  colls,  since  all  of  the 
old-time  apparatus  possesses  switches  that  short-circuit  the  cells  each 
time  they  are  moved. 

Fig.  108  shows  the  proper  plan  for  wiring  a  switchboard  for  the 
constant  current  derived  from  the  direct-current  mains  of  110  volts. 
It  ifi  arranged  with  the  protecting  fuse  wire  in  the  plug  attached  to 
the  cord,  where  it  may  be  readily  replaced  if  accidentally  blown  out. 
As  will  be  seen  in  the  diagram,  the  full  110-volt  current  may  be  sup- 
plied to  the  controller  (where  the  current  should  always  be  conveyed 
first)  by  closing  the  right-hand  switch.  Should  the  work  in  hand 
require  a  very  small  current  it  may  be  cut  down  somewhat  by  using 
the  left-hand  switch,  when  it  traverses  the  resistance  of  the  lamp 
(which  may  be  either  a  50-candle,  32-candle,  or  16-candle  lamp,  as 
we  wish  a  lesser  or  greater  resistance).  But  one  switch  should  be 
closed  at  a  time.  When  the  right-hand  switch  is  closed  the  circuit  to 
the  controller  is  shown  by  the  unbroken  lines;  when  the  left-hand 
switch  is  used,  by  the  broken  lines. 

It  is  important  always  to  place  the  meter  beyond  the  controller, 
in  the  patient's  circuit  from  the  latter,  for  the  reason  that  the  waste 
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current  paEsing  through  the  controller  and  directly  back  to  the  mains 
will  not  then  pass  through  the  meter,  destroying  the  accuracy  of  the 
latter's  readingB.  When  the  meter  is  thus  in  the  pationfs  circuit  alone 
its  readings  will  show  only  the  actual  current  passing  through  the 
patient. 


Ptoa  withFuseI 


Tbeatmemt  Poles 
Fig.   lOS.^DJagiam   of  Wiring  of  Switchboard  for  Medical  Use 
of  no-Volt  Direct  Current  from  Street  Miiina.    The  shunt  lamp  of  the 
author's  new  universal  controller  is  not  shown. 


By  placing  the  pole-clianger  below  the  meter  we  may  use  a  one- 
direction  meter  like  the  Weston,  as  the  direction  of  the  current  is  then 
changed  or  reversed  at  the  pole-changer  only  after  it  has  passed 
through  the  meter. 

In  handling  the  electrodes  and  cords  of  an  incandescent  circuit 
thus  arranged  one  must  be  careful  not  to  bring  the  metallic  parts  of 
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Opposite  poles  together  unless  the  controller  is  turned  off,  or  nearly 
off.  This  precaution  is  merely  to  preserve  the  fuse  or  instruments 
from  being  burned.  There  is  absolutely  no  other  danger  from  the 
use  of  a  proper  circuit  of  the  Edison  current,  as  the  full  strength  of 
this  circuit  can  force  no  raore  current  through  the  body  than  can  the 
full  strength  of  any  good  battery  of  seventy  or  eighty  cells.  To  avoid 
such  accidents  to  the  apparatus  the  controller  should  always  be  kept 
with  the  crank  at  the  starting-point  when  not  in  actual  use,  and  the 
metallic  parts  of  the  electrodes  and  cords  should  never  otherwise  be 
brought  together.    Both  switches  are  left  open  when  not  in  use. 

The  Vetter  current  tap  (Fig.  109)  may  be  used  ae  a  plug  with- 
out losing  the  use  of  the  lamps  previously  occupying  the  receptacle 
from  which  it  is  desired  to  take  the  current.    These  taps  are  made  with 


Fig.  100. — Vetter  Current  Tap,  viith  Connection  for  WestinghouM, 
Edison,  or  Tbompion-HouHton  Ueooptnde. 

the  lamp  "in  parallel,"  when  the  full  voltage  is  obtained  for  therapeu- 
tic use,  or  with  the  lamp  "in  series"  with  the  therapeutic  supply,  the 
lamp  in  the  latter  case  doing  the  service  indicated  by  the  one  shown 
in  Fig.  108. 

The  Current  Controller. — This  instrument,  which,  when  properly 
constructed,  enables  the  110-volt  direct  current  from  the  mains  to  be 
modified,  without  shock,  to  any  strength  desired,  is  also  equally  Taiu- 
able  in  the  control  of  the  current  from  a  stationary  battery  of  cells, 
permitting  the  cells  to  be  evenly  used,  without  the  short-circuiting  that 
results  when  the  old-fashioned  cell  collector  is  employed. 

The  author's  graphite  controller  shown  in  previous  editions  of 
this  work  was  first  designed  and  termed  a  "current  controller"  in 
1887,  since  which  time  the  aptness  of  the  designation  has  caused  the 
name  to  be  applied  to  the  governors  of  trolley  cars  and  other  industrial 
users  of  current  of  various  kinds.    The  original  Massey  graphite  eon- 
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troller  wae  simply  a  graphite  resistance  placed  in  series  with  tlie 
patient  and  the  mains.  This  reduced  the  current  somewhat  unevenly, 
merely  "choking"  it,  witliout  adequate  reduction  of  the  voltage. 


Tig.  110.— Koute  of  Current  in  Patient's  Circuit  in  Jewell  Qniplt. 
Ite  Controller.  The  broken  line  indicates  the  patient's  circuit.  The 
graphite  area  itself  ofTers  a  parallel  route  for  direct  return  of  a  portion 
of  the  current. 


W.  8,  Hedley'  has  shown  that  a  hotter  plan  for  the  construction 
of  a  controller  is  to  place  the  patient  in  shunt,  or  parallel,  with  a  body 

'"Current  from  tlie  Main,"  Lewis  &.  Co.,  Tjondonj  ajid  "Therapeutic  EIm^ 
trioity,"  P.  Blakiston's  Son  t  Co.,  Philadelphia. 
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having  a  less  resistance,  tlie  current  dividing  tlie  voltage  between  the 
two  as  the  controller  arm  is  turned  on.  Unfortunately,  Hedley  em- 
ployed wire  resistances,  which  are  impracticable  as  a  means  of  readily 
and  smoothly  controlling  the  voltage.    As  for  the  button  wire  "rheo- 


Rg.  111. — The  Mnswy  Universal  Therapeutic  Controller.  The 
lamp  lo  the  left  U  the  scries  lamp;  that  to  the  right  the  shunt  lamp. 
When  iho  scrips  lamp  is  eut  out  by  Uie  switch  and  the  shunt  lamp 
turned  ott  at  ilH  key  the  inatrnment  ia  merely  an  enlarged  Jewell  con' 
troller,  the  aitded  nize  permittinf;  the  range  of  current  strengths  to  be 
incrensed  to  as  much  as  2000  milUampfrea.  U'hen  the  switch  (seen  be- 
tween Ihe  two  lamps)  is  turned  to  put  the  Hcrieg  lamp  in  circuit  and 
the  shunt  lamp  is  turned  on  at  its  key,  the  instrument  becomes  a  volt 
controller,  permitting  currents  of  as  little  a«  Vi.  milliampJre  to  be 
employed  with  a  low  voltage.  This  instrument  may  be  employed  to 
control  the  220volt  direct  current  if  tbr  ralniit' »itUch  at  lop  U 
taken  <iul  and  a  aeries  lamp  of  suitable  size  and  voltage  always  u»ed, 

stats"  or  controllors*  largely  employed  in  this  country,  their  use  is 
always  attended  with  a  jump  of  a  volt  or  so  at  each  button,  causing 
the  increase  of  the  current  to  be  far  more  unpleasant  than  desirable. 


THE  CONSTANT  CURRENT. 


Tli«  Jewell  controller,  made  of  graphite,  was  an  advance  in  the 
construction  of  graphite  controllers  because  it  retained  the  smoothly 
increasing  qualities  inherent  in  the  use  of  graphite,  and  added  a  par- 


Tig.  Ulo.— Plan  of  Wiring  of  Universal  Therapeutic  Controller. 
The  series  lamp  may,  of  course,  be  put  in  either  the  right  or  left  leads 
from  the  mains.  The  path  of  the  current  through  the  controller 
proper  is  the  same  as  shown  in  Fig.  110,  One  purpose  of  the  uriea 
lamp  is  the  presen'ation  of  the  graphite  from  burning  out  with  excea- 
aive  current  when  the  shunt  lamp  is  in  use. 

tial  observance  of  the  shunt  principle  by  allowing  a  small  portion  of 
the  current  to  go  directly  through  the  graphite  area  back  to  the  mains 
without  traversiug  the  patient.    The  route  of  the  current  traversing 
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the  patient  is  Bhown  by  the  broken  line  in  Fig.  110.  the  lines  indicat- 
ing the  graphite  Bhowing  the  route  of  the  direct  return  to  the  mains. 
While  the  author  cannot  agree  with  Dr.  Hedley  that  the  "cnrrent 
of  the  mains"  should  never  be  used  with  a  eimple  scries'  resistance, 
for  he  has  so  used  it  for  years  in  his  first  trpe  of  controller  and  since 
with  the  partial  shunt  controller  of  Jewell,  he  recognizes  the  principle 
that  5  milliamp^res  from  a  cnrrent  with  a  roltage  of  110  will  be  more 
paiiLful  than  the  same  current  from  a  voltage  on);  sufiScient  to  over- 


Fl^.  112.— DUgram  of  the  Several  Paths,  or  "ShiintH,"  of  th« 
Cirruit  of  tbe  Author's  new  Universal  Controller.  The  eite  at  the 
arrows  shows  approxiniatel7  th«  relative  proportions  of  the  current 
in  the  several  paths,  though  this  varies  with  kind  of  application. 

come  the  resistance.  He  has,  therefore,  recently  modified  the  gra;>hitc 
controller  by  enlarging  it  and  placing  a  16-cand1e  lamp  parallel  and 
in  akunt  vnth  the  patients  circmt,  the  lamp  being  capable  of  bcin^ 
thrown  in  or  out  of  circuit  by  merely  turning  the  key  attaclicil  to  its 
receptacle.  This  improved  and  enlarged  controller  is  shown  in  Fig. 
Ill,  which  illustrates  an  instrument  of  the  greatest  value  in  fl.?ctro- 
therapcutics,  since  it  enables  ub  to  select  any  voltage  desired  frmn  the 
110-TOlt  mains,  with  currents  from  '/,,  milliampfire  to  2000  milliara- 
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p^ree^  increased  and  decreased  with  absolute  smoothness  and  withont 
complicated  movement.  A  simple  sweeping  movement  of  the  lever 
handle  turns  the  current  on  or  off  as  often  and  as  rapidly  or  slowlj 
as  desired. 

In  using  this  instrument  with  the  110- volt  current  the  following 
variations  are  possible,  giving  great  range  to  its  capabilities  for  fine 
or  heavy  work : — 

1.  With  both  lamps  turned  off  (in  the  series  lamp  by  cutting  it 
"out"  at  the  switch)  it  is  adapted  to  control  the  full  110  volts  by 
variation  of  resistance  from  0  to  2000  milliamp^res.  This  adapts  it 
to  heavy  current  work,  and  also  for  the  induction  and  sinusoidal  cur- 
rents. 

2.  With  the  series  resistance  lamp  at  the  left  turned  on  at  its 
switch  it  is  adapted  to  constant  currents  below  300  milliamperes  by 
simple  variation  of  resistance,  the  current  being  turned  on  more  slowly 
by  the  same  movement  of  the  handle.  3.  With  both  the  resistance  and 
shunt  lamps  turned  on  it  is  adapted  to  control  voltage  as  well  as 
milliamperage,  giving  a  less  painful  current  for  the  finer  work,  such 
as  applications  to  the  eye,  epilation,  etc.,  and  in  this  position  the  con- 
troller will  light  4-  and  6-  volt  lamps  perfectly. 

Fig.  112  shows  diagrammatically  the  several  paths  taken  by  the 
current  in  the  new  controller,  the  voltages  automati(ftilly  adjusting 
themselves  to  the  varying  relations  of  the  three  circuits  as  the  handle 
is  turned  on  or  off.  For  clearness  of  illustration  the  moving  contact 
is  shown  as  if  extending  over  the  graphite  from  without  the  area  in- 
stead of  from  within.  The  meter  should  be  placed  in  the  extreme  right 
hand  circuit  only. 

Any  Jewell  graphite  controller  may  be  turned  into  a  full  shunt 
controller  by  connecting  a  series  and  a  shunt  lamp  as  depicted  above; 
but,  as  the  shunt  lamp  absorbs  most  of  the  current,  the  range  of 
strength  then  obtainable  from  a  controller  of  this  size  is  rather  below 
40  or  50  milliamperes.  It  will  be  seen,  nevertheless,  that  tius  addi- 
tion to  the  instrument  will  render  it  useful  to  those  employing  small 
currents.  By  unscrewing  the  lamp,  or  turning  it  off  with  a  key 
attached  to  the  receptacle,  the  action  of  the  controller  is  restored  to 
its  former  range. 

The  question  of  the  value  of  this  volt  control  in  administering 
labile  constant  currents  is  undoubted.  When  making  minor  electro- 
chemic  applications,  such  as  prolonged  minor  zinc-mercury  catapho- 
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resis,  its  value  is  loss  certain,  for  tlie  pain  oleiiient  of  current  variatinn 
is  here  absent,  and  the  reduced  voltage  makes  the  current  at  tiinee 
variahle  because  more  subject  to  the  clfect  of  tissue  polarization.  The 
ability  to  turn  a  full-shunt  controller  into  au  ordinary  resistance 
controller  by  turning  olf  the  shunt  lamp  enables  lis  to  select  any 
metliod  desired  in  a  jjivcn  cai^e. 

The  Meter. — This  instrument  is  also  imlisponsahle  to  the  phy- 
sician, who  has  no  more  right  to  subject  a  patient  to  the  influence  of 
an  unmeasured  current  of  electricity  than  has  a  pharmacist  to  fill  a 


Fig.  113.— Porlnblc  Weflton  Millinmiiieter,  Thi»  inxtniment  hasi 
two  Bcitlen,  uilli  w^tective  bintling  ]iiMi»  on  tlip  loft  ami  movuble 
pointer  on  the  right,  tlii'  scales  remliiig  from  0  to  10  ini]tiampi>ri'S 
nnil  0  to  500  nii11miii|H-re>i,  respect ivdy.  A  siniilnr  inntrument,  with 
liiglier  HrnleH,  in  uwd  Uy  the  niillior  in  cntajiliork'  operations  out  of 
lioii]>itiil.  The  neiver  t.vpp  of  ini.triinient,  made  by  tlie  same  flrm, 
hIioivii  in  Fig.  71,  p"(je  SU,  is  rccommenileil  aa  better  suited  to  the 


prescription  with  unweighed  or  unmeasured  drugs.  The  number  of 
cells  cmiiloyed  is  invapabic  of  giving  definite  knowledge,  owing  to 
tlie  varied  resistance  of  tiu'  skin  in  different  individuals. 

The  autlmr  knows  .if  but  'uie  make  of  meters  sutfieiently  reliable 
for  phvsii-iauM  in  use  in  piissing  currents  through  tlie  liurnan  body — 
the  Wiston — and  considers  the  umny  uni-ehalde  meters  ofTered  by 
dealers  as  llie  cause  of  niu.h  therapeutic  uncertainty. 

Hut  acLiracv  alone  is  n..t  tlie  only  r.-i|uisile:  the  range  of  the 
scalcti  must  be  ajipropiiate  to  the  work.    The  amount  of  current  habit- 
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uallv  cniplovrd  by  (liifiTcnt  physicians  has  varied  so  greatly  that  the 
iiianufactiinTs  liavc  hi^sitatcd  in  adojKing  standards. 

Thi;  need  of  a  hirger  si*aU'  for  the  cataphoric  treatment  of  cancer, 
capable  of  l)ein;^  n?ad  hy  the  ojUTator  at  a  distance,  and  of  a  mmor 
scale  of  hi»rher  ran^e  for  minor  applications,  and  suitable  also  for 
ordinary  constant-current  applications,  has  been  so  urgent  in  the 
authorV  work  that  he  has  recently  induced  the  Weston  company  to 
place  on  the  market  the  meter  desi-ribed  on  page  214,  Fig.  71.  This 
instrument  has  two  scales  of  large  size  and  capable  of  being  read  acrosB 
the  room,  'i'he  heavy  current  scale  reads  fn)ni  0  to  2000  niilliamperoa 
in  tens,  and  the  minor  scale  reads  from  0  to  100  millianip^res  in  single 
milliampercs.  So  accurate  and  clear  are  the  calibrations  that  the  cur- 
rent may  be  read  to  ^u  milliampere  in  the  minor  scale. 

All  meters  of  this  type  have  one  binding  screw  marked  for  the 
positive  jmle  an<l  are,  therefore,  not  adajited  for  a  r(?versal  of  the 
current  through  their  mechanism.  The  commutator,  or  j)ole-chan«»er, 
of  a  switchboanl  should  conse(iuently  be  intercalated  in  the  circuit 
between  the  meter  and  the  patient,  rendering  reversal  easj',  ivitliout 
disturbing  the  eourse  of  the  current  through  the  meter. 

Author's    Cataphoric    Table. — The    author's    universal    graphite 
controller  aiul  the  new  meter  IxMng  the  essential  portions  of  a  com- 
plete ap])aratus  for  cataphoric  operations,  the  desirability  of  having 
them  mounted  on  a  mova])le,  asc^jjtic  table,  suitable  to  the  operating 
room,  becanu'  evident  early  in  the  work  of  the  Oncologic   Hospital. 
The  cataphoric  table  shown  in  })lates  XVllIr/  and  XVITT/>,  page  220, 
was  therefore  designed,  and  nuvts  })erfeetly  all  the  requirements  of 
both  major  and  minor  work.     The  wooden  base  of  the  controller  was 
eliminated,  the  slate  being  attached  directly  to  the  glass  top  of  the 
white  enameled  table,  while  the  meter  was  mounted  above  it.      The 
series  and  shunt  lamps  for  use  in  minor  applications  were  placed  be- 
neath.    This  table  was  manufactured  for  the  hospital  by  Otto  Flem- 
ming,  lO"?.")  Arch  Street,  Philadel])hia. 

Wall  Plates  and  Cabinet  Apparatus. — A  number  of  manufacturers 
furnish  excellent  cabim^t  apy)aratus  and  wall  plates  with  graphite 
ctmtroUers.  Should  the  physician  be  tempted  to  buy  any  such  not 
su])plied  with  the  graphite  controller  he  wtmld  do  well  to  specify  that 
this  (essential  feature  of  a  proper  applying  mechanism  be  added  to  the 
instrument. 


PUTE    XXII.-Aulhor'i    W*ll    C*b;n«t   »lth    R.mavihU    Uni..r.,l    Conlroll.t. 
Matari,  and   Induction   Apparitut.      Th>  doubl*   ittitch   i1   11%*   Itft  of  conlrolUr  li  for 


tha  conitint  currant;    Ihit  at  th*   rl^M   (or  th«   1i 


ar>d  that  abov*  Iha 


r    (or    both   cambinad.       No  two  of    thsM   iwitchot  thould   ba   iaft  ctoiad  at  I 
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The  author  has  recently  devised  the  wall  cabinet  shown  in  Plate 
XXII  in  ordei  that  the  large  controller  shown  in  Fig.  Ill  may  be  used 
in  the  office  for  both  delicate  as  well  as  heavy  work  (the  large  area  of 
graphite  adapting  it  to  very  delicate  volt  and  milliampere  gradation). 


Rg.  IH.^The  Author'H  Arrftngpment  of  Wall  Cabinet  and  Unl- 
Tprsal  Controller,  fta  Maniirnctured  by  Frank  S.  Betz  Co.,  Cbicago. 
Tills  inaUument  may  be  used  with  either  the  110-volt  direct  current 
□r  drv  ceils.  Unless  tpprinlly  ordered  the  parts  of  this  excellent  ap- 
paratus are  not  rcmovalili!. 

the  controller,  meter,  and  e\en  the  induction  apparatus  being  remov- 
able from  the  cabinet  at  will.  One  controller  and  meter  may  in  this 
way  be  made  to  do  duty  as  both  a  stationary  and  portable  instrument, 
boxes  for  carrying  each  being  supplied  by  the  manufacturer,  Otto 
Flemming,  Philadelphia. 


SceoNOAinp 
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Fig.  115. — Plan  of  Wiring  of  Switchboard  for  Both  Constant  and 
Induction  Currents,  with  Switch  for  Combining  Both  Currents  for 
Simultaneous  Use.  The  110-volt  constant  current  or  cells  may  be 
used.  If  the  110-volt  circuit  is  employed  for  the  constant  current, 
dry  cells  should  be  used  for  the  operation  of  the  induction  coil  in 
order  that  both  currents  may  be  used  combined.  The  shunt  circuit 
of  the  controller  and  its  shunt  and  series  lamps  are  not  shown. 


(340) 


Fig.  110. — Arrargoiueiit  and  Proper  I'lnn  of  Wiring  of  Station- 
Bry  Battery  of  Celln.  with  Controllpr  and  Meter  in  Circuit,  The  switch 
should  be  left  opi'n  wlirn  not  in  uaa,  ffldl^ 
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Stationary  Battery  of  Cells. — Where  a  battery  of  cells  is  requited 
as  a  source  of  current,  and  it  is  to  be  used  in  the  ofiQce  or  hospital 
building  only,  a  stationary  battery  of  permanent  primary  cells  is  e»- 
sential.  Such  a  battery  consiste  of  from  40  to  75  cells  axranged  in  a 
aeriea  on  slielves  in  a  cabinet  or  convenient  closet.  By  arrangement 
"in  series"  is  meant  that  the  zinc  of  the  first  cell  should  be  connected 
by  a  wire  or  other  connector  with  the  carbon  of  the  second  cell,  tbe 
zinc  of  the  second  with  the  carbon  of  the  third,  and  so  on.  When 
all  the  cells  are  thus  connected  it  will  be  found  that  the  carbon  of 
the  first  cell  and  the  zinc  of  the  last  one  are  free.     A  wire  attached 


117.— Carbon  Cjlinder  Cell, 


to  this  carbon  will  be  the  positive  pole  of  the  battery  and  another 
attached  to  the  zinc  will  be  the  negative  pole.  The  current  from  snch 
a  battery  must  be  used  through  a  controller  and  meter  placed  per- 
manently and  directly  in  series,  as  shown  in  Fig.  116,  the  battery  wires 
taking  the  exact  position  of  the  street  mains  in  Fig.  108.  These 
wires,  or  "mains,"  may  be  carried  throughout  an  institution,  tei^ 
minating  in  a  pair  of  binding  posts  on  a  wall-board,  each  binding  poet 
being  permaBcntly  marked  with  the  proper  polar  sign,  after  due 
ascertainment  of  the  identity  of  the  pole. 

The  only  cells  worth  considering  for  this  purpose  are  reliable 
carbon-zinc  dry  cells,  or  the  open-circuit  bell-ringing  cells  easily  pro- 
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cured  from  first-class  hardware  stores  in  any  part  of  the  country,  now 
that  electric  bells  are  so  common.  These  are  all  one  or  another  variety 
of  the  Leclanche  cell,  consisting  of  carbon  and  zinc  elements  in  a 
saturated  solution  of  chloride  of  ammonium.  These  cells  are  said  to 
be  of  the  "open  circuit^ '  variety  because  they  remain  in  good  condition 
for  long  periods  while  unused,  or  with  the  circuit  open.  If  used  on  a 
circuit  of  low  resistance  for  many  minutes  at  a  time  they  tend,  however, 
to  run  down  by  polarization,  but  will  recover  if  allowed  to  rest.  The 
particular  variety  of  the  wet-cell  type  now  universally  used  is  a  simple 
carbon  cylinder  cell,  the  cylinder  made  in  one  piece  with  the  cap,  the 


Fig.  118. — Carbon-Zinc  Dry  Cell.    The  central  attachment  is  con- 
nected with  the  carbon  element. 


zinc  passing  through  an  insulated  opening  in  the  latter.  In  setting 
up  these  cells  care  should  be  observed  not  to  permit  the  solution  to 
wet  the  upper  edge  of  the  jars,  as  this  would  favor  capillary  "creep ing*' 
of  the  salts.  The  zincs  should  be  cleaned  at  least  once  in  six  months, 
and  if  renewed  at  the  end  of  a  year  or  eighteen  months  will  postpone 
a  thorough  overhauling  for  a  much  longer  time  when  the  battery 
receives  but  moderate  use. 

The  author  has  been  frequently  asked  his  opinion  as  to  the  de- 
sirability of  a  physician's  purchasing  a  standard  size  of  the  patented 
commercial  dry  cells  now  largely  used  in  place  of  these  "wef*  varieties 
of  the  original  Leclanche  cell,  and  the  reply  was  always  until  recently 
in  favor  of  the  wet  cells.    Of  late,  however,  these  dry  cells  have  been 
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prreatly  improved,  and  there  is  no  reason  why  they  should  not  supplant 
the  wet  sal  ammonia  cell  in  the  office  of  a  physician  who  does  not  care 
to  spend  much  time  upon  his  batteries  himself  or  be  troubled  with  the 
often  unsatisfactory  labor  of  others.  The  standard  size  of  the  Columbia 
cells  are  said  to  be  the  best.  They  should  be  connected  up  exactly  as 
depicted  for  the  wet  cells  in  Fig.  116  and  their  use  has  this  decided 
advantage :  that  sixty  of  them  may  be  arranged  in  two  boxes  of  thirty 
each,  thus  taking  up  less  room  than  the  wet  cells,  and  permitting  one 
box  to  be  taken  about  at  will  as  a  thirty-cell  portable  battery,  if  the 
box(^  are  furnished  with  terminal  binding  posts  similar  to  those  em- 
ployed for  the  large  cells  shown  in  Fig.  119,  to  which  a  portable  meter 
and  controller  can  be  attached  at  will.  When  kept  in  tlie  oflSce  as  a 
permanent  battery  the  -f-  pole  of  one  box  is  to  be  connected  with  the 
—  pole  of  the  other,  the  remaining  terminals  being  attached  to  the 
main  supply  terminals  of  the  applying  apparatus.  Such  an  arrange- 
ment permits  the  same  cells  to  be  used  for  both  stationary  and  portable 
work. 

The  applying  mechanism,  whether  table  or  wall-plate  or  cabinet, 
is  wired  in  exactly  the  same  way  for  a  battery  of  cells  as  for  the  cur- 
rent from  the  mains  (see  Fig.  116  for  diagram  of  the  wiring  of  both 
the  cells  and  the  apparatus)  the  two  special  lamps  being  turned  on  in 
the  latter  case,  and  the  same  apparatus  may  therefore  be  used  with 
either  source  of  current.  The  switch  between  the  cells  and  the  con- 
troller is  even  more  essential  than  with  the  street  mains,  as  the  slight 
current  wastage  of  the  controller  would  run  the  cells  down,  while  in 
the  case  of  the  street  mains  only  the  bills  for  current  used  would  be 
affected. 

It  is  desirable  at  times  to  have  both  sources  of  supply  on  tap  in  the 
apparatus.  This  can  be  easily  arranged  by  attaching  the  cell  mains 
to  the  series  lamp  switch  shown  in  Fig.  108,  the  lamp  and  street 
mains  having  been  disconnected  from  this  switch.  The  polarity  is,  of 
course,  properly  considered.  When  this  switch  is  closed,  the  other  two 
being  open,  the  controller  delivers  the  cell  current  instead  of  the  street 
current. 

Portable  Batteries. — The  practice  of  electro-therapeutics  is  at 
last  definitelv  delivered  from  the  incubus  of  the  acid  battery,  that 
abominable  contrivance  that  was  so  necessary  if  any  but  the  slightest 
currents  were  used,  yet  so  troublesome  to  keep  in  order.  The  chief 
drawback  of  these  batteries  was  not  the  handling  of  acids,  bad  as  that 
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vae,  but  tliat  tlicy  were  sure  to  get  out  of  order  if  not  constantly  used ; 
and  there  is  no  doubt  but  that  their  unreliability  lias  been  a  most 
effective  drawback  to  the  extension  of  electrocheiiiic  therapeutics. 
The  definite  relief  has  come  in  the  recently  attained  efficacy  of  the 
commercial  dry  cell.  Many  pliyaicians  have  unfortunately  invested 
in  the  chloride  of  silver  dry  cell  batteries.  It  is  not  of  this  type  that 
the  author  speak:',  for  these  are  mere  medical  toy^;,  but  of  the  zinc- 
carbon  type  so  largely  used  in  the  tirts  and  industries,  of  which  the 
(,'olumbia  make  is  most  rehable.  The  value  of  this  make  of  dry  cell 
can  be  attested  by  the  author,  whose  attention  was  first  attracted  to  it 
by  the  report  of  the  Committee  on  Constant  Current  Generators  and 


Pig.  II80. — Portable  ^'oltmeter.  This  inatrument  has  two  ecales: 
0  to  3  volts,  and  0  to  l.'iO  volts.  The  smaller  wale  enables  w«  to  test 
the  voltage  of  a  single  dry  eelh  thp  larger,  tliat  of  a  whole  battery. 
The  poBitive  pole  should  be  connected  to  pout  witb  +  mark. 

Controllers  of  the  American  KJectro-'ilieraiicutic  Association  for  190;(. 
The  chairman  of  this  Committee,  Prof.  W,  J.  Herdman,  of  Ann 
Arbor,  Mich.,  submitted  this  cell,  witli  others,  to  a  prolonged  test  in 
the  Ele<'tro-Thcrapeutic  Laboratory  of  the  Trniven=ity  of  Michigan, 
and  highly  reeomniends  it. 

The  best  portable  battery  is  made  of  thirty  or  forty  of  the  best 
type  of  zinc-carbon  dry  cells  arranged  in  a  strongly  made  box  with 
a  cell  collector  on  the  inner  lid,  exactly  as  illustrated  in  Figs,  68  and 
fill,  depicting  the  author's  transportable  dry-ecll  batteries  for  heavy 
currents.  Such  a  battery  is  shown  in  Fig.  110  with  a  portable  con- 
troller and  meter  in  circuit,  though  if  tlie  cd  I -col  lector  is  of  the  celi- 

"■.Vdvanroil  Thernpeutirs,"  .laiuiiirj-.  11104.  piij.-o  HI. 
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to-ccU  typo  the  controller  is  not  absolutely  needed.  Medium-eized  cells 
pennit  as  many  as  forty  to  be  placed  in  one  bos  without  nnduij 
weighting  it,  a  forty-point  switch  then  being  necessary;  but,  for  the 
physician  who  contemplates  heavy  current  cataphoresis,  three  boies 
with  twenty-five  cells  in  each  bos  will  be  required  for  this  wort,  the 


Fig.  lie.—Author's  Portable  Dry-Cell  Battery,  with  Meter  and 
Controller  in  Circuit.  The  cell-to-cell  awilflh  shown  is  liable  to  short- 
circuit  cells  if  the  lever  rests  on  two  buttons. 

placing  of  a  emaller  number  of  cells  in  each  box  rendering  them  more 
portable.  Such  an  outfit  will  permit  of  three  or  four  major  appli- 
cations of  eataphoresis  in  cancer,  or  of  a  large  number  of  bedside 
applications  in  gynecology. 

It  should  be  remembered,  also,  that  these  portable  batteries  may 
be  very  conveniently  made  to  do  duty  as  permanent  batteries  in  the 
office  when  not  otherwise  in  use,  by  merely  so  placing  them  near  the 


ELECTRODES.  347 

wall  plate  or  switchboard  that  wires  from  their  terminal  binding  posts 
may  be  carried  to  the  inlet  posts  of  the  wall  plates,  the  cells  being 
turned  on  as  required,  or  left  permanently  turned  on  at  their  switch- 
boards and  the  mains  leading  from  them  treated  as  ordinary  battery 
mains.  The  two  or  three  batteries  so  used  should,  of  course,  be  con- 
nected up  in  series,  as  shown  diagrammatically  in  Fig.  116.  But  one 
set  of  cells  is  therefore  needed  for  both  office  and  bedside  work. 

The  batteries  should  be  tested  from  time  to  time,  and  new  cells 
purchased  for  the  more  important  work  when  the  voltage  falls  to 
about  1  volt  per  cell  from  their  normal  1.5  volts. 

In  revising  this  work  for  the  present  edition  the  author  has 
thought  it  best  to  exclude  all  descriptions  of  acid  batteries,  for  though 
these  batteries  have  for  many  years  permitted  physicians  to  employ 
an  effective  current  away  from  the  office,  their  excessive  troublesome- 
ness  has  militated  most  seriously  against  the  practice  of  electro-thera- 
peutics, and  their  place  is  more  than  filled  by  the  dry  cells  described. 
Should  an  acid  battery  be  used  by  the  physician,  however,  the  direc- 
tions for  its  care  are  summed  up  in  the  injunctions:  keep  the  zincs 
well  amalgamated;  lift  the  elements  out  of  the  solution  immediately 
after  use ;  do  not  carry  a  charged  battery  in  a  vehicle,  but  send  it  empty 
and  charge  it  after  its  arrival ;  do  not  expect  an  acid  battery  to  remain 
in  order  unless  constantly  used. 

The  fluid,  or  electropoion  solution,  used  in  acid  batteries  should 
be  made  of  bichromate  of  sodium,  and  not  of  the  potassic  salt,  as  the 
latter  is  liable  to  split  both  the  carbons  and  the  cells  by  a  heavy 
deposit  of  chrome-alum  crystals.    An  excellent  formula  is: — 

Bichromate  of  sodium 1     pound. 

Bisulphate  of  mercury  1     ounce. 

Commercial  sulphuric  acid 1     quart. 

Water sufficient  to  make  1}  gallons. 

Put  the  bichromate  and  bisulphate  salts  in  an  earthenware  pitcher 
of  one  and  one-half  gallons'  capacity;  fill  the  pitcher  half  full  of 
water  and  stir  the  mixture ;  pour  the  quart  of  acid  in  slowly,  and  then 
add  enough  water  to  make  one  and  a  half  gallons.  Allow  the  com- 
pound to  cool  before  using.  The  purpose  of  the  mercury  salt  is  the 
maintenance  of  the  amalgamation  of  the  zincs. 

Electrodes. — Electrodes  for  percutaneous  and  permucous  appli- 
cations of  constant  currents  consist  of  an  active  and  a  dispersing 
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t-lectrode  or  polo,  under  the  modem  pj-aclice  of  considering  tlie  polarity 
nitlipr  than  tlie  direetioii  of  the  eurreiit.  The  active  elcctrodKs  vary 
in  nalum  and  form  for  each  special  ajiplication  and  are,  therefore, 
fully  described  in  the  porlion  of  tliia  work  relating  to  speeial  allections 
and  particular  procedurea. 

Tlie  purpose  of  an  application  being  usually  the  concentration 
iif  the  current  in  or  tlirougli  a  certain  organ  nr  ect  of  organs  with 
as  little  unpleasant  sensations  or  actions  eliicwhere  as  possible,  the 
rflle  of  the  indifferent  electrode  is  not  only  the  mere  completion  of 
the  circuit,  but  it  should  render  t!ic  current-effect  at  this  point  as 


Pig.  lao.— Copper  Steriliatr,  nith  per(orat«i  Inner  !>Ioi-abla  Bottom, 
iltsi^ird  tor  kwiiin)^  Ihe  knolin  padx  tnoixti  wnrm.  and  irleiin.     The  ili- 
Length,  20  inehea;    width.  U  inches;   depth,  7  inches. 


inactive  as  possible.  This  is  done  by  increasing  the  surface  of  con- 
tact and  by  making  the  moist  conducting  joint  (page  38)  between 
the  metal  and  the  subdermie  tissues  as  perfect  as  possible.  It  was 
the  application  of  this  principle  in  the  construction  of  the  ahdomiuni 
clay  pad  by  Ajmstoli  that  jrnve  the  present  impetus  to  the  use  of 
strong  currents  in  gynecology,  ns  already  noted. 

Kaolin  Disprrging  Pads. — The  advantages  of  the  kaolin  in  a  dis- 
persing pad  are  its  extreme  fineness  of  texture,  permitting  a  fuller 
contact  with  the  skin  surface,  and  its  pure  white  color — the  latter  char- 
flctcristic  having  not  only  esthetic  value,  but  making  it  free  from  the 
(ihji-ctionulile  tendency  to  slain  the  clothing  of  the  patient. 

The  pads  are  made  of  smooth  crash  towelling,  stitched  on  the 
wrong  side,  then  turned  and  finished  with  a  French  seam,  leaving  an 
opening  largt?  enough  to  pour  the  dry.  powdered  kaolin  into  them  until 
(1  uniform  thickuess  of  about  IVi  inches  is  attained,  when  the  opening 
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after  being  steeped  in 


is  Bvvied  up.     The  i>ad  is  tlien  ready  for  i 
warm  water. 

Useful  sizes  of  those  pads  are:  a  roimd  pad,  about  ti  inches  in 
diameter,  aiid  an  oblong  one,  Tsll  inches,  for  use  in  gynecology;  and 
a  Jarge  pad,  14x^0  inches,  fur  use  in  eataplioric  opfrations.  Thoite 
pads  sliould  be  kept  permanently  stfojied  in  water  in  such  a  specially 
made  sterilizer  as  the  one  depicted  in  Fig.  ViO.  They  should  be 
warmed,  before  use,  by  gas  or  electric  lieat  applied  bcneatli  the  steri- 
lizer. 


Fig.  181.— Kaolin  PBd»,  of  Various  SizcR,  for  uhp  an  Diepprsing 
Electrode.     The  thin  met.il  pliite  i»  whown  on  one. 

On  the  surface  of  the  pnil  opposite  to  that  applied  to  the  patient 
is  laid  a  thin  Crookes  metal  or  tin  plate,  much  smaller  than  the  pad, 
to  which  a  N'o.  2G  copper  wire  conductor  is  attached  by  simply  thread- 
ing it  into  holes  in  a  comer  nf  the  metal  plate  and  turning  the  plate 
over  it  to  make  a  firm  contact. 

The  Attlhor'x  Wimt  Cotton  rfl(Js.— These  are  made  as  follows: 
In  (he  center  of  a  piece  of  muslin  somewhat  lar^'cr  than  the 
intended  pad  the  end  of  a  spool  of  \o.  20  soft,  brass  wire  is 
eewn.  The  wire  is  then  coiled  in  an  increasing  spira)  and  securely 
sewn  in  place  on  the  muslin,  each  spiral  being  about  half  an  inch 
from  the  preceding  one,  until  the  desired  size  is  obtained,  the  ^hape 
being  nvnl  for  the  large  pad  and  round  for  the  smaller.  When  it  baa 
attained  diuienaions  t>f  about  7  by  1 1  inches  for  the  larger  and  fi  inches 
for  llic  smaller,  a  small  turn  is  made  in  the  wire  which  is  then  sewn 
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down  to  prevent  pulling  out,  and  a  considerable  length  of  wire  is  left 
for  connection  with  the  battery.  This  free  end  ehould  be  at  one  m- 
tremity  of  tiie  spiral  for  the  large  pad  and  in  the  center  of  the  small 
one,  Mix  or  eight  layers  of  absorbent  cotton  should  now  be  cut  lo 
shape  and  piled  on  the  wired  side,  and  on  top  of  the  cotton  a  piece  of 
muslin  is  placed  to  be  folded  over  and  sewn  to  the  edge  of  the  back  of 


Fig.  121a, — Author's  ^^'i^ed  Cotton  Electrode  Pads.     1,  abdominal  pad, 
for  general  use.     2,  bpinal  pad.     S,  large  dispersing  pad. 


the  pad.  The  pad  should  now  be  quilted  lightly  through  and  through 
to  keep  the  cotton  from  packing,  and  when  the  end  of  the  wire  left 
free  is  made  into  a  spiral  friction  socket  for  connection  with  a  battery 
tip  by  winding  it  about  tlie  end  of  the  tip,  the  electrode  is  complete. 

Such  pads  are  easily  made  by  an  intelligent  nurse.  They  are 
wet  with  hot  water  and  freely  soaped  with  "Ivory"  soap  on  the  contact 
surface  farthest  from  the  wire  when  used.  Before  each  subsequent 
use  with  a  new  patient  fhev  should  be  boiled  for  a  few  minutes. 

The  author  has  of  late  given  up  the  use  of  the  larger  sizes  of 
these  pads,  as  inferior  to  kaolin  pads,  hut  still  uses  the  smaller  size 
as  an  active  electrode  in  general  applications  (page  64). 


CHAPTER  XXVII. 
Experimental  Handling  of  Constant  Currents. 

No  one  should  apply  an  electric  current  to  a  patient  without 
having  previously  familiarized  himself  somewhat  with  its  practical 
management;  and  it  is  best  for  the  beginner  to  emphasize  the  lessons 
thus  gained  by  a  moderate  demonstration  of  the  sensory  effects  on 
his  person.  With  the  battery  set  up  or  put  in  operation,  the  meter 
and  controller  being  in  circuit,  the  small  electrode  disks  and  cords 
may  be  attached  to  the  binding  posts  for  the  following  experiments : — 

To  Test  for  Current  (Experiment  2). — Set  the  controller  for 
least  current  (in  the  graphite  controller  with  the  crank  on  the  be- 
ginning of  the  pencil-mark  at  the  upper  right-hand  side),  and  bring 
the  brass  parts  of  the  electrodes  together.  The  meter  will  show  a 
deflection  of  a  greater  or  less  number  of  milliamperes.  If  there  is  no 
deflection  a  break  exists  in  some  part  of  the  circuit. 

To  Test  the  Power  of  the  Battery  and  the  Range  of  the  Con- 
troller (Experiment  3). — Unite  the  poles  directly  by  means  of  a 
COD  ducting  cord  or  wire,  and  note  the  gradual  increase  in  the  cur- 
rent as  the  crank  is  moved  toward  the  thicker  graphite.  This  pro- 
cedure is  wasteful  of  battery  power,  but  will  show  the  total  capacity 
of  the  battery  through  these  resistances,  if  the  meter  registers  high 
enough.  With  the  incandescent  current  the  increase  should  not  be 
above  the  capacity  of  the  meter. 

To  Test  the  Polarity  of  the  Electrodes  (Experiment  4).  —  If 
in  doubt  as  to  which  is  the  negative  pole  and  which  the  positive  pole 
of  a  constant  current  battery  or  pair  of  incandescent  terminals,  place 
the  tips  of  the  cords  in  a  solution  of  potassium  iodide.  The  compound 
will  be  electrolyzed,  iodine  appearing  at  the  positive  pole  as  a  brownish 
cloud,  and  potassium  at  the  negative  pole.  If  the  potassium  iodide 
be  dissolved  in  starch-water,  the  discoloration  at  the  positive  pole  is 
blue  instead  of  brown,  the  nasceut  iodine  immediately  uniting  with 
the  starch.  A  more  quickly  performed  test  than  this  is  to  ascertain 
which  tip  gives  off  the  greatest  amount  of  gas  when  immersed  in 
saline  water,  the  negative  possessing  this  distinction  on  account  of 
the  hydrogen-gas  given  off  at  its  surface  being  double  the  volume  of 
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oxygen  at  the  positive.  The  negative  pole  also  gives  the  most  gensa- 
tion  when  suddenly  brouglit  in  moist  contact  with  a  sensitive  nene 
in  the  hand  between  the  thumb  and  forefinger. 

Comparison  of  Metallic  Contact  with  Moist  Cotton  to  Cotton 
Conduction  (Experiment  6). — Having  set  the  controller  for  a  treoi 
current,  note  the  number  of  milliamperes  in  circuit  when  the  brass 
surfaces  of  the  two  electrodes  are  brought  together,  and  the  number 
when  tlie  two  wet  surfaces  of  cotton  or  sponge  are  pressed  to<^ether. 

This  will  show  the  immensely  greater  conductivity  of  brass.  As 
the  current  is  not  intended  to  go  right  back  to  the  battery  in  this 
manner  during  ordinary  work,  it  is  called  "short  circuiting,"  and  is 
wasteful  of  the  battery  power  and  dangerous  to  the  delicacy  of  the 
meter. 

Application  of  Dry  Metallic  Electrodes  to  Skin  Compared  with 
that  of  Wet  Electrodes  (Experiment  6). — Experiment  now  with  the 
dry  metallic  surfaces  of  the  little  electrodes  pressed  down  upon  dry 
skin  surfaces.  Little  or  no  current  will  be  shown  by  the  meter  if  the 
skin  is  free  from  moisture,  even  with  the  controller  set  for  full 
strength.  Substitute  wet  cotton -covered  electrodes  for  the  dry  ones, 
and  a  current  will  be  shown  both  by  the  sensations  and  the  meter. 

The  current  passes  with  exceeding  ease  from  metal  to  metal  when 
in  contact,  either  dry  or  wet:  but  passes  from  dry  metal  to  the  body 
with  difficulty.  This  is  because  the  cuticle  is  practically  a  noncon- 
ductor; not  until  the  air-spaces  of  its  horny  layers  are  filled  with 
water,  w^hich  is  a  reasonably  good  conductor,  will  it  permit  the  current 
to  penetrate  to  the  more  moist  tissues  below,  and  even  then  the  bulk 
of  the  current  passes  through  the  sweat-ducts  and  any  congested  or 
abraded  spots.  Electrode  coverings  are  therefore  designed  merely  to 
hold  a  layer  of  water  between  the  metallic  surface  and  the  skin,  actin*' 
as  a  conducting-joint. 

In  making  the  experiment  just  detailed  with  dry  metallic  points 
instead  of  a  flat  surface,  an  intense  burning  sensation  will  soon  de- 
velop if  the  full  number  of  cells  are  used  and  the  points  well  pressed 
down.  This  burning  coincides  with  the  appearance  of  some  current 
in  the  circuit,  as  shown  l)y  the  motor:  but  the  number  of  niilliam- 
pores  by  no  moans  corresponds  with  the  intensity  of  the  burning; 
very  little  current  passes,  in  fact,  when  the  pain  is  greatest.  This 
pain  of  the  "constant  current  brush"  is  usually  described  as  due  to  the 
concentrated  action  of  the  minute  current  quantities  upon  the  most  su- 
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perficial  and  sensitive  nerve-filaments ;  but  doubtless  the  real  reason  is 
the  microscopic  spark  leaps  through  the  cuticle  incident  to  this  mode 
of  current  transmission. 

Effect  Produced  on  the  Current-volume  by  Salt  Water  on  the 
Electrodes  (Experiment  7). — Set  the  controller  at  a  given  place  and 
leave  it  there  (or  use  the  full  strength  of  a  certain  number  of  cells), 
and  note  the  number  of  milliamp^res  passing  through  the  hand  when 
both  wet  electrodes  are  pressed  upon  opposite  sides;  leaving  the  bat- 
tery-strength undisturbed,  remove  the  electrodes  and  saturate  them 
with  salt  water.  When  they  are  replaced,  a  considerable  increase  in 
the  number  of  milliamperes  passing  through  the  hand  will  be  found. 
The  sensations  will  be  still  more  acutely  increased. 

Saturated  salt  water  is  about  three  thousand  times  a  better  con- 
ductor than  distilled  water ;  hence  the  use  of  salted  water  on  electrodes 
increases  the  current  by  lessening  the  resistance  offered  by  the  con- 
ducting-joint  at  the  points  of  entrance  into  and  egress  from  the  body. 
It  is  of  great  service  when  the  battery  power  is  deficient  or  accident- 
ally low ;  but  its  constant  use  is  inadvisable,  owing  to  the  dispropor- 
tionate increase  of  pain  produced  by  it  and  the  bad  effect  upon  the 
electrodes,  which  are  quickly  oxidized.  The  excess  of  pain  is  doubt- 
less due  to  the  irritant  effects  of  the  products  of  the  decomposed 
chloride  of  sodium. 

Effect  upon  the  Current  of  Different-Sized  Electrodes  (Experi- 
ment 8). — Note  the  number  of  milliamperes  passing  through  a  part 
of  the  body  from  the  full  strength  of  fifteen  cells, — (1)  when  two 
small  electrodes  are  used-;  (2)  when  two  medium  ones  are  used;  (3) 
when  two  large  ones  are  used, — care  being  observed  to  place  them  in 
the  same  spots  and  press  their  whole  surface  in  contact. 

If  it  is  more  convenient  to  use  all  the  cells  in  the  way  advised  gen- 
erally in  this  work,  instead  of  using  the  full  strength  of  only  fifteen, 
it  may  be  done  by  simply  setting  the  controller  for  a  comfortable  cur- 
rent with  the  small  electrodes,  and  leaving  it  untouched  in  the  subse- 
quent steps  of  the  experiment. 

The  increase  of  current  when  the  larger  electrodes  are  used  is 
exceedingly  striking.  The  cuticle,  as  has  been  explained,  is  the  chief 
obstacle  to  the  current;  and  from  a  given  number  of  cells  but  a  cer- 
tain quantity  can  be  forced  through  each  square  inch  of  its  surface. 
The  more  square  inches  are  included  in  the  conducting  surface,  there- 
fore, the  more  current  will  go  through  from  the  given  number  of 
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cells;  but  there  will  be  no  increase  in  (and  possibly  a  slight  diminn- 
tion  of)   the  number  of  miliiamp^res  passing  through  the  original 
square  inch  of  skin,  unless  the  number  of  cells  is  increased  or  the 
resistance  of  the  controller  lessened.    The  use  of  broad  electrodes  is 
indicated,  therefore,  whenever  we  wish  to  introduce  a  large  current 
into  the  body  with  a  minimum  of  pain  and  without  a  special  con- 
centration at  the  points  of  entry.    It  is  the  only  way  to  affect  deep 
structures  by  percutaneous  transmission  without  excessive  pain,  and 
for  such  purposes  both  electrodes  are  large.     In  gynecic  work,  where 
the  effect  of  a  single  "active"  pole  is  alone  desired,   the  other  "in- 
different" pole  is  made  sufficiently  large  to  secure  easy  penetration 
without  such  local  action. 

Comparison  of  the  Effect  of  the  Same  Current-strength  when 
Concentrated  and  Diffused  (Experiment  9). — Connect  the  body  with 
the  positive  pole  of  the  battery  by  means  of  a  large  moistened  electrode 
on  its  surface.     This  will  form  the  indifferent  pole.      1.   Select  an 
equally  large  moistened  electrode  for  the  active  pole;  place  it  on  an- 
other part  of  the  body;  connect  it  with  the  negative  terminal  of  the 
battery,  and  bring  the  current  up  to,  say,  8  milliamperea,  as  shown  in 
the  meter.     Note  the  slight  pain  produced.     2.  Exchange  the  large 
active  pole  for  a  medium-sized  one,  moistened  of  course,  and  bring 
the  current  up  to  the  8  milliamperes.     The  pain  will  be  increased, 
owing  to  the  concentrated  action  of  the  same  number  of  milliamperes. 
3.  Use  next  a  fine  point  as  active  pole,  well  covered  with  moist  cotton, 
and  again  bring  up  the  current  to  8  milliamperes.    The  pain  is  quite 
decided. 

As  the  size  of  the  active  pole  is  diminished,  the  current  being 
kept  the  same  by  adjusting  the  controller,  there  is  an  increase  in  the 
intensity  of  the  pain  corresponding  to  the  increased  density  at  this 
spot.  The  indifferent  pole  is  left  large  in  this  experiment,  as  in  so 
many  g}^necic  applications,  because  it  combines  a  slight  resistance  to 
the  current  with  the  least  local  pain.  The  experiment  illustrates 
admirably  the  axiom  that  more  force  is  required  to  get  the  same- 
sized  current  through  a  small  place  than  through  a  large  one, — a 
principle  that  applies  self-evidently  to  most  things. 

Increase  of  pain  accompanies  with  great  certainty  an  increasing 
concentration  of  a  given  number  of  milliamperes  on  the  skin  surface; 
but  it  should  not  be  forgotten  that  this  is  because  of  the  peculiar 
sensibility  with  which  the  body-sheath  is  endowed.    Beneath  it  and 
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in  the  interior  of  less  sensitive  cavities  there  is  no  such  admonition 
to  guide  us;  hence  the  use  of  a  meter  becomes  more  imperative  in 
the  latter  situations,  for  the  current  is  just  as  active  whether  pain  is 
felt  or  not.  It  is  only  at  and  near  the  junction  of  mucous  membrane 
with  the  skin  surface,  such  as  the  lips,  vulva,  etc.,  that  great  sensi- 
tiveness to  currents  exists ;  and  here  it  is  even  more  sensitive  than  on 
the  skin  surface,  in  accordance  with  a  fuller  endowment  of  sensitive 
nerve-filaments. 

Differing  Eesistances  of  Skin  Surfaces  (Experiment  10). — The 
differences  in  the  resistance  offered  by  the  skin  of  various  parts  of  the 
body,  and  of  different  persons,  is  readily  shown  by  the  effect  on  the 
meter  at  each  position,  the  battery  and  controller  being  left  undis- 
turbed. The  face,  inner  surface  of  the  limbs,  etc.,  will  show  more 
current  (presenting  less  resistance) ;  while  the  back  and  outer  surfaces 
of  the  limbs  will  show  less  current  (presenting  more  resistance),  etc. 

That  these  differences  depend  almost  entirely  on  varying  thick- 
nesses of  cuticle  is  proven  by  the  showing  of  more  current  with  the 
poles  on  distant,  but  thin,  spots  than  when  alongside  of  each  other  on 
thicker  cuticle.  The  difference  between  corresponding  parts  of  the 
skin  of  different  individuals  is  also  at  times  considerable,  especially 
when  a  clear-skinned  blonde  and  pallid  brunette  are  compared. 

Comparison  of  the  Eesistance  of  Skin  and  Mucous  Membrane 
(Experiment  11). — Connect  but  a  small  number  of  cells,  say  fifteen, 
with  the  meter  and  controller,  in  order  that  the  full  strength  of  that 
number  of  cells  may  be  used.  Having  put  the  indifferent  pole  on  the 
abdomen  or  back,  cover  an  insulated  stemmed  vaginal  electrode  with 
absorbent  cotton,  wet  it,  and  direct  the  subject  of  the  experiment  to 
hold  it  between  the  bare  arm  and  chest  in  such  a  manner  that  the 
whole  conducting  surface  is  in  contact,  as  it  would  be  in  the  vagina. 
Turn  the  current  on  gradually  now  to  its  full  extent  by  means  of 
the  controller,  and  note  the  number  of  milliamperes.  Reverse  the  con- 
troller until  there  is  no  current,  and  introduce  the  electrode  into  the 
vagina.  The  current  may  then  be  again  increased  by  the  controller 
to  its  full  capacity,  and  the  number  of  milliamperes  noted  in  this 
situation. 

A  marked  increase  in  the  milliamperes  will  be  noted  in  the 
vagino-abdominal  circuit  over  the  merely  percutaneous  one,  on  ac- 
count of  the  lessened  resistance  encountered  at  the  active  pole  when 
placed  in  contact  with  mucous  membrane. 


866  HANDLING  OF  CONSTANT  CURRENTS. 

Alteration  of  Nerve  Irritability  Within  each  Polar  Begion 
(Experiment  12). — Attach  two  medium-Bized  electrodes  of  the  same 
dimensions  to  the  binding  posts,  place  them  (well  wetted)  on  the  skin 
over  each  peroneal  nerve  just  back  of  the  head  of  the  fibula,  and 
increase  the  current  to  5  or  10  milliamperes. 

The  burning  pain  under  the  negative  electrode  is  in  distinct 
contrast  to  the  numb  sensation  under  the  positive. 

The  Effect  on  Nerves  of  a  Slowly  Varied  or  Continnons  Cnrreat 
Compared  with  that  of  a  Sudden  Current  Variation  (Szperiment  IS). 
— Proceed  as  in  Experiment  12,  noting  that  no  pain  or  motion  is 
produced  in  the  distant  parts  of  the  nerve  if  the  5  or  10  milliamperes 
have  been  attained  by  a  gradual  increase  from  zero.  With  the  current 
at  this  height  remove  now  one  of  the  electrodes  and  reapply  it  (or 
break  and  make  the  circuit  by  an  interrupter), — a  contraction  will 
be  produced  in  the  muscle  supplied  by  the  motor  fibers,  and  a  sudden 
sensation  in  the  areas  supplied  by  the  sensory  fibers  of  the  nerves. 

The  actual  performance  of  these  and  similar  experiments  is  un- 
equaled  in  its  teaching  power.    Besides  familiarizing  one  with  manv 
details  essential  to  successful  work  with  the  continuous  current, — such 
as  the  necessity  of  always  using  a  meter;   the  possibility  of  avoiding 
shock,  even  with  powerful  currents;   the  advantage  of  ample  battery 
force  held  in  easy  check  by  a  controller;    and  the  wisdom  of  using 
large  and   small   electrodes   as   we  wish   deep   or   local    effects, — it 
will  show  that  the  practice  of  electro-therapeutics,  while  relieved  of 
many  unnecessary  and  obsolete  theories,  may  still  remain  free  from 
the  formidable  task  still  imposed  by  some  recent  writers,  who  recom- 
mend that  tbe  resistance  of  the  tissues  be  calculated  and  recorded  in 
each  case.    As  well  might  they  say  that  we  should  measure  the  dark- 
ness in  a  room  rather  than  the  light  produced  in  the  effort  to  dispel 
it;   in  the  one  case  the  photometer  and  in  the  other  the  milliampere- 
meter  are  all-sufficient  to  convey  full  information  for  practical  pur- 
ix)se8. 

To  Locate  Faults  in  the  Circuit. — Should  a  battery  fail  to  giye 
a  current  when  the  electrodes  are  in  position  and  the  current  turned 
on  at  the  controller,  turn  the  handle  of  the  latter  off  at  once,  to  avoid 
shock  when  the  fault  is  located.  The  fault  may  then  be  localized  by 
holding  the  cord  tips  in  contact,  turning  the  controller  on  slightly  and 
examining  the  circuit  backward  to  the  cells  as  follows:  First  note 
that  the  binding  posts  are  tight;  then  if  either  cord  is  unbroken,  by 
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short-circuiting  the  treatment  poles  with  each  cord  in  turn,  and  watch- 
ing for  deflection  of  meter;  if  still  no  current  appears,  touch  the 
inlet  binding  posts  of  the  apparatus  with  moistened  fingers,  noting 
a  slight  sensation  if  the  circuit  back  to  the  batteries  is  complete;  if 
no  current  is  then  detected  the  trouble  is  most  likely  in  the  cells  of 
the  battery.  The  cells  are  easily  tested  by  using  a  cheap  meter  (since 
an  expensive  one  has  too  little  resistance  for  the  short-circuiting  neces- 
sary) as  follows:  Attach  two  wires  to  the  meter,  one  of  which  is  con- 
nected with  the  first  carbon  or  last  zinc ;  with  the  other  wire  touch  the 
zincs  backward  through  the  battery  at  haphazard,  obtaining  a  full 
deflection  imtil  the  break  has  been  passed,  when  the  actual  spot  can  be 
easily  located.  After  correction,  test  the  whole  battery  for  other  faults 
in  the  same  way. 


CHAPTER  XXVIII. 
The  Magnetic  Induction  Current. 

Mode  in  which  Magnetic  Indnction  Cnrrents  are  Produced. — In- 
duction currents  are  isolated  rises  of  pressure  in  a  wire,  produced  at 
the  moment  of  breaking  or  making  the  direct  current  of  a  cell  which 
circulates  in  its  immediate  neighborhood.     This  current  was  called 
faradic  after  Michael  Faraday,  who  first  discovered  that  a  current 
would  be  so  produced  in  a  closed-wire  circuit  placed  over  or  close  to 
another  in  which  a  constant  current  was  varied,  but  the  name  has 
recently  been  abandoned  in  the  interest  of  accuracy  and  universality 
of  nomenclature  at  the  suggestion  of  the  Committee  on  Current  Classi- 
fication and  Nomenclature  of  the  American  Electro-Therapeutic  As- 
sociation in  its  1903  report.^    The  strength  of  a  current  so  produced 
is  proportional  to  the  strength  of  the  producing  current,   plus  the 
length  of  the  wire  subjected  to  the  influence  of  the  inducing  current 
circuit;   so  that  convenience  necessitates  the  coiling  of  one  insulated 
wire  about  the  other,  producing  a  solenoid,  or  induction  coil,  in  which 
many  feet  of  wire  occupy  but  a  small  space.    It  is  necessary  that  the 
two  wires,  carrying  the  inducing  and  induced  currents,  should   be 
close  to  each  other  and  properly  insulated  throughout.    The  action  of 
the  inducing  current  from  the  cell  in  the  first  coil  is  increased  if  a 
soft  iron  core  be  inserted  within  it,  making  what  is  called  an  electro- 
magnet. 

In  a  simple  coil  of  but  few  turns,  or  in  two  straight  wires  placed 
close  to  each  other,  a  current  arises  in  one  direction  in  the  second 
wire  on  closing  the  cell-circuit  in  the  first,  and  another  current  arises 
in  the  other  direction  on  opening  the  cell-circuit.  The  current  that 
appears  in  the  secondary  coil  at  opening  the  cell-circuit  in  the  pri- 


*  Recognizing  the  unwisdom  of  the  employment  by  physicians  of  terms 
for  electric  modalities  that  are  not  understood  by  physicists  and  electric  en- 
gineers, the  author  has  eliminated  the  terms  "galvanic"  and  "faradic"  from 
the  present  edition  of  this  work,  so  far  as  practicable,  substituting  "constant 
current*'  and  "induction  current/'  respectively. 
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mary  is  direct,  or  in  the  same  direction  as  the  cell-current,  while  the 
current  that  appears  in  the  secondary  at  the  moment  of  closing  the 
cell-circuit  ie  inverse.  The  primitive  magnetic  induction  current  is,  in 
other  words,  a  to-and-fro,  or  alternating,  current.  In  the  batteries  we 
use  this  is  also  true  of  the  currents  from  the  secondary  coil,  though,  for 
reasons  to  be  shown,  only  the  direct  currents  are  therapeutically  im- 
portant. An  equal  electromotive  force  and  an  equal  volume  arise  in 
each  direction,  causing  an  equal  amount  of  electrolysis  (which  is  thus 
continuously  neutralized),  yet  the  therapeutic  effects  are  very  dif- 


Fig.  122. — Diagram  of  Induction  Battery, 

ferent  on  account  of  the  greater  abruptness  of  potential  rise  in  the 
direct  current;  and  as  the  only  purpose  for  which  induction  currents 
are  used  in  medicine  is  the  muscle-  and  nerve-  stimulation  or  seda- 
tion that  a  minute  current  can  produce  when  very  suddenly  devel- 
oped, tlie  primary  and  secondary  currents  of  opening  are  practically 
the  only  utilizable  portions  of  the  induction.' 

An  induction  battery  (Fig.  122)  consists  essentially  of  one  or 
more  cells  placed  in  circuit  with  a  primary  insulated  wire  surround- 
ing the  core,  and  uith  an  automatic  device  alternately  to  break  and 


'The  direct  current  of  opening  ii  fnrmed  Knd  completed  in  0.0002TS  B 
end,  wbile  the  inverae  current  ol  closure  re<iuiree  0,0004BS  second. 
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make  the  coil-current.  Over  the  primary  coil  is  slipped  a  bobbin 
having  another  coil  of  insulated  wire  wound  about  it.  This  second, 
or  secondary,  coil  has  no  metallic  connection  with  the  cell  or  the  cell- 
current,  deriving  its  current  by  induction  because  of  being  placed 
over  and  close  to  the  primary  coil  and  core.  The  operation  of  the 
apparatus  is  as  follows : — 

The  cell-current,  proceeding  from  the  carbon  pole  of  the  cell, 
traverses  the  primary  coil  and  returns  to  the  cell  through  the  in- 
terrupter, the  platinum  points  of  the  latter  being  in  contact.  In  the 
act  of  traversing  the  coil  this  current  makes  the  core  magnetic,  which 
in  turn  attracts  the  small  armature  on  the  interrupter,  breaking  the 
cell-current;  the  magnetism  of  the  core  having  now  disappeared,  the 
spring  returns  to  contact,  when  the  whole  process  is  repeated.  The 
rapidity  of  this  automatic  action  depends  on  many  factors  that  will 
be  referred  to  later.  At  the  instant  of  closure  of  the  cell-current  a 
reverse  induction  arises  in  the  secondary  coil,  but  this  rises  slowly 
on  account  of  what  is  called  self-induction  between  contiguous  wind- 
ings of  the  primary  coil.  At  the  instant  of  opening  the  cell-current 
a  direct  current  arises  in  the  secondary  coil  of  much  sharper  curve 
of  ascent  (because  there  is  but  little  self-induction  to  interfere  with 
it). 

No  currents  arise  in  the  secondary  coil  unless  its  ends  are  closed 
by  a  patient  or  other  conductor  at  S-S, 

Eecurring  to  the  primary  coil,  it  will  be  noticed,  by  reference 
to  the  figure,  that  the  patient,  when  connected  by  electrodes  with  the 
primary  binding  posts  (P-P)  is  placed  in  what  is  known  as  a  "shunt,'' 
or  parallel  circuit  with  the  primary  coil.    This  permits  an  infinitesimal 
amount  of  the  cell-current  to  traverse  the  tissues  when  the  spring  is 
in  contact;   but  since  the  resistance  of  the  coil  is  less  than  an  ohm 
and  that  of  the  patient  some  hundreds  of  ohms  it  will  be  seen  that 
practically  all  of  the  cell-current  will  take  the  short  road  through  the 
coil  instead  of  going  through  the  patient.    At  the  moment  of  closure 
of  the  cell-current  a  reverse  current  does  arise  in  the  primary  coil  by 
self-induction,  but  this  never  reaches  the  patient,  being  expended, 
as  already  stated,  in  blunting  the  sharpness  of  rise  of  pressure  in  the 
cell-current  at  closure.     When  the  cell-current  is  opened  at  the  in- 
terrupter, however,  the  primary  direct  induction  arising  in  the  pri- 
mary coil  has  no  recourse  but  to  traverse  the  patient  placed  in  con- 
nection with  the  binding  posts  at  P-P.     This  induced  current  of 


V. 
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openiDg,  known  among  electricians  as  an  "extra  current,"  is  the  med- 
ical primary  current,  and  gets  much  of  its  force  from  the  demag- 
netization of  the  core;  and,  since  it  is  produced  in  a  coil  nearer  the 
core  than  any  secondary  wire  can  be,  the  volume  of  the  current  may 
be  greater,  other  factors  remaining  the  same.  The  direct  inductions 
only  can  reach  the  patient,  the  inverse  inductions  being  neutralized 
by  the  cell-current.  The  primary  current  is,  therefore,  not  in  any 
sense  an  alternating  current. 

Means  of  Controlling  Induction  Currents. — In  the  sledge  or  du 
Bois-Eeymond  apparatus,  which  is  the  one  found  in  the  best  modem 
apparatus  and  in  the  large  cabinets,  and  is  decidedly  the  best  form,  the 
secondary  coil  is  made  to  slide  over  the  primary,  the  inductions  in  the 
secondary  gradually  strengthening  as  the  secondary  windings  are  more 
and  more  subjected  to  the  influence  of  the  cell-current  in  the  primary 
coil  and  of  the  core.  To  slide  the  secondary  slowly  over  the  primary 
is,  therefore,  a  method  of  turning  the  secondary  current  on,  and  to 
slide  it  off  a  method  of  turning  it  off.  The  reverse  is  true  of  the 
primary  current,  which  is  weakest  when  the  secondary  completely 
covers  the  primary,  and  is  increased  by  uncovering  it.  The  secondary 
coil  thus  acts  as  a  damper  on  the  primary,^  abstracting  the  inductions 
to  itself.  An  old  form  of  Duchenne's  apparatus  provided  for  con- 
trolling the  current  by  covering  both  coils  with  a  tube,  which,  when 
a  complete  cylinder,  dampened  the  inductions  in  both  coils  and  core 
by  permitting  circular  inductions  around  its  own  circumference.  The 
cheaper  portable  apparatus  of  the  present  day  accomplish  the  same 
regulation  by  a  sliding  cylinder  covering  the  core  only,  but  both 
methods  of  regulating  with  cylinders  have  the  disadvantage  of  not 
reducing  the  currents  to  zero,  leaving  a  slight  shock  when  the  circuit 
is  closed  with  weakest  current. 

The  most  convenient  method  of  regulating  or  controlling  induc- 
tion currents  is  by  setting  the  coils  at  the  position  for  the  greatest  cur- 
rent of  the  kind  required,  and  then  passing  the  current  through  the 
same  controller  employed  with  the  constant  current,  which  will  be 
foimd  to  answer  perfectly.  This  method  is  invariably  followed  by 
the  author. 


*  The  secondary  coil  would  not  have  this  damping  effect  on  the  primary 
were  it  not  that  an  automatic  arrangement  closea  its  ends  for  this  purpose, 
making  it  practically  a  tube. 


362  THE  MAGNETIC  INDUCTION  CURRENT. 

Though  Bo-calk'd  faradometers  have  been  both  promised  and  con- 
atructed,  there  has  beca  no  way  devised  to  measure  induction  currents 
actually  traversing  the  patient,  owing  to  their  slight  volume  and  short 
duration.  Arbitrary  records  of  position  of  coils  are  employed  for 
comparison,  while  therapeutic  dosage  is  governed  mainly  by  the  eSecte 
obtained. 

The  Cell  and  Cell-current. — From  one  to  three  commercial  dij 
cells  are  usually  sufficient  to  operate  the  coils,  a  greater  number  being 
required  at  times  with  the  long  wire  coils.    If  an  acid  cell  is  used. 


Fig.  123.— Flemmin^B  No.  4  Induction  Battery,  Po^scasijig  a  High- 
Tension  Coil  and  Excellent  Piiituirj,  Controlled  by  the  du  Boia-Rey- 
niond  Slide. 

the  zincs  should  be  kept  in  order  and  brightly  amalgamated  and  the 
solution  fresh,  as  the  work  of  these  cells  is  heavy,  uniformity  of  inter- 
rupter  action  and  full  induction  requiring  that  about  half  an  ampere 
should  circulate  through  the  primary  coil.  Since  the  circuit  is  all 
metallic  outside  the  cell,  with  an  external  resistance  less  than  an  ohm, 
one  or  two  good  cells  will  suffice  unless  they  are  placed  at  a  distance 
from  the  apparatus,  when  the  additional  length  of  wire  will  necessi- 
tate more. 

The  Primary  Coil  and  Core, — The  proper  construction  of  induc- 
tion coils  was  recently  the  subject  of  much  discussion  in  electro-thera* 
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peutic  circles,  a  standing  committee  having  been  appointed  by  the 
American  Electro-Therapeutic  Association  to  conduct  investigations, 
and  while  it  is  bej'ond  the  scope  of  this  work  to  enter  into  technical 
diecussions  that  would  be  too  voluminous  for  its  pages,  the  considerable 
importance  of  these  currents  in  gynecology  necessitates  a  succinct  state- 
ment of  the  features  that  are  at  present  thought  to  be  essential  in  a 
properly  constructed  gynecic  apparatus.  It  is  too  true,  as  stated  by 
Goelet  and  Engelniann,  that  the  great  majority  of  physicians  have 


Pig.  124.— ^[clntosh  Induction  Buttery, 

purchased,  and  are  still  purchasing,  apparatus  that  is  practically 
worthless  for  gynecic  purposes.  Even  much  of  the  beat  apparatus  rec- 
ommended by  these  authors  has  too  small  a  primary  coil  and  core  to 
give  a  really  powerful  contracting  primary  currrent.  The  most  useful 
size  of  primary  coil,  in  the  author's  experience,  is  that  usually  found  in 
the  Flemming  No.  4  induction  battery  and  his  cabinet  apparatus.  The 
dimensions  are:  length  of  core,  5'/,  inches;  thictmesB  of  core,  '/i 
inch ;  the  primary  coil  contaiDS  120  feet  of  \o.  18  copper  wire,  wound 
in  four  windings.    The  resistance  of  the  coil  is  '/,„  ohm.     Frank  S. 
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Betz  &.  Co.  have  recently  adopted  these  dimensions.  It  is  likely  tbit 
these  proportions  are  nearly  correct,  as  no  additional  contracting  power 
was  gained  in  seTcral  experimental  coils  operated  with  cells,  eitlm 
by  doubling  the  length  of  core  and  coil  or  by  changes  in  the  size  or 
length  of  the  wire,  though  much  stronger  currents  may  be  obt&iiud 
when  longer  coils  are  operated  by  the  110-volt  current  with  a  33-candle 
lamp  in  series. 

Primary  Current. — Since  the  primary  coil  is  made  of  a  compui- 
tively  short  thick  wire,  permitting  of  but  few  turns  about  the  cor^ 


Fig.  125. — Knd  View  of  RockweH'a  High-Tension  Coil,  as  made  by 
the  Jerome  Kidder  Manufacturing  Company. 

the  electromotive  force  developed  in  it  is  not  nearly  so  high  as  in 
the  secondary  coil.  Its  nearness  to  the  core  results  in  heavy  amperage 
in  comparison  to  the  latter  coil,  however,  which  is  rendered  greater 
by  the  slight  resistance  of  the  short,  thick  wire.  In  regulating  it  with 
the  Massey  controller  the  secondary  coil  is  removed  all  the  way,  or 
to  the  greatest  extent  desired,  and  the  controller  turned  on  until  a 
sufficient  contraction  is  obtained.  Owing  to  the  low  pressure,  it  will 
be  noted,  no  current  is  felt  until  the  controller  is  half-turned  on,  but 
the  current  increases  with  augmented  rapidity  as  the  end  of  the  graph- 
ite area  is  reached.     The  converse  is  true  with  the  high-pressure 
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currents  of  the  secondary  coil,  most  care  being  required  to  make  the 
increase  gradual  at  the  beginning  of  the  graphite  area. 

Uses. — The  primary  current  is  indicated  whenever  we  wish  to 
produce  fullest  contractions  of  muscular  tissue,  whether  striated  or 
nnstriated,  provided  the  total  resistance  of  the  circuit  is  not  great. 
When  applied  through  externally  placed  electrodes,  therefore,  we 
must  nse  large,  well-moistened  pads,  and,  if  it  be  monopolar,  the 
indifferent  pad  must  be  large.  It  is  particularly  adapted  to  bipolar 
work,  owing  to  the  small  resistance  between  the  electrode  surfaces. 


Fig.  128. — Engelmnnn'a  Induction  Battery. 

and  is  indicated  in  recent  subinvolution  and  in  atonic  conditions  of 
the  bowels  and  bladder. 

The  Secondary  Coil  snd  Current. — As  already  stated,  the  sec- 
ondary  coil  must  be  made  of  a  long,  fine  wire  it  a  considerable  electro- 
motive force  (as  yet  not  accurately  measured)  is  to  be  developed  for 
nse  in  producing  sensory  and  vascular  sedation.  Currents  from  very 
long  wires  are  best  for  use  in  conditions  of  semi-acute  irritation,  when 
rapidly  successive  inductions  of  high  pressure  and  extremely  small 
volume  only  are  bearable.  As  a  condition  of  greater  t^ilerance  is 
established  a  more  distinctly  contractile  current  will  give  increaBed 
curative  effects;    hence  an  instrument  for  gynecic  use  should  have 
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several  interchangeable  secondary  coils  to  choose  from,  the  coil  adapted 
to  the  case  being  slipped  over  the  primary  as  required.  The  earliest 
eflort  in  this  direction  in  this  country  was  the  portable  induction 
apparatus  of  the  late  Dr.  George  J.  Engelmann,  formerlj'  of  St.  Louis, 
in  which  three  secondary  coils  were  used. 

The  Engelmann  Coils. — Xo.  1,  coarse-wire  coil,  is  made  of  Xo. 
16  wire,  about  225  feet  long.  This  is  used  for  motor  stimulation, 
tliough  a  good  primary  coil  will  do  better  work  of  a  similar  kind. 

No.  2;  intermediate  coil.  This  is  made  of  Xo.  21  wire,  about 
675  feet  long,  and  produces  less  painful  contractions. 

No.  3;  fine-wire  coil.  This  is  made  of  No.  31  wire,  19S0  feet 
long,  and  the  elTect  is  moderately  sedative. 

The  Goclet  Coils. — Owing  to  the  possibility  of  obtaining  greater 
sedation  by  a  still  longer  wire  in  the  fine  coil,  Dr.  A.  H.  Goelet,  of 
New  York,  has  introduced  a  set  of  three  coils  of  still  greater  elabora- 
tion, the  two  fine  spools  having  switches  on  the  end,  permitting  of 
the  tapping  and  using  of  different  lengths  of  wire  from  the  same  coiL 
They  are  constructed  as  follows : — 

Coarse  coil.  No.  22  wire,  750  feet  long  (this  is  unnecessary,  the 
primary  coil  fulfilling  the  indications). 

Intermediate  coil.  No.  32  wire,  2400  feet  long,  tapped  at  1600 
feet  and  900  feet. 

Fine  coil.  No.  36  wire,  4500  feet  long,  tapped  at  3000  and 
1500  feet. 

The  Goelet  coils,  when  supplied  with  a  properly  made  primary 
coil  and  core,  leave  nothing  to  be  desired  in  their  adaptation  to  the 
most  varied  therapeutic  indications.  When  using  them,  the  switch 
at  the  end  of  the  bobbin  should  be  placed  on  the  point  marked  with 
the  coil-length  that  it  is  wished  to  employ  in  the  case. 

The  Interrupter,  or  Eheotome. — This  is  a  most  important  part 
of  a  good  gynecic  apparatus  and  is  unfortunately  seldom  what  it 
should  be.  I  am  convinced  that  the  simple  vibrating  spring-hammer 
of  Neef,  which  is  the  kind  usually  found  on  even  the  best  batteries, 
should  be  abandoned  entirely  in  favor  of  what  I  have  called  the  bow- 
string interrupter  of  Flemming,  or  else  of  the  "singing  rheotome"  of 
Van  Houten  &  Ten  Broeck.  The  bowstring  interrupter  is  simply 
an  extension  of  the  spring  to  double  its  length,  both  ends  being  at- 
tached to  posts,  to  one  of  which  a  tension-screw  is  attached  to  increase 
or  lessen  the  tension  of  the  spring  and  thus  regulate  the  time  of  the 
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vibrations.  The  armature  is  attached  to  the  middle  of  the  brass  spring 
and  the  platinum  plate  for  contact  near  the  fixed  post.  Besides  regu- 
lating the  frequency  and  amplitude  of  the  vibrations  by  the  tension- 
screw,  we  regulate  them  also  with  the  set-screw  carrying  the  platinum 
contact-point.  This  device  gives  easily  the  rate  of  vibration  suitable 
for  muscular  contraction,  which  is  from  1  to  about  3000  per  minute, 
and  this  rate  serves  well  for  sensory  sedation  if  the  fine  coils  are  used. 
According  to  d'Arsonval,  the  highest  stimulation  may  be  obtained 
from  a  suitable  coil  between  3000  and  4000  interruptions  per  minute, 
the  stimulation  decreasing  with  a  further  increase  of  the  rate  until 
with  7000  to  9000  interruptions  of  a  medium  current  it  is  no  longer 
felt.  Vibrations  above  3000  per  minute  are  therefore  sedative  rather 
than  stimulating,  the  separate  excitations  of  muscle  and  nerve  blend- 
ing together,  muscular  excitation  finally  ceasing,  and  the  sensory  ex- 
citation changing  into  a  numbness. 

There  is  no  really  practical  means  of  measuring  the  rate  of 
vibration  of  springs,  however,  the  low  or  high  note  emitted  by  them 
being  the  most  convenient  method  of  approximate  estimation.  Kegu- 
larity  of  rate,  with  consequent  regularity  of  current  rise  and  fall,  is 
particularly  essential,  not  only  in  sedation  with  high-frequency  cur- 
rents, but  for  painless  contraction;  hence  a  spring  that  gives  a  con- 
fused or  jarring  note  should  be  discarded  for  one  that  can  be  adjusted 
and  maintained  to  a  clear  note,  whether  low  or  high.  With  all  springs, 
however,  there  seems  to  be  an  unfortunate  liability  to  sudden  changes 
when  the  relative  position  of  the  coils  is  changed  during  a  seance. 
To  avoid  this  change  of  vibrator  note  (which  is  apt  to  be  slightly 
disagreeable  to  the  patient)  it  will  be  well  to  discard  overused  cells 
promptly  and  thus  keep  the  driving  power  uniform,  and  employ  the 
graphite  controller  as  the  means  of  regulating  the  strength  of  the 
current  instead  of  moving  the  coils. 

Combined  Constant  and  Induction  Currents. — There  are  times 
when  it  is  desirable  to  apply  both  constant  and  induction  currents 
simultaneously  in  abdomino-dorsal  and  vagino-abdominal  applica- 
tions, both  to  save  time  and  to  obtain  an  intensifying  effect.  The 
practicability  of  this  was  first  shown  by  de  Watteville,  of  England, 
who  devised  the  series  of  switches  for  this  purpose  shown  in  Fig.  127. 
It  may  be  accomplished  in  an  off-hand  manner  by  simply  connecting, 
say,  the  positive  binding  post  of  tlie  constant  apparatus  with  the 
negative  binding  post  of  the  induction  apparatus;   the  unconnected 
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binding  posts  will  then  be  the  poles  of  the  combined  cnrrents.  Both 
currents  may  then  he  controlled  by  the  same  controller,  as  shown  in 
the  diagram  (Fig.  llo),  which  indicates  the  proper  manner  of  pei- 
tnanently  wiring  a  table-plate  or  wall-plate  in  which  either  the  con- 
stant current  or  the  induction  current,  or  both  currents  combined, 
may  be  turned  on  at  will.  If  the  street  mains  be  used  in  tJie  apparatoE 
for  the  constant  current,  the  same  supply  cannot  be  used  to  run  the 
induction  coil  also,  but  separate  cells  must  be  used  to  run  the  coil 


Fig.  127.— The  de  Watteville  Combiner,  for  Simultaneaua  Ad- 
ininiatrKtioD  of  Constant  and  Induction  Currents.  This  apparatus  ia 
not  required  when  ttie  cabinet  or  wall  plate  i»  isired  as  Bhown  in 
Fig.  115. 

Polarity  of  the  Induction  Current. — The  primary  current  of  an 
induction  coil  lias  as  distinct  a  polarity  as  the  constant  current,  being 
always  in  one  direction,  as  explained  above.  The  secondary  currents 
have  also  a  distinct  polarity  in  their  physiologic  action,  though  not  bo 
marked  as  is  the  primary,  the  direct  inductions  being  stronger  and 
more  abruptly  produced  than  the  inverse  inductions.  The  electrode 
attached  to  the  negative  pole  of  either  current  will,  therefore,  be  found 
to  be  the  most  stimulating  when  applied  to  nerves  and  muscles,  and 
the  positive  most  sedative. 
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Indications  for  the  Use  of  Covered  and  Bare  Electrodes  with 
Induction  Currents. — The  use  of  a  moist  conductor  to  convey  the  in- 
duction current  through  the  skin  to  nerves  and  muscles  beneath  it  is 
fully  as  important  as  in  the  case  of  the  constant  current ;  for,  although 
the  former  current  leaps  from  a  dry  metallic  disk  to  the  skin  with  great 
facility,  and  is  therefore  best  adapted  to  the  dry-brush  method  of 
stimulation,  it  expends  its  action  at  such  times  almost  entirely  on 
the  dermic  surface  and  nerve-ends,  the  polar  region  being  extremely 
superficial.  The  moist  covering  permits  a  greater  penetration  and 
extension  of  this  region ;  hence,  a  deeper  action  with  less  surface  pain. 
Within  moist  cavities,  however,  the  use  of  a  moistened  covering  on 
the  exposed  conducting  surface  of  the  electrode  is  totally  unnecessary, 
as  the  moisture  of  the  cavity  itself  readily  favors  this  distribution  of 
the  current.  The  bare  electrode  is,  moreover,  introduced  into  such 
cavities  with  greater  ease.  The  handles  of  such  electrodes  should,  of 
course,  be  properly  insulated,  to  protect  the  vulva  and  other  parts  not 
designed  to  be  affected. 

Experimental  Comparison  of  the  Electromotive  Force,  or  "Press- 
ure," of  the  Induction  Current  with  that  of  the  Constant  Current 
(Experiment  14). — This  may  be  roughly  done  by  touching  simul- 
taneously, with  dry  fingers,  the  bare  terminal  wires  of  a  full-strength 
constant  battery.  No  current  is  felt,  since  the  sixty  to  ninety  volts 
of  pressure  in  such  a  constant  current  are  not  sufficient  to  make  the 
current  jump  through  the  minute  layer  of  air  between  the  finger  and 
the  wire;  moist  fingers  permit  a  little  to  get  through.  If,  now,  the 
dry  fingers  be  simultaneously  brought  in  contact  with  the  bare  ter- 
minals of  an  induction  current  apparatus  of  merely  medium  strength 
considerable  tingling  will  result;  its  pressure  is  amply  sufficient  to 
cause  it  to  leap  through  this  air-space. 

There  are  two  practical  applications  of  this  fact  besides  its  dem- 
onstration of  the  main  quality  of  electromotive  pressure:  one  indicates 
the  need  of  a  more  careful  insulation  of  the  induction  current  to  pre- 
vent accidental  shocks;  and  the  other,  the  greater  adaptability  of 
this  current  for  the  electrical  brush  application  to  the  body-surface. 

Action  of  the  Induction  Current  on  Sensory  Nerves  and  Muscles. 
— Notwithstanding  the  exceeding  weakness  of  this  current  in  *T)ulk'^ 
or  "volume,"  the  great  requisite  for  usefulness  in  the  mechanic  arts 
and  in  the  chemic  destruction  and  metamorphosis  of  tissue,  a  slight 
acquaintance  with  its  action  on  any  part  of  the  body  is  apt  to  impart 

14 
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an  exaggerated  idea  of  its  physiologic  powers.  Being  essentially  a 
series  of  exceedingly  abrupt  current  creations,  ite  power  to  excite  the 
functions  of  nerves  and  muscles  is  unique,  and  the  manifest  phe- 
nomena of  pain  and  muscular  contraction  conceal  its  total  inability 
to  produce  profounder  impressions  on  the  body.  A  nerve  or  muscle, 
brought  within  either  polar  region,  is  thrown  into  action  as  each 
induction  arises,  just  as  an  abrupt  variation  of  the  constant  current, 
whether  a  rise  or  fall,  produces  a  similar  phenomenon.  Each  induc- 
tion produces  a  separate  stimulus,  therefore,  and  it  is  only  when  they 
follow  each  other  very  rapidly,  as  when  a  rapid  interrupter  is  used, 
that  the  separate  stimulations  seem  to  blend  together,  producing  a 
continuous  contraction  or  sensation.  Even  then  the  impressions  on 
the  nerve  are  those  of  distinctly  separated,  though  rapidly  successive, 
currents.  The  sedative  effect  produced  by  high-frequency  currents 
from  the  fine  coil  is  probably  of  the  nature  of  a  temporary  anesthesia 
of  the  terminal  sensory  apparatus. 

The  susceptibility  of  the  sensory  nerves  of  the  limbs  and  trunk 
to  the  induction  current  is  fully  shared  by  those  of  the  pelvis,  althoudi 
the  lessened  sensibility  of  the  normal  uterine  and  ovarian  nerves  per- 
mits the  employment  of  current-strengths  not  bearable  on  the  skin 
surface.  The  vulva,  on  the  contrary,  like  other  muco-epidermic  junc- 
tions, is  exquisitely  sensitive  to  this  stimulus,  and  should  be  protected 
from  it  in  all  ordinary  applications  by  well-insulated  electrode  stems. 
The  sensibility  of  the  vagina  is  about  midway  between  the  two. 

Therapeutic  Uses. — This  current  acts  only  on  nerves  and  muscles, 
stimulating  each  into  action  or  developing  anesthetic    effects,   and 
its  use  is,  therefore,  limited  strictly  to  such  conditions   as   exhibit 
nervous  or  muscular  laxity  or  pain.     But  is  this  limitation  a  very 
narrow  one?    How  many  of  the  commoner  cases  met  in  daily  prac- 
tice present  just  these  shortcomiugs,  especially  those  encountered  in 
a  public  clinic  ?    The  case  after  case  of  displaced  and  prolapsed  uteri 
that  present  themselves,  with  or  without  rectocele  or  vesicocele    and 
with  intact  perinei,  teach  the  paramount  importance  of  muscular  tone 
of  the  vaginal  walls  and  uterine  ligaments  in  the  maintenance  of  a 
normal  condition.     When  this  tone  has  been  lost,  it  is  evidently  the 
part  of  rational  medicine  to  endeavor  to  restore  it,  if  possible, — ^not 
to  prolong  and  intensify  it  by  erecting  a  false  skeleton  with  a  pessary 
or  tampon  within  the  vagina. 
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Properly  constructed  bipolar  electrodes  are  peculiarly  efficient  in 
attaining  this  contractile  action  on  relaxed  pelvic  muscles,  inclusive 
of  the  uterus  itself.  Bipolar  vaginal  applications  may  be  made  with 
the  coarse-wire  coil  or  primary  current  if  there  is  no  inflammatory 
condition,  but  if  such  is  present  the  pain  and  violent  contractions 
produced  by  these  currents  are  capable  of  increasing  the  mischief. 
The  combination  of  mild  contractile  and  anesthetic  effects  obtained 
from  a  similar  use  of  fine-wire  currents  is,  on  the  contrary,  most 
beneficial,  even  in  subacute  infiammation;  hence  bipolar  fine-wire 
currents  are  useful  in  a  large  number  of  cases,  the  simple  anesthetic 
effects  rendering  them  invaluable  in  either  inflammatory  or  non-inflam- 
matory neuralgias. 

Electrodes  and  Dosage. — As  a  rule,  the  active  electrodes  required 
for  constant  current  applications  may  be  used  for  this  current,  and  a 
similar  dispersion  of  current  at  the  indifferent  pole  is  advisable  when 
used  after  the  monopolar  method.  The  absorbent  cotton  pad  will,  of 
course,  be  more  convenient  than  the  clay  if  an  induction  current  only 
is  to  be  used. 

The  only  electrodes  peculiar  to  the  induction  current,  and  which 
should  not  be  used  with  other  currents,  are  the  bipolar  electrodes, 
of  which  the  one  for  use  within  the  vagina  is  the  most  commonly 
employed.  Apostoli's  bipolar  vaginal  electrode  as  modified  by  (Joelet 
(Fig.  29)  is  decidedly  the  best.  In  this  instrument  the  designer  has 
adopted  the  bulbous  projections  suggested  by  me  to  make  better  con- 
tact with  the  mucous  membrane,  and  has  also  altered  the  relative  pro- 
portions in  such  a  way  that  the  instrument  is  practically  self-sustain- 
ing within  the  vagina. 

Apostoli's  intra-uterine  bipolar  electrode  (Fig.  35)  remains  the 
best  in  design,  but  all  intra-uterine  bipolar  electrodes  are  clumsy  and 
difficult  to  asepticize  thoroughly. 

The  selection  of  the  dose  is  purely  empirical,  as  We  have,  at 
present,  no  means  to  measure  this  current  beyond  the  individual 
scale  of  each  instrument.  The  best  guide  to  the  strength  required 
in  a  given  case  is  gained  from  the  sensations  of  the  patient,  the  cur- 
rent having  been  brought  up  from  zero  to  the  point  of  easy  tolerance, 
after  placing  the  electrodes  in  position,  in  the  same  gradual  manner 
as  advised  for  constant  current  applications.  If  we  do  not  shock  by 
a  sudden  turning  on  or  off,  there  is  no  possible  way  in  which  the  patient 
can  be  harmed ;  so  that  our  main  point  in  muscular  applications  is  to 
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use  as  much  current  as  the  patient  will  bear  without  pain^  and  it  is 
astonishing  how  much  can  be  given  in  this  way  with  one  pole  in  the 
vagina  or  uterus  and  a  large  dispersion  on  the  abdomen.  Weaker  cur- 
rents are  better  for  neuralgic  conditions^  as  a  rule.  The  milliaia- 
p^remeter  is^  of  course,  useless  with  this  current. 


CHAPTER  XXIX. 
Static  Electricity. 

The  qualities  and  effects  of  static  electricity  have  been  studied 
more  intelligently  during  the  interval  of  time  since  the  appearance 
of  the  last  edition  of  this  work  than  any  other  electric  modality  used 
by  physicians  (and  possibly  to  the  neglect  of  some),  owing  to  the 
introduction  of  the  wave-current  by  Dr.  William  J.  Morton,  and  the 
high-frequency  currents  of  d'Arsonval,  and  to  the  immense  advance 
made  in  the  application  of  x-rays  to  therapeutics  and  diagnosis,  the 
latter  being  largely  transformed  from  static  currents.  As  a  result  we 
have  volumes  devoted  to  static  electricity  alone.^  The  scope  of  this 
work  precludes  the  presentation  of  more  than  an  introduction  to  the 
subject,  and  students  are  referred  to  these  special  treatises,  particu- 
larly to  that  of  Dr.  Snow,  for  more  complete  discussions  of  this 
electric  modality. 

Physics. — Static  electricity,  unless  transformed  in  some  manner, 
is  a  unidirectional  current  of  exceedingly  high  pressure  and  very 
slight  volume.  The  latest  and  most  valuable  physical  study  of  this 
current  and  its  transformations  is  contained  in  the  Report  of  the  Com- 
mittee of  the  American  Electro-Therapeutic  Association  on  Current 
Classification  and  Nomenclature  for  1903.*  Under  the  auspices  of 
this  committee,  a  member.  Prof.  Samuel  Sheldon,  of  the  Brooklyn 
Polytechnic  Institute,  made  a  careful  study  of  the  currents  produced 
by  two  large  Holtz  machines.  A  needle  gap  was  employed  between 
the  poles  to  secure  a  continuous  discharge  through  the  air  when  the 
poles  were  separated,  with  the  following  interesting  results  with  a 
voltmeter  and  ammeter  in  circuit:  With  a  machine  having  10  rotating 
and  5  stationary  plates : — 


***A  Manual  of  Electro-static  Modes  of  Application,  Therapeutics,  Radi- 
ography and  Radiotherapy,"  Second  Edition,  by  William  Benham  Snow.  New 
York:  A.  L.  Chatterton  &  Co.  Also,  "Static  Electricity,  X-Ray,  and  Electro- 
Vibration,"  by  Franklin  B.  Gottschalk,  T.  Eiscle,  Chicago. 

■Sec  pamphlet  report  by  W.  J.  Jenks,  E.E.,  chairman.  New  York. 
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With  poles  in  contact 11  volts  0.000597  ampere 

With  poles  separated    6  inches 71,200  ''  0.000482      " 

With  poles  separated  12  inches 122,000  "  0.000319      ** 

With  poles  separated  18  inches 180,000  **  0.000194      * 

This  investigation  shows  the  interesting  fact  that  11  volts  and 
about  Vi  niilliampere  was  produced  within  the  machine  with  the 
external  poles  touching,  while  in  the  position  to  do  actual  worl^  the 
voltage  varied  from  71,200  volts  and  less  than  Vs  milliamp^re  with 
poles  separated  six  inches,  to  180,000  volts  and  about  Vio  milliampftie 
with  the  poles  separated  eighteen  inches. 

Dr.  Sheldon  also  produced  the  electrolytic  proof  of  the  milliam- 
pereage  of  these  currents  by  causing  it  to  decompose,  a  solution  of  am- 
monium nitrate  and  chloride  with  the  ferricyanide  of  potassium^  a  blue 
streak  appearing  in  strips  of  blotting  paper  attached  to  one  pole  when 
a  wire  attached  to  the  other  was  drawn  across  it. 

With  a  current  possessing  such  an  infinitesimal  volume  it  will  be 
seen  that  the  principal  tlicrapeutic  effects  are  due  to  an  inconceivably 
high  polarization  of  nerv^e  and  muscle.  When  the  spark  is  applied  to 
the  dry  body  it  undoubtedly  disrupts  the  cuticle  on  its  way  to  the 
moist  tissues  that  act  as  the  surface  of  the  conductor,  the  surface 
nerves  of  sensation  receiving  the  brunt  of  the  excitation  ;  but  if  moist 
electrodes  be  employed,  as  first  suggested  by  Morton,  the  spark  is  con- 
veyed through  the  skin  by  conduction  rather  than  disruption  and  deeper 
nerves  and  muscles  are  then  readily  reached,  as  with  other  currents. 
Since  the  volume  of  these  currents  is  so  slight,  it  is,  of  course,  essential 
that  an  interruption  of  the  current,  or  sparking  space,  must  exit  some- 
where in  the  circuit  with  the  patient  for  any  action  to  be  manifest, 
the  completely  closed  external  circuit  giving  us  a  continuous  current 
of  only  V,  milliamp^re  which  is  practically  nothing  under  the  cir- 
cumstances. 

There  is,  however,  another  important  physical  effect  produced 
by  this  form  of  electricity  besides  the  polarization  of  nerve  and  muscle 
by  transmitted  currents.  This  is  the  static  effect  of  the  charge  on 
the  body-surface  when  sparks  are  not  used.  The  equally  diffused 
charge  as  in  static  electrization,  and  particularly  the  concentrated 
charge  on  the  portion  of  the  body  opposite  the  electrode  administering 
a  spray,  have  peculiar  and  yet  but  imperfectly  explained  actions  on 
nerves  and  tissues. 


For  a  full  explanation  of  the  principles  involved  in  the  operation 
of  a  static,  or  influence,  machine  the  reader  is  referred  to  Dr.  Snow's 
complete  work,  already  mentioned. 


Pig.   128.— Betz  static  Machine,  with  Twelve  Revolving  Platei. 
This   machine  U  Hclf-charging  by   reason   of   poasessing   two  Toepler 

The  machines  now  made  on  a  large  scale  in  America  consist  of 
two  parts,  the  chief  portion  being  a  mere  development  of  the  Holtz 
machine,  a  Germau  pattern  in  which  the  principle  of  induction  was 
substituted  for  friction  about  1865.    The  improvements  on  the  original 
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Iloltz  pattom  consist  mainly  in  perfection  of  mechanical  moTing 
parts,  multiplication  of  plates,  and  protection  from  atmosphoric  in- 
fluences. A  Holtz  machine  consists  of  stationary  plates  with  paper 
elements  and  plain  revolving  plates.  Both  forms  of  plates  are  coated 
with  varnish,  and  the  whole,  with  its  collecting  combs,  resembles  a 
dynamo  in  eiTect,  the  stationary  plates  being  analogous  to  the  field 
magnets,  the  revolving  plates  analogous  to  the  armatures,  and  the 
collecting  combs,  etc.,  resembling  the  commutators  of  the  dynamo. 

The  Holtz  j)attern  represents  the  most  reliable  form  of  constrac- 
tion  for  a  large  output  of  current,  but  easily  loses  the  initial  cbai^ 
which  it  multiplies  to  a  full  load  so  readily.  To  overcome  this  diffi- 
culty (which  it  shares  with  the  best  dynamos,  which  often  need  a 
"charger"),  American  manufacturers  resort  to  two  expedients:  the 
placing  of  a  Wimshurst  charger  machine  (consisting  of  two  plates 
with  many  disks,  moving  in  opposite  directions)  in  the  same  case,  and 
the  use  of  Toepler's  modification  on  the  first  and  last  plates.  The 
former  plan  has  the  disadvantage  of  increasing  the  size  of  the  case 
unduly,  rendering  it  difficult  to  find  room  for  the  machine  in  a  mod- 
erate-sized office.  The  Toepler  modification  (small  disks  on  the  first 
and  last  revolving  plates,  touching  small  brushes)  renders  a  machine 
self-charging,  and  detracts  in  no  way  from  the  value  of  the  Holts 
pattern  of  the  remaining  plates,  while  insuring  a  continuous  charga 

Selection  and  Care  of  the  Static  Machine. — The  autlior  has  fre- 
quently been  asked  if  a  static  machine  is  a  necessary  adjunct  to  an 
office  outfit  in  the  practice  of  neuro-gynocology.     Though  skeptical 
originally  on  this  point  himself,  a  long  experience  has  convinced  him 
that  it  is  of  far  more  relative  importance  than  an  induction  outfit, 
though  still  far  beneath  the  constant  current  apparatus   in   relative 
value.     Comparisons  are  of  but  little  moment  in  such  matters,  how- 
ever, the  indications  for  the  use  of  each  current  being  usually  distinct 
and  separable.    No  office  is  thoroughly  equipped  for  good  work  with- 
out all  three  of  these  currents,  aside  from  the  value  of  the  static  ma- 
chine in  the  production  of  x-rays. 

In  the  selection  of  a  machine  it  should  be  understood  that  the 
electromotive  force  of  the  current  is  determined  by  the  diameter  of 
the  revolving  plates  and  its  volume  by  the  number  of  these  plates. 
Xow,  a  most  important  form  of  treatment  in  neurasthenia  and  allied 
conditions  is  the  static  spray  and  static  charge,  and,  while  adequate 
sparks  may  be  applied  from  machines  of  but  moderate  size,  the  former 
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procedures  demand  that  the  machine  shall  possess  at  least  eight  re- 
volving  plates,  while  twelve  revolving  plates  are  even  more  desirable. 
More  than  the  latter  number  may  be  of  value  to  a  specialist  with  more 
than  one  machine,  but  to  an  operator  who  wishes  one  instrument  to  do 


Fig.  126.— Type  of  Wnite  A  Bartlett  Madi 
is  indoHed  in  the  sair 


A  VVimshurat  chnrger 


alt  of  his  work  there  is  a  distinct  disadvantage  in  its  possessing  more 
than  twelve  revojvinf;  plates. 

Secondly,  it  should  be  remembered  that  these  generators  of  elec- 
tricity consume  nothing  but  the  power  required  to  turn  them,  the 
current  being  developed  by  tlie  motion  of  parte  composed  of  specially 
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adapted  materials  separated  by  air-spaces,  both  materials  and  air  being 
necessarily  dry.  It  follows  that  too  much  skill  cannot  be  expended  in 
the  purely  mechanical  parts  of  the  machine  to  insure  proper  weai 
under  the  necessary  motion,  and  that  the  electric  parts  should  be 
adequately  protected  from  moisture. 

A  well-made  machine  should  also  be  kept  in  order  to  give  good 
service.  This  means  frequent  oiling  of  the  bearings,  occasional  airing 
of  the  case  in  good  weather,  and  particularly  the  maintenance  of  a 
proper  adjustment  of  the  stationar}'  plates  and  brushes  in  order  liat 
no  unnecessary  friction  should  occur. 

Various  means  have  been  taken  to  maintain  dryness  within  the 
case.  The  author  recommends,  from  a  long  experience,  that  the  an- 
hydrous chloride  of  calcium^  be  kept  constantly  in  the  case,  about  four 
pounds  being  distributed  in  two  or  three  granite-ware  pans,  which 
are  taken  out  when  signs  of  deliquescence  appear  and  the  water  driven 
off  by  boiling  dry  over  a  gas  stove.  In  very  wet  climates  an  additional 
precaution  of  value  is  the  placing  of  two  or  three  incandescent  lamps 
in  the  upper  part  of  the  case  to  keep  the  machine  warm,  the  lights 
being  turned  off  when  the  machine  is  in  use,  as  the  filaments  are  tiien 
apt  to  be  destroyed  by  induction  if  carrying  a  current. 

An  electric  motor  is,  of  course,  the  most  convenient  means  of 
operating  static  machines,  though  a  water-motor,  gas-engine,  or  the 
office-boy  will  suffice,  the  last  expedient  being  most   unsatisfactorv. 

m 

With  the  former  means  it  is  essential  that  proper  devices  be  supplied 
for  regulating  the  speed,  as  the  exigencies  of  various  cases  demand 
that  the  machine  be  driven  at  various  speeds,  from  mere  motion  to 
high  velocity.  The  tremor  and  unpleasant  buzzing  sound  at  times 
produced  at  high  speed  should  be  avoided  if  possible,  as  it  is  liable  to 
be  unpleasant  to  a  sensitive  patient. 

"Ground"  Connections. — In  static  applications  profound  modi- 
fications of  the  current  may  be  obtained  by  including  various  static 
capacities  in  the  circuit— either  the  floor  and  walls  of  the  room  con- 
nected with  one  pole,  or,  for  greater  condenser  capacity,  a  convenient 
metallic  mass,  such  as  the  gas  pipes  of  the  house.  This  is  most  readily 
done  by  attaching  a  bared  wire  permanently  to  the  gas  pipe  and  con- 
ducting it  along  the  washboard  to  two  binding  posts  attached  to  the 


^In  thifl  recommendation  the  author  differs  from  the  conclusions  of  Dr. 
Grad,  given  in  Chapter  XXXI. 
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washboard  at  either  end  of  the  machine  to  permit  of  "grounding^* 
either  pole  at  will.  A  farther  modification  of  electrostatic  capacity 
is  obtained  by  having  another  mass  of  metal  for  the  spark  electrode 
to  be  attached  to  in  giving  indirect  sparks,  the  opposite  pole  being 
grounded  tc  the  gas  pipe  as  described.  This  second  mass  of  metal 
may  be  the  water  pipes,  as  explained  in  the  description  of  the  attach- 
ments for  this  form  of  spark. 

Precautionary  Hints. — Leyden  jars  are  practically  never  used  in 
treatment,  except  the  smallest  ones  when  applying  the  static  induced 
current;  sparks  drawn  with  them  in  circuit  are  too  painful. 


v^>:ss»^^^c>N^^\N^.-^v^^^N^^ 
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Fig.  130. — Static  Charge.  Patient,  on  insulated  platform,  holds 
chain  connected  with  one  pole.  The  opposite  pole  is  grounded.  The 
diagram  shows  positive  insulation,  all  surrounding  objects  being 
negatively  charged. 

Lady  patients  should  remove  corsets,  metallic  hair  pins,  and 
metallic  chains  before  treatment,  as  they  give  rise  to  irregular  induc- 
tions and  small  sparks.  And,  most  particularly,  all  celluloid  comis, 
hair  pins,  and  other  articles  of  this  material  should  be  removed,  as 
in  at  least  two  recorded  instances  these  articles  have  been  set  on  fire 
by  strong  spray  currents,  resulting  in  disastrous  bums. 

Do  not  start  the  machine  until  the  patient  and  electrodes  are  in 
position,  with  the  discharging  rods  withdrawn  widely  if  a  spray  is  to  be 
given  or  closed  if  sparks  or  the  wave  current  is  to  be  administered,  to 
avoid  unpleasant  shocks  at  the  beginning  of  the  application. 
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Kethods  of  AppUeation. — In  all  applications  the  patient  sits  or 
stands  on  an  insulated  platform  (which  should  be  elevated  from  the 
floor  by  solid  glass  l^s),  and  the  platform  or  projecting  portions  of 
clothing  should  not  be  closer  than  two  feet  froni  the  machine  case 
or  other  f  umiture,  to  prevent  leakage. 

Various  forms  of  applications  are  employed  by  different  work^ 
in  electro-therapeutics,  the  following  being  moat  frequently  used:— 

Static  Charge. — ^The  attachments  for  the  positive  charge  are 
shown  in  Fig.  130.    This  is  employed  as  a  mild  tonic. 

Static  Spray. — ^This  is  shown  in  Fig.  131.  It  may  be  greatly 
intensifled  by  using  a  tinsel  rosette  instead  of  a  crown  piece,  directed 


Fig.  131. — Connections  for  Positive  Spray. 


to  the  part  of  the  body  desired,  if  the  part  of  the  body  be  bared  of 
clothing  and  covered  with  a  folded,  loosely  woven,  woolen  ''nubia*'  (an 
old-fashioned  article  of  ladies'  headwear).  Strong  revulsive  effects, 
increasing  to  actual  blisters,  may  be  produced  by  this  modification  of 
the  spray  when  the  patient  is  connected  directly  with  the  positive  pole. 
The  author  believes  that  this  intensified  spray,  which  is  original  with 
himself,  has  a  deeply  penetrating  action,  and  is  valuable  in  intractable 
chronic  rheumatism. 

Indirect  Sparks. — Fig.  132  shows  the  connections  for  the  indirect 
sparks  with  one  "ground"  capacity.  If  the  electrode  chain  is  at- 
tached to  the  water  pipe  (the  indifferent  pole  being  attached  to  the  gas 
pipes)  more  capacity  is  gained,  and  single  sparks  give  good  muscle 
responses  with  little  pain* 
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Direct  Sparks, — Direct  sparks^  shown  in  Fig.  133,  are  very  pain- 
ful^ and  rarely  used  except  in  anesthesias  of  the  surface.    They  are 
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Fig.  132. — Indirect  Sparks. 


Fig.  133.— Direct  Sparks. 


mnch  less  painful,  though  still  mainly  a  surface  stimulant,  when  the 
current  in  the  patient^s  circuit  is  lessened  by  allowing  most  of  it  to 
flow  directly  between  the  discharging  poles,  as  shown  in  Fig.  134. 
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Wave  Current — ^The  wave  current  (Fig.  135)  is  obtained  by 
groiinding  one  pole  and  connecting  the  other  to  a  thin  metal  plate 
applied  directly  to  the  skin  of  the  part  to  be  treated.     The  effect  maj 


Fig.  134. — ^Direct  Sparks  with  Patient  in  Shunt» 


Fig.  135. — Morton's  Wave  Current. 


be  increased  by  carrying  another  wire,  not  shown  in  the  figure,  from 
the  patient  to  a  metallic  capacity  near  at  hand.  This  application 
should  be  begun  with  the  discharging  rods  touching.  After  the  ma- 
chine is  started  they  are  gradually  separated  until  the  desired  strength 
of  charge  is  reached. 


STATIC  INDUCED  CURRENT. 
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Static  Induced  Current, — The  connections  for  this  little  used 
current  are  shown  in  Fig.  136. 


Fig.  136. — Morton's  Static  Induced  Curient. 


Fig.   137. — Diagram  of  Transformer  Connections  for  High-Freqiiency 

Currents  from  Static  Machine. 


High  Frequency  and  High  Potential  Currents,  as  obtained  from 
«  solenoid  step-up  transformer  actuated  by  a  static  machine,  are  shown 
-diagrammatically  in  Fig.  137. 
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Vacuum  Tube  Currents  (Fig.  138)  are  readily  obtained  from  the 
modem  static  machine  without  a  transformer.  The  perfection  of  this 
machine  in  this  country  renders  the  use  of  coils  for  the  last  two 
modalities  of  doubtful  necessity. 

Ozone  Administration. — The  passage  of  these  high-pressure  cur- 
rents through  the  air  results  in  the  production  of  considerable  quan- 
tities  of  ozone  from  the  aerial  oxygen,  and  an  apparatus  has  beea 
devised  for  its  administration;  but,  as  ozone  is  admixed  with  nitrous 
acid,  its  value  is  problematic. 

Polarity  of  Static  Currents. — This  is  easily  determined  by  start- 
ing the  machine  with  the  rods  about  two  inches  apart^  and  noting  that 


Fig.   138. — Connections  for  Vacuum  Tube  Currents. 


the  spark  is  whitest  near  the  positive  pole,  due  to  incandescent  oxygen 
being  whiter  than  incandescent  nitrogen. 

After  XTsing  the  Machine. — To  maintain  the  charge  all  chains 
should  be  removed  from  the  prime  conductors  immediately  after  use 
and  the  rods  left  separated. 

Therapeutic  XTscs  in  Gynecology. — In  adaptability  to  the  needs 
of  the  gynecologist  the  static  current  depends  for  usefulness  on  his 
recognition  of  the  neural  relationships  of  many  affections  apparently 
arising  in  the  sexual  organs,  as  well  as  on  the  purely  neural  character 
of  much  of  his  work,  for  its  value  in  chronic  sciatica,  insomnia, 
chronic  rheumatism,  and  various  neuroses  is  very  great.  An  im- 
portant fact  first  noted  clearly  by  Apostoli  is  that  the  strong  spark 
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treatment  enablee  ub  to  discriminate  between  hysteria  and  neuraB- 
thenia.  In  hysteria  the  patient  ia  capable  of  receiving  a  truly  enor- 
mous voltage  in  the  ebape  of  sparks,  with  but  little  aign  of  feeling 


Fig.   139. — Some  £3ectrodea  and  th«  Tniulated  Plfttform  Uaed  i 
Static  Applications. 


them.  This  is  because  hysteric  analgesia  is  so  common  in  these 
cases,  aDd  it  may  be  noted  that  under  the  stronger  sparks  the  hys- 
teric cases  improve  until  finally  the  sparks  give  as  much  pain  as  Is 
normally  produced  in  the  healthy  person.     In  neurasthenia  no  Huch 
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tolerance  of  the  spark  treatment  is  ever  founds  this  form  of  applica- 
tion being  usually  so  stimulating  as  to  be  wisely  superseded  by  the 
spray.  Among  the  cases  favorably  affected  by  Hiia  current  those  of 
neurotic  backache  stand  pre-eminent^  and^  in  fact^  some  form  of 
static  treatment  may  well  be  conjoined  with  pelvic  applications  of 
other  currents  if  this  symptom  be  prominent  in  connection  with  or- 
ganic  pelvic  disease.  For  mere  sedation  the  poeitiye  charge  may  be 
used.  For  neurasthenic  conditions  the  negative  spray,  or  the  stronger 
positive  spray,  either  stationary  or  mobile,  followed  later  by  the  light- 
est, shortest  sparks.^ 

When  a  patient  is  under  other  forms  of  treatment  for  hysteria 
or  neurasthenia  it  is  usually  necessary  to  suspend  applications  during 
the  menstrual  periods.  At  these  times  the  static  spray  or  static 
charge  may  be  substituted  with  advantage,  maintaining  the  treatment 
without  the  harmful  break  that  often  interferes  with  quick  results. 
That  no  disrobing  is  required  for  this  application  is  a  distinct  advan- 
tage at  this  time.  Menstrual  discomfort  is  lessened^  and  no  risk  of 
causing  an  undue  flow  is  encountered,  as  might  be  the  case  with  tiie 
constant  current. 

The  treatment  of  menorrhalgia  of  the  neural  type  may  be  con- 
ducted, at  times,  entirely  with  the  static  currents,  the  positiTe  spray 
being  directed  to  the  lumbar  region,  with  the  patient  sitting  sidewiae 
on  a  chair  placed  on  the  platform  and  grasping  a  chain  connected 
with  the  positive  pole.  The  spray  should  be  strong  enough  to  pro- 
duce distinct  stinging  sensations,  and  may  be  followed  by  light  sparln 
to  the  same  spot  and  to  the  hypogastric  region.  These  applicationa 
are  always  helpful  at  and  before  the  menstrual  periods  in  nervous 
women,  particularly  if  the  nervous  symptoms  present  at  these  times 
are  attended  by  scanty  flow. 

For  the  treatment  of  the  nervous  disorders  of  the  menopause, 
either  natural  or  when  artificially  produced  by  ovariotomy,  the  static 
methods  are  often  extremely  useful,  rendering  the  employment  of 
neurotic  and  sedative  medicines  unnecessary.  Both  the  head-spray 
and  general  sparks  may  be  used. 


^It  should  be  noted  that  the  expreesion  "positiye  spray"  means  that 
the  patient  is  connected  with  the  positive  pole,  while  the  ppray  electrode  is 
attached  to  the  negative  pole. 


CHAPTER  XXX. 
The  Sindsoidal  and  Incandescekt  Alternating  Cdbeents. 


The  Sinasoidal  Cnirent. — For  a  number  of  years  the  author  haa 
been  aware  that  the  Bucceesful  production  of  muecular  etimulatioD 


Fig.  140.— The  Kellogg  Sinusoidal  Apparatna,  No.  12. 


with  a  minimum  of  pain  was  largely  dependent  on  the  Bmoothnesa 
and  clearnesa  of  the  note  produced  by  a  good  interrupter  of  an  induc- 
tion apparatus;  that  "raggednesB,"  or  irregularity,  of  these  very  im- 
perfect means  of  interrupting  the  inducing  current  produced  in- 
duced currents  that  were  of  limited  usefulness  on  account  of  the 
pain  produced.     While  on  a  visit  to  Dr.  J.  H.  Kellogg  in  the  summer 
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Fig.   141. — Ui-a|ililc   l{<'preBentation   of  the   SinuHoida)    Current  of  Dk 
Kellogg'a  Apparatus.    (KeiUigg,) 


iiction  AppanttuA  t^tlntoahl. 
U,  break.     (Kelt-gg.) 


Fif.'.  144.— i.  Current  from  Induction  Apparatus  (Mcintosh), 
samp  UN  Fip.  143.  btit  with  DitfcreDt  A<lJustiiitMit  of  the  Kheotomej 
B,  Currtnt  Reversed.    (Kfllugg.) 


CURRKNT  CURVES. 


Fig.  US.— A,  Current  from  Coil  Excited  liy  Thompson -IIouBton  An 
Light,  Altemnting  U(,800  Times  per  minute;  B,  Current  from  Secon- 
dary Coil  of  Ordiniiry  induction  Apparatus  Exfited  Ly  Alternating 
Current.    Time  niarkine*  rcpicsent  inti'rvaU  ol  '/■.  Becuiid.    (Keltogg.} 
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of  1887  he  was  Burprtsed  to  find  a  magneto-electric  machine  in  me 
in  his  operating-room  which  produced  vigorous  contractions  with  but 
alight  sensation  (Fig.  140).  The  exact  reason  for  this  was  not  known 
mitil  the  researches  of  Professor  d'Arsonval,  of  Paris,  several  years 
later,  on  the  graphic  delineation  of  the  curves  of  induced  cnrrente, 
showed  that  a  curve  of  smooth  and  uniform  rise  of  potential  pro- 
duced painless  contraction,  while  irregular  rises  and  falls  of  poteatial 
were  painful.  By  means  of  an  electrograph  the  curves  of  current- 
variation  may  be  readily  recorded  on  a  revolving  cylinder,  the  accom- 
panying figures  (141  and  142)  representing  the  curves  thus  obtained 


Fig.   140. — McTntoKh  Sinusoidal  Apparatus,  with  Motor, 


by  d'Arsonval  and  from  Dr.  Kellogg's  apparatus.  The  curves  shown 
in  Figs.  143  to  148  are  in  marked  contrast  to  these,  showing  the 
ragged  character  of  the  irregular  rises  and  falls  of  potential,  and  ex- 
plaining the  pain-producing  character  of  all  induction  currents  of  any 
considerable  volume. 

The  sinusoidal  current  has  a  smooth  and  gradual  variation,  con- 
sisting of  both  an  equal  rise  of  potential  above  and  fall  below  the 
zero-line.  This  latter  curve  of  variation  represents  the  highest  and 
most  painless  efticicncy  in  muscle-stimulation  with  slight  amperage, 
the  contraction  being  proportional,  of  course,  to  the  three  elements 
of  volts  of  rise,  suddenness  of  rise,  and  milliamperage  of  current. 
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It  is  thus  Been  that  the  emoBoidal  current  is  typically  adapted 
for  muscular  stimiilatioD,  for  by  properly  conetructed  apparatus  we 
may  apply  a  far  greater  milliamp^rage  for  this  purpose  than  the  pain- 
producing  qualities  of  the  primary  induction  current  will  permit. 
The  exact  milliamp^rage  of  theee  currents  is  yet  undetermined,  bat 


fig.  150. — Kennell;  SinuBoidal  Apparatus  and  Motor. 

depends  on  the  current  circulating  around  the  field-magneto  of  the 
alternator.  That  it  ia  usually  intermediate  between  the  constant  and 
induction  currento  is  shown  by  the  fact  that  they  will  readily  stimulate 
the  special  senses  of  sight  and  taste. 

The  ease  with  which  a  large  number  of  complete  alternations  per 
second  of  this  smooth  character  can  be  obtained  renders  the  sinusoidal 
current  an  excellent  nerre-sedatiTe. 
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Sinusoidal  currents  are  produced  by  little  alternating  current 
dynamos,  with  either  permanent  magnets  or  electro-magnets^  which 
are  operated  by  any  convenient  source  of  power,  an  electric  motor 
being  the  best.  The  patient  is  placed  in  a  shunt  circuit  with  a  Massej 
controller,  which  is  operated  in  a  reverse  manner, — that  is,  the  lever 
is  placed  all  the  way  around  on  the  graphite  area  at  the  start,  when 
all  the  current  goes  through  the  instrument  instead  of  the  patient; 
by  turning  the  current  oflE  the  controller  gradually  it  will  increase 
through  the  patient's  circuit  with  equal  step. 

The  only  drawback  to  this  instrument  as  compared  with  the  in* 
duction  apparatus  is  its  bulkiness  and  the  fact  that  from  two  to  four 
large  acid-carbon  motor  cells  must  be  used  to  operate  it  and  the  motor, 
or  four  times  as  many  Edison-Laland  cells,  in  the  absence  of  the 
more  convenient  street  current. 

The  Incandescent  Alternating  Current. — This  current,  which  is 
very  largely  used  at  present  as  an  illuminant  of  houses  and  ofSces, 
is  obtained  from  step-down  transformers  placed  on  the  exterior  of 
the  house,  by  means  of  which  the  high  voltage  of  the  street  mains 
is  reduced  to  either  52  or  104  volts,  according  to  the  transformer 
used  and  the  lamps  supplied.  It  may  be  employed  in  medical  applica- 
tions in  place  of  the  induction,  but,  not  being  truly  sinusoidal  in  char- 
acter, is  generally  painful  even  when  greatly  reduced.  The  author's 
current-controller  forms  an  efficient  means  for  its  control,  when 
protected  by  a  small  fuse,  the  instrument  being  simply  intercalated 
between  the  wires  from  a  lamp-socket  and  the  patient.  As  already  said, 
this  current  is  distinctly  alternating  in  character  and  incapable  of 
lasting  electrolysis  or  cataphoresis.  It  can,  in  no  sense,  be  employed 
as  a  constant  current,  therefore,  in  spite  of  the  similar  heat-  and  light- 
producing  effects  in  the  large  amperage  traversing  the  filament  of  the 
lamp. 

There  is,  at  least,  one  emergency  in  which  its  modern  ubiquity 
may  make  it  of  service  in  saving  life, — ^namely,  in  postpartum  hemor- 
rhage in  a  house  supplied  with  this  current  and  where  a  battery  is 
not  to  be  had.  The  cord  of  a  drop-light  could  be  unwound  and  one 
wire  applied  by  coiling  it  in  a  wet  pad  to  ])e  placed  on  the  back,  while 
the  other  is  dipped  in  a  dish  of  water;  a  third  wire  from  the  opposite 
side  of  the  dish  of  water  going  to  a  pad  on  the  abdomen.  When  the 
wires  in  the  water  are  brought  closer  or  when  a  little  table-salt  is 
dropped  into  it,  a  means  of  gradually  increasing  the  current  to  the 


THE  ALTERNATING  CURRENT. 


point  of  tolerance  is  thus  readily  produced,  \ 
effects  on  the  relaxed  uterus. 


ith  powerful  contracting 


Fig.   150a.— Holtzer-f  abut   Motor  Trnii-faniipr,  for  Tronsforniing 
Allernsting  (.'uiifiit  Ut  the  Dirt'ct  Current. 


Trantformalirm  of  Alternaling  Cxirrriit  into  a  Direct  Current. — ^Vhell  the 

phyaician's  office  is  supplied  with  an  altrniating  current  (or  iliuminating  pur- 

poaea,  instead  of  the  direct  current,  which  is  usually  the  case  of  late  outside 

-tt     ijT-  the  densely  populated  nietropoliUin   diBtncts  of 

^^^flPEB^^k  the  larger  cities,  he  should  by  all  means  prooore 

^^^^^^^HH^^^^^^^^    a  rot3iy   transformer   to  transform   tbis  correDt 

^^^^^^^^^^^^B    into  the  direct,  llO-volt.  constant  current. 

^^^^^^^^M^^^HH     an  apparatus,  white  expencive        initial  cost, 

^^^^^^^^H^^^^^H    cheaper  to  maintain  than  dry  cells,  and  teqaires 

^^^^^^^^^^^^^^^1    only  an  oocasional  oilin)i:.    It  consista  of  a  }j-H.  P. 

^^^^^^^^^^^^^^H     alteroatlng  motor    coupled   with   a  2^-ampere, 

^^^^^^^^^^^^^^^V      110-volt  dynamo,  both   being   monnted  together 

^^^^^^^^^^^T         0Qaa1at«  liase  (Fig   150a).     It  is  beat  placed  in 

^^^^H^^^^  a  Hpecinl  compartment,  with  four  jiicws  of  thick 

^?  rubber  beneath  the  slate,  to  le<«en  the  scmnd  pro- 

Klg.  low.— CntleT-Hammer  Flfld    dncpd     while    in    action.      In    orcliTing     such    an 

'»*'» '""fi*''    inatmmont.    the  partionlar  kind   o(    altemating 

d  ■iDdlng  of  current  supplied  shoold  be  aacertained  and  the 

JS^mnTi^mlwTolMVi'Z^U   description  sent  to  the  manufacturer  or  dealer. 

The   wires  leailing    from   the  dynamo  are 
carried  to  the  oontroller  direct,  exactly  aa  described  on  page  338. 


CHAPTER  XXXI. 
BoENTQEN  Rays  in  Diagnosis  and  Thbrapbutigs. 

By  Herman  Grab,  M.D., 

NEW  YORK  CITY. 
INTRODUCTORY. 

It  may  safely  be  said  that  skiagraphy  has  passed  the  experi- 
mental stage^  and  as  an  art  has  attained  the  dignity  of  being  a  poai- 
tive  means  of  diagnosis  in  fractures,  dislocations,  and  foreign  bodies. 
Heretofore,  of  all  the  symptoms  that  arose  incident  to  the  solntion 
of  the  continuity  of  bone,  crepitus  held  the  foremost  rank.     Upon 
this  symptom  a  positive  diagnosis  of  fracture  was  made.     This  symp- 
tom, however,  can  be  elicited  only  under  exceptional  circumstances. 
In  many  cases  no  crepitus  can  be  obtained,  and  yet  solution  of  the 
continuity  of  bone  of  a  very  serious  nature  may  exist.     Nor  is  it  of 
small  significance  that  the  elicitation  of  the  symptom  causes  distress 
and  suffering;  and  when  crepitus  cannot  be  obtained,  only  a  doubtful 
diagnosis  of  fracture  is  admissible.    Hence  arises  the  fact  that  with- 
out a  skiagraph  a  positive  diagnosis  in  every  fracture  cannot  be 
made.     Furthermore,  even  if  the  diagnosis  of  fracture  is  positive  in 
a  given  case,  the  skiagraph  will  give  much  additional  information, 
obtainable  in  no  other  way.     A  skiagraph  shows  with  startling  yivid- 
ness  the  extent  of  the  bone  injury,  the  position  of  the  fragments^  the 
rotation,  the  overriding,  and  the  shortening  and  displacement — ^in- 
formation of  the  utmost  importance  in  the  diagnosis  and  treatment 
of  the  injury.     Therefore  no  diagnosis  of  a  fracture  is  complete — 
and  certainly  not  scientifically  so — without  a  skiagraph  of  the  injury. 
With  an  x-ray  plate  of  the  injury  of  the  bone  at  our  hand  the  diag- 
nosis and  treatment  of  the  fracture  become  an  open  book.     That 
fractures  and  dislocations  can  be  diagnosed  and  treated  intelligently 
and  successfully  without  the  aid  of  an  x-ray  picture  is  freely  admitted, 
but  that  the  diagnosis  and  treatment  of  these  very  fractures,  so 
handled,  become  less  problematic  with  a  skiagraph  at  hand  must  also 
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be  freely  conceded.  The  value  of  skiagraphy  in  fractures,  disloca- 
tions, and  foreign  bodies  being  admitted,  the  most  practical  way  of 
obtaining  an  x-ray  picture  becomes  a  matter  of  importance. 

The  practical  application  of  the  Roentgen  rays  in  fractures,  dis- 
locations, and  foreign  bodies  requires  the  intelligent  use  of  certain 
apparatus.  With  efficient  apparatus  at  hand  the  technique  of  suc- 
cessful skiagraphy  becomes  very  simple.  We  need  for  the  purpose 
either  a  static  machine  or  an  induction  coil,  a  Crookes  tube,  a  standi 
a  fluoroscope,  photographic  dry  plates,  trays,  and  a  ruby  lamp.  With 
these  seven  kinds  of  apparatus  we  can  go  to  work  and  diagnose  con- 
ditions where  the  x-rays  have  so  successfully  been  applied.  It  need 
hardly  be  recalled  to  what  importance  in  diagnosis  the  x-ray  has 
attained.  A  short  description  of  each  piece  of  apparatus  used  in 
producing  a  radiograph  is  necessary. 

Static  Machine. — To  do  efficient  work  in  radiography  with  a 
static  machine  of  glass  plates  it  is  necessary  that  the  machine  shoidd 
have  at  least  ten  revolving  plates.  While  a  radiograph  can  be  ob- 
tained with  a  six-plate  machine,  these  small  machines  are  not  practi- 
cable. With  a  twelve-plate  static  machine  very  good  x-ray  pictures 
can  be  made.  The  time  of  exposure  is  not  very  long,  and,  on  the 
whole,  if  the  operator  has  only  this  piece  of  apparatus  in  the  office 
he  will  be  able  to  radiograph  every  skeletal  bone  in  the  body  except 
the  head  and  hips.  For  the  latter  regions  of  the  body  the  time  of 
exposure  with  the  static  machine  becomes  too  lengthy.  The  risk  of  a 
dermatitis  in  such  a  long  exposure  is  very  great.  However,  even  the 
hips  and  head  can  be  radiographed  if  the  subject  is  not  too  fleshy. 
Young  subjects  admit  easy  penetration  of  the  x-rays. 

It  is  not  our  object  here  to  describe  the  entire  construction  of 
a  static  electric  machine,  but  to  dwell  upon  a  few  points  in  its 
make-up  may  not  be  amiss.  A  static  machine,  while  not  a  very 
delicately  constituted  piece  of  apparatus,  requires  some  care  and  at- 
tention on  the  part  of  the  operator.  A  machine  that  is  well  con- 
structed and  has  good  insulations  on  the  metal  parts  should  do  good 
work,  if  the  machine  is  properly  cared  for.  It  is  necessary  to  keep 
the  machine  in  a  dry  room  where  a  certain  amount  of  simshine  en- 
ters. The  exposed  brass  parts  should  be  kept  free  from  dust  and  the 
axle  properly  oiled.  All  static  machines,  no  matter  what  their  con- 
struction, require  some  means  whereby  the  interior  is  kept  dry.  I 
have  discarded  entirely  the  use  of  calcium  chloride  for  this  purpose 
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and  use  iDsteaJ  the  nnplacked  lime.  Lime  will  not  alone  keep  the  in< 
terior  of  the  machine  dry,  prevent  it  from  becoming  discharged,  bnt 
will  do  away  with  all  of  the  unpleasant  odors  that  we  find  when  the 
case  of  a  static  machine  is  opened.  A  machine  with  lime  in  it  can 
be  opened  at  any  time  and  only  a  very  slight  odor  of  nitrous  oxide 
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gas  will  be  encountered.  Nor  do  the  metal  parts  of  the  machine 
tarnish  so  readily  as  is  the  case  when  calcium  chloride  is  used  to  dry 
the  machine.  The  lime  should  be  about  fifty  pounds  in  weight,  in 
large  bricks  (unslacked).  After  a  time  the  lime  slacks  in  the  ma- 
chine, and  in  doing  so  it  becomes  a  powder.     When  the  lime  is  in 
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powder  it  is  of  no  further  use  for  such  purpose.  This  powder  must 
not  be  allowed  to  fly  about  in  the  case  and  settle  on  the  plates'.  The 
bricks  of  unslacked  lime  should  be  put  in  a  box  made  of  slats  and 
covered  with  gauze  or  linen  to  prevent  the  powder  from  flying  oflE. 
Every  six  or  eight  weeks  the  lime  is  changed  and  a  new  supply  put  in. 
In  order  that  the  machine  should  keep  the  charge  it  is  necessary  to 
have  it  run  every  day.  If  not  in  use,  allowing  the  machine  to  run 
from  five  to  ten  minutes  morning  and  evening  with  the  sliding  rods 
fully  apart  will  prevent  the  machine  from  discharging.  With  these 
little  attentions  the  static  machine  can  be  made  very  serviceable  and 
kept  in  readiness  for  use  at  any  moment.  When  the  weather  is  dry 
the  machine  should  be  aired  for  a  few  minutes  each  day.  Start  the 
machine  off  fully  charged,  and  while  running  take  off  the  most  con- 
venient side  door  and  allow  the  air  to  enter  for  three  or  four  min- 
utes. This  airing  will  materially  improve  the  capacity  of  the  ma- 
chine. Under  no  condition,  however,  should  the  interior  of  the  ma- 
chine be  aired  in  wet  weather  or  during  hot  summer  days  when  the 
humidity  is  great.  A  good  motor  to  run  the  machine  is  a  prime 
requisite  in  the  use  of  a  static  machine,  and  nothing  can  equal  a 
good  electric  motor.  While  any  motive  power  will  do  the  work,  yet 
nothing  is  so  handy  for  a  physician  as  an  electric  motor.  Gas  and 
gasoline  engines  require  much  attention,  and  so  does  a  water  motor. 
Of  course,  if  electricity  is  not  available  a  gas  engine  will  probably  be 
the  least  troublesome  motive  power.  To  run  a  static  machine  success- 
fully by  hand  is  out  of  the  question.  With  these  few  precautions  a 
thoroughly  constructed  static  machine  will  do  good  work. 

Induction  Coil. — An  induction  coil  for  this  purpose  is  an  ap- 
paratus for  the  transformation  of  an  electric  current  of  low  voltage 
and  high  amperage  to  one  of  low  amperage  and  high  voltage.  In 
order  to  excite  an  x-ray  tube  it  is  necessary  to  have  a  current  of  elec- 
tricity of  very  high  tension  and  low  amperage.  In  a  static  machine 
we  have  just  such  a  current.  The  current  there  is  of  tremendous 
voltage,  but  exceedingly  low  amperage.  In  obedience  to  certain 
definite  electric  laws,  the  induction  coil  converts  the  ordinary  com- 
mercial current  used  for  power  and  lighting  purposes  into  a  current 
of  high  tension  or  "voltage.^'  This  transformation  occurs  under  the 
following  conditions:  If  we  take  a  coil  of  wire  attached  to  a  gal- 
vanometer, we  will  notice  that  a  momentary  current  will  be  induced 
in  the  coil  when  a  magnet  is  brought  near  it,  although  the  magnet 
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does  aot  touch  the  wire.  When  the  magnet  is  remoTed  another  mo- 
mentary current  is  produced;  bat  this  time  the  electricity  flows  is  an 
opposite  direction.  It  ia  on  this  lav  of  induction  in  electricitj  thit 
the  construction  of  an  induction  coil  is  based.  An  induction  coil  con- 
eists  of  a  so-caUed  primary  core  and  a  secondary  winding.  The 
primary  core  represents  the  magnet  and  the  secondary  winding  the 
coil  of  wire  previously  mentioned.  When  electricity  is  allowed  to 
flow  into  the  primary  core  it  becomes  a  magnet.     The  instant  the  cir- 
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cnit  ia  opened,  a  current  of  electricity  develops  in  the  secondary  wind- 
ing by  induction,  the  current  flowing  in  a  certain  direction.  This 
phenomena  of  induction  repeats  itsel?  when  the  current  flowing 
through  the  primary  is  stopped,  or,  technically  speaking,  the  drciiit  is 
"closed."  This  opening  and  closing  of  the  flow  of  electric!^  in  the 
primary  of  an  induction  coil  is  called  the  "making"  and  "breaking"  of 
the  current.  The  current  developed  in  the  secondary  winding  of  an  in- 
dnction  coil  is  what  is  utilized  in  the  production  of  the  Boentgen  rays, 
for  the  Boentgen  rays  can  only  be  produced  by  an  electric  current  of 
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high  potential  and  low  amperage.  As  this  particular  kind  of  car- 
rent  onl;  develops  in  the  secondary  winding  of  an  induction  coil,  at 
the  instant  of  the  "make  and  break"  of  the  current  flowing  through 
the  primary  core,  it  is  eBsential  to  provide  for  the  "making"  and 
"breaking"  of  the  current.  This  is  provided  for  by  that  portion  of 
the  induction  coll  outfit  called  the  interrupter. 


Kg.  1B3.— Eleotrolytic  Interrupt* 


Intermpter. — There  have  been  many  devices  advanced  for 
"making"  and  "breaking"  of  the  current  that  enters  the  primary 
coil,  but  the  most  successful  of  these  devices  ia  the  electrolytic  in- 
terrupter of  Wehcelt  or  some  modification  of  the  same.  The  inter- 
rupter consists  of  a  glaes  jar  in  which  is  suspended  a  plate  of  car- 
bon of  a  definite  device.  A  platinum  wire,  also  of  a  definite  device, 
is  80  suspended  that  it  keeps  a  certain  distance  from  the  carbon  plate. 
This  distance  can  be  varied  by  means  of  a  screw.  The  glass  is  filled 
with  a  sulphuric  acid  solution — enough  in  quanti^  to  immerse  the 
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carbon  piste  and  the  platinum  wire.  The  electricify  that  is  allowed 
to  flow  into  the  interrupter  decomposes  the  water,  and  the  liberated 
gases  around  the  platinum  point  bieak  the  circuit,  thus  intennpting 
the  current,  the  non-conducting  material  being  the  liberated  gases. 
These  gases,  being  lighter  than  water,  rise  to  the  surface  and  luiits 
again  to  form  water.  The  gases  having  left  the  platinum  point,  the 
circuit  is  again  closed,  the  electricity  once  more  flows,  and  the  phe- 
nomenon repeats  itself  indefinitely,  the  interruptions  occurring  wiUi 
great  rapidity,  several  thousand  times  per  minute.     The  intermpter 
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is  a  very  important  part  of  the  x-ray  outfit,  and  no  time  and  labor 
should  be  spared  in  malting  it  as  perfect  an  instrument  as  possible. 
The  platinum  point  in  an  interrupter  after  a  while  will  wear  out,  and 
must  be  replaced. 

Flnoroscope. — The  fluoroscope  is  a  convenient  device  for  holding 
the  substances  which  iluoresce  when  they  are  brought  into  the  vicin- 
ity of  a  Crookes  tube  in  action.  It  is  a  box  of  atereopticon  shape, 
the  opening  at  one  end  being  just  large  enough  to  fit  over  both  eyes 
of  the  observer,  and  made  to  exclude  all  outside  light.  The  best 
fiuorescent  material  for  practical  purposes  is  the  platinocyanide  of 
barium.  These  crystals  are  spread  over  a  cardboard  in  a  very  thin 
layer,  which  is  fastened  to  the  large  end  of  the  fluoroscope.     The 
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fluoroscope  then  becomes  a  dark  box^  and  when  in  use  should  not  ad- 
mit any  extraneous  light.  When  the  fluoroscope  is  brought  into  the 
vicinity  of  an  active  x-ray  tube  fluorescence  is  excited  in  the  crystals 
of  the  platinocyanide  of  barium,  and  objects,  opaque  to  x-rays,  when 
placed  between  the  screen  and  tube,  throw  a  shadow  on  the  fluoro- 
scopic screen.  These  shadows  are  what  we  see.  We  do  not  see  the 
so-called  x-rays,  but  the  shadows  on  the  fluoroscopic  screen.  When 
the  hand  is  placed  in  front  of  the  screen  the  bones  become  visible  be- 
cause the  x-rays  do  not  penetrate  the  osseous  structures  as  readily 
as  the  soft  tissues,  and,  hence,  the  crystals  of  the  fluorescent  sub- 
stance at  these  regions  receiving  less  x-rays,  they  fluoresce  to  a 
slighter  degree,  and  this  difference  of  fluorescence  of  the  crystals  pro- 
duces the  effect  of  a  shadow.  It  is  this  shadow  that  we  see.  We  do 
not  see  the  bone  actually,  but  the  shadow  of  the  bone.  It  is  of  im- 
portance to  bear  this  in  mind,  because  seeing  only  a  shadow  means 
that  we  only  see  a  surface  of  an  object  in  a  single  plane,  and  if 
we  wish  to  get  an  idea  of  the  entire  object  we  shall  have  to  look  at 
the  object  from  different  angles,  so  as  to  see  the  shadows  of  the  differ- 
ent planes.  The  fluoroscope  is  of  great  practical  utility  in  surgery 
and  medicine.  Foreign  bodies  in  the  various  cavities  of  the  body, 
as  well  as  in  the  tissues,  and  bullets  in  any  part  of  the  human  body 
can  be  seen  and  located  with  the  fluoroscope.  In  fractures  and  dis- 
locations, as  well  as  bone  diseases,  the  fluoroscope  will  afford  much 
information,  but  not  as  much  as  the  photographic  plate.  In  diseases 
of  the  chest,  however,  the  fluoroscope  finds  great  usefulness,  because 
the  various  organs  here  can  be  seen  in  their  natural  position  and  mo- 
tion. It  certainly  cannot  be  of  trifling  interest  to  be  able  to  see  a 
heart  in  action;  the  rhythmic  contraction  of  the  diaphragm;  the  up 
and  down  motion  of  the  liver,  spleen,  and  kidneys;  the  shadow  of  the 
mediastinum,  etc. 

Radiog^phio  Plate. — In  radiography  the  ordinary  photographic 
plate  is  used,  although  manufacturers  are  putting  up  special  plates 
for  x-ray  work.  These  x-ray  plates  differ  very  little  from  photo- 
graphic plates.  With  ordinary  plates  used  in  a  camera  very  good 
x-ray  negatives  can  be  obtained.  A  photographic  plate  is  a  piece  of 
glass  coated  with  a  solution  of  silver  bromide  and  gelatin.  When  a 
solution  of  silver  bromide  is  exposed  to  sun  or  artificial  light,  the 
solution  becomes  decomposed  into  the  subbromide  of  silver.  Ex- 
pressed chemically,  the  AgBr  is  changed  to  AgjBr.     The  same  chemie 
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change  occurs  on  the  gelatio-coiited  plate.  A  plate  on  which  these 
chemic  changes  have  taken  place  does  not  show  anything  visible,  bat 
when  the  plate  is  subjected  to  another  chemic  called  "a  developer"  the 
suhbromide  is  converted  into  metallic  silver.  At  this  stage  the  plate 
is  immersed  in  a  "fixing  bath,"  which  dissolves  off  the  silver  bromide 
that  was  unaffected  by  the  light.  It  thus  fixes  the  plate  and  makes 
it  permanent.  The  plate,  or  "negative,"  as  it  is  now  called,  is  of  a 
brown  or  black  color,  whereas  before  the  development  the  plate 
looked  white.  As  the  bromide  on  the  plate  is  so  sensitive  to  all  kinds 
of  light,  except  the  ruby  light,  it  stands  to  reason  that  it  must  be  pro- 
tected from  light  during  development  and  fixing,  and  all  manipula- 
tions must  be  done  either  in  the  dark  or  by  a  ruby  light.  In  pho- 
tography the  plate  is  exposed  in  the  camera,  but  in  radiography  no 
camera  is  necessary,  because  the  x-ray  light  that  is  to  bring  about  the 
chemic  changes  on  the  plate  can  penetrate  dark  paper,  for  example, 
which  is  impervious  to  ordinary  light.  Photographic  plates  come  in 
various  sizes,  but  the  most  convenient  sizes  for  radiography  are  the 
following:  5  by  7,  8  by  10,  10  by  12,  11  by  14,  and,  on  rare  occasions, 
14  by  17.  In  ordinary  plates  for  x-ray  work  the  envelopes  should  not 
be  forgotten,  as  the  envelopes  take  the  place  of  the  dark  piate-holder 
of  the  camera.  It  is  of  importance  to  remember  that  the  x-ray 
plates  should  not  be  kept  in  the  same  room  where  x-ray  work  is  be- 
ing done,  as  the  plates  would  necessarily  become  fogged.  It  is  best 
to  keep  the  sensitive  plates  in  a  tin  box,  which  is  more  or  less  im- 
pervious to  the  x-rays.  When  the  plates  are  to  be  used  fhey  should 
be  taken  into  the  dark  room  and  put  into  the  envelopes  in  such  a 
way  that  the  film  side  of  the  plate  should  be  next  to  the  smooth  side 
of  the  envelope.  In  this  way  one  always  knows  where  to  find  the 
film  side  of  the  plate.  While  it  is  not  absolutely  necessary  to  have 
the  film  side  of  the  plate  toward  the  part  to  be  radiographed,  yet  we 
will  get  a  better  picture  if  this  precaution  is  taken.  In  removing 
the  plates  from  their  original  box  to  be  placed  in  the  envelopes  great 
care  should  be  exercised  not  to  expose  them  to  light.  The  whole  pro- 
cedure can  be  accomplished  in  a  dark  closet  without  the  use  of  any 
light,  altliough  it  is  perfectly  safe  to  expose  them  to  the  ruby  lamp- 
light. The  film  side  of  the  plate  should  not  be  handled  with  the 
fingers,  as  the  moisture  and  heat  of  the  hand  will  affect  the  film  un- 
favorably, and  when  the  plate  is  developed  it  will  show  spots  from 
careless  handling  of  the  film.     While  certain  manufacturers  are  put- 
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ting  up  x-ray  plates  which  are  ready  for  use,  it  ia  better  for  the 
operator  to  attend  to  these  details  himself,  because  in  this  manner 


Fig.  156.— X-ray  Stand  with  Tube  and  P1at«  Holder. 

only  can  he  have  control  of  those  fine  details  of  the  work  so  essential 
to  successful  radiography. 
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Stand. — A  stand  is  an  arrangement  for  holding  the  x-ray  tube 
while  in  action.  As  it  is  necessary  to  place  the  tube  in  various  posi- 
tions at  different  times,  it  is  essential  that  the  stand  shall  admit  yari- 
ations  in  its  handle  to  accommodate  the  tube.  There  are  now  on  the 
market  many  very  excellent  stands.  A  good  stand  must  be  stable;  it 
should  have  a  handle  of  wood  or  some  other  nonconducting  material; 
it  should  admit  various  positions,  and  have  some  simple  device  for  ob- 
taining these  various  positions.  Too  complicated  a  device  is  tire- 
some and  impracticable.  The  simplest  device  is  the  best.  It  should 
also  have  some  arrangement  for  holding  up  the  attaching  cords,  as 
they  are  necessarily  heavy  if  properly  insulated.  The  base  of  the 
stand  should  be  heavy  so  as  to  be  stable.  When  tube  and  plate  are 
once  placed  in  position  there  should  be  no  further  motion  of  the  tube, 
as  the  focus  would  be  disturbed.  Therefore  the  various  screws  on  the 
stand  should  be  well  set. 

Trays. — The  trays  are  used  for  the  developing  solutions.     For 
each  set  two  trays  are  necessary.     One  is  for  the  "developer*'  and  the 
other  is  for  the  "hypo"  solution,  also  called  "fixing*'  solution.     The 
various  sizes  of  the  trays  should  correspond  to  the  sizes  of  the  plates. 
The  three  most  convenient  sizes  for  practical  radiography  are  5  by  7, 
8  by  10,  and  10  by  12.     Hard-rubber  trays  will  serve  the  purpose 
well.     It  is  best  to  keep  one  tray  for  the  same  solution.     The  "fixing" 
solution  should  always  have  the  same  tray.     When  the  trays  are  not 
in  use  they  should  be  kept  clean  and  dry. 

Lamp. — As  the  photographic  plate  is  sensitive  to  all  kinds  of 
light  except  the  "red''  light,  it  is  necessary  to  work  only  with  red  light 
during  the  development  of  the  plates.  For  this  purpose  an  oil  lamp 
is  provided,  the  sides  of  which  consist  of  red  glass.  These  ruby  lamps, 
so  called,  are  made  in  various  sizes,  but  the  smaller  sizes  are  not  prac- 
ticable. For  x-ray  work  a  fairly  bright  light  is  permissible.  The 
x-ray  plate  is  not  apt  to  fog  so  readily  as  an  ordinarily  exposed  plate. 
Electric  lamps  with  red  bulbs  are  very  practicable  devices  for  ob- 
taining red  light,  but  ordinary  incandescent  lamp  bulbs  are  apt  to  be 
too  light.  However,  with  a  little  ingenuity  these  electric  bulbs  can 
be  toned  down  to  the  desired  brilliancy. 

Tube. — An  x-ray,  or  Crookes,  tube  is  a  glass  bulb,  globular  in 
shape,  the  air  in  which  has  been  exhausted.  It  is  a  vacuum  tube, 
the  pressure  in  the  tube  having  been  reduced  to  one  one-raiUionth  of 
an  atmospheric  pressure,  or  thereabouts.    The  manufacturer  finds  it 
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very  diflBcult  to  gauge  the  intratubal  pressure,  hence  results  the  great 
variability  of  the  vacuum  of  the  tube.  Then,  again,  one  tube  may  be 
exhausted  to  the  same  extent  as  the  next  one,  and  yet  these  two  tubes 
will  behave  differently  when  they  are  used  for  some  time.  The  rare- 
fied air  in  the  tube  becomes  radiant  when  electricity  is  allowed  to 
flow  into  this  relative  vacuum.  In  fact,  this  phenomenon  of  fluores- 
cence of  a  vacuum  tube  led  up  to  the  final  discovery  of  the  so-called 
x-rays,  by  Wilhelm  Conrad  Koentgen  in  1895.  To  obtain  a  good 
x-ray  tube,  with  proper  vacuum,  is  no  easy  matter.  The  manufac- 
turer may  follow  identical  steps  in  the  preparation  of  his  tubes,  and 
yet  some  of  the  tubes  will  turn  out  well,  while  others  will  not.  It  is 
the  degree  of  proper  vacuum  that  is  difficult  to  obtain.  The  reason 
for  the  great  variability  of  the  vacuum  in  various  tubes  is  not  under- 


Fig.  156. — Roentgen  Ray  Tube  with  Light  Anode,  for  Static  Machine. 

stood  fully.  Then,  again,  a  tube  may  be  of  a  proper  vacuum  at  one 
time,  and  the  next  time  it  is  to  be  used  the  vacuum  will  have  risen  so 
high  that  the  most  powerful  coil  will  not  be  able  to  light  it  up.  A 
tube  whose  vacuum  has  become  high  will  become  reduced  if  allowed 
to  rest  for  a  variable  period  of  time.  These  are  interesting  phe- 
nomena about  x-ray  tubes,  but  they  add  to  the  difficulties  and  the 
problems  of  radiography.  It  means  that  before  each  exposure  the 
lube  has  to  be  tested  and  its  vacuum  adjusted  if  success  is  to  be  at- 
tained. 

Into  the  glass  bulb  of  a  Crookes  tube  are  fused  two  electrodes — 
usually  one  at  each  end.  One  electrode  is  called  the  cathode  and  the 
other  the  anode.  The  cathode  is  made  of  aluminum  and  its  inner  end 
is  made  into  the  shape  of  a  cup.  The  purpose  of  this  concavity  in 
the  cathode  is  to  bring  to  a  focus  the  cathode  rays  emanating  from  it, 
it  having  been  discovered  that  the  cathode  rays  obey  the  laws  of  re- 
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flection.  The  anode  is  made  of  platinum,  as  other  metals  would 
easily  melt  under  the  tremendous  heat  to  which  this  part  of  the  tube 
is  subjected  during  the  time  the  tube  is  in  action.  The  heat  evolved 
at  this  point  in  the  tube  is  so  great  that  even  small  pieces  of  plati- 
num melt  under  it  as  easily  as  lead.  It  is  therefore  necessary  that 
the  anode  should  contain  a  considerable  quantity  of  platinum.  Id 
tubes  intended  for  the  static  machine  alone  a  very  thin  anode  will 
answer  the  purpose;  but  in  tubes  that  are  to  be  excited  by  a  coil  the 
anode  should  be  extra  heavy,  particularly  if  the  coil  is  one  of  con- 
siderable electric  capacity. 

In  a  Crookes  tube  that  has  been  properly  standardized  as  to  the 
vacuum  a  certain  quantity  of  electric  energy  will  be  necessary  for 
excitation.     After  a  while  the  tube  will  require    more    and   more 
electric  voltage  to  produce  a  proper  degree  of  radiance.      While  in 
the  one  case  the  tube  will  back  up  a  3-inch  spark  gap,  in  another 
case  it  may  back  up  an  8-inch  spark  gap.     By  *T)acking  up  a  spark 
gap*^  is  meant  that  the  resistance  to  the  flow  of  electricity  in  the  tube 
is  greater  than  the  resistance  of  3  inches  or  8  inches  of  air.     Air,  as 
is  well  known,  offers  considerable  resistance  to  the  flow  of  electricity. 
Now,  3  inches  of  air-space  between  the  negative  and  postive  electrodes 
of  an  electric  circuit  will  offer  a  certain  amount  of  resistance.     If  the 
resistance  in  the  tube  is  less  than  that  of  3  inches  of  air,  the  electric 
current,   always   taking   the   shortest   route,   will   necessarily    flow 
through  the  tube,  but  as  the  resistance  in  the  tube  rises  and  be- 
comes greater  than  that  of  the  air  the  circuit  will  be  through  the  air. 
An  x-ray  tube  in  action  that  backs  up  a  spark  gap  of  3  inches  is 
spoken  of  as  a  'low^'  tube.    When  the  tube  begins  to  back  up  5  or  6 
inches  of  spark  gap  it  is  spoken  of  as  a  "high'*  tube.     In  the  first 
instance  the  vacuimi  is  low;  in  the  last  it  is  high.     In  an  x-ray  tube 
it  is  necessary  to  have  a  certain  amount  of  matter  remain  in  the  tube, 
as  a  perfect  vacuum  would  defeat  the  object  in  view.     The  quantity 
of  matter  that  remains  in  the  tube  after  exhaustion  determines  the 
degree  of  vacuum  of  that  particular  tube.     This  quantity  of  matter, 
however,  changes  with  each  use  of  the  tube,  and,  the  more  the  anode 
of  the  tube  is  heated,  the  greater  the  resulting  change  in  the  vacuum 
of  the  tube.     After  much  use  the  vacuum  of  a  tube  becomes  so  high 
that  no  amount  of  current  can  excite  the  tube,  as  the  resistance  in 
the  tube  becomes  too  great.     The  current  does  not  enter,  but  sparks 
across  on  the  outside  of  the  tube. 
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In  view  of  the  fact  that  the  vacuum  in  the  tube  is  so  variable,  it 
becomes  necessary  to  have  some  practical  provision  made  whereby 
this  vacuimi  can  be  regulated  at  will.  It  has  been  found  that  by  in- 
troducing matter  into  a  tube  in  a  vapor  form  the  vacuum  can  be  regu- 
lated at  will.  This  is  accomplished  in  two  ways.  During  the  manu- 
facture of  the  x-ray  tube  a  separate  compartment  is  provided  for, 
which  communicates  with  the  large  bulb  of  the  tube;  in  this  com- 
partment are  fused  a  small  anode  and  a  cathode.  On  the  cathode 
a  plate  of  selenite  is  placed,  or  else  some  potassium  hydrate  of  phos- 
phorus. When  the  vacuum  in  the  tube  proper  becomes  too  high,  a 
current  of  electricity  is  allowed  to  pass  through  the  auxiliary  tube 
for  one  or  two  seconds  only;  the  potassium  hydrate,  or  any  other  sub- 
stance that  may  have  been  introduced  into  the  auxiliary  tube,  be- 


Fig.  157. — ^Roentgen  Ray  Tube  with  Heavy  Platinum  Anode,  for  Coils. 


comes  vaporized  and  the  vapor  passes  into  the  main  bulb  of  the  x-ray 
tube,  thus  lowering  its  vacuum.  Gundelach  utilized  the  principle  of 
osmosis  in  the  lowering  of  the  vacuum  in  the  tube.  He  fuses  a 
wire  of  palladium  into  the  tube,  the  wire  projecting  outside  of  the 
glass.  When  the  projecting  wire  is  heated  with  an  alcohol  lamp,  the 
hydrogen  of  the  flame  diffuses  into  the  tube,  or  perhaps  air  is  forced 
through  the  heated  matter,  thus  lowering  the  vacuum  of  the  tube. 
Still  another  method  of  lowering  the  vacuum  of  the  tube  consists 
in  subjecting  the  tube  to  heat.  The  heating  of  the  tube  displaces 
the  air  resting  against  the  sides  of  the  tube,  thus  raising  the  pres- 
sure in  the  tube.  Tubes  excited  by  the  induction  coil,  however, 
must  be  lowered  by  more  energetic  means  than  heating.  Matter  in  a 
gaseous  state  must  be  introduced  to  lower  the  tube  sufficiently. 
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To  prevent  the  overheating  of  the  platiDum  on  the  anode,  vari-  1 
t  deviceB  have  come  into  use  to  cool  this  part  of  the  tube.  The 
moet  Buccessfiil  of  theae  devices  are  the  so-called  "water  cooling 
tubes."  Water  is  made  to  circulate  about  the  anode  to  abstract  the 
heat  from  it.  In  this  way  the  anode  may  withstand  a  very  pow- 
erful current  for  a  few  minutes'  time.  Under  ordinary  conditions 
an  anode  excited  by  a  powerful  induction  coll  will  become  red  hot 
in  a  minute  or  two,  rarely  requiring  three  minutes.  With  a  water- 
cooling  arrangement  the  excessive  heating  of  the  anode  may  be 
delayed  a  minute  or  two.  When  it  is  considered,  however,  that  it 
is  really  unnecessary  to  have  an  x-ray  tube  in  action  for  more  than 
one  or  two  minutes  at  a  time,  it  will  be  seen  that  tubes  which  will 
stand  so  muclj  stress  are  rarely  neeeeaary.  In  radiography  it  is  seldom 
necessarj'  to  liave  an  espoeure  of  more  than  two  minutes  at  a  time, 
even  for  stout  persons.  A  hip  can  be  taken  in  two  minutes'  time  if 
the  apparatus  and  tube  are  in  good  order.  With  an  apparatus  not  so 
efficient  longer  exposure  will  be  necessary,  but  under  these  cooditiooa 
the  tube  can  be  allowed  to  cool  for  a  few  minutes,  the  patient  in  the 
meantime  remaining  quiet.  When  the  tube  has  cooled  off,  the  current 
can  be  turned  on  again  and  the  exposure  completed. 

In  referring  to  the  vacuum,  tubes  are  spoken  of  as  being 
"hard"  or  "soft."  These  terms  are  not  so  well  chosen  aa  "high"  and 
"low,"  because  it  is  the  degree  of  vacuum  that  is  being  referred  to. 
Nevertheless,  when  the  vacuum  in  a  tube  becomes  high  it  is  said  that 
the  tube  has  become  "hard."  When  a  tube  has  become  high  it  ib  ia 
some  danger  of  being  punctured,  A  punctured  tube  at  once  ceases 
to  functionate,  and,  instead  of  the  usual  radiance  seen  in  a  well- 
working  tube,  a  violet  light  appears  between  the  cathode  and  anode; 
and  if  the  puncture  is  a  large  one,  even  a  spark  will  he  seen  in  the 
tube.  Such  a  tube  can  be  repaired  by  sealing  up  the  puncture  in  the 
glass  and  re-exhausting  the  tube.  Tubes  thus  repaired  may  never 
again  become  as  useful  as  they  were  before,  although  it  is  frequently 
the  case  that  a  repaired  tube  will  turn  out  better  than  when  it  was 
new. 

In  measuring  the  degree  of  vacuum  of  a  tube  wo  have  recourse 
to  the  spark  gap  that  the  tube  backs  np,  the  intensity  of  the  radiance 
in  the  tube,  the  noise  of  the  interrupter,  and  the  general  harmony 
in  the  working  of  the  apparatus.  These  all  inform  the  operator  that 
everything  is  working  well.     Recourse,  however,  must  be  had,  even 
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by  the  expert,  to  the  fluoroscope  in  finding  out  the  degree  of  vacuum 
of  that  particular  tube^  at  that  particular  time.  The  hand  is  a  good 
skiameter  after  all.  In  the  hand  there  are  bones  of  various  densities, 
and  by  examining  these  various  regions  of  the  hand  the  degree  of 
the  vacuum  of  the  tube  can  soon  be  learned.  This  procedure,  while 
eminently  practical,  and  certainly  very  efficient,  is  not  without  consid- 
erable danger  to  the  operator.  An  x-ray  hand  is  apt  to  be  the  reward 
of  the  too  zealous  inquirer.  If  one  does  much  x-ray  work  this  method 
of  estimating  the  vacuum  of  the  tube  should  not  be  chosen,  as  der- 
matitis of  a  more  or  less  serious  nature  is  sure  to  follow.  Under 
these  conditions,  a  skiameter  is  to  be  substituted  for  the  hand,  and, 
the  sooner  the  operator  learns  the  use  of  the  instrument,  the  bet- 
ter for  his  hands.  There  are  a  number  of  skiameters  on  the  mar- 
ket. They  are  all  based  upon  the  same  principle :  that  of  interposing 
between  the  tube  and  fluoroscope  some  material  which  obstructs  the 
rays.  Small  squares  of  tinfoil,  or  other  suitable  materials,  are  ar- 
ranged in  a  circle.  All  the  squares  are  numbered.  By  looking  at 
the  skiameter  with  the  fluoroscope  one  can  express  the  particular  de- 
gree of  the  vacuum  of  the  tube  by  the  number  on  the  square  that  ap- 
pears opaque  to  the  light  of  that  particular  tube.  An  ingenious  de- 
vice for  measuring  the  degree  of  vacuum  was  devised  by  Dr.  Carl 
Beck,  which  he  calls  an  osteoscope.  Instead  of  using  the  living  hand 
the  doctor  uses  the  hand  and  forearm  of  a  skeleton.  He  says:  "The 
bones  of  the  forearm  and  hand  are  fastened  to  a  sheet  of  pasteboard, 
or  similar  translucent  material.  By  being  inserted  in  the  frame  of  a 
fluorescent  screen,  it  can  be  moved  to  and  fro,  so  that  the  phalanges, 
the  carpus,  or  elbow  can  be  studied.^'  He  says  further:  "If  a  tube 
shows  the  bones  of  the  osteoscope  light  gray  and  translucent,  it  is  of 
excessive  hardness;  the  contrast  is  insignificant,  and  therefore  useless 
for  Eoentgen  examination." 

Nature  of  the  Boentg^n  Ray. — When  an  x-ray  tube  is  in  action 
certain  phenomena  are  observed.  If  a  low  tube  is  the  subject  of 
observation,  a  stream  of  violet  light  is  seen  passing  from  the  cathode 
to  the  anode.  These  rays  have  been  termed  cathode  rays.  The 
cathode  rays  are  supposed  to  consist  of  particles  of  matter  in  the 
tube,  and,  as  these  particles  of  matter  are  in  a  state  of  extreme  atten- 
uation, they  have  plenty  of  room  to  move  about,  and  travel  with 
great  velocity.  As  the  tube  gets  higher,  the  particles  of  matter 
have  still  more  room  to  move  about,  and  another  phenomenon  is  ob- 
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servable.     That  part  of  the  glass  bulb  of  the  tube  which  is  in  front 
of  the  anode  begins  to  glow^  and  a  radiance  fills  the  bulb  of  the  tube. 
These  phenomena  have  been  known  to  the  scientific  world  for  many, 
many  years,  but  it  remained  for  Eoentgen  to  discover  that  something 
is  coming  away  from  such  a  tube  which  is  capable  of  causing  fluores- 
cence in  other  substances  outside  of  the  tube.     Not  alone  does  the 
glass  of  which  the  bulb  is  made  fluoresce,  but  substances  like  platino- 
cyanide  of  barium,  spread  on  a  piece  of  cardboard^   also  fluoresce 
when  brought  into  the  vicinity  of  the  tube,  the  phenomena  of  fluores- 
cence extending  three  or  four  feet  away  from  the  tube.     Further- 
more, the  fluorescence  goes  on  whether  the  cardboard  side  is  turned 
toward  the  tube  or  that  side  upon  which  is  spread  the  fluorescent  sub- 
stance.   It  is  evident,  therefore,  that  the  energy  or  matter  that 
comes  away  from  the  Crookes  tube  is  capable  of  penetratipg  card- 
board.    Again,  if  the  tube  is  covered  entirely   with   black  paper, 
which  is  impervious  to  sun  or  artificial  light,  it  will  not  interfere 
with  the  fluorescence  of  platinocyanide  of  barium.     Believing  that 
this  something  is  a  form  of  ray,  Eoentgen  called  it  an  x-ray.     That 
this  ray  is  not  the  cathode  ray  has  been  proven  experimentally. 
Cathode  rays  are  deflected  by  a  magnet,  but  the  x-rays  cannot  be  de- 
flected by  any  known  means.     Roentgen  believes  that  the  x-rays  are 
longitudinal  vibrations  of  ether  of  extremely  small  wave  lengths. 
These  rays  penetrate  paper,  wood,  leather,  glass,  and  even  thin  sheets 
of  tinfoil.     Lead  is  quite  opaque  to  the  x-rays.     The  human  flesh  per- 
mits the  rays  to  pass  readily,  but  the  osseous  structures  throw  a  de- 
cided shadow  on  the  fluoroscopic  screen.    It  is  this  latter  phenom- 
enon of  the  x-ray  that  interests  the  medical  world,  and  has  become 
so  useful  in  the  diagnosis  of  foreign  bodies,  fractures,  dislocations, 
and  various  other  conditions. 

Eoentgen  made  the  observation,  also,  that  sensitized  plates  are 
affected  by  the  x-rays  in  the  same  way  as  by  ordinary  light,  and 
he  discovered,  further,  that  it  is  not  the  fluorescence  that  causes  the 
changes  in  the  plate,  but  the  x-rays  proper.  The  tube  can  be 
wrapped  in  sunproof  paper,  yet  the  photographic  plate  will  be  af- 
fected, even  if  placed  three  or  four  feet  away  from  the  tube.  Plates, 
in  fact,  become  fogged  when  kept  in  the  same  room  where  the 
Eoentgen  tube  is  in  action. 

While  it  is  admitted  that  the  source  of  the  x-rays  are  the  cathode 
rays,  emanating  from  the  negative  or  cathode  pole  of  the  tube,  Boent- 
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gen  maintains  that  the  x-rays  are  developed  at  the  point  where  the 
cathode  rays  impinge  on  the  side  of  the  wall  of  the  tube,  or  on  the 
anticathode;  and,  when  the  particles  of  matter  flying  off  from  the 
cathode  with  extreme  velocity  strike  an  object  in  the  tube,  a  new  ray 
is  produced  which  has  the  peculiar  property  of  penetrating  objects 
opaque  to  ordinary  light.  In  the  original  Crookes  tube  the  x-rays 
were  produced  at  the  point  where  the  cathode  rays  struck  the  glass 
wall  of  the  tube.  It  was  soon  found  that,  if  the  tube  remains  in  ac- 
tion for  some  little  time,  the  glass  at  the  tube  becomes  hot  from  the 
bombardment  of  the  particles  of  the  cathode  ray  against  it.  After 
a  while  the  glass  would  soften,  and  atmospheric  pressure  would 
puncture  the  tube.  As  the  cathode  rays  travel  in  a  straight  line,  the 
anode  of  the  tube  was  later  made  to  be  the  target  for  the  cathode 
rays,  to  spare  the  glass  from  frequent  punctures.  This  latter  device 
was  of  extreme  importance,  because,  whereas  before  the  x-rays  were 
given  off  from  the  entire  tube  wherever  the  tube  was  struck  by  the 
cathode  rays,  now  the  x-rays  emanate  only  from  the  target,  thus 
concentrating  the  rays  materially. 

A  very  important  advance  was  made  by  Mr.  Herbert  Jackson,  of 
England,  in  making  the  x-ray  tube  a  proficient  instrument,  by  plac- 
ing the  anode  in  the  center  of  the  tube  and  making  the  cathode  a 
concave  disk,  instead  of  a  flat  surface.  The  concave  cathode  disk  has 
the  effect  of  bringing  the  cathode  rays  to  a  focus.  In  this  focus  the 
anticathode  (or  anode)  is  placed  at  an  angle  of  nearly  forty-five  de- 
grees. The  anode  is  made  of  platinum  to  withstand  the  tremendous 
heat  which  develops  at  this  point.  The  x-rays  emanate  from  this 
point  in  the  shape  of  a  cone.  Not  the  entire  cone  of  rays  is  of  the 
same  intensity,  for  the  rays  of  greatest  intensity  are  in  the  center 
of  the  cone.  This  cone-shaped  arrangement  of  the  rays  is  responsi- 
ble for  the  fact  that,  in  taking  x-ray  pictures,  if  the  plate  is  brought 
too  near  the  tube  it  will  cause  enlargement  of  the  object  skiagraphed. 
To  avoid  such  a  distortion  it  is  necessary  to  have  the  plate  about 
twenty  inches  from  the  anode  of  the  tube.  At  this  distance  the  rays 
begin  to  be  a  little  more  parallel,  the  angle  of  the  divergence  of  the 
rays  being  now  not  so  great. 

Fluoroscopy. — The  fluoroscope  has  proven  of  great  service  in 
medicine,  from  a  diagnostic  point  of  view.  In  locating  foreign  bodies 
it  is  at  times  superior  in  value  to  the  photographic  plate.  In  locat- 
ing, for  example,  a  foreign  body  in  the  esophagus,  the  fluoroscope 
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cannot  be  equaled  by  the  plate.    In  fact^  in  chest  examinations  tli^ 
instrument  finds  its  greatest  field  of  usefulness.     In  this  region  of  the 
body  the  examination  of  the  various  organs  in  motion  will  yield  con- 
siderable information.    One  must^  of  course^  be  thoroughly  familiir 
with  the  physiologic  fluoroscopic  appearance  of  this  region  of  the  bodj 
before  the  pathologic  appearance  can  be  appreciated.     In  examining 
the  chest  with  the  fluoroscope^  the  clavicle^  the  scapula,  the  ribs^  the 
hearty  the  sternum^  the  vertebrse^  and  the  large  blood-vessels,  all  throv 
their  distinctive  shadows  on  the  screen.    These  shadows  necessarily  vary 
in  their  outline  and  form  according  as  they  are  viewed  from  different 
angles.     A  side  view  will  differ  from  that  in  front  or  back.     These 
shadows  will  also  differ  in  different  individuals.     The  lung  tissue  ad- 
mits a  ready  penetration  of  the  x-rays,  and  any  deviation  from  this 
transparency  points  to  congestion,  infiltration,  or  some  other  path- 
ologic changes  in  the  lung  tissue.     The  fluoroscope  will  find  a  useful 
field  in  the  diagnosis  of  incipient  tuberculosis.     The  position  of  the 
heart  admits  of  being  outlined  with  the  fluoroscope,  and  the  size  of 
the  shadow  will  assist  in  determining  the  degree  of  its  hypertrophy  or 
dilation.     The  extent  of  the  shadow  of  the  aorta  and  large  blood- 
vessels in  this  region  will  determine  the  presence  of  an  aneurism. 
The  fluoroscope  has  been  pressed  into  service  to  locate  gangrenous 
areas  in  the  lung  tissue  with  much  success.    It  is  difficult  to  appreciate 
what  it  means,  both  to  the  patient  and  surgeon,  to  be  able  to  locate 
these  areas  with  precision,  for  it  becomes  a  comparatively  small  matter 
to  drain  an  area  in  the  lung  tissue  if  the  abscess  or  gangrenous  spot  can 
be  located.    On  physical  examination  alone  one  cannot  rely  positively 
for  the  localization  of  these  pathologic  areas.     Neither   palpation, 
percussion,  nor  auscultation  can  be  compared  in  value  to  the  informa- 
tion that  sight  will  give.     True,  with  the  fluoroscope  we  only  see 
a  shadow,  but  location  of  these  shadows  is  all  we  need  to  know. 
Pleuritic  effusions  and  pus  collections  can  be  seen  with  the  fluoro- 
scope with  surprising  clearness.    Foreign  bodies  in  any  part  of  the 
chest  can  be  located,   and   their  extraction  need   not  become   so 
hazardous  an  operation  under  the  guidance  of  the  fluoroscope.     In 
searching  for  foreign  bodies  the  plate  should  also  be  pressed  into 
service.    By  taking  skiagraphs  at  various  angles  the  location  of  the 
foreign  body  can  be  determined  more  accurately.    The  same  is  true 
of  foreign  bodies  in  the  abdominal  cavity.    Foreign  bodies  in  the 
stomach  and  intestines,  such  as  buttons  and  pins  swallowed,  can  be 
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located  with  the  fluoroscope  and  their  progress  through  the  intestines 
watched ;  or,  if  arrested,  their  location  noted,  making  the  extraction 
by  the  surgeon  a  comparatively  simple  matter.  It  is  no  small  com- 
fort for  the  surgeon  to  watch  his  Murphy  button  coursing  through 
the  intestinal  tube. 

Quite  characteristic  is  the  fluoroscopic  picture  of  the  upper  ab- 
dominal region.  The  liver,  spleen,  kidneys,  and  the  pancreas,  in 
part,  give  shadows,  the  form  and  outline  of  which  should  be  studied 
under  physiologic  states.  The  up-and-down  motion  of  these  organs 
with  each  act  of  respiration  is  not  without  interest.  During  path- 
ologic states  these  rhythmic  excursions  of  the  organs  of  this  region 
are  disturbed,  and  we  may  be  assisted  by  the  fluoroscope  in  es- 
tablishing a  diagnosis.  Disease  of  this  region  of  the  body,  a  space 
scarcely  larger  than  the  palm  of  a  hand,  offers  considerable  difficulty 
in  diagnosis,  and  if  the  fluoroscope  and  plate  promise  ever  so  little 
in  clearing  up  a  diagnosis,  it  surely  deserves  recognition  and  skilled 
application. 

The  large  abdominal  blood-vessels  and  lumbar  vertebrae  have  also 
their  distinctive  shadows  on  the  fluorescing  screen,  and  aneurismal 
enlargements  may  thus  be  studied  with  the  fluoroscope.  The  fluoro- 
scope is  of  great  service  in  affections  of  the  joints,  and  here  in  some 
respects  it  will  give  more  valuable  information  than  the  plate  itself, 
because  a  joint  can  be  examined  in  its  various  motions,  particularly 
in  dealing  with  foreign  bodies  in  this  cavity.  In  fractures  and  dis- 
locations in  this  region,  as  well  as  in  others,  the  plate  will  give  more 
accurate  information.  A  fluoroscopic  examination  of  a  fracture, 
while  it  may  give  valuable  information,  will  never  compete  with 
the  information  that  a  plate  offers,  and,  furthermore,  a  plate 
remains  a  permanent  record — a  consideration  of  no  slight  im- 
portance when  treatment  is  to  be  instituted.  If  displacement  of  frag- 
ments exists,  with  a  radiograph  at  hand  their  proper  reposition  is 
greatly  facilitated.  In  fracture  cases  when  the  splints  are  in  posi- 
tion, or  plaster  cast  applied,  the  fluoroscopic  examination  will  show 
the  success  of  the  efforts  at  reposition. 

Before  dismissing  the  subject  of  fluoroscopy  a  note  of  warning 
should  be  given  to  the  operator  not  to  neglect  to  note  the  time  of 
exposure,  lest  he  expose  the  subject  too  long,  and  unintentionally  cause 
a  dermatitis.  By  noting  the  time,  he  is  not  so  apt  to  overexpose  hia 
subject. 
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Skiagraphy. — Our  knowledge  of  bone  injuries  haa  been  im- 
mensely eiilargfd  since  the  discovery  of  the  x-rays,  and  this  can 
readily  be  understood  when  we  consider  the  fact  tliat  to  the  sense 
of  touch  has  been  added  the  sense  of  sight  in  dualing  with  bone  in- 
juries. We  are  a-ble  with  the  aid  of  these  rays  actually  to  see  the 
damage  iuQicted.  Necessarily,  not  alone  the  diagnosis,  but  the 
method  of  treatment,  has  been  vastly  enriched  by  the  z-rays.  A 
property  executed  skiagraph,  taken  at  a  proper  angle,  will  lend  a 
wealth  of  information  about  the  bone  injury.  It  will  show  the  frac- 
ture dearly,  it  wilt  give  precise  information  of  the  position  of  the 
fragments  of  the  displacement,  and  to  what  extent  the  fra^ment^ 
themselves  have  been  damaged.  A  Bimple  fracture  of  a  bone  is  amen- 
able to  treatment,  which  requires  the  observance  of  but  one  essential 
point,  viz:  immobilization.  Not  ao,  however,  with  a  fracture  where 
bone  has  been  crushed,  where  the  fragments  have  become  displaced, 
and  possibly  pieces  of  bone  chipped  off.  Here  immobilization  alone 
will  not  suffice.  Proper  reduction  followed  by  immobilization  is 
necessary.  It  is  in  these  serious  and  complicated  conditions  of  in- 
jury that  the  Roentgen  rays  illumiuate  so  briiliantij  the  pathologic 
iield.  Here  most  complicated  manipulations  will  be  called  for  to 
remedy  the  prevailing  conditions.  Intelligent  and  carofully  executed 
reposition  of  fragments  and  correction  of  displacement  and  deformity 
are  only  possible  under  the  leadership  of  the  Roentgen  rays— a  light 
that  shows  the  heretofore  invisible  and  points  out  the  heretofore  un- 
knowable. In  these  complicated  injuries  the  fluoroscope  should  be 
pressed  into  service,  and  the  examinations  made  in  the  various  planes 
80  as  to  become  acquainted  with  the  entire  field  of  injury.  Only  in 
this  manner  can  a  mental  picture  of  the  entire  injury  be  obtained. 
In  taking  an  x-ray  picture  the  skiagraph  will  only  show  a  shadow  of 
one  plane  of  the  object.  While  some  fractures  will  show  up  well  in 
one  picture  alone  if  the  proper  plane  is  caught,  it  is  not  advisable  to 
rely  upon  one  skiagraph  in  all  cases.  Each  fracture  should  be  ski- 
agraphed  in  at  least  two  planes:  if  possible, one  at  a  right  angle  to  the 
other.  Indeed,  in  some  bone  injuries  it  may  be  necessary  to  skia- 
graph in  three  or  four  different  planes  before  the  proper  estent  of 
the  injury  can  be  elucidated.  In  some  regions,  like  the  shoulder,  for 
example,  it  is  not  possible  to  skiagraph  so  that  one  plane  should  be 
at  right  angle  to  the  other,  because  the  body  will  not  permit  such  a 
position.     Under  these  conditions  an  anterior  and  a  posterior  plane 
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can  be  taken,  or  else  one  picture  taken  at  an  acute  angle.  Indeed,  in 
a  fracture  of  the  surgical  neck  of  the  humerus,  a  picture  taken  at 
an  acute  angle,  with  the  plate  resting  on  the  scapular  region,  and 
the  tube  in  front  of  the  patient  at  an  acute  angle  to  the  plate,  will 
show  markedly  the  usual  displacement  of  the  upper  fragments.  It 
will  show  the  displacement  somewhat  exaggerated,  but  the  picture 
will  give  one  an  excellent  idea  of  how  best  to  reduce  the  displace- 
ment. In  these  complicated  fractures  the  reposition,  if  possible, 
should  be  done  under  the  guidance  of  the  fluoroscope.  Particularly 
is  this  method  of  reposition  to  be  advocated  when  fractures  involve 
structures  that  enter  into  the  formation  of  a  joint.  Displacement  of 
fragments  that  would  be  of  little  significance  in  other  parts  of  the 
body,  and  would  not  cause  impairment  of  function,  when  they  occur 
in  the  joint  may  turn  out  to  be  potent  agents  in  causing  serious  func- 
tional derangement.  The  ingenuity  of  the  operator  will  be  taxed  quite 
frequently  to  determine  what  plane  of  the  fracture  to  depict  on  the 
plate  to  show  up  the  fracture  to  the  best  advantage.  This  can  best  be 
discovered  by  making  a  thorough  fluoroscopic  examination  before  de- 
ciding on  the  plane  for  the  skiagraph.  In  certain  injuries  it  would  be 
impossible  to  do  tliis.  Under  these  conditions  we  must  rely  wholly  on 
the  skiagraph  alone.  For  example,  in  injuries  of  the  hips  a  fluoro- 
scopic examination  can  scarcely  be  carried  out;  in  injuries  of  this 
nature,  a  skiagraph  taken  with  the  patient  lying  on  the  back,  and  a 
second  one  with  the  patient  on  the  abdomen,  will  give  us  all  the  data 
necessary  for  a  diagnosis ;  and  the  study  of  these  two  pictures  will  sug- 
gest other  modifications  in  the  position,  should  such  change  be  neces- 
sary. 

In  severe  and  complicated  fractures  it  is  a  wise  procedure  to  ob- 
tain a  skiagraph  of  the  normal  or  sound  side.  By  doing  this  we  have 
a  plate  of  the  normal  x-ray  appearance,  and  it  will  be  of  excellent  serv- 
ice for  comparison  with  the  injured  or  pathological  side.  Indeed,  in 
medico-legal  cases  this  should  not  be  neglected,  because  in  this  way 
even  the  uninitiated  can  be  made  to  understand  the  difference  be- 
tween the  two  negatives. 

Technique  of  Skiagraphy. — In  taking  a  radiograph,  the  subject, 
the  tube,  and  the  plate  must  be  in  a  certain  relation.  The  part  to 
be  taken  must  rest  against  the  film  side  of  the  plate  and  be  situated 
between  the  plate  and  x-ray  tube.  As  our  source  of  the  light  is  from 
the  anode  of  the  Crookes  tube,  we  should  place  the  anode  parallel  to 
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the  plate,  so  that  the  surface  of  the  latter  fihould  receive  an  equal 
quantity  of  raj's.  The  whole  surface  of  the  plate,  as  it  were,  should 
be  bathed  in  the  rays  coming  from  the  anode.  The  region  that  is 
to  be  the  point  of  particular  search  should  be  opposite  the  center  of 
the  plate,  and  an  imaginary  line  drawn  from  the  center  of  the  anode 
should  pass  through  the  center  of  the  sensitized  plate.  The  dis- 
tajice  of  the  anode  of  the  tube  from  the  plate  should  be  about  20 
inches.  In  this  space  of  20  inches  should  be  placed  the  part  to  be 
exposed.  In  making  a  shadowgraph  of  the  chest  and  abdomen,  the 
distance  of  the  anode  from  the  plate  will  have  to  be  increased,  as  in 
some  subjects  the  diameter  of  these  parts  will  be  almost  20  inches. 
Under  such  conditions  the  tube  should  be  set  about  8  or  10  inches 
from  the  skin  of  the  aubject.  It  is  very  essential  to  make  the  patient 
as  comfortable  as  possible  during  the  exposure,  as  otherwise  the  pa- 
tient will  not  he  able  to  keep  the  part  quiet  long  enough  to  obtain  a 
satisfactory  picture.  Particularly  is  this  the  case  when  x-ray  pic- 
tures are  taken  with  the  static  machine,  for  the  exposures  are  then 
very  much  longer  than  with  the  induction  coil.  The  degree  of  the 
vacuum  of  the  tube  should  be  determined  before  an  x-ray  picture  is 
to  be  made.  If  the  bones  of  the  hand  show  up  partly  black,  the  tube 
is  low  enough  for  radiography.  In  fact,  if  two  or  more  pictures  are 
to  be  taken  with  the  same  tube,  before  each  one  of  the  espoaurea  the 
tube  should  be  tested.  The  tube  being  in  good  condition  and  the  pa- 
tient and  the  plate  in  proper  position,  the  current  is  turned  on  and 
the  proper  exposure  made. 

Time  of  Exposure. — The  length  of  time  required  for  exposure 
in  order  to  obtain  a  good  skiagraph  will  naturally  vary  materially  with 
the  region  to  be  x-rayed,  and  with  the  subject  under  consideration. 
The  shoulder  of  one  aubject  may  require  less  exposure  than  the  elbow 
of  another.  It  is  the  amount  of  tissue,  adipose  or  otherwise,  that 
the  rays  have  to  penetrate  that  must  be  taken  into  consideration. 
The  capacity  of  the  machine  with  which  the  operator  is  working 
must  also  be  recognized.  For  example,  an  induction  coil,  the  primary 
core  of  which  will  take  30  amperes,  with  a  good  working  tube,  will 
generate  a.  volume  of  x-raya  far  above  that  of  another,  say,  with 
only  a  capacity  of  12  ampi-Tes.  The  length  of  time  of  the  exposure 
in  the  latter  case  must  necessarily  be  increased,  in  order  to  get  a 
radiograph  of  the  same  density  and  clearneaa  aa  in  the  first  instance. 
The  vacuum  of  the  tube,  also,  being  such  a  variable  entity,  is  a 
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factor  that  must  be  dealt  with  constantly.  Some  tubes  with  an  in- 
duction coil  of  less  capacity  will  do  better  work  than  another  tube 
of  less  efficiency,  but  attached  to  a  machine  of  a  larger  capacity. 
The  volume  of  current  that  the  tube  can  use  up,  so  to  say,  is  the 
factor  that  determines  the  resulting  richness  of  x-rays.  With  an 
induction  coil  of,  say,  16  amperes'  capacity,  and  a  good  working  tube, 
the  time  of  exposure  of  the  various  regions  of  the  body  should  con- 
form to  the  following  table: — 

Hand    5  to  10  seconds 

Elbow   10  "  15 

Shoulder    30  "  40 

Chest    30  "  40        " 

Neck    10  "  15        " 

Head    00  "  70 

Hip    90  "  120        *' 

Thigh    40  "  60 

Ankle   8  "  10 

Foot    20  "  30        " 

If  a  static  machine  is  used  to  excite  the  tube,  the  length  of  time 
of  exposure  should  be  the  following: — 

Hand   3  to  4  minutes 

Elbow    6  "  7 

Shoulder    10  "  12 

Chest    15  "  20 

Neck  10  "  15 

Thigh   10  •*  12 

Ankle   8  "  10 

Foot    8  "  10 

The  plate,  having  been  properly  exposed,  is  now  ready  for  the 
developing  solution.  It  should  be  at  once  removed,  so  that  no  more 
x-rays  can  reach  it.  It  should  be  protected  from  heat  and  moisture, 
as  well  as  from  strong  lights. 

Foreign  Bodies. — The  location  of  foreign  bodies  by  means  of  the 
x-ray  is  at  times  a  simple  process,  but  at  other  times  it  may  be  ex- 
ceedingly difficult.  Only  those  foreign  bodies  which  cast  a  shadow 
will  admit  of  being  located  by  the  Roentgen  rays.  Foreign  bodies 
swallowed  by  children,  or  accidentally  by  adults,  can  be  located 
fluoroscopically  quite  readily.    Their  removal,  however,  will  not  be  so 
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easy  a  task.  Foreign  bodies  in  the  esophagus  and  other  parts  of  the 
gastro-intestinal  tract  will  show  up  very  readily  with  the  fluoroscope, 
and  their  location  can  be  studied  by  this  means.  As  a  rule,  these 
cases  will  require  specially  constructed  instruments  for  their  removal. 
Under  the  guidance  of  the  x-rays  the  removal  of  foreign  bodies  with 
these  special  instruments  may  readily  be  accomplished.  The  greatest 
difficulty  will  be  encountered  with  foreign  bodies  In  the  larynx, 
trachea,  and  bronchi;  but  even  from  these  locations  the  efforts  at  re- 
moval have  been  crowned  with  success  under  the  x-ray  light.  For- 
eign bodies  arrested  in  the  stomach  and  intestines  will  call  for  surgi- 
cal measures  for  their  removal,  but  even  here  the  fluoroscope  will  give 
the  operator  valuable  data  as  to  the  location  and  position  of  the  of- 
fending body.  Quite  another  problem  arises  with  foreign  bodies  in 
the  tissues,  such  as  in  bullet  wounds  or  those  made  by  other  missiles. 
Here  the  localization  of  the  missile  becomes  an  important  matter. 
Take,  for  example,  a  bullet  that  has  entered  the  arm.  A  skiagraph 
will  show  the  foreign  body  by  means  of  a  shadow.  The  question  now 
is:  what  is  the  exact  location  of  this  body?  Is  it  1  inch,  or  more, 
from  the  surface  ?  Does  it  rest  on  the  bone,  or  is  it  merely  under 
the  skin  ?  There  are  a  great  number  of  inethods  advised  for  localiza- 
tion of  foreign  bodies  in  the  limbs,  but  the  simplest  one  is  the  follow- 
ing: Let  us  imagine  that  we  are  dealing  with  a  bullet  wound  in  the 
thigh.  With  the  fluoroscope  we  determine  the  horizontal  and  ver- 
tical planes  of  the  bullet.  Those  two  planes  are  marked  on  the  skin 
of  the  thigh  with  iodine  or  silver  nitrate.  With  a  piece  of  adhesive 
plat^ter  four  letters  made  of  wire  arc  pasted  on  the  skin  at  the  ends 
of  two  imaginary  lines  passing  through  the  limb  in  the  planes  mapped 
out  previously  with  the  fluoroscope.  We  shall  have  then  the  wire  let- 
tor  .1  anteriorly,  the  lottor  B  posloriorly,  and  C  and  D  to  the  right 
and  loft  of  the  imaginary  lino.  The  limb  is  now  skiagraphed,  and 
the  distance  of  the  shadow  of  the  four  wire  letters  from  the  shadow 
of  the  huUot  on  tho  x-ray  plate  will  indicate  the  position  and  location 
of  tho  f()roi<rn  body  in  the  limb.  This  method  of  localization,  as  a 
rule,  will  <rivo  the  sur<roon  a  good  idea  of  the  location  of  the  bullet, 
and  he  will  avoid  making  unnecessary  incision  in  search  for  the  of- 
fending missile.  In  foreign  bodies  in  the  hand,  such  as  pieces  of  a 
noodle  or  ])in,  the  following  simple  method  of  localization  will,  as  a 
rule,  be  sulUoient :  The  hand  of  the  patient  is  held  against  the  fluoro- 
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scope,  the  operator  fixes  his  eye  on  the  foreign  body,  and  moves  the 
fluoroscope  and  hand  of  the  patient  to  right  and  left  in  front  of  the 
x-ray  tube.  In  doing  this  careful  observation  will  show  that  the 
shadow  farthest  away  from  the  eye  of  the  observer  will  move  more 
rapidly  across  the  fluoroscopic  field.  If  the  palm  of  the  hand  is 
pressed  against  the  fluoroscope,  and  the  needle  is  lodged  between  the 
bone  and  back  of  the  hand,  then  by  gently  moving  the  hand  to  right 
and  left  the  shadow  of  the  needle  will  be  found  moving  across  the 
field  of  vision  with  more  rapidity  than  the  shadow  of  the  bone  in 
front  of  it;  and  vice  versa,  if  the  needle  is  in  front  of  the  bone.  To 
verify  this,  a  very  simple  experiment  will  suffice:  Fasten  a  needle  to 
the  back  of  the  left  hand  with  a  piece  of  adhesive  plaster;  stand  in 
front  of  the  x-ray  tube,  and  press  the  palm  of  the  hand  against  the 
back  of  the  fluoroscope.  It  will  be  seen,  on  moving  the  hand,  that 
the  shadow  of  the  needle  crosses  the  field  of  vision  much  faster  than 
the  shadow  of  the  phalangeal  bones.  Keverse  your  hand,  and  the 
phalangeal  bones  will  travel  across  the  fluoroscope  more  rapidly.  The 
horizontal  plane  is  then  marked  out  with  silver  nitrate  or  iodine. 
Such  data  will  give  much  valuable  information  to  the  surgeon  in  re- 
moving the  foreign  body. 

In  foreign  bodies  in  the  chest  cavity  the  problem  of  localization 
can  be  attacked  in  the  following  way,  utilizing  a  well-known  algebraic 
formula: — 


If  two  linos  are  drawn  lietween  two  parallel  linos  so  as  to  cross  each 
other,  two  triangles  will  be  formed,  the  angles  of  which  are  the  same. 
If  a  line  be  drawn  through  the  angles,  the  parts  of  this  lino  inter- 
cepted by  the  triangles  will  bear  the  same  relation  to  each  other  as 
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the  parallel  lines,  between  which  the  triangles  are  formed.     The 
equation  will  now  be  as  follows : — 


^  12,  tlien  X  = 


I' 


It  ean  readily  be  seen  that,  if  the  value  of  three  lines  are 
known,  the  fourth  can  be  found.  The  three  measurements  necessary 
are  the  lines  a,  b,  and  c;  and  tiieir  value,  by  way  of  illustration,  is 
found  in  the  following  way :  Take  a  large  book,  like  Polk's  directory 
or  the  "United  States  Pbannacopceia";  place  a  coin  in  any  part  of 
the  book;  place  the  book  over  a  sensitive  plate,  and  make  the  ex- 
posure so  that  aji  imaginary  line  drawn  from  the  center  of  the  anode 
of  the  tube  sliould  pass  obiiquely  through  the  book.  The  distance 
of  the  anode  from  the  photographic  plate  in  a  straight  line  should  be 
measured  and  recorded.  Let  us  say  that  this  distance  is  18  inches. 
This  known  quantity  corresponds  to  the  letter  C  in  the  above  draw- 
ing. The  oblique  line  of  rays  from  the  anode,  above  spoken  of,  repre- 
sents the  line  D  in  toe  drawing.  Now  an  exposure  is  made  long 
enough  to  give  a  good  shadow  of  the  coin  on  the  plate.  This  having 
been  completed,  the  book  and  plate  should  retain  their  position  and 
the  tube  be  moved  to  the  other  aide  of  the  plate,  in  the  same  hori- 
zontal position,  so  that  an  imaginary  line  from  the  center  of  the 
anode  should  again  pass  obliquely  through  the  book.  This  line  of 
rays  will  correspond  to  the  line  JH  in  the  drawing.  The  distance  be- 
tween the  first  and  second  positions  of  the  tube  should  now  be 
measured  and  noted.  Say  it  was  10  inches,  this  known  quantity 
gives  us  the  length  of  the  line  a  in  our  drawing.  The  plate  is  again 
exposed  for  a  sufficient  length  of  time.  It  is  very  evident  from  what 
has  been  said  that,  as  a  result  of  these  two  positions  of  the  tube,  the 
rays  will  cross  each  other,  the  same  as  the  two  lines  D  and  E  cross 
each  other  in  the  drawing.  When  the  plate  is  developed  it  will  be 
seen  that  the  coin  has  two  shadows  on  the  plate.     The  distauce  be- 
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tween  these  shadows  on  the  plate  is  now  measured.  Let  us  say  that 
this  distance  is  2  inches.     Our  equation  runs  then  as  follows: — 

The  distance  of  the  tube  from  plate 18  inches 

The  distance  between  the  two  positions  of  the  tube 10        ** 

The  distance  between  the  two  shadows  on  the  plate 2        ** 

The  three  measurements  being  known  the  fourth  is  easily 
found : — 

2X1»  =  36  ^6  +  2  =  8=  4i  inches  or  -—^  =  x 
^  ^  •*  a       b 

The  coin  then  in  the  book  is  4V2  inches  from  the  surface  where  the 
plate  was  situated  during  the  exposure.  A  book,  however,  has  three 
dimensions;  hence  the  position  of  the  coin  in  all  of  the  three  planes 
must  be  located.  The  three  measurements  thus  obtained  will  give 
exactly  the  location  of  the  coin.  With  foreign  bodies  in  the  chest 
the  same  method  may  be  used.  Here,  however,  only  one  picture  is 
really  necessary  to  find  out  the  depth  of  the  bullet  from  the  surface. 
The  horizontal  and  vertical  planes  in  which  tlie  foreign  body  is  lodged 
can  be  found  with  the  fluoroscope  alone. 

Developing  the  Plate. — There  are  many  "developers''  on  the  mar- 
ket, but  the  most  convenient  ones  for  a  physician  are  those  that  are 
put  up  in  small  packages  ready  for  use  when  dissolved  in  water.  The 
so-called  "metol-hydrochinone''  developer  is  as  serviceable  a  developer 
as  any.  The  chemicals  come  in  two  papers,  put  up  like  a  Seidlitz 
powder.  These  two  powders  are  dissolved  in  4  ounces  of  cold 
water.  Hot  water  would  dissolve  the  gelatin  coating  of  the  plate, 
and  therefore  no  heat  should  come  in  contact  with  the  sensitized 
plate.  The  powder  having  thoroughly  dissolved,  the  solution  is  ready 
for  the  plate,  and  can  be  put  into  the  tray.  If  a  large-sized  tray  is 
used,  two  or  three  packages  should  be  dissolved.  The  quantity  of 
"developer''  should  be  sufficient  to  cover  the  plate  completely.  In  a 
tray  for  an  8  by  10  plate  8  ounces  of  developer  is  quite  sufficient. 
That  means  two  powders.  Besides  the  "developer"  a  "fixing"  solu- 
tion is  necessary.  The  latter  solution  consists  of  saturated  solution 
of  hyposulphite  of  soda — known  as  "hypo."  To  a  pint  of  cold  water 
add  about  5  ounces  of  hyposulphite  of  soda  crystals  and  dissolve  thor- 
oughly. This  makes  the  fixing  bath.  It  should  be  put  in  the  tray, 
next  to  the  tray  with  the  "developer/'     The  room  having  been  abso- 
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lutely  darkened,  and  the  ruby  lamp  lighted,  the  developing  may  be 
proceeded  with.  The  plate  ia  removed  from  the  envelope  and  im- 
mersed in  the  developing  solution.  Care  should  be  taken  to  cover 
the  plate  with  the  eolutiou  with  the  first  sweep,  as  otherwise  the 
plate  will  develop  unevenly  and  result  in  a  faulty  "negative."  The 
length  of  time  neeeseary  to  develop  a  plate  will  depend  on  many  fao- 
tore:  on  the  degree  of  the  e.vposure,  the  parts  radiographed,  the 
quality  of  the  plate,  as  well  as  the  strength  of  the  developing  solu- 
tion. Some  plates  develop  slower  than  others.  The  operator  will 
have  to  gain  persouaJ  experience  on  this  subject,  in  order  to  avoid 
"overdeveloping"  or  "underdeveloping"  his  plate.  But  for  a  general 
guidance  this  much  can  be  said  on  the  subject:  When  the  plate  is 
first  immersed  in  the  solution  it  is  white.  Gradually  the  shadow  of 
the  part  exposed  will  appear,  and  the  part  not  taken  up  by  the  shadow 
will  gradually  turn  brown,  and  then  black.  The  part  taken,  however, 
still  remains  white.  Gradually  the  white  will  fade,  and  this  part  of 
the  plate  becomes  brown  also.  When  the  shadow  on  the  plate  of  the 
object  radiographed  becomes  brown,  and  the  sides  of  the  plate  black- 
ish in  color,  then  the  plate  is  fully  "developed."'  The  plate  is  now 
removed  from  the  "developer"  and  rinsed  off  in  cold  water  and  at 
once  placed  in  the  "fixing  bath."'  The  plate  now  needs  a  little  fur- 
ther watching.  Although  the  film  side  of  the  plate  has  become 
brown,  the  back  of  the  plate,  or  glass  side,  is  still  white.  The  plate 
must  be  kept  in  the  '"fixing"  solution  until  this  white  background  ilis- 
appears,  and  the  entire  plate,  front  and  back,  becomes  brown,  The 
plate  now  needs  to  be  washed  in  cold  water  to  dissolve  off  the  "fixing 
solution."  This  can  be  done  by  putting  the  plate  in  a  tray  filled 
with  water,  allowing  it  to  remain  in  the  water  for  one  hour.  At  the 
end  of  this  time  the  plate  is  removed  and  allowed  to  dry.  The  plate 
should  now  be  protected  from  dust,  which  would  adhere  to  the  wet 
film  of  the  plate.  When  the  plate  is  dry  it  remains  a  permanent 
record  of  the  part  x-rayed,  and  is  called  a  "negative."  From  this 
negative  any  number  of  prints  may  be  made  on  paper,  hut  while  the 
bone  in  the  "negative"  shows  up  white, in  the  print, or  so-called  "posi- 
tive," the  bone  shows  up  dark.  The  developing  solution,  as  well  aa 
hypo,  may  be  used  again,  and  these  solutions  will  keep  well  in  tightly 
corked  bottles.  Half  a  dozen  plates  may  be  developed  in  Ibe  same 
solution.  After  this  the  "developer"  will  weaken  and  should  be  dis- 
carded. 
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Interpretation  of  the  X-ray  Plate. — Nothing  needs  more  care  and 
guardedness  in  radiography  than  the  proper  interpretation  of  x-ray 
pictures.  Absolute  familiarity  with  the  normal  x-ray  appearance  of 
the  various  anatomic  parts  of  the  human  skeleton  is  necessary  before 
the  interpretation  of  the  pathologic  is  possible.  The  great  majority 
of  fractures  will,  of  course,  be  easily  elucidated  from  the  Roentgen 
plate,  but  some  radiographs  of  fractures  will  not  admit  such  a  ready 
interpretation.  If  an  x-ray  picture  shows  up  the  fracture,  nothing 
can  be  more  positive  in  pointing  out  the  injury;  but,  if  only  one 
radiograph  is  taken  of  a  part  and  no  fracture  is  shown,  it  does  not 
mean  that  a  fracture  does  not  exist.  An  oblique  fracture  of  the  tibia, 
for  example,  may  exist,  and  an  x-ray  picture,  taken  in  an  antero 
posterior  direction,  may  not  show  up  the  injury  at  all.  Not  so,  how- 
ever, if  a  lateral  view  is  taken.  In  this  picture  the  fracture  will  show 
up  well.  It  is  therefore  necessary  to  radiograph  an  injury  in  at  least 
two  projecting  planes.  After  the  plate  is  developed  and  dried  it 
should  be  carefully  scrutinized  and  the  relation  of  parts  studied.  It 
is  necessary  to  bestow  the  utmost  care  in  reading  a  plate  before 
coming  to  a  definite  decision  about  the  case.  The  position  of  the 
parts  while  on  the  plate  should  be  considered  in  interpreting  the 
radiograph.  Nor  should  it  be  forgotten  that  an  x-ray  plate  may 
show  decided  anatomic  defects,  and  vet  the  function  of  the  bone 
may  be  very  good.  A  faultily  united  fracture  does  not  necessarily 
mean  bad  functional  results.  This  is  an  important  consideration, 
and  must  be  remembered  in  interpreting  x-ray  pictures.  When  frac- 
tures, with  little  or  no  displacement,  and  with  little  or  no  subjective 
or  objective  symptoms,  are  radiographed,  and  the  best  possible  pro- 
jecting plane  of  the  fracture  not  caught,  the  plate  may  present  great 
difliculty  in  reading,  and,  unless  the  utmost  care  is  bestowed  on  it, 
such  a  plate  may  be  misinterpreted.  Vigilance,  knowledge  of  the 
normal  x-ray  appearance  of  bone,  and  careful  scrutiny  of  well-devel- 
oped plates  will  doubtless  avoid  misinterpretation. 

Hand. — The  hand  is  very  readily  shadowgraphed.  The  tissues 
are  thin  and  easily  penetrated  by  the  rays.  The  bones,  also,  are  not 
massive.  In  radiographing  for  injury  of  this  region,  the  palm  of 
the  hand  should  rest  on  the  plate.  Should  the  fluoroscopy  however, 
show  that  this  antero-posterior  plane  does  not  show  up  the  injury  ad- 
vantageously, then  the  back  of  the  hand  may  be  made  to  rest  on  the 
plate.     Indeed,  in  dislocations  of  the  phalanges,  or  in  foreign  bodies 
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in  the  hand,  a  side  view  will  be  necessary  to  clear  up  the  diagnosis. 
In  taking  a  lateral  view  of  the  hand  care  should  be  taken  nut  to  have 
tlie  shadows  of  all  the  metacarpal  bones  fall  on  each  other,  as  this 
would  make  the  plate  worthless.  By  modifying  this  lateral  view  a 
little,  and  taking  the  picture  at  a  slight  angle,  the  metacarpal  bones 
and  phalanges  will  show  up  separately  on  the  piate.  The  normal 
hand  should  be  carefully  studied,  particularly  the  carpal  bones. 
Here,  on  account  of  the  irregularity  of  the  bones,  certain  shadows 
will  be  seen  on  the  plate  that  should  not  be  mistaken  for  patholo^c 
lesions.  The  bones  entering  into  the  formation  of  the  wrist  joint 
should  also  be  studied  in  the  skiagraph.  In  CoUes's  fracture  a  skia- 
graph taken  in  an  antero-posterior  position  may  not  show  the  frac- 
ture, or,  if  the  fracture  does  appear,  the  degree  of  displacement  of 
the  lower  fragment  may  not  show  at  all.  It  is  essential,  therefore,  to 
obtain  an  s-ray  picture  of  the  injury  in  a  lateral  position.  The  dis- 
placement will  then  be  shown,  which,  after  all,  is  the  important  con- 
sideration in  fracture  of  the  carpal  end  of  the  radius. 

SBiOW  Joint. — This  joint  is  best  shown  in  two  views:  The  an- 
tero-posterior and  the  lateral.  The  relation  of  the  head  of  the 
radius  to  the  joint  should  be  noted  in  the  normal  condition.  The 
olecranon  process  of  the  ulna  is  best  shown  in  the  side  view,  and,  as 
this  part  of  the  ulna  is  frequently  the  seat  of  injury,  it  should  be 
studied  with  care.  In  fractures  of  the  olecranon  process,  pieces  of 
the  bone,  becoming  detached,  may  find  their  way  into  the  joint  cavitj'. 
This  accident  does  not  necessarily  produce  functional  disturbance  of 
the  joint.  A  case  of  this  kind  came  under  personal  observation. 
The  patient,  a  boy  of  14,  sustained  an  injury  to  the  elbow  joint.  The 
skiagraph  showed  a  fracture  of  the  lower  end  of  the  humerus,  and 
also  a  fracture  of  the  olecranon  process  of  the  ulna.  A  piece  of  bone 
detached  from  the  olecranon  process  lodged,  apparently,  in  the  joint. 
Various  manipulations,  under  the  guidance  of  the  fluoroscope,  failed 
to  displace  the  fragment,  lleduction  and  immobilization  of  the  other 
part  having  been  accomplished,  the  parents  were  told  that  it  might 
be  necessary  at  some  subsequent  time  to  remove  the  fragment  of 
bone  from  the  joint  by  operation.  The  fracture  healed  up  well,  with 
complete  restoration  of  functions.  Although  the  fragment  can  even 
now  be  seen  in  the  joint,  no  impairment  of  function  is  experienced  by 
the  boy. 
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Shoulder, — A  radiograph  taken  of  the  region  of  the  shoulder  will 
show  the  head  of  the  humerus,  the  acromion  and  coracoid  processes 
of  the  scapula,  the  glenoid  cavity,  the  clavicle,  and,  if  the  radiograph 
is  well  executed,  also  the  outline  of  the  scapula,  as  well  as  of  the  ribs. 
The  shadows  of  these  various  structures,  and  their  relation  to  each 
other,  should  be  noted;  also  the  space  between  the  outer  end  of  the 
clavicle  and  the  acromion  process  of  the  scapula.  In  injuries  to  this 
region  the  plate  should  be  placed  behind  the  patient,  the  latter  lying 
on  his  back,  with  the  tube  immediately  in  front  of  the  patient.  A 
lateral  view  of  the  region  is  best  taken  with  a  Koentgen  tube  at  an 
angle  with  the  plate.  By  doing  this,  in  case  a  displacement  of  the 
upper  fragment  exists  in  fracture  of  the  surgical  neck  of  the  humerus, 
such  a  deformity  will  show  up  well,  and  subsequently,  when  proper 
reduction  has  b«en  accomplished,  another  skiagraph  taken  at  the 
same  angle  will  ahow  the  improvement  very  vividly.  In  fractures  of 
this  region  the  tendency  to  overriding  is  very  great,  and  it  is  no 
small  problem  to  keep  the  fragments  of  the  bone  properly  reduced. 
With  the  aid  of  the  fluoroscope,  however,  the  treatment  of  these 
fractures  becomes  much  simplified.  Occasionally  it  will  be  necessary 
to  take  a  radiograph  of  the  shoulder  region  with  the  patient  lying 
on  the  abdomen,  but,  as  a  rule,  an  antero-posterior  and  lateral  view 
will  be  sufficient  to  show  up  injuries  of  this  region  on  the  plate. 

Chest  and  Neck. — The  chest  and  neck  may  be  well  illustrated  in 
the  radiograph  when  taken  in  an  antero-posterior  position.  The  ribs 
show  up  well,  and  in  a  good  plate  the  curves  of  the  ribs  will  also 
show  up  well.  The  sternum,  the  shadow  of  the  heart,  and  the  shadow 
of  the  large  vessels  can  be  studied  from  the  front  view.  In  this 
anterior  view  the  ribs  of  the  front  region  of  the  chest  also  will  show 
up  well.  Should  it  be  desired  to  bring  out  the  posterior  section  of 
the  chest  on  the  plate,  the  patient  had  better  lie  on  the  stomach, 
with  the  plate  against  the  chest  wall.  The  shadow  of  the  medi- 
astiniun  on  a  plate  taken  from  behind  forward  will,  of  course,  be 
different  than  a  plate  taken  from  before  backward.  The  position  of 
the  clavicle  in  these  two  pictures  should  be  noted.  The  neck  may 
be  radiographed  from  the  front,  back,  and  sides.  In  a  front  view 
the  bodies  of  the  vertebrae  will  show  up  best,  as  well  as  the  trans- 
verse processes.  In  a  posterior  view  the  arch  of  the  vertebras  will 
be  best  depicted,  while  the  lateral  view  will  show  the  spinous  proc- 
esses best.     In  locating  foreign  bodies  one  or  all  of  these  positions 
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may  be  necessary  before  a  proper  localization  of  the  body  is  admis- 
sible. 

Abdovten. — The  skiagraph  and  fluoroscope  have  been  pressed  into 
service  to  aesist  in  the  diagnosis  of  calculi  of  the  various  abdominal 
organs,  as  well  as  in  foreign  bodies  in  this  region.  The  diagnosis  ot 
calculi  in  the  various  abdominal  organs  is  often  attended  with  diffi- 
culty, and  under  many  conditions  no  diagnosis  of  calculi  can  be  estab- 
lished. It  is  therefore  of  no  small  moment  to  have  such  an  important 
means  of  diagnosis  at  hand  as  the  x-rays  have  proven  to  be  in  at 
least  a  limited  number  of  cases.  Gall-bladder  calculi  have  been  diag- 
nosed with  the  Roentgen  rays  in  a  sulficient  number  of  cases  to  justify 
exposure  of  the  patient  to  the  rays  in  all  cases  of  suspected  cholelithi- 
asis. The  patient  is  to  lie  on  the  abdomen  and  the  plate  is  to  in- 
clude the  epigastric  and  right  hypochondriac  regions.  When  the  plate 
is  developed  it  should  have  on  it  the  vertebra!  column  and  lower  ribs. 
This  is  essential,  as  otherwise  the  plate  will  not  admit  proper  inter- 
pretation of  the  anatomic  regions.  This  same  arrangement  of  the 
plate  is  necessary  in  skiagraphiug  for  renal  calculi  or  ureteral  calculi. 
The  difficulties  attending  skiagraphy  of  calculi  should  not  be  under- 
estimated. While  success  has  crowned  efforts  at  diagnosis  of  calculi 
with  the  rays,  failures  have  been  frequent.  It  is  a  most  difficult  mat- 
ter to  choose  just  the  proper  kind  of  tubes  for  these  exposures.  A 
low  tube  should  be  used,  and  yet  the  tube  must  be  sufficiently  hard 
to  give  good  penetration.  Certain  kinds  of  calculi  can  be  more 
readily  skiagraphed  than  others.  The  calculi  consisting  of  mineral 
matter  throw  a  deeper  shadow,  and  hence  register  bettor  on  the  sensi- 
tized plate.  The  diagnosis  of  vesical  calculi  is  not  attended  with  as 
much  difficulty  as  that  of  calcnli  of  other  organs.  The  exposure  can 
be  made  in  two  positions;  The  patient  may  be  in  a  semirecumbent 
position  with  the  plate  under  him,  so  placed  that  the  outlet  of  the 
pelvis,  as  it  were,  is  covered  by  it.  Or  else  the  plate  may  be  placed 
over  the  lower  part  of  the  abdomen  and  the  tube  behind  the  per- 
ineum, so  that  an  imaginary  line  from  the  anode  of  the  tube  to  the 
center  of  the  plate  would  pass  through  the  center  of  the  pelvic  cavity, 
A  low  tube  should  be  used.  The  pelvic  bone  should  be  distinctly 
visible  on  the  plate. 

In  radiographing  for  calculi  no  opinion  should  be  expressed  on 
one  shadowgraph  alone.  The  diagnosis  should  be  based  on  at  least 
two  or  more   pictures.     The  danger  of  being  mistaken  about  the 
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Bhadows  on  the  plate  in  these  eases  is  very  great.  The  interpretation 
of  these  shadowgraphs  is  exceedingly  difficult.  Intestinal  contents 
may  throw  shadows  on  the  plate  that  may  be  mistaken  for  calculi. 
Again,  calculi,  for  example,  in  the  kidneys  or  ureters,  may  cause  de- 
cided subjective  and  objective  symptoms,  and  yet  the  smallness  of 
their  size  will  prevent  their  successful  skiagraphing. 

Pelvis  and  Hip  Joint. — In  taking  an  x-ray  picture  of  the  pelvis 
it  should  be  noticed  that  the  rays  have  to  penetrate  masses  of  tissue, 
and  therefore  it  is  necessary  to  have  the  machine  and  tube  in  proper 
working  order,  or  else  failure  is  inevitable.  With  the  patient  on  the 
back,  the  anode  is  made  to  point  just  a  little  above  the  symphysis 
pubis.  A  picture  taken  in  this  manner  will  show  the  pelvic  bone,  the 
sacrum,  the  coccyx,  the  symphysis,  the  ischii,  and  the  obturator  fo- 
ramina. Fractures  will  show  up  well,  as  also  will  foreign  bodies,  in 
these  pictures.  It  may  be  necessary  at  times  to  skiagraph  with  the 
patient  lying  on  the  abdomen.  Indeed,  in  certain  conditions  this 
position  becomes  imperative  in  order  to  bring  out  certain  details  in 
the  picture.  In  congenital  dislocations,  as  well  as  in  injuries  of  the 
hip  bone,  the  same  two  positions,  the  anterior  and  posterior,  are 
necessary  to  be  assumed  by  the  patient  in  taking  an  x-ray  picture,  ex- 
cept that  here  we  place  our  anode  over  the  hip  joint  region  so  as  to 
bring  out  those  structures  to  the  best  possible  advantage.  In  old 
people  who  have  sustained  injuries  to  the  hip  bone  it  will  be  found 
to  be  quite  a  task  for  them  to  lie  on  the  abdomen,  and  therefore 
only  after  the  x-ray  picture  taken  on  the  back  fails  to  clear  up 
the  diagnosis  should  they  be  subjected  to  the  hardship  of  having 
to  lie  on  the  abdomen.  In  some  cases  the  anterior  position  will 
be  quite  sufficient  to  clear  up  a  diagnosis.  A  low  tube  should  be 
used,  and  the  exposure  should  be  short,  with  the  current  on  to 
the  fullest  capacity  of  the  induction  coil.  The  most  practical  way 
to  deal  with  these  hip  injuries  in  old  people  is  to  bring  the  x-ray 
apparatus  to  the  bedside,  slipping  a  piece  of  board  under  the  injured 
part,  over  which  the  sensitized  plate  is  placed.  In  this  manner 
these  old  patients  are  saved  much  suffering,  and  they  need  be  scarcely 
disturbed  from  their  comfortable  position  in  bed.  At  least  two  or 
more  pictures  should  be  taken,  as  the  interpretation  of  plates  of  hip 
injuries  becomes  at  times  exceedingly  difficult. 

Thigh, — The  thigh  is  more  readily  radiographed  than  the  hip. 
A  low  tube  should  be  used  and  the  exposure  made  short.     For  in- 
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juries  of  this  region  the  anterior,  the  posterior 
tioDB  will  be  most  Ber?iceable,  and  the  injury 
Euch  plates. 

Knee. — The  knee  should  be  skiagrapbed  in 
also  in  the  anterior.  To  show  up  the  patella 
be  bent  and  the  side  view  exposure  made.  If 
femur  is  the  object  of  investigation,  as  in  tube 
will  be  the  most  serviceable  position.  This  st 
show  up  the  bead  of  the  tibia.  In  injuries  i 
the  knee  joint  special  positions  for  the  shadowg 
gest  themselves  when  a  careful  fluoroscopic  ex 
the  patient. 

Ankle. — The  ankle  joint  and  foot  can  be 
and,  as  a  rule,  the  pictures  turn  out  well.  Ii 
skiagraph  should  be  taken  in  such  a  position 
bones  on  the  plate.  If  the  shadow  of  the  til 
over  the  shadow  of  the  fibula,  or  vice  versa,  tl 
fusion  in  the  interpretation  of  the  plate.  A  frc 
fore  be  taken.  The  plate  is  placed  behind  the 
in  front  of  the  leg.  In  a  picture  obtained  in  th 
processes  will  show  up  well,  and  their  relation 
also  well  shown.  A  lateral  view,  however, 
should  never  be  neglected  in  these  injuries.  I 
as  fractures,  will  show  up  in  these  two  posil 
vantage.  Here,  as  well  as  in  other  regions  of  tl 
with  foreign  bodies,  the  position  for  an  x-ray  ; 
that  particular  case  will  suggest  itself  while  mal 
a  mi  nation. 

Foot. — In  studying  the  various  hones  of  t 
ture  taken  with  the  sole  resting  on  the  plate  wil 
This  is  also  true  of  the  tarsal  bones.  In  disloca 
view  is  also  necessary.  The  foot,  like  the  baj 
skiiigraphically  under  normal  conditions.  The 
anatomic  part  differ  so  in  their  density  and  out 
ough  familiarity  with  the  normal  appearance  ' 
terpretation  of  the  pathologic  state.  The  vario 
bones  and  their  peculiar  shadows  should  be  th< 
in  the  normal  plate.  Only  in  this  way  can  disli 
of  these  small  bones  be  properly  interpreted.    E 
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nosis  of  fractures  of  these  small  bones  can  only  be  made  with  the 
x-rays.  Injuries  to  these  small  bones  are  quite  frequent,  and  the 
diagnosis  is  very  puzzling  without  the  aid  of  the  Roentgen  rays.  Nor 
is  the  occurrence  of  foreign  bodies  in  this  region  of  the  body  so  in- 
frequent. Indeed,  after  that  of  the  hand,  the  foot  is  the  most  fre- 
quent seat  of  foreign  bodies  accidentally  introduced.  The  localiza- 
tion of  these  bodies  is  best  made  on  the  lines  suggested  in  dealing 
with  foreign  bodies  in  the  hand. 

RADIOTHERAPY. 

New  therapeutic  measures  when  they  first  appear  on  the  medical 
horizon  are  apt  to  be  lauded  to  the  skies,  and  the  fantastic  visions 
of  the  medical  enthusiast  encircles  them  with  wreaths  of  exaggera- 
tions and  dreams.  Radiotherapy  was  no  exception  to  this  rule.  How- 
ever, this  extreme  enthusiasm  about  x-ray  therapy  was,  in  a  measure, 
pardonable,  when  it  is  considered  that  with  its  aid  the  therapeutist 
undertook  to  cope  with  diseases  most  formidable  in  nature  and  fatal 
in  effect.  The  medical  world  was  thrilled  and  startled  to  have  at 
its  hand  so  powerful  a  therapeutic  measure  as  the  Roentgen  rays. 
There  was  something  ideal  and  fascinating  about  this  curative  agent. 
To  be  able  to  make  remedial  applications  without  causing  pain  or  the 
slightest  discomfort  to  the  patient,  and  to  observe  definite  and  posi- 
tive results  from  these  applications,  so  devoid  of  even  the  least 
amount  of  discomfort,  was  indeed  enough  to  fire  the  enthusiasm  of 
both  physician  and  patient.  While  there  has  come  a  reaction  to  the 
great  enthusiasm  in  x-ray  therapy,  there  remains  still,  after  these 
years  of  trial,  that  conservatism  in  the  application  of  this  remedial 
measure  that  will  establish  it  on  lines  that  will  be  lasting.  Strip 
from  this  therapeutic  measure  those  exaggerated  claims  made  for  it 
in  the  heat  of  enthusiasm,  weed  out  the  chaff,  and  there  still  remains 
in  it  much  that  is  good  and  wholesome,  much  that  will  cure  most 
fatal  maladies,  much  that  will  give  relief  from  suffering,  and  much 
that  will  conduce  to  the  happiness  of  mankind.  Are  there  many 
other  remedial  measures  that  will  do  this?  There  are,  indeed,  but  a 
few.  It  is  no  disparagement  of  x-ray  therapy  to  say  that  it  is  not 
a  panacea  for  all  human  ailments.  Nothing  like  a  panacea  has  ever 
been  found  in  real  life.  Panaceas  occur  only  in  dreams.  But  that  the 
range  of  therapeutic  applications  of  the  rays  is  surprisingly  great. 
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and  that  it  is  etill  widening,  must  be  admitted.  And,  indeed,  such 
a  wide  range  of  applicability  of  the  remedy  is  to  be  expected  when  it 
is  considered  that  the  x-ray  is  capable  of  allaying  pain,  bringing 
about  moet  remarkable  tissue  changes,  hastening  the  abBorption  of 
exudates,  breaking  down  adTentitioua  cells  that  invade  normal  tissue, 
and  causing  degeneration  of  neoplasms.  That  it  has  not  the  power 
or  virtue  in  interna!  cancers  that  it  has  in  malignant  growths  of  the 
integument  is  greatly  deplored,  and  yet  even  in  deep-seated  cancers 
it  will  bring  degrees  of  comfort  to  the  patient  that  forces  this  reme- 
dial agent  into  the  foremost  ranks  of  therapeutic  measures.  Were 
the  Roentgen  rays  to  do  nothing  more  than  bring  about  a  cure  in 
rodent  ulcers  and  certain  epitheliomas  (and  this  it  can  do  beyond 
any  doubt),  it  would,  for  this  one  reason  alone,  deserve  to  be  placed 
among  the  important  therapeutic  measures.  The  x-rays  have  tri- 
umphed over  lupus  vulgaris  and  erythematndes,  bringing  about  per- 
manent cures  in  these  affections.  It  haa  been  successfully  employed 
in  various  skin  affections.  It  is  most  interesting  to  watch  how  a 
chronic  eczema  that  has  existed  for  years,  and  resisted  all  measures 
of  cure,  yields  so  readily  and  frequently  in  a  permanent  manner  to  a 
few  applications  of  the  Roentgen  rays.  Eight  months  ago  in  a  case 
under  our  care  an  eczematous  patch  of  seven  years'  standing  yielded 
to  half  a  dozen  exposures,  causing  the  disappearance  of  the  erup- 
tion, softening  the  skin,  and  causing  a  final  complete  restoration  of 
the  skin  in  texture  and  appearance.  The  Roentgen  rays  have  been 
employed  therapeutically  in  sycosis,  hypertrichosis,  favua,  blepharitis, 
acne,  psoriasis,  alopecia,  eczema,  caminomatous  and  sarcomatous 
areas,  Kodgkin's  disease,  and  in  neuralgia.  As  an  experiment  it  has 
been  used  in  tuberculosis  and  rheumatism. 

It  must  be  admitted  that  the  Roentgen  rays  have  a  vast  amount 
of  therapeutic  value  in  them,  but,  like  all  remedial  measures,  their 
application  requires  that  fine  discrimination  which  is  the  attribute  of 
the  careful  therapeutist.  It  should  be  measured  out  in  doses  like  all 
other  curative  agents.  To  be  able  to  do  this  the  operator  must  be 
thoroughly  familiar  with  the  apparatus  and  the  peculiar  effects  the 
Roentgen  rays  have  on  animal  tissue.  Furthermore,  the  x-ray  ex- 
posures at  first  must  be  tentative,  to  discover  the  so-called  idiosyn- 
crasy of  the  patient.  There  can  be  no  doubt  that  with  the  same  ap- 
paratus and  tubes,  and  the  same  length  of  time  of  exposures,  one 
person  will  be  only  tanned,  while  the  next  one  will  have  a  first  do- 
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gree  of  dermatitis.  In  some  cases  tanning  will  produce  the  desired 
therapeutic  effect. with  this  agent,  while  in  other  cases  nothing  short 
of  dermatitis  will  suffice  to  bring  about  success.  It  is  here  that  the 
discrimination  of  the  therapeutist  determines  success  or  failure. 
Take  a  case  of  acne,  for  example.  When  there  is  much  tissue  in- 
filtration about  each  pus  tube  or  follicle,  the  amount  of  exposure 
necessary  to  bring  about  a  cure  may  be  such  as  to  fall  just  short  of 
a  dermatitis.  In  another  case,  where  the  tissue  infiltration  about 
each  focus  of  infection  is  not  so  great,  very  little  raying  will  be 
sufficient.  In  rodent  ulcers  or  lupus  the  same  will  hold  good :  in  one 
case,  exposures  falling  just  short  of  a  dermatitis  will  be  desirable, 
while  in  another  case  tanning  alone  will  be  sufficient.  In  superficial 
lesions  a  low  tube  is  desirable  to  use — low  enough  for  radiography. 
Not  so,  however,  when  internal  cancers  are  to  be  affected.  Here  a 
much  higher  tube  is  necessary.  The  tube  should  be  high  enough  to 
penetrate  the  skin  and  reach  the  malignant  neoplasm.  Indeed,  this 
fact,  that  we  have  to  traverse  the  skin  with  our  rays  in  treating  in- 
ternal cancers,  is  an  important  consideration.  The  question  may 
well  be  asked:  Why  are  not  malignant  diseases  situated  beneath  the 
skin  as  amenable  to  cure  by  means  of  the  x-ray  as  these  same  con- 
ditions found  on  the  skin  surface?  It  may  be,  of  course,  that  the 
malignant  process  in  an  internal  organ  differs  in  its  histogenesis  from 
superficial  cancers.  Yet  it  is  more  likely  that  the  failure  is  due  to 
the  fact  that  it  is  impossible  to  bathe  the  tumor  with  the  rays  suf- 
ficiently in  internal  organs  to  bring  about  those  desirable  changes  that 
make  for  a  cure  in  a  neoplasm  situated  so  as  to  receive  abundant  rays. 
Even  in  cancer  of  the  uterus,  where  there  is  much  more  access  to  the 
organ  than  in  other  situations,  we  are  hampered  in  raying  the  organ 
to  the  fullest  capacity.  To  reach  the  fundus  properly  with  our  rays 
the  ray  must  pass  first  through  the  abdominal  walls.  Try  as  we  may, 
we  cannot  irradiate  an  internal  organ  as  effectually  as  we  can  the 
skin.  While  it  is  true  that  the  curative  action  of  the  x-rays  depends 
in  a  large  measure  on  the  amount  of  rays  given  to  a  part;  the  dis- 
appearance of  a  malignant  tumor  does  not  depend  on  the  amount 
of  rays  that  the  individual  will  take.  It  depends,  after  all,  more 
on  the  nature  of  the  neoplasm  and  the  situation  of  the  same.  Some 
malignant  neoplasms  simply  will  not  be  influenced  by  the  rays.  Why 
that  should  be  the  case  is  difficult  to  understand.  Again,  sarcomas  will 
yield  more  readily  to  the  Roentgen  rays  than  carcinomas,  and  yet  sar- 
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comas  of  bone  are  not  very  liopefuUj  atlected  by  x-radiationB.  Fnr- 
thermore,  carcinomas  of  very  vascular  regions,  like  J:he  anus  and  rec- 
tiun,  will  be  most  obstinate  in  their  behavior  toward  the  x-rays.  Aa 
exception  to  all  this  should  be  made  and  the  x-raya  should  be  most 
encouragingly  spoken  of  in  carcinoma  of  the  matmnEe.  In  carcinoma 
of  the  breast  the  x-rays  will  prove  very  serviceable,  if  not  a  lift- 
saving  measure.  Of  course,  a  sufiicient  time  has  not  elapsed  to 
justify  much  enthusiasm  on  this  subject,  but  the  recorded  cases  up 
to  date  lend  considerable  encouragement  to  the  hope  that  in  carci- 
noma of  the  breast,  x-rays,  in  conjunction  with  surgery,  will  ac- 
complish more  in  eradicating  the  disease  than  has  been  the  case 
heretofore.  It  is  a  lamentable  fact  that  in  carcinoma  of  the  breast  a 
recurrence  after  operative  interference,  even  in  cases  where  operation 
ia  undertaken  early,  takes  place  in  more  than  50  per  cent,  of  the  eases. 
This  is  true  even  in  the  most  favorable  cases,  where  the  most  radical 
operation  is  carried  out.  The  hope  is  entertained  by  those  who  have 
given  the  subject  attention  that  the  percentage  of  recurrenees  in  car- 
cinoma of  the  breast  is  less  when  the  rays  have  been  used  before  and 
after  operation  than  when  the  neoplasm  is  attacked  by  operative  mean.'; 
alone.  Whether  this  hope  will  be  realized  fully,  or  whether  barren 
regrets  will  follow  it,  only  the  lapse  of  time  can  determine.  However, 
BO  earnestly  is  this  observation  launched  by  those  who  have  given 
the  subject  attention  that,  in  view  of  the  dire  results  of  recurrence 
in  this  affection  following  the  knife,  it  is  but  justice  to  the  unfor- 
tunate patient  that  she  should  have  the  benefit  of  the  doubt  and  be 
subjected  to  x-ray  treatments  before  and  after  operation.  The  ques- 
tion may  be  asked:  What  is  the  rationale  of  such  a  treatment?  Is 
there  a  rationale,  or  is  it  mere  empiricism?  The  rationale  of  it  is 
simply  this:  The  Hoentgen  raya  bring  about  certain  tissue  changes 
whenever  they  are  applied  to  a  part  for  a  sufficient  length  of  time. 
Just  in  what  manner  these  tissue  changes  come  about  is  not  under- 
stood, but  pathologic  investigation  seems  to  point  to  definite  changes 
that  occur  in  the  blood-vessels  of  the  part  subjected  to  the  rays,  anil 
therefore  it  is  believed  that  these  changes  in  the  cells  are  due  to 
disturbances  in  the  nutrition  of  the  cells.  It  is,  indeed,  likely  that 
the  cell  changes  are  due  to  the  direct  action  of  the  x-raj's  on  the 
protoplasm  of  the  cells  themselves.  Furthermore,  the  cells  of  low 
vitality  will  be  more  affected  by  these  rays  than  normal  tissue.  Per- 
haps the  ether  vibrations  in  the  tissues  set  up  by  the  rays  are  tha 
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causative  factor  of  the  cell  degeneration.  Be  this  as  it  may,  remark- 
able tissue  changes  are  brought  about  by  the  rays.  In  raying  a  car- 
cinoma of  the  breast  what  happens  is  this:  The  cancer  cells  that 
infiltrate  the  organ,  being  of  lower  vitality  than  the  cells  of  the  sur- 
rounding normal  tissue,  break  down  and  are  absorbed  into  the  circu- 
lation, and  thus  eliminated  from  the  system.  The  same  fate  awaits 
those  cells  that  infiltrate  the  glands.  If  this  is  the  modus  operandi 
of  the  Roentgen  ray  on  tissue  cells,  then  it  is  a  very  rational  way 
of  attacking  the  problem  of  cure,  because  the  remedial  measure  has 
really  a  sort  of  selective  action  for  the  cancer  cells,  if  the  raying  is 
not  carried  beyond  a  certain  point.  If  exposures  are  carried  on  be- 
yond this  point,  not  alone  the  cancer  cells,  but  all  tissues  x-rayed 
will  suifer  a  like  fate.  Having  arrested  the  growth  of  the  timior  by 
means  of  the  rays,  the  surgeon  is  then  called  to  remove  the  offending 
neoplasm.  This  saves  the  patient  much  suffering,  if  not  a  dangerous 
toxemia,  which  may  happen  by  removing  the  timior  by  absorption 
alone.  The  neoplasm  having  been  removed  and  the  wound  having 
healed,  the  parts  and  the  whole  region  of  the  chest  are  again  sub- 
jected to  x-radiation,  so  as  to  rid  the  patient  of  any  lurking  cancer 
cells.  If  this  is  the  true  rationale  of  the  treatment,  it  will  be  readily 
seen  that  success  can  only  come,  in  a  final  cure,  if  the  case  is  treated 
early,  before  dissemination  of  the  cancer  cells,  or  invasion  of  the 
mediastinal  glands  has  occurred.  Once  these  deeper  glands  are  in- 
vaded by  the  cells  of  the  neoplasm,  then  neither  the  knife  nor  the 
x-ray,  alone  or  combined,  can  possibly  rid  the  patient  of  the  malig- 
nant process.  It  is  advisable  to  precede  the  operative  interference 
in  cancer  of  the  breast  with  x-radiation,  for  the  reason  that,  by  ex- 
posing the  patients  at  once  to  the  rays  on  their  presenting  themselves, 
further  growth  of  the  tumor  is  stopped.  This  is  evidenced  by  the 
shrinking  of  the  neoplasm  after  a  few  rayings.  The  retracted  nip- 
ple becomes  less  bound  down,  the  enlarged  glands  diminish  in  size, 
and  a  retrograde  metamorphosis  in  the  parts  is  plainly  visible.  Such 
is  the  condition  that  is  brought  about  by  the  x-rays,  and  now  the  case 
is  ready  for  operation.  The  manipulations  of  the  surgeon  now  will 
not  dislodge  and  force  into  the  lymphatic  vessels  and  circulation 
active  cancer  cells,  and  thus  favor  metastasis  and  recurrence  of  the 
neoplasm.  The  cancer  cells  that  are  dislodged  by  the  surgeon's 
manipulations  are  not  active  because  they  have  undergone  a  retro- 
grade metamorphosis.  Furthermore,  the  lympthatic  glands  that  har- 
as 
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bor  the  cancer  cells,  derived  from  the  neoplasm  under  the  influence 
of  the  rays,  are  stimulated  to  activity,  the  parasite  cells  they  harbor 
degenerate,  and  thus  these  lymphatic  sentinels  rid  themselves  of  the 
infection.  Not  so,  however,  when  the  glands  of  the  mediastium  have 
become  involved.  Here  the  Koentgen  rays  cannot  reach  the  glands 
in  sufficient  concentration  to  destroy  the  cancer  cells  they  harbor. 
The  osseous  structures  and  large  blood-vessels  prevent  the  rays  from 
reaching  these  infected  glands.  Besides,  if  the  infection  has  already 
reached  the  glands  in  the  chest  cavity,  the  dissemination  (*f  the  can- 
cer cells  has  probably  occurred  to  an  irreparable  extent.  Such  a 
dissemination  must  necessarily  prove  fatal.  Neither  surgery  nor 
radiography,  alone  or  combined,  can  rescue  the  patient  from  the 
malignant  snare. 

In  radiotherapy  it  is  important  to  remember  that  the  Roentgen 
rays  have  a  destructive  action  on  the  hair.  If  a  hairy  part  is  ex- 
posed a  few  times  the  hair  will  begin  to  fall  out,  and  great  disfigure- 
ment may  be  inflicted  on  the  patient.  Fortunately,  we  can  guard 
against  this  by  protecting  the  hairy  portions  of  the  body  with  tinfoil 
or  sheets  of  lead.  Tinfoil  in  two  or  three  layers  will  absorb  the  rays 
and  prevent  their  action  on  the  hair  follicles.  In  raying  the  region  of 
the  face,  the  head,  eyebrows,  mustache,  and  beard  can  be  protected 
by  placing  suitable  pieces  of  the  protecting  metals  over  the  parts. 
Shields  may  be  used  to  protect  the  whole  region  of  the  body,  except 
the  part  or  area  to  be  x-rayed.  In  treating  a  case  of  acne,  for  ex- 
ample, the  eyebrows  and  lashes  are  covered  with  pieces  of  tinfoil 
cut  into  suitable  shapes  and  sizes.  The  shoulder  may  also  be  pro- 
tected with  shields  made  of  thick  rubber.  In  fact,  wherever  cir- 
cumscribed areas  are  to  be  rayed,  the  rest  of  the  body  should  be 
shielded  from  the  rays.  Take,  for  example,  the  raying  of  a  fatty 
tumor  in  any  part  of  the  body;  it  would  be  entirely  unnecessary  to  ray 
the  surrounding  tissues,  because  we  simply  wish  to  cause  a  degen- 
eration to  occur  in  the  tumor  itself,  and  thus  remove  it  by  absorption. 
The  surrounding  tissue  need  not  be  rayed,  and  there  is  no  need  of 
running  the  risk  of  dermatitis.  Not  so,  however,  in  raying  for  ma- 
lignant disease.  Under  these  conditions,  no  part  should  be  protected 
from  the  rays,  except  the  head,  eyebrows,  and  lashes,  and  even  these 
parts  should  be  sacrificed  if  the  neoplasm  is  in  these  regions.  Should 
the  neoplasm  be  in  the  breast,  for  example,  it  will  be  just  as  well  to 
protect  the  hair  on  the  head,  eyebrows,  and  lashes  from  the  rays,  as 
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it  would  be  quite  unnecessary  to  disfigure  the  patient.  Further 
shielding,  however,  in  malignant  diseases  than  that  pointed  out  would 
defeat  the  object  in  view  in  raying.  In  malignant  disease  we  wish 
to  ray  as  wide  of  the  neoplasm  as  possible  and  administer  as  much 
of  the  rays  as  is  safe.  There  is  a  limitation  to  the  amount  of  raying. 
Indeed,  were  there  no  limitation  to  this  therapy,  most  tragic  and 
startling  effects  could  be  produced  by  the  therapeutic  agent.  The 
radiotherapist  must  forever  be  on  the  watch  for  a  dermatitis  and 
auto-intoxication.  These  are  two  conditions  that  put  the  limitation 
on  radiotherapy.  The  integument  will  stand  just  so  much  raying, 
and  the  amount  of  exposure  the  skin  of  a  patient  will  stand  is  a 
personal  equation;  it  varies  with  each  patient.  When  radiotherapy  is 
undertaken,  the  idiosyncrasy  of  the  patient  must  be  discovered  first 
by  tentative  means.  Great  circumspection  is  also  necessary  as  re- 
gards auto-intoxication.  This  results  from  the  absorption  of  poison- 
ous material  derived  from  broken  down  tissue  product.  The  symp- 
toms are  the  same  as  in  auto-intoxication.  There  are  malaise,  aches 
and  pains,  chills  and  fever,  at  times  the  rise  of  temperature  being 
quite  stormy.  Only  by  keeping  constant  watch  on  the  patient  can  we 
discover  these  early  symptoms  of  dermatitis  and  toxemia,  which  tell 
the  observer  that  we  have  reached  the  limit  of  our  radiotherapy  in 
that  particular  case,  for  the  time  being.  If  exposures  are  persisted 
in  in  view  of  these  symptoms,  not  alone  will  our  therapy  be  nullified, 
but  great  suffering  may  be  inflicted  and  harm  to  the  patient  ensue. 
Overzealous  radiotherapy  is  to  be  avoided  and  condemned.  It  does 
great  damage  to  the  cause  of  radiotherapy  and  the  art  of  medicine. 
Moderation,  experience,  circumspection,  and  caution  are  the  watch- 
words in  radiotherapy,  as,  indeed,  they  are  in  all  therapy. 

X-RAY   DERMATITIS. 

X-ray  burns,  like  ordinary  burns,  are  of  various  degrees  of 
severity,  the  first  degree  being  that  of  tanning  of  the  skin  with 
desquamation,  and  the  severest  that  of  circumscribed  and  deeply 
diffused  gangrene  of  the  skin.  Between  these  two  extremes  de- 
grees of  x-ray  dermatitis  there  are  gradations  and  variations.  A 
moderate  degree  of  dermatitis  may  be  beneficial  for  therapeutic  pur- 
poses, but  the  severe  third  degree  of  x-ray  burns  should,  of  course, 
be  avoided.     The  process  of  repair  in  these  severe  cases  is  very  slow, 
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and  the  aiiffering  of  the  patient  not  inconsiderable.  In  the  first  de- 
gree of  burn  we  have  hyperemia;  in  the  second  degree,  blisters;  and 
in  the  third  degree,  gangrene.  The  operator  should  nerer  neglect  to 
inquire  of  the  patient  about  sensations  experieuced  in  the  region  that 
is  being  x-rayed.  The  first  ayniptom  of  an  impending  x-ray  burn 
is  a  sense  of  tightness  in  the  region  irradiated;  following  this  sense 
of  tightness,  and  at  times  coincident  with  it.  there  may  he  itching  of 
the  part,  redness,  and  a  sense  of  heat.  In  the  presence  of  such  symp- 
■  tome  no  further  exposures  should  he  made  until  these  symptoms 
subside,  This  may  take  a  few  days  or  as  many  weeks.  Nor  should 
the  fact  he  lost  sight  of  that  a  dormatitis  may  not  develop  for  two 
weeks  afier  exposure,  though  such  a  long  interval  between  expo- 
sure and  the  appearance  of  the  dermatitis  is  rare.  Usually,  vritbin 
a  week  the  dermatitis  will  develop  after  a  lengthy  exposure.  In 
a  case  which  came  under  my  observation  an  exposure  of  fifteen  min- 
utes with  a  static  machine  was  followed  by  a  first  degree  of  dermatitis 
eighteen  days  after  the  exposure.  In  view  of  (his  fact,  one  can 
readily  see  in  what  difficulty  we  labor  when  considering  the  subject 
of  the  susceptibility  of  the  patient  to  .x-rays.  When  treatment  is  un- 
dertaken the  first  exposure  should  be  short— say,  two  minutes  with 
a  coil  and  ten  minutes  with  the  static  machine.  This  is  repeated  for 
a  few  times,  every  other  day.  Then  an  interval  of  four  or  five  days 
is  given,  to  see  if  there  is  a  tendency  to  dermatitis.  If  such  proves  to 
be  the  case,  the  raying  is  discontinued;  if  not,  another  esposure  ia 
made — still  a  short  one — and  three  or  four  days  is  allowed  to  pass  by. 
If  at  the  end  of  this  time  no  symptoms  arise  that  would  lead  o 
suspect  trouble,  the  exposures  can  be  prolonged,  but  the  case  should 
be  continually  watched.  The  watchword  of  the  radiotherapist  as  re- 
gards dermatitis,  is  Vigilancel    Vigilancel    Vigiianeel 
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Abdominal  puncture,  162 
walls,  relaxation  of,  270 
Abdominonlorsal  applications,  66 
Abortion,  electricity  in,  288 
Acid  batteries,  347 
Adams,  Prof.  W.  G.,  on  current  dif- 
fusion, 40 
Adenoids  of  rectum,  306 
Alterative  action  of  electricity,  61 
Alternating  currents,  328-392 

current  step-down  transformer,  26 
Amenorrhea,  96 
Ampdre,  the,  321 
Anal  fissure,  303 
Anaphoresis    (diffusion  of  ions  from 

cathode),  56 
Anelectro tonus   (physiologic  sedation 

at  anode),  59 
Anion     (electro- positive     radicle     of 

molecule),  47 
Anode  (positive  pole),  33 
Ano-rectal  cancer,  245 
Apostoli  clay  pad,  348 
diagnostic  test,  138 
intra-uterine  electrode,  71 
on   treatment  of  chronic   metritis, 

120 
treatment,  112 
results,  165 
special  methods,  159 
work  of,  31 
Ai^lications,  abdomino-dorsal,  66 

spinal,  66 
Applying  mechanism,  344 
Areolar  hyperplasia  of  breast,  202 
Arrangement  of  cells,  323 

in  permanent  battery,  341 


Arrhemias  on  electrolyiis,  46 
on  the  properties  of  ions,  48 

d'Arsonval,  390 
currents,  373 

Aseptic  precautions   in  electro-gyne- 
cology,  30 

Aspiration  as  a  means  of  diagnosis,  29 

Aspirator,  29 

Atony  of  bladder,  293 

Atrophic  metritis,  125 

Axillary  cancer,  225 

Bactericidal  action  of  electricity,  60 
Baird,  W.  T.,  289 
Batteries,  acid,  347 

portable,  344 
Battery  solution,  347 
Beck,  Carl,  409 
Benign  diseases  of  the  rectum,  303 

tumors  of  the  breast,  202 
Betz  static  machine,  375 
Bicycle,  its  use  by  girls,  3 
Bimanual  abdominal  palpation,  14 

pelvic  examination,  19 
Bipolar  cataphoresis,  228 

intra-uterine  electrode,  77 

vaginal  applications,  69 
electrode,  70 
Bivalve  speculum,  17 
Bladder,  atony  of,  293 

examination  of,  294 
Border-line   between    neurology    and 

gynecology,  84 
Bow-string  interrupter,  366 
Brothers,  A.,  282 

Cabinet  apparatus,  338 

Calcium  chloride  as  dryer,  378,  395 

(461) 
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■                  CampbeU,  H.  P.,  T9 

currents,  315,  328 

u                        mijor  applications,  209 

Contra-ind (cations  to  intra-uterine  ap- 

^^H             Maseey  method.  22S 

^^H            minor  a.pplic9.U<»is,  240 

ControUer,  current.  331 

^^H            of  axilla,  225 

^^H            of  the  body  of  uterus,  244 

Care  of  magnetic  battery,  362 

^^H            of  the  breast,  225 

Corporeal  endometritis,  116 

^^M            of  the  cervix,  23B 

Correlation  of  natural  forces.  45 

^^M             of  tbe  rectum.  246 

Cosmetic   applications    of   electricity. 

^^^^             rndiotUerup}'  in,  20S 

307 

Coulomb,  the.  322 

^^H                        from  anode),  52 

Crookes  tube,  404 

^H             in  cancer  o{  breeat,  22S 

Cullai,  T.  S..  238 

^^H                rectum,  245 

Current  combiner,  368 

^^m               uterus,  239 

Concentration  within  the  body,  42 

^^H         Cataphoric  Bterilixatioii  in  cancer.  205 

constant,  315 

controller,  331 

^H                                     110 

curves,  current,  388 

^^H          Catelectrotonufi   (physiologic  stimula- 

diffusion  within  body,  40 

^^M                         Uon  at  cathode),  G9 

from  the  mains,  329 

^^M         Cathode  (negative  pole),  33 

variation,  356 

^^H          CatioB     (electronegative    radide    of 

Cutter,  E^hraim,  152 

^H                          molecule).  47 

Cystic  tumors  of  breaat,  203 

^^B          Carbon  cylinder  cell.  342 

Cystoscopy,  284 

^^H         Caruncle,  urethral,  292 

^^H        Cell  current.  302 

Damon  method,  164 

^^H         Cells,  dry,  344 

Dehydration  of  static  csm,  378 

^^H               Columbia, 

Dermatitis,  x-ray.  435 

^^H         Celluloid,  inflammability  of,  379 

^^H         Cervical  endometritis,  113 

Development   of   radiographic   plate«, 

^^H         Cervix,  laceration  of.  123 

401,  421 

^^H         Chemic  effects  at  each  pole,  4S 

Diagnostic  teat.  Apostoli'*,  138 

^H        Chloride  of  calcium  as  dryer,  3TS,  393 

value  of  uterine  discbargea.  112 

^^H         Choice    between    electricity    and    the 

Differential    diagnosu,    hysteria    and 

^^H                                    38 

neurasthenia,  88 

^^^1           of  poles  in  gynerology,  62 

Mrect  current,  315,  328 

^^^1         Chronic  metritis,  117 

mains,  utilization  of.  209 

^^H                             138 

sparks.  331 

^^V         Clay   pads. 

Dispersing  electrode,  215,  347 

^^B          Clothing  and  catching  cold,  5 

Dolbear,  Prof.  A.  E.,  32 

^H           Columbia  di7  cells,  212.  345 

Dorsal  position,  13 

^^H         Combined  currents,  367 

Dosage  of  induction  currents,  8TI 

Dry  cell   battery,  authort  portable, 

210 

^^H        Constant  current  brush,  352 

Dry  cells,  343 
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Dudley,  A.  Palmer,  280 
Dysmenorrhea  (menorrhalgia),  98 

Ectopic  gestation,  277 
Electricity  in  obstetrics,  277 
Electrode   (point  of  entrance  of  cur- 
rent into  electrolyte),  33 

A{>o8toli  bipolar  intra-uterine,  77 
intra-uterine,  71 
tunneled  rectal,  219 

bipolar  vaginal,  70 

coverings,  38,  352 

dispersing,  215,  347 

galvano-puncture,  217 

hollow,  bulbous,  gold,  218 

Massey  intra-uterine,  72 

vaginal,  68 

zinc-mercury,  intra-uterine,  74 
cancer,  219 
Electrode  for  induction  currents,  371 
Electro-gynecology,  special   value   of, 

34 
Electrolysis,  45 
Electrolytic  interrupter,  399 
Electromotive  force,  315 
Electrostatic  capacity,  379 
Electrothermic  hemostasis,  239 
EHectro tonus    (physiologic    action    of 
constant  current  on  nerves), 
59 
Endometritis,  113 

cervical,  113 

corporeal,  116 
Engelmann  coils,  366 
Epilation,  307 

needle,  308 
Erosion  of  cervix,  114 
Examination  of  patients,  9 

of  the  pelvis,  16 
Extra-uterine  pregnancy,  277 

"Faradic"  current,  358 
Faults  in  circuit,  356 
Ferguson  speculum,  18 
Fibroid  tumors,  146 

classiflcation  of,  148 

contra-indications    of    electricitv 
in,  159 


Fibroid  tumors,  mode  of  action  of  eleo- 
tricity  in,  156 

origin  of,  146 

prognosis,  152 

selection  of  cases,  158 
Fissure  of  anus,  303 
Flemming  induction  battery,  362 
Fluor oscope,  400 
Fluoroscopy,  411 
Foreign  bodies,  skiagraph,  419 
Fox,  George  H.,  307 
Functional  stimulation  and  sedation, 

58 
Fuse,  329 

Gaiffe  pocket  induction  battery,  289 
"Galvanic"    (constant)    current,   315, 
Gaston,  J.  McFadden,  208 
Goelet  bipolar  vaginal  electrode,  70 

coils,  366 
Gold  puncture  electrodes,  217 
Glass  specula,  18 
Goodell  speculum,  17 
Grad,  Herman,  394 
Granger,  Am4d6e,  208,  237 
Granular  erosion  of  cervix,  114 
Graphite  controller,  333 
Ground  connections,  378 

Hardaway,  W.  A.,  307 
Hard  tube,  408 
HaulUin,  F.  W.  N.,  193 
Hayes,  Plym.  S.,  307 
Hedley,  W.  8.,  332,  335 
Hematosalpinx,   136 
Hemorrhagic  metritis,  123 
Hemorrhage,  postpartum,  290 
Hemorrhoidal  needle,  304 
Hemorrhoids,  303 
Herdman,  W.  J.,  345 
High  frequency  currents,  383 

potential  currents,  383 

tube,  406 
Holtz  machine,  376 
Hydrosalpinx,  136 
Hydrothermal  applications,  80 
Hyperemesis  gravidarum,  288 
Hyperplasia  of  uterus,   123 


Hysteria,  88 

maDunation  of  the  vaginn.  23 
Impotence  and  aterilily.  274 
Incandescent  circuit,  33S 
Indifferent  electrodee,  347 
Indirect  spar  lea,  380 
Induction  iiattery,  diagram  of,  350 

current  in  labor,  289 
stimulation,  60 
In^is-Paraons,  208 
Inertia  uteri,  electricity  in,  280 
Institutional  treatment,  312 
Insulation,  static,  370 
Internal  reaiBtance,  322 
Interpotar  region,  45 
Interpretation  ot  x-ray  plates,  423 
Interrupter,  368 

tor  Roentgen  ray  coil,  300 
Intra-uterine   applications,  70,  71,  78 
Ions  (atoms  with  electric  chajgca),  47 

Jaciieted  pan  for  clay  padi,  318 
Jackson,  Herbert,  411 
Jenks,  W.  J.,  358,  373 
JeweU  controller,  332 

Keith,  Thomas,  154 

Kellope.  J-  H.,  387 

Kennelly  sinusoidal  machine,  331 

Kidder  high-tension  battery,  304 

Knee -chest  position,  70 

Labor,  induction  current  in,  280 
Laceration  of  cervix  uteri,  6,  123 

Leclanehe  cell,  343 
Leyden  jars,  370 
Limitations  of  electricity   ni 

edy,  30 
Location  of  faults  in  circuit,  356 
Low  tube,  40a 

Magnetic  induction  currents,  358 
Mammary  cancer,  225 

gland,  benign  tumors  of,  203 
cystic  disease  of,  203 
Massage,  S2 

of  abdomen,  272 


Maiaey  ahdomlnal   puncture   needle 
164 

cancer  electrodes,  £IS 

controller,  333 

hemorrhoidal  needle,  304 

miniature  lamp.  24 

portable  dry-cell  battery,  340 

pelvic  transiltuminator,  28 

rigid  platinum  electrode,  72 

spinal  elastic  platinum  electrode,  73 

treatment  of  cancer,  205 

tunneled  rectal  electrode,  219 

vaginal  electrode,  68 

wall  cabinet,  33S 

wired-cotton  pads,  349 

zinc-mercury  cancer  electrodes.  210 
intra-uterine  electrodes,  74 
Mcintosh  induction  battery.  303 

BinuBoidal  apparatus,  390 
Medicamental  phore 
Menorrhagia,   107 
Menorrhalgia,  03 

nervous.  101 

uterine,  102 
Menorrhspasm,  90 
Menstrual  derangements,  DO 

pain,  08 
Menstruation,   scanty,  ST 
Mensuration  of  tumors,  14 
Mercuric  cataphor 
Meter,  milliampere,  337 
Metritis,  atrophic,  125 

chronic,  117 

hemorrhagic,  123 

senile,  125 
Metrorrhagia,  107 
Metrosalpingitis,  120 
MegrowiU  volt  controller.  24 
Milliamnieler,  337 
Milliamp*re,  the,  322 
Miniature  diagnostic  lamp,  24 

applications 
Monopolar  v^nnl  applications,  SB 
Morton,  W.  J.,  373 
wave  current.  382 
Motor  for  elatic  machine,  378 
nerve  t«sponBea,  59 
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Moles,  310 

Mucous  membrane  resistance,  355 

Nevus  pigmentosus,  311 

yasculosus,  310 
Needle  for  epilation,  308 
Nerve  irritability,  356 
Nervous  menorrhalgia,  101 

prostration,  91 
Neurasthenia,  91 

static  treatment  in,  95 
Neuroses  of  urethra,  293 

vulva,  293 
Normal  formula  of  nerve  response,  59 
Nunn,  R.  J.,  289 

Ohm,  the,  320 

law  of,  321 
Operative    reimplantation    of   cancer, 

239 
Osteoscope,  409 
Ovarian  congestion,   142 

menorrhalgia,   106 
Ovaritis,  chronic,  138 
Ozone  administration,  384 

Palpation  of  the  abdomen,  13 

Parallel  arrangement  of  cells,  324 

Pelvic  affections,  general  causation,  5 
peritonitis,  137 
transilluminator,  28 

Pessaries,  82 

Phoresis  (electro-chemical  propul- 
sion), 51 

Physiologic  basis  of  electro-thera- 
peutics, 32 

Pigmented  nsevus,  311 

Plate  holder  in  radiography,  403 

Plates   for   radiographs,  401 

Pocket  battery  for  diagnostic  lamp, 
28 

Polarity  of  an  induction  current,  368 
of  static  currents,  384 
test,  351 

Polarization  (accumulation  of  oppo- 
site charges  about  an  elec- 
trode), 59 

Polar  regions,  43 


Pole  changer,  330 
Portable  batteries,  344 

for  diagnostic  lamp,  27,  28 
Port  wine  mark,  310 
Postoperative  sequels,  144 
Postpartum  hemorrhage,  290 
Postpuerperal  metritis,  122 
Posture  in  pelvic  affections,  79 
Primary  coil,  362 

current,  364 
Purulent  salpingitis,  129 
Pyosalpinz,  129 

Radiographic  plate,  401 
Radiography,  394,  414 
Radiotherapy,  429 
Rectal  cancer,  245 

electrode,  tunneled,  219 

touch,  21 
Rectum,  adenoids  of,  306 

benign  tumors  of,  303 

stricture  of,  305 

ulcerations  of,  306 
Reed,  Boardman,  272 
Reflex  neuroses  of  pelvic  origin,  85 
Relaxation  of  abdominal  walls,  270  • 
Resistance,  319 
Rest  cure,  author's  modification  of,  95 

in   hysteria,  88 
"Rheostats,"  333 
Rheotome,  366 

Rockwell's  high-tension  battery,  304 
Roentgen,  Conrad,  410 

ray  coil,  398 
interrupter,  399 
stand,  403 
tube,  404 

rays,  394 
Ruby  lamp,  404 
Rudiments  of  medical  electricity,  315 

Salpingitis,  purulent,  129 
Salt  water  on  electrodes,  353 
Scanty  menstruation,  97 
Secondary  coil,  365 

current,  365 
Senile  metritis,  125 


so 
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r                     Seriea  arrangement  of  cella,  S23 

Tampons,  81 

1                        lamp.  334 

Temperature  effcots  of  current,  57 

^^^          Sheldon,  Prof.  Samuel,  373 

Toepler-HolU  machine,  378 

^^^R         Shunt  controller,  336 

Test  for  current.  351 

^^H              lamp,  334 

for  fttulU  in  circuit.  357 

^^^H         Sigmoid  flexure,  diaeasea  of,  303 

for  polarity,  351 

^^H         Simpson  sound,  20 

of  street  current,  3ZD 

^^M         Sinis'j   position,  21 

Tight  lacing  as  cause  of  disease,  S 

Transformation    of    alternating    i^ur* 

rents,  303 

Transillumination  of  pelvis,  26 

^^H         Skjagraplif,  3S4,  414 

Tray  for  radiography,  404 

^^H         Skiameter,  40S 

Tripier,  A.,  31 

^^H         Skin  re«idenee. 

method  in  displacements.  266 

^^H         Slocani,  Harris  A.,  284 

^^H         Smith,  Uptliom,  185 

Tumors  of  breaat,  benign.  202 

^^H         Snow,  William  Benham,  373 

Tunneled  rectal  electrode.  219 

^^M         Soft  tube,  40S 

^^H         Solution   for  acid  batteriud,  347 

Llcerations  of  rectum,  306 

^^H         Speoiflo  resiBtanc^.  320 

Units  of  current,  321 

^^H         Speculum,  bivalve,  17 

Universal  therapeutic  controller,  .1.13 

^^H                                18 

Unslacked  lime  as  a  dryer,  390 

^^H             Goodell,  IT 

^^H 

atrictllTB  of,  292 

^^H          Spinal  applicaUons,  06 

ulcerations   of.  202 

^^H          Stand  for  x-ray  tube.  403 

Urethral  caruncle,  292 

^^^H         Static  charge,  37B 

Uterine  discharges,  diagnostic   value. 

^^H              electricity,  373 

112 

^^H              eleetrodeg,  3»6 

hyperplasia,  123 

^^^H              induced  current.  383 

raenorrhiilgia.  102 

^^H              insulation. 

sound.  20 

^^H              sparka.  381 

Vacuum  tube  currcnle,  384 

^^H              spray, 

Vaginal     constant     current     applica                   ^ 

^^^1           Stationary  battery,  342 

tions,  07                                                         1 

^^^^1           Step-down  transformer,  2G 

^^H          Sterility  and  imputence,  274 

electrode,  OS                                                         J 

^^^H          Street  main  curie nta,  32S 
^^H          stricture  of  rectum,  305 
^^P               of  urethra.  292 

Subinvolution,   122 
^                           repent,  291 

SuperHuoUB  hair,  307 

induction  applications.  69                                H 
puncture,  100                                                      ^M 
specula.  17                                                            ■ 
swabbing,  81 

Vaginoabdominal      applications      in 
abroidE,  165 

Switchboard  wiring.  330 

Van  Houten  S  Ten  Broeck  static  ma- 

for both  currents.  340 

chine,  396 

(or  cells,  341 

Vant  Hoff  on  eleetrolysi.,  40 

Table  of  resistancea  of  wire.  320 

Vetter  wirrent  tap.  331 

or  Bpeuitic  resiatanves,  321 

Voltage,  meaaurernent  of,  338 

INDEX. 
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Volt,  the,  318 
control,  336 
Volume  of  current,  321 
Vulva,  neuroses  of,  293 

Waist  constriction,  3 

Waite  &  Bartlett  static  machine,  377 

Wall  plates,  338 

Warts,  310 

Water  cooling  tubes,  408 

de  Watteville  current  combiner,  368 

Wave  current,  Morton,  382 

Wehnelt  interrupter,  399 


Westinghouse  currents,  328 
Weston  meter,  337 
Wet  cells,  342 
Wimshurst  charger,  376 
Wired  cotton  pads,  349 
Wire  "rheostats,"  333 
X-ray  coil,  397 

dermatitis,  435 

plates,  401 

tube,  404 

Zinc-mercury  cancer  electrodes,  219 
intra-uterine  electrodes,  74 
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